COMRANNECONEIDENTIAL

53A - A CAL OUTLINE

Check for C.I., drift, noise, etes
Check for grid current (2mm max)

DC balance and vertical position range
Gain adj and check all ranges

Check AC, DC switch and input caps

Input capacitance standardizing (S/N 101-1499) &47uuf

(A) .05 v/cm and variable in cal positionm.

(B) Variable full CCW and adjust C3321
(C) Repeat until A and B matched

For S/N 1500 and up adjust C3261

Attenuator compensations
S/N 101 - 1499

V/em Flat Top Corner
.1 C3181 C3191
b C3151 Cc3161
5 C3121 C3131

5.0 C3091 C3101

High freq compensations

Adjust C3011

S/N 1500 - up
Flat Top Corner
- C3221 C3231
c3le6l C3171
C3101 C3111
C3061 C3071

S/N 101 - 1499 350 kc and adjust L3901 and L3801

S/N 1500 - up 450 ke and adjust L3401 and L3581 and HF peaking

Bandpass 20mc
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. EONIPACTY CONFIDEMIAL ™ °

1. Check for Cathode Interface, Micro, Grid I, Intermittents, etc.
2. DC Bal (0.05 v/cm)
3. Vertical Position Range
4. Gain Adjust (.05 v/cm)
5. Preamp Gain Adjust (.005 v/cm)
6. Check Attenuator Accuracy
7. Main Amp Input C (47pf)
S/N 101 - 3300 S/N 3301 - up
C3002 C3262

8. Volts/cm Switch Compensations

S/N 101 - 3300 v/cm Flat Top Corner
0.1 C3162 C3172

) C3192 C3202

5 C3092 C3102

5.0 C3132 C3142

S/N 3301 - up 0ul C3232 C3222
#2 C3172 C3162

25 C3112 C3102

5.0 C3072 C3062

9. Preamp Input C

S/N 101 - 3300 S/N 3301 - up
C3322 C4322

10. Low Freq Comp Use 50 cycle Square Wave

11. Main Amp HF Comp

S/N 101 - 3300 S/N 3301 - up
L4202, L4402 L3402, L3582, HF Peaking
(¢4022)
12. Preamp HF Comp
Some instruments below 3300 S/N 3301 - up
L3602 (L>72) L4032, L4042, L4162
13. Freq Response Main Amp  20mH

Preamp 12mH§






