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Section 1-485/ R485 Service 

SPECIFICATION 

Introduction 

The 485/R485 is a general-purpose, environmentalized, 
high-performance, portable, wide-band oscilloscope which 
has a dual-channel vertical amplifier with selectable input 
impedance (DC to 350 MHz bandwidth with 50 n input 
impedance; DC to 250 MHz bandwidth with 1 Mn input 
impedance). The 485 has a 1 ns sweep rate, stable triggering 
to bandwidth limits and calibrated X-Y capabilities. 
Delayed sweep has calibrated delay time, can be triggered 
after delay and can be displayed with the intensified main 
sweep in an alternate sweep switching display. Additional 
features are X10, X100 probe scale factor readout, 8 div 
X 10 div graticule area, small spot size and high writing rate. 
A 20 MHz bandwidth limiter, 1 MHz and 1 kHz fast-rise 
calibrator and autofocus are also included. The 50 .Q input 
is automatically disconnected from excessive voltages. An 
external trigger view feature is also provided. The 485-1 and 
485-2 have no external trigger view. The 485-2 has only 50 
n vertical input impedance. 

ELECTR ICA L CHARACTERISTICS 

VERTICAL DEFLECTION SYSTEM 
(2 identical channels) 

Selectable Input Impedance 

50 n within 0.5%. VSWR ,s;;:;1.25:1 on 5 mV/div and 
10 mV/div, 1.15:1 from 20 mV to 5 V/div to 350 MHz. 

1 M.Q within 1% paralleled by approximately 20 pF. 

Bandwidth 1 and Risetime2 (VARI ABLE gain 
CALIBRA TED3 ) From 50 n Terminated Source 
- 15°C to +35°C 

From 50 n terminated source - 15° C to +35° C. 

50 n DC to at least 350 MHz, 1 ns 

1 Mn DC to at least 250 MHz, 1.4 ns 

1 Bandwidth (BW) measured at -3 dB down. 

2 Risetime calculated from 0.35/BW. From +35° C to +55° C, BW is 
300 MHz for 50 n and 200 MHz for 1 Mn. 
3 See F ig. 1-1 for effect of VARI ABLE gain control. 

REV C. MAR 1979 

Input Coupling Selection 

AC; DC; GND (provides zero reference, precharges 
coupling capacitor, disconnects 50 n load in 50 n 
model. 

Lower - 3 dB Point (AC coupling from 50 n 
source) 

50 n input, 1 kHz or less. 

1 Mn input 1X, 10 Hz or less. 

Deflection Factor 

5 mV/div to 5 V/div in 10 calibrated steps (1 -2-5 
sequence). accurate within 2%. Uncalibrated, continu
ously variable between steps to at least 12.5 V/div. 
Lights at edge of knob skirts indicate correct deflection 
factor for 1 X, 10X and 100X probes. 

Gain can be recalibrated at front panel. 1 M.Q BAL is 
available at bottom panel to eliminate step attenuator 
shift above 10 mV/div, in the 1 Mn mode. 

Display Modes 

Channel 1; Alternate; Chopped (approximately 1 MHz 
rate); Added; X-Y (CH 1 - Y and CH 2 -X); Channel 2 
(+Up or Inverted) . 

Internal Trigger Source 

Normal (displayed signal). Channel 1 or Channel 2 
signal. 

500 I 

400 

300 

,_/ 

-----------
200 

BW, 
MHz TYPICAL BANDWIDTH, 50 n 

VS. 
VARIABLE GAIN SETTING 

100 

50 
50% 100% 

Percent of CAL Gain 

Fig. 1-1. Typical Bandwidth, 50 n vs. Variable Gain Setting (varies 
considerably depending on instrument SN) 
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Fig. 1-2. Typical 50 n Protection Disconnect Characteristic. 

50 n Protection 

Internal detection circuitry automatically disconnects 
excessive signals of up to 50 V . The disconnected 
condition is indicated, and has manual reset. 

Maximum Input Voltage 

50 U Disconnect occurs for voltages that exceed approx
imately 5 V RMS continuous or 0 .1 watt-second for 
instantaneous voltages of 5 V to 50 V. 

Repeated application of voltages in excess of 50 volts 
and greater than 0.1 watt-second will cause deterioration 
of K1S1 relay contacts, due to arcing. Signals in excess 
of 150 volts wil l damage the inst rument. 

1 MU-DC coupled 250 V (DC + peak AC), 500 V P-P to 
1 kHz. AC coupled 500 V (DC + peak AC), 500 V P-P to 
1 kHz. 

Common Mode Rejection 

Added Mode with Channel 2 inverted. At least 10:1 at 
50 MHz for 8-division signal after adjusting CH 2 gain 
for best CMR at 50 kHz and 20 m V/div. 

1-2 

Bandwidth Limiter 

Limits to approximately 20 MHz the Vertical Amplifier 
and Internal Trigger signals. 

Channel Isolation 

At least 30:1 at 350 MHz. 

A Ext Trigger Display (R485 and 485 only) 

Momentary pushbutton in VERT MODE area enables 
display of EXT A Trigger when A source is in EXT 
position. Deflect ion factor is approx imately 50 mV/div. 
Risetime is approximately 1.5 ns. Delay match to CH 1 
or CH 2 input is within 0.5 ns at 50% ampl itude. 
Triggering level is wi thin 0.5 div of center-screen. 

Probe Power 

Two 4-pin connectors at the rear of t he instrument 
provide power suitable for opt ional active probes such as 
the P6201. 

®I 
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PROBE PERFORMANCE 

(Probes are Optional Accessories) 

Temperature Range 
Lower Bandwidth for this 

Input -3 dB point with 485 Bandwidth 
Type Atten. Impedance (maximum) (minimum) Specification 

For Use With 50 n Input 

P6056 
010.-6056-03 - 6 ft. 

010-6056-05 - 9 ft. 
,ox soon 1 pF 200 Hz 350 MHz 

010-6057-03 - 6 ft. - 15° C to +35° C 
P6057 100X 5 kn 1 pF 20 Hz 350 MHz 

010-6057-05 - 9 ft. 

1X 100 kn 3 pF 10 Hz 
P6201 

0° C to +35° C 010-6201 -01 - 6 ft. Plug- 10X 1 Mn < 1.5 pF 1 Hz 330 MHz 
(FET Probe) 

On 100X 1 Mn < 1.5 pF 10 Hz 

For Use With 1 Mn Input 

010-6053-11 - 3 1 /2 ft. 

P6053A 010-6053-13 - 6 ft. 

010-6053-15 - 9 ft. 

A and B TR IGGER ING 

A Trigger Mode 

NORMAL. 

Sweep runs only when triggered. 

AUTOMATIC. 

,ox 

Sweep free-runs in the absence of a triggering signal 
and for signals below 20 Hz. 

SINGLE SWEEP. 

Sweep runs one time on the fi rst triggering event after 
pressing the reset selector. 

B Trigger Mode 

BRUNS AFTER DELAY TIME. 

Starts automatically at the end of the delay time. 

B TRIGGERABLE AFTER DELAY TIME. 

Runs when triggered. The B (delayed) sweep runs 
once, in each of these modes, following the A sweep 
delay time. 

REV. B, A UG. 1977 

1 Mn 

1 Mn 

1 Mn 

9.5 pF 250 MHz 

12 pF 1 Hz 250 MHz - 15°C to +35° C 

13.5 pF 200 MHz 

Time Base A and B Trigger Sensitivity 

Trigger Mode To 50 MHz At 350 MHz 

DC Int 0.3 div 1.5 div 

DC Ext 20mV 100 mV 

AC Signals below 16 Hz are attenuated. 

LF Reject Signals below 16 kHz are attenuated. 

HF Reject Signals below 16 Hz and above 50 kHz 
are attenuated. 

Level and Slope 

Internal, permits selection of triggering point at any level 
on the positive and negative slope of the displayed 
waveform. External , level is adjustable through at least 
±0.5 V for either polarity (±5 V for EXT ..;-10). 

A Source 

Internal, Line. External, External ..;-,o, 

1-3 
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B Source 

B runs after Delay Time, Internal, External, External 
~ 10. 

External Inputs 

1 MU paralleled by approximately 20 pF. Maximum 
input voltage 500 V (DC + peak AC), 500 V p.p to 
1 kHz. 

Jitter 

Less than 0.1 ns at 350 MHz and 1 ns/div. 

HORIZONTAL DEFLECTION 

Time Base A and B 

1 ns/div to 0.5 s/div in 27 calibrated steps (1·2·5 
sequence). Uncalibrated, A is continuously variable 
between steps and to at least 1 .25 s/div. 

Time Base A and B Sweep Accuracy (Center 8 
screen divisions) 

Sweep Rate +15°C to +35°C - 15°C to +55°C 

1 ns/div to 20 ns/div ±3% ±5% 

50 ns/div to 0.1 s/div ±2% ±4% 

0.2 s/div to 0.5 s/div ±3% ±5% 

Display Modes 

A, A INTEl--lsified during B delayed, AL Ternate display 
of A INTEN and B (delayed sweep). Only A sweep is 
displayed for A sweep rates of 1, 2 and 5 ns/div. 

1-4 

Minimum Sweep Holdoff (A Trigger Holdoff in 
Norm detent) 

A Time Setting 

1 ns/div to 0.1 µs/div 

0.2 µs/div 

0.5 µs/div to 0.5 s/div 

A Trigger Holdoff 

Less than 0.4 µs. 

Less than 1.0 µs. 

Less than 2 times the 
A TIME/DIV setting. 

Adjustable control permits a stable presentation of 
repetitive complex waveforms. The control covers at 
least the t ime of one full sweep for sweeps faster than 
0.2 s/div. 

B Ends A 

The A sweep is reset at the end of the B sweep to allow 
the fastest possible sweep repetition rate for increased 
trace intensity in the delayed sweep mode. 

CALIBRATED SWEEP DELAY 

Delay Time Range 

0 to 9.9 times the Delay Time/Div settings of 10 ns/div 
to 0.5 s/div. 

Differential Delay Time Accuracy (+15°C to 
+35°C) 

Exclude the first (above 0.0) 1.0 turn or the first 40 ns 
of the DE LAY dial. 

DE LAY TI ME Setting 

10 ns/div and 20 ns/div 

50 ns/div to 1 ms/div 

2 ms/div to 0.5 s/div 

± ( 1 % of mi::asurement 
+0.2% of full scale3 ) 

± (0.5% of measurement 
+0.1 % of full scale) 

± (1% of measurement 
+0.1 % of full scale) 

3Full scale is lOX the Delay Time/Div Setting. 
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Fig. 1-3. Specified Differential Delay Accuracy vs. Size of Measure
ment. 

Jitter 

Less than 0 .005% (one part in 20,000) of fu ll scale plus 
0.2 ns. (Wrap-around cover must be in place.) 

X·Y 

Full Sensitivity 

(CH 1 Vert, CH 2 Horizontal.) 5 m V /div to 5 V /div in 
10 calibrated steps (1-2-5 sequence) accurate within 2%. 
Gain can be recalibrated at front panel. 

Y Performance 

Identical to CH 1. See Vertical Deflection. 

X-Axis Bandwidth 

DC to 4 MHz (with 10 div reference signal). 

X-Y Phase Match (Fu ll BW and BW Limit) 

Within 3° to 4 MHz. 

X-Gain Match to CH 2 

+15°C to +35°C: 1% 

- 15°C to +55°C: 3% 

Specification-485/R485 Service 

CRT 

TEKTRONIX CRT 

4-inch rectangular tube; BX 10 divisions (0.8 cm/div) 
display area. P31 phosphor normally supplied; P11 
optional without extra charge. 21 kV accelerating 
potential. 

Photographic Writing Speed 

At least 3 div/ns for standard P31 phosphor; at least 
6 div /ns for optional P11 phosphor (with the 
TEKTRONIX C-31-R Camera and POLAROID 10,000 
ASA film) . 

Auto Focus 

Automatically maintains beam focus for all intensity 
settings. (Intensified zone and EXT Z axis are not 
auto-focused). 

Graticule 

Internal, no parallax. Variable edge-lighting. Markings 
for measurement of risetime. Graticule is dark with 
illumination off. 

Beam Finder 

Limits display within graticule area. 

External Z-Axis 

Risetime 15 ns. Input R 500 n. +o.2 V (DC to 20 MHz) 
blanks trace of average intensity. +2 V (DC to 2 MHz) 
blanks maximum intensity trace. 

Beam Current Lim it 

Automatically limits the average beam current to protect 
the CRT phosphor. (Lim its average current to 20 µA for 
sweep rates faster than 50 ms/div; 5 µA for 50 ms/div 
and slower sweep rates and for X-Y. Backup system 
shuts down power supply if average current reaches 
approximately 30 µA.) 

1-5 
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CALIBRATOR 

Two-Frequency Fast-Rise Calibrator 

Accuracies +15° C to +35°C - 15°C to +55°C 

5 V amplitude to 
1 Mn load 

0.5 V amplitude to 
50 n ±0.5% load 

50 mA amplitude to 
optional BNC acces-
sory current loop 

Selectable Frequency 
of 1 MHz and 1 kHz 

Output Resistance 

450U 

Risetime 

0.5% 1% 

1% 1.5% 

1% 1.5% 

0.25% 0.5% 

Positive edge into 50 n, less than 1 ns. Overshoot and 
ringing less than 2% into 50 n at 1 GHz bandwidth. 

1 kHz Duty Cycle 

49.8% to 50.2% 

OTHER CHARACTERISTICS 

Signal Outputs 

Positive gates from both time bases (approximately 4 V). 
and a positive-going Sawtooth from Time Base A 
(approximately 10 V). Gates and Sawtooth are approxi
mately 0.5 V amplitude into 50 n. 

Power Requirement 

Two-posit ion line voltage selector 115 V (90 V to 
136 V) and 230 V (180 V to 272 V) 48 to 440 Hz. 60 
watts maximum at 115 V and 60 Hz. 0.9 A maximum at 
115 V and 60 Hz. Line fuse: 3 A fast. 

Cooling 

Quiet, filtered. forced-air venti lation. Fan speed 
increases smoothly with increasing ambient temperature. 

ENVIRONMENTAL CHARACTERISTICS 

Ambient Temperature 

Operating: - 15°C to +55° C 

Storage: - 35° C to + 75° C 
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Altitude 

Operating: to 15,000 feet. Maximum allowable ambient 
temperature decreased by 1°C per 1000 feet from 5,000 
to 15,000 feet. 

Nonoperating: to 50,000 feet. 

Vibration 5 

Operating: 15 minutes along each of the three axis, 
0.025 inch peak-to-peak displacement (4 g's at 55 Hz) 
10 to 55 to 10 Hz in 1-minute cycles. 

Shock5 

Operating and Nonoperating: 30 g's, one half sine, 
11 -ms duration, 2 shocks per axis in each direction for a 
total of 12 shocks. 

Electromagnetic Interference 

{With 485 EMI modification option 4). Meets inter
ference requirements of MIL-1-6180: power line 
conducted, 150 kHz to 25 MHz; radiated, 150 kHz to 
GHz. 

Humidity 

Operating and Storage: 5 cycles (120 hours) to 95% 
relative humidity referenced to MIL-E-16400F {par. 
4.5.9 through 4 .5.9.5. 1, class 4). 

Dimensions and Weight 

Height: 6 and 9/16 inches. 

Width : {with handle) 12 inches. 

Depth (including panel cover) : 18 and 1 /2 inches. 

Depth (handle extended): 20 and 5/8 inches. 

Net weight {without accessory case and panel cover): 21 
pounds. 

Net weight (with panel cover. accessory case and 
accessories): 24 pounds. 

Domestic shipping weight: 31 pounds. 

Export-packed weight: 42 pounds. 

5R485 strapped to table. not mounted in rack. 



Section 2-485/R485 Service 

OPERATING INFORMATION 

General 

To effectively use the 485, the operation and capabilities 
of the instrument must be known. This section describes 
the operation of the controls and connections and gives 
first-time and general operating information. 

PRELIMINARY INFORMATION 

Operating Voltage 

WARNING I 
This instrument is designed for operation from a 
power source with its neutral at or near earth 
(ground) potential with a separate safety-earth 
conductor. It is not intended for operation from two 
phases of a multi-phase system, or across the legs of a 
single-phase, three-wire system. 

The 485 can be operated from either a 115 V or 230 V 
nominal line voltage source, or a 220 V external battery 
pack. The Line Voltage Selector switch on the rear panel 
converts this instrument from one operating voltage to the 
other. 

Power Cord Conductor Identification 

Conductor Color Alternate Color 

Ungrounded (Line) Brown Black 

Grounded (Neutral) Blue White 

Grounding (Earthing) Green-Yellow Green-Yellow 

~ 
This instrument may be damaged if operated with the 
Line Voltage Selector switch set to incorrect posi
tions for the line voltage applied. 

115 V 
230 V 

90-136 V 
180-272 V 

The 485 is designed to be used with a three-wire AC 
power system. If the three to two-wire adapter is used to 
connect this instrument to a two-wire AC power system, be 
sure to connect the ground lead of the adapter to earth 
(ground). Failure to complete the ground system may allow 
,he chassis of this instrument to be elevated above ground 
potential and pose a shock hazard. 

REV. C, MAR. 1977 

Operating Temperature 

The 485 can be operated where the ambient air 
temperature is between -15°C and +55°C (+5° F and 
+131° F). This instrument can be stored in ambient 
temperatures between -55°C and +75° C (-67° F and 
+167° F). After storage at temperatures beyond the opera
ting limits, allow the chassis temperature to come within 
the operating limits before power is applied. 

The 485 is cooled by air entering through the air filter 
on the rear panel and exiting through the holes on the sides. 
Adequate clearance must be provided at these locations. 
Allow at least one inch c learance behind the air fi lter and at 
least one inch on the sides. 

A thermal cutout in this instrument provides thermal 
protection and disconnects the power to the instrument if 
the internal temperature exceeds a safe operating level. 
Power is automatically restored when the temperature 
returns to a safe level. Clean the air filter periodically; a 
dirty filter prevents adequate air flow into the instrument. 

CONTROLS AND CONNECTORS 

General 

The major controls and connectors for operation of the 
485 are located on the front panel of the instrument. Some 
auxiliary functions are provided on the side, top, bottom 
and rear panel. To make full use of the capabilities of this 
instrument, the operator should be familiar with the 
function and use of each of these controls and connectors. 
A brief description of each control and connector is given 
here. 

Front Panel 

POWER Pushbutton Turns instrument on or off. 

CAL 5 V Connector BNC connector for square-wave 
voltage calibrator output signal. 

FREQ Pushbutton Selects one of two frequencies (1 
kHz or 1 MHz) for the fast-rise 
calibrator signal. 

INTENSITY Control Controls intensity of writing beam. 

B INTENSITY Provides additional intensity con• 
Control trol for the B SWEEP. 

2-1 
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SCALE ILLUM 
Control 

BEAM FINDER 
Pushbutton 

BW LIMIT 
Pushbutton 

20 MHz Indicator 

VERT MODE 
Pushbutton Selector 

CH 1 

ALT 

CHOP 

ADD 

X-Y 

CH 2 

INT TRIG 
Pushbutton Selector 

NORM 

CH 1 

CH 2 

VOL TS/DIV Switch, 
CH 1 and CH 2 

2-2 

Controls illumination of internal 
CRT grat icule. 

Compresses trace within graticule 
a rea, regardless of position cont rol 
settings or amplitude of signal 
applied. 

limits to approximately 20 MHz 
the bandwidth of the vertical ampli· 
fier system and of the I NT ernal 
TR IGger signal. 

lights when bandwidth of vertical 
amplifier is being limited. 

Displays Channel 1 only. 

Dual trace display by switching 
between channels at the end of A 
sweep. 

Dual trace display by switching 
between channels every 0.5 µs (1 
MHz chopped display). 

Algebraically adds CH 1 and CH 2 
input signals. 

Permits X-Y operation. Displays CH 
1 signal on the vertical (Y) axis and 
the CH 2 signal on the horizontal 
(X) axis, with a 4 MHz phase
compensated bandwidth. 

Displays CH 2 only. 

The signal being displayed is the 
internal trigger source. 

Selects CH 1 as the internal trigger 
source. 

Selects CH 2 as the internal trigger 
source. 

Selects 1 X calibrated deflection 
factors from 5 mV/div to 5 V/div in 
ten steps (1-2·5 sequence). Attenu
ating probe tip deflection factors 
for X 10 and X 100 coded probes are 
automatically indicated by the 
three readout lamps at the circum
ference of this knob. All three 
lamps are off when the channel is 

VAR IABLE volts/div 
Control, CH 1 and 
CH 2 

GAIN Adjustment, 
CH 1 and CH 2 

A EXT TRIG 
Pushbutton 
(momentary not on 
485-1 and 485-2) 

1 Mn/50 n Switch, 
CH 1 and CH 2 
(485-2 has RESET
PUSH) 

RESET Indicator 

Input Selector Switch, 
CH 1 and CH 2 

AC 

GND 

DC 

Input CH 1 or Y 
Connector and CH 2 
or X Connector 

POSITION Controls, 
CH 1 and CH 2 

not selected for display by the 
VERT MODE selector, or when 
using probe IDENTify. 

Provide continuously variable 
deflection fact ors between calibra
ted steps. Maximum deflection 
factor range is extended to 
1 2. 5 V /div. Push-away control 
provides calibrated deflection fac
tor in the CAL IN position. 

Screwdriver adjustment allows cali
bration of vertical deflection factor. 

Overrides other vertical controls to 
display the external signal being 
used for A sweep t riggering. 

Il luminated push-push selection for 
input impedance. Is also used to 
reset 50 n overload condition 
(1 Mn/50 n switch must be pushed 
twice to return to 50 n input 
impedance). 485-2 is non
illuminated momentary switch for 
RESET only. 

When maximum input power is 
exceeded in the 50 n mode causing 
the overload disconnect to operate, 
the RESET indicator is illuminated, 
and the 1 M n/50 n lamp is turned 
off. 

Capacitively couples input signal to 
vertical amplifier. 

Grounds the amplifier input and 
permits precharging the AC input 
coupling capacitor. 50 n termina• 
tion disconnected in the 50 n 
mode. 

Signal is di rectly coupled to the 
vertical amplifier. 

BNC connectors for applying exter· 
nal signals. Included are concentric 
coding rings for probes with scale 
factor and identify switching. 

Vertically positions the display. In 
X·Y mode, CH 1 controls positions 
in the Y (vertical) axis and the CH 
2 control positions in the X (hori
zontal) axis. 



CH 2 POLARITY 
Switch 

HORIZ DISPLAY 
Pushbutton Selector 
(Blue Panel 
Background) 

A 

INTEN (A) 

ALT 

B (DLY'D) 

TRACE 
SEPARATION 
Control 

Triggering Source 
Switch, A TRIGGER
ING and B Triggering 

INT 

LINE (A 
TRIGGERING 
only) 

BRUNS AFTER 
DELAY TIME (B 
TR IGGER ING 
Only) 

EXT 

EXT10 

Triggering COUPLING 
Switch, A TRIGGER
ING and B TRIGGER
ING 

AC 

LF REJ (AC 
Coupled) 

HF REJ (AC 
Coupled) 

+UP and INVERT slide selector 
provides for inverting CH 2 display. 

(Inoperative in the X-Y , VERT 
MODE, and when timing knobs are 
locked in the 1, 2, and 5 ns/div 
position.) 

Displays A sweep. 

Displays A sweep intensified (after 
the delay time) for the duration of 
B sweep. 

Alternately provides INTEN (A) 
and B (DL Y'D) displays. 

Displays B (DL Y'D) sweep. 

Provides additional positioning to B 
(DL Y'D) display in the ALT hori
zontal display mode. 

(Green Panel Background) 

Uses the signal selected by the INT 
TRIG switch as the triggering 
signal. 

Uses a portion of the line-frequency 
voltage as a trigger signal. 

B runs automatically after the time 
selected by A TIME/DIV and the 
calibrated DELAY TIME POSI
TION control. 

Permits triggering on signals applied 
to t he EXT TRIG INPUT 
connector. 

Attenuates external trigger signal 
by a factor of 10. 

Trigger signals are AC (capacitively) 
coupled to the trigger circuitry. 
Trigger signals below 16 Hz are 
attenuated. 

Attenuates triggering signals below 
16 kHz. 

Triggering signals below 16 Hz and 
above 50 kHz are attenuated. 

DC 

Operating lnformation-485/R485 Service 

DC (direct) couples all trigger sig
nals to the trigger circuitry. 

EXT TRIG Input 
Connector 

SLOPE Switch, A 
TR IGGER ING and 
B TRIGGERING 

LEVEL Control, A 
TRIGGER ING and 
B TRIGGERING 

TRIG'D Indicator 

SWEEP MODE Switch, 
A TRIGGERING 

AUTO TRIG 

NORM TRIG 

SINGLE SWEEP 

RESET 

READY Indicator 

A TRIGGER 
HOLDOFF 

DELAY TIME 
POSITION 

A and B TIME/D IV 
AND DELAY TIME 
Switch 

BNC connector providing input for 
external trigger signals. 

Permits triggering the sweep on the 
positive or negative-going portion 
of the trigger signal. 

Selects amplitude point on the 
triggering signal where sweep· 
triggering occurs. 

Lights when A sweep is triggered. 

Permits normal triggering on wave
forms with repetition rates of at 
least 20 Hz. Sweep free-runs in the 
absence of an adequate triggering 
signal. 

Permits normal triggering. No CRT 
display in the absence of an ade· 
quate trigger signal. 

Displays one sweep only until reset. 

A momentary-contact position of 
the SWEEP MODE switch that pro
vides for re-arming the A sweep 
generator during the SINGLE 
SWEEP mode of operation. 

Is illuminated when A sweep is 
armed in the SINGLE SWEEP 
mode. 

Adjustable control of the time 
between sweep steps, permits a 
stable presentation of repetitive 
complex waveforms. The control 
covers at least the time of one full 
sweep for all but the two slowest 
sweeps. 

Ten-turn calibrated control delays 
B sweep start (or B trigger arming) 
from 0 to 9.9 times the Time Base 
A TIME/DIV setting after the start 
of A sweep. 

Selects calibrated A and B sweep 
rates from 0.5 s/div to 1 ns/div in 
27 steps (1-2-5 sequence). Delay 
Time operation extends from 
0.5 s/div to 10 ns/div. 
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A VARIABLE 
Control 

DLY'D SWEEP 
PULL Knob 

POSITION (hori• 
zontal) Control 

Rear Panel 

Provides continuously variable A 
sweep rate to approximately 2.5 
times the calibrated setting (uncali
brated sweep rate is extended to 
1.25 s/div). Push away control 
provides calibrated rate in the CAL 
IN position. 

Provides for advancing the B 
(DL Y'D) sweep rate ahead of the A 
(DELAYING) sweep rate. (When A 
rate is 1, 2, or 5 ns/div the concen
tric knobs are locked together, and 
only the A sweep is displayed.) 

Horizontally positions trace. In
operative in X-Y mode. 

TRACE ROTATION Screwdriver adjustment to align 
Adjustment trace with horizontal graticule lines. 

FOCUS and ASTI G 
Adjustment 

Ad justment used to obtain a well 
defined display. Requires infre
quent readjustment. 

B +GATE BN C Connector providing a 
positive-going rectangular waveform 
coincident with B sweep. 

A +GATE BNC connector providing a 
positive-going rectangular waveform 
coincident with A sweep. 

A SWEEP Connector BNC connector provides a sample 
of A sawtooth generator signal. 
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Z AXIS INPUT 
Connector 

PROBE POWER 

LINE CORD 

LINE VOLTAGE 
SELECTOR 

OPERATING T IME 

Bottom Side 

1 M.Q BAL, 
CH 1 and CH 2 

BNC input connector for intensity 
modulation of the CRT display. 

Two 4-pin connectors at the rear of 
the instrument provide power suit• 
able for optional active probes such 
as the P6201. 

Power cord is a 3-wire, permanently 
attached cable, approximately 7.5 
feet in length. 

Recessed slide switch selects nomi
nal operating line range. 115 V (90 
to 136 Vl or 230 V (180 to 272 Vl. 

Elapsed operating time indicator. 
5000 hr. scale. 

Adjustment provides for DC bat• 
ance of 1 Mn Buffer amplifier. 

NOTE 

Two types of crt graticules have been used in some 
Tektronix oscilloscopes. One graticule has 0% and 
700% risetime reference points that are separated by 
6 vertical graticule divisions. The other graticule has 
the 0% and 100% risetime reference points separated 
by 5 vertical divisions. In your manual, illustrations 
of the crt face or risetime measurement instructions 
may not correspond with the graticule markings on 
your oscilloscope. 

REV. 8, MAR. 1976 



Section 3-485/R485 Service 

CIRCUIT DESCRIPTION 

Introduction 

This section describes the electrical operation and 
relationship of the circuits in the Type 485. The theory of 
operation for circuits that are used only in this instrument 
are described in detail in this discussion. Circuits that are 
commonly used in the electronics industry are not 
described in detail. 

50 n ATTENUATOR 

Two identical attenuators, one for each vertical channel, 
are used to select the desired vertical sensitivity of the 485. 
Each attenuator is an integral unit containing various 50 n 
attenuators, input overload protection circuitry and, where 
applicable, a 1 megohm attenuator and 1 megohm buffer 
amplifier. 

The 50 n attenuator is comprised of a delay line, 
D L410 , and four 50 n attenuator sections. The + 2 and + 
2.5 50 n attenuator sections are shared by a 1 Mn buffer 
amplifier. The two + 10 attenuator sections are used only in 
the 50 U mode. The delay line equalizes the delay 
differences between the 1 Mn buffer amplifier and the 
50 n mode. R127 provides termination for the 1 Mn 
buffer amplifier when the instrument is operating in the 
50 n mode. 

1 MEGOHM BUFFER AMPLIFIER 

The 1 megohm buffer amplifier provides a high input 
impedance and unitY gain when terminated in 50 n. It is 
connected to the input through relay K1Sl only in the 1 
megohm mode and when the RESET light is on. 

C33 and R33 provide input current limiting. CR33 
clamps negative transients in excess of 9.6 V to protect 
FET 034. The gate to drain junction of 034 gives clamping 
for positive-going overloads. The high frequency signal path 
goes from the input FET to 040, an emitter follower. R53 
sets the high frequency gain. 060 drives 062; CR62 
balances out the base-emitter voltage of 062 and temper
ature compensates it to keep the standing current in 062 
independent of temperature. 062 current drives the output 
for positive signal swings. 060 also drives 070, which pulls 
the output negative through R69 and serves as reverse 
termination at high frequencies. CR64 and CR65 work as 
expanders for high amplitude signals. R55 and C55 are high 
frequency adjustments which affect the first five nano
seconds of the transient response. L56 and L71 are integral 
parts of the circuit board providing high frequency peaking. 
050 is a low impedance drive for the low frequency 
feedback path. 
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Low frequency feedback is accomplished by U48, which 
compares the voltage levels at the base of 040 and the 
output, J 70. C46 matches the time constant of C77 and 
R75 with the time constant of R42 and parallel combina
tion of C46 and C47. C48 sets the bandwidth of U48. 

50 n OVER LOAD PROTECTION 

In the 50 n mode, K 1 is closed by USO, which routes 
the signal to the 50 n attenuator. 50 n input protection is 
provided by an RMS detecting circuit in USO. R84 and 
R 107 attenuate the input signal l 00X for USO. C86, C87, 
and R87 integrate a signal proportional to the RMS value of 
the signal at pin 3 of USO. When an overload is detected, 
Kl is de-energized, removing the signal from the 50 n 
attenuator section and applying it to the input of the 1 
megohm buffer amplifier. USO also lights DS96, the RESET 
light. To reset , Sl 258 is switched to the 1 megohm 
position, causing the scope to be in the 1 megohm mode. 
Return to the 50 n mode is then accomplished by pushing 
S125B (50 n/1 megohm mode switch) again. 

VERTICAL PREAMPLIFIER 

CH 2 is identical to CH 1 except that CH 2 has a polarity 
switch. Only CH 2 wi ll be described here. The CH 2 signal is 
received from the CH 2 attenuator through J300. Diode 
bridge CR301, CR30 2, CR303, and CR304 protects the 
input from large signals that occur too fast for the input 
protection relay to react. T305 is a balun, providing a 
push-pull signal to U310 at high frequencies. The 50 n 
input termination consists of R308, R305, and R309. R308 
is adjusted to give 50 n DC resistance at input connector 
Jl. CH 2 offset control R306 adjusts the voltage at the 
input connector Jl to zero in the absence of an input 
signal. Either R310 or R312 is selected by the POLARITY 
switch S310, allowing the variable control to be balanced in 
both invert and normal modes. The output leads of U310 
(pins 5, 6, 8, and 9) are crossed over so that the polarity of 
the signal can be inverted. R90, the variable control, and 
the resistor network R317, R319, R325, R326, R327, and 
R328 determine the ratio of currents in pin 11 and pin 12, 
hence the ratio of currents in transistors connected to pins 
6 and 8 to the current in transistors connected to pins 5 
and 9. Varying this ratio controls the gain of U3101

• At all 
sensitivities other than 5 m V /div, pins 11 and 12 of U350 
are shorted together by S95. Thus half the signal current in 
U350 is lost through R367 and R368. In 5 mV/div, S95 
contacts open, causing all of the signal current to flow in 
the transistors connected to pins 5 and 9, doubling the gain 

1 Gilbert, Barrie, A New Wide-Band Amplifier Technique, IEEE 
Journal of Solid State Circuits, Vol SC,3 number 4, December, 
1968, P353. 
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of U350. Other S95 contacts (shown on schematic 4) close 
to maintain the voltage at outer collectors pins 5 and 9 of 
U350. R355, R356. and R357 are low frequency (thermal} 
transient response compensations. The CH 2 gain control 
R358 is used to allow the CH 2 gain control (front-panel) 
to be centered in its range. 

SIGNAL CHANNEL SWITCH 

Signal from U350 is connected to pins 13 and 1 of U430 
and exits U430 at pins 16 and 14. The signal then continues 
on to and is terminated by the trigger channel switch U530, 
diminished slightly in bandwidth by the energy extracted 
by U430. 

A push-pull pos1t1on control signal is injected between 
U430 and U530 through R376 and R386. 

If no current flows through 0436, pin 12 is 0 .3 V higher 
than pin 11 and U430 is on. Under this condition, the 
amplified signal leaves pins 5 and 9 on 100 n EC board 
transmission lines, joins with the signal from channel 1 and 
enters the A Ext Trigger relay K410 on 50 n EC board 
transmission lines. 

Instruments without the A Ext Trigger opt ion contain 
jumper wires in place of the relay. The A Ext Trigger signal 
is injected by the relay at this location, which is considered 
to be the interface between the preamplifier and the main 
vertical amplifier. A A LC network consisting of C407, 
L409, R407, etc. provides some boost to compensate for 
delay line losses at high frequencies. 

The signal next passes into the delay line DL410 which 
delays the vertical signal 75 ns so that the sweep may start 
before presentation of the triggering signal. 

INTERNAL TRIGGER AMPLIFIER 

Signals looped through U430 continue to trigger channel 
switch U530 and are terminated in R528 and R529 which 
are the collector loads tor U350. If no current flows in 
0538. voltage divider R534 and R535 holds pin 12 of 
U530 above pin 11 and the CH 2 trigger signal amplified in 
U530 appears between pins 5 and 9 of U530. Trigger 
channel switch U530 is turned off when 0538 conducts 
4 mA, pulling pin 12 down to 9.8 V (0.3 V below pin 11 }. 
Signal current in this case is shorted out by the connection 
between pins 6 and 8. In either case, the total current in 
U530 is unchanged so that the voltage on pins 5 and 9 of 
U510 remains unchanged at +12 V. 

0544 and 0546 provide small additional gain for the 
trigger signal. RT551 temperature compensates the gain of 
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stages U310 through 0564. 0552 and 0556 select the 
bandwidth of the trigger signal. 

In the full bandwidth mode 0 556 is on and 0552 is off. 
Filter L559, R559, R557, and C557 provides a constant 
impedance at all frequencies as the collector load of 0556 
and thus fu ll bandwidth. In the 20 MHz mode 0552 is on, 
0556 is off, and high frequencies are attenuated by C557. 
Since the bandwidth filter in the vertical amplifier is a 
two-pole filter, the 3 dB point of the trigger's single pole 
filter is slightly less than 20 MHz. The low frequency phase 
shift of the two filters is identical, however, so that phase 
match may occur in X-Y operation of the scope. 

Signals at the collector of 0556 are buffered by emitter 
follower 0564 and sent to A and B trigger amplifiers via 
J568 and J566 respectively. CR562 matches the base 
emitter junction of 0564, and R560 is adjusted so that the 
zero signal voltage at O564's emitter is zero. R562 pulls 
away the collector current of 0556 or 0552. 

0572 and 0576 buffer the trigger signal, which becomes 
the X signal in X-Y mode. C572 is part of the filter which 
matches the delay of t he vertical delay line D L410. 

Trace Separation 

Trace separation circuitry injects a positioning signal at 
the main vertical interface during the operation of B sweep 
in the AL Ternate sweep mode. 

0 440, 0456, 0444, and 0454 provide the push-pull 
trace separation signal through R440 and R456. R458 and 
C458 ensure that the output impedance of the trace 
separation circuitry is 100 n at all frequencies. 

MAIN VERTICAL AMPLIFIER 

The signal received from delay line D l410 is terminated 
and T coil peaked by the inductance of pins 1, 13, 14, and 
16 of U620. The required additional inductance L621 and 
L625 is achieved in the leads to pins 16 and 14 which are 
lengths of run on the etched circuit board. This inductance 
plus C621 and C625, made from 3 layers of etched circuit 
board, and R621 and R625 form the forward termination 
of the delay line. The same method of termination and 
peaking is used in each stage using the 151-0078 integrated 
circuit.1 The network attached to pins 2 and 3 of U620, 
provides delay tine and thermal transient response compen
sation. The gain of the main vertical amplifier is adjusted by 
R629. Vertical amplifier gain is temperature-compensated 
by RT644. 

1 Addis, John "Three Technologies On One Chip Make A Broadband 
Amplifier", Electronics, June 5, 1972, Pg. 103. 



The network connected between U650 and U660 is the 
bandwidth limiter network. The network provides a con· 
stant impedance of 50 n per side at all frequencies looking 
from pins 4 and 10 of U660. In the full bandwidth mode, 
signal from pins 5 and 9 of U650 loops through U660 and 
is terminated in the bandwidth limit network. In the 
20 MHz mode, the signal is obtained from pins 6 and 8 of 
U650. In passing through the bandwidth limit network 
signals above 20 MHz are attenuated at 12 dB/octave. 

U660 is an FT doubler configuration with the input 
T coil peaked. Bias for the inner set of bases is set by R672 
and R673. The output transistors are high voltage devices 
which drive the CRT's distributed deflection structure. 

In the event of a loss of a CRT termination resistor, the 
long tail current through R657 pulls pins 2, 8, and 3 of 
U660 down. When the +27 V supply goes below 25 V, 
0686 turns on, turning on 0688 which shorts the 25 V 
supply. The toss of the +25 V supply will shut down the 
power supply inverter. See inverter current limiting. 

SCALE FACTOR READOUT 

Scale factor readout control circuitry is in U80. With a 
1 X probe or with an non-readout coded connector con
nected to the input connector code ring surrounding J1 , pin 
11 of U80 is connected to +5 V through R81 . The voltage 
at pin 11 is sensed by U80 and pin 10 is pulled down, 
lighting the X1 light emitting diode (LED).CR99.11 k!1 to 
ground from the code ring shuts off CR99, and turns on 
CR98, the XlO LED. A 6.8 k!t from the code ring to 
ground will shut off the XlO LED and light CR97, the 
X100 LED. A short circuit on the code ring provides trace 
ID which pulls down pin 7 of U80, shifts the trace upward 
one-fourth of a division, and shuts off the scale factor light. 
The trace ID signal goes to R289 on CH 1 and R389 on 
CH 2 to provide trace shift in the vertical pre-amplifiers. 

VERTICAL MODE CONTROL 

U1535B controls the vertical logic (diagram 3) via two 
control leads from pins 8 and 9. These leads also are 
connected via 01590 and 01594 to the trigger logic 
(diagram 4) when the trigger is NORM. The trigger logic is 
independent of Ul 535B when CH 1 or CH 2 triggers are 
called up. 

U1535B is controlled by the mode switch in CH 1, 
CH 2, ADD, or X-Y. In the ALT or CHOP mode, the !C's 
control the input to pin 7 of U1535B to cause it to either 
alternate on command from A GATE or to CHOP. When 
the HOR IZ is in ALT, and the vertical in ALT, Ul 535B 
changes state only every other A GATE. Note that A GATE 
is the signal that activates Ul 535 in ALT and the signal 
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from Ul 5308 pin 6 only allows every other A GATE 
t hrough. U1 535A output is A GATE 2, and Ul 535B is A 
GATE 4. 

In the CHOP mode, Ul 585 is on and Ul 535B changes 
state every time Ul 585 makes an output. While Ul 585 is 
making an output a signal from Ul 585 pin 4 blanks to 
prevent displaying the switching from CH 1 and CH 2 and 
back. 

ZAXIS 

U1560 output drives the Z AXIS amplifier. U1560 is 
controlled by the A and B GATES, the A-B control via pin 
15, the INTENsity controls and the EXT Z AXIS. 

The circuit consisting of 01566 and 01568 disconnects 
the B INTENSITY control during X· Y or when A=l , 2, or 
5 ns. 

A TRIGGER AMPLIFIER 

The Source Switch SW700 selects one of the four modes 
which the 485 will trigger on: INT, LINE, EXT, or EXT + 
10. Signals above approximately 1 MHz, except in HF REJ 
are coupled through C705. R705 and R709 form a 1 Mn 
input resistance and a loss pad to compensate for the loss 
across C705, matching high frequency and low frequency 
gains. R708 protects O712A input by limiting current when 
CR711 or O712A is forward biased. 0712A and 07128 
form a source follower with the source voltage very close to 
zero. The source follower drives 0716, an emitter follower, 
which drives U730. The balun coi l T719 produces a 
differential signal. U730, U738, and U740 are cascode 
amplifiers. The slope switch SW720, switches the collectors 
of U740 to give selection of the triggering slope. 

A EXT TRIGGER IDENTIFY 

The A EXT TRIG IDENTIFY function is driven by the 
emitters of U730; this allows U830 to be coupled to the 
trigger signal and the level control. The center line crossing 
point of the A EXT TR IG signal corresponds to the trigger 
point of the sweep for timing information. 

When the EXT TR IGGER IDENTIFY switch is pushed, 
U830 is turned on and its collectors are connected to the 
vertical delay tine via relay K410. VR838 and VR839 
provide DC level shift. 

The cables between J84 2 and J843 and relay K 10 have a 
time delay so that the EXT trigger signal will be displayed 
with the same time position as signals arriving through CH 1 
or CH 2 input. 
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A TRIGGER GENERATOR 

The trigger amplifier drives a Schmitt Trigger circuit 
based around CR751 and a constant resistance load. This 
circuit provides a standardized output pulse that is time 
related to the trigger event. This standardized pulse and a 
holdoff signal drive a two tunnel diode circuit to provide 
stable triggering from DC to at least 350 MHz with very low 
trigger jitter. 

CR762 is the arming tunnel diode and CR772 is the 
output tunnel diode. After CR762 is fully armed and 
CR772 is partially armed (at the end of holdoff), a pulse 
from CR751 causes CR762 to go to its high state. This 
increases the current through R764 to fully arm CR772, 
which goes to its high state when the same pulse that fired 
CR762 is received th rough the short delay line. The output 
of CR772 drives differential pair 0792 and 0794. When 
CR772 is in its high state pin 1 of U780 is high, turning on 
the light DS781 (TR IG'D). 0792 provides the A GATE 
through emitter follower 0810. The output of 0794 
couples to a differential pair 0802 and 0804, which 
provide the sweep gates. 

When the sweep is completed, a positive signal from A 
sweep turns on 0816 and 0822 to provide a signal to pin 
16 if U780. This initiates the holdoff portion of U780 and 
pin 17 goes positive. Pin 17 stays positive as determined by 
timing R's and C's on the timing switch to pin 8. The 
holdoff signal on pin 17 of U780 drives 0768 and 0778. 
0768 and 0778 gate the current to CR762 and CR772. 
When 0768 and 0778 are ott, CR762 and CR772 are 
receiving the appropriate current as set by R765 (A arming 
T.D.) and R775 (A output T.D.). When 0768 and 0778 are 
on they reset CR762 and CR772 to their low states. 

In AUTO TRIG pin 19 of U780 is grounded. The trigger 
signals must recur at least every 50 ms, which is the lowest 
rate the circuit will provide a triggered sweep in AUTO 
MODE. The t iming of the AUTO MODE is determined by 
the time constant of R787 and C787. 

In SINGLE SWEEP mode +5.5 Vis applied to pin 12 of 
U780. There wi ll be only one sweep for each time U780 is 
armed by pushing the RESET switch. The sweep will fire 
when a trigger signal is received while or after the RESET 
switch is depressed. The READY light on pin 11 of U780 
indicates when the sweep is armed. 

B TRIGGER GENERATOR 

Is similar to A Trigger Generator except it has RUNS 
AFTER DELAY T IME mode that disconnects the trigger 
amplifier. In addition, it uses A Trigger Gate and delay 
pickoff gate as hold-off. 
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In the triggerable mode, the B Trigger Generator triggers 
only after receiving both the delay pickoff and A Gate 
signals. Delay pickoff gate drives comparator 01092 and 
01096. Both A Gate and delay pickoff gate are required to 
drive 01082. The output of 01074 provides arming current 
for CR1062 and CR1 104. When the triggering signal causes 
CR1052 to go to its high state, CR1062 is properly armed, 
and will fire arming CR 1104, which fires approximately 
1 .5 ns after CR1062. 

In B RUNS AFTER DELAY TIME mode, the trigger 
amplif ier is turned off via R1038 and enough current is 
flowing in the base of 01068 so that it is in saturation. This 
saturation routes enough current to CRl 104 to turn it on 
when A Gate and delay pickoff gate arrive. 

In both cases when CRl 104 goes to its high state, 
comparator 0 1106 and 01110 changes state giving a B 
GATE out thru 01114. 01106 is connected to comparator 
0 11 21 and 01124 which changes state, giving plus and 
minus sweep gate out. 

In A 1, 2, and 5 ns, B is in BRUNS AFTER DELAY 
TIME. In addition in 1 and 2 ns the voltage to which Cl 121 
charges is varied by the HORIZONTAL POSITION control. 
This gives a time position to these two sweep speeds when 
using the HOR IZONTAL POSIT ION control. 

A and B SWEEPS 

A and B sweep generators each produce, upon receipt of 
a gate, a negative going sweep of 1.0 V /div of horizontal 
excursion, starting at +13 V. 

In A Sweep, 0884 and 0888 are the miller amplifier. 
Timing resistors R873 and R1409 to R1422 return to 
+50 V in calibrated settings. The values of the timing 
resistors and capacitors C877 to C882, C1404 and C1405, 
at various sweep speeds may be determined on the Timing 
Switch and Generator schematics. 0892 compares the 
sweep output to +13 V and sends the error signal to the 
miller input via R866 and 0854. Receipt of a + gate at 
TP851 turns off 0854, allowing the sweep to run. CR867 
must not conduct during baseline, so 0866 sinks the higher 
timing currents. 0934 turns on at the end of the sweep, 
producing a + going stop pulse that terminates the sweep 
gate. 0856 and 0858 feed a current to the miller input at 
the end of the gate to prevent large negative voltages and 
long recovery times at low timing currents. R863 affects 
linearity at 10 and 20 ns/div. 

The Delay Comparator 0902 enables B Sweep when the 
sweep voltage becomes less than the voltage on the Delay 
Time position control, where U910 is a voltage follower. 



0908 disables B Sweep in A HORIZ DISPLAY mode and 
0914 introduces an offset at 10 and 20 ns/div. Switch A9 
opens when A Sweep speed is 1, 2, or 5 ns/div to start B 
Sweep with minimum delay, since the B Sweep Generator 
produces these speeds regardless of the HORIZ DISPLAY 
mode. 

B Sweep generator is similar to A except that the 
maximum output rate is 5 times faster. The sequence of 
timing components is different from A Sweep. 01238 
prevents large positive voltages that would occur at the 
miller input after the end of the sweep but before the end 
of the gate. 

For A Sweep speed settings of 10 ns/div or slower, A 
HOR IZ DISPLAY mode displays A Sweep. B HOR IZ 
DISPLAY mode displays B, ALT, INTEN, and INTEN (A) 
function. However, when A Sweep speed is set at 1, 2, or 
5 ns/div the Horizontal system displays B Sweep which has 
been gated on by A trigger. Switch A9 is open so that the 
Delay Time Position control is effectively set to zero. At A 
= 5 ns/div, the displayed B Sweep is positioned horizontally 
in the amplifier. At A = 1 or 2 ns/div, the POSITION 
control is disconnected from the Horizontal Amplifier via 
switches B19 and B20. The POSITION control is connected 
to a variable delay circuit 01102 which time-positions B 
Gate for about 30 ns after A Gate. 

HORIZONTAL AMPLIFIER 

The A sweep or B sweep may be selected by saturating 
01312 or 01318 respectively. This is done by the 
horizontal control logic level at N4. If N4 is below - 5 V, 
01336 is off and 0 1338 saturates. This allows the node 
R1313, R1314 to go up and turns off 0 1318 and saturates 
01312. The output of A sweep generator has been selected. 
01338 being saturated also shunts to ground any signal 
from B sweep generator that might be present in AL Ternate 
mode. If N4 is - 3 V, B sweep is selected as 01336 
saturates, turning off 01338 and pulling down on R1314, 
saturating 01318 and turning 01312 off. CR1311 will 
shunt any signal from A sweep. 

A +1 V at N4 will turn 0 1342 on which turns off 
0 1358, disconnecting A and B sweeps and saturating 
01356. selecting the X signal for X-Y. 

In A = 1, 2, or 5 ns, 818 closes and 01331 turns on, 
saturating 0 1322, a 2X magnifier. To provide offset to 
enable viewing at sweep start, in 5 ns 822 closes and offset 
through R1327 is provided. In 1 and 2 ns, the base of 
01328 is moved and a current from 01328 through 01331 
and the base collector of 01332 is inserted to provide 
offset. 
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01362 and 01364 compose a HI gain amplifier. The 
feedback R is R1364 and R1366. The input resistance in B 
sweep is R1321 and R1322. If A sweep is selected the input 
resistance is R 1307 and R 1308. 

By selecting B sweep and adjusting R1366, the hori· 
zontal gain is set. Then by selecting A sweep and adjusting 
R1308, A sweep may be calibrated. Both adjustments are 
done in 0.1 ms/div. To get A and B sweep to start at the 
same point on screen, R1325 (B REGISTER) provides 
some offset current for positioning B sweep relative to A 
sweep. This is done in ALT horizontal mode. 01378 and 
R1368 provide a constant current for the operational 
amplifier 01362, 0 1364. 01366 is saturated in Beam 
Finder by S600B. This cuts the feedback resistor value by 
2/3 and Rf/ RI is reduced. Cl 364 provides linearity control 
for 1, 2, and 5 ns/div. 

01372 and 0 1374 are a paraphase amplifier to provide a 
differential signal to the horizontal amplifier. Cl 372, 
C1374, R1372, and R1374 provides thermal compensation 
for 0 1372 and 01374. Since the horizontal is symmetrical, 
we will deal with one half only. 01172 provides isolation 
between the CRT capacitance and the input amplifier 
01 154. 01172 and 01174 provide the current path to 
drive the deflection plate. 01192 is 'an emitter follower to 
provide feedback to 01154. By using active feedback the 
actual feedback resistance may be lowered without sacrific• 
ing gain. This is accomplished by utilizing the impedance of 
01192, emitter to base, and the divider circuit of R1177 
and R 1178. CR 1156 provides a -5 V reference for O 1154 
and CR1152. CR1153 limits the voltage swing to keep 
either half of the horizontal from saturating. This allows 
the horizontal to be very linear. 

HORIZONTAL CONTROL 

This circuit is activated by the HOR 12 DISPLAY 
controls. Several output signals are derived; B disable, 
horizontal control, A-8 control autofocus, trace separation 
and vertical control drive. 

The basic circuit consists of Ul 535A which is controlled 
by the HORIZ DISPLAY. The HORIZ DISPLAY switch is 
overridden when B sweep is used in A = 1, 2, or 5 ns or is 
X·Y. A truth table is shown on the diagram 12. 

The main function of Ul 535 is to provide a HOR I Z 
CONTROL signal to the horizontal B preamplifier. With the 
X-Y control of 01520 (which saturates in X-Y), this signal 
on pin N4 has 3 levels. In the ALT mode, Ul 535 switches 
from one state to another each time the A GATE goes 
negative. U1530C inverts the A GATE to get the positive 
edge required by Ul 535A. (It is important to maintain 
correct timing with the sweep control since switching must 
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occur during holdoff.) Pin Sot U1535A alternates from HI 
to LO and the sweep switches from A to 8 and back again. 
When 8 is called up and pin 5 is HI, the Z AXIS IC will be 
in the 8 mode via pin 15 signal and the 8 intensity control 
will function and Autofocus control is also provided. Also, 
the trace separation signal will be LO, causing the trace 
separation control to function. This is via control of 
U1 5308. All inputs must be HI to get LO outputs, and this 
only occurs in A LT when B is called up. The output of 
U15308 also drives the vertical logic when the HOR 12 
DISPLAY is in ALT . 8 disable is controlled by A, the X-Y 
signal, and switch SWA2 (which is closed when A = 1, 2, or 
5 ns). 

POWER INVERTER/ REGULATOR 

General 
The Power Inverter/Regulator circuit provides the opera· 

ting power for this instrument from a line voltage source or 
DC voltage source. This circuit also includes the Line 
Voltage Selector switch to allow for selection of a 115 V or 
230 V nominal operating voltage. Fig. 3-1 shows a block 
diagram of the Power Inverter/Regulator circuit. A sche· 
matic is shown on diagram 14 at the rear of this manual. 

Line Filter 

The purpose of the Line Filter is to prevent the 
instrument from injecting power supply frequency inter
ference into the power line, or power-line interference from 
entering the instrument. L1812 and L1813 provide both 
common-mode and differential filtering. R1812 and R1813 
are damping resistors. Cl 812 and C1813 are common-mode 
tilters and C1814 is a differential fi lter. R1811 discharges 
C1814 when the power switch is off. 

( 

F1801 
Line 

Input Voltage 

Line 
Filter 

l ine Input 
CR1821 , 

C1822, C1823 

Line Trigger 

Start Network 
VR1831, C1829 

Line Input Circuit 

Thermal cutout S1802 provides thermal protection for 
this instrument. If the temperature exceeds a safe operating 
level, S1802 opens to interrupt the applied power. When 
the temperature returns to a safe operating level , S1802 
automatically closes to re-apply the power. 

CR1821 contains the main power rectifiers for the Line 
Input circuit. C1822 and C1823 are the line-storage 
capacitors. With S1803 in the 115 V position, the circuit 
acts as a full-wave voltage doubler so that the voltage across 
the series combination of C1822 and C1823 will be the 
peak-to-peak value of the line voltage . In the 230 V 
position, CR1821 acts as a ful l-wave bridge rectifier. 
Therefore the voltage developed across C1822 and C1823 
wi ll be approximately the same for either 11 5 V or 230 V 
operation. 

RT1821 and RT1822 are thermistors which limit the 
charging currents during turn on. When the POWER switch 
is turned oft, the Line Stop circuit stops the Inverter and 
C1822 and C1823 discharge thru R1822 and R1823. 

I WARNING I 
Because the discharge is slow, dangerous potentials 
will exist across capacitors C1822, C1823, and other 
connected components for several minutes after the 
POWER switch is turned off. The presence of voltage 
in the circuit is indicated by relaxation oscillator 
R1824, C7824, and DS1824. Neon bulb OS7824 
blinks until the potential drops to approximately 
100 V. 

Over Voltage 
Stop 

01840, 01846 

Inverter 
01834. 01844 

Regulator & 
Stop Monostable 
01900, 01902 

Regulator Amplifier 

/ Main Power Trensformer 

f T1960 

3 kV p.p r To H.V. Circuits 

1----+- +180 

l ow Voltaget----+- +120 
Rectifiers 

Phase Transformer 
T1848 

..,_ _ _ +59.4 

1----- +25 

.._--+- • 15 

1----+- t 5.5 

l ine Stop I-+----' 
& Protection ---- - - +59.4 

U1910 Balance Node 

Fig. 3-1. B lock diagram of power inver ter/ regulator circuit . 
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DS1801 and DS1802 are line voltage transient pro
tectors. With S 1803 in the 11 5 V position. only DS 1801 is 
connected across the line. If a peak voltage surge in excess 
of approximately 230 V is present on the line, DS1801 will 
break down and conduct sufficient current to open the line 
fuse F1801. In the 230 V position, DS1801 and DS1802 
are in series across the line to protect against voltage surges 
exceeding 460 V. 

Transformer Tl 801 provides a sample of the line voltage 
for triggering at line frequencies. It also provides a signal to 
the Line Stop circuit to indicate the presence of line voltage 
at the input to this circuit. T1825, C1825, and Cl 827 
provide common-mode filtering. Cl 826 and L 1825 act as a 
differential filter. 

Start Network 

Resistive divider Rl 828 and R1829 is connected be• 
tween the input line and the negative side of Cl 823. When 
the line voltage goes positive, Cl 829 charges. At the same 
time CR1842 conducts, charging C1835, and CR1843 
conducts to charge Cl 848. When the voltage on C1829 
reaches approximately 3J V, VR1831 conducts, discharging 
C1829 thru the base of 0 1844. As 01844 turns on, C1835 
discharges thru L 1835 to start the Inverter. After operation 
has begun, CR 1842 discharges Cl 829 with each cycle of 
the Inverter. This disables the start network. 

Inverter 

Refer to the simplified schematic shown in Fig. 3-2. 
Once the Inverter has been started by the Start Network, the 
Inverter is sel t-oscillating. Feedback necessary for oscilla
tion is provided by base-drive transformer T1831. The 
series-resonant circuit, consisting of L 1835 and C1835, has 

+ ------- -------~ 

OCINPUT 
VOLTAGE 

0 1834 

Circuit Description-485/R485 Service 

a nominal resonant frequency of about 25 kilohertz. To 
provide regulation of the voltages induced in the secondary 
circuit, the action of regulator transistor 01900 varies the 
frequency of oscillation on the low side of resonance by 
holding both 01834 and 01844 off for a time during each 
half cycle as determined by the Regulator circuit (see 
Inverter Regulator for a more detailed discussion of regula
tion). 

Transistors 0 1834 and 01844 are a switching pair, 
where only one transistor can conduct at a time. The 
direction of current flow in the feedback winding of T1831 
determines which transistor will conduct. Transistors 
0 1834 and 01844 change states every half cycle. The 
switching action provides a square-wave voltage at the 
emitter of 01834, which has a peak-to-peak voltage about 
equal to the DC voltage from the Line Input circuit. This 
square-wave voltage supplies the drive necessary to main
tain oscillation in the resonant circuit. When both 01834 
and 01844 are being held off by 0 1900, resonant circuit 
current flows through CR1834 or CR1844. The resonant 
circuit current drives the primary of the power transformer 
T1960 and thus supplies power to the Secondary circuit. 

In normal operation, the sequence of events during one 
cycle of operation is as follows: 

1. Assume the current in the resonant circuit is at 0 
ampere and beginning to increase in the direction to cause 
conduction in CR1834. At the time the current reaches 0 
ampere, regulator transistor 01900 is turned on by the 
Inverter Control circuit. The Regulator transistor holds 
both 0 1834 and 01844 off for a controlled amount of 
time. During this time, resonant circuit current flows 
through CR1834. 

RECTIFIER 
BRIDGE 

c,s
3

s T196EO 10J TO 

-----1------------
CR1844 

0 1900 

Fig. 3-2. Simplified schematic of Inverter. 
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2. At a controlled time after the resonant circuit current 
passes through O ampere, regulator transistor 01900 is 
turned off by the Inverter Control circuit. When 01900 is 
turned off. the direction of current flow in the feedback 
winding T1831 is such that it induces a voltage in the base 
windings of T1831, which turns on 01844 and holds off 
01834. Transistor 01844 conducts while the resonant 
circuit current builds up to a maximum and falls off toward 
0 ampere. 

3. When the resonant circuit current reaches O ampere 
and begins to increase in the opposite direction, regulator 
transistor 01900 is again turned on by the Inverter Control 
circuit. This holds both 0 1834 and 01844 off for a 
controlled amount of time. While 01900 is on, resonant 
circuit current flows through CR 1844. 

4. When 01900 is turned off by the Inverter Control 
circuit, the direction of current flow in the feedback 
winding of T1831 is such that the induced voltage in the 
base windings of T1831 turns on 0 1834 and holds off 
01844. Transistor 01834 conducts as the resonant circuit 
current increases to maximum and falls off toward 0 
ampere. 

5. When the resonant circuit current reaches O ampere 
and begins to increase in the opposite direction the cycle 
begins to repeat. 

Inverter Regulator 

The Inverter Regulator circuit schematic is located in 
diagram 14 at the rear of this manual. The purpose of the 
Inverter Regulator is to maintain constant voltages at the 
semi-regulated supply outputs. This is accomplished by 
varying the inverter frequency . The nominal resonant 
frequency of L 1835 and C1835 is 28 kHz. Regulation is 
achieved by operating on the low side of resonance, in the 
range of 20 to 28 kHz. At the lowest line voltage and 
highest load, the Inverter will operate at a frequency close 
to resonance. If either the line voltage is increased or the 
load is reduced, the inverter frequency will decrease. 

Power and phase information to the regulator circuit is 
provided by current transformer T1848. CR1931, CR1932, 
CR 1933, and CR 1934. are connected as a bridge rectifier to 
deliver both positive and negative voltages. The +7.5 Vat 
pin 6 of U1910 is internally shunt regulated. The - 2 Vat 
pin 7 is unregulated. VR1945 provides a stable reference 
for the sensing divider string consisting of R 1940, R1941, 
R1942, and R1944 . 

U1910 contains the regulator circuit consisting of a 
voltage amplifier and a variable pulse width monostable 
multivibrator. Pin 15 (normally near ground potential) is 
the input to the voltage amplifier. The charging ramp of the 
monostable is available at pin 12. Inputs that trigger the 
start of the monostable appear at pins 1 O and 11 . The 
output at pin 9 drives the regulator transistor 01900. 
Circuit operation is as follows: In the stable state of the 
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multivibrator, pin 9 will be near ground, holding 01900 
off. As the inverter current goes thru zero, either pin 10 or 
pin 11 will go positive depending on polarity. This positive 
pulse sets the multivibrator into its unstable state. During 
the unstable state, pin 9 wi ll be positive holding 01900 on. 
The duration of the unstable state is determined by the 
voltage sensed at pin 15. If the voltage is low. the duration 
will be short. As the voltage increases, the duration 
becomes longer. 

The monostable pulse width controls the inverter fre· 
quency by the fact that when 01900 is on, both 01834 
and 01844 are off. Power delivered to T1960 varies with 
inverter frequency because the impedance of the series 
resonant circuit L 1835 and C1835 varies with frequency. 

Inverter Current Limiting Circuit 

U1910 also contains the Inverter Current Limiting 
circuit. Circuit operation is similar to voltage regulation 
except that the pulse width of the multivibrator is varied so 
that the inverter current never exceeds a safe level. The 
current limit circuit takes over control of the multivibrator 
during the turn on surge or whenever an overload on a 
semi-regulated supply causes the inverter current to reach 
the limit value. R1926 is the current sensing res istor. 
Voltage at TP1926 will be the negative rectified inverter 
current to a scale of approximately 0.7 V/ampere. The 
current sense input a t pin 13 will normally be held positive 
by R1 922. During current limit, the negative voltage at 
TP1 926 pulls pin 13 toward ground. Multivibrator pulse 
width then increases until the current limits at a value 
which holds pin 13 near ground. If the circuit remains in 
current limit for more than approximately 30 ms, pin 8 will 
go positive, tripping the stop monostabie, which stops the 
Inverter. (See protection circuit description.) 

Overvoltage Stop Circuit 

01840 and 01846 provide a circuit to stop the Inverter 
whenever the voltage across the primary of T1960 exceeds 
a safe level . This circuit will be active whenever the 
connector between the Inverter and power board is 
removed or the normal regulating path thru 01900 and 
T1831 is inoperative. CR1848 charges C1848 to the peak 
of the voltages across T1960. If this voltage exceeds a safe 
level, VR1846 will conduct turning on 0 1846. C1848 wil l 
then discharge thru R 1846 into the base of 01840. When 
0 1840 is on, 01844 will be held off stopping the Inverter. 
The Inverter cannot restart until CR1843 has charged 
C1848 to the breakdown voltage of VR1831 . 

Line Stop Circuit and Surge Limiting 

The Line Stop Circuit stops the Inverter when the 
POWER switch is turned off or the AC line voltage falls 
below a minimum value. This circuit function is necessary 
to limit the turn-on surge current and thereby protect the 
POWER switch, Line Fuse, and Line Rectifier Bridge. 

When the instrument is first turned on, thermistors 
RT1821 and RT1822 have a value of approximately 
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5 ohms. Line current charging C1822 and C1823 is limited 
by the thermistors. As the instrument continues to operate, 
the therm istors heat and drop in resistance. When t he 
instrument is turned off, the Line Stop circuit stops the 
Inverter, leaving C1822 and C1823 charged. The line 
storage capacitors now discharge th rough R 1822 and 
R1823 at a rate approximately equal to the thermal 
recovery of the thermistors. This rate ensures enough 
thermistor resistance to limit surge current whenever the 
instrument is turned back on. 

A simplified schematic of the Line Stop circuit is shown 
in Fig. 3-3. Line Trigger transformer T1801 generates a 
ground referenced Line Frequency signal of approximately 
1 V peak-to-peak. This signal is biased to +0.4 V by R1916 
and R1 9 17. Under normal operation, C1918 charges 
toward +7.5 V through R1918 unti l a positive going signal 
from T1801 turns 01 on discharging C1918. This repeats 
each line cycle. When the POWER switch is turned off, 01 
stays off allowing Cl 918 to charge. When the voltage at pin 
3 of U 1910 reaches approximately +o. 7 V the inverter 
control circuit inside U1910 allows pin 8 to go positive, 
triggering the stop monostable, which stops the Inverter. 
For trouble-shooting at low line voltage, the line stop 
circuit may be disabled by grounding the Line Stop test 
point TP1918. (L.S.). 

+7.5 

R1917 

1193-07 

Fig. 3-3. Line stop circuit . 

' ' 

R1918 

LINE 
STOP 
TIME 
3 

l .S. 
TP 1918 

- - - +-TO INVERTER 
CONTROL 

,_,~, PARTIAL 
U1910 M91 

Procedure for Converting the 485 to DC Operation 

Read the circuit description entitled Line Stop Circuit 
and Surge Limiting before proceeding. 
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1. Set the LINE VOLTAGE SELECTOR switch (rear 
panel) to 230 V. 

2. Check that the DC source voltage range is within 
220 V to 350 V DC limits. 

3 . For DC operation the Line Stop Circuit must be 
disabled while the instrument is running. Two methods are 
possible, depending upon the current available from the DC 
source. The object is to prevent high surge currents, which 
can occur during hot turn on when the thermistors are low 
in value and the line storage capacitors are discharged. 

a. If the instantaneous current available from the DC 
source is limited to 30 A or less , connect a jumper from 
the Line Stop test point (TP1 918) to ground. Circuit 
board holes for this purpose are provided in the rear 
corner of the power board. This jumper must be 
removed whenever the instrument is operated on AC. 

b. If the DC source is not current limited, an 
auxi liary switch must be provided to stop the 485 
Inverter BEFORE the power is turned off. Stopping the 
Inverter will prevent rapid discharge of the line storage 
capacitors. A schematic showing the auxiliary switch is 
shown in Fig. 3-4A. When operating with the auxiliary 
switch , always move the switch to the off position 
BEFORE turning off the power. When turning the 
instrument on, move the auxiliary switch to the on 
position BEFORE turning the power on. 

4. Check polarity of the power source. The line side 
(black) must be connected to the positive. The neutral side 
(white) must be connected to the negative. The safety 
ground must be connected to earth potential. Proper 
polarity at the 485 plug is shown in Fig. 3-4B. 

LOW VOLTAGE SUPPLIES 

± 15 V Supply 

The plus and minus 15 V supplies are generated by the 
same winding on Tl 960. The center tap (pin 9) is 
connected to ground. The voltage at pins 8 and 10 is a 
square wave, swinging positive and negative with a peak 
value of 15.7 V anda risetime of approximately 2 µs. Each 
supply is rectif ied full wave and filtered with a pi section 
filter. 

±5.5 V Supply 

The plus and minus 5.5 V supplies are ident ical to the 
15 V supplies except the transformer voltage is 6 .2 V peak. 
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TP1918 
LS r----7 

TO PIN 3 I U1910 

5 I 
0 

___ i__,/ OFF ! 
I ION I L ____ _J 

L 
(A ) 

+ 

(Bl 

Fig. 3-4 . (A) Schematic showing auxilia ry switch for disabling line 
stop circuit, (B) power plug polarity for DC operation. 

+59.4 V and +120 V Supplies 

The 59.4 and 120 V supplies are similar to the 15 V 
supplies except for the ou tput connection, which ties the 
negative rectified voltage to ground. This elevates the 
transformer center tap to the peak AC voltage on one side 
of the winding, which is 59.4 V. The 120 V supply is 
generated by the full rectified voltage on the transformer. 

+180 V Supply 

The 180 V supply is formed by a voltage doubler which 
rectifies the 59.4 V peak AC swing and adds it on the 
120 V supply. 

+25 V Supply 

The 25 V supply is formed by a voltage doubler. which 
rectifies the 12.4 V AC peak-to-peak swing on the 5.5 V 
winding and adds it on to the 15 V supply. 

+50 V Supply 

The 50 V supply is regulated from 59.4 V by 02046. A 
temperature-compensated reference is provided by 
VR2042. The reference voltage is compared to a sample of 
the 50 V output at U2042 which acts as an inverting 
amplifier. If the +50 V goes negative, the output of U2042 
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goes positive. CR2042 is short circuit protection for 
U2042. 

+9 V Supply 

The 9 V supply is re-regulated from the +15 V supply by 
02056. A 9 V reference is provided by a divider from the 
+50 V supply. U2052 is an inverting amplifier which drives 
02056 directly. 

+5 V Supply 

The +5 V supply is essentially identical to the +9 V 
supply except for the value of the output voltage. 

- 9 V and -5 V Supplies 

The - 9 V and - 5 V supplies are essentially identical to 
+9 V and +5 V supplies except that the driving amplifiers 
are ground referenced. 

POWER SUPPLY PROTECTION CIRCUIT 

The power supply protection circuit provides fault 
protection for the inverter, low voltage, and high voltage 
power circuits. Fig. 3-5 shows a simplified block diagram of 
the protection circuit. A schematic of this circuit is shown 
on diagram 14 at the rear of this manual. 

Power supply protection is accomplished by operating 
the Inverter in a pulse mode. When a fault is present, the 
Inverter will come on for a short period of time, then shut 
off for a longer period of time. The cycle repeats until the 
fault is removed. Approximate timing of the duty cycle is 
shown in Fig. 3-6. 

Stop Monostable 

01900 and 01902 form a monostable multivibrator 
which acts to stop the Inverter when a fault is detected by 
U1910. During the start period T1831 supplies current to 
charge C1901 and C1904 thru CR1901 and CR1904. At 
the same time T1848 supplies power to U1910. As U1910 
becomes active, pin 8 acts as a current sink, holding 01902 
off. Pin 8 of U1910 will remain at ground during the start 
period and sampling period. If a fault exists at the end of 
the sampling period, pin 8 of Ul 910 stops conducting, 
allowing 01901 and 01902 to turn on. When these 
transistors turn on, the voltage on a ll secondaries of Tl 831 
will go to zero, stopping the Inverter. Once triggered on, 
the stop monostable will stay on while Cl 901 discharges 
through R1902 into the base of 01902. If U1910 is 
removed from its socket or is otherwise nonfunctional, the 
stop monostable will stop the Inverter after the first few 
cycles of operation. In this mode, the duty cycle will be 
much shorter because Cl 901 will not have sufficient time 
to charge. 



Balance Node 

Circuit Description-485/R485 Service 

provides over current protection for the H.V. winding of 
T1960 and beam current protection for the CRT. Pin 2 of 
U1910 is the input to the voltage balance amplifier. If the 
voltage at pin 2 of Ul 910 is more positive than +200 mV or 

The Balance Node provides short circuit protection for 
all semi•regulated and regulated DC voltages. It also 

STOP 8 

I PARTl~9~ -- -- -- 7 
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l 'NVERTER I 13 
CURRENT 
EGULATOR I 
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REGULATOR I 01900. 01902 

L __ _ 
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Fig. 3·5. Simplified block diagram of power supply protection circuit. 
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Fig. 3-6. Protection circuit duty cycle. 

REV. APR 1974 3-11 



Circuit Description- 485/R485 Service 

more negative than - 200 mV. the output wil l generate an 
error to stop the Inverter. Under normal operating condi
tions, current from positive supplies to the Balance Node 
will equal current to the negative supplies, allowing pin 2 to 
operate near ground, typically with in 50 mV. If any supply 
is shorted the currents will be unbalanced, causing the 
voltage at pin 2 to shift into the error region. Shorting a 
positive supply moves the Balance Node negative, and vice 
versa. 

TP1958 (HV) is the high voltage current sense point. 
Normally the signal at TP1958 does not have sufficient 
ampli tude to cause conduction in CR 1958 and therefore 
has no effect on the Balance Node. If excessive current is 
drawn from the cathode multiplier or the H.V. winding in 
T1960, the amplitude at TP1 958 will increase causing 
CR 1958 to conduct, producing an error which stops the 
Inverter. The DC level at TPl 953 (LIM) will normally be at 
+15 V when the intensity controls are off. As the intensity 
is increased, CRT beam current will increase, causing 
TPl 959 to move toward ground. If TPl 959 goes more 
negative than - .7 V, CR1959 wi ll conduct, causing an error 
at the Balance Node, which stops the Inverter. This will 
only occur when the normal beam limit circuit is in
operative. 

Overcurrent Protection 

Pin 13 of Ul 910 is the input to the Inverter Current 
Regulator circuit. If a semi-regulated supply is shorted, the 
regulator circuit allows the inverter current to increase to 
the limit value and remain there throughout the sampling 
period. At the end of the sampling period, pin 8 of Ul 910 
will go positive, stopping the Inverter. 

Low Line Voltage Protection 

If the line voltage drops significantly below the mini
mum specified value, the Inverter will not maintain the 
correct voltages at the semi-regulated supply outputs. When 
this occurs, an error will be generated by the voltage 
regulator, which will cause pin 8 of U1910 to go positive, 
stopping the Inverter. The Line Stop Circuit will a lso stop 
the Inverter if the line voltage is low (see Line Stop Circuit 
Description). 

Sampling Period Timer and Overvoltage Protection 

When an error is present at the input to the OR circuit, 
(see Fig. 3-5) a current is generated which charges Cl 912 
thru pin 1 of U1910. The time it takes pin 1 to reach 
+0.7 V determines the sampling period. When pin 1 reaches 
+0.7 V, pin 8 of U1910 will go positive, stopping the 
Inverter. Over-voltage on the +120 V supply will cause 
V R 1912 to conduct, charging C1912 which stops the 
Inverter. 
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CRT CIRCU IT 

General 

The CRT Circuit produces the high voltage potentials 
and provides the control circuits necessary for the opera
tion of the cathode-ray tube (CRT ). This circuit also 
includes the Z-Axis amplifier and the Auto-Focus ampli
fier. Fig. 3-7 shows a detailed block diagram of the CRT 
circuit. A schematic of this circuit is shown on diagram 13 
in the rear of this manual. 

Filament Voltage 

Filament voltage for the CRT heaters is provided by a 
separate winding on T1960. The filament voltage is elevated 
to cathode potential through R 1687 and decoupled by 
C1687. Short circuit protection is provided by DSl 687. 

High Voltage Supplies 

A semi-regulated voltage for operat ion of the high 
voltage supplies is provided by the high voltage winding of 
T1960. One end of T1960 is connected to ground through 
the high voltage current sensing resistor R2094. A 3 kV 
peak-to-peak square wave is generated and provides the 
power necessary to operate the Anode Supply, Cathode 
Supply, and DC Restorer Circuits. 

Anode Supply. The Anode Supply consists of 6X 
multiplier assembly U1600. 

Cathode Supply. The - 3000 V CRT cathode voltage 
(marked -2950 in some instruments) is generated by a 
2X multiplier consisting of CR1601, CR1602, C1601, and 
Cl 603. R 1611 and C1611 provide high frequency filtering. 
R1612 and C1612 provide high frequency filtering and an 
AC coupling path for the cathode regulator. 

Cathode Regulator. The cathode regulator maintains the 
cathode at - 3000 V and reduces AC ripple. U 1624 is a 
non-inverting preamplifier and 01614 and 01618 form an 
inverting output amplifier. A DC change at U 1624 input 
sensed by R1642B and R1642C (thick film resistors) starts 
the regulator action. If the voltage at U1624 input goes 
positive, the output at TPl 614 goes negative. This causes 
the voltage on Cl 601 to increase during the positive voltage 
cycle of T1960. Note that the voltage on C1601 is the 
difference between the positive voltage on T1960 and the 
voltage at TP1614. 

During the negative half of T1960 voltage cycle, the 
increased voltage on C1601 increases the voltage at the 
output of the cathode multiplier, thus correcting the 
original error. R1633 and C1633 provide a low impedance 
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coupling path for AC changes to the input of U1624. The 
output correction is AC coupled through C1612 directly to 
the cathode. CR1618, CR1621, CR1626, and CR1627 
provide short-circuit protection. 

Grid DC Restorer. The purpose of the DC restorer 
circuit is to elevate the output of the Z-Axis amplifier to a 
potential more negative than the cathode, thereby allowing 
the grid to control the beam current of the CRT. The 
circuits are short-circuit protected by R1685, D$1684, and 
0$1685; R1668, 0S1668, and 0$1669. 

The DC Restorer is current driven from the square wave 
at the high voltage winding through R1 603, R1604, R1605, 
and R1606. When T1960 goes positive, CR1660 conducts 
at the grid bias voltage potential. This clamping action 
establishes the positive swing of the DC Restorer drive. On 
the negative swing of Tl 960, CR 1663 conducts at the 
voltage established by the Z-Axis output. This clamping 
action establishes the negative swing of the DC Restorer 
drive. The AC swing of the DC Restorer drive is coupled 
from the low voltage section to the high voltage section by 

BE.AM CURRENT 

+18 kV 
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Cl 663. On the positive swing of the DC Restorer drive, the 
high voltage end of C1663 is clamped to the cathode 
voltage by CR1666. During the negative swing of the DC 
Restorer drive, CR1664 charges C1664 to a voltage more 
negative than the cathode by an amount equal to the 
difference between the grid bias setting and the voltage at 
the output of the Z-Axis amplifier. Fast AC-coupling 
between the Z-Axis and the CRT grid is provided by 
C1684. A slower AC path is by way of R1684 and C1664. 

Focus DC Restorer. The operation of the Focus DC 
Restorer circuit is similar to the operation of the Grid DC 
Restorer. The AC swing of the DC Restorer drive is coupled 
from the low voltage circuit to the high voltage circuit by 
C1651. The positive swing will be established when 
CR1656 clamps at the Focus DC Restorer level voltage. 
This voltage is approximately 173 V. The negative swing is 
established when CR1652 clamps at the output voltage of 
the Auto-Focus amplifier. During the positive swing of the 
Focus DC Restorer drive, the high voltage end of C1651 is 
c lamped to the focus pot voltage by CR 1646. During the 
negative swing of the Focus DC Restorer drive, CR1651 
charges C1652 and thereby establishes the proper level at 

R1790 
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Fig. 3-7. CRT circuit block diagram. 
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the focus electrode. The focus pot R1640 is set for 
optimum focus at low intensity level. 

Beam Current Lim it 
The amplifier consisting of 01544, 01546, and 01548 

controls the voltage to the INTENSITY and B INTENSITY 
controls. 

For sweep speeds of 50 ms/div and slower and X-Y, the 
current in resistor R1536, about 5µA, pulls the base of 
01544 up to about +6 V. All three transistors are saturated. 
The average beam current of the CRT post-accelerator is 
available at the low-voltage end of the high voltage 
multiplier and is also connected to the base of 01544. 
When the beam current is zero, the 5 µA current of Rl 536 
flows into the base of the saturated 01544. When due to 
high intensity, the average beam current exceeds the 5 µA 
value, the voltage at 01544 base decreases at a rate 
determined by the net d ischarge current delivered to 
Cl 537. As this voltage goes negative, the transistors 01544, 
01546, and 0 1548 come out of saturation, and into the 
control range, when the input base voltage has dropped to 
+4 V. In the linear range the three-stage amplifier gain is 
about - 5 V. Input voltages of +4 V and +1 V resul t in 
output voltages of - 15 V and O V respectively. 

The pos1t1ve going voltage at the intensity controls 
{O1548C) gives reduced Z-Axis drive and less beam current. 
In the linear range of the amplifier the output voltage 
stabilizes at a voltage resulting in the 5 µA average beam 
current. 

The beam current limit becomes 20 µA if the additional 
15µA current of R1534 is not pulled away by closed Al 
contact on S1420 (sweep 50 ms/div and slower) or by X-Y 
switch closure. Diodes CR1532, CR1534, and CR1535 are 
involved in this switching. 

The time response to an overcurrent is in two parts: A 
delay for the input to charge to a voltage where the output 
transistor comes out of saturation, followed by a linear 
response time constant. Initial delay is 10 ms for maximum 
beam current and increases for smaller over-currents. The 
linear response time constant is 10 ms. 

Power Supply Shutdown Caused by Excessive 
Beam Current 

If, due to some failure, the control loop is unable to 
keep the average beam current within either the 5 µA or 
20 µA limit, the voltage at the amplifier input discharges 
below the +1 V level. As the voltage reaches about +0.5 V 
the 01546 collector voltage is approximately - 0.9 V, and 
operates the power supply shutdown by connection 
through diode CR 1959. 
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To prevent shutdown being signaled during the first 
200 ms of instrument turn-on, Cl 538 (thru R 1538) pro
vides a delay to compensate for charging currents in the 
CRT post-accelerator supply. Diode CR1533 biases the 
15 µA network so that this current is connected to the 
01544 base before it can drop to the +0.5 V shutdown 
voltage level. Thus, the higher beam current, (approxi
mately 28 µA) is always required to t rip shutdown. 

In troubleshooting the instrument it may become 
necessary to d isable the beam lim it or beam shutdown 
loops. This can be done by grounding TPl 544 at the 
collector of 0 1544. 

CRT CONTROL CIRCUITS 

The ASTIG adjustment R1799, which is used in con
junction with the FOCUS adjustment R 1640 to obtain a 
well defined display, varies the positive level on the 
astigmatism grid. Geometry adjustment R 1792 varies the 
positive potential on the mesh to control t he overall 
geometry of the display. 

Two adjustments control the trace alignment by varying 
the magnetic field around the CRT. Y Axis Align adjust
ment R1794 controls the current through L1794, which 
affects the CRT beam after vertical deflection, but before 
horizontal deflection. Therefore, it affects only the vertical 
{Y) components of the display. TRACE ROTATION 
adjustment R 1790 controls current through L 1790 and 
affects both the vertical and horizontal rotation of the 
beam. 

Rl 796 adjust the voltage on the compensation plates to 
the average vertical deflection plate structure potential. If 
this adjustment is not precise, proper focusing can not be 
achieved by the focus control. 

AUTO-FOCUS CIRCUIT 

The Auto-Focus circuit provides an output voltage that 
keeps the display focused for all settings of INTENSITY 
control. To do this. it amplifies the intensity control 
voltages in a non-l inear fashion and gates the B INTENSITY 
function . 

Ul 710 provides gating, limiting and part of the shaping 
of the auto-focus. Gating is of the B INTENSITY current 
pin 1. by the A-B control function pin 15. In A L Ternate 
sweep operation the A-B control switches from -0.1 V to 
+o.9 V at the end of A sweep (A display), steering the B 
INTENSITY current to the output, pin 8. The sweep 
holdoff time, a minimum of 300 ns, is used for the 
amplifier that follows to settle to the new focus voltage for 
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the subsequent A sweep (B display). The first segment of 
non-linear shaping is done in U1710 by the biasing, which 
gives no output for an INTENSITY control setting between 
ground and - 3.8 V. No change in Focus voltage is required 
over this low-intensity range. 

The MAX Focus adjustment is used to set the limiting in 
this stage to coincide with maximum Z limiting. The 
resistor, pot, and diode network between pin 8 of U 1710 
and the base of 01 716 serve to provide the last two 
segment of non-linear shaping and focus gain setting. At the 
low-intensity condition, the base of 01 716 is at +10 V and 
CR 1710 is conducting. At higher intensity, as current 
passes into pin 8 of U1710, the voltage drops and CR1710 
disconnects as the voltage reaches +8.5 V. When the 
maximum (l imit value) current into pin 8 is reached, this 
voltage is typ ically +5 V. The Focus Gain adjustment 
provides for optimizing the high intensity focus. 

The Auto-Focus amplifier provides a stablized voltage 
gain of about +35 from the Focus Gain control to the 
output at 01728 collector. At maximum intensity level, 
this output voltage can be adjusted from about zero to 
+70 V and is typically in the +20 V to +50 V range, after 
proper Focus Gain adjustment. 

The network at the base of 01 736 causes its conduction 
to be proportional to the amplitude and frequency of the 
Auto-Focus output voltage. This arrangement permits the 
power transistors 01728 and 01732 to operate at a 
minimum power level consistent with the displacement 
current output required. 

A DC-Restorer network provides for coupling the output 
of the Auto-Focus amplifier to the focus electrode of the 
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CRT. This consists of four diodes, six capacitors and four 
resistors including C1651 and C1681. The low-intensity 
focus is controlled by the high voltage focus pot, which is 
located for operator adjustment at the rear of the instru
ment. 

CALIBRATOR 

02106, 02112, and associated circuitry compose an 
emitter coupled multivibrator. The frequency of operation, 
1 kHz or 1 MHz, is selectable from the front panel by 
switch S2105. R2109 and R2112 are the current sources 
for the emitter coupled multivibrator. Accurate 50% duty 
cycle is obtained by close match of these resistors. R2106 
and R2111 are used to protect 02106 and 02112 from 
damage if they are plugged in with power on. C2111 is a 
speed up capacitor. 

02114 and 02124 compose a current mode switch. 
When 0 2124 is on, CR2133 is off and the calibrator voltage 
(at J2134) is virtually zero. When 02114 turns on, the 
current in 02124 is diverted through 02114 and the 
calibrator output voltage is determined solely by the 
current through R2131 and R2132. R2133 keeps the 
output impedance at 450 n when CR2133 is off. R2124 
damps the resonant circuit created by the inductance of 
CR2133 and the collector capacitance of 02124. Schottky 
diodes, CR2124, and CR2133, are used for low capacitance 
fast switching. CR2124 keeps 02124 from saturation. 

Risetime of the calibrator is less than 1 ns only when 
terminated in a 50 n load. The negative-going edge is not 
suitable for checking amplifier transient response. 
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Section 4- 485/R485 Service 

MAINTENANCE 
Int roduction 

This section of the manual contains maintenance infor
mation for use in preventive maintenance, corrective 
maintenance, or troubleshooting of the 485. 

Cover Removal 

WARNING I 
Dangerous potentials exist at several points through
out this instrument. When the instrument is operated 
with the cover removed, do not touch exposed 
connections or components. Some transistors have 
voltage present on their cases. Disconnect power 
before cleaning the instrument or replacing parts. 

1. Move handle away from front of instrument and snap 
front plastic cover in place. 

2. Place instrument front panel down on working 
surface and remove the rear feet (four screws). 

3. Work the small, blue rear panel rim away from the 
back of the instrument. It may stick in place, due to EMI 
finger stock. The edge opposite the BNC connectors must 
tip up first in order to clear the BNC connectors. 

4. Back the Accessory pouches large retaining screw out 
so that its tip will clear the back panel for removal of the 
wrap-around cover, and slip the cover up and off the 
instrument. 

Reinstalling the Cover 

1. Orient the instrument face down (with the plastic 
knob cover in place) on a working surface. 

2. Slide the wrap-around cover on using care to avoid 
pinching any cables. Make sure that the cover edge is 
inserted into the EMI gasket groove around the fu ll 
periphery. 

3. Work the blue rear panel rim into place at the rear 
end. Slip the edge over the BNC connectors first and press 
the ring down around the EMI finger stock. 

4 . Set the feet and screws in place and recheck that the 
front end edge of the cover is iin the front panel EM I gasket 
groove. Tighten the four screws of the rear feet to a snug 
fit. Don't over-tighten these screws. Retighten the pouch 
retaining screw. 

The cover protects this instrument from dust in the 
interior and also provides protection to personnel from the 
operating potentials present. In addition, it reduces the EM I 

REV. C, SEPT. 1974 

radiation from the instrument or EM I interference to the 
display due to other equipment. 

I WARNING I 
Extreme caution must be used when troubleshooting 
in the Power Supply, due to the line voltage and the 
high potentials present. Refer to the discussion 
entitled Troubleshooting the Power Supply for 
troubleshooting information. 

PREVENTIVE MAINTENANCE 

General 

Preventive maintenance consists of cleaning, visual 
inspection, lubrication, etc. Preventive maintenance per
formed on a regular basis may prevent instrument break
down and will improve the reliability of this instrument. 
The severity of the environment to which the 485 is 
subjected determines the frequency of maintenance. A 
convenient time to perform preventive maintenance is 
preceding recalibration of the instrument. 

Cleaning 

General. The 485 should be cleaned as often as operating 
conditions require. Accumulation of dirt in the instrument 
can cause overheating and component breakdown. Dirt on 
components acts as an insulating blanket and prevents 
efficient heat dissipation. It also provides an electrical 
conduction path which may result in instrument failure. 
The cover provides protection against dust in the interior of 
the instrument. Operation without the cover in place 
necessitates more frequent cleaning. 

~ 
Avoid the use of chemical cleaning agents which 
might damage the plastics used in this instrument. 
Avoid chemicals which contain benzene, toluene, 
x ylene, acetone or similar solvents. Recommended 
cleaning agent is isopropyl alcohol. 

Switch Contacts. Most of the switching in the 485 is 
accomplished with circuit-board mounted, cam-actuated 
contacts. Care must be exercised to preserve the high· 
frequency characteristics of these switches. Seldom is 
switch maintenance necessary, but if it is required, observe 
the following precautions. 
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Cleaning the switch contacts should only be done using 
isopropyl alcohol or a solution of 1 % Joy detergent and 
99% water. Do not use acetone, MEK, MIBK, benzol, 
toluol, carbon tetrachloride, trichlor, trichlene, methyl 
alcohol, methylene chloride, sulfuric acid, or Freon TC-TE
TF-22-TA-12. 

Air Filter. The air filter should be visually checked every 
few weeks and cleaned or replaced if dirty. More frequent 
inspections are required under severe operating conditions. 
If the filter is to be replaced, order new air filters from your 
local Tektronix Field Office or representative; order by 
Tektronix Part No. 378-0036-01. The following procedure 
is suggested for cleaning the filter. 

1. Remove the filter by pulling it out of the retaining 
frame on the rear panel. Be careful not to drop any of the 
accumulated dirt into the instrument. 

2 . Flush the loose dirt from the filter with a stream of 
hot water. 

3. Place the filter in a solution of mild detergent and 
hot water and let it soak for several minutes. 

4. Squeeze the filter to wash out any dirt which 
remains. 

5. Rinse the filter in clean water and allow it to dry. 

6. Coat the dry filter with an air-filter adhesive (avail
able from air conditioner suppliers or order Tektronix Part 
No. 006-0580-00). 

7. Let the adhesive dry thoroughly. 

8 . Re-install the filter in the retaining frame. 

Exterior. Loose dust accumulated on the outside of the 
485 can be removed with a soft cloth or small brush. The 
brush is particularly useful for dislodging dirt on and 
around the front-panel controls. Dirt which remains can be 
removed with a soft cloth dampened in a mild detergent 
and water solution. Abrasive cleaners should not be used. 
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CRT. Clean the plastic light filter, and the CRT face 
with a soft, lint-free cloth dampened w ith denatured 
alcohol. 

The CRT mesh filter (furnished with EM I Option 4 
only) can be cleaned in the following manner: 

1. Hold the mesh filter in a vertical position and brush 
lightly with a soft No. 7 water-color brush to remove light 
coatings of dust or lint. 

2. Greasy residues or dried-on dirt can be removed with 
a solution of warm water and a neutral-pH liquid detergent. 
Use the brush to lightly scrub the filter. 

3. Rinse the fi lter thoroughly in clean water and allow 
to air dry. 

4. If any lint or dirt remains, use clean low-pressure air 
to remove it. Do not use tweezers or other hard cleaning 
tools on the filter, as the special finish may be damaged. 

5. When not in use, store the mesh filter in a lint-free, 
dust-proof container such as a plastic bag. 

Interior. Dust in the interior of the instrument should be 
removed occasionally due to its electrical conductivity 
under high-humid ity conditions. The best way to clean the 
interior is to blow off the accumulated dust with dry, 
low-pressure air. Remove any dirt which remains with a soft 
paint brush or a cloth dampened with a mild detergent and 
water solution. A cotton-tipped applicator is useful for 
cleaning in narrow spaces or for cleaning ceramic terminal 
strips and circuit boards. 

The high-voltage circuits, particularly parts located in 
the high-voltage compartment and the area s:.irrounding the 
post-deflection anode leads, should receive special atten
tion. Excessive dirt in these areas may cause high-voltage 
arcing and result in improper instrument operation. 

Lubrication 

The potentiometers, cam switches and pushbutton 
switches used in this instrument are factory lubricated and 
should not require further lubrication. 

The fan -motor bearings are sealed and do not require 
lubrication. 
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Visual Inspection 

The 485 should be inspected occasionally for such 
defects as broken connections, broken or damaged ceramic 
strips, improperly seated semiconductors, damaged or 
improperly installed circuit boards, and heat-damaged parts. 

The corrective procedure for most visible defects is 
obvious; however, particular care must be taken if heat• 
damaged components are found. Overheating usually indi
cates other trouble in the instrument; therefore, it is 
important that the cause of overheating be corrected to 
prevent recurrence of the damage. 

Semiconductor Checks 

Periodic checks of the semiconductors in the 485 are not 
recommended. The best check of semiconductor per
formance is actual operation in the instrument. More details 
on checking semiconductor operation are given under 
troubleshooting. 

Recalibration 

To ensure accurate measurements, check the calibrat ion 
of this instrument after each 1000 hours of operation or 
every six months if used infrequently. In addition, replace
ment of components may necessitate recalibration of the 
affected circuits. The calibration procedure can also be 
helpful in localizing certain troubles in the instrument. In 
some cases, minor troubles may be revealed and/or 
corrected by recalibration. 

An elapsed-time meter is installed on the rear panel. This 
meter provides a full-scale indication of 5,000 hours of 
operating time and can be used to indicate when recalibra
tion is necessary. Each minor d ivision on this meter 
indicates 200 hours of operation. When the elapsed -time 
meter reaches 5,000 hours (full scale), it should be 
replaced. 

TROUBLESHOOTING 

Introduction 

The following information is provided to facilitate 
troubleshooting of the 485. Information contained in other 
sections of this manual should be used along with the 
following information to aid in locating the defective 
component. An understanding of the circuit operation is 
helpful in locating troubles, particularly where integrated 
circuits are used. See the Circuit Description section for this 
information. 
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Troubleshooting Aids 

Diagrams. Complete circuit diagrams are given on fold
out pages in the Diagrams section. The component number 
and electrical value of each component in this instrument 
are shown on the diagrams (see first page of the Diagrams 
section for definition of the reference designators used to 
identify components in this instrument). Each main circuit 
is assigned a series of component numbers. Table 4-1 lists 
the main circuits in the 485 and the series of component 
numbers assigned to each. Important voltages and wave
forms are also shown on the diagrams. The portions of the 
circuit mounted on circuit boards are enclosed with blue 
lines. 

Diagram 
Number 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

TABLE 4-1 

Component Numbers 

Circuit 

ATTEN 

PREAMPS 

VERT SW 

TRIG AMP 

VERT AMP 

A TRIG GEN 

A TIME-BASE 

B TRIG GEN 

B T IME-BASE 

TIMING SW 

HORIZONTAL AMP 

LOGIC 

CRT 

POWER INVERTER 

POWER SUP 

CALIBRATOR & FAN 

Component 
Numbers 

On Diagrams 

1-199 

200-399 

400-499 

500-599 

600-699 

700-849 

850-999 
1000-1149 

1200-1299 

1400-1479 
1300-1399, 
1150-1199 

1500-1599 

1600-1799 

1800-1849, 
1900-1959 

2000-2099 

1480-1499, 
2100-2 139 

Circuit Boards. Circuit board assembly numbers are 
used .on the diagrams and in the parts list to aid in locat ing 
the boards. Pictures of the circuit boards are located in the 
Diagrams section, on the back of the page opposite the 
circuit diagram, to aid the cross-referencing between the 
diagrams and the circuit-board pictures. Each electrical 
component on the boards is identified by its circuit 
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B B B 

E 

C~E C~E 
I > ,, 

I 111 

Plastic.ca.ct Transistors 

ffl 
B 

E E 

.__ _____________ __ Metal.cased Transistors----------------' 

'-------------lnt9ilreted Circuits---------------' 

Fig. 4-1. Electrode configuration for semiconductors in this instrument. 
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number. The circuit boards are also outlined on the 
diagrams with a blue line to show which portions of the 
circuit are located on a circuit board. 

Wiring Color-Code. All insulated wire and cable used in 
the 485 is color-coded to facilitate circuit t racing. Table 4-2 
gives the wiring color-code used in this instrument. 

W A RN I N G I 
This color code applies to leads within the 485 only. 
Color code of the AC power cord is: 

Black 
White 
Green 

Supply or 
Function 

+ 15volts 

+9 volts 

+5.5 volts 

+5.0 volts 

- 5.0 volts 

- 5.5 volts 

- 9 volts 

- 15 volts 

Line 
Neutral 
Safety earth (ground) 

TABLE 4-2 

Wiring Color Code 

Background 
Color 

Red 

Red 

Red 

Red 

Violet 

Violet 

Violet 

Violet 

Stripe' 

Yellow 

Orange 

Brown 

Black 

Black 

Red 

Orange 

Yellow 

Other power supply voltages are conducted by the comb 
connectors. 

Semiconductor Lead Configuration. Fig. 4-1 shows the 
lead configuration for the semiconductors used in this 
instrument. This view is as seen from the bottom of the 
semiconductors. 

1 If more than one stripe appears on lead, extra stripes are for lead 
identification only (for circuit tracing). 
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Troubleshooting Equipment 

The following equipment is useful for troubleshooting 
the 485. 

1. Transistor Tester 

Description: Dynamic-type tester. Must be capable of 
measuring reverse breakdown voltages of at least 400 volts. 

Recommended type: Tektronix Type 576 
Transistor.Curve Tracer. 

2. Multimeter 

Description, 10 megohm input impedance and O to 500 
volts range, AC and DC; ohmmeter, 0 to 50 megohms. 
Accuracy, within 3%. Test probes must be insulated to 
prevent accidental shorting. 

NOTE 

A 20,000 ohms/volt VOM can be used to check the 
voltages in this instrument if allowances are made for 
the circuit loading of the VOM at high-impedance 
points. 

3. Test Oscilloscope 

Description: Frequency response, DC to 100 megahertz 
minimum; deflection factor, 5 millivolts to 5 volts/division. 

Purpose: To check operat ing waveforms in this instru
ment. 

4. Isolation Transformer 

Description: 1: 1 turns ratio, 300 volt-amperes minimum 
rating, 50-60 cycle. Must have three-wire power cord, plug, 
and receptacle with ground connection carried through 
from input to output. 

Purpose: To isolate the 485 from the line potential when 
troubleshooting in the power supply. 

Recommended type: Stancor #P6298 (for 115-volt line 
only) modified to include three-wire power cord, plug, and 
receptacle. 
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5. Variable Autotransformer 

Description: Output variable from O to 140 volt.s, 10 
amperes minimum rating. Must have three-wire power cord, 
plug, and receptacle. 

Purpose: To vary the input line voltage when trouble
shooting in the power supply. 

Recommended type: General Radio W10MT3W Metered 
Variac Autotransformer. 

Troubleshooting Techniques 

IMPORTANT 

Special techniques are required to safely troubleshoot 
cenain areas of this instrument. Read Trouble
shooting Techniques and Special Troubleshooting 
Information completely before beginning actual 
troubleshooting. 

Power Supply. Incorrect operation of all circuits often 
indicates trouble in the power supply. Check first for 
correct voltage of the individual supplies. However, a 
defective component elsewhere in the instrument can 
appear as a power-supply trouble and may also affect the 
operation of other circuits. Table 4-3 lists the tolerances of 
the power supplies in this instrument. These voltages are 
measured between the power-supply and ground test points 
(on Low-Voltage Regulator board). If a power-supply 
voltage is within the listed tolerance, the supply can be 
assumed to be working correctly. If outside the tolerance, 
the supply may be misadjusted or operating incorrectly. 
Use the procedure given in the Calibration section to adjust 
the power supplies. 

Power Supply Interaction. The semi-regulated supplies 
±5.5, ±15, +25, +120, and +180 will track the adjustment 
of the +59.4-volt supply. 

Regulated supplies ±5.0 and ±9.0 will track with +50. 
The cathode regulator will interact with both +50 and 
+59.4-volt supplies. 

NOTE 

See the specific information in this section on 
Troubleshooting the Power Supply for further 
information. 

Check Voltages and Waveforms. Often the defective 
component can be located by checking for the correct 

TABLE 4-3 

Power Supply Tolerance and Ripple 
( Referenced to TP GN D) 

Maximum Ripple 

Power Supply Tolerance (Peak to Peak) 

+59.4 volts ±0.25 V 150 mV 

+50 volts ±0.1 V 5mV 

Cath Reg ±8.0V 
(+95 volts) (Beam Off} 

+5 volts ±0.1 V 10 mV 

- 5 volts ±0.1 V 10 mV 

+9 volts ±0.15 V 10 mV 

-9 volts ±0.15 V 10 mV 

+15 volts ±0.25 V 20mV 

- 15 volts ±0.25 V 20mV 

+25 volts ±0.6V 50mV 

+120 volts ±2.4 V 300mV 

+180 volts ±3.6 V 1.0 volt 

-2950 volts ±50.0 V 
150 mV 

(Beam Off} 

voltage or waveform in the circuit. Typical voltages are 
given on the diagrams and power supply waveforms are 
shown in Fig. 4-2 in this section. 

NOTE 

Voltages are not absolute and may vary slightly 
between instruments. To obtain operating conditions 
similar to those used to take these readings, see the 
VOLTAGE CONDITIONS listed on each diagram 
page. 

A. SEMICONDUCTORS. 

~ 
POWER switch must be turned off before removing 
or replacing semiconductors. 

A good check of transistor operation is actual per
formance under operating conditions. A transistor can most 
effectively be checked by substituting a new component for 
it (or one which has been checked previously). However, be 
sure that circuit conditions are not such that a replacement 
transistor might also be damaged. If substitute transistors 
are not available, use a dynamic tester. Static-type testers 
are not recommended, since they do not check operation 
under simulated operating conditions. 
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Integrated circuits can be checked with a voltmeter, test 
oscilloscope, or by direct substitution. A good under
standing of the circuit description is essential to trouble
shooting circuits using integrated circuits. In addition, 
operating waveforms, logic levels, and other operat ing 
information for the integrated circuits are given in the 
Circuit Description section. Use care when checking 
voltages and waveforms around the integrated circuits so 
that adjacent leads are not shorted together. A convenient 
means of clipping a test probe to the 14 - and 16-pin 
integrated c ircuits is with an integrated-circuit test clip. 
This device also doubles as an integrated-circuit extraction 
tool. 

Special T roubleshooting Information 

General. The following information provides a step-by
step procedure to aid in the troubleshooting of some of the 
more complex circuits and/or systems in the 485. A 
t horough understand ing of the circuit operation is essential 
before troubleshooting in these areas. Read the applicable 
portions of the Circuit Description in Section 3 before 
proceeding with t roubleshooting. This troubleshooting pro
cedure refers to the diagrams. operat ing voltages, and 
waveforms in Section 8 and Fig. 4-2. Specifications for the 
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troubleshooting equipment referred to in these procedures 
are given earlier in this section under Troubleshooting 
Equipment. 

Troubleshooting the Power Supply. Table 4-4 gives a 
guide to troubleshooting the power supply of the 485. 

A short on a semi-regulated supply may lower the trans· 
former voltage so far that no supply can perform. An over• 
loaded supply often discharges very fast when the inverter 
shuts off. Isolate shorts and overloads by withdrawing and 
replacing all connectors one by one; however. comb con
nectors BB, CC, DD, S. T, U, V, and W must not be removed 
with power on. With power off, any or all of the comb con
nectors can be removed for troubleshooting with an 
ohmmeter. 

To detect a short in the - 2950 V supply, perform the 
following: 1) Turn power off: 2) Remove comb U, and 
bend pin 3 to prevent contact; 3) Re-install comb U and 
turn power on. 

If other supplies now perform correctly, locate and 
repair the short in the - 2950 V supply. Turn power off, 
straighten pin 3 and re-install comb U. 

I W AR N I N G I 
Line AC and stored DC potentials are present on the Inverter circuit board and on the 
transformer circuit board. The stored DC remains long after the instrument is disconnected 
from the power line. Verify that the line cord is disconnected and that the line storage 
capacitors, C1822 and C1823, are completely discharged before attempting any repairs or 

ohmic measurements. The stored DC voltage can be measured betvveen TP1834 (POS) and 
TP1844 (NEG). If manual discharge is necessary use a 1.5 k 2 W insulated resistor with 
insulated leads. USE EXTREME CAUTION. 

TABLE 4-4 

Power Supply Troubleshooting 

Trouble Symptom Checks to Make Comments 

Inverter starts then shuts off at slow Check Balance Node TP1951 during BAL T .P. more positive than +200 mV 

rate (3 Hz or less). 20 ms "sampling period" means short on negative supply or 
overcurrent in H.V. winding of T1960. 

BAL T .P. more negative than - 200 mV 
means short on positive supply or high 
beam current. 
Error on BAL T.P. stops inverter. SEE 
BALANCE NODE NOTE preceding Fig. 
4-2. 

Check inverter current TP1926 during If current remains at limit level for entire 
20 ms "sampling period" sampling period, U1910 will stop 

inverter. Possible short on semi-regulated 
supply. 

Check Line Stop TP 1918 during 20 ms If proper AC voltage from T1801 does 

"sampling period". Check Line Selector not reach pin 4 of U1910, TP1918 will go 
switch for correct position. positive stopping the inverter. 
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TABLE 4-4 (cont) 

Trouble Symptoms Checks to Make Comments 

Inverter starts then shuts ott at fast Check comb connector "R" for proper Overvoltage Stop circuit stops inverter 
rate (10 Hz or faster). installation. when connector is out. 

Excessive ripple on semi-regulated 
supplies. 

Inverter won't start. 

Check power from T1848 reaching 
U1910 

Pin 6 = +7 .5 

Pin 7 = - 2 V 

Stop monostable wi ll stop inverter if 
U 19 10 does not have power to function. 

Check secondary voltages for overvoltage. Overvoltage Stop circuit stops inverter if 
U 1910 does not regulate. 

Look for an open rectif ier diode. 
Compare ripple frequency on the input 
capacitor of each Semi-regulated Supply. 

Due to symmetry of operation an open 
rectifier on one supply wi ll cause ripple 
on all supplies. 

See Table 4-3 for max output ripple Matching of the forward voltage drop of 
values. the two rectifiers in a supply may be 

necessary to avoid excess r ipple. 

Check for blinking neon oscillator 
DS 1824 on Inverter board. 

Check for start pulse with AC-coupled 
probe at TP1835. 

Check 01900 and 01902 for shorts. 

If DS1824 is blinking, Line Input circuit 
is okay. If DS1824 is not blinking, check 
for open line fuse or other malfunction. 

AC-coupled probe required due to lack of 
ground reference in Inverter c ircuit. Start 
pulse should occur each line cycle. 

If either t ransistor is shorted, the inverter 
will not start. 

Line fuse opens when power is Check Line Selector switch for correct If Line Selector is correct, check 
semiconductors on Inverter board with 
line ,cord disconnected and all capacitors 
completely discharged. 

turned on. position. 

No intensity control or poor focus Check DC restorer diodes in CRT circu it. 
control (see Fig. 4-2). Check for proper levels at outputs of Z 

Axis and Auto Focus circuits. 

If diodes check okay compare circuit 
waveforms to those given in Fig. 4-2. 

No high voltage. Check Cathode Multiplier and Anode The Transformer board can be removed 

4-8 

Multiplier circuits. 

NOTE 

by first removing the Power board and 
Inverter board, disconnect Line Cord and 
wait five minutes for Line Storage 
capacitors to discharge before removing 
Inverter board . 

For additional information see circuit descriptions, Table 4-2 , and circuit board connection 
map at the end of this section. Waveforms for comparison are given in Fig. 4-2A through Fig. 4-2P. 
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BALANCE NODE NOTE 

The balance node (TP1951 ) acts as an "OR" circuit for various faults which will stop the inverter. To isolate the 
fault, determine the voltage level at TP1951 during the 20 ms sampling period which immediately follows the 
turn-on transient of approximately 6 ms. If the balance node is more positive than +200 mV, look for a short on 
a negative supply or over-current in the H. V. winding of T1960. A H. V. current fault is present if the voltage at 
TP1958 (H. V.) goes positive during the sampling period, causing CR1958 to conduct. When observing power 
supplies, check to see that each supply comes up to nominal value during the sampling period. If the balance node 
is more negative than - 200 m V, look for a short on a positive supply or high beam current. A beam l imit fault is 
present if the voltage at TP1959 (LIM) goes negative during the sampling period causing CR 1959 to conduct. A 
fault in the vertical circui t (output leads shorted, etc.) will cause 0688 to crowbar the +25 V supply which stops 
the inverter via the balance node. If the relays click each time the inverter starts, some semi-regulated supplies are 
briefly coming up to value. Look for a fault on +25 V, Beam Limit Shutdown, or a short on one of the regulated 
supplies (+50, +9, -9, +5, or - 5 VJ. 

. . . . 

5VI DIV 

10 ms,OIV 

ov 

V 

.5 VIOIV 

10 ms/ DIV 

OV 

.5 V /DIV 

A.) At TP +15. Power Supply coming up to nominal value 
during sampling period, then falling off as supply shuts down 
due to overload. 

8.) At TP1951 . Balance Node during sampling period with 
all supplies normal (test oscilloscope externall y -triggered on 
TP1926) then short applied to - 9 V supply to cause second 
positive swing. 

C.) At TP1951 Balance Node during sampling period then 
falling off due to short on -9 V supply. 

'\""' ... ( .. : . 

-- ~ • 

O.) At TP1951. Balance Node with power supply coming up 
during sampling period then falling off as supply shuts down 
due to short on +9 V supply. 

10 ms/ DIV 

2V/ O1V 

10 ms/ DIV 

E.1 At TP1958. H.V. Current Sens during sampling period 
with normal load . 

Fig. 4-2. Power Supply wavefor ms. Test oscilloscope internally trigg&red unless otherwise noted. Fig. 4-2 continued on following pages, 
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Fig. 4-2. Power Supply Wa,eforms cont. 

4-10 

2 V/DIV 

ov 

.5 V/DIV 

10 ms/DIV 

.5 V/DIV 

10 ms/DIV 

ov 

.5 V/D IV 

20µsec/DIV 

.5 V/Dl,V 

20 µsec/DIV 

OV 

20 µsec/D IV 

ov 

50 mV/DIV 

20 µsec/D IV 

20 µsec/D IV 

ov 
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F.) At TP1958 H.V. Current Sens during sampling period 
with short on -2950 supply. 

G.) AtTP1926. ln,erter Current Sens during sampling period 
with all supplies normal. 

H.) At TP1926. ln,erter Current Sens during sampling period 
with short on +15 supply. 

I.I At TP1926. ln,erter Current Sens d uring normal opera
tion. 

J.I At TP1919. Mono Ramp during normal operation. 

K.I At collector of 01900 during normal operation. 

L.I At TP +59.4. Ripple on +59.4 supply during normal 
operation lAC coupled). 

M.) X10 Probe at Anode of CR1660 Normal operation with 
intensity off. 

® 



.5 V/DIV 
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N.) AC coupled at TP1665. Normal operation with inten
sity off. 

201,1sec/OIV 

50 V/ DIV 
~ +150V 
20 µsec/DIV 

0.1 X10 Probe at Anode of CR1656 Normal operation with 
intensity off. 

1 V / DIV 

P.) AC coupled at TP1653. Normal operation with inten
sity off. 

20 µsec/DIV 

Fig. 4 -2 . Power Supply Waveforms cont. 

CORRECTIVE MAINTENANCE 

General 

Corrective maintenance consists of component 
replacement and instrument repair. Special techniques 
required to replace components in this instrument are given 
here. 

If any defective parts are located, follow the replacement 
procedures given in this section. Be sure to check t he 
performance of any circuit that has been repaired or that 
has had any electrical components replaced. 

Obtaining Replacement Parts 

Standard Parts. All electrical and mechanical part 
replacements for the 485 can be obtained through your 
local Tektronix Field Office or representative. However, 
many of the standard electronic components can be 
obtained locally in less time than is required to order them 
from Tektronix, Inc. Before purchasing or ordering 
replacement parts, check the parts lists for value, tolerance, 
rating, and description. 

NOTE 

When selecting replacement parts, it is important to 
remember that the physical size and shape of a 
component may affect i ts performance in the 
instrument, particularly at high frequencies. All 
replacement parts should be direct replacements 
unless it is known that a different component will not 
adversely affect instrument performance. 

Special Parts. In addition to the standard electronic 
components, some special components are used in the 485. 
These components are manufactured or selected by 
Tektronix, Inc. to meet specific performance requirements, 
or are manufactured for Tektronix, Inc. in accordance with 
our specifications. Most of the mechanical parts used in this 
instrument have been manufactured by Tektronix, Inc. 
Order all special parts directly from your local Tektronix 
Field Office or representative. 

Ordering Parts. When ordering replacement parts from 
Tektronix, Inc., include the following information: 

1. Instrument type. 

2. Instrument serial number. 

3. A description of the part (if electrical, include circuit 
number). 

4. Tektronix Part Number. 

Soldering Techniques 

I WARNINC I 
Disconnect the instrument from the power source 
before soldering. 
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The reliability and accuracy of this instrument can be 
maintained only if proper soldering techniques are used 
when repairing or replacing parts. General soldering tech
niques which apply to maintenance of any precision 
electronic equipment should be used when working on this 
instrument. Use only 60/40 rosin-core, electronic.grade 
solder. The choice of soldering iron is determined by the 
repair to be made. When soldering on circuit boards, use a 
35- to 40-watt pencil-type soldering iron with a 1/8-inch 
wide, wedge-shaped tip. Keep the tip properly tinned for 
best heat transfer to the solder joint. A h igher wattage 
soldering iron may separate the wiring from the base 
material. Avoid excessive heat; apply only enough heat to 
remove the component or to make a good solder joint . 
Also, apply only enough solder to make a f irm solder joint; 
do not apply too much solder. 

The Vertical Preamplifier Attenuator circuit boards 
are made of material easily damaged by excessive 
heat. When soldering to these boards, do not use a 
soldering iron with a rating of more than approxi
mately 15 watts. Avoid prolonged applications of 
heat to circuit-board connections. Use only isopropyl 
alcohol when cleaning this circuit board. 

For metal terminals (e.g., switch terminals, potenti· 
ometers, etc.) a higher wattage-rating soldering iron may be 
required. Match the soldering iron to the work being done. 
For example, if the component is connected to the chassis 
or other large heat-radiating surface, it will require a 
75-watt or larger soldering iron. The pencil-type soldering 
iron used on the circuit board can be used for soldering 
switch terminals, potentiometers, or metal terminals 
mounted in plastic holders. 

Component Replacement 

WARNING I 
Disconnect the instrument from the power source 
before replacing components. 

General. The exploded-view drawings associated with the 
Mechanical Parts List (located at rear of manual) may be 
helpful in the removal or disassembly of individual com
ponents or sub-assemblies. 

WARNING I 
line AC and stored DC potentials are present inside 
the power unit. This instrument should be operated 
with an isolation transformer whenever trouble
shooting the circuitry on that board. Follow the 
recommended troubleshooting procedure given under 
Special Troubleshooting Information. 

Circuit Board Replacement. If a circuit board is damaged 
beyond repair, the entire assembly including all soldered on 
components, can be replaced. Part numbers are given in the 
Parts List. 

Most of the main circuit boards in this instrument plug 
onto the chassis or onto other circuit boards. Use t he 
following procedure to remove the plug-on circuit boards 
(removal instructions for the exceptions will be given later) . 

To remove circuit boards first remove all plug-on type 
wiring and comb connectors. Plugs with more than one lead 
are indexed with the arrow on the board matching the 
arrow on the plug. A group of single plugs in the same area 
have abbreviations of the wire color silkscreenoo by the pin. 

a. To remove circuit boards, remove all plug-on type 
wiring and comb connectors. 

b. Remove all of the securing screws on the board. 

c. Lift the board away from the instrument being careful 
not to bend any pins protruding from the board. 

d. To replace the circuit board, pos1t1on it so that the 
securing screws align with the mounting holes. 

e. Do not tighten the securing screws unti l a ll of the 
comb connectors have been inserted. 

f. Uniformly tighten the securing screws. Recommended 
torque is four to six inch-pounds. 

TIMING BOARD REMOVAL. 

a. Remove upper two rows of sweep board comb 
connectors. 

b . Remove Horizontal Amplifier board. 
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c. Remove Sweep board. 

d. Remove Inverter board (see Inverter board removal 
procedure). 

e. Remove shield around the rear portion of the Timing 
board. 

t. Remove Timing switch knobs. 

g. Remove the blue rear panel rim. 

h. Remove the blue rear panel cover (10 screws). 

i. Remove the fan b lade. 

j. Remove 8 screws holding the Timing board. 

k. T ilt outside edge of the board up and carefully lift the 
board out of the instrument. 

I. To install, reverse the procedure. 

TRANSFORMER BOARD REMOVAL. 

a. Slide Inverter board out of the way (see Inverter 
board removal procedure). 

b . Remove the Sweep board. 

c. Remove the Power board . 

WARNING I 
A high voltage charge will remain on the Post 
Accelerating Anode lead after the instrument has 
been turned off. lft.11en disconnecting the Post 
Accelerating lead, pull it out in a manner that it will 
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touch and discharge to the chassis ground im
mediately after clearing the housing (take care to 
avoid discharge to the nearby Vertical Deflection 
connections). This procedure must be repeated every 
time the Post Accelerating lead is removed. If it is 
connected and removed without the instrument being 
turned on, it will have accepted a charge from the 
Anode Multiplier and will again be dangerous when 
disconnected. 

d . Disconnect the Post Accelerating Anode lead (top 
side of instrument). Unclamp the female connection 
housing for this lead. 

e. Remove plastic shield on rear of the Horizontal 
Amplifier board. Remove the two comb connectors from 
under the shield and the one in front of the shield. 

f. Remove the blue wrap-around rear panel rim. 

g. Remove the blue rear panel cover ( 10 screws). 

h. Disconnect the three plugs with leads that are 
connected to the CRT base socket at the rear of the 
oscilloscope. 

i. Unclamp the interconnecting lead to the Inverter 
board. 

j. Remove the Transformer board mounting screws (four 
No. 4 screws). This does not include the two No. 6 screws 
(transformer mounting). 

k. Slide the Transformer board out. 

t. To install the Transformer board, reverse this 
procedure. 

m. Connect all interconnecting leads. 
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INVERTER BOARD REMOVAL 

I WARNING I 
Line AC and stored DC potentials are present on the 
Inverter and Transformer boards. The stored DC 
remains Jong after the instrument is disconnected 
from the power line. Verify that the line cord is 
disconnected and that the line storage C<1pacitors, 
C1822 and C1823, are completely discharged before 
attempting any repairs (wait three minutes after 
DS1824, loC<1ted under the metal shield, stops 
flashing). The stored DC C<1n be measured between 
TP1834 (POS) and TP1844 (NEG). If manual dis
charge is necessary use a 1.5 kil, 2 W insulated 
resistor with insulated leads. USE EXTREME 
CAUTION. 

a. Remove the metal protective shield (4 screws). 

b. Remove the 4 shield mounting standoffs so that the 
board can come straight out. 

c. Remove the comb connector and unplug the 2 pin 
cable. 

d. Remove the 4 screws holding the Inverter board and 
the 4 screws holding the insulating material of the two large 
transistors at the rear of the board. 

e. To repair the Inverter board or gain access to the 
Transformer board, lift the Inverter board up and turn it to 
one side. It is not necessary to unsolder the primary leads. 

f. For complete removal of the Inverter board, unsolder 
the three primary leads. 

g. To install the board, reverse the procedure. 

Semiconductor Replacement. Semiconductors should 
not be replaced unless actually defective. If removed from 
their sockets during routine maintenance, return them to 
their original sockets . . Unnecessary replacement of semi
conductors may affect the calibration of this instrument. 
When semiconductors are replaced, check the operation of 
the part of the instrument which may be affected. 
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POWER switch must be turned off before removing 
or replacing semiconductors. 

Replacement semiconductors should be of the original 
type or a direct replacement. Fig. 4-1 shows the lead 
configuration of the semiconductors used in this instru
ment. Some plastic case transistors have lead configurations 
which do not agree with those shown here. If a replacement 
transistor is made by a different manufacturer than the 
original, check the manufacturer's basing diagram for 
correct basing. All transistor sockets in this instrument are 
wired for the standard basing as used for metal-cased 
transistors. Transistors which have heat radiators or are 
mounted on the chassis use silicone grease to increase heat 
transfer. Replace the silicone grease when replacing these 
transistors. 

WARNING I 
Handle silicone grease with care. Avoid getting 
silicone grease in the eyes. Wash hands thoroughly 
after use. 

An extracting tool should be used to remove the 14- and 
16-pin integrated circuits to prevent damage to the pins. 
This tool is available from Tektronix, Inc. Order Tektronix 
Part No. 003-0619-00. If an extracting tool is not available 
when removing one of these integrated circuits, pull slowly 
and evenly on both ends of the device. Try to avoid having 
one end of the integrated circuit disengage from the socket 
before the other, as this may damage the pins. 

Interconnecting Pin Replacement. The following infor
mation provides the replacement procedure for the various 
types of interconnecting methods. 

A. CIRCU IT -BOARD PINS. 

NOTE 

A circuit-board replacement kit including necessary 
tools, instructions and replacement pins is available 
from Tektronix, Inc. Order Tektronix Part No. 
040-0542.00. 

To replace a pin which is mounted on a circuit board, 
first disconnect any pin connectors. Then, unsolder the 
damaged pin and pull it out of the circuit board with a pair 



of pliers. Be careful not to damage the wiring on the board 
with too much heat. Ream out the hole in the circuit board 
with a 0.031 -inch drill. Remove the ferrule from the new 
interconnecting pin and press the new pin into the hole in 
the circuit board. Position the pin in the same manner as 
the old pin. Then, solder the pin on both sides of the circuit 
board. If the old pin was bent at an angle to mate with a 
connector, bend the new pin to match the associated pins. 

B. CIRCU IT BOARD PIN SOCKETS. 

The pin sockets on the circuit boards are soldered to the 
rear of the board. To replace one of these sockets, first 
unsolder the pin (use a vacuum-type desoldering tool to 
remove excess solder). Then, straighten the tabs on the 
socket and remove it from the hole in the circuit board. 
Place the new socket in the circuit-board hole and press the 
tabs down against the board. Solder the tabs of the socket 
to the circuit board; be careful not to get solder into the 
socket. 

NOTE 

The spring tension of the pin sockets ensures a good 
connection between the circuit board and the pin. 
This spring tension can be destroyed by using the pin 
sockets as a connecting point for spring-loaded probe 
tips, alligator clips, etc. 

C. END-LEAD PIN CONNECTORS. 

The pin connectors used to connect the wires to the 
interconnecting pins are clamped to the ends of the 
associated leads. To replace damaged end-lead pin con
nectors, remove the old pin connector from the end of the 
lead and clamp the replacement connector to the lead. 

Some of the pin connectors are grouped together and 
mounted in a plastic holder; the overall result is that these 
connectors are removed and installed as a multi-pin 
connector. To provide correct orientation of this multi-pin 
connector when it is replaced, an arrow is stamped on the 
circuit board or chassis and a matching arrow is molded 
into the plastic housing of the multi-pin connector. Be sure 
these arrows are aligned as the multi-pin connector is 
replaced. If the individual end-lead pin connectors are 
removed from the plastic holder, note the color of the 
individual wires for replacement. 

Cathode-Ray Tube Replacement. To replace the 
cathode-ray tube, proceed as follows: 

I WARNING I 
Use care when handling a CRT. Protective clothing 
and safety glasses should be worn. Avoid striking it 
on any object which might cause it to crack or 
implode. When storing a CRT, place it in a protective 
carton or set it face down in a protected location on a 
smooth surface with a soft mat under the faceplate to 
protect it from scratches. A high voltage charge 
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remains on the Post Accelerating Anode lead after the 
instrument has been turned off. When disconnecting 
the Post Accelerating lead pull it out in a manner that 
it will touch and discharge to the chassis ground 
immediately after clearing the housing (take care to 
avoid discharge to the nearby vertical deflection 
connections). This procedure must be repeated every 
time the Post Accelerating lead is removed. If it is 
connected and removed without the instrument being 
turned on, it will have accepted a charge from the 
Anode Multiplier and will again be dangerous when 
disconnected. 

1. Disconnect Post Accelerating lead . 

2. Disconnect the 6 CRT deflection plate leads. 

3. Remove rear panel for access to CRT base. 

4. Remove CRT base connector. 

5. Remove four screws from CRT bezel and remove 
bezel from the front of the instrument. 

6. Push CRT carefully out the front of the instrument. 

REPACKAGING FOR SHIPMENT 
If the Tektronix instrument is to be shipped to a Tektronix 

Service Center for service or repair, attach a tag showing: 
owner (with address) and the name of an individual at your 
firm that can be contacted, complete instrument serial 
number and a description of the service required. 

Save and re-use the package in which your instrument was 
shipped. If the original packaging is unfit for use or not 
available, repackage the instrument as follows: 

1. Obtain a carton of corrugated cardboard having inside 
dimensions of no less than six inches more than the 
instrument dimensions; this will allow for cushioning. 
Refer to the following table for carton test strength 
requirements. 

2. Surround the instrument with polyethylene sheeting to 
protect the finish of the instrument. 

3. Cushion the instrument on all sides by tightly packing 
dunnage or urethane foam between carton and instru
ment, allowing three inches on all sides. 

4. Seal carton with shipping tape or industrial stapler. 

SHIPPING CARTON TEST STRENGTH 

Gross Weight (lb) 

0-10 
10-30 
30-120 

120-140 
140-160 

Carton Test Strength (lb) 

200 
275 
375 
500 
600 
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CALIBRATION 

Introduction 

To ensure instrument accuracy, check the calibration of 
the 485 after every 1000 hours of operation, or every six 
months if used infrequently. Before complete calibration, 
thoroughly clean and inspect the instrument as outlined in 
the Maintenance Section. 

TEKTRONIX Field Service 

Tektronix, Inc. provides complete instrument repai r and 
recalibration at local Field Service Centers and the Factory 
Service Center. Contact your local TEKTRON IX Field 
Office or representative for further information. 

Using This Procedure 

Part 1 - Performance Check. Performance of this 
instrument can be checked without removing the covers or 
making internal adjustments. This procedure checks the 
instrument against the SPECIFICATION tolerances 
(Section 1 ). Screwdriver adjustments accessible from the 
outside of the instrument are adjusted in this procedure. 

Part 2 - Calibration Procedure. Completion of each step 
in this procedure ensures that this instrument is correctly 
adjusted and performing within all listed tolerances. 

Partial Calibration. A partial check or adjustment is 
often desirable after replacing components, or to touch up 
the adjustment of a portion of the instrument between 
complete recalibrations. To check or adjust only part of the 
instrument, set the controls according to Preliminary 
Control Settings, then start with the major section contain
ing the part to be adjusted (horizontal, vertical, or triggers). 
To avoid unnecessary recalibration of other parts of the 
instrument, readjust only if the tolerance given in the 
CHECK - part of the step is not met. If readjusted, also 
check the calibration of any other steps listed in the 
INTERACTION part of this step. 

TEST EQUIPMENT REQUIRED 

The following test equipment and accessories, or its 
equivalent, is required for complete calibration of the 485. 
The equipment specifications given are the minimum 
necessary for accurate calibration and may be less than 
those of the listed test equipment. The test equipment must 
be operating within the listed specifications and correctly 
calibrated. 

Not all of the listed test equipment is required for the 
Performance Check; those items not required for the 
Performance Check are indicated by footnote 1. 

If equipment substitutes are made, the calibration setup 
may have to be altered to fit the requirements of that 
equipment. Detailed operating instructions for the test 
equipment are not given in this procedure. Refer to the test 
equipment instruction manual if further instruction is 
needed. 

Specia l Calibration Fixtures 

Special TEKTRON IX calibration fixtures are used in this 
procedure only where they aid instrument calibration. 
These special calibration fixtures are available from 
Tektronix, Inc. Order by part number through your local 
TEKTRON IX Field Office or representative. 

Calibration Equipment Alternatives 

All of the test equipment listed is required to completely 
check and adjust this instrument. Complete checking or 
adjustment, however. may not always be necessary or 
desirable. The user may only check selected characteristics, 
thereby reducing the amount of test equipment actually 
required. For example, the basic measurement capabilities 
of this instrument can be verified by checking vertical 
deflection accuracy using the two Standard Amplitude 
Calibrators; bandwidth and t riggering using the two 
Constant-Amplitude Signal Generators; and horizontal 
timing accuracy using the Time-Mark Generator. 
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Description 

Precision Multimeter 
(DVM) 1 

DC Voltmeter 
(VOM) 1 

Time-Mark 
Generator 

Medium-Frequency 
Constant-Amp! i tude 
Signal Generator 

High-Frequency 
Constant-Amplitude 
Signal Generator 

Test Oscilloscope 

Amplitude Calibrator 
and Comparator 

50 n Amplitude 
Calibrator 

Tunnel Diode 
Pulser 

TABLE 5-1 

TEST EQUIPMENT 

Minimum Specifications Usage 

Range 0 to 180 V ; accuracy Adjust : CAL 5 V . +59.4 and 
within 0.01 %. 50 V supplies; Vert Comp 

Pia tes; Grid Bias; Auto 
Focus; Main Vert Gain; 50 n 
Input Impedance. 

Check: Vert Linearity. 

0 to 4000 V; accuracy within High Voltage measurement. 
2%. 

Marker output 2 ns to 0.5 s Adjust: Geometry; Horiz 

within 0.1 % accuracy; trigger Gain ; Cal 5 V freq; Y Axis; A 

output 50 ns. timing; B timing; Di fferential 
timing; Delay Jitter. 

2 MHz to'50 MHz; reference Adjust : A and B trigger; X-Y 

frequency, 50 kHz; output phasing. 
amplitude, 50 mV to 2 V P-P 

Check: Ext Z Axis blanking; 
into 50 n; output accuracy, 
within 2%. 

CMR; Ext Trigger; Single 
Sweep; X-Y Bandwidth; 
Bandwidth limit. 

Frequency, 100 to 350 MHl; Vertical bandwidth check. 
output amplitude, 0 .5 to 5 V; 
reference frequency, 3 MHz; 
accuracy within 1%. 

Bandwidth, DC to 100 MHz; Adjust: Z Axis Compensation 

deflection factor, 5 mV/div; and risetime; Auto Focus; 

accurate within 2%. CH 1 Trigger Gain. 

Amplitude, 20 mV to 100 V ; Adjust: 1 Mil amplifier gain. 

accurate to 0.25%. 
Check: 1 Mil deflection fac-
tor. Ext Trig Level range. 

12 mV to 2 V range. Adjust: CH 1 and CH 2 Gain; 
Invert Gain; Added Mode 
Gain; X-Y Gain. 

Check : 50 n and 1 MS1 Gain 
match. 

Driven by the Type 106 Adjust: 50 n and 1 MS1 tran-

Square-Wave Generator. sient response. 

Check : Ext Trig Delay Match ; 
A Ext Trig response. 

1 Not required for Performance Check. 
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Examples of Applicable 
Test Equipment 

Data Precision Digital Multi-
meter Model 2400. 

Triplett Model 630-NA or a 
precision divider with the 
DVM. 

TEKTRONIX Type 184 
Time-Mark Generator. 

TEKTRONIX 2901 T ime-
Mark Generator. 

TEKTRONIX Type 191 Con-
stant Amplitude Signal Gen-
erator. 

TEKTRONIX 067-0532·01 
Calibration Fixture. 

TEKTRONIX 465 with 
P6065 Xl0 probe. 

TE KTRONIX 067-0502-01 
Calibration Fixture. 

TEKTRONIX 067-0508·00 
Calibration Fixture. 

TEKTRONIX 067-0681-0 1 
Calibration Fixture. 
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TABLE 5-1 

TEST EQUIPMENT (cont) 

Examples of Applicable 
Description Minimum Specifications Usage Test Equipment 

Square-Wave Frequency Range, 100 Hz to Adjust: 50 il high frequency TEKTRONIX Type 106 
Generator 100 kHz; Amplitude variable transient response; 50 il low Square-Wave Generator. 

0.5 to 12 V. frequency transient response; 
1 Mil 10 kHz transient re-
sponse; 1 Mn input attenu-
ator compensations; Ext Trig 
indent delay match; A Ext 
Trig response. 

2X Attenuator 1 Impedance, 50 il; accuracy, Used throughout the pro- TEKTRONIX Part No. 
(2 required) 2%; BNC connectors. cedure for signal attenuation. 011 -0069-02. 

5X Anenuator1 Impedance, 50 il; accuracy, Used throughout the pro- TEKTRONIX Part No. 
2%; BNC connectors. cedure for signal attenuation. 011-0060-02. 

10X Attenuator Impedance, 50 il; accuracy, Used throughout the pro- TEKT RONIX Part No. 
2%; BNC connector. cedure for signal attenuation. 011 -0059-02. 

T Connector Connector, BNC. Ext Trig checks. TEKTRONIX Part No. 
103-0030-00. 

Termination (2 Impedance, 50 n; accuracy, CMR check. TEKTRON I X Part No. 
required) 2%; connectors, BNC. 011-0049-01. 

Cable (2 required) Impedance, 50 il; type RG- Used throughout the pro- TEKTRONIX Part No. 
58/U; length, 42 inch; con- cedure for signal intercon- 012-0057-01. 
nectors, BNC. nection. 

GR thru-line Impedance, 50 il; accuracy, 1 Mil bandwidth check. TEKTRON I X Part No. 
termination 2%; connectors, GR874 to 017-0083-00. 

BNC male. 

Adapter GR874 to BNC male. 50 il vertical bandwidth TEKTRON I X Part No. 
check. 017-0064-00. 

Screwdriver Three-Inch shaft, 3/32 inch Used throughout the pro- Xcelite R-3323. 
bit. cedure to adjust variable resis• 

tors. 

Low Capacitance 1 1 / 2 inch shaft. Used throughout the pro- TEKTRONIX Part No. 
Screwdriver• cedure to adjust variable cap• 003-0000-00. 

acitors. 

Nylon Tuning Fits 5/64 inch (ID) hex cores. X-Y phasing. Handle and insert 
Too1 1 T EKTRON IX Part No. 

003 - 0307 - 00 and 
003-0310·00. 
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TABLE 5-1 

TEST EQUIPMENT (cont) 

Examples of Applicable 
Description Minimum Specifications Usage Test Equipment 

Input RC 1 MS1 x 20 pF; attenuation, 1 Mn input attenuator com- TEKTRONIX Part No. 
Normalizer' 2X; connector, BNC. pensations. 067-0538-00. 

Cable Impedance, 50 n; type Used throughout the pro• TEKTRONIX Part No. 
RG-58/U; length, 18 inches; cedu r e for signal inter- 012-0076-00. 
connectors, BNC. connection. 

Dual Input Cable, Dual BNC. Inserting identical signals into TEKTRON I X Part No. 
BNC both channels. 067-0525-00. 

TABLE 5-2 

TEST EQUIPMENT FOR OPTIONAL CHECK 

Characteristic Performance Requirement Supplemental Information 

VSWR AUTOTESTE R with 100 to 350 MHz .. 
GRATICULE 

561 B/2B67 /3A9 2 µV sensitivity. 

or 

5103N/5B 1 0N/5A22N 20 µV sensitivity. 

or 

7403N/7850/7 A22 20 µV sensitivity. 

PART 1 - PERFORMANCE CHECK 

Connect the 485 to a power source which meets the 
specified voltage and frequency requirements. Press the 
POWER pushbutton to turn the 485 on and allow a 20 
minute instrument warmup before commencing the Per
formance checks. The Performance checks in Part 1 of this 
section may be performed anywhere within the - 15"C to 
+5!t'C operating ambient temperature range unless other
wise specified. 

1. CHECK EXT Z AXIS BLANKING 

a. Apply 0.2 V p.p of 20 MHz from Type 191 Signal 
Generator to EXT Z AXIS blanking (rear panel) and A EXT 
TRIG; A SOURCE SW to EXT; HOR IZ DISPLAY to A; 
T IME/DIVto0.1 µs. 

b. Adjust trigger LEVEL for TRIG'D LIGHT. 

c. At normal intensity, check for intensity modulation. 

5-4 

WI L TRON COMPANY, Model 67. 

Differential Amplifier. 

Differential Amplifier . 

Differential Amplifier. 

d. Change generator to 2 V p.p of 2 MHz; set TIME/ 
D IV to0.5µs. 

e. Turn INTENSITY higher and check for intensity 
modulation. 

2. CHECK OUTPUT WAVEFORMS (With Sweeps 
Running at 1 ms/div) 

a. With test oscilloscope, check the following outputs 
(located on the rear panel). 

b. A and B GATES, approximate amplitude 4 V (0.5 V 
into 50 m. 

c. A SAWTOOTH, approximate amplitude to 10 V 
(0.5 V into 50 S1). 
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3. ADJUST TRACE ROTATION 

a. Posit ion trace to graticule center. 

b. Adjust TRACE ROTATION (rear panel) so trace 
parallels the center graticule line. 

4. CHECK B SWEEP TIMING ACCURACY 

a. Check timing over center eight graticule divisions. 

b. Position one t ime mark to 1 and read error at 9. 

NOTE 

+15"C to +35"C 

1 ns to 20 ns; within 0.24 
division (3%) 
50 ns to 0.1 s; within 0.16 
division (2%) 
0.2 sand 0.5 s; within 0.24 
division (3%) 

-15"C to +55"C 

0.4 div (5%) 

0.32 div (4%) 

0.4 div (5%) 

5. CHECK A SWEEP TIM ING ACCURACY 

NOTE 

+15"G to +35°G 

1 ns to 20 ns; within 0.24 
division (3%) 
50 ns to 0.1 s; within 0. 16 
division (2%) 
0.2 s to 0.5 s; within 0.24 
division (3%) 

- 15°C to +55°C 

0.4 div (5%) 

0.32 div (4%) 

0.4 div (5%) 

6. CHECK DELAY TIME ACCURACY, 10 ns/div 
to 0.5 s/div (+15°C to +35°C only) 

a. Use time marks that give 1 to 5 markers /div on the A 
display. Use B TIME/DIV of 1 ns for A TIME/DIV settings 
of 10 ns through 0.1 µs. For A T IME/DIV setting of 0 .2 µs 
and slower, maintain an A:B ratio of 100:1. 

b. Set the DELAY TIME POSITION (DTP) dial exactly 
to the reference position (1.0 except as shown in table 
below). Use the horizontal POSITION control to move the 
marker on the B display to a reference position. 

c. Rotate the DTP to 9.0 and then sl ightly from 9.0 to 
place the B display marker to the same screen reference 
position. Read the error from (9.00) in minor dial divisions 
on the DTP dial. 

Calibration- 485/R485 Service 

TABLE 5-3 

A Time/Div Reference Maximum DTP Dial Error at 
DTP Setting near 9.0 (minor 

Position divisions) 

10 ns 4.0 7 
20 ns 2.0 9 

50 ns to 1 ms 1.0 5 

2 ms to 0.5 s 1.0 9 

7. CHECK BENDS A OPERATION 

a. HORIZ DISPLAY to INTEN; A TIME/DIV to 1 ms; B 
TIME/DIV to 0 .1 ms; A TRIGGER HOLDOFF to BENDS 
A; SWEEP MODE to AUTO. 

b. Rotate DTP; check that sweep ends after the 
intensified zone. 

8. CHECK CH 1 LIGHT EMITTING DIODES 
(LED'S) 

a. Check that the probe lights the corresponding LED, 
e.g., X10 probe lights X10 LED. 

b. Check that CH 2 LED'S are off with VERT MODE in 
CH 1. 

c. Check that CH 1 LED 'S are on in CH 1, ALT, CHOP, 
ADD, and X-Y. 

d. If probes are not avai lable: an 11 k!l resistor to 
ground from the code ring (around each input BNC) lights 
the X10 LEO. A 6.8 k!l resistor lights the X100 LED and a 
short circuit causes t race ident. 

9. CHECK CH 2 LED'S 

a. Check that the probe lights the corresponding LED. 

b. Check that CH 1 LED'S are off with VERT MODE in 
CH 2. 

c. Check that CH 2 LEO'S are on in CH 2, ALT, CHOP, 
ADD, and X-Y. 

10. CHECK TRACE IDENT FUNCTION CH 1 
and CH 2 

a. Check T RACE IDENT function on the probe, shifts 
the trace approximately 0.2 div up. 
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b. Check that the LED for that channel turns off. 

11 . CHECK INPUT LIGHTS CH 1 and CH 2 

a. Check that 50 n is lit when 50 n/1 Mn pushbutton is 
out. 

b. Check that 1 Mn is lit when 50 nI1 Mn pushbutton 
is in. 

12. CHECK BEAM FINDER 

a. Check that trace remains within the graticule area 
with BEAM FINDER depressed. 

b. Check beam finder operation under all combinations 
of HORIZONTAL, CH 1 and CH 2 POSITION controls. 

13. CHECK 50 n DEFLECTION FACTOR 
ACCURACY, ±2%, CH 1 and CH 2 

a. Use the 50 n Amplitude Calibrator square wave as the 
signal source. Use 6 division display except at 0.5 V /div and 
above, where 2 V signal must be used. 

b. Adjust GAIN for zero error in 20 mV /div position. 

c. Check for ±2°/4 deflection factor accuracy of all 
VOL TS/DIV positions. 

14. CHECK 1 Mn DEFLECTION FACTOR 
ACCURACY, ±2%, CH 1 and CH 2 

a. Use the Standard Amplitude Calibrator square wave as 
the signal source. Use 4 or 5 division display. 

b. Adjust GAIN for zero error in 20 mV /div position. 

c. Check for ±2% deflection factor accuracy of all 
VOL TS/DIV positions. 

15. CHECK COMMON MODE REJECTION, 50 n 
and 1 Mn 

a. Connect the Type 191 Signal Generator to CH 1 and 
CH 2 thru the 10X attenuator and dual BNC input cable 
(TEKTRONIX Part No. 067-0525-00). 
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b. CH 1 and CH 2 inputs 50 n, DC; VOL TS/DIV to 
20 mV; VERT MODE to CH 1. Apply 8 divisions of 50 kHz 
signal. 

c. Set VERT MODE to ADD; CH 2 INVERTED. Push to 
release CH 2 VARIABLE GA IN and adjust for minimum 
deflection. 

d. Set Type 191 Signal Generator to 50 MHz and check 
for 0.8 div or less of vertical deflection. 

e. Change generator to 50 kHz, and inputs to t Mn. 
Add 50 n BNC terminations at inputs. 

f. Readjust CH 2 VARIABLE GAIN for minimum 
deflection. 

g. Change generator to 50 MHz and check for 0.8 div or 
less of vertical deflection. 

h. Push CH 2 VARIABLE GAIN to CAL. 

16. CHECK BANDWIDTH 50 n and 1 Mn, CH 1 
and CH 2 

a. Use 6 div of 3 MHz from the High-Frequency 
Constant-Amplitude Sine-Wave Generator (TEKTRONIX 
Part No. 067-0532-01) as reference. 

b. Check for a minimum of 4.2 divisions of signal at 
350 MHz in the 50 n input mode. (4.2 divisions at 
300 MHz +35°C to +55° C.) 

c. Select the 1 Mn impedance; terminate the Sine-Wave 
Generator into the GR 50 n thru-line termination. 

d. Use 6 div of 3 MHz from the Sine-Wave Generator as 
reference. 

e. Check for a minimum of 4.2 divisions of signal at 
250 MHz. (4.2 divisions at 200 MHz +35° C to +55° C.) 

17. CHECK TRIGGER SENSITIVITY A and B 

a. Check in AC, LF REJ, and DC with source switch in 
INT, that triggering occurs on 0.3 div of 3 MHz, 0.3 div of 
50 MHz and 1.5 div of 350 MHz. 



b. Set SOURCE switch to EXT; signal applied to vertical 
input and EXT TRIG. 

c. Check that the instrument triggers on 20 rnV of 
50 MHz and 100 mV of 350 MHz signal. 

18. CHECK SINGLE SWEEP 

a. Trigger on 0 .5 div of 50 MHz. 

b. Remove signal and go to SINGLE SWEEP. 

c. READY lamp should light. 

d . Apply signal ; one sweep should occur and READY 
lamp should go off. 

e. Remove signal and reset. The READY lamp should 
light. 

19. CHECK X·Y PHASING 

a. Connect CH 1 and CH 2 to Type 191 Signal 
Generator by the dual BNC input cable connector. Set 
CH 1 to 50 mV and CH 2 VO LTS/D IV to 20 mV/div, 
VERT MODE to X-Y, and ground CH 1 input . 

b. Apply 10 div of 50 kHz. 

c. Set CH 1 input to DC. 

d. Switch Type 191 Signal Generator to 4 MHz. 

e. Check for · 1ess than 0 .52 div of vertical opening at 
center of l issajous figure (3%). 

20. CHECK X-Y BANDWIDTH 

a. GND CH 1. then apply 6 div of 50 kHz to CH 2. 

b. Check for at least 4.2 div at 4 MHz. 

21 . CHECK CALIBRATOR AMPLITUDE 

a. Set CH 1 VOL TS/DIV to 1 V; CH 1 input to 1 Mn; 
apply 5 V of Amplitude Calibrator and Comparator signal 
to CH 1; adjust CH 1 VARIABLE volts/div for 5 divisions 
of deflection. Use separate 1 Mn test oscilloscope for 
485-2. 
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b. Connect CAL 5 V to CH 1 input. 

c. Check for 5 divisions of signal ±0.025 div (0.5%). 
(Outside +15°C to +35°C range check for 0.05 div 1 %.) 

d. Set input impedance to 50 n; apply 0.6 V from 50 n 
Ampli tude Calibrator. Set VOL TS/DIV to 0.1 V; adjust 
VARIAB LE for 6 divisions of deflection: Connect CAL 5 V 
to CH 1 input. 

e. Check for 5 divisions of signal , ±0.05 div (1.0%). 
(Outside +15°C to +35° C range check for 0.25 div 1.5%.) 

22. CHECK CALIBRATOR FREQUENCY 
(+15°C to +35°C, 0.25%; - 15°C to +55°C, 0.5%) 

a. Set T IME/DIV to 0.2ms/div; INT TR IG to CH 1; 
VERT MODE to A LT. 

b. Apply 1 ms markers from the Time-Mark Generator 
to CH 1 50 n input; connect CAL FREQ 1 kHz to CH 2 
50 n input. 

c. Set VOL TS/D IV to obtain about 2 div of signal, for 
CH 1 and CH 2. 

d. Trigger display (markers). 

e. Check for less than 2.5 cycles (10 div) of drift in one 
second. (Outside +15° C to +35° C range check for same 
drift in one-half second.) 

f. Set T IME/DIV to 1 ms/div; INT TRIG to NORM; 
CAL FREQ to 1 MHz; change markers to 1 µs. 

g. Trigger at top of waveform from the CW end of 
trigger LEVEL. Use A TRIGGER HOLDOFF to obtain 
display showing the beat frequency. 

h. Check for beat period greater than 400 µs. (Outside 
+15° C to +35° C range check for beat period greater than 
200 µs.) 

23. CHECK CALIBRATOR 1 kHz DUTY CYCLE 
(49.8 to 50.2%) 

a. Connect 1 kHz of CAL 5 V to CH 1 input. CH 1 
inpedance to 50 U; CH 1 VOLTS/DIV to 0.1 V ; INT TRIG 
to NORM; A TIME/ DIV to 0.1 ms; B TIME/DIV to 1 µs; 
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HORIZ D ISPLAY to INTEN; B TRIGGER SOURCE to B 
RUNS AFTER DELAY TIME. 

b. Trigger A on+ SLOPE. Use DELAY TIME POSITION 
control to position the intensified portion of the negative 
step near center screen. 

c. Switch HOR IZ D ISPLAY to B and position the 
negative step to center screen. 

d. Switch A SLOPE polarity and check that the 
transition changes less than 3 divisions horizontally. 

24. CHECK DELAY JITTER 

a. Set A TIME/DIV to 1 ms; B trigger source to BRUNS 
AFTER DELAY TIME. Set B TIME/DIV to 1 µs and 
Time-Mark generator to 1 ms. Set HOR IZ DISPLAY to 
ALT; use A trigger LEVEL to obtain a stable display. 

b. Set HOR IZ D ISPLAY to B. Rotate DELAY T IME 
POSITION dial from 1 to 9, checking for 0.5 div of jitter or 
less on B display. 

25. CHECK INPUT PROTECTION TR IP LEVELS 
for CH 1 and CH 2 

a. Set Type 106 High Amplitude control to minimum; 
Frequency to 1 kHz and Symmetry for 50% dut y cycle. Set 
CH 1 and CH 2 inputs to DC; VOL TS/ DIV to 2 V; position 
trace to top graticule line; input impedance to 50 n. 

b. Connect Type 106 High Amplitude to CH 1 input; 
slowly increase Type 106 amplitude. 

c. Check that the input disconnects (trace returns to top 
graticule line) and reset lamp lights after the trace crosses 
the 2.8 graticule division point and before it reaches the 
4.25 division point. Return Type 106 amplitude to mini · 
mum and repeat for CH 2. 

PART 2 - 485 CALIBRATION PROCEDURE 

Remove the wrap-around cover as described in the 
Maintenance Section. 

Connect the 485 to a power source which meets specified 
voltage and frequency requirements. Press the POWER 
pushbutton to turn the 485 on and allow it to warmup for 
at least 20 minutes before commencing Part 2 Calibration 
procedure. This instrument should be adjusted at an 
ambient temperature of +25°C (±5°C) for best overall 
accuracy. 

CONTROL 
INTENSITY 

Preliminary Control Settings 

B INTENSITY 
CCW 
ccw 

5-8 

SCALE ILLUM 
BW L IMIT 
CH 1 and CH 2 

VOLTS/DIV 
VARIABLE 
INPUT 
POSITION 
1 MQ/50 11 

VERT MODE 
INT TRIG 
CH 2 POLARITY 
SWEEP MODE 
A and B TR IGGER 

COUPLING 
LEVEL 
SLOPE 

A T RIGGER SOURCE 
B TRIGGER SOURCE 

POSITION (HOR IZ) 
HORIZ DISPLAY 
TRACE SEPARATION 
CAL 5 V FREQ 
TIME/DIV 
DELAY T IME POSITION 

ccw 
OFF 

0.1 V 
CAL 
GND 
MIDR 
50 n 
CH 1 
NORM 
+ UP 
NORM TRIG 

AC 
MIDR 
+ 
INT 
BRUNS AFTER DELAY 

TIME 
MIDR 
A 
MIDR 
1 MHz 
1 ms 
4.00 

1. CHECK +59.4 V SUPPLY (±0.06 V ) 

a. Using DVM measure at +59.4 V test point on Power 
Supply board. 

b. If necessary adjust +59.4 (R1940). 

c. INTERACTION will affect the operation of most 
circuits in the 485. 

2. CHECK +50 V SUPPLY (±0.05 V ) 

a. Measure at +50 V test point on Power Supply board. 

b. If necessary adjust +50 V (R2048). 

c. INTERACTION will affect the operation of most 
circuits in the 485. 

3. CHECK LOW VOLTAGE SUPPLIES (Use 
Ground Reference Test Point on Power Supply 
Board ) 

5 V ±0.1 V 
+15 V ±0.25 V 
-5V ±0.1 V 
- 15 V ±0.3 V 
- 5.5 V ±0.25 V 
+5.5 V ±0.25 V 

- 9 V ±0.15 V 
+9V ±0.15V 
+25 V ±0.6 V 
+120 V ±2.4 V 
+180 V ±3.6 V 
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4. CHECK CALIBRATOR AMPLITUDE 

a. Remove 02114 located on Sweep board near Cali· 
brator output. 

b. Using DVM measure voltage at CAL 5 V output on 
front panel. Record the voltage. 

c. Remove 02124. 

d. Check that CAL 5 V output is 5 V more positive 
(±5 mV) than the voltage recorded in step b. 

e. If necessary adjust CA L 5 V (R2130). 

f. Replace 021 14 and 02124. 

5. ADJUST CALIBRATOR FREQUENCY 

a. Set TIME/DIV to 0.2 ms; INT TRIG to CH 1; VERT 
MODE to ADD. 

b. Apply 1 ms markers from the Time-Mark Generator 
to CH 1 50 n input; connect CAL 5 V, F REO 1 kHz to 
CH 2. 

c. Set VOLTS/DIV to obtain about 2 div of signal. 

d. Trigger display (markers). 

e. Adjust 1 kHz (R2105) for less than 0.5 cycles 
(2.5 div) of square wave (calibrator) drift in 1 second. 
(0.5 Hz/1 kHz "" 0.0005 or 0.05%). 

f. Set TIME/ DIV to 2 ms; INT TRIG to NORM; 
coupling to DC; CAL 5 V frequency to 1 MHz; Time-Mark 
Generator to 1 µs; VERT MODE to ADD. 

g. Trigger at top of waveform from the CW end of 
trigger LEVEL. Use A TRIGGER HOLDOFF to obtain 
display showing the beat frequency. 

h. Adjust 1 MHz (R2100) for beat period greater than 
2 ms. (0.5 kHz/1 MHz = 0.0005 o r 0.05%.) 

REV. E, MAR. 1978 

Calibration-485/ R485 Service 

6. CHECK CALIBRATOR 1 kHz DUTY CYCLE 
(49.8 to 50.2%) 

a. Connect 1 kHz of CAL 5 V to CH 1 input; CH 1 
impedance to 50 U; CH 1 VOL TS/DIV to 0 .1 V; INT TRIG 
to NORM; A TIME/DIV to 0.1 ms; B TIME/DIV to 1 µs; 
HORIZ DISPLAY to INTEN; B TR IGGER SOURCE to B 
RUNS AFTER DELAY TIME. 

b. T rigger A on+ SLOPE; use DELAY TIME POSITION 
control to position the intensified portion of the negative 
step near center screen. 

c. Switch HOR IZ DISPLAY to B and position the 
negative step to center screen. 

d. Switch A SLOPE polarity and check that the 
transition changes less than 3 divisions horizontally. 

7 . CHECK CATHODE REGULATOR +95 V 
(±8 V) 

a. Set INTENSITY controls CCW. 

b. Measure at CATH REG test point on rear of 
Horizontal Amp board. 

c. If necessary adjust R 1625 located next to CATH 
REG test point. 

8. CHECK -3000 V for ±50 V; or ±500 V With 
VOM Accurate to 2% (this voltage is marked 
-2950 in some instruments) 

a. Make this measurement using the precision divider in 
conjunction with the precision DC voltmeter, or use high 
voltage scale of 2% VOM. 

b. Measure through hole in plastic cover at rear of 
Horizontal Amp board. 

c. This voltage should be within the -2950 to - 3050 V 
range because of correct adjustments performed in steps 1, 
2, and 7. 

9. CHECK COMPENSATION PLATE VOLTAGE 

NOTE 

Adjustments and test points are accessible from the 
top of the instrument. 
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a. Set SWEEP MODE to AUTO TRIG. 

b. With vertical POSITION control center the trace. 

c. With DVM measure the two vertical deflection plate 
voltages at the CRT neck pins fed from the output of 
U660. (May need 1 k11 resistor in series with the test leads 
to prevent vertical oscillations.) 

d. Calculate the average of two vo ltages. 

e. Connect DVM to COMP PL test point located next to 
the COMP PL potentiometer at rear of Horizontal Amp 
board. 

f. Check for the calculated voltage, ±0.3 V. 

g. If necessary adjust COMP PL (R 1796). 

10. ADJUST GRID BIAS 

a. With low intensity level, set VERT MODE to X-Y. 

b. Adjust FOCUS and ASTIG (rear panel) for optimum 
spot size. 

c. Set INTENSITY and B INTENSITY CCW. 

d. Connect DVM to Z OUT DC test point (at rear of 
Power Supply board) and note the DC voltage (normally in 
the +7 to +11 V range). 

e. With the INTENSITY control, increase the DVM 
reading by 4 V. 

f. Adjust GRID (R1660 ), located at rear of Horizontal 
Amp board, so that the CRT spot is at the threshold of 
visibility in low ambient light. 

11. CHECK Z AXIS COMPENSATION and RISE
TIME 

NOTE 

Adjustments and test points are located at the rear of 
the Power Supply board. 
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a. Set TIME/DIV to 0.1 µs; HORIZ DISPLAY to A, and 
VERT MODE to CH 1 (make sure SWEEP MODE is in 
AUTO TRIGGER). 

b. Set test oscilloscope to 0.05 µs/div and 0.1 volt/div. 

c. Connect l 0X probe (1 V/div at probe tip) to Z OUT 
HF test point. 

d. Adjust INTENSITY for 4 div of signal. 

e. Check aberrations for 2% or less. 

f. If necessary adjust Z COMP (C1 762, C1765, and 
R1865). 

g. Check Z AXIS RISETIME for 15 ns or less. 

12. CHECK EXT Z AXIS BLANKING 

a. Apply 0 .2 V p.p of 20 MHz from Type 19 1 Signal 
Generator to EXT Z AX IS blanking (rear panel ) and A EXT 
TR IG. 

b. Adjust trigger LEVEL for TR IG'D LIGHT. 

c. At normal intensity check for intensity modulation. 

d. Change Type 191 to 2 V P-P and 2 MHz to EXT Z 
AXIS blanking and A EXT TR IG; set T IME/D IV to 0.5 µs. 

e. Turn INTENSITY up and check for intensity modu· 
lation. 

13. CHECK AUTO FOCUS 

NOTE 

Adjustments and test points are located at the rear of 
the Power Supply board. 

a. Apply 2 d iv amplitude of 3 MHz to CH 1 input. 

b. T rigger CH 1, set TI ME/D IV to 0.2µs/div, HOR IZ 
DISPLAY to A. 

c. With low intensity adjust the FOCUS and AST IG 
{rear panel) for the best defined 3 MHz trace. 
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d. Set A TR IGGER HOLDOFF to max; test oscillo
scope to 1 V/div (10 V/div at probe tip) and connect l0X 
test probe to Z OUT DC test point. 

e. Set INTENSITY for 50 V step. 

f. Connect the DVM to the AUTO FOC test point. 
Measure and record the DC voltage. 

g. Observe the 485 display and adjust FOC GAIN 
(R 1710) for optimum focus. If the original setting cannot 
be improved, reset FOC GAIN to the voltage recorded in 
step f and continue to step 13. 

h. If focus was improved by adjusting FOC GAIN, 
preset MAX Z (R1560) CW and MAX FOC (R1700) CW. 

i. Set A TRIGGER HOLDOFF to NORM. 

j. Set FOCUS and AST IG for optimum focus at low 
display intensity. 

k. Set A TRIGGER HOLDOFF to max and adjust 
INTENSITY for a 70 V step at Z OUT DC test point. 

I. Adjust FOC GAIN for best focus. 

m. Record the new DC voltage at the AUTO FOC test 
point. 

n. Turn INTENSITY to max and adjust MAX Z 
( R 1560) for a 72 V step on the test oscilloscope. 

o. Set MAX FOC for the voltage recorded in step 12m. 

p. Set A TRIGGER HOLDOFF to NORM . 

14. CHECK OUTPUT WAVEFORMS (With 
Sweeps Running at 1 ms/div) 

a. With test oscilloscope check the following outputs 
(located on the rear panel). 

b. A and B GATES, approximate amplitude 4 V; 0.5 V 
into 50 n. 
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c. A SAWTOOTH, approximate amplitude 10 V; 0.5 V 
into 50 n. 

15. ADJUST TRACE ROTATION 

a. Position trace to graticu le center. 

b. Adjust TRACE ROTATION (rear panel) so trace 
parallels center graticule line. 

16. ADJUST Y AXIS ALIGNMENT 

a. Apply 1 ms and 0.1 ms markers of full screen 
amplitude to CH 1. 

b. Set TIME/DIV to 1 ms. 

c. Adjust A VARIABLE TIME/DIV for two markers per 
div. 

d. Adjust Y AXIS (R1794), located towards rear of B 
Trigger board, for vertical alignment at the graticule center. 

17. ADJUST GEOMETRY 

Adjust GEOM, (R1792), located towards rear of B 
Trigger board, for least bowing of the vertical lines at the 
graticule edges. 

18. ADJUST HORIZONTAL GAIN 

a. Set HORIZO ISPLAYtoB; TIME/DIVto0.1 ms/div, 
A VARIABLE TIME/DIV to CAL. 

b. Apply 0.1 ms markers. 

c. Use POSITION (HOR IZ) control to keep markers 
aligned with graticule lines. 

d. Adjust H GAIN (R 1366). upper rear of Sweep board, 
for one marker /div and for exact alignment of markers at 1 
and 9 (center 8 divisions). 

19. ADJUST A SWEEP CAL 

a. Set HORIZ DISPLAY to A. 

b. Use POSITION (HOR IZ) control to keep markers 
aligned with graticule lines. 
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c. Adjust A CAL (R1308), located near center rear of 
Sweep board, for one marker/div and for exact alignment 
of markers at 1 and 9 (center 8 divisions). 

20. CHECK A VARIABLE TIME/DIV 

a. Set Time-Mark Generator to 1 ms markers; TIME ON 
to 0.1 ms. 

b. Push and release VARIABLE TIME/DIV to CCW end. 

c. Check for 4 divisions or less between markers. 

d. Push VAR IABLE T IME/DIV into CAL. 

21. ADJUST B REGISTER 

a. Set HOR IZ DISPLAY to ALT; B T RIGGER ING 
SOURCE to INT; DELAY T IME POSIT ION {DTP) to 0. 

b. Trigger A and B sweeps on the 0.1 ms markers. 

c. Adjust B REG IS {R 1325), located next to the B 
REG IS test point on Sweep board, for coincidence of the 
markers at the beginning of the A and B sweeps. 

22. CHECK HORIZONTAL CENTERING 

a. Set HORIZ DISPLAY to A. 

b. While rotating POSITION (HOR 12) control to ex
tremes, observe both ends of the sweep cross the graticule 
center line. 

c. If necessary adjust HORIZ CENT (R1150), located 
on the center of the B Trigger board. 

23. CHECK A SWEEP LENGTH 

Greater than 10 but less than 11.5 divisions. 

24. ADJUST DELAY START and DELAY STOP 
(Located on Sweep Board) 

a. Set A TIME/DIV to 0.1 ms; B TIME/D IV to 1 µs; 
HORIZ DISPLAY to ALT; DELAY TIME POSITION 
(DTP) dial to exactly 1.0; B SOURCE to RUNS AFTER 
DELAY T IME; Trigger A on the + SLOPE of the 0.1 ms 
time mark. 
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b. Adjust DELAY START (R918) to get intensified 
portion on the second time mark and the pulse on B trace 
to just start positive at the front of B t race. 

c. Set the DTP dial to exactly 9.0. 

d. Adjust DELAY STOP {R925) for the intensified 
portion on the tenth time mark and the pulse on B trace to 
just start positive at the front of B trace. 

e. Repeat steps b through d for indentical B displays at 
the two DTP dial settings. 

25. CHECK 0.1 ms DELAY LINEARITY 

a. Same setup as in step 24, except change time marks 
to 50 µs. 

b. Turn DTP dial ful ly CCW. The first marker should be 
displayed on B display. 

c. Set DTP dial to exactly 0.95. A marker should be 
near the middle of B display. Adjust POSITION (HOR IZ) 
to put B display at midscreen reference position. 

d. Set DTP dial to exactly 8.95. The marker should be 
within 0.2 div of being at the same midscreen reference. If 
necessary make a slight readjustment of DELAY STOP to 
get the screen position for a DTP dial reading of 8.95 to 
agree with that for a DTP dial reading 0.95. Note that in 
this setup one minor DTP dial division corresponds to one 
screen division, and these procedures require careful set• 
tings for repeat reading. 

e. Set the DTP dial to settings of exactly 0.45, 0.95, 
1.45, 1.95, 2.45, through to 9.45. At each setting observe 
the marker position on the B display, noting the maximum 
+ and - excursions from the center screen reference 
position. The total excursion from most negative to most 
positive, should not exceed 1.4 screen divisions (1 div spec 
plus ±0.2 div for operator setting of the dial). 

26. ADJUST 0.1 µs TIMING, A and B 

a. Set A TI ME/DIV to 0.1 µs; B TIME/DIV to 10 ns; 
HOR IZ DISPLAY to ALT; apply 0.1 µs markers. 

b. Set the DTP to 1.00 and align the marker to a 
reference point, then turn the DTP to 9.00 and adjust 
C882, (behind relay on A Sweep) for zero error at the 
reference paint. 
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c. Set B TIME/ DIV to 0.1 µs, and set DTP to approxi
mately 0.00 to align the beginning of the A and B sweeps. 

d. Adjust C1248 (above the relay in B Sweep) so that B 
Sweep matches A Sweep timing on screen. 

27. ADJUST 1 µ.s TIMING A and B, CHECK 1 µ.s 
DELAY LINEARITY 

a. Set A and B TIM E/DIV to 1 µ.s and 0.1 µs; time 
marks to 1 µs; HORIZ DISPLAY to ALT. 

b. Trigger A on the+ SLOPE of the time marks. 

c. Set the DTP dial to exactly 0.95. With the POSITION 
(HOR IZ), set the leading edge of the B display to a 
reference position ooile keeping the first 10 markers of A 
display on the screen. The intensified zone of A must start 
on the second time mark. 

d. Set the DTP to exactly 8.95. 

e. Adjust C877 (located in front of the relay on the 
lower half of the Sweep board) to move the B display to 
the reference position of step b. The intensified zone of A 
must start on the tenth time mark. 

f . Repeat steps b through e for identical 8 display at the 
two DTP dial settings. 

g. Check the delay linearity by setting dial to exactly 
4.95. The marker on the B display must be within 0.15 div 
of the reference position. 

h. Set B TIME/DIV to 1 µs; HOR IZ DISPLAY to Band 
the DTP dial to 0.00. 

i. Adjust C1242 (located below the relay on the upper 
half of the Sweep board) for one time mark per division 
and for exactly 1 to 9 timing (center 8 divisions). 

28. ADJUST A SWEEP LINEARITY (R863) 

a . Set the 485 for a 20 ns/div AUTO TRIG Sweep with 
the A TR IGGER HOLDOFF at max (but not BENDS A). 

b. Connect the 485 A GATE (rear panel) to the Ext 
Trigger Input of the test oscilloscope using a 50 n 
termination at the test oscilloscope. Also, set the test 
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oscilloscope to 20 ns/div and trigger it on the + SLOPE of 
the 485 A GATE. 

c. Connect the test oscilloscope 10X probe (10 MU) to 
the IN test point located near the center of the Sweep 
board. Make the probe ground connection at one of the 
GND test points on the Sweep board. Set test oscilloscope 
Volts/Div for a probe tip deflection factor of 50 m V /div. 

d. This display of the A sweep generator input, consists 
of a positive step having overshoot followed by a positive
going linear ramp. 

e. Adjust R863, (located below and in front of the 
lower relay on the Sweep board) to extend the ramp at the 
right of the display as linearly as possible back towards the 
step at the left. Ringing should be minimized, except for 
one overshoot cycle at the step. 

f. Switch the 485 to 10 ns; the step and ramp ampli
tudes will increase. Make further adjustment if necessary to 
optimize the '1inear ramp" on the two sweep speeds 
(10 ns/div and 20 ns/div). 

29. ADJUST 5 ns TIMING 

a. Connect 5 ns time markers from H.F. Selector Out
put to CH 1 input; connect 50 ns time marks to EXT TRIG 
INPUT ; A TR IG SOURCE to EXT ; A TIME/D IV to 5 ns; 
then center trace (If using a 2901 Time Mark Generator, 
set Trigger Out for 0.1 µs). 

b. Adjust C1190, (located between 01 168 and 01172 
on B Trigger board) for one time mark per division and for 
exactly 1 to 9 timing (center 8 divisions). 

30. ADJUST 2 ns LINEARITY and TIMING 

a. Set A TIME/DIV to 2 ns;select 2 ns time marks from 
the Time-Mark Generator. 

b. With the POSITION (HOR IZ) control keep the peak 
of one time mark positioned to center screen. Adjust 
C1364, (located in front of H GAIN pot on Sweep board) 
for most symmetrical timing (best linearity) of the sweep 
over the center 8 graticule divisions. 

c. Adjust R 1226, (located above the relay on the lower 
half of the Sweep board) for one time mark per division 
and for exactly 1 to 9 timing (center 8 divisions). 
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d. INTERACTION with 5 ns timing, repeat steps 26 and 
27 if necessary. 

31. ADJUST 1 ns TIMING 

a. Set TIME/DIV to 1 ns. 

b. Adjust 1 ns (R 1228). (located in back of the lower 
relay on the Sweep board) for exactly 1 to 9 timing (four 
2 ns markers over the center 8 divisions). 

c. If exact timing cannot be achieved, a compromise 
adjustment may be done. 

32. CHECK 1, 2, and 5 ns SWEEP LINEARITY 

a. Less than 0.1 division of error with timing adjusted 
on (1 ns through 20 ns). With time marks exactly aligned at 
1 and 9 the remaining marks must be no greater than 
0.1 div away from their respective graticule lines. The 
incremental error must not exceed 0 .1 div over any one 
division. 

33. CHECK B SWEEP TIMING ACCURACY 

a. Check timing over center 8 graticule divisions; posi
tion one time mark to 1 and read error at 9. 

b. 1 ns to 20 ns;- within 0.16 div (2%). 

c. 50 ns to 0.1 s;- within 0.1 div (1.25%). 

d. 0.2 s to 0.5 s;-within 0.16 div (2%). 

34. CHECK A SWEEP TIMING ACCURACY 

a. 1 ns to 20 ns;- within 0.16 div (2%). 

b. 50 ns to 0.1 s;-within 0 . 1 div (1.25%). 

c. 0.2 s to 0.5 s;-within 0.16 div (2%). 

35. CHECK AUTO REPETITION RATE 

a. Set A TIME/D IV to 50 µ.s; SWEEP MODE to AUTO 
TRIG. 

b. Check that sweep triggers on 50 ms markers and will 
not trigger on 0.1 s markers. 
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36. CHECK DELAY TIME ACCURACY, 10 ns/ 
div to 0.5 s/div 

a. Use time marks that give 1 to 5 markers/div on the A 
display. Use B TIME/DIV for 1 ns for A TIME/DIV settings 
of 10 ns through 0.1 µ.s. For A TIME/DIV setting of 0.2µ.s 
and slower maintain an A:B ratio of 100:1. 

b. Set the DTP dial exactly to the reference position 
(1.0 except at the fastest speeds). Use the POSITION 
(HOR IZ) control to move the marker on the B display to a 
reference position. 

c. Rotate the DTP to 9.0 and then slightly from 9.0 to 
place the B display marker to the same screen reference 
position. Read the error (from 9.00) in the minor dial 
divisions on the DTP dial. 

TABLE 5-4 

A Time/ Div Reference Maximum DTP Dial Error at 
DTP Setting near 9.0 (minor 

Position divisions) 

10 ns 4.0 6 
20 ns 2.0 7 

50 ns to 1 ms 1.0 4 
2 ms to 0.5 s 1.0 8 

37. CHECK INCREMENTAL DELAY ACCU
RACY 10, 20, and 50 ns/div 

NOTE 

Check the error at each turn against the requirements 
given in the chart at the end of this step. Detailed 
procedure is given for the 10 ns/div. 

a. A and B TIME/DIV of 10 ns and 1 ns; HOR IZ 
DISPLAY to B; A TRIGGER HOLDOFF to NORM; time 
marks of 10 ns. 

b. Set the DTP dial to exactly 4.0. Adjust the POSI
TION (HOR 12) for marker leading edge at midscreen. Turn 
the DTP dial CW one turn at a time and bring a marker to 
the exact midscreen position. 

c. Check that the dial errors at 5.0, 6.0, and 7.0 are 
within the allowable limits (at 10 ns/div the change in error 
over any one turn is not to exceed 2 minor dial divisions, 
and the total error at any turn is not to exceed 3 minor dial 
divisions). 



d. Set the DTP dial to exactly 6.0. Adjust the POSI
T ION (HORIZ) for marker leading edge at midscreen. Turn 
the DTP dial CW one turn at a time and bring a marker to 
the exact midscreen position. Check that the dial errors at 
7.0, 8.0, and 9.0 are within the allowable limits. 

e. Use the same procedure to check the 20 ns and 50 ns 
ranges. 

TABLE 5-5 

Time/ Dial Setting Max Error in Minor DTP 

Div Dial Div 

Refer- Read Errors Change Over Total at Any 

ence At Any 1 Turn Turn 

10 ns 4.0 5, 6, and 7 2 3 
1 ns 6.0 7, 8, and 9 2 3 
20 ns 2.0 3, 4, 5, and 6 2 4 

1 ns 5.0 6, 7, 8, and 9 2 4 

50 ns 1.0 2, 3, 4, and 5 1 2 

1 ns 5.0 6, 7, 8, and 9 1 2 

38. CHECK DELAY JITTER 

a. Set A T IME/DIV to 1 ms; B trigger SOURCE to 8 
RUNS AFTER DELAY TIME; 8 T IME/DIV to 1 µs; set 
Time-Mark Generator to 1 ms markers; set HOR IZ DIS
PLAY to ALT; use A trigger LEVEL to obtain a stable 
display. 

b. Set HORIZ D ISPLAY to B; rotate DELAY T IME 
POSITION from 1 to 9; check for 0.5 div or less of jitter on 
B display. 

39. CHECK BENDS A OPERATION 

a. HORIZ DISPLAY to INTEN; A TIME/ DIV to 1 ms; 
B TIME/DIV to 0.1 ms; A TR IGGER HOLDOFF to B 

ENDS A. 

b. Rotate DTP; check that sweep ends after the inten
sified zone. 

40. CHECK CH 1 LIGHT EM ITTING DIODES 
(LED'S) 

a. Check that the probe lights the corresponding LED, 
e.g., X10 probe lights XlO LED. 

b. Check that CH 2 LED'S are off with VERT MODE in 
CH 1. 
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c. Check that CH 1 LED'S are on in CH 1, A LT, CHOP, 
ADD, and X-Y. 

d. If probes are not available: an 11 k.Q resistor to 
ground from the code ring (around each input BNC)light 
the XlO LED, a 6.8 k.Q resistor lights X100 LED, and a 
short circuit causes trace ident. 

41. CHECK CH 2 LED'S 

a. Check that the probe lights the corresponding LED. 

b. Check that CH 1 LED's are off with VERT MODE in 
CH 2. 

c. Check CH 2 LED's are on in CH 2, ALT, CHOP, 
ADD, and X-Y. 

42. CHECK TRACE IDENT FUNCTION CH 1 
and CH 2 

Check TRACE IDENT function on probe shifts trace 
approximately 0.2 div up, and turns off the LED for that 
channel. 

43. CHECK INPUT LIGHTS CH 1 and CH 2 

a. Check that 50 .Q is lit when 50 .Q/1 M.Q pushbutton 
is out. 

b. Check that 1 M.Q is lit when 50 .Q/1 M.Q pushbutton 
is in. 

44. CHECK INPUT PROTECTION TR IP LEVELS 
for CH 1 and CH 2 

a. Set the Type 106 High Amplitude control to mini· 
mum, Frequency to 1 kHz, and Symmetry for 50% duty 
cycle. Set the 485 CH 1 and CH 2 inputs to DC; 
VOL TS/ DIV to 2 V; Position trace to top graticule line; set 
input impedance selector to 50 .Q (button out). 

b. Connect Type 106 High Amplitude to CH 1 input; 
slowly increase Type 106 amplitude. 

c. Check that the input disconnects {trace returns to top 
graticule line) and reset lamp lights after the trace crosses 
the 2.8 graticule division point and before it crosses the 
4.25 division point. Return Type 106 Amplitude Control to 
minimum and repeat for CH 2. 
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45. CHECK PROBE POWER 

NOTE 

Measure voltages at the respective pins. See Fig. 5-1. 

- 1sv--
+1sv ---

Fig. 5-1. Probe Power Voltages. 

46. ADJUST MAIN VERTICAL BALANCE (ADD 
SHIFT) 

a. Set VERT MODE to CHOP; position CH 1 and CH 2 
trace to graticule center. 

b. Push ADD and observe trace position (if less than 
0.2 div away from center, proceed to step 47). 

c. Push CHOP and adjust MAIN VERT BAL (R600). 
(located at the lower rear of Vertical board) for same trace 
position. 

d. Position CH 1 and CH 2 trace to graticule center. 

e. Push ADD and check for less than 0.2 div shift. 

47. CHECK MAIN VERTICAL GAIN 

a. Position CH 2 trace to graticule center. 

b. Connect DVM to test points at output of CH 1 
channel switch (test points 418 and 419) and observe 
reading (must not exceed 15 mV). 

c. Set CH 2 POSITION control for a reading of 200 mV 
greater than the reading in step b. 

d. Adjust Main Vert Gain (R629) (located on upper rear 
of Vertical board) for 4 div of deflection from graticule 
center line. 
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48. CHECK VERTICAL LINEARITY 

a. With CH 2 POSITION control move t race to opposite 
edge of graticule. 

b. Check the DVM reading should be within ±10 mV of 
being 200 mV away from the reading in 47b. 

49. ADJUST 50 n INPUT IMPEDANCE CH 1 and 
CH 2 

a. Set input to 50!1; VOLTS/DIV to 50mV; VERT 
MODE to CH 1; position trace to center graticule line. 

b. Set DVM to correct ohms scale and connect to CH 1 
input. Note the amount of trace shift caused by the meter 
current. If the trace has shifted over 2 div (100 mV) the 
measurement will be invalid, and a lower current ohmmeter 
must be used. 

c. Set VOLT/DIV to 10 mV. 

d. Short ohmmeter leads together and record first 
reading. 

e. Connect ohmmeter to CH 1 input and record second 
reading. Reverse the leads of the ohmmeter and record the 
third reading. 

f. Input resistance is the average of readings two and 
three minus the first reading. Note: the first reading is the 
residual resistance in the ohmmeter leads. The second and 
third readings are averaged to cancel the effects of any 
offset current in the 485. 

g. This calculated value of Input R must be within 
49.75 to 50.25 n. 

h. If necessary adjust Input R, R208 CH 1 R308 CH 2, 
(located at front of Vertical board) for 50 n calculated. 

i. Repeat procedure for CH 2. 

50. ADJUST 50 n INPUT OFFSET CURRENT 
CH 1 and CH 2 

a. Set inputs to GND; VOLTS/DIV to 10 mV. 

b. Switch input •o DC then back to GND. 
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c. Adjust Input I (R206) for CH 1 and Input I (R306) 
for CH 2, (located on front of Vertical board) for no trace 
shift. 

51. ADJUST VARIABLE BA LANCE CH 1 and 
CH 2 

a. Set VOL TS/D IV to 10 mV; input to GND. 

b. Rotate VARIABLE volts/div fully CCW. Adjust VAR 
BAL (R215), (located on front of Vertical board) for less 
than 0.1 div of shift while switching from Uncal to 
calibrated. 

c. Check for 0.2 div or less of shift while rotating 
VARIABLE CW to CCW. 

d. Repeat in CH 2 adjusting NVB (R3 12) (located on 
front of Vertical board). 

e. Change CH 2 POLAR ITV to INVERT and repeat in 
CH 2 adjusting INVB (R310) (located on front of Vertical 
board). 

52. ADJUST 5 mV/DIV BALANCE CH 1 and 
CH 2 

a. Set input to GND; PO LARITY+ UP; 10 mV/div. 

b. Adjust R350, (located above U350) for no shift when 
switching in CH 2 between 10 and 5 mV. 

c. Recheck CH 2 variable balance. 

d. Repeat in CH 1 adjusting R250 (located above 
U250). 

53. CHECK INVERT SHIFT 

a. Set VAR IABLE volts/div to cal; VOLTS/DIV to 
5 mV; CH 2 to 50 .0.; VERT MODE to CH 2; then center 
trace. 

b. Switch CH 2 POLAR ITY between + UP and IN
VERT. 

c. Check for ±1.0 div of trace shift or less. 
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54. CHECK BEAM FINDER 

a. Check that trace remains within the graticule area 
with BEAM FINDER depressed. 

b. Check beam finder operation under all combinations 
of HORIZONTAL, CH 1, and CH 2 POSITION controls. 

55. ADJUST LOW FREQUENCY VERTICAL 
TRANSIENT RESPONSE 

a. These adjustment (part of MAIN VERT TRANS 
RESP) are located at the rear of the Vertical board. They 
are the first four pots above the MAIN VERT BAL 
adjustment, and are adjusted beginning with the bottom 
one first. 

b. Input to 50 .O.; DC coupled. Connect the High 
Amplitude Output of the Type 106 Square-Wave Generator 
to CH 1 input. 

c. Use a VOL TS/DIV setting of 0 .5 V with the Type 
106, and an on-screen amplitude of 5 to 6 divisions. Note 
that the maximum output of this generator will trip the 
50 i1 RESET. 

d. The adjustments are to be set for best flatness of the 
top front corner of the square wave. 

TABLE 5-6 

TIME/DIV SQUARE WAV E 

Bottom Adjustment 
(R606) 5 ms 100 Hz 
Next Adjustment 
(R607) 0.5 ms 1 kHz 

Next Adjustment 
(R608) 20µs 20 kHz 
Next Adjustment 
(R609) 20µs 20 kHz 

c. Repeat step d as there may be interaction. 

56. ADJUST CH 1 and CH 2 50 n GAIN 

a. Located next to second stage IC's towards front of 
Vertical board. 

b. Set VOLTS/DIV to 20 mV. 
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c. Connect 120 mV from 50 n Amplitude Calibrator to 
CH 1 and CH 2. 

d. Adjust front panel GAIN for mid-range. 

e. Adjust CH 2 GAIN (R358) and CH 1 GAIN (R255) 
for 6 divisions of deflection. 

f. On CH 1 check that the gain in 20 MHz limit is within 
±1% of the full bandwidth gain. 

57. ADJUST INVERT GAIN (Located Lower 
Front of Vertical Board) 

a. Set POLARITY to INVERT. 

b. Connect 120 m V from 50 n source to CH 2. 

c. Adjust INV Gain (R318) for 6 divisions. 

58. CHECK ADDED MODE GAIN 

a. Connect 50 n Amplitude Calibrator to CH 1 and CH 
2 using dual input cable, (067-0525-00); CH 1 and CH 2 DC 
coupled. 

b. Adjust each channel for 4 div of deflection, with 
VARIABLE VOL TS/DIV. 

c. Set POLARITY to + UP. 

d. Switch VERT MODE to ADD. 

e. Check for 8 div ±0.1 div. 

f. Switch POLARITY to INVERT. 

g. Check for < 0.1 div deflection with CH 1 and CH 2 
centered. 

h. If any deflection was noted in step g, adjust CH 2 
VARIABLE VOLTS/ DIV for a null (single trace) on the 
485 display (do not change this setting unless specified in 
the following steps). 

59. ADJUST CH 1 TRIGGER GAIN (TR IG 
MODE in NORM) 

a. Connect probe to test point (TP568), (located to· 
wards rear of Vertical board). 
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b. Adjust Trig GAi N, (located in middle of Vertical 
board), to null signal displayed on the test oscilloscope. 

60. CHECK 50 n, ATTENUATOR ACCURACY 
±2%, CH 1 and CH 2 

Check all 50 n attenuator positions with a 1 kHz 
square wave from 50 n Amplitude Cal ibrator. 

61 . ADJUST POSITION CENTER CH 1 and CH 2 

a. CH 1 to 20 m V /div; DC coupled; apply 8 div of 
50 kHz from the Type 191 Constant-Amplitude Signal 
Generator. 

b. Switch to 10 mV/div and adjust POS CTR (R275) so 
the top and bottom are equal spacing from the graticule 
center, when POSITION control is rotated to both ends of 
its range. 

c. Repeat for CH 2 adjusting POS CTR (R375). 

62. ADJUST 50 n, HIGH FREQUENCY TRAN
SIENT RESPONSE, CH 1 and CH 2 

NOTE 

These adjustments are the five remaining adjustments 
in the MAIN VERT TRANS RESP set, the slug-tuned 
coil near the output IC, and four adjustments by the 
input stages of each channel. Total aberrations after 
adjustment should be within 4% P-P. 

a. Signal source is the TU-5, Tunnel Diode Pulser 
driven by the Type 106 Square-Wave Generator (Set 106 
to 100 k Hz). The test setup path from the Type 106 to 
the 485 is as follows: 

Type 106 High Amplitude output, 50 n input of the 
cable 

Tunnel Diode Pulser , 2X BNC attenuator, 50 n input of 
the 485. 

Adjust the Pulser and the Type 106 so that the Pulser just 
triggers; do not overdrive. A 4 to 7 div step can be used 
(keep VOLTS/DIV VA RIAB LE to CAL). The Tunnel 
Diode Pulser is flat for only 150 ns, so don't use for 
adjustment of longer time constants. 
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b. Adjust for best response. 

Four of five upper R613 Adjust for best flat 
adjustments in the MAIN R614 top response. 
VERT TRANS RESP set R615 
(all but C617 next to 
the IC). 

Slug-tuned coil near L654 Best flat top 
the output IC. response. 

CH 1 adjustments above C214 Best front corner 
U210. R214 level. 

CH 1 adjustments behind C240 Fastest Risetime. 
U210. R240 

CH 2 adjustments above C315 Best front corner 
U310. R315 level . 

CH 2 adjustments behind C340 Fastest Risetime. 
U310. R340 

Uppermost adjustment C617 Minimum ringing 
in the MAIN VERT and fastest risetime 
TRANS RESP set. for CH 1 and CH 2. 

NOTE 

U510 and U530 may be raised part way out of their 
sockets to match the fevef of the first 3 ns to the 
remainder of the waveform for CH 1 and CH 2 
transient response respectively. 

63. A DJUST 1 Mn DC BAL CH 1 and CH 2 

NOTE 

These adjustments are ~ccessibfe at the bottom of the 
instrument. 

a. Input to 50 U; VOLTS/D IV to 5 mV; VERT MODE 
to CH 1; input to GND. 

b. Switch to 1 MU and adjust R45 for 0 shift between 
50fl and 1 MU. 

64. CHECK 1 Mn GATE CURRENT CH 1 and 
CH 2 

Switch from GND to DC in 5 mV; check for 0.2 div or 
less of shift. 
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65. ADJUST 1 Mn AMPLIFIER GAIN CH 1 and 
CH 2 

NOTE 

Adjustments are labeled on the bottom shield of the 
attenuator compartments. 

a. Set VOL TS/DIV to 20 mV. 

b. Apply 100 mV from Amplitude Calibrator and Com
parator, then adjust R78 for 5 div of deflection. 

c. Check 50 .\1/1 Mn gain match; ±1 % in 20 mV /div. 

66. ADJUST 1 Mn 10 kHz TRANSIENT RE
SPONSE, CH 1 and CH 2 

a. Connect Type 106 High Amplitude with 6 div of 
10 kHz through 5X attenuator. GR cable, 50 .\1 termi
nation. 

b. Adjust C46 and R53 for optimum response. 

67. ADJUST 1 Mn INPUT ATTENUATOR COM
PENSATIONS, CH 1 and CH 2 

a. Connect 5 div of 1 kHz from Type 106 High Ampli 
tude, through 5X and 10X attenuators, a 50 ohm termi· 
nation, and 20 pF standardizer. Volts/Div to 20 mV. 

b. Adjust Cl 2 for front corner level to match 50 n 
input level. (Remove 20 pF standardizer, then check 50 n 
input level with 50 .\1 pushbutton depressed.) 

c. Check 5, 10, and 50 mV. 

d. Set VOLTS/D IV to 100 mV (knob setting .l V), 
remove the 5X attenuator, and adjust C24 and C26 for 
optimum response. 

e. Check 200 and 500 mV. 

f. Set VOL TS/DIV to 1 V (remove l 0X attenautor and 
50 n termination) and adjust C20 and C22 for optimum 
response. 

g. Check 2 and 5 V. 
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h. Check all attenuator positions without 20 pF stand• 
ardizer. 

68. ADJUST 1 Mn AMPLIFIER HIGH FRE
QUENCY TRANSIENT RESPONSE 

a. Set Type 106 to 100 kHz; TD Pulser 2X attenuator 
and 50 n termination. Set CH 1 and CH 2 VOL TS/ DIV 
to 20 mV. 

b. TIME/DIV to 20 ns/div; adjust C55 and R55 for 
optimum front corner, C70 for best level behind leading 
edge. 

69. CHECK COMMON MODE REJECTION 50 .Q 
and 1 Mn 

a. Connect Type 191 Signal Generator to 50 n input 
CH 1 and CH 2 thru the 10X attenuator and dual BNC 
input cable (067-0525-00). 

b. CH 1 and CH 2 inputs 50 n, DC; VOL TS/ DIV to 
20 mV; VERT MODE to CH 1. Apply 8 divisions of 
50 kHz. 

c. Set VERT MODE to ADD; CH 2 INVERTED. Push 
to release CH 2 VARIABLE GAIN and adjust for m inimum 
deflection; position to center of graticule with CH 2 
POSITION control. 

d. Set Type 191 to 50 MHz and check for 0.8 div or less 
of vertical deflection. 

e. Set generator to 50 kHz; inputs to 1 Mil; add 50 n 
BNC terminations at inputs. 

f. Readjust CH 2 GAIN for minimum deflection. 

g. Set Type 191 to 50 MHz and check for 0 .8 div or less 
of vertical deflection. 

h. Push CH 2 VARIABLE GAIN to CAL. 

70. CHECK BANDWIDTH 50 n and 1 Mn, CH 1 
and CH 2 

NOTE 

Use 6 div of 3 MHz from the High-Frequency 
Constant-Amplitude Signal Generator (067-0532-01) 
as reference. 
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a. Check for minimum of 4.4 div of signal at 350 MHz 
in the 50 n mode. 

b. Check 5, 10, 20, 50 mV, and 0.1 V. 

c. Check for minimum of 4.4 div of signal at 250 MHz 
in the 1 Mil mode. 

d. Check 5, 10, 20 , 50 mV, and 0.1 V. 

e. Repeat check for 1 V using 4 divisions as reference 
and 2.9 divisions the minimum deflection. 

71 . OPTIONAL - CHECK VSWR 

NOTE 

TEKTRONIX supplies this procedure for a 5000-
hour, or as needed, verification of VSWR. Equip
ment: VSWR AUTOTESTER and Graticule; 5618/ 
3A9/2867; High-Frequency Constant-Amplitude Sig
nal Generator (067-0532-01 ). 

a. Ground 3A9 CH 2 input; connect VSW R Autotester, 
VSWR OUT to 3A9 CH 1 input; 3A9 to 20µV/div; DC 
coupled ; adjust 3A9 DC offset for VSWR = 1.00 on VSWR 
graticule. 

b. Connect Signal Generator to VSWR Autotester RF 
IN through 10X and 5X attenuators. Set generator fre
quency to 100 MHz and adjust amplitude for VSWR = 
1.22. 

c. Disconnect the Signal Generator and recheck VSWR 
= 1.00. 

d. Connect VSWR Autotester to 485 CH 1 input ; set 
485 input to 50 n, DC coupled. 

e. Remove the 10X attenuator and reconnect the 
generator to VSWR Autotester RF IN. 

f. Sweep the. generator frequency from 100 MHz to 
350 MHz. VSWR should be less than 1.25 for deflection 
factors of 5 mV and 10 mV/div. VSWR should be less than 
1.15 for deflection factors of 20 m V /div through 5 V /div. 
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72. OPTIONAL - CHECK CALIBRATOR OVER
SHOOT, RINGING, and RISETIME 

NOTE 

These characteristics have been factory verified to 
specifications. Due to their long term stability (failure 
to perform is most likely the result of catastrophic 
failure) only a qualitative check is done here. The 
Calibrator overshoot and ringing on the 485 is 
compared to that observed from the Tunnel Diode 
Pulser. 

a. Set CH 1 input to 50 n. DC coupled; TIME/DIV to 
1 ns; VO L TS/DIV to 20 mV. 

b. Connect the Type 106/Tunnel Diode Pulser through 
a 2X BNC attenuator to the CH 1 input (approximately 
5 div step). Observe the reference "flat" portion following 
the positive step. 

c. Connect a 5X BNC attenuator to the CAL 5 V output 
and connect this signal to CH 1 input (5 div step). Again, 
observe the "flat" portion following the positive step. This 
response should be with in ±0.1 div (±2%) of the reference 
"flat" portion observed in b. 

d. Check positive edge risetime of the Calibrator as 
observed on the 485. Should be less than 1.4 ns. 

73. ADJUST A TRIGGER (Board Next to Atten 
Shield on Bottom of Oscilloscope) 

a. Set HORIZ DISPLAY to A; A flME/DiV to 10 µs/ 
div; A COUPLING to AC; A TRIG HOLDOFF to NORM; 
A SOURCE to INT; A SLOPE to +; SWEEP MODE to 
NORM. 

b. Set LEV CTR, R725 (R1025) 1
, to midrange; A TRIG 

SENS, R755 (R1055). CCW; ARM TD, R765 (R1075), CW; 
OUT TD, R775 (R1065). CW; LEVEL, R720, (R1020) CW. 
Apply one division of 50 kHz reference signal from the 
Type 191 Signal Generator to the CH 1 input. 

c. Turn ARM TD CCW until trace disappears. Note 
position of pot. 

d. Adjust LEVEL for a stable display. 

e. Turn ARM TD further CCW until trace d isappears. 
Note position of pot. 

f. Ad just ARM TD pot halfway between positions noted 
in steps c and e. 

g. Disconnect coax from J763 (J1063 for B trigger). 
J763 is rear white and brown coax on A trigger board 
(J1063 is rear white and brown coax on B trigger board). 

1 Circuit numbers in parenthesis pertain to 8 t rigger adjustments, see 

step 74B. 
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h. Monitor the voltage at the OUT TD test point 
(located near the OUT TD control) and adjust the OUT TD 
control R775 (R1065) until the trace just disappears. 
Record this voltage. 

i. Reconnect the coax to J763 (J1063). 

j. Adjust the OUT TD control CCW until the trace just 
disappears again. Record this voltage. 

k. Subtract the voltage in part j from the voltage 
recorded in part h. Multiply the result by 0.8 and add this 
quantity to the voltage recorded in part j. 

I. Adjust the OUT TD control to produce a reading that 
equals the final amount calculated in part k. 

m. Adjust TRIGGER SENS, R755 (R1055) until display 
cannot be triggered on 0.15 div of signal by rotating the 
LEVEL control, but can be triggered on 0.18 div of signal 
by rotating the LEVEL control, (to set signal amplitude to 
0.15 or 0.18 div, first adjust the generator amplitude for a 
display of 1.5 or 1.8 divisions, then increase the VOL TS/ 
DIV setting by a factor of 10). Increase generator signal to 
produce a two division display. 

n. Adjust LEV CTR for a stable display with LEVEL 
knob dot positioned at top center (12:00 o'clock). 

o. Switch trigger COUPLING to DC, adjust INT TRIG 
DC BAL, R560 (located on Vertical Amplifier board), for 
stable triggering with display vertically centered on grati· 
cule. 

p. Apply signal to CH 2 input. Check for triggering 
within 0.5 divisions of graticule center with SLOPE in + 
and - positions when VERTICAL MOOE is set to CH 1 
and CH 2; and within one division of graticule center when 
VERT ICAL MODE is set to ADD. Disconnect signal from 
485. 

74A. ADJUST EXTERNAL TRIGGER LEVEL 
CENTERING 

a. Set A trigger SOURCE to EXT; A LEVEL knob dot 
to 12:00 o'clock. 

b. Connect the Type 191 Signal Generator to the 
A EXT TRIG connector. Hold the A EXT TRIG button in, 
and adjust the Type 191 tor a 2 division display of 50 kHz 
signal. 

c. Adjust R830 (IDENT) while depressing the A EXT 
TRIG button, so the trace starts at an equal distance above 
and below graticule center when switching the A Trigger 
S LOPE switch from + to - . Release the A EXT TRIG 
button. 

d. Remove the signal from the A EXT TRIG connector, 
and apply it to the CH 1 input. 
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748. ADJUST B TRIGGERS (Located on Board 
Behind B Triggering Switches on Top of Oscillo
scope) 

NOTE 

To prevent possible interference from the 1 MHz 
calibrator signal, set the calibrator FREQ pushbutton 
to 1 kHz position during 8 Trigger checks and 
adjustments. 
a. Set HORIZ DISPLAY to B: A TIME/DIV to 50 

µs; B TIME/DIV to 10 µs; B SOURCE to INT; A & B 
COUPLING to AC; A & B LEVEL CW; SWEEP MODE to 
AUTO TRIG; VERT MODE to CH 1. 

b. Adjust the B triggering by repeating step 73, parts b 
through n (substitute the J1063 coax for the J763 coax in 
step 73 parts g and i, and substitute the following adjust· 
ment controls; R1055 for R755, R1075 for R765, R1065 
for R775, R1025 for R725, R1020 for R720). 

c. Use LEVEL controls to trigger the A and B sweeps; 
set HORIZ DISPLAY to ALT; rotate the DTP and check 
that the intensified zone of the A trace jumps from cycle to 
cycle without movement of the B trace. Disconnect the 
Type 191 from the 485. 

75A. CHECK EXTERNAL A and B TRIGGERS 

a. Set VERT MODE to CH 2; INT TRIG to NORM; 
HORIZ DISPLAY to A; SWEEP MODE to NORM TRIG; 
A Trigger SOURCE to EXT, CH 2 input to 50 n. 

b. Apply 20 mV of 50 kHz reference signal (as viewed 
on the CRT) from the 191 through the network shown in 
Fig. 5·2. Set the 191 to 50 MHz (without changing the 
Amplitude control). Set the A & B T IME/ DIV controls to 
20 ns/division. Adjust the LEVEL control and check that 
stable triggering can be achieved. Disconnect the Type 191 
from the Fig. 5-2 network. 

c. Connect the High Frequency Constant-Ampl itude 
Signal Generator to the Fig. 5-2 T connector through a GR 
to BNC adapter. Adjust generator amplitude to provide 
100 mV of displayed Reference Frequency signal on the 
CRT (use external attenuators as necessary between the 
generator cable and the T connector to obtain the 100 mV 
displayed signal). 

d. Switch the generator to 350 MHz without changing 
the amplitude setting. Set the A TIME/ DIV to one ns/di
vision (for B trigger check, set A TIME/ DIV to 10 ns/di• 
vision and B TIME/DIV to one ns/division. 

e. Check that stable ·triggering can be achieved by ad
justing the LEVEL control. 

f. Set the SWEEP MODE to AUTO; A trigger SOURCE 
to INT; HORIZ DISPLAY to B. Remove the connection 
from the A EXT TRIG input and connect it to the B EXT 
TRIG input; set B trigger SOURCE to EXT. 
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g. Repeat Step 75A parts b through e for the B trigger. 

h. Disconnect generator and Fig. 5-2 network from the 
485. 

758. CHECK INTERNAL A and B 350 MHz 
TRIGGERING 

a. Set VERT MODE to CH 2; INT TRIG to NORM; A 
Trigger SOURCE to INT; CH 2 input to 50 .Q; CH 2 
VOLTS/DIV to 100 mV/division; A TIME/DIV to one ns. 

b. Apply a 350 MHz signal from the High Frequency 
Constant-Amplitude Signal Generator to the CH 2 input 
through a GR to BNC adapter and adjust for a 1.5 division 
CRT display (change CH 2 VOL TS/DIV and generator 
amplitude control as necessary to produce the 1.5 division 
display). 

c. Check that stable triggering can be achieved by 
adjusting the LEVEL control. 

d. Set the SWEEP MODE to AUTO; HORIZ DISPLAY 
to B; B trigger SOURCE to INT; A TIME/ DIV to 10 ns/ 
division; B TIME/DI V to one ns/division. 

e. Repeat step 75B parts b and c for B sweep 350 MHz 
internal triggering. 

f. Disconnect generator and cables from the 485. 

76. CHECK A EXT TRIGGER DELAY MATCH 
TOCH2 

a. CH 2 50 mV/div ; DC coupled; A triggering SOURCE 
EXT; COUPLING AC; SLOPE +; TIME/DIV 1 ns; CAL 5 
FREO1 MHz. 

b. Connect 50 n termination at A EXT TR IG; connect 
2X attenuators to 50 n termination and CH 2 input; 
connect Dual Input cable to 2X attenuators; connect CAL 
5 V output to Dual Input Connector. See Fig. 5-2. 

485 

50 n termination 

coax 

coax to 191 

1193-16 

Fig. 5-2. External Trigger Check Connection. 
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c. Use the A LEVEL control to trigger on the larger of 
the positive steps. This should give a 3.3 div display 
(167 mV) on CH 2. Use CH 2 POSITION control to center 
the CH 2 step vertically. 

d. Hold the A EXT TRIG pushbutton and use the A 
LEVE L to center the large step ver tically. Use POSITION 
(HORIZ) to set the 50% amplitude point exactly 0.1 div to 
the right of center screen (this 0 .1 ns offset compensates 
for the delay through the one 50 il BNC termination). 

e. Check for 0.5 ns or less delay match of EXT TRIG to 
CH 2 50 il (±0.5 div). 

f. Add a 50 il BNC termination at CH 2 input; CH 2 
input to 1 Mil. 

g. Repeat step d, but use POSITION (HORIZ) to set 
50% amplitude point exactly to center screen. 

h. Check for 0.5 ns or less delay match of EXT TRIG to 
CH 2 1 Mil (±0.5 div). 

77. CHECK EXTERNAL TRIGGER LEVEL 
RANGE A and B 

a. Connect 1 V from the Amplitude Calibrator to A 
EXT TRIG; A TRIGGER SOURCE to EXT; SWEEP MOD I:: 
to NORM. 

b. Rotate LEVEL and check that sweep stops running 
at both ends of the LEVEL range. 

c. Amplitude Calibrator to 10 V; A TR IGGER 
SOURCE to EXT -:- 10. 

d. Rotate LEVEL and check that sweep stops running 
at both ends of the LEVEL range. 

e. SWEEP MODE to AUTO; HORIZ DISPLAY to B. 

f. Repeat for B. 

78. CHECK SINGLE SWEEP 

a. Trigger A Sweep on 1 div of 50 kHz. 

b. Remove signal and switch to SINGLE SWEEP. 
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c. Reset lamp should light. 

d. Apply signal, should have one sweep, READY light 
should go off. 

e. Remove signal and reset. RESET lamp should light. 

79. CHECK A EXT TRIG RESPONSE 

a. Connect TD Pu lser through a 50 il termination to the 
A EXT TRIG input. 

b. Depress the A EXT TR IG switch and check risetime 
to less than 1 .6 ns. 

80. ADJUST X-Y BALANCE (Located Rear of 
Sweep Board) 

a. Set VERT MODE to ALT; VOLTS/D IV to 20 mV. 

b. Center both traces. 

c. Set VERT MODE to X-Y. 

d. Adjust X-Y center (R1355 located on Sweep board) 
to center spot. 

81. ADJUST X-Y GAIN (Located Rear of Verti
cal Board) 

a. Connect 120 mV from 50 il Amplitude Calibrator to 
CH 2 50 il input impedance. 

b. Adjust X GAIN (R575) for 6 div, must match CH 2 
gain±1%. 

c. 5 mV /div to 5 V /d iv gain accuracy ±2%. 

82. ADJUST X-Y PHASING (Located Rear of 
Sweep Board) 

a. Connect CH 1 and CH 2 to Type 191 generator 
through dual input cable. 

b. Apply 10 div of 50 kHz; CH 1 to 50 mV, CH 2 to 
20mV. 

c. Switch to 4 MHz. 
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d. Adjust X-Y L 1346 (Sweep board) for a closed 
lissajous figure. 

e. Switch Type 191 to next lower range, adjust X-Y 
R1348 (Sweep board) for closed lissajous figure. 

f. Recheck d and e as they may interact. 

g. Switch to 20 MHz limit, compromise phasing adjust
ments between full and 20 MHz limit for less than 0.2 div 
opening with 7 div of signal. 
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83. CHECK X-Y BANDWIDTH 

a. Ground CH 1, apply 10 div of 50 kHz to CH 2. 

b. Check for at least 4 MHz bandwidth at - 3 dB point. 

84. CHECK BANDWIDTH LIM IT 

a. Set VERT MODE to CH 1 and apply 6 div of 50 kHz. 

b. Hold BANDWIDTH pushbutton in. 

c. Check for 17 to 23 MHz bandwidth at - 3 dB point. 
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RACK MOUNTING 

Introduction 

The TEKTRONIX Type R485 Oscilloscope is designed 
to mount in a standard 19-inch rack. 

Rack Dimensions 

Height. At least seven inches of vertical space is required 
to mount this instrument in a cabinet rack. 

Width. Minimum width of the opening between the left 
and right front rails of the rack must be 17-5/8 inches. This 
allows room on each side of the instrument for the slide-out 
tracks to operate freely, permitting the inst rument to move 
smoothly in and out of the rack. 

Depth. Total depth necessary to mount the Type R485 
in a cabinet rack is 19-3 /8 inches. This allows room for air 
circulation, power cord and the necessary mounting hard
ware. 

Slide-Out Tracks 

The hardware provided for mounting the slide-out tracks 
is shown in Fig. 6-1. Since the hardware is intended to 
make the tracks compatible with a variety of cabinet racks 
and installation methods, not all of it will be needed for 
this installation. Use only the hardware that is required for 
the mounting method used . 

Fig. 6-2 shows the Type R485 installed in a cabinet-type 
rack. The slide-out tracks provided with the Type R485 
permit it to be extended out of the rack for maintenance or 
calibration without removing the inst rument from the rack. 
In the fully extended position, the Type R485 can be tilted 
up so the bottom of the instrument can be reached for 
maintenance or calibration. To operate the Type R485 in 
the extended position, be sure the power cord and any 
interconnecting cables are long enough for this purpose. 
When not extended, the instrument is held in the rack with 
four securing screws (see Fig. 6-2A). 

The slide-out tracks consist of two assemblies-one for 
the left side of the inst rument and one for the right side. 
Fig. 6-3 shows the complete slide-out track assemblies. The 
stationary section of each assembly attaches to the front 
and rear rails of the rack, and the chassis section is attached 
to the instrument. The intermediate section slides between 
the stationary and chassis sections and allows the Type 
R485 to be extended out of the track. When the instrument 
is shipped, the stationary and intermediate sections of the 

tracks are packaged as matched sets and should not be 
separated. To identify the left or right assembly note the 
position of the automatic latch (see Fig. 6-3). When 
mounted in the rack, the automatic latch should be at the 
top of both assemblies. The chassis sections are installed on 
the instrument at the factory. 

Mounting Procedure 

The front flanges of the stationary sections may be 
mounted in front of (outside) or behind (inside) the front 
rails of the rack, depending on the type of rack. If the front 
rails of the rack are tapped for 10-32 screws, the front 
flanges are mounted outside of the rails. It the front rails of 
the rack are not tapped for 10-32 screws, the front flanges 
are mounted inside the front rai l and a bar nut is used. Fig. 
6-4 shows these methods of mounting the stationary 
sections. 

Use the following procedure to install the Type R485 in 
a rack: 

1. Select the proper front-rail mounting holes for the 
stationary sections, using the measurements shown in Fig. 
6-5. 

2. If the mounting flanges of the stationary sections are 
to be mounted in front of the front rails (rails tapped for 
10-32 screws), mount each stationary section as shown in 
Fig. 6-4A. 

3. If the mounting flanges of the stationary sections are 
to be mounted behind the front rails (rails not tapped for 
10-32 screws), mount each stationary section as shown in 
Fig. 6-4B. 

4 . Refer to Fig. 6-6 to insert the instrument into the 
rack. Do not connect the power cord or install the securing 
screws until all adjustments have been made. 

5. Position the instrument so the pivot screws (widest 
part of instrument) are approximately even with the tront 
rails. 

6 . Adjust the alignment of the stationary sections 
according to the procedure outlined in Fig. 6-7. 

7. After the tracks operate smoothly, connect the 
power cord to the power source. 
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8. Push the instrument all the way into the rack and 
secure it to the rack with the securing screws and washers as 
shown in Fig. 6-6. 

Alternate Rear Mounting Methods 

Although the following methods provide satisfactory 
mounting under normal conditions, they do not 
provide solid support at the rear of the instrument. If 

the instrument will be subjected to severe shock or 
vibration consult your local TEKTRONIX Field 
Engineer for rear support mounting information. 

An alternative method of supporting the rear of the 
instrument is shown in Fig. 6-8. The rear support brackets 
supplied with the instrument allow it to be mounted in a 
rack which has a spacing between the front and rear rails of 
11 to 24 inches. Fig. 6·8A illustrates the mounting method 
if the rear rails are tapped for 10-32 screws, and Fig. 6-88 
illustrates the mounting method if the rear rails are not 
tapped for 10-32 screws. 

If the rack does not have a rear rail, or if the distance 
between the front and rec1r rails are too large, the 
instrument may be mounted without the use of the 
slide-out tracks. Fasten the instrument to the front rails of 
the rack with the securing screws and washers. This 
mounting method should be used only if the instrument 
will not be subjected to shock or vibration and if it is 
installed in a stationary location. 

10-32 
OHS 

screw 
( 4 ea) 

8-32 
Kep• 
nut 

Rea r support 
bracket 
12 ea ) 

14 eol 

8-32 
FHS 

screw 
( 4 e o l 

Removing or Installing the Instrument 

After initial installation and adjustment of the slide-out 
tracks, the Type R485 can be removed or installed by 
following the instructions given in Fig. 6-6. No further 
adjustments are required under normal conditions. 

To remove the R485 from the rack without removing 
the rack mount housing; 

a. Remove the 4 screws from the feet at rear of the 
instrument. 

b. Disconnect all connections to the rear of the instru
ment, unplug the power cord. 

c. Remove the blue rear panel rim around the rear of 
the instrument. 

d. Pull the R485 out the front of the rack mount 
housing. 

e. To insert the R485 into the rack mount housing 
check the maintance section, reinstalling the wrap around 
cover, for caution. 

Slide-Out Track Lubrication 

The slide-out tracks normally require no lubrication. The 
special finish on the sliding surfaces provide permanent 
lubrication. However, if the tracks do not slide smoothly 
even after proper adjustment, a thin coating of paraffin 
rubbed onto the sliding surfaces may improve operation. 

~ 
# 10 
Finishing 
washers 
(4 ool 

10-32 
PHS 

screw 
18 ea) • 

i,. 
Oo,!. \ 

10-32 
FHS 

(4 ea) Topped 
10-32 

Plastic 
washers 
14 ool 

Fig. 6-1. Hardware needed to mount the instrument in the cabinet rack. 
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tapped for 
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section 

Intermediate 
section 
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Front----
rail 

Minimum inside ........ 

dimension between -
rails, 17.625 inches 

Fig. 6 -2. The 485 installed in a cabinet rack (sides removed); (A) held into rack with securing screws, (B) extended on slideout tracks. 

ASSEMBLY FOR LEFT SIOE 

® 

Automatic 
larch hole 

section 

Pivot~ 
screw 

Fig. 6-3. Slideout track assemblies. 

ASSEMBLY FOR RIGHT SIDE 

hole 

flange 
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Rackmounting-485/ R485 Service 

Leh fronl 
rail of 

cabinol rack 

Rail 
lapped 

for 10-32 

(Al Fron! rail tapped for 10-32 ,crews 

1
10-32 

PHS 
screw 
121 

( Bl Un lapped front rail 

10-321 1 10-32 
FHS• or PHS 

screw screw 
, 2 1 (2) 

U,e FHS ,crews if fron t rail holes 
are countonunk. 

Fig. 6-4. Methods of mounting the stationary section to the front rails. 

6-4 

Securing 
holes 

Clapped for 
10-32 
sc:r~wsJ 

3 1/.. inch minimum 

I 

3 ¼ inch minimum 

1/, Inch lfor correct 
position of 

securing holes I 

Fig. 6-5. Locating the mounting holes for the stationary sections. Same dimensions apply to right stationary section. 



TO INSERT THE R485 

1. Pull the intermediate section 
of each slideout track out to 
its fully extended position. 

2. Insert the chassis sect ions (on 
instrume nt) into the 
intermediate sections. 

3. Press both stop latches and 
push the instrument into the 
rack until the latches snap into 
the stop latch holes. 

4. Connect the power cord to the 
power source. 

5. Again press the stop latches 
and push the instrument all 
the way into the rack. 

6. To secure the R485 to the 
rack, insert the 4 securing 
screws (with f in ishing washers 
and teflon washers) through 
the slots in the instrument 
front panel and screw them 
into the front rails of the rack. 

~-

I I 

Rackmounting-485/R485 Service 

I . . . . 
: :""'-

.. 

TO REMOVE THE R485 

1. Remove the securing screws 
and washers. 

2. Pull the instrument outward 
until the stop latches snap into 
the stop latch holes .. 

3. Disconnect the power cord. 

4 . Press both stop latches and 
pull the instrument out of the 
rack. 

Fig. 6-6. Procedure for inserting or re moving the instrument after the slldeout tracks have been installed. 

TO ADJUST ALIGNMENT: 

1. Position the instrument with the pivot screws 
approximately even with the front rails. 

2. Loosen the mounting screws at the front of 
both stationary sections (left side shown). 

3. Allow the tracks to seek their normal positions 
with the instrument centered in the rack. 

4. Tighten the mounting screws. 

5. Push the instrument all the way into the rack. 
If tracks do not slide smoothly, check for 
correct spacing between the rear supports. 

6. Check the vertical positioning of the R485 
front panel with respect to adjacent 
instruments or panels. If not correct , reposition 
as necessary. 

Fig. 6-7. Alignment adjustments for correct operation. 
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Rackmounting-485/R485 Service 

0EEP RACK 

loft roar 
roll of 

CONFIGURATION: 

T 10-32 
PHS 

screw 
(2 eol 

screws 

SHALLOW RACK CONFIGURATION: 

l eft rear 
roil of 
cabinet 

BHS 

Roll 
topped 

for 10-32 
s crews 

I A) Rear roil topped for 1 0- 32 screws 

8-32 
FHS 

screw 

~ 

Slolionory 
section of 
slldeout 

track 

8-32 
FHS 

screw 

Stationary 
section of 

slldeoul 
!rack 

DEEP RACK CONFIGURATION: 

110•32 
PHS 

screw 
(2 ea) 

c::::::J 
Bar 
nut 

8-32 ; 
Keps 
nut · 

(2 ea) 
Rear 

mountl 
brocke 

SHALLOW RACK CONFIGURATION: 

BHS 
screw 

8-32 ffl Keps : 

nut :. r (2 eol 

181 Untapped rear roil 

10-32 
PHS 

screw 
12 ea) 

f'. :::·,11 
Bar 
nul 

Fig. 6-8 . Alternative method of installing the instrument using rear support brackets. 
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REV. D SEPT. 1974 

REPLACEABLE 

ELECTRICAL PARTS 

PARTS ORDERING INFORMATION 

Replacement parts are available from or through your local Tektronix. Inc. Field Office 
or representative. 

Changes to Tektronix instruments are sometimes made to accommodate Improved 
components as they become available. and to give you the benefit of the latest circuit 
improvements developed In our engineering department. It is therefore important. when 
ordering parts. to include the following Information In your order: Part number. Instrument 
type or number, serial number. and modification number ii applicable. 

11 a part you have ordered has been replaced with a new or Improved part. your local 
Tektronix. Inc. Field Office or representative wlll contact you concerning any change In part 
number. 

Change Information. 11 any. Is located at the rear of this manual. 

SPECIAL NOTES AND SYMBOLS 

XOOO Part first added at this serial number 

OOX Part removed alter this serial number 

ITEM NAME 

In the Parts List. an Item Name is separated from the description by a colon (:). 
Because o f space limitations. an Item Name may sometimes appear as incomplete. For 
further Item Name Identification. the U.S. Federal Cataloging Handbook H6·1 can be 
utlllzed where possible. 

ABBREVIATIONS 

ACTA ACTUATOR PLSTC PLASTIC 
ASSY ASSEMBLY QTZ QUARTZ 
CAP CAPACITOR RECP RECEPTACLE 
CER CERAMIC RES RESISTOR 
CKT CIRCUIT RF RADIO FREQUENCY 
COMP COMPOSITION SEL SELECTED 
CONN CONNECTOR SEMICOND SEMICONDUCTOR 
ELCTLT ELECTROLYTIC SENS SENSITIVE 
ELEC ELECTRICAL VAR VARIABLE 
INCAND INCANDESCENT WW WIREWQUND 
LED LIGHT EMtTTmG DIODE XFMR TRANSFORMER 
NONWIR NON WIREWOUND XTAL CRYSTAL 

Section 7-485 
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Replaceable Electrlcal Pirts 485 

CROSS INDEX-MFR. CODE NUMBER TO MANUFACTURER 

Mfr. Code 

OOOOA 
00779 
00853 
01121 
01295 

02735 
03888 
04222 
04713 
05091 
05397 

05587 
07263 

07910 
08806 

11237 
12697 
12969 
14193 
14298 

14752 
15454 
16546 

18583 
19701 
24931 
25088 
27014 
28480 
32293 
32997 
34553 
50157 

53944 
56289 
71400 

71590 

71744 
72982 
73138 
73899 
74970 
75042 

76493 

78488 
80009 
80294 
80740 
81073 
82104 

7.2 

Manufacturer 

I.EMO US1' 
AMP, INC. 
SANGAMO ELECTRIC CO., S. CAROLINA DIV. 
ALLEN- BAADLEY COMPANY 
TEXAS INSTRUMENTS, INC. , SEMICONDUCTOR 
GROUP 

RCJ>. CORPOAATION, SOLID STATE DIVISION 
KDI P'iROFILM CORPORATION 
AVX CERAMICS, DIVISI ON OF AVX CORP. 
MOTOROLA, INC., SEMICONDUCTOR PROD. DIV. 
TRI-ORDINATE CORPORATION 
UNION CARB1-DE CORPOAATION, MATERIALS 
SYSTEMS DIVISION 
COUCH, S. H., DIVISION, ESB, INC. 
FAIRCHILD SEMICONDUCTOR, A DIV. OF 
FAIRCHILD CAMERA ANO INSTRUMENT CORP. 
TELEDYNE SEMICONDUCTOR 
GENERAL ELECTRIC CO. , KINIATURE 
LAMP PRODUCTS DEPARTMENT 
CTS KEENE, INC. 
CLAROSTAT MFG. CO., INC. 
UNITRODE CORPORATION 
CAL-R, INC. 
AMERICAN COMPONENTS, INC., AN 
INSILCO COMPANY 
ELECTRO CUBE INC. 
RODAN INDUSTRIES , INC. 
U. S. CAPACITOR CORP/CENTRAi.AB 
ELECTRONICS DIV. 
CURTIS INSTRUMENTS, INC. 
ELECTRA-MIDLAND CORP., MEPCO ELECTRA INC. 
SPECIALTY CONNECTOR CO., INC. • 
SIEMENS CORP. 
NATIONAL SEMICONDUCTOR CORP. 
HEWLETT-PACKARD CO., CORPORATE HQ. 

INTERSIL, INC. 
BOURNS, INC. , TRIMPOT PRODUCTS DIV. 
AMPEREX ELECTRONIC CORP. , COMPONENT DIV. 
N. L. INDUSTRIES , INC., ELECTRONICS 
DEPT. 
ELT INC. , GLOW LITE DIVISION 
SPRAGUE ELECTRIC CO. 
BUSSMAN MFG., DIVISION OF MCGRAW
EDISON CO. 
CENTRALI\B ELECTRONICS, DIV. OF 
GLOBE-UNION, INC. 
CHICAGO MINIATURE LAMP WORKS 
ERIE TECHNOLOGICAL PRODUCTS, INC. 
BECKMAN INSTRUMENTS, INC. , HELIPOT DIV. 
JFD ELECTRONICS COMPONENTS CORP. 
JOHNSON, E. F., CO. 
TRW ELECTRONIC COMPONENTS, IRC FIXED 
RESISTORS , PHILADELPHIA DIVISION 
BELL INDUSTRIES , INC., 
MILLER, J . W., DIV. 
STACKPOLE CARBON CO. 
TEKTRONIX, I NC. 
BOURNS, INC., INSTRUMENT DIV. 
BECKMAN INSTRUMENTS, INC. 
GRAYHILL, INC. 
STANDARD GRIGSBY CO., DIV. OF SON 
OIEMICAL CORPORATION 

Address 

2015 2ND STREET 
PO BOX 3608 
PO BOX 128 
1201 2ND STREET SOUTH 

PO BOX 5012, 13500 N CENTRAL 
EXPRESSWAY 
ROUTE 202 
60 S JEFFERSON ROAD 
PO BOX 867, 19TH AVE. SOUTH 
5005 E MCDOWELL RD,PO BOX 20923 
343 SNYDER AVENUE 

11901 MADISON AVENUE 
36 RIVER STREET 

464 ELLIS STREET 
12515 CHADRON AVE. 

NELA PARK 
3230 RIVERSIDE AVE. 
LOWER WASHINGI'ON STREET 
580 PLEASANT STREET 
1601 OLYMPIC BLVD. 

BTHI AVE. AT HARRY STREET 
1710 S. DEL MAR AVE. 
2905 BLUE STAR ST. 

4561 COLORADO 
200 KISCO AVE. 
PO BOX 760 
3560 MADISON AVE . 
186 WOOD AVE. S 
2900 SEMICONDUCTOR OR. 
1501 PAGE MILL RD. 
10900 N. TANT.AU AVE. 
1200 COLUMBIA AVE. 
35 HOFFMAN AVE. 

P. 0 . BOX 787 
BOlC 698 

2536 W. UNIVERSITY ST. 

P O BOX 858 
4433 RAVENSWOOD AVE. 
644 W. 12TH ST. 
2500 HARBOR BLVD. 
PINETREE ROAD 
299 10TH AVE. S . W. 

401 N. BROAD ST. 

19070 REYES AVE., PO BOX 5825 

PO BOX 500 
6135 MAGNOLIA AVE. 
2500 HARBOR BLVD. 
561 HILLGROVE AVE. , PO BOX 373 

920 RATHBONE AVENUE 

City, State, Zip 

BERKLEY, CA 94710 
HARRISBURG, PA 17105 
PICKENS , SC 29671 
MILW1'UKEE, WI 53204 

DALLAS, TX 75222 
SOMERVILLE , NY 08876 
WHIPPANY, NJ 07981 
MURTLE BEACH, SC 29577 
PHOENIX, 1'Z 85036 
BERKELEY HEIGHTS , NJ 07922 

CLEVELAND, OH 44101 
BOSTON, MA 02126 

MOUNTAIN VIEW, CA 94042 
HAWTHORNE, CA 90250 

CLEVELAND, OH 44112 
PASO ROBLES, CA 93446 
DOVER, NH 03820 
WATERTOWN, MA 02172 
SANTA MONICA, CA 90404 

CONSHOHOCKEN, PA 19428 
SAN GABRIEL, CA 91776 
ANAHEIM, CA 92806 

LOS ANGELES, CA 90039 
MOUNT KISCO, NY 10549 
MINERAL WELLS , TX 76067 
INDIANAPOLIS, IN 46227 
ISELIN, NJ 08830 
SANTA CLARA , CA 95051 
PALO ALTO, CA 94304 
CUPERTINO, CA 95014 
RIVERSIDE, CA 92507 
HAPPAUGE, NY 11787 

MUSKEGON , MI 49445 
PAULS VALLEY, OK 73075 
NORTH IIDAMS , MA 01247 

ST. LOUIS, MO 63107 

FORT DODGE, IA 50501 
CHICAGO, IL 60640 
ERIE, PA 16512 
FULLERTON, CA 92634 
OXFORD, NC 27565 
WASECA, MN 56093 

PHILADELPHIA , PA 19108 

COMPTON, CA 90224 
ST. MARYS, PA 15857 
BEAVERTON, OR 97077 
RIVERSIDE, CA 92506 
FULLERTON, CA 92634 
LA GRANGE, IL 60525 

AURORA, IL 60507 
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Replaceable Electrlcal Parts 485 

CROSS INDEX-MFR. CODE NUMBER TO MANUFACTURER 

Mfr. Code 

82389 
84411 
89265 
90201 

91418 

91637 
91836 
93410 

93958 
95275 
99699 

Manufacturer Address 

$WITCHCRAFT, INC. 5555 N. ELSTON AVE. 
T~ ELECTRONIC COMPONENTS, TRW CAPACITORS 112 W. FIRST ST. 
DELETED, REPLACED BY 77342 
MALLORY CAPACITOR CO. , DIV. OF 
P. R. MALLORY AND CO., INC. 

RADIO MATERIALS COMPANY, DIV. OF P.R. 
MALLORY AND COMPANY, INC. 
DALE ELECTRONICS, INC. 
KINGS ELECTRONICS CO. , INC. 
ESSEX INTERNATIONAL, INC., CONTROLS DIV. 
LEXING'l'ON PLANT 
REPUBLIC ELECTRONICS CORPORATION 
VITRAMON , INC. 
DEUTSCH RELAYS, INC. 

3029 E WASHINGTON STREET 
P O BOX 372 

4242 W BRYN MAWR 
P. O .• BOX 609 
40 MARBLEDALE ROAD 

P. 0. BOX 1007 
176 E 7TH STREET 
PO BOX 544 
65 D.I\LY ROAD 

REV. G APRIL 1978 

City, State, Zip 

CHICAGO, IL 60630 
OGALLALA, NE 69153 

INDIANAPOLIS, IN 46206 

CHICAGO, IL 60646 
COLUMBUS, NE 68601 
TUCl<AflOE, NY 10707 

MANSFIELD, OH 44903 
PATERSON , NJ 07524 
BRIDGEPORT, CT 06601 
EAST NORTHPORT, LI, NY 11731 
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Replaceable Etectrlcat Parts 485 

Tektronix Serial/Model No. Mfr 
Ckt No. Part No. Eff Dscont Name & Description Code Mfr Part Number 

Al(2) 670- 1S14-00 Cl<T BOARD ASSY :LIGHT BLOCK(48S,485-l) 80009 670-1S14- 00 

A2(2) 670- 2599-00 CKT BOARD ASSY : LIGHT BLOCK(485-2) 80009 670- 1599- 00 
A3(2) 670-1512-00 B010100 8079999 CKT BOARD ASSY : HI Z(485 , 485- 1) 80009 670- 1512- 00 
A3(2) 670- 1512-01 B080000 CKT BOARD ASSY :HI Z(48S ,485- 1) 80009 670- 1512- 01 
A4(2) 670- 2564- 00 CKT BOARD ASSY : LOW Z CONTROL(485-2) 80009 670-2564-00 

A5(2) 670-1513-00 CKT BOARD ASSY : 50 OHM ATTEN(485 ,485-l) 80009 670- 1513- 00 
A6(2) 670- 2598-00 CK'l' BOARD ASSY:50 OHM AT'I'EN(48S- 2) 80009 670- 2S98- 00 
A7 670-1662-00 CKT BOARD ASSY : VERTICAL 80009 670- 1662- 00 
AB 670- 1660-00 CKT BOARD ASSY :A TR.IGGER(485) 80009 670-1660-00 
A9 670- 2699- 00 CKT BOARD ASSY :A TRIGGER(485-l,485-2) 80009 670-2699-00 

AlO 670-1663-00 8010100 9129999 CKT BOARD ASSY :SWEEP GEN 80009 670- 1663- 00 

AlO 670-1663-0l 9130000 CKT BOARD ASSY : SWEEP GEN 80009 670- 1663- 01 

All 670-1666-00 CKT BOARD ASSY :HORIZ AMP. 80009 670- 1666- 00 
Al2 670-1664-00 8010100 8049999 CKT BOARD ASSY :TIMING SWEEP 80009 670-1664- 00 
Al2 670- 1664-01 8050000 8154999 CKT BOARD ASSY:TIMING SWEEP 80009 670- 1664- 01 

Al2 670-1664-02 8155000 CKT BOARD ASSY:TIMING SWEEP 80009 670-1664-02 

Al3 670- 1665-00 CKT BOARD ASSY:POWER 80009 670- 1665- 00 

Al4 670- 1659- 00 CKT BOARD ASSY:INVERTER 80009 670-1659- 00 

Al5 670-1661-00 CKT BOARD ASSY:TRANSFORMER 80009 670- 1661- 00 

Al6 670-2352-00 CKT BOARD ASSY:LINE FILTER 80009 670- 2352- 00 

B1480 147- 0035-00 MOTOR, DC :BRUSHLESS ,10-15VDC, 145MA 25088 lJ\D300l- OA 

Cl1 283-0204-00 CAP. ,PXD, CER DI : 0 . 01UF , 20\ , 50V 72982 8121N075Z5U0103M 

C2 283-0204-00 CAP.,FXD ,CER DI : 0 . 01UF, 20\ ,50V 72982 8121N075Z5U0103M 

C3 283-0204-00 CAP.,FXD,CER DI :0 . 01UF,20\ , 50V 72982 8121N075Z5U0103M 
c4l 283-0204-00 CAP.,FXD ,CER OI :0 . 01UF, 20\ ,50V 72982 8121N075Z5U0103M 

ClO 283-0204-00 CAP.,FXD,CER DI : 0 . 01UF, 20\ ,50V 72982 8121N075Z5U0103M 

Cl21 281-0138-00 CAP .,VAR, PLSTC:0.4-l. 2PF,600V 74970 273-0051- 001 

Cl61 285-0816-03 CAP.,FXD, PLSTC:O. Ol9UP,10\ , 600V 80009 285- 0816- 03 

Cl'71 281-0580- 00 B010100 B019999X CAP. ,FXD,CER DI :470PF, 10\ , 500V 04222 7001-1374 
Cl8 283-0181-00 CAP., FXD, CER DI:l. BPF , 101 ,lOOV 72982 810lA108COKl89B 

c2011 307-1014-01 8010100 8143499 ATTENUATOR,FXD:lOOX 80009 307-1014- 01 
c221 

C20( 307-1014-03 8143500 ATTENUATOR,FXD:100 X 80009 307- 1014-03 

C22 
C24 •2 307-1013-01 8010100 9143499 ATTENUATOR,FXD:lOX 80009 307-1013-01 
c241 •2 307-1013-03 8143500 ATTENUATOR, FXD : 10 X 80009 307-1013-03 

c251 281-0615-00 CAP.,FXD,CER DI : 3 . 9PF, +/- 0.5PF,200V 72982 374- 001COJ0399D 

C261 •2 307-1013-01 8010100 B143499 ATTENUATOR,FXD :lOX 80009 307- 1013- 01 

C261 •2 307-1013-03 8143500 ATTEl'IUATOR,FXD :10 X 80009 307- 1013- 03 
c201 281-0722- 00 CAP.,PXD,CER DI : 7.5PF, +/- lPF,500V 72982 374005COG759B 
c29l 283-0222-00 CAP.,FXD,CER OI :l20PF,201,50V 93958 51720-1 

c33l 283-0141-00 CAP., FXD ,CER DI :200PF, l01,600V 14193 PD- 032l-201K 
c34l 283-0204-00 CAP.,FXD,CER DI : 0 . 0lUF, 20\ , SOV 72982 8121N075Z5U0103M 

C371 283- 0204-00 CAP. ,FXD,CER DI:O. Ol UF, 201,SOV 72982 8121N075Z5U0103M 

C381 290-0134-00 8010100 8019999 CAP. ,FXD,ELCTLT:22UF , 20\ , 15V 56289 150D226X0015B2 

C381 290- 0140-00 B020000 CAP., FXD,ELCTLT :120UF , 20\ , lOV 05397 Tll0Cl27M010AS 

C411 283-0203-00 CAP. ,FXD,CER DI :0 . 47UF, 20\, 50V 72982 8131N075 E474M 
C431 283-0160- 00 CAP., FXO, CER DI: l.SPF ,101, SOV 72982 8101A058COK159B 

C441 283-0204-00 XB020433 B020435 CAP., FXD, CER DI:0 . 01UF, 20\,50V 72982 8121N075Z5U0103M 

C441 283-0191-00 8020436 CAP. ,FXD, CER DI:0. 022UF , 20\ , SOV 72982 8121N075Z5U0223M 

C451 283- 0204-00 CAP.,FXD,CER DI :0 . 01UF,20\ , 50V 72982 8121N075Z5U0103M 

C461 281- 0160-00 CAP.,VAR, CER DI :7-25PF , 350V 72982 538-01187-25 

l4as, 485-1 only 
2c24 and C26 furnished as a unit. 
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Replaceable Electrical Parts 485 

Tektronix Serial/Model No. Mfr 
Ckt No. Part No. Eff Dscont Name & Description Code Mfr Part Number 

C471 283-0070- 00 B010100 B020432X CAP.,FXD, CER DI:30PF,l0\,50V 72982 812l-060COG0300K 
C481 283-0065-00 CAP. , FXD, CER DI:O. OOlUF, 5\,lOOF, lOOV 72982 805-505B102J 
C491 283- 0330-00 8010100 8020432 CAP. ,FXD,CER DI:100PF, 5\ ,50V 72982 8111N068COG0101J 
C491 283- 0156- 00 8020433 CAP. ,FXD,CER DI : lOOOPF,+l00- 0\,200V 72982 8111A208Z5U0102Z 
c5o1 283-0204-00 CAP. ,FXD, CER DI :O. OlOF,20\, 50V 72982 8121N075Z5U0103M 

cs11 283-0204-00 CAP. , FXD, CER D.I :O. OlUF, 20,,5ov 72982 8121N075Z5U0103M 
c521 283- 0203-00 CAP.,FXD, CER DI:0 . 47UF, 20\ , 50V 72982 8131N075 E474M 
c551 281-0091-00 CAP.,VAR,CER DI:2- 8PF 72982 538-011 A2- 8 
c571 283- 0158- 00 CAP.,FXD, CER DI : lPF,l0\,50V 72982 81018057COK0109B 
c591 283-0203- 00 CAP. ,FXD, CER DI : 0. 470F, 20\ , SOV 72982 8131N075 E474M 

C601 283- 0204-00 XB030000 CAP. ,FXD,CER DI:0. 01UF, 20\ , 50V 72982 8121N075Z5U0103M 
C611 290- 0512- 00 CAP.,FXD,ELCTLT :22UF,201 , 15V 56289 196D226X0015KA1 
C62l 283- 0010- 00 CAP. ,FXD,CER DI : 0 . 05UF,+100- 20\, 50V 56289 273C20 
C671 283- 0204-00 CAP.,FXD, CER DI : 0 . 01UF,20\ , 50V 72982 8121N075ZSU0103M 
C68l 283- 0260- 00 CAP. ,FXD,CER DI:5 . 6PF,5\, 200V 72982 8111B200COG569C 

C691 283-0140-00 CAP.,FXD, CER DI :4.7PF,5\ , 50V 72982 8101E003A479C 
c101 281-0645- 00 8010100 8020432 CAP. ,FXD, CER DI :8. 2PF , +/- 0 . 25PF , 500V 72982 374- 011COH0829C 
c101 281- 0161-00 8020433 CAP. ,VAR,CER DI : 5- l5PF,350V 72982 518- 000A5-15 
c12 1 283- 0203- 00 CAP. ,FXD, CER DI:0 . 47UF, 201 , 50V 72982 8131N075 E474M 
C731 290-0512-00 CAP.,FXD, ELCTLT: 22UF, 20\,15V 56289 196D226X0015J<Al 

C741 283- 0204-00 CAP.,FXD,CER DI:0.01UF,20\ , 50V 72982 8121N075Z5U0103M 
C761 281-0651- 00 CAP. ,FXD, CER DI :47PF , 51, 200V 72982 374-001T2H0470J 
cn1 281-0651-00 8010100 8020432 CAP.,FXD, CER DI:47PF, 5\,200V 72982 374- 001T2H0470J 
cn1 281-0634- 00 8020433 CAP.,FXD, CER DI : 10PF,+/- 0 . 25PF, 500V 72982 374-0llCOGOlOOC 
C82 283-0111-00 CAP. ,FXD,CER DI:O. lUF, 20\, 50V 72982 8121-N088Z5Ul04M 

C84 283- 0204-00 CAP. ,FXD, CER DI :0 . 01UF,20\ , 50V 72982 8121N075Z5U0103M 
C86 290- 0536-00 8010100 8109999 CAP.,FXD, ELCTLT: 10UF, 20\ , 25V 90201 TDC106M025FL 
C86 290-0527- 00 8110000 CAP.,FXD, ELCTLT: 15UF,201 , 20V 90201 TOC156M020FL 
C87 283- 0203- 00 CAP.,FXD,CER DI:0.47UF, 20\ , 50V 72982 813lN075 E474M 
C921 283~0204~00 CAP,,FXD,CER DI :0 , 01UF, 20\ , 50V 72982 8121N075ZSUOlOJM 

C93 290-0524-00 CAP.,FXD, ELCTLT:4 . 7UF, 20\, 10V 90201 TOC475M010EL 
C94 283- 0198-00 CAP.,FXD, CER DI : 0 . 22UF, 20\ , SOV 72982 8131N075 E224M 
C95 283-0111-00 CAP.,FXD, CER DI :0 . 1UF, 20\, 50V 72982 8121- N088Z5Ul04M 
ClOl 283-0278- 00 CAP.,FXD, CER DI:2 . 2UF, 20\,l00V 72982 8150-Ml00ZSU225M 
Cl02 283-0277- 00 CAP.,FXD,CER DI:O. OlUF , 10\,lOOV 72982 CC1505W5R0103K 

Cl04 283- 0156- 00 CAP. , FXD, CER DI:lOOOPF, +100- 0l,200V 72982 8111A208ZSU0102Z 
Cl05 283- 0277- 00 CAP. ,FXD, CER DI :O. OlUF,10\,lOOV 72982 CC1505W5R0103K 
C201 290- 0512- 00 CAP. ,FXD, ELCTLT:22UF , 20\,15V 56289 l96D226X0015KA1 
C204 290- 0512-00 CAP.,FXD, ELCTLT: 22UF , 20\ , l5V 56289 1960226X0015KA1 
C211 290-0512- 00 CAP. , FXD, ELCTLT: 22UF , 20\ , 15V 56289 196D226X0015KA1 

C214 
c2152 

281-0123-00 CAP.,VAR, CER DI:5-25PF,100V 72982 518-000A5- 25 

C216 2 

C217 283- 0191- 00 CAP. , FXD, CER DI:0. 022UF, 20\, 50V 72982 8121N075Z5U0223M 
C223 283-0191- 00 CAP.,FXD, CER DI :0 . 022UF, 20\ ,50V 72982 Bl21N075ZSU0223M 

C240 281-0151-00 CAP. ,VAR, CER DI:l- 3PF, 100V 72982 518- 600Al-3 
C242 290-0526-00 CAP.,FXD, ELCTLT:6 . 8UF, 20\, 6V 90201 TDC685M006EL 
C2442 

C2472 

C253 283-0198-00 CAP. , FXO, CER DI:0. 22UF,20\,50V 72982 8131N075 E224M 

C254 283- 0238- 00 CAP. ,FXD, CER DI :O. OlUF, 101,50V 72982 8121N075X7R0103K 
C262 290- 0524- 00 CAP.,FXD,ELCTLT:4 . 7UF, 20\ ,l0V 90201 TDC475M010EL 
C266 290-0524- 00 CAP. , FXD, ELCTLT:4. 7UF, 20\,10V 90201 TDC475M010EL 

1485, 485- 1 only. 
2Part of Circuit Soard. 
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C272 283-0023-00 CAP.,FXD, CER DX : 0.1UF,+80-20\ , l2V 91418 MX0104Zl205R5 
C282 283-0191-00 CAP. ,FXD, CER DI : 0.022UF,20\,50V 72982 8121N075Z5U0223M 
C290 283-0191-00 CAP.,FXD,CER DX:0.022UF,20\ , 50V 72982 8121N075Z5U0223M 
C310

1 
290-051 2-00 CAP. ,FXD,ELCTLT:22UF, 201,15V 56289 196D226X0015KA1 

C3ll 

C312 290-0512- 00 CAP.,FXD , ELCTLT:22UF,20\,15V 56289 196D226X0015KA1 

C314 283-0191-00 CAP.,FXD,CER Dl:0.022UF,20\,50V 72982 8121N075Z5U0223M 
C315 
C3161 

281-0123-00 CAP. , VAR,CER Dl:5-25PF,100V 72982 518- 000AS- 25 

C3l 7 283-0191-00 CAP. , FXD,CER DI:0.022UF,20%,50V 72982 8121N075Z5U0223M 

C319 283-0191-00 CAP.,FXD,CER DI:0.022UF,20%,50V 72982 8121N075Z5U0223M 
C323 283-0191-00 CAP.,FXD, CER DI:0.022UF , 201,50V 72982 8121N075Z5U0223M 
C333 283-0191- 00 CAP.,FXD, CER DI:0. 022UF,201,50V 72982 8121N075Z5U0223M 
C334 290-0512-00 CAP. , FXD,ELCTLT:22UF,201 , 15V 56289 196D226X0015KAl 
C340 281-0151-00 CAP., VAR, CER DI :l-3PF, lOOV 72982 518-600Al-3 

C342 290- 0526-00 CAP. ,FXD,ELCTLT:6.8UF,201,6V 90201 TDC685M006EL 

C3441 

C347 1 

C356 283-0198-00 CAP.,FXD,CER Dl:0 . 22UF,20\ ,50V 72982 8131N075 E224M 
C357 283-0238-00 CAP .,FXD,CER Dl : O,OlUF,l0\,50V 72982 8121N075X7R0103K 

C362 290- 0524-00 CAP.,FXD,ELCTLT:4. 7UF, 20\ , lOV 90201 TDC475M010EL 
C366 290-0524-00 CAP.,FXD,ELCTLT :4.7UF,20\, 10V 90201 TDC475M010EL 
C372 283-0023-00 CAP. , FXD,CER DI :0 . 1UF,+80-20\,l2V 91418 MX0104Zl205R5 

C382 283-0191-00 CAP.,FXD,CER DI:0.022UF,20\,50V 72982 8121N075Z5U0223M 

C40l1 

C403 
C4051 

290- 0512-00 B010100 B109999X CAP., FXD, ELCTLT:22UF,20\,15V 56289 196D226XOOl5KAl 

C407 283-0154-00 CAP. , FXD,CER DI :22PF , 5\ , 50V 72982 8ll1B061COC220J 

C419 
C42l l 

290- 0527- 00 CAP.,FXD,ELCTLT:l5UF , 20\,20V 90201 TDC156M020FL 

C423 
C4251 

290-0512-00 B010100 Bl09999X CAP.,FXD, ELCTLT:22UF ,20\ , l5V 56289 196D226XOOl5KAl 

C427 283- 0154- 00 CAP.,FXD, CER DI:22PF , 5%,50V 72982 8lllB06lCOC220J 

C428 283-0191-00 B010100 8039999X CAP., FXD, CER DI:0 . 022UF,20\,50V 72982 8121N075Z5U0223M 
C430 283- 0000-00 CAP.,FXD, CER DI:0. 001UF,+l00-0\, 500V 72982 831-516El02P 

C458 281-0613-00 CAP., FXD, CER DI:lOPF, +/-lPF, 200V 72982 374-00lCOCOlOOF 

C466 281-0629-00 CAP.,FXD, CER Ol:33PF, 5\,600V 72982 308-000COC0330J 

c5021 

C503 
c5o51 

290- 0512-00 CAP.,FXD, ELCTLT: 22UF, 20\, 15V 56289 l96D226X0015KA1 

C512 290-0512-00 CAP. , FXD , ELCTLT: 22UF,20\ ,15V 56289 196D226XOOl5KAl 

C518 283- 0191-00 CAP.,FXD , CER DI :0 . 022UF,20\,SOV 72982 8121N075Z5U0223M 

c52l1 

C523 
C5251 

283-0191-00 8010100 Bl09999X CAP.,FXD, CER Ol:0.022UF,20\,50V 72982 8121N075Z5U0223M 

C532 290-0512- 00 CAP. , FXD , ELCTLT:22UF,201,15V 56289 l96D226X0015KA1 

C538 283-0191-00 CAP.,FXD,CER Dl:0 . 022UF , 20\,50V 72982 8121N075Z5U0223M 

C542 283-0191- 00 CAP.,FX.O, CER Dl:0.022UF,201 , 50V 72982 8121N075Z5U0223M 

C543 283-0156-00 CAP. ,FXD, CER Dl:l 000PF,+100- 0l,200V 72982 8lllA208Z5UOl02Z 

C545 281- 0700- 00 CAP. , FXD , CER DI:3 . 3PF,10\,200V 72982 374-001S3B0339K 

C546 283-0181-00 XB090000 CAP.,FXD,CER Dl:l .8PF,l0\,l00V 72982 8l01Al08COK189B 

C548 290-0512-00 CAP.,FXD,ELCTLT:22UF,20\,l5V 56289 196D226X0015KA1 

C549 283- 0156- 00 CAP. ,FXD, CER 0:1 : lOOOPF ,+100- 01 , 200V 72982 8111A208Z5U0102Z 

1 Part o~ Circuit Board. 
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C556 283-0140-00 CAP. ,FXD,CER DI:4.7PF,51,50V 72982 8101E003A479C 
C557 283-0638-00 CAP.,FXD,MICA D:130PF, ll,100V 00853 Dl51El31FO 
C563 281-0616-00 B010100 8089999 CAP., FXD,CER DI:6.8PF,+/-0.5PF,200V 72982 374-001COH0689D 
C563 281-0613-00 B090000 8149999 CAP. ,FXO, CER DI :lOPF ,+/-l PF ,200V 72982 374-00lCOGOlOOF 
C563 281- 0650-00 Bl50000 CAP. ,FXD,CER DI :18PF ,10\ ,200V 72982 374-001COH0180K 

C565 281-0616-00 B010100 8089999 CAP. ,FXO,CER DI:6.8PF,+/ - 0 . 5PF,200V 72982 374-001COH06890 
C565 281-0613- 00 8090000 8149999 CAP. ,FXD,CER OI:10PF,+/-1PF, 200V 72982 374-00lCOGOlOOF 
C565 281-0650-00 Bl50000 CAP.,FXO,CER OI:18PF,101,200V 72982 374-001COH0180K 
C568 281-0552-00 CAP., FXD,CER OI: 25PF,51,500V 72982 301-000P2G0250J 
C572 283-0604- 00 CAP.,FXD , MICA D: 304PF, 21,300V 00853 Ol53F3040GO 

C579 281-0552-00 CAP. , FXD,CER OI :25PF,51 , 500V 72982 301-000P2G0250J 
CS81 290-0512-00 CAP.,FXD,ELCTLT:22UF,201,1SV 56289 196D226X0015KA1 
C583 290- 0512-00 CAP.,FXO,ELCTLT:22UF,201,lSV 56289 1960226X0015KA1 
c505 290-0512-00 CAP.,FXO,ELCTLT:22UF, 201,15V 56289 196D226X0015KA1 
C601 283-0156-00 CAP.,FXD,CER OI:lOOOPF,+lOO-o,,2oov 72982 8lllA208Z5U0102Z 

C606 283-0177-00 CAP.,FXD,CER OI : lUF,+80-20, , 2sv 72982 8131N039 E 105Z 
C607 283- 0326- 00 CAP . , FXO,CER DI: .0820F,101,50V 16546 CW20C823K 
C608 283-0238-00 CAP. , FXD,CER DI:O.OlUF,l01,50V 72982 8121N075X7R0103K 
C609 283-0176- 00 CAP. , FXD,CER Ol:0.0022UF, 201,50V 72982 8121M050W5R222M 
C613 283-0182-00 CAP.,FXO,CER OI:51PF,51,400V 72982 8llON400COG510J 

C614 283- 0182-00 CAP .,FXO,CER OI:51PF , 51,400V 72982 8110N400COG510J 
C615 281-0158-00 CAP.,VAR, CER Ol:7- 45PF,50V 73899 DVJ-5006 
C617

1 
281-0122- 00 CAP.,VAR, CER OI:2 . 5-9PF,100V 72982 518- 000A2.5-9 

C621 
C624 283-0191-00 CAP.,FXD,CER OI:0, 022UF,201,50V 72982 8121N075Z5U0223M 

C6251 

C633
1 

283-0000-00 CAP.,FXD,CER OI :0 . 001UF,+100- 0\ , 500V 72982 831-516El02P 
C642 
C644l 283-0181-00 CAP.,FXD,CER OI : l.8PF,l01 , lOOV 72982 8101Al08COK189B 
C647 

C648 283-0191-00 CAP .,FXD,CER OI:0. 022UF,20\ , 50V 72982 8121N075Z5U0223M 
C649 283-0191-00 CAP. , FXO,CER OI:0.022UF,20\,50V 72982 8121N075Z5U0223M 
C652 283-0725-00 CAP.,FXO,MICA 0:214PP,11 , 500V 00853 D15- 5E2140FO 
C654 283-0725-00 CAP.,FXO,MICA 0:214PP,l\,500V 00853 Ol5-5E2140PO 
C655 283- 0647- 00 CAP .,FXO,MICA 0:70PF, l\,lOOV 00853 Ol51E700FO 

C656l 283-0647-00 CAP.,FXD,MICA 0 :70PF, l\ , 100V 00853 D151E700FO 
C657

1 C658
1 

C662 
C663 283-0191-00 CAP.,FXO,CER OI:0.022UF,20\,50V 72982 8121N075Z5U0223M 

C667
1 

283-0191-00 CAP.,FXD,CER OI : 0.022UF , 20\,50V 72982 8121N075Z5U0223M 
C669 
C684 290-0534-00 B010100 8142339X CAP.,FXD,ELCTLT :1UF,20\ , 35V 56289 1960105X0035HAl 
C695 283-0178-00 CAP.,FXO,CER OI :0 . lUF,+80-20\,lOOV 72982 8131Nl45 E 104Z 
C696 290-0517-00 CAP.,FXO,ELCTLT :6 . 8UF,20\,35V 56289 1960685X0035KA1 

C697 290-0527- 00 CAP.,FXD, ELCTLT :15UF,201,20V 90201 TDC156M020FL 
C698 290-0527-00 CAP.,FXD,ELCTLT: 15UF,201,20V 90201 TDC156M020FL 
C699 283-0238-00 XBOJOOOO CAP.,FXO,CER DI : 0 , 01UF ,10\,50V 72982 8121N075X7R0103K 
C701 283-0156-00 CAP. , FXO,CER OI : 1000PF , +100-0\,200V 72982 8111A208Z5U0102Z 
C702 281- 0578-00 CAP. , FXO,CER OI: 18PF,5\, 500V 72982 30l-050COG0180J 

C703 283-0076-00 XB020000 CAP.,FXO,CER OI:27PF,10\ , 500V 56289 40C287A2 
C704 283-0644-00 CAP. ,FXO,MICA 0 :150PP , l\ , 500V 00853 D151El51PO 
C705 283-0334-00 B010100 8059999 CAP.,FXD,CER OI:130PF,2\,500V 72982 812lN502Al3lG 

1Part of Circuit Board. 
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C705 283- 0618- 00 B060000 CAP, ,FXD,MICA D:130PF,2\, 300V 00853 D155El31GO 
C706 283-0068-00 CAP. ,FXD,CER DI:O. OlUF , +lOO-o,,soov 56289 19C241 
C707 283-0159-00 CAP. ,FXD,CER DI : 18PF,S\,SOV 72982 8111B065COG0180J 
C711 283-0140-00 CAP,,FXD,CER OI :4 . 7PF,S\,SOV 72982 8101E003A479C 
C714 283-0204-00 CAP. ,FXD,CER DI:O. OlUF,201,SOV 72982 8121N075Z5U0103M 

ens 283-0204-00 CAP. ,FXO,CER DI:0. 0lUF,20\ , SOV 72982 8121N075ZSU0103M 
C728 
C7311 

283-0204- 00 CAP.,FXD, CER OI : 0 . 01UF,20\, 50V 72982 8121N075ZSU0103M 

C733 283-0159-00 CAP. , FXD,CER OI :l8PF,5\ , 50V 72982 8ll1B065COG0180J 
C734 283-0108- 00 XB050000 CAP.,FXD,CER DI:220PF,l0\ ,200V 56289 272Cl3 

cn51 

C744 
C7461 

C7481 

283-0159-00 CAP.,FXO,CER DI : 18PF,S\,SOV 72982 8111B065COG0180J 

C750 283-0204-00 CAP. ,FXO,CER OI:0.01UF,20\,50V 72982 8121N075Z5UOl03M 

C752 283-0025-00 CAP.,FXD,CER DI :SOOPF, 5\, SOOV 91418 JE501J50l9S9 
C756 283-0204-00 CAP,,FXD,CER DI :O. OlUF, 20\ , 50V 72982 8121N075Z5U0103M 
C761 283- 0185- 00 CAP,,FXD,CER OI : 2.5PF, 5\ , 50V 72982 8101A058A259B 
C762 283-0185-00 CAP,,FXD, CER DI : 2.5PF, S\ , SOV 72982 8101A058A259B 
C763 283-0185-00 CAP.,FXD,CER DI :2.SPF,S\, SOV 72982 8101A058A259B 

C768 283-0060-00 CAP.,FXD, CER OI :100PF, 5\ , 200V 72982 855-535U2Jl01J 
C769 281-0519-00 CAP.,FXD,CER DI:47PF,+/-4 . 7PF , 500V 72982 308- 000COG0470K 
C772 281- 0519- 00 CAP.,FXD,CER DI :47PF,+/ -4. 7PF , 500V 72982 308- 000COG0470K 
C785 290-0512-00 CAP.,FXD,ELCTLT:22UF,20\,1SV 56289 196D226X0015KA1 
C787 290- 0534-00 CAP.,FXD,ELCTLT:1UF,20\,35V 56289 196D105X0035HA1 

can 290-0512-00 CAP.,FXD,ELCTLT:22UF,201 , 15V 56289 196D226X0015KA1 
C821 283- 0076-00 8010100 8010209 CAP, ,FXD,CER DI : 27PF,l0\ , 500V 56289 40C287A2 
C821 281-0519-00 8010210 CAP.,FXD,CER DI:47PF,+/ - 4 . 7PF, 500V 72982 308- 000COG0470K 
C824 283-0076-00 CAP,,FXD,CER Ol::27PF,l01,500V 56289 40C287A2 
C835 283-0204-00 CAP.,FXD,CER DI:O. OlUF,20\,50V 72982 8121N075Z5U0103M 

CS372 283- 0185- 00 8010100 8069999X CAP.,FXD,CER DI:2.5PF,5\,50V 72982 8101A058A259B 
C8382 283-0156-00 CAP. ,FXO,CER DI:lOOOPF,+100- 0\ , 200V 72982 8111A208Z5U0102Z 
ca392 283-0156- 00 CAP,,FXD,CER DI:lOOOPF,+l00-0\,200V 72982 8111A208Z5U0102Z 
C843 283-0204-00 CAP.,FXD, CER DI:0.01UF,201,50V 72982 8121N075Z5UOl03M 
C844 290-0527-00 CAP.,FXD,ELCTLT:15UF,20\,20V 90201 TDC156M020FL 

C845 290-0512-00 CAP.,FXO,ELCTLT:22UF,20\,15V 56289 196D226X0015KA1 
C846 290- 0512-00 CAP,, FXD,ELCTLT:22UF , 20\,15V 56289 196D226X0015KA1 
C847 290-0512-00 CAP, ,FX.D,ELCTLT:22UF, 20\,lSV 56289 196D226X0015KA1 
C8482 283- 0204-00 CAP,,FXD,CER DI :0.01UF, 20\ , 50V 72982 8121N075Z5U0103M 
C849 2 290- 0512- 00 CAP.,FXD,ELCTLT:22UF,201,15V 56289 196D226X0015KA1 

C853 283- 0111-00 CAP.,FXD,CER OI :0 . lUF,20\,SOV 72982 8121-N088ZSU104M 
C856 281-0628- 00 B010100 B010285 CJ\P,,FXD,CER DI:15PF,51,500V 72982 301-000COG0150J 
C856 281- 0564-00 8010286 CAP,,FXD,CER DI:24PF,51,500V 72982 301-000COG0240J 
C86l 290- 0512-00 XB010435 CAP,,FXO,ELCTLT:22UF,20\,15V 56289 196D226X0015KA1 
C862 283-0003-00 CAP. , FXD,CER DI:O. Ol UF,+80-201 ,l50V 72982 855- 558Z5U-103Z 

C863 281-0512-00 CAP. ,FXD,CER DI:27PF,+/-2.7PF,SOOV 72982 308-000COG0270K 
C867 281-0628- 00 CAP.,FXD, CER DI:15PF,51,500V 72982 301-000COGOlSOJ 
C869 281-0589-00 CAP. ,FXD,CER DI:170PF, S\ ,SOOV 72982 301000Z5D171J 
C874 281-0504-00 CAP.,FXD,CER DI:10PF,+/ - 1PF ,500V 72982 30l- 05SCOG0100F 
C876 281-0550- 00 CAP.,FXD,CER DI:120PF,101,500V 04222 7001- 1373 

C877 281-0184-00 CAP.,VAR,PLSTC : 2-18PF,500VDC 34553 2222- 809-05003 
C878 283-0629-00 CAP. ,FXD,MICA D:62PF ,l\, 500V 00853 D105E620FO 
C879 283-0004-00 CAP,,FXD,CER Dl:0, 02UF,+80-20\,150V 72982 855- 558-ZSV0203Z 

lpart of Cir cuit Board. 
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C881 283- 0663- 00 CAP. , FXD, M!CA D:16. 8PF,+/ - 0 . 5PF, 500V 00853 Dl55Cl6. 8D0 
C882 281- 0182- 00 CAP. , VAR, PLSTC:l. 8- 10PF, 500V 34553 2222- 809-05002 
C883 283- 0239- 00 CAP.,FXD, CER DI :0 . 0 220F, 10\ , 50V 72982 8131N075C223K 
C894 283- 0004-00 CAP. , FXD, CER DI : 0 . 02UF, +80- 20\,150V 72982 855- 558- Z5V0203Z 
C900 281-0578- 00 CAP. , FXD ,CER DI : l8Pt' , 5\, SOOV 72982 301-050COG0180J 

C902 283- 0059- 00 B010100 B010434 CAP.,FXD, CER DI : 1UF, +80-20\, 25V 72982 8141N037Z5U0105Z 
C902 290- 0512- 00 B010435 CAP.,FXD, ELC'I'LT:22UF, 201 , 15V 56289 l 96D226X0015KA1 
C911 283- 0003- 00 B010100 B010434 CAP.,FXD,CER DI:O. OlUF, +80-20\,lSOV 72982 855- 558Z5U- 103Z 
C911 290- 0512- 00 B010435 CAP.,FXD, ELCTLT:220F , 20\, 15V 56289 196D226X0015KA1 
C912 283- 0003- 00 B010100 B010434X CAP.,FXD, CER DI:0. 01UF, +80- 20\,l50V 72982 855- 558Z5U- l03Z 

C917 283- 0004-00 CAP.,FXD, CER DI :0 . 02UF, +80- 20\, l50V 72982 855-558- Z5V0203Z 
C921 283- 0004-00 CAP.,FXD, CER DI:0. 02UF, +80- 20\, 150V 72982 855- 558-Z5V0203Z 
C932 281- 0578- 00 CAP.,FXD, CER DI : 18PF, 5\, 500V 72982 301-050COG0180J 
C938 283-0000- 00 CAP. , FXD, CER DI :O.OOlUF ,+100- 0\ , 500V 72982 831-516El02P 
C943 283- 0059- 00 CAP.,FXD, CER DI:1UF , +80- 20\ , 25V 72982 8141N037Z5U0105Z 

C945 283- 0059- 00 CAP.,FXD, CER DI : 1UF , +80- 20\, 25V 72982 8141N037Z500105Z 
C962 283- 0004- 00 B010100 B010434 CAP.,FXD, CER DI:0. 02UF, +80- 20\, 150V 72982 855- 558-Z5V0203Z 
C962 290- 0512- 00 B010435 CAP. , FXD, ELCTLT:22UF, 201,15V 56289 196D226X0015KA1 
C965 290-0519-00 CAP.,FXD, ELCTLT:100UF, 20\ , 20V 90201 TDC107M020WLD 
Cl 002 281-0578- 00 CAP.,FXD, CER DI :18PF,5\, 500V 72982 301- 050COG0180J 

Cl003 283- 0076- 00 XB020000 CAP.,FXD, CER DI :27PF , l0\,500V 56289 40C287A2 

Cl004 283-0644-00 CAP.,FXD, MICA D:150PF , l \, 500V 00853 D151El51FO 
Cl005 283- 0334-00 8010100 B059999 CAP.,FXD, CER OI :l30PF , 21 , 500V 72982 8121N502Al31G 
Cl 005 283- 0618- 00 B060000 CAP. , FXD, MICA D:130PF , 21 , 300V 00853 D155El31GO 
Cl 006 283- 0068- 00 CAP.,FXD, CER OI:O. OlUF, +l00- 0\, 500V 56289 19C241 

Cl 007 283-0159- 00 CAP., FXD, CER DI : 18PF, 51, 50V 72982 8111B065COG0180J 
Cl Oll 283-0140- 00 CAP. , FXD, CER OI:4 .7PF , 5\ , 50V 72982 8101E003A479C 
Cl 012 283- 0204-00 CAP.,FXD, CER DI :0 . 01UF, 201 , 50V 72982 8121N075Z5U0103M 

Cl 013 283- 0204- 00 CAP. , FXD, CER DI :0 . 01UF, 20\ , 50V 72982 8121N075Z5U0103M 

Cl014 283- 0204- 00 CAP. ,FX01CER DI :0,0lUF,20\ , SOV 72982 812lN075Z5U0103M 

Cl016 283- 0260- 00 CAP.,FXD, CER DI:5 . 6PF , 51,200V 72982 8111B200COG569C 
C1027 283-0204-00 CAP., FXD,CER DI: 0 . 01UF, 201 , 50V 72982 8121N075Z5U0103M 
Cl029 283- 0204-00 CAP. , FXD,CER DI : 0 . 01UF, 20\ , 50V 72982 8121N075ZSU0103M 
Cl030 283-0157- 00 CAP.,FXD, CER OI : 7PF, 51, 500V 72982 8111B064COH0709J 
Cl0311 

Cl0341 

Cl035 283- 0108-00 XB050000 CAP. , FXD,CER OI : 220PF, 10\ , 200V 56289 272Cl3 
Cl 040 283- 0204- 00 CAP. ,FXD, CER DI:0 . 01UF, 20\ , 50V 72982 8121N075Z5U0103M 
Cl0411 

Cl043 283- 0191- 00 XB070000 CAP. , FXD, CER DI :0 . 022UF , 20\ , SOV 72982 8121N075Z5U0223M 

Cl0441 

Cl045 283- 0159- 00 CAP., FXD, CER DI:l8PF, 5\ , 50V 72982 8111B065COG0180J 
Cl046 283- 0191- 00 XB070000 CAP.,FXD, CER DI: 0 . 022UF , 20\ , SOV 72982 8121N075Z5U0223M 
Cl 052 283- 0025- 00 CAP., FXD, CER DI:500PF, 51,500V 91418 JE501J5019S9 
Cl 061 283- 0185- 00 CAP. , FXD, CER OI : 2 . 5PF , S\, SOV 72982 8101A058A259B 

Cl063 283- 0185-00 CAP.,FXD, CER DI :2 . SPF, 51 ,SOV 72982 810lA058A259B 

Cl 064 283- 0185- 00 CAP., FXD, CER DI:2 . SPF, 51,50V 72982 8101A058A259B 
Cl 071 283- 0004-00 CAP. ,FXD, CER DI : 0 . 02UF, +80- 20\ , 150V 72982 8 55- 558- ZSV0203Z 
Cl 072 283- 0115- 00 CAP.,FXD, CER DI: 47PF, S\, 200V 72982 805- 509COG470J 
Cl 079 283- 0115-00 CAP. , FXD, CER DI :47PF, 51 , 200V 72982 805- 509COG470J 

Cl099 290- 0527- 00 CAP.,FXD,ELCTLT: 15UF, 201,20V 90201 TDC156M020FL 
CllOl 290- 0580- 00 CAP.,FXD, ELCTLT : 0 . 27UF, 201,50V 56289 196D274XOOSOHA1 
Cl121 28 3- 0 ll.3- 00 CAP.,FXD, CER DI :56PF,11 , 500V 72982 851- 559A560F 

1 
Part of Ci rcuit Board. 
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Replaceable Electrical Parts 485 

Tektronix Serial/Model No. Mfr 
Ckt No. Part No. Elf Dscont Name & Description Code Mfr Part Number 

Cll30 290- 0527-00 CAP. ,FXD,ELCTLT:15UF,20\,20V 90201 TDC156M020FL 
Cll31 290-0527-00 CAP.,FXO, ELCTLT:15UF , 20\,20V 90201 TDC156M020FL 
Cll32 283-0111-00 CAP. , FXD, CER DI:0.lUF , 20\,50V 72982 812l-N088Z5Ul04M 
Cll33 290- 0512-00 CAP. ,FXD,ELCTLT : 22UF, 20,,15v 56289 196D226X0015KAl 
Cll34 290- 0512-00 CAP. ,FXD,ELCTLT:22UF , 20t,15V 56289 l96D226X0015KAl 

Cll36 283- 0111- 00 CAP.,FXD, CER DI:0. 1UF,20\, 50V 72982 8121-N088Z5Ul04M 
Cll37 290-0512-00 CAP.,FXD,ELCTLT:22UF,20t,l5V 56289 196D226X0015KA1 
Cll39 290-0527- 00 CAP. ,FXD,ELCTLT: l5UF, 20\, 20V 90201 TDC156M020FL 
Cll56 283-0004-00 CAP.,FXD,CER DI :0. 02UF ,+80-20t , l50V 72982 855- 558- Z5V0203Z 
Cll64 283-0004-00 CAP.,FXD,CER Dl:0.02UF, +80-20\ , l50V 72982 855-558-Z5V0203Z 

Cll66 283-0004-00 CAP.,FXD, CER DI:0. 02UF, +80-20t,150V 72982 855- 558-Z5V0203Z 
Cll71 283-0004- 00 CAP.,FXD,CER Dl :0 . 02UF ,+80-20\,l50V 72982 855- 558-Z5V0203Z 
Cll72 281- 0604- 00 CAP.,FXD,CER DI:2 . 2PF,+/- 0.25PF,500V 72982 30l-OOOCOJ0229C 
Cll74 283-0004-00 CAP. ,FXD,CER DI :0. 02UF , +80-20\,l50V 72982 855- 558- ZSV0203Z 
Cll77 281- 0529-00 CAP. ,FXD,CER DI:l.5PF,+/-0. 25PF, 500V 72982 30l-OOOCOK0159C 

CllBl 283-0004- 00 CAP., FXO, CER DI:0.02UF,+80-20\ , l50V 72982 855-558-Z5V0203Z 
Cll82 281-0604-00 CAP.,FXD,CER DI:2 . 2PF,+/-0. 25PF, 500V 72982 301- 000COJ0229C 
Cll84 283- 0004-00 CAP.,FXD,CER DI:0.02UF,+80-20\ ,l50V 72982 855-558-Z5V0203Z 
Cll87 281-0619- 00 CAP.,FXD,CER Dl:l . 2PF ,+/-0.lPF,200V 72982 374- 000COK01298 
Cll90 281- 0166-00 CAP.,VAR,AIR DI:l . 9-l5. 7PF,250V 74970 187- 0109- 005 

Cll92 283- 0004- 00 CAP.,FXD,CER DI:0. 02UF ,+80-20\,l50V 72982 855- 558-Z5V0203Z 
Cll99 290-0135- 00 CAP.,FXD, ELCTLT :15UF ,20\ , 20V 56289 150D156X0020B2 
Cl204 281-0628-00 CAP.,FXD, CER DI:l5PF, 5\ , 500V 72982 301- 000COGOlSOJ 
Cl206 283- 0111- 00 CAP. , FXO, CER DI:0.1UF,20\ , 50V 72982 8121-N088Z5Ul04M 
Cl214 283- 0003- 00 CAP. ,FXO,CER DI :0.0lUF ,+80-20\, 150V 72982 855-558Z5U-103Z 

Cl217 281- 0601-00 CAP. , FXD, CER DI:7 . 5PF, 500V 72982 301-000COH0759D 
Cl219 281- 0589-00 CAP.,FXD, CER DI:170PF, 5t,500V 72982 301000Z5D171J 
Cl229 281- 0512-00 CAP.,FXD,CER DI : 27PF, +/-2.7PF,500V 72982 308-000COG0270K 
Cl232 283- 0104- 00 CAP.,FXD, CER Ol : 2000PF,5\,500V 72982 8ll- 5658202J 
Cl235 281- 0763-00 XB144450 CAP. ,FXD,CER DI:47I>F,l0\,100V 72982 8035D9M.DCOG470K 

Cl238 281-0528-00 8010100 8109999X CAP.,FXD,CER DI:82PF,+/- 8.2PF,500V 72982 30l- OOOU2M0820K 
Cl241 281-0550-00 CAP.,FXD,CER DI : 120PF,l0\,500V 04222 7001-1373 
Cl242 281-0184-00 CAP.,VAR, PLSTC:2- 18PF,500VDC 34553 2222- 809- 05003 
Cl243 283-0633- 00 CAP.,FXD,MICA D: 77PF,l\,lOOV 00853 D151E770FO 
Cl247 281-0658-00 CAP.,FXD, CER DI : 6 . 2PF, +/-0.25PF, 500V 72982 30l- OOOCOH0629C 

Cl248 281- 0178- 00 CAP.,VAR, PLSTC:l-3 . 5PF,500V 34553 2222-809-05001 
Cl254 283-0004-00 CAP.,FXD,CER DI : 0 . 02UF,+80-20\,l50V 72982 855- 558- Z5V0203Z 
Cl263 281- 0564- 00 CAP.,FXD, CER DI:24PF,5\ , 500V 72982 301- 000COG0240J 
Cl268 283- 0000- 00 CAP.,FXD, CER DI:O.OOlUF ,+100-0\,500V 72982 83l-516El02P 
Cl301 283-0004- 00 CAP.,FXD, CER DI:0.02UF ,+80-20\,l50V 72982 855-558-Z5V0203Z 

Cl335 281-0622-00 CAP.,FXD,CER DI:47PF,l\,500V 72982 308-000COG0470F 
Cl336 283-0111-00 CAP.,FXD,CER DI:0.lUF, 20\,50V 72982 8121- N088Z5Ul04M 
Cl347 283-0647-00 CAP.,FXD,MICA 0:70PF,l\,l00V 00853 D151E700FO 
Cl364 281-0166-00 CAP.,VAR, AIR Dl:l.9- 15.7PF,250V 74970 187-0109-005 
Cl366 283- 0156-00 XB020000 CAP.,FXD,CER OI:lOOOPF,+l00-0\ ,200V 72982 8lllA208Z5U0102Z 

Cl371 283-0004-00 CAP. ,FXD,CER DI:0.02UF,+80- 20\,150V 72982 855-558-Z5V0203Z 
Cl372 283-0168- 00 CAP.,FXD,CER Dl :12PF,5\,100V 72982 8lll-100COG120J 
C1374 283-0114-00 CAP.,FXD,CER DI:0.0015UF,5t, 200V 72982 805-509Bl52J 
Cl402 283-0004- 00 CAP.,FXD,CER DI :0. 02UF,+80-20\,l50V 72982 855-558- ZSV0203Z 

C1404l1 285- 0908- 02 CAP. ,FXD, PLSTC:O. OlUF,3\ , 50V 80009 285-0908- 02 
Cl405I 285- 0840-02 CAP.,FXD,PLSTC:1UF,3.5\,35V 80009 285- 0840- 02 
Cl431 281-0580- 00 CAP.,FXD,CER DI:470PF,10\,500V 04222 7001-1374 
Cl432 281-0589-00 CAP. ,FXD,CER Dl :170PF, 5\,500V 72982 301000Z5D171J 

1Availa.ble as a matched set, part number 295-0147-00. The letter suffix and the tolerance 
should be the same for all of the timing capacitors in the assembly . 
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Ckt No. 
Cl433 
Cl434 
Cl435 
Cl436 
Cl437 

Cl4421 l 
Cl443 
Cl482 
Cl484 
Cl522 

Cl533 
Cl537 
Cl538 
Cl551 
Cl552 

Cl558 
Cl562 
Cl578 
Cl579 
Cl586 

Cl588 
Cl600 
Cl60l 
Cl602 
Cl603 

Cl611 
Cl612 
Cl619 
Cl621 
C1622 

Cl627 
Cl633 
Cl646 
Cl651 
Cl652 

Cl653 
Cl656 
Cl660 
Cl663 
Cl664 

Cl665 
Cl667 
Cl681 
Cl684 
Cl687 

Cl723 
Cl725 
Cl728 
C1729 
Cl732 

Cl738 
Cl739 
Cl739 

Tektronix 
Part No. 

285- 0651- 0l 
285-0566-00 
285-0919-00 
290-0523-00 
290-0512-00 

285-0752-01 
285-0753-04 
290-0167-00 
290-0534-00 
281- 0603- 00 

283-0003-00 
290-0580-00 
290-0536-00 
281-0512-00 
281-0549- 00 

290- 0523-00 
283-0000-00 
290-0512-00 
290-0524-00 
283-0668-00 

283- 0000-00 
283-0092- 00 
283-0105-00 
283- 0013-00 
283-0071-00 

283- 0327- 00 
283-0071-00 
285-0572- 00 
283-0000-00 
283- 0003- 00 

283-0060-00 
283-0327-00 
283-0327-00 
283- 0327-00 
283- 0327-00 

283-0000-00 
283-0001- 00 
285- 0572-00 
283-0327- 00 
283- 0327-00 

283-0041-00 
283-0327-00 
283-0327-00 
283-0327-00 
283-0327-00 

281-0564-00 
283-0317-00 
283-0317-00 
281-0512-00 
283-0001-00 

281-0523-00 
283- 0003-00 
283-0068-00 

Serial/Model No. 
Elf Dscont 

8010100 B010319 
B010320 

Na me & Description 
CAP.,FXO,PLSTC:l700PF,5,,loov 
CAP.,FXD, PLSTC:0. 022UF,l01 , 200V 
CAP.,FXD, PLSTC:0. 22UF,l01,100V 
CAP.,FXD, ELCTLT:2.2UF,20\,20V 
CAP. ,FXO,ELCTLT:22UF,20\,15V 

CAP.,FXD,PLSTC:10F,3.5\,50V 
CAP. , FXD,PLSTC::O. OlUF, 3. 5\, lOOV 
CAP.,FXD,ELCTLT:10UF, 20\,15V 
CAP. ,FXD,ELCTLT: lUF, 20\ , 35V 
CAP.,FXD,CER DI : 39PF, 51,500V 

CAP.,FXD,CER DI : 0 . 01UF,+80-20\,150V 
CAP.,FXD,ELCTLT:0.27UF,20\,50V 
CAP. , FXD,ELCTLT:10UF,20\,25V 
CAP.,FXO,CER DI:27PF,+/-2.7PF,500V 
CAP.,FXD,CER DI:68PF, 10\ , 500V 

CAP.,FXD,ELCTLT:2.2UF , 20\,20V 
CAP. ,FXD,CER DI:0. 001UF, +100-0\,500V 
CAP.,FXO,ELCTLT:22UF,20\,15V 
CAP.,FXD,ELCTLT:4.7UF,20\ ,10V 
CAP. , FXO,MICA O:l84PF,l\ , 500V 

CAP.,FXD,CER DI:0.001UF,+l00- 0\,500V 
CAP.,FXD, CER DI:0.03UF,+80-20\ , 200V 
CAP.,FXD,CER DI :0.01UF, +80-20\,2000V 
CAP.,FXD, CER DI:0. 0lUF,+100- 0\,lOOOV 
CAP. ,FXD,CER DI:0. 0068UF,+80-30\,5000V 

CAP.,FXO,CER DI:1000PF,+80-20\,4000V 
CAP. ,FXD,CER DI:0. 0068UF,+80-30\,5000V 
CAP.,FXO, PLSTC:0 .1UF,200V 
CAP. ,FXD,CER DI:0. 001UF,+100-0\,500V 
CAP. ,FXD,CER DI: O. OlUF,+80- 201,lSOV 

CAP. , FXD, CER DI:l00PF,5\,200V 
CAP.,FXD,CER DI:1000PF , +80-20\ , 4000V 
CAP. , FXD,CER DI:1000PF,+80- 20\,4000V 
CAP. ,FXD,CER DI:1000PF, +80-20\,4000V 
CAP.,FXO, CER DI:l000PF,+80-20\,4000V 

CAP. ,FXD,CER DI:0. 001UF,+100-0\ , 500V 
CAP. ,FXD,CER DI:0. 005UF,+100-0\,500V 
CAP. ,FXD,PLSTC:0.1UF,200V 
CAP. ,FXD,C.ER DI:l000PF, +80-20\,4000V 
CAP. ,FXD,CER DI:1000PF,+80-20\,4000V 

CAP.,FXO,CER DI:0.0033UF,5\,500V 
CAP. ,FXD,CER DI:1000PF,+80-20\,4000V 
CAP.,FXD,CER DI:1000PF, +80-20\,4000V 
CAP. , FXO, CER DI:lOOOPF,+80-20\,4000V 
CAP. ,FXD,CER DI : 1000PF,+80- 20\,4000V 

CAP. ,FXD,CER DI:24PF,5\,500V 
CAP.,FXD,CER DI:lPF,+/-O. lPF,500V 
CAP. ,FXD,CER DI :lPF ,+/-0. lPF ,500V 
CAP. , FXO,CER DI:27PF,+/-2.7PF,500V 
CAP. ,FXD,CER DI:0.005UF,+100-0\,500V 

CAP.,FXD,CER DI :100PF,+/- 20PF,500V 
CAP.,FXD, CER Dl:0.01UF,+80-20\,150V 
CAP. ,FXD,CER DI:0.01UF,+100- 0\,500V 

Replaceable Electrlcal Parts 485 

Mfr 
Code 
56289 
56289 
56289 
56289 
56289 

80009 
80009 
56289 
56289 
72982 

72982 
56289 
90201 
72982 
72982 

56289 
72982 
56289 
90201 
00853 

72982 
72982 
56289 
56289 
56289 

72982 
56289 
84411 
72982 
72982 

72982 
72982 
72982 
72982 
72982 

Mir Part Number 
4l.OP105 
410P22392 
LP66AlB224K002 
196D225X0020HA1 
l96D226X0015I<Al 

285-0752-01 
285-07 53-04 
150D106X0015B2 
l96D105X0035HA1 
308-000COG0390J 

855-558Z5U-l03Z 
196D274X0050HAl 
TDC106M025FL 
308-000COG0270K 
301-000U2J0680K 

l96D225X002011Al 
831-516El02P 
196D226X0015I<Al 
TOC475M010EL 
D155Fl840FO 

831- 516El02P 
845-534E303Z 
41C316 
33C29A7 
45Cl0Al 

3904BWlOOC102Z 
45Cl0Al 
TEK44-10402 
831-516El02P 
855-558Z5U•l03Z 

855- 535U2Jl01J 
3904BW100Cl02Z 
3904BW100Cl02Z 
3904BW100Cl02Z 
3904BW100Cl02Z 

72982 831-516£102P 
72982 831-559E502P 
84411 TEK44-l0402 
72982 3904BW100Cl02Z 
72982 3904BW100Cl02Z 

72982 
72982 
72982 
72982 
72982 

72982 
72982 
72982 
72982 
72982 

72982 
72982 
56289 

841-541B332J 
3904BW100Cl02Z 
3904BW100Cl02Z 
3904BW100Cl02Z 
3904BW100Cl02Z 

301-000COG0240J 
86l- OOOCOG109B 
861-000COG109B 
308-0bOCOG0270K 
831-559£502P 

301-000U2M0101M 
855-558ZSU- 103Z 
l9C241 

1
Available as a matched set, part number 295-0147-00. The letter suffix and the tolerance 
should be the same for all of the timing capacitors in the assembly. 
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Replaceable Electrical Parts 485 

Tektronix Serial/Model No. Mfr 
Ckt No. Part No. Eff Oscont Name & Description Code Mfr Part Number 

Cl742 283- 0004- 00 CAP. ,FXO, CER OI :0 . 02UF, +80- 20\,150V 72982 855- 558- Z5V0203Z 
Cl743 281-0526-00 8010100 8139999 CAP.,FXD, CER OX : l . 5PF,+/- 0 . 5PF, 500V 72982 30l-000S2K0159D 
Cl743 281- 0609-00 8140000 CAP.,FXD, CER OI : lPF, +/- O. lPF, 500V 72982 374- 005COK0109B 
Cl744 283-0004-00 CAP.,FXD, CER DI :0 . 02UF, +80- 20\, 150V 72982 855- 558- Z5V0203Z 
Cl748 290-0527- 00 CAP. , FXO, ELCTLT: l5UF, 20\, 20V 90201 TOC156M020FL 

Cl749 283-0004-00 CAP. , FXD, CER DI:0. 02UF, +80- 20\ ,l50V 72982 855- 558- Z5V0203Z 
Cl751 283- 0004-00 CAP.,FXO, CER DI : 0 . 02UF,+80- 20\, 150V 72982 855- 558- Z5V0203Z 

Cl755 283- 0004-00 CAP.,FXD, CER DI :0 . 02UF, +80- 20\, l50V 72982 855- 558- Z5V0203Z 
Cl756 283- 0004-00 CAP.,FXD, CER DI :0 . 02UF, +80- 20\ , 150V 72982 855- 558- Z5V0203Z 
Cl762 281- 0153- 00 CAP.,VAR, AIR OI:l.7-lOPF , 250V 74970 187- 0106- 005 

Cl764 281- 0546- 00 CAP.,FXD, CER DI :330PF ,10\, 500V 04222 7001-1380 
Cl765 281- 0153-00 CAP.,VAR, AIR DI : l . 7- 10PF, 250V 74970 187- 0106- 005 
Cl766 281- 0661-00 CAP., FXD, CER DI :0 . 8PF,+/ - 0.1PF, 500V 72982 301- 000COK08088 
Cl771 283- 0004-00 CAP.,FXD,CER DI :0.02UF , +80-20\,l50V 72982 855- 558- Z5V0203Z 
Cl774 283- 0004- 00 CAP. , FXD,CER DI :0 , 02UF , +80-20\,l50V 72982 855- 558-Z5V0203Z 

Cl 775 281-0622-00 CAP.,FXD,CER DI :47PF, l \, 500V 72982 308- 000COG0470F 
Cl 779 281-0550- 00 CAP. , FXD, CER DI :120PF, l0\, 500V 04222 7001-1373 

Cl781 283- 0317- 00 CAP.,FXD, CER DI : lPF, +/- 0 . l PF, 500V 72982 861- 000COG1098 
Cl782 281- 0627-00 CAP.,FXD, CER OI :1PF, +/- 0 . 25PF,500V 72982 30l- OOOCOK0109C 
Cl786 283- 0004- 00 CAP., FXD, CER DI :0 . 02UF , +80-20\ ,l50V 72982 855- 558- Z5V0203Z 

Cl787 283- 0004- 00 CAP. , FXD, CER DI:0. 02UF, +80-20\,150V 72982 855- 558- Z5V0203Z 

Cl788 283-0004- 00 CAP.,FXD, CER DI : 0 . 02UF, +80- 20\, l50V 72982 855- 558- Z5V0203Z 

Cl792 283- 0068- 00 CAP.,FXD, CER DI : 0 . 01UF, +100- 0\, 500V 56289 19C241 
Cl796 283- 0000- 00 CAP.,FXD, CER DI: O. OOlUF, +100- 0\, 500V 72982 831-516El 02P 

Cl812 283- 0280- 00 CAP.,FXD, CER DI:2200PF, l0\ , 2000V 56289 29C558 

Cl 813 283- 0280-00 CAP.,FXD, CER DI :2200PF, l0\ , 2000V 56289 29C558 
Cl814 283-0022- 00 CAP.,FXD, CER DI: 0 . 02UF, 1400VDCAC 80009 283- 0022- 00 
Cl822 290- 0483- 00 CAP.,FXD, ELCTLT: 430UF, +50-l0\ , 200V 56289 3607762 
Cl823 290- 0483- 00 CAP., FXD, ELCTLT: 430UF, +50- l0\ , 200V 56289 3607762 

Cl824 283- 0057- 00 CAP.,FXD,CER DI : 0 . 1UF,+80-201 , 200V 56289 274Cl0 

Cl825 283- 0280- 00 CAP., FXO, CER OI:2200PF,l0\, 2000V 56289 29C558 
Cl826 285- 0981- 00 CAP.,FXD, PLSTC :2 . 0UF , 10\,400V 14752 C- 2176- 1 
Cl827 283- 0280- 00 CAP.,FXO, CER OI: 2200PF,10\, 2000V 56289 29C558 
Cl829 283- 0041- 00 CAP.,FXD, CER DI:0 . 0033UF , 5\, 500V 72982 841- 5418332J 
Cl834 290- 0284-00 CAP.,FXD, ELCTLT :4. 7UF,l0\, 3SV 56289 150D475X9035B2 

Cl835 285-0980- 00 CAP.,FXD, PLSTC :0 . 02UF, 5\ , l000V 56289 AF9AlG203J004 
Cl841 290- 0284- 00 CAP.,FXD, ELCTLT :4.7UF, l0\, 35V 56289 1500475X9035B2 
Cl848 290- 0159- 00 CAP.,FXD, ELCTLT: 2UF, +50- l0\, l50V 56289 30D205Fl50BB9 

Cl849 283- 0078- 00 CAP. , FXD, CER OI:0 .00lUF,20\, SOOV 56289 20Cll4A8 
Cl901 290- 0573-00 CAP.,FXO, ELCTLT:2. 7UF, 20\, 50V 56289 l 96D275X0050JA1 

Cl902 283- 0003- 00 CAP.,FXD,CER OI:0. 01UF,+80-20\, l 50V 72982 855- 558Z5U-103Z 

Cl904 283- 0003- 00 CAP. , FXO, CER DI :0. OlUF ,+80-20\ , 150V 72982 855- 558Z5U- l03Z 

Cl912 290- 0524-00 CAP.,FXO, ELCTLT:4. 7UF,20\,10V 90201 TOC475M010EL 

Cl914 281-0523- 00 CAP.,FXO, CER DI :100PF, +/-20PF, 500V 72982 301- 000U2M0101M 

Cl915 281- 0523- 00 CAP.,FXO, CER DI :100PF,+/-20PF, 500V 72982 301-000U2M0101M 

Cl918 290- 0523-00 B010100 B029999 CAP.,FXD,ELCTLT: 2.2UF, 20\, 20V 56289 196D225X0020HA1 

Cl918 290- 0573- 00 B030000 CAP.,FXD, ELCTLT:2 . 7UF, 20\, 50V 56289 196D275X0050JA1 

Cl919 283- 0000- 00 8010100 B1 39999 CAP.,FXD, CER DI : 0 . 001UF, +100-0\,500V 72982 831- 516El 02P 
Cl919 283- 0594-00 B140000 CAP. ,FXO, MICA D:0 . 00l UF, l \, lOOV 00853 Ol 51Fl02FO 

Cl921 283- 0010- 00 CAP.,FXD ,CER DI :0 . 05UF, +100- 20\, 50V 56289 273C20 

Cl 924 283- 0178- 00 B010100 8059999 CAP.,FXD, CER OI : 0 . lUF, +80-20\, lOOV 72982 8131Nl45 £ l04Z 

Cl924 290- 0572- 00 B060000 CAP.,FXD, £LCTLT: 0 . 1UF, 20\, 50V 56289 1960104X0050HA1 

Cl 940 283- 0000- 00 CAP.,FXD, CER OI : 0 . 001UF, +100- 0\ , 500V 72982 831-516£102? 
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Replaceable Electrlcal Parts 485 

Tektronix Serial/Model No. Mfr 
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Cl943 290-0572-00 CAP. , FXD, ELCTLT :0.1UF,20\,50V 56289 1960104X0050HA1 
Cl944 283-0003-00 CAP.,FXD,CER DI :0 . 01UF,+80- 20\,150V 72982 855- 558Z5U-103Z 
Cl951 283- 0003- 00 CAP.,FXO,CER DI:O. OlUF, +80- 20\,150V 72982 855- 558Z50- 103Z 
C2001 290-0159-00 CAP. ,FXD, ELCTLT :2UF ,+50-10\ , 150V 56289 30D205Fl50BB9 
C2002 290-0480- 00 CAP.,FXD,ELCTLT:0.5UF,+50-10,,2oov 80009 290-0480-00 

C2005 290-0194-00 CAP.,FXD, ELCTLT:lOUF, +50-10\,lOOV 56289 300106Fl00DC4 
C2006 290-0312-00 CAP.,FXD,ELCTLT:47UF, l0\ , 35V 56289 150D476X9035S2 
C2007 290-0312-00 CAP.,FXD, ELCTLT:47UF,10\ , 35V 56289 150D476X9035S2 
C2008 290-0194-00 CAP.,FXD, ELCTLT:lOUF , +50-10\,lOOV 56289 30Dl06Fl00DC4 
C2009 290- 0194-00 CAP. , FXD,ELCTLT:lOUF,+50-10\,lOOV 56289 30Dl06Fl00DC4 

C2011 290-0528-00 CAP.,FXD,ELCTLT :15UF, 20\,50V 90201 TDC156M050WLC 
C2012 290-0528-00 CAP.,FXD,ELCTLT:15UF,20\,50V 90201 TDC156M050WLC 
C2013 290-0528- 00 CAP.,FXD, ELCTLT :15UF,20\,50V 90201 TDC156M050WLC 
C2015 290-0425-00 CAP.,FXD,ELCTLT :100UF,20\ ,20V 90201 THF107M020Pl G 
C2016 290-0425-00 CAP. , FXD,ELCTLT :100UF,20\ ,20V 90201 THF107M020PlG 

C2018 290-0519-00 CAP.,FXD,ELCTLT:lOOUF,20\ ,20V 90201 TDC107M020WLD 
C2019 290-0519-00 CAP. , FXD,ELCTLT:l OOUF,20\ , 20V 90201 TDC107M020WLD 
C2021 290-0529- 00 CAP.,FXD, ELCTLT:47UF, 20\ , 20V 05397 T368C476M020AZ 
C2023 290-0517-00 CAP. ,FXD,ELCTLT:6.8UF, 20\, 35V 56289 196D685X0035KAJ. 
C2025 290-0517- 00 CAP.,FXD,ELCTLT:6.8UF,20\,35V 56289 196D685X0035KA1 

C2035 290-0425-00 CAP.,FXD, ELCTLT:100UF,20\, 20V 90201 THF107M020PlG 
C2036 290- 0425- 00 CAP.,FXD, ELCTLT :100UF, 20\,20V 90201 THF107M020PlG 
C2038 290- 0519- 00 CAP.,FXD,ELCTLT:100UF,20\ , 20V 90201 TDC107M020WLD 
C2039 290- 0519-00 CAP.,FXD, ELCTLT:lOOUF,20\ , 20V 90201 TDC107M020WLD 
C2042 283-0004-00 CAP.,FXD, CER DI:0. 02UF,+80- 20\,150V 72982 855- 558-Z5V0203Z 

C2043 283- 0004-00 CAP.,FXD,CER DI :0 . 02UF,+80-20\, 150V 72982 855- 558- Z5V0203Z 
C2045 283- 0004-00 CAP.,FXD,CER DI:0.02UF,+80-20\,150V 72982 855-558-Z5V0203Z 
C2046 290-0420-00 CAP. , FXD, ELCTLT :0 .68UF,20\ , 75V 56289 150D684X0075!>.2 
C2047 283-0003-00 CAP.,FXD,CER DI:O. OlUF,+80-20\, lSOV 72982 855- 558Z5U- 103Z 
C2052 283-0004~00 CAP.,FXD, CER Dl :0 . 02UF,+80-20\,l50V 72982 855~558-Z5V0203i:I 

C2055 290-0517-00 CAP.,FXO, ELCTLT:6 . 8UF, 20\ , 3SV 56289 196D685X0035J<.Al 
C2056 290-0527- 00 CAP. , FXD, ELCTLT:15UF ,20\ , 20V 90201 TDC156M020FL 
C2062 283- 0004-00 CAP.,FXD, CER DI :0 . 02UF,+80-20\,150V 72982 8S5- 558-z5vo203z 
C2066 290- 0527-00 CAP.,FXD,ELCTLT:1SUF,20\,20V 90201 TDC156M020FL 
C2072 283-0004-00 CAP.,FXD,CER DI:0.02UF,+80-20\,150V 72982 855- 558- Z5V0203Z 

C2075 283- 0004- 00 CAP. , FXD, CER DI:0. 02UF, +80- 20\ , l50V 72982 855- 558-Z5V0203Z 
C2076 290- 0527-00 CAP.,FXD,ELCTLT :15UF, 20\ , 20V 90201 TDC156M020FL 
C2085 283- 0004-00 CAP.,FXD,CER DI:0. 02UF,+80- 20\,l50V 72982 855- 558-Z5V0203Z 
C2086 290- 0527- 00 CAP.,FXD,ELCTLT:1SUF , 20\ ,20V 90201 TDC156M020FL 
C2087 290- 0517- 00 CAP.,FXD,ELCTLT:6 . 8UF,20\ , 35V 56289 196D685X0035l<Al. 

C2091 283-0004-00 CAP.,FXD,CER DI :0 . 02UF, +80- 20\,l50V 72982 855-558-zSVo2o3z 

C2092 283- 0004-00 CAP.,FXD,CER DI :0 . 02UF,+80-20\, l50V 72982 855-558- Z5V0203Z 
C2101 290- 0529- 00 B010100 B010434 CAP.,FXD, ELCTLT:47UF,20\,20V 05397 T368C476M020AZ 
C2101 290- 0519-00 B010435 CAP.,FXD,ELCTLT:100UF, 20\, 20V 90201 TDC107M020WLD 
C2106 283- 0000-00 CAP.,FXD,CER DI : 0 . 001UF , +l00- 0\, 500V 72982 831- 516El02P 

C2108 285- 0012- 00 CAP.,FXD,GL DI:200PF, 2\, 500V 95275 VY13C201G 
C2109 285- 1006-00 CAP.,FXD,PLSTC:0. 22UF, 2\, 50V 80009 285-1006- 00 
C2111 283-0000-00 CAP. ,FXD,CER DI :0 . 001UF,+100-0\,500V 72982 831-Sl6El02P 
C2117 290-0512-00 B010100 B010434 CAP. ,FXD,E.LCTLT:22UF,20\,15V 56289 196D226X0015KA1 
C2117 290-0519-00 8010435 CAP.,FXD,ELCTLT:100UF, 20\,20V 9020J. TDC107M020WLD 

C2139 283-0178-00 C!>.P.,FXD,CER DI :0 . lUF,+80- 20\ , lOOV 72982 8131Nl45 E 104Z 

CR6 152-0141-02 SEMICOND DEVICE:SILICON,30V, 150MA 07910 1N4152 
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CR32 152-0323-01 XB150000 SEMICOND DEVICE:SILICON, 35V, 100MA 80009 152-0323-01 
CR331 152-0367- 00 B010100 9149999 SEMICOND DEVICE :SILICON,20V, 20PA 80009 152-0367-00 
CR33l 152- 0153- 00 ' '0150000 9155229 SEMI COND DEVICE :SILICON, 15V, 50MA 80009 152- 0153-00 
CR331, 2 152- 0141-02 B155230 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CR621 152- 0141- 02 SEMICOND DEVICE :SILICON, 30V, 150MA 07910 lN4152 

CR641 152- 0075-00 SEMICOND DEVICE:GE, 25V,40MA 80009 152- 0075- 00 
CR651 152- 0075-00 SEMICOND DEVICE:GE, 25V,40MA 80009 152- 0075- 00 
CR97 150-1004-00 9010100 B144079 LAMP, LED:RED, 2. 5V, 15MA 08806 SSL- 12 
CR97 150- 1040- 03 B144080 LAMP,LED :RED, 5MA,2 . 0V 80009 150-1040-03 
CR98 150- 1004-00 B010100 9144079 LAMP, LED :RED,2. 5V, 15MA 08806 SSL- 12 

CR98 150-1040-03 B144080 LAMP , LED:RED, 5MA, 2. 0V 80009 150- 1040- 03 
CR99 150- 1004-00 B010100 B144079 LAMP,LED:RED, 2.5V,15MA 08806 SSL-12 
CR99 150-1040- 03 B144080 LAMP, LED :RED, 5MA, 2 . 0V 80009 150-1040- 03 
CR20l 152- 0061-00 B010100 B049999 SEMICOND DEVICE:SILICON, 175V, 100~ 80009 152- 0061- 00 
CR201 153-0051-00 B050000 SEMICOND DEVICE : SILICON,MATCHED SET 80009 153-0051-00 

CR202 152-0061- 00 9010100 B049999 SEMICOND DEVICE : SILICON,175V,100MA 80009 152- 0061- 00 
CR202 153- 0051- 00 B050000 SEMICOND DEVICE :SILICON,MATCHED SET 80009 153- 0051- 00 
CR203 152-0061-00 9010100 B049999 SEMICOND DEVICE :SILI CON,175V, 100MA 80009 152- 0061- 00 
CR203 153- 0051-00 B050000 SEMICOND DEVICE :SILICON,MATCHED SET 80009 153- 0051- 00 
CR204 152-0061- 00 B010100 B049999 SEMICOND DEVICE :SILICON,175V, 100MA 80009 152- 0061- 00 

CR204 
CR291 152- 0141-02 SEMICOND DEVICE :SILICON, 30V, 150MA 07910 1N4152 
CR301 152- 0061-00 B010100 B049999 SEMICOND DEVICE: SILICON , 175V, 100MA 80009 152- 0061- 00 
CR301 153-0051-00 B050000 
CR302 152- 0061- 00 B010100 B049999 SEMICOND DEVICE :SILI CON, 175V, 100MA 80009 152- 0061- 00 

CR302 153- 0051- 00 B050000 SEMICOND DEVICE: SILICON,MATCHED SET 80009 153- 0051-00 
CR303 152-0061-00 B010100 B049999 SEMICOND DEVICE: SILICON,175V,100MA 80009 152- 0061- 00 
CR303 153- 0051- 00 B050000 
CR304 152- 0061- 00 B010100 B049999 SEMI COND OEVICE :SILICON, 175V, lOOMA 80009 152- 0061- 00 
CR304 153- 0051-00 B050000 

CR410 152- 0141- 02 SEMICOND DEVICE :SILICON, 30V, 150MA 07910 1N4152 
CR542 152- 0141-02 SEMICOND DEVICE:SILICON, 30V,150MA 07910 1N4152 
CR562 152- 0141-02 SEMICOND DEVICE:SILICON , 30V,150MA 07910 1N4152 
CR682 152-0141- 02 SEMICOND OEVICE:SILICON, 30V,l50MA 07910 1N4152 
CR711 152- 0246- 00 SEMICOND DEVICE:SILICON,400PIV, 200MA 80009 152- 0246- 00 

CR718 152- 0141-02 SEMICOND DEVICE:SILICON, 30V,l50MA 07910 1N4152 
CR732 152- 0322- 00 XB070000 B099999X SEMICOND OEVICE:SILICON, 15V, HOT CARRIER 28480 5082-2672 
CR734 152- 0322-00 XB070000 9099999X SEMICOND DEVICE :SILICON,15V,HOT CARRIER 28480 5082-2672 
CR751 152- 0177-00 B010100 B049999 SEMICOND OEVICE:TUNNEL,10MA,4PF 80009 152-0177- 00 
CR75l 152- 0177- 02 B050000 SEMICOND OEVI CE :TUNNEL,10MA,+/- 0. 5MA , 2PF 80009 152- 0177- 02 

CR762 152- 0177- 00 SEMICONO OEVICE:TUNNEL, 10MA,4PF 80009 152-0177- 00 
CR772 152-0177-00 SEMICONO OEVICE:TONNEL,10MA,4PF 80009 152- 0177- 00 
CR781 152- 0075-00 SEMICOND DEVICE:GE,25V, 40MA 80009 152- 0075- 00 
CR784 152- 0141- 02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4J.52 
CR785 152- 0141- 02 SEMICOND DEVICE:SILICON,30V, 150MA 07910 lN4152 

CR816 152- 0141-02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CR8383 152-0141-02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CR8 393 152-0141- 02 SEMICOND DEVICE : SILICON, 30V, 150MA 07910 lN4152 
CR853 152-0141-02 SEMICOND DEVIC.E : SILICON, 30V, 150MA 07910 1N41 52 
CR856 152- 0141-02 SEMICOND DEVICE :SILICON, 30V,150MA 07910 1N4152 

CR864 152- 0151- 00 SEMICOND DEVICE:SILICON, 30V, 150MA 80009 152-0151-00 
CR867 152-0153-00 SEMICOND DEVI CE :SILICON, 15V, 50MA 80009 152- 0153- 00 
CR868 152- 0141-02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4152 

1485, 485- 1 only 
2lldded as required 
3485 only 
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CR879 152- 0141-02 SEMICOND DEVICE: SILICON, 30V,150MA 07910 1N4152 
CR886 152-0141-02 SEMI COND DEVICE: SILICON, 30V, l50MA 07910 1N4152 
CR902 152-0307-00 SEMICOND DEVICE:SILICON, 300V, O. l3A 04713 SSDllSO 
CR935 152-0141-02 SEMICONO DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CRlOll 152-0246- 00 SEl-lICOND DEVICE:SILICON,400PIV, 200MA 80009 152- 0246- 00 

CR1052 152-0177- 00 B010100 B049999 SEMICOND DEVICE:TUNNEL, lOMA, 4.PF 80009 152- 0177-00 
CR1052 152-0177-02 B050000 SEMICOND DEVICE:TUNNEL, 10MA,+/ - 0. 5MA , 2PF 80009 152-0177-02 
CR1062 152- 0177- 00 SEMICONO DEVICE :TUNNEL, 10MA,4PF 80009 152-0177- 00 
CR1070 152-0141- 02 SEMICONO DEVICE:SILICON,30V,150MA 07910 1N4152 
CR1071 152- 0141-02 SEMICOND DEVICE :SILICON, 30V,150MA 07910 1N4152 

CR1098 152- 0141-02 SEMICOND DEVICE:SILICON, 30V ,150MA 07910 1N4152 
CRll04 152-0177- 00 SEMICOND DEVICE :TUNNEL, lOMA,4PF 80009 152- 0177- 00 
CR1108 152- 0141-02 SEMICONO DEVICE:SILICON, 30V,150MA 07910 1N4152 
CR1121 152-0141-02 SEMICOND DEVICE:SILICON, 30V ,150MA 07910 1N4152 
CR1152 152- 0153- 00 SEMICOND DEVICE :SILICON, 15V, 50MA 80009 152-0153- 00 

CR1153 152-0153- 00 SEMICOND DEVICE:SILICON, 15V , 50MA 80009 152- 0153- 00 
CRU56 152- 0333- 00 SEMICOND DEVICE :SILICON, 55V, 200MA 80009 152- 0333- 00 
CR1166 152- 0333- 00 SEMICONO DEVICE :SILICON, 55V, 200MA 80009 152-0333-00 
CR1168 152-0141- 02 SEMICOND DEVICE:SILICON,30V,150MA 07910 1N4152 
CR1204 152- 0141-02 SEMICOND DEVICE :SILICON, 30V,l50MA 07910 1N4152 

CR1206 152- 0141- 02 SEHICOND DEVICE:SILICON, JOV,150MA 07910 1N4152 
CR1211 152- 0153- 00 SEMICOND DEVICE:SILICON, 15V, 50MA 80009 152- 0153- 00 
CR1214 152-0141-02 SEMICOND DEVICE :SILICON,30V,150MA 07910 1N4152 
CR1215 152- 0141- 02 SEMICOND DEVICE:SILICON, 30V,150MA 07910 lN4152 
CR1217 152- 0153- 00 SEMICOND DEVICE :SILICON ,15V, 50MA 80009 152- 0153- 00 

CR1221 152-0141- 02 SEMICOND DEVICE :SILICON, 30V,l50MA 07910 1N4152 
CR1234 152- 0141- 02 SEMICONO DEVICE:SILICON, 30V ,150MA 07910 1N4152 
CR1237 152- 0141- 02 SEMICOND DEVICE:SILICON, 30V, l50MA 07910 l N4152 
CR1238 152-0141-02 SEMICONO DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CR1239 152- 0245- 00 SBMICOND DEVICE :SILICON , lONA AT SV 80009 152- 0245- 00 

CR1242 152-0141- 02 SEMICONO DEVICE :SILICON, 30V,150MA 07910 1N4152 
CR1272 152- 0141- 02 SEMICONO DEVICE :SILICON, 30V,150MA 07910 1N4152 
CR1273 152-0141- 02 SEMICOND DEVICE :SILICON, 30V,150MA 07910 1N4152 
CR13ll 152- 0141- 02 SEMICOND DEVICE :SILICON,30V,150MA 07910 1N4152 
CR1321 152- 0141-02 SEMICOND DEVICE :SILICON,30V, 150MA 07910 1N4152 

CR1336 152- 0141-02 SEMICONO DEVICE :SILICON, 30V, 150MA 07910 1N4152 
CR1356 152- 0141-02 SEMICOND DEVICE:SILICON,30V,150MA 07910 1N4152 
CR1358 152-0141- 02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 lN4152 
CR1359 152- 0141- 02 SEMICOND DEVICE:SILICON , 30V, 150MA 07910 1N4152 

CR1366 152-0141- 02 SEMICONO DEVICE:SILICON, 30V,150MA 07910 1N4152 

CR1400 152-0141-02 SEMICOND DEVICE:SILICON, 30V,150MA 07910 1N4152 

CR1431 152-0141- 02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CR1482 152- 0141- 02 SEMICONO DEVICE: SILICON, 30V, 150MA 07910 1N4152 
CR1491 152- 0141- 02 SEMICOND DEVICE:SILICON, 30V,150MA 07910 1N4152 
CR1492 152- 0141-02 SEMICONO DEVICE :SILICON, 30V, 150MA 07910 1N4152 

CR1494 152- 0141-02 SEMICONO DEVICE: SILICON, 30V,150MA 07910 1N4152 

CR1495 152- 0141-02 SEMICONO DEVICE:SILICON, 30V, 150MA 07910 lN4152 
CR1504 152-0141-02 SEMICOND OEVICE :SILICON, JOV,150MA 07910 l N4152 
CR1526 152-0141-02 SEMICONO DEVICE:S1LICON,30V, l50MA 07910 1N415°2 
CRlSJO 152- 0141-02 SEMICONO DEVICE:SILICON, JOV,lSOMA 07910 1N4152 

CRlSJl 152- 0141- 02 SEMICOND DEVICE: SILICON, JOV,lSOMA 07910 1N4152 

CR1532 152- 0141-02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CR1533 152-0141-02 SEMICONO DEVICE :SILICON, JOV,lSOMA 07910 1N4152 
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CRl534 152-0141-02 SEMICONO DEVICE:SILICON,30V,150MA 07910 1N4152 
CRl535 152-0141-02 SEMICOND DEVICE:SILICON,30V,150MA 07910 1N4152 
CR1536 152-0141-02 SEMICOND DEVICE: SILICON,30V, 150MA 07910 1N4152 
CR1538 152-0141-02 SEMICOND DEVICE:SILICON, 30V,l50MA 07910 1N4152 
CR1539 152- 0141-02 SEMICOND DEVICE:SILICON,30V,150MA 07910 1N4152 

CR1551 152-0141-02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CR1552 152-0141-02 SEMICONO DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CR1557 152-0141-02 SEMICOND DEVICE:SILICON, 30V,150MA 07910 1N4152 
CR1558 152- 0141-02 SEMICOND DEVICE:SILICON,30V,150MA 07910 lN4152 
CR1561 152-0141-02 SEMICOND DEVICE:SILICON, 30V,150MA 07910 1N4152 

CR1581 152- 0141-02 SEMICOND DEVICE:SILICON,30V ,150MA 07910 1N4152 
CR1582 152-0141-02 SEMICOND DEVICE:SILICON, 30V,150MA 07910 1N4152 
CR1584 152- 0075- 00 SEMICOND DEVICE:GE,25V,40MA 80009 152-0075-00 
CR1585 152-0141-02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CRl.601 152- 0409-00 SEMICOND DEVICE :SILICON,12,000V,SMA 80009 152-0409-00 

CR1602 152- 0409- 00 SEMICONO DEVICE:SILICON,12,000V, 5MA 80009 152-0409-00 
CRl.618 152- 0066- 00 SEMI COND OEVICE :SILICON, 400V, 750MA 80009 152-0066- 00 
CR1621 152-0141- 02 SEMICOND DEVICE :SILICON,30V,150MA 07910 1N4152 
CR1626 152- 0242-00 SEMICOND DEVICE:SILICON, 225V,200MA 12969 NDP341 
CR1627 152- 0242-00 SEMICOND DEVICE:SILICON, 225V , 200MA 12969 NOP341 

CRl646 152-0242- 00 SEMICONO DEVICE :SILICON, 225V , 200MA 12969 NDP341 
CRl.651 152- 0242-00 SEMICOND DEVICE:SILICON, 225V, 200MA 12969 NDP341 
CR1652 152-0242- 00 SEMICOND DEVICE:SILICON,225V,200MA 12969 NOP341 
CRl.656 152-0242-00 SEMICOND DEVICE :SILICON, 225V,200MA 12969 NOP341 
CR1660 152- 0242-00 SEMICOND DEVICE :SILICON,225V,200MA 12969 NDP341 

CRl.663 152- 0242-00 SEMICOND DEVICE:SILICON,225V,200MA 12969 NDP341 
CRl664 152- 0242-00 SEMICOND DEVICE :SILICON, 225V, 200MA 12969 NOP341 
CR1666 152- 0242- 00 SEMICOND DEVICE:SILICON, 225V,200MA 12969 NDP341 
CRl.710 152- 0141-02 SEMICOND DEV1CE:SILICON,30V,150MA 07910 1N4152 
CR173S 152-0107-00 SEMICOND OEVICE :Sll.ICON ,400V,400MA 80009 152-0107- 00 

CR1737 152-0141-02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CRl.738 152-0141-02 SEIUCOND DEVICE : SILICON, 30V, 150MA 07910 1N4152 
CR1739 152- 0141-02 SEMICOND DEVICE: SILICON, 30V,150MA 07910 1N4152 
CR1752 152-0141-02 SEIUCOND DEVICE : SILICON, 30V, 150MA 07910 1N4152 
CRl.766 152-0233-00 SEMICOND DEVICE :SILICON, 85V, 100MA 80009 152- 0233-00 

CR1769 152-0061-00 SEMICOND DEVICE:SILICON, 175V,100MA 80009 152-0061- 00 
CR1775 152- 0141-02 SEMICOND DEVICE:SILICON,30V,150MA 07910 1N4152 
CRl.776 152- 0141-02 SEMICOND OEVICE :SI LI CON, 30V,150MJ\ 07910 1N4152 
CRl.777 152-0141-02 SEMICOND DEVICE :SILICON,30V, 150MA 07910 1N4152 
CR1821 152-0396-01 SEMICOND DEVICE :SILICON,400V, 3A 1 2969 652- 821 

CR1832 152-0061-00 SEMICOND DEVICE: SILICON, 175V,100MA 80009 152- 0061-00 
CR1833 152- 0061-00 SEMICOND OEVICE :SILICON,175V,l00MA 80009 152- 0061-00 
CR1834 152- 0400-00 SEMICONO DEVICE :SI LICON,400V,l.A 80009 152- 0400- 00 
CR1842 152-0107-00 SEl1ICOND DEVICE: SILICON,400V, 400MA 80009 152- 0107- 00 
CR1843 152- 0107- 00 SEMICOND DEVICE :SILICON,400V, 400MA 80009 152- 0107- 00 

CR1844 152- 0400-00 SEMICOND DEVICE :SILICON,400V, l.A 80009 152-0400- 00 
CR1848 152-0107-00 SEMICOND DEVICE :SILICON,400V ,400MA 80009 152- 0107-00 
CRl.901 152-0141-02 SEMICOND DEVICE:SILICON,30V ,150MA 07910 1N4152 
CR1904 152-0141-02 SEMICOND DEVICE :SILICON, 30V,150MA 07910 1N4152 
CR1912 152-0141-02 8010100 Bl29999X SEMICOND DEVICE :SILICON, 30V,150MA 07910 1N4152 

CRl.923 152- 0333- 00 SEMICOND DEVICE :SILICON,55V,200MA 80009 152- 0333- 00 
CR1924 152- 0333- 00 SEMICOND DEVICE:SILICON,SSV, 200MA 80009 152- 0333- 00 
CR1925 152-0333-00 SEMICOND DEV1CE :SILICON,55V,200MA 80009 152- 0333- 00 
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CR1931 152-0333-00 SEMICONO OEVIC.E:SILICON, 55V,200MA 80009 152-0333- 00 
CRl932 152- 0333- 00 SEMICONO OEVIC.E:SILICON,55V,200MA 80009 152-0333- 00 
CRl933 152-0333- 00 SEMICONO OEVICE:SILICON,55V,200MA 80009 152- 0333-00 
CRl934 152-0333-00 SEMICONO OEVICE:SILICON,55V, 200MA 80009 152-0333-00 
CR1943 152- 0141-02 SEMICONO OEVICE: SILICON,30V,150MA 07910 1N4152 

CR1958 152-0141-02 SEMICONO DEVICE:SILICON,30V,l50MA 07910 lN4152 
CR1959 152-0141-02 SEMICOND DEVICE:SILICON, 30V, 150MA 07910 1N4152 
CR2001 152-0413-00 SEMICONO OEVICE:SILICON ,400V, 750MA 80009 152-0413- 00 
CR2002 152-0413-00 SEMICONO DEVICE:SILICON,400V, 750MA 80009 152-0413-00 
CR2004 152-0413- 00 SEMICOND DEVICE :SILICON,400V, 750MA 80009 152- 0413- 00 

CR2005 152-0413-00 SEMICONO OEVICE :SILICON,400V,750MA 80009 152-0413- 00 
CR2006 152-0413-00 SEMJ:CONO OEVICE:SILICON,400V,7SOMA 80009 152-0413- 00 
CR2007 152-0413- 00 SEMICOND DEVICE:SILICON,400V,750MA 80009 152-0413- 00 
CR2011 152-0414-00 SEMICOND DEVICE:SILICON, 200V,0,75A 80009 152-0414- 00 
CR2012 152-0414- 00 SEMICONO OEVICE:SILICON, 200V,0.7SA 80009 152-0414-00 

CR2014 152-0412-00 SEMICOND DEVICE:SILICON,50V,3A 80009 152-0412-00 
CR2015 152-0412-00 SEMICOND DEVICE:SILICON, SOV,3A 80009 152- 0412- 00 
CR2016 152-0412-00 SEMICOND DEVICE:SILICON, SOV, 3A 80009 152- 0412-00 
CR2017 152-0412-00 SEMICOND DEVICE:SILICON,SOV, 3A 80009 152-0412-00 
CR2034 152-0412-00 SEMICONO DEVICE: SILICON,SOV, 3A 80009 152- 0412-00 

CR2035 152-0412- 00 SEMICOND OEVICE:SILICON, 50V , 3A 80009 152-0412-00 
CR2036 152-0412-00 SEMICONO OEVICE:SILICON,50V, 3A 80009 152- 0412-00 
CR2037 152-0412-00 SEMICONO OEVICE:SILICON,50V,3A 80009 152- 0412-00 
CR2042 152-0061-00 SBMICOND DEVICE :SILICON,175V,100MA 80009 152-0061-00 
CR2047 152-0141- 02 B010100 B139999X SEMICONO DEVICE:SILICON, 30V, 1SOMA 07910 1N4152 

CR2052 152- 0141-02 SEMICONO OEVICE:SILICON,30V,150MA 07910 1N4152 
CR2124 152-0322-00 SEMICOND OEVICE :SILICON,lSV,HOT CARRIER 28480 5082- 2672 
CR2133 152-0322-00 SEMICOND DEVICE:SILICON, lSV, BOT CARRIER 28480 5082-2672 

DLl 119-0325- 00 DELAY LINE,ELEC : 80009 119- 0325- 00 
DL410 119-0302- 00 DELAY LINE,ELEC : 80009 119- 0302-00 

OS96 150-0048-01 LAMP,INCAN0:5V,0. 06A,SEL 08806 683AS15 
OS1251 150-0048-0l LAMP , INCANO :SV, 0 . 06A,SEL 08806 683AS15 
0S290 150-0128-00 LAMP,INCAN0:6V,200MA 71744 1784 
0S291 150- 0128- 00 LAMP,INCAND:6V,200MA 71744 1784 
05630 150-0048-01 LAMP , INCANO:SV,0. 06A, SEL 08806 683AS15 

DS780 150- 0048-01 LAMP,INCAN0:5V, 0 . 06A, SEL 08806 683AS15 
05781 150-0048-01 LAMP,INCAN0:5V,0.06A,SEL 08806 683AS15 
0S1668 150- 0030- 00 LAMP, GLOW :NEON, T-2,60 TO 90 VOLTS 08806 A28-T 
051669 150- 0030-00 LAMP,GLOW :NEON, T-2,60 TO 90 VOLTS 08806 A2B-T 
051684 150-0030-00 LAMP,GLOW :NEON,T-2,60 TO 90 VOLTS 08806 A28- T 

D51685 150-0030-00 LAMP, G.LOW: NEON, T-2, 60 TO 90 VOLTS 08806 A2B-T 
051687 150-0030- 00 LAMP,GLOW:NEON, T-2,60 TO 90 VOLTS 08806 A2B- T 
D51801 119-0181-00 SURGE VOLTAGE P:230VAC,+/-15\ 80009 119-0181- 00 
051802 119-0181- 00 SURGE VOLTAGE P:230VAC ,+/-15\ 80009 119-0181-00 
DS1824 150-0035-00 LAMP,GLOW:90V,0. 3MA 53944 AlB- 3 

Fl801 159-0015-00 FUSE, CARTRIDGE:3AG, 3A , 250V,FAST- BLOW 71400 AGC 3 

Jl 131-0679- 00 B010100 B131949 CONNECTOR, RCPT, :BNC W/HARDWARE 24931 28JR168-l 
Jl 131- 0679-01 B131950 CONNECTOR, RCPT , :BNC W/HAROWARE 24931 28JR168-l 
JS 131- 1003- 00 CONNECTOR BODY, :CKT CD MT, 3 PRONG 80009 131-1003-00 
J701 131-1003-00 CONNECTOR BODY,:CKT CD MT,3 PRONG 80009 131-1003- 00 
JlOl 131-1003- 00 CONNECTOR BOOY,:CKT CD MT, 3 PRONG 80009 131-1003-00 

1485, 485-1 only. 
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Jl291 131-1003-00 CONNECTOR BODY, :CKT CD MT,3 PRONG 80009 131-1003- 00 
Jl49 131-1003-00 CONNECTOR BODY,:CKT CD MT, 3 PRONG 80009 131- 1003-00 
J200 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003-00 
J300 131-1003-00 CONNECTOR BODY, : CKT CO MT, 3 PRONG 80009 131- 1003-00 
J410 131-1003-00 CONNECTOR BODY, :CKT CD MT,3 PRONG 80009 131-1003-00 

J415 131-1003-00 CONNECTOR BODY, :CKT CD MT,3 PRONG 80009 131-1003-00 
J430 131-1003-00 CONNECTOR BODY , : CKT CO MT, 3 PRONG 80009 131-1003-00 
J435 131-1003-00 CONNECTOR BODY , :CKT CD MT,3 PRONG 80009 131-1003-00 
J566 131-1003-00 CONNECTOR BOOY,:CKT CD MT,3 PRONG 80009 131-1003-00 
J568 131-1003-00 CONNECTOR BODY , :CKT CO MT, 3 PRONG 80009 131-1003-00 

J572 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003-00 
J620 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003-00 
J625 131- 1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003-00 
J701 131- 0955-00 CONNECTOR,RCPT, :BNC,FEMALE,W/IIARDWARE 05091 31-279 
J762 131-1003-00 CONNECTOR BODY, :CKT CD MT, 3 PRONG 80009 131-1003-00 

J763 131- 1003-00 CONNECTOR BODY , :CKT CD MT, 3 PRONG 80009 131-1003-00 
J781 131- 0955-00 CONNECTOR, RCPT, : BNC, FEMALE, W/HARDWARE 05091 31-279 
J813 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003-00 
J814 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003-00 
J816 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003-00 

J8422 131-1003-00 CONNECTOR BODY, : CKT CO MT, 3 PRONG 80009 131- 1003- 00 
J8432 131-1003-00 CONNECTOR BODY, : CKT CD MT, 3 PRONG 80009 131- 1003-00 
J948 131-1003-00 CONNECTOR BODY , : CKT CO MT, 3 PRONG 80009 131-1003-00 
J949 131-0955-00 CONNECTOR, RCPT, : BNC, FEMALE, W/HAROWARE 05091 31-279 
JlOOl 131-0955-00 CONNECTOR,RCPT,:BNC,FEMALE,W/HARDWARE 05091 31-279 

Jl063 131-1003-00 CONNECTOR BOOY,:CKT CO MT,3 PRONG 80009 131-1003- 00 
Jl064 131-1003-00 CONNECTOR BODY , :CKT CD MT, 3 PRONG 80009 131-1003- 00 
Jlll6 131- 1003-00 CONNECTOR BODY, : CKT CO MT, 3 PRONG 80009 131- 1003-00 
Jlll7 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131- 1003-00 
Jlll9 131-09S5-00 CONNECTOR, RCPT, : BNC, FEMALE, W/HARDWARE 05091 31-279 

Jl346 131-1003-00 CONNECTOR BOOY , :CKT CO MT,3 PRONG 80009 131-1003-00 
Jl549 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003- 00 
Jl55l 131- 1003- 00 CONNECTOR BOOY , :CKT CD MT,3 PRONG 80009 131- 1003- 00 
Jl554 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003- 00 
Jl555 131-0861-00 CONTACT,ELEC:QUICK DISCONNECT 00779 42617-2 

Jl557 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003- 00 
Jl785 131- 0771-00 CONNECTOR,RCPT, : 4 CONT,QUICK DISCONNECT OOOOA ROA-304NYL 
Jl787 131-0771-00 CONNECTOR, RCPT, :4 CONT ,QUICK DISCONNECT 00001\ ROA-304NYL 
J2134 131-1003-00 CONNECTOR BODY , : CKT CD MT, 3 PRONG 80009 131-1003-00 
J2135 131-0818-00 CONNECTOR,RCPT, :BNC,FEMALE 91836 KC19-153BNC 

Kl 148- 0070-00 RELAY,ARMATURE:SPDT , 21VDC,450MW,3.5A, 30VDC 05587 Al558 
K4102 148-0071-00 RELAY , ARMATURE:PLUG-IN,OPDT 99699 2X-Al538 
K879 148-0034-01 RELAY,ARMA'l'URE: OHM 80009 148-0034-01 
Kl2423 148-0034-0l RELAY,ARMATURE:OHM 80009 148-0034-01 

LS 
LSl 276-0507-00 XB030000 SHIELDING BEAD , :0.6UR 78488 57-0180-70 SOOB 
L94 108-0598-00 COIL,RF:200UR 80009 108-0598-00 
Ll013 

Ll.274 

Ll49 276-0581-00 CORE,ADJ TUNING: 78488 57-1307 
L201 108- 0245-00 COIL,RF:3 . 9UR 80009 108-0245-00 
L204 108-0245-00 COIL,RF:3.9UR 80009 108-0245-00 
L211 108- 0245- 00 COIL , RF:J.9Ull 80009 108-0245-00 

l495, 485- 1 only 
2485 only 
3wire lead 
4Part of Circuit Boa.rd. 
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L240 108- 0S57- 00 COIL, RF:35NH 80009 108- 0557- 00 
L241 108- 0557- 00 COIL, RF:35NH 80009 108- 0557-00 
L242 108- 0245-00 COIL, RF:3 , 9UH 80009 108- 0245-00 
L245l 
L2481 

L262 108- 0245- 00 COIL, RF :3 . 9UH 80009 108- 0245- 00 
L266 108-0245-00 COIL, RF : 3 . 9UH 80009 108- 0245- 00 
L290 276- 0543- 00 XBl 30000 SHIELDING BEAD, : 80009 276-0543-00 
L3l0 108- 0245- 00 COIL,RF :3 . 9UH 80009 108- 0245- 00 
L312 108- 0245- 00 CO~L, RF :3 . 9UH 80009 108- 0245- 00 

L340 108-0557-00 COIL, RF:35NH 80009 108- 0557- 00 
L34l 108- 0557- 00 COIL, RF: 35NH 80009 108- 0557- 00 
L342 
L3451 

L3481 

108- 0245- 00 COIL, RP:3 . 9UH 80009 108- 0245- 00 

L362 108- 0245- 00 COIL,RP:3 . 9UH 80009 108- 0245-00 
L366 
L40l1 

L4051 

108- 0245- 00 COIL,RP :3 . 9UH 80009 108- 0245- 00 

L409 108- 0733-00 COIL,RF:ll3NH 80009 108- 0733- 00 

L419 
L42ll 
L4251 

108- 0538- 00 COIL, RP:2 . 7UH 76493 70F276Al 

L50l1 

L5021 

L5051 

L5061 

L511 
L52ll 
L522l 

108- 0245- 00 COIL, RP:3 . 9UH 80009 108- 0245- 00 

L52S1 
L526l 
L53l 108- 0245- 00 COIL,RP:3 . 9UH 80009 108-0245-00 
L548 108-0245-00 COIL, RF:3 . 9UH 80009 108-0245- 00 
L559 108- 0736- 00 COIL, RP :825NH 80009 108- 0736-00 

L58l 108-0245-00 COIL, RF:3 . 9UH 80009 108-0245- 00 
L583 108- 0245- 00 COI L , RF: 3 .9UH 80009 108- 0245- 00 
L584 108- 0538- 00 COIL, RF :2 . 7UH 76493 70F276Al 
L585 
L62l1 

108- 0245- 00 COIL, RF :3 . 9UH 80009 108-0245- 00 

L625l 
L650 108-0182-00 COIL, RF:0. 3UH 80009 108- 0182- 00 
L651(2) 276- 0543- 00 SHIELDING BEAD, : 80009 276- 0543- 00 
L652 108-0734- 00 COIL, RF :175NH 80009 108- 0734-00 
L653(2) 276- 0543- 00 SHIELDING BEAD, : 80009 276- 0543- 00 

L654 114-0289- 00 COIL,RF:0. 15- 0 . 35UH , CORE 276- 0568-00 80009 114-0289- 00 
L655 108- 0735- 00 COIL, RF : 575NH 80009 108- 0735-00 
L656 108- 0735- 00 COIL, RF:575NH 80009 108- 0]35- 00 
L695 108-0215- 00 COIL, RF : l.lUH 80009 108- 0215- 00 
L697 108- 0538- 00 COIL, RF :2 . 7UH 76493 70F276Al. 

L698 
L7311 
L732l 

108- 0538- 00 COIL, RF : 2.7UH 76493 70F276Al. 

1Part of Circuit Board. 
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L7351 

L7361 

L7461 

L747l 
L7481 

L7491 

L753 108-0578-00 COIL,RF:4SNH 80009 108-0578-00 
L757 108-0249-00 COIL,RF:12UH 76493 70Fl25Al 
L844 108-0245-00 COIL,RF:3 , 9UH 80009 108-0245-00 
L845 108-0249-00 COIL,RF:12UH 76493 70Fl25Al 

L846 108-0245-00 COIL,RF:3.9UH 80009 108-0245-00 
L847 108-0245-00 COIL,RF:3.9UH 80009 108- 0245-00 
L848 108- 0245- 00 COIL,RF:3.9UH 80009 108-0245-00 
L851 276-0507-00 SHIELDING BEA0,: 0.6UH 78488 57-0180-7D 5008 
L853 276-0507-00 SHIELDING BEA0,:0.6UH 78488 57-0l80-7D 5008 

L883 276-0528-00 SHIELDING BEAD,:0.lUH 80009 276- 0528-00 
L884 276-0528- 00 SHIELDING BEA0,:0.lUH 80009 276-0528-00 
L891 108-0146- 00 COIL, RF : SUH 80009 108-0146-00 
L893 120-0285-00 XFMR,TOROID:4 TURNS SINGLE 80009 120- 0285- 00 
L942 276-0528-00 SHIELDING BEAD, :O.lUH 80009 276-0528- 00 

L943 
Ll0311 

Ll0321 

Ll0331 

Ll034 1 

276-0528-00 SHIELDING BEA0, : 0.lUH 80009 276- 0528-00 

Ll038 
Ll0411 

Ll0421 

276- 0528-00 SHIELDING BEA0, : 0.lUH 80009 276- 0528-00 

Ll0431 

Ll044l 

Ll055 108-0578-00 COIL,RF:45NH 80009 108-0578-00 
Ll057 108-0249-00 COIL,RF:12UH 76493 70F:L25Al 
Ll099 108- 0245-00 COIL,RF:3.9UH 80009 108-0245-00 
Lll30 108-0245-00 COIL,RF :3.90H 80009 108-0245-00 
Lll31 108-0245-00 COIL,RF:3 . 9UH 80009 108-0245-00 

Lll33 108-0245-00 COIL,RF:3.9UH 80009 108-0245-00 
Lll34 108-0249- 00 COIL,RF:12UR 76493 70Fl25Al 
Lll37 108-0245-00 COIL,RF :3. 9UR 80009 108-0245-00 
Lll56 276- 0507-00 SHIELDING BEA0,:0.6UH 78488 57-0180- 7D 5008 
Lll57 276-0507-00 SHIELDING BEA0,:0,6UH 78488 57-0180- 7D 5008 

Lll92 276-0507-00 SHIELDING 8EA0,:0. 6UH 78488 57-0180-7D 5008 
Ll202 276-0507-00 SHIELDING 8EA0,:0.6UH 78488 57-0l80-7D 500B 
Ll23l 276-0528-00 SHIELDING 8EA0,:0,lUH 80009 276- 0528-00 
Ll232 276-0528-00 SHIELDING BEAD,:0.lUH 80009 276-0528-00 
Ll251 108-0146-00 COIL,RF:5UH 80009 108-0146-00 

Ll252 120-0285-00 XFMR,TOROID:4 TURNS SINGLE 80009 120-0285-00 
Ll346 114-0222-00 COIL,RF:2-6UH,CORE 276- 0568-00 80009 114-0222-00 
Ll578 108-0538-00 COIL,RF:2.7UH 76493 70F276Al 
Ll748 108-0538-00 COIL,RF:2 . 7UH 76493 70F276Al 
Ll790 108- 0711-00 COIL,RF:TRACE ROTATION 80009 108-0711-00 

Ll794 108-0710-00 COIL,RF:Y AXIS ALIGNMENT 80009 108-0710-00 
Ll812 108-0728-00 COIL,RF:ll6UF 80009 108-0728-00 
Ll813 108-0728-00 COIL,RF :l.160F 80009 108-0728- 00 

½>art of Circuit Board. 
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Ll825 108- 0742-00 COIL,RF:83UH, TOROIDAL 80009 108- 0742- 00 
Ll835 108-0709-00 COIL, RF:l. 6MH 80009 108- 0709- 00 
L2008 108- 0646- 00 COIL, RF:80UH 80009 108-0646-00 
L2009 108-0646-00 COIL, RF:800H 80009 108- 0646- 00 
L2018 108- 0680- 00 CO:lL,RF:27UH 80009 108- 0680- 00 

L2019 108-0680-00 CO:lL,RF:27UH 80009 108-0680-00 
L2038 108- 0680-00 COIL,RF:27UH 80009 108- 06!30- 00 
L2039 108- 0680-00 COIL, RF: 27UH 80009 108- 0680- 00 
L2101 120-0285-00 XFM.R,TOROID:4 TURNS SINGLE 80009 120- 0285- 00 
L2117 108- 0538- 00 CO:lL,RF:2 . 7UH 76493 70F276.Al 

LR202 108- 0367-00 COIL,RF:lUH 80009 108- 0367- 00 
LR203 108- 0367-00 CO:lL,RF : lUH 80009 108- 0367- 00 
LR239 108-0729-00 COIL, RF:l95NH 80009 108- 0729- 00 
L.R261 108- 0729- 00 COIL, RF : 195Nl-l 80009 108- 0729- 00 
LR264 108-0729-00 COll, RF : 195NH 80009 108-0729-00 

LR302 108- 0367-00 COll,RF : lUH 80009 108- 0367- 00 
LR303 108- 0367-00 COll, RF : lUH 80009 108- 0367-00 
LR339 108- 0729- 00 COIL, RF:195NH 80009 108- 0729- 00 
LR361 108- 0729- 00 COll, RF : 195NH 80009 108-0729-00 
LR364 108- 0729-00 COIL,RF : 195NH 80009 108- 0729- 00 

LR652 108-0407-00 COIL, RF:20NH 80009 108-0407- 00 
LR654 108- 0407-00 COll,RF:20NH 80009 108- 0407- 00 
LR655 108- 0407-00 COIL, RF:20NH 80009 108-0407- 00 
LR656 108- 0407- 00 COll,RF:20NH 80009 108-0407- 00 
LR690 108-0685-00 COIL, RF:80NH 80009 108- 0685-00 

LR692 108-0325- 00 COIL,RF:0.5UH 80009 108-0325-00 
LR694 108- 0685-00 COIL, RF :80NH 80009 108- 0685- 00 
LR902 108- 0298- 00 COIL, RF : 0 . 25UH 80009 108- 0298- 00 

M2089 149-0030- 00 B010100 B069999X METER,T TOTAL:CIRCUIT CARD MOUNT- ,DC 18583 120- .1.C 

Q34A,B1 151- 1032- 00 TRANSI STOR:SILI CON, FET, DUAL 80009 151-1032-00 
Q401 151- 0367- 00 TRANSISTOR:SILI CON, NPN, SEL FROM 3571TP 80009 151- 0367- 00 
Q501 151- 0367- 00 TRANSISTOR:SILI CON, NPN, SEL FROM 3571TP 80009 151-0367- 00 
Q521 151-0271- 00 TRANSISTOR:SILI CON, PNP 80009 151- 0271- 00 
Q561 151-0212-00 TRANSISTOR:SILI CON, NPN 80009 151- 0212- 00 

Q601 153- 0604- 00 B010100 B143554 TRANSISTOR:SILICON, NPN 80009 153- 0604- 00 
Q6ol , 2 153-0645- 00 B143555 B149999 TRANSISTOR:MATCHED SET 80009 153- 0645- 00 
Q601 151- 0271-00 8150000 TRANSISTOR:SILI CON, PNP 80009 151- 0271-00 
Q621 153- 0604-00 B010100 8143554 TRANSISTOR:SILI CON,NPN 80009 153- 0604- 00 
Q621,2 153- 0645- 00 8143555 B149999 TRANSISTOR:MATCHED SET 80009 153-0645-00 

Q621 151-0271-00 8150000 TRANSISTOR:SILI CON, PNP 80009 151- 0271- 00 
Q701 153-0604- 00 8010100 B143554 TRANSISTOR:SILI CON, NPN 80009 153- 0604-00 
Q7ol, 2 153-0645- 00 8143555 B149999 TRANSISTOR:MATCHED SET 80009 153- 0645- 00 
Q701 151- 0271- 00 8150000 TRANSISTOR:SILICON, PNP 80009 151- 0271- 00 
Q274 151- 0224-00 TRANSISTOR:SILI CON,NPN 80009 151- 0224-00 

Q284 151- 0224-00 TRANSISTOR:SILI CON,NPN 80009 151-0224-00 
Q290 151- 0260-00 TRANSISTOR:SILICON, NPN 80009 151-0260-00 
Q374 151- 0224-00 TRANSISTOR:SILICON,NPN 80009 151-0?24-00 
Q384 151- 0224-00 TRANSISTOR:SILICON,NPN 80009 151- 0224-00 
Q416 151-0224-00 TRANSISTOR:SILICON, NPN 80009 151- 0224-00 

Q436 151-0224-00 TRANSI STOR: SILICON , NPN 80009 151- 0224-00 
Q440 151- 0333- 00 TRANS:lSTOR:SILICON, NPN,SEL FROM MPS918 80009 151-0333- 00 
Q444 151- 0220- 00 TRANSISTOR:SILICON,PNP 80009 151- 0220- 00 

1485, 485- 1 only 
2Q60, Q62 , Q70 furnished as a matched set. 
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Q454 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Q456 151-0333-00 TRANSISTOR:SILICON,NPN,SEL FROM MPS918 80009 151-0333-00 
Q460 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Q462 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Q518 151-0224-00 TRANSISTOR:SILICON,NPN 80009 151-0224-00 

Q538 151-0224-00 TRANSISTOR:SILICON,NPN 80009 151-0224-00 
Q544 151-0271-00 TRANSISTOR:SILICON,PNP 80009 151-0271-00 
Q546 151-0221-00 TRANSISTOR:SILICON,PNP 80009 151-0221-00 
Q552 151-0221-00 TRANSISTOR:SILICON,PNP 80009 151- 0221-00 
Q556 151-0221-00 TRANSISTOR:SILICON,PNP 80009 151-0221-00 

Q564 151-0271-00 TRANSISTOR:SILICON,PNP 80009 151-0271-00 
Q572 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Q576 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Q682 151-0302-00 TRANSISTOR:SILICON,NPN 04713 2N2222A 
Q686 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 

Q688 151-0503-00 TRANSISTOR:SCR,30V,0. 8A 04713 2N5060 
Q712A,B 151-1042-00 SEMICOND DVC SE:MATCHED PAIR FET 80009 151-1042-00 
Q716 151-0362-00 TRANSISTOR:SILICON,PNP,SEL FROM 2N4258 80009 151-0362-00 
Q728 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Q768 151-0223-00 TRANSISTOR:SILICON,NPN 80009 151-0223-00 

Q778 151-0223-00 TRANSISTOR:SILICON,NPN 80009 151-0223-00 
Q792 151-0367-00 TRANSISTOR:SILICON,NPN,SEL FROM 3571TP 80009 151-0367-00 
Q794 15\-0367-00 TRANSISTOR:SILICON,NPN,SEL FROM 3571TP 80009 151-0367-00 
Q802 151-0221-00 TRANSISTOR:SILICON,PNP 80009 151-0221-00 
Q804 151-0221-00 TRANSISTOR:SILICON, PNP 80009 151-0221-00 

Q810 151-0367-00 TRANSISTOR:SILICON,NPN,SEL FROM 3571TP 80009 151-0367-00 
Q816 151-0223-00 TRANSISTOR:SILICON,NPN 80009 151-0223-00 
Q822 151-0221- 00 TRANSISTOR:SILICON, PNP 80009 151- 0221-00 
Q852 151-0367-00 TRANSISTOR: SIL ICON, NPN, SEL FROM 3571TP 80009 151-0367-00 
Q854 151-0283-00 TRANSISTOR:SILICON,NPN 07263 S032790 

Q856 151-0221-00 TRANSISTOR:SILICON,PNP 80009 151-0221-00 
Q858 151-0289-00 TRANSISTOR:SILICON,PNP 80009 151-0289-00 
Q862 151-0354-00 TRANSISTOR:SILICON,PNP,OUAL 32293 ITS1200A 
Q866 151-0224-00 TRANSISTOR:SILICON,NPN 80009 151-0224-00 
Q868 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 

Q8841 151-1042-00 SEMICOND DVC SE :MATCHED PAIR FET 80009 151- 1042-00 
Q886 
Q888 151-0223-00 B010100 B010299 TRANSISTOR:SILICON,NPN 80009 151-0223-00 
Q888 151-0437-00 B010300 TRANSISTOR:SILICON,NPN,SEL FROM 2N5769 80009 151-0437-00 
Q892 151-0133- 00 B010100 B010299 TRANSISTOR:SILICON,PNP 80009 151-0133-00 

Q892 151-0301-00 B010300 TRANSISTOR:SILICON,PNP 04713 2N2907A 
Q896 151-0133-00 B010100 B010299 TRANSISTOR:SILICON,PNP 80009 151-0133-00 
Q896 151-0301-00 B010300 TRANSISTOR:SILICON,PNP 04713 2N2907A 
Q902A,B 151-0139-00 TRANSISTOR:SILICON,NPN 80009 151-0139-00 
Q904 151-0224-00 TRANSISTOR:SILICON,NPN 80009 151-0224-00 

Q906 151-0302-00 TRANSISTOR:SILICON,NPN 04713 2N2222A 
Q908 151-0302-00 TRANSISTOR:SILICON,NPN 04713 2N2222II 
Q914 151-0302- 00 TRANSISTOR:SILICON,NPN 04713 2N2222A 
Q934 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Q936 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 

Q942 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151- 0220-00 
Q944 151- 0224-00 TRANSI-5TOR:SILICON,NPN 80009 151-0224-00 
Ql01211,B 151-1042-00 SEMICOND DVC SE:MATCflED PAIR FET 80009 151- 1042-00 
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Ql0l6 151- 0362-00 TRANSISTOR:SILICON , PNP,SEL FROM 2N4258 80009 151-0362-00 
Ql028 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220- 00 
Ql068 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151- 0220-00 
Ql070 151-0302-00 TRANSISTOR:SILICON,NPN 04713 2N2222A 
Ql072 151-0223-00 TRANSISTOR:SILICON,Nl?N 80009 151-0223- 00 

Ql074 151-0221-00 TRANSISTOR:SlLICON, PNl? 80009 151-0221-00 
Ql078 151- 0223- 00 TRANSISTOR:SILICON, NPN 80009 151-0223-00 
Ql082 151-0367-00 TRANSISTOR:SILICON,NPN,SEL FROM 3571TP 80009 151-0367-00 
Ql084 151-0221-00 TRANSISTOR:SILICON , PNP 80009 151-0221-00 
Ql092 151- 0221- 00 TRANSISTOR:SILICON , PNP 80009 151-0221- 00 

Ql096 151-0221-00 TRANSISTOR:SILICON,PNP 80009 151-0221-00 
Qll02 151-0219-00 TRANSISTOR:SILICON, PNP 80009 151-0219-00 
Qll06 151- 0367- 00 TRANSISTOR:SILICON, NPN, SEL FROM 3571TP 80009 151-0367- 00 
Qll08 151-0223-00 TRANSISTOR:SILICON,NPN 80009 151- 0223- 00 
QlllO 151-0367-00 TRANSISTOR:SILICON, Nl?N,SEL FROM 3571TP 80009 151-0367-00 

Qlll4 l.51- 0367- 00 TRANSISTOR:SILICON, NPN,SEL FROM 3571TP 80009 151-0367-00 
Qll21 151- 0221- 00 TRANSISTOR:SILICON, PNP 80009 151- 0221- 00 
Qll24 151- 0221- 00 TRANSISTOR:SILICON, PNP 80009 151- 0221-00 
Qll54 151-0160-00 TRANSISTOR:SILICON,NPN 80009 151- 0160- 00 
Qll64 151-0285-00 TRANSISTOR:SILICON,PNP 80009 151- 0285-00 

Qll68 151- 0302- 00 TRANSISTOR:SILICON,NPN 04713 2N2222A 
Qll72 151- 0124-00 TRANSISTOR:SILICON,NPN, SEL FROM 2N350l 80009 151-0124-00 
Qll74 151-0270-00 TRANSISTOR:SI LICON,PNP 80009 151-0270-00 
Qll82 151-0124-00 TRANSISTOR:SILICON,NPN,SEL FROM 2N3501 80009 151-0124-00 
Qll84 151-0270-00 TRANSISTOR:SILICON, PNP 80009 151- 0270- 00 

Qll92 151-0127- 00 TRANSISTOR:SILICON,NPN 80009 151- 0127- 00 
Qll96 151-0127-00 TRANSISTOR:SILICON,NPN 80009 151-0127-00 
Ql202 151-0367-00 TRANSISTOR:SILICON, NPN,SEL FROM 3571TP 80009 151-0367-00 
Ql204 151- 0221- 00 TRANSISTOR:SILICON,PNP 80009 151-0221- 00 
Ql206 151- 0283- 00 TRANSISTOR:SILICON,NPN 07263 S032790 

Ql208 151-0289-00 TRANSISTOR:SILICON, PNP 80009 151- 0289- 00 
Ql212 151-0220- 00 TRANSISTOR:SILICON,PNP 80009 151-0220- 00 
Ql218 151-0224-00 TRANSISTOR:SILICON,NPN 80009 151- 0224-00 
Ql222 151- 0220- 00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Ql2321 151-1042-00 SEMICOND DVC SE :MATCHED PAIR FET 80009 151-1042-00 
Ql234 

Ql236 151- 0223- 00 B010100 B010299 TRANSISTOR:SILICON,NPN 80009 151-0223- 00 
Ql236 151-0437-00 B010300 TRANSISTOR:SILICON,NPN, SEL FROM 2N5769 80009 151-0437-00 
Ql238 151- 0224-00 TRANSISTOR:SILICON, NPN 80009 151- 0224- 00 
Ql252 151-0133-00 B010100 B010299 TRANSISTOR:SILICON, PNP 80009 151-0133-00 

Ql.252 151-0301-00 B010300 TRANSISTOR:SILICON,PNP 04713 2N2907A 
Ql266 151- 0220- 00 TRANSISTOR:SILICON, PNP 80009 151-0220-00 
Ql268 151- 0220- 00 TRANSISTOR:SILICON, PNP 80009 151-0220-00 
Ql272 151-0220-00 TRANSISTOR:SILICON, PNP 80009 151-0220-00 
Ql302 151- 0224- 00 TRANSISTOR :SILICON, NPN 80009 151-0224-00 

Ql304 151- 0220- 00 TRANSISTOR:SILICON,PNP 80009 151- 0220- 00 
Ql306 151- 0220- 00 TRANSISTOR :SILICON, PNP 80009 151- 0220-00 
Ql312 151-0223-00 TRANSISTOR:SILICON, NPN 80009 151- 0223- 00 
Ql318 151-0221-00 TRANSISTOR:SILICON,PNP 80009 151- 0221-00 
Ql322 151-0220- 00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 

Ql328 151- 0220- 00 TRANSISTOR:SILICON, PNP 80009 151- 0220- 00 
Ql331 151- 0224- 00 TRANSISTOR:SILICON,NPN 80009 151-0224-00 
Ql336 151-0223-00 B010100 B010301 TRANSISTOR:SILICON, NPN 80009 151-0223-00 
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Ql336 151-0127-00 B010302 TRANSISTOR:SILICON,NPN 80009 151-0127-00 
Ql338 151-0127-00 TRANSISTOR:SILICON,NPN 80009 151- 0127-00 
Ql342 151-0224-00 TRANSISTOR:SILICON,NPN 80009 151- 0224-00 
Ql356 151-0220-00 TRANSISTOR:SIL:ICON,PNP 80009 151-0220-00 
Ql358 151- 0223- 00 TRANSISTOR:SILICON,NPN 80009 151-0223-00 

Ql362 151-0223-00 TRANSISTOR:SILICON,NPN 80009 151-0223-00 
Ql364 151-0221-00 TRANSISTOR:SILICON,PNP 80009 151-0221-00 
Ql366 151-0224-00 TRANSISTOR:SILICON,NPN 80009 151-0224-00 
Ql372 151- 0221-00 TRANSISTOR:SIL:ICON, PNP 80009 151-0221-00 
Ql374 151- 0221-00 TRANSISTOR:SILICON,PNP 80009 151- 0221- 00 

Ql378 151-0223-00 TRANSISTOR:SILICON,NPN 80009 151-0223- 00 
Ql482 151-0301-00 TRANSISTOR:SILICON,PNP 04713 2N2907l\ 
Ql504 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Ql520 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Ql544 151-0341-00 TRANSIS'l'OR:SILICON,NPN 07263 S040065 

Ql546 151- 0219- 00 TRANSISTOR:SILICON,PNP 80009 151- 0219-00 
Ql548 151-0302-00 TRANSISTOR: SILICON, NPN 04713 2N2222l\ 
Q1566 151-0220-00 TRANSISTOR:SIL:ICON,PNP 80009 151- 0220- 00 
Ql568 151- 0341-00 TRANSISTOR:SILICON,NPN 07263 S040065 
Q1S82 1s1-0220-00 TRANSISTOR:SILICON,PNP 80009 1s1-0220-00 

Q1S90 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151- 0220-00 
Ql594 1s1-0220-00 TRANSISTOR:SILICON,PNP 80009 151-0220-00 
Ql614 151-0279-00 TRANSISTOR:SILICON, NPN 80009 151-0279-00 
Ql618 151-0280-00 TRANSISTOR:SILICON,PNP 80009 151-0280-00 
Ql716 151-0219- 00 TRANSISTOR:SILICON,PNP 80009 1S1-0219- 00 

Ql718 151-0219-00 TRANSISTOR:SILICON, PNP 80009 151-0219- 00 
Ql728 151-0279-00 TRANSISTOR:SILICON,NPN 80009 1S1-0279- 00 
Ql732 151-0280-00 TRANSISTOR:SILICON, PNP 80009 151-0280-00 
Ql736 151-0192-00 TRANSISTOR:SILICON,NPN,SEL FROM MPS6521 80009 151-0192-00 
Ql742 151-0220-00 TRANSISTOR:SILICON,PNP 80009 151- 0220- 00 

Q1748 151- 0160-00 TRANSIS'l'OR:SILICON,NPN 80009 151-0160-00 
Ql750 151- 0271-00 TRANSIS'l'OR:SILICON,PNP 80009 151-0271- 00 
Ql752 151-0124-00 TRANSISTOR:SILICON,NPN,SEL FROM 2N3501 80009 151-0124-00 
Ql772 151-0270-00 TRANSIS'l'OR:SILICON,PNP 80009 151- 0270-00 
Ql774 151-0192-00 TRANSISTOR:SILICON,NPN,SEL FROM MPS6521 80009 151- 0192- 00 

Ql834 151-0368-00 TRANSISTOR:SILICON,NPN 80009 151-0368-00 
Ql840 151-0260-00 TRANSIS'l'OR:SILICON, NPN 80009 151-0260-00 
Ql844 151-0368- 00 TRANSISTOR:SILICON,NPN 80009 151-0368-00 
Ql846 151-0519-00 TRANSIS'l'OR:SILICON,SCR 80009 151-0519- 00 
Ql900 1S1-0302-00 TRANSIS'l'OR:SILICON,NPN 04713 2N2222l\ 

Ql902 151-0302-00 TRANSIS'l'OR:SILICON,NPN 04713 2N2222l\ 
Q2046 151- 0136- 00 TRANSIS'l'OR:SILICON,NPN 02735 35495 
Q2056 151-0260-00 TRANSISTOR:SILICON,NPN 80009 151-0260- 00 
Q2066 151-0334-00 TRl\NSISTOR:SILICON,NPN 80009 151-0334-00 
Q2076 151-0335-00 B010100 B143849 TRANSIS'l'OR:SILICON,PNP 80009 151-0335-00 

Q2076 151-0324-00 B143850 TRANSISTOR:SILICON,PNP 80009 151- 0324-00 
Q2086 1S1-0134-00 TRANSISTOR:SILICON, PNP 80009 151-0134-00 
Q2106 151-0219-00 B010100 B142363 TRANSISTOR:SILICON, PNP 80009 151- 0219-00 
Q2106 151-0410- 00 B142364 TRANSISTOR:SILICON,PNP 80009 151-0410-00 
Q2112 151-0219-00 B010100 B142363 TRANSISTOR:SILICON, PNP 80009 151-0219-00 

Q2112 151-0410-00 B142364 TRANSISTOR:SILICON,PNP 80009 151-0410-00 
Q2114 151-0212-00 TRANSISTOR:SILICON,NPN 80009 151-0212-00 
Q2124 151- 0212- 00 TRANSISTOR:SILICON,NPN 80009 151-0212-00 
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Rll 317- 0100-00 RES.,FXO,CMPSN:10 OHM, 5\,0. 125W 01121 881005 
R31 317-0100-00 RES.,FXO,CMPSN : 10 OHM, 5\,0. 125W 01121 881005 
R6 317-0361-00 RES .,FXO,CMPSN:360 OHM, 5\,0.125W 01121 883615 
Rl21 315-0201-00 RES. ,FXO,CMPSN:200 OHM,51,0. 25W 01121 CB2015 
Rl41 317- 0680-00 RES .,FXO,CMPSN: 68 OHM,5\,0. 125W 01121 886805 

Rl61 317-0105-00 RES .,FXO, CMPSN : lM OHM,5\,0.125W 01121 881055 
Rl71 307-0106-00 RES .,FXD,CMPSN :4. 7 OHM, 5\,0. 25W 01121 CB47G5 
Rl81 317- 0620- 00 RES. , FXD,CMPSN:62 OHM,S\,0.125W 01121 B96205 
R231 317-0100- 00 RES. ,FXO,CMPSN:10 OHM,5\,0.125W 01121 BB1005 
R261 317- 0240- 00 RES.,FXO,CMPSN:24 OHM,S\,0. 12SW 01121 BB2405 

R271 317-0120-00 RES.,FXO,CMPSN:12 OHM,5\, 0.125W 01121 881205 
R281 317- 0120- 00 RES.,FXD,CMPSN:12 OHM,S\,0.125W 01121 881205 
R291 317- 0100- 00 RES .,FXD,CMPSN : 10 OHM,5\,0.125W 01121 881005 
R311 322-0481-01 RES. ,FXO,FILM:lM OHM, 0. 5\,0. 25W 75042 CE8T0-1004D 
R321 317-0100-00 RES.,FXD, CMPSN : 10 OHM,S\,0.125W 01121 B91005 

R33l 315- 0474- 00 RES.,FXD,CMPSN:470K OHM,5\,0.25W 01121 CB4745 
R361 325-0048-00 RES.,FXO,FILM :l.M OHM,ll,0.2W 75042 MMCT0-21ROF 
R381 325- 0048-00 RES . ,FXD,FI.LM:lM OHM , l\,0.2W 75042 MMCT0-2lROF 
R401 317- 0122- 00 RES .,FXD,CMPSN : l . 2K OHM,5\,0.125W 01121 B91225 
R42l 317-0393-00 RES. ,FXO,CMPSN:39K OHM, 5\,0.125W 01121 8B3935 

R431 317-0560-00 RES.,FXO,CMPSN:56 OHM,5t , 0 .125W 01121 9B5605 
R4S1 311- 1035-00 RES .,VAR,NONWI:R:50K OHM,l0\,0.50W 80740 62-62- 3 
R461 315-0395-00 RES .,FXD,CMPSN:3.9M OHM,5\,0.25W 01121 CB3955 
R471 317-0824-00 RES .,FXD,CMPSN :820K OHM,5\,0.125W 01121 BB8245 
R49l 317- 0390-00 RES.,FXO,CMPSN: 39 OHM,5\,0.125W 01121 883905 

RS01 317-0101-00 RES.,FXD,CMPSN:100 OHM,5,,0.125W 01121 881015 
RS11 317-0122- 00 RES. ,FXO,CMPSN:l.2K OHM,5\,0.125W 01121 881225 
R53l 311- 0643- 00 RES. ,VAR,NONWI:R:50 OHM, 10t,0.50W 80740 62-52-3 
a54l 317- 0910-00 RES.,FXO,CMPSN : 91 OHM,5\,0. 125W 01121 889105 
a55l 311-0605-00 RES.,VAR,NONWIR:200 OHM,lo,,o.sow 80740 62- 54- 3 

R561 317- 0152-00 RES.,FXD, CMPSN: l.5K OHM,5\,0.125W 01121 881525 
R57l 317- 0431-00 RES. ,FXD, CMPSN :430 OHM,5\,0.125W 01121 B94315 
R591 317-0101-00 RES.,FXD,CMPSN:100 OHM,5\,0.125W 01121 881015 
R601 317-0390- 00 RES. ,FXD,CMPSN:39 OHM, 51,0. 125W 01121 883905 
R611 317- 0027-00 RES.,FXD,COMP:2.7 OHM,51,0. 125W 01121 8B2R705 

R621 317-0362-00 RES.,FXD, CMPSN:3 . 6K OHM,5\,0.125W 01121 8B3625 
R631 317- 0390- 00 RES. ,FXD,CMPSN : 39 OHM,5t,0. 12SW 01121 B93905 

R641 317-0561-00 RES.,FXD,CMPSN:560 OHM,5\, 0.l25W 01121 BB5615 
R65l 317- 0332-00 RES.,FXO,CMPSN:3.3K OHM, 5\, 0.12SW 01121 883325 
R661 317- 0330-00 B010100 8020432X RES. ,FXD,CMPSN : 33 OHM, 5\,0.125W 01121 883305 

R661 317-0330-00 XB020436 RES. ,FXO,CMPSN:33 OHM,5t,0.125W 01121 8B3305 
R671 317-0510-00 RES.,FXD,CMPSN:51 OHM, S\ , 0 . 125W 01121 885105 
R681 317-0102-00 RES. , PXD,CMPSN:lK OHM, 5\,0.125W 01121 881025 
R69l 317-0470- 00 RES.,PXD,CMPSN:47 OHM, 5\,0.125W 01121 8B4705 
R701 317-0330- 00 RES.,FXD,CMPSN:33 OHM,5\,0.125W 01121 8B3305 

R711 317-0911- 00 RES .,FXD,CMPSN:910 OHM,5\ , 0. 125W 01121 8B9115 
R72l 301-0820-00 RES .,FXD,CMPSN:82 OHM, 5\ , 0 . 50W 01121 EB8205 
R74l 317- 0047-00 RES .,FXD,CMPSN:4.7 OHM,S\,0.12SW 01121 B847GS 
R7S1 317-0393-00 RES. ,FXD,CMPSN:39K OHM,5\,0.12SW 01121 9939j5 
R761 315- 0205-00 RES.,FXD,CMPSN:2M OHM, 5\,0.25W 01121 CB2055 

R771 317-0304-00 RES.,FXD,CMPSN:300K OHM, 5\,0.125W 01121 B83045 

R781 311- 0698-00 RES . ,VAR,NONWIR:lM OHM,10\,0.50W 73138 82P-66-0-105 
R8ll 321-0260- 00 RES.,FXD,FILM:4 . 99K OHM, l\,0. 125W 91637 MFF1816G49900F 

1485, 485-1 ooJ.y 
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R821 315-0100-00 RES. , FXD, CMPSN:10 ORM, 5\, 0.25W 01121 CB1005 
R83l 315- 0103-00 RES.,FXD,CMPSN:lOK OHM, S\,0.25W 01121 CB1035 
R84 321-0094-00 RES. , FXD, FILM:93 . 1 ORM,l\, 0. 125W 91637 MFFl816G93RlOF 
R87 317-0201-00 B010100 B109999 RES •• FXD,CMPSN:200 ORM, S\,O.l25W 01121 BB2015 
R87 317-01B1-00 B110000 RES.,FXD, CMPSN:180 ORM,S\, 0.125W 01121 BB1815 

R902 311- 0566-00 RES. , VAR,NONWIR:SK ORM, 20\ 12697 381-CM39672 
R93 315- 0621- 00 RES .,FXD,CMPSN:620 OHM, 5\,0. 25W 01121 CB6215 
R96 317-0220- 00 RES.,FXD, CMPSN:22 OHM,5\, 0.l25W 01121 B92205 
RlOl 317-0394- 00 RES .,FXD,CMPSN:390K OHM,5\,0.125W 01121 BB3945 
!U02 317-0394-00 RES.,FXD, CMPSN : 390K OHM,5\,0. 125W 01121 B93945 

Rl04 317-0510-00 RES.,FXD,CMPSN : 51 OHM, 5\ , 0 .l25W 01121 B95105 
Rl07 321-0286- 00 RES. , FXD,FI.LM:9.3lK OHM,l\,O.l25W 9163_7 MFF1816G93100F 
Rlll 322-0692- 03 RES.,FXD, FILM:1 22. 2 ORM,0 .25\ , 0.25W 91637 MFF1421D122R2C 
Rll2 322- 0692-03 RES .,FXD, FILM:1 22.2 OHM, 0 . 25\ , 0 . 25W 91637 MFF1421Dl22R2C 
Rll3 321-0938- 03 RES. , FXD,FILM:247. 5 OHM,0. 25\,0 .125W 91637 MFF1816D247R5C 

Rll4 321-09:?9-03 RES.,FXD,FILM:1 22 . 2 OHM,0. 25\ , 0 .125W 91637 MFF1816Dl 22R2C 
Rll5 321- 0939- 03 RES. ,FXD,FILM:1 22 . 2 OHM, 0 . 25\,0. 125W 91637 MFF1816D122R2C 
Rl2l 321- 0939- 03 RES.,FXD,FI.LM:122 . 2 OHM,0. 25\, 0 . 125W 91637 MFF1816D122R2C 
!U22 321-0939- 03 RES.,FXD,FILM:122 . 2 OHM,0 . 25\ , 0 .125W 91637 MFF1816D122R2C 
Rl23 321-0938-03 RES. ,FXD,FI LM:247.S OHM,o.2s, , o . 12sw 91637 MFF1816D247R5C 

Rl24 321-0939- 03 RES.,FXO,FILM:122.2 OHM,0. 25\,0. 125W 91637 MFF1816D122R2C 
Rl25 321- 0939-03 RES.,FXD,FILM:1 22 . 2 OHM,0. 25\,0.125W 91637 MFF1816D122R2C 
Rl271 317-0510- 00 RES. ,FXD,CMPSN:51 OHM, 5\ , 0 .l25W 01121 B95105 
Rl31 321-0808-03 RES. , FXD, FILM :800 ORM,0. 25\,0.125W 91637 MFF1816D300ROC 
Rl32 321-0808-03 RES.,FXD, FILM :800 ORM,0. 25\, 0. 125W 91637 MFF1816.D300ROC 

Rl33 321-0085- 03 RES.,FXD, FILM:75 OHM, 0 . 25\,0. 125W 91637 MFF1816D75ROOC 
Rl34 321- 0085-03 RES.,FXO,FILM:75 OHM,0. 251 , 0 .125W 91637 MFF1816D75ROOC 
Rl35 321-0114-03 RES.,FXD,FILM:150 ORM,0. 25\,0.125W 91637 MFF1816D150ROC 
Rl41 321-0940-03 RES.,FXD,FILM:116.7 OHM,0. 25\, 0.125W 91637 MFF1816Dll6R7C 
Rl43 32S- 0108-00 RES.,FXD,FILM: 1 0S Ot!M, 0 . 5\,0.0SW 14298 AMESO-ClOSROD 

Rl44 325-0108-00 RES.,FXD,FILM :105 OHM,0.5\,0.05W 14298 AME50-Cl05ROD 
Rl45 321-0940- 03 RES.,FXD,FILM: 116. 7 OHM,0. 251,0.125W 91637 MFF1816D116R7C 
R20l 323- 0172- 06 RES .,FXD,FILM :604 OIIM, 0 .25\, 0. 50W 91637 MFF1226C604ROC 
R204 323-0172- 06 RES.,FXD, FILM :604 OHM, 0. 251, 0. 50W 91637 MFF1226C604ROC 
R205 316- 0101-00 RES.,FXD, CMPSN : 100 OHM,l0\,0.25W 01121 CBlOll 

R206 311-1228- 00 RES.,VAR, NONWIR:lOK OHM,20\, 0.50W 32997 3386F-T04-l03 
R207 315-0153- 00 RES.,FXD,CMPSN:l5K OBM,5\, 0.25W 01121 CB1535 
R208 311-0635- 00 RES. ,VAR,NONWIR:lK OHM,l0\ , 0.50W 73138 82-32- 0 
R209 321-0073- 00 RES.,FXD, FILM: 56. 2 ORM,l\, 0.125W 91637 MFF1816G56R20F 
R212 321-0136- 00 B010100 B119999 RES.,FXD, FILM:255 OHM,l\ , 0.125W 91637 MFF1816G255ROF 

R212 321-0139-00 B120000 RES.,FXD, FILM:274 OHM,l\,0 .125W 91637 MFF1816G274ROF 
R213 321-0136-00 B010100 B119999 RES.,FXD,Fl.LM:255 OHM,l\ , 0 .125W 91637 MFF1816G255ROF 
R213 321- 0139-00 B120000 RES.,FXD,Fl.LM:274 OHM, l \,O.l25W 91637 MFF1816G274ROF 
R214 311-0605-00 RES.,VAR, NONWIR:200 OHM,l0\,0. 50W 80740 62-54-3 
R215 311-0643-00 B010100 B119999 RES.,VAR,NONWIR:50 OHM,l0\ , 0 .50W 80740 62-52- 3 

R215 311-1007-00 B120000 RES . ,VAR,NONWIR:20 OHM,201,0. 50W 73138 82-38-0 
R217 315- 0430-00 RES ., FXD, CMPSN:43 OHM , 5\, 0. 25W 01121 CB4305 
R220 311-0091- 00 RES . ,VAR,NONWIR:lK OHM,101,0 .50W 01121 W- 3083E 
R221 315- 0681- 00 B010100 B144129 RES. ,FXD,CMPSN:680 OHM, 5\,0. 25W 01121 CB6815 
R22l 315- 0621-00 8144130 RES .,FXO,CMPSN :620 OHM, 51, 0 .25W 01121 CB6215 

R223 315-0562- 00 RES. ,FXD, CMPSN : 5 .6K ORM, 5\ , 0.25W 01121 CB5625 
R225 321- 0273-00 RES. , FXD, FILM:6. 81K ORM,l\ , 0 . 125W 91637 MFF1816G68100F 
R226 321- 0320-00 RES.,FXD,FILM:2lK ORM,l\,0 .125W 91637 MFF1816G21001F 

1485, 485-1 only 
2Furnished as a unit with S90. 
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R227 321- 0273-00 RES .,FXD, FILM:6. 811< OHM,l\ ,0.125W 91637 MFF1816G68100F 
R228 321- 0246- 00 RES. ,FXD,FILM:3 . 57K OHM,l\ , 0 . 125W 91637 MFF1816G35700F 
R230 311- 0091- 00 RES. , VAR, NONWIR: l K OHM,10\, 0 . 50W 01121 W-3083E 
R240 311- 0978- 00 RES . , VAR, NONWIR:250 OHM, 10\, 0. 50W 80740 62- 67- 3 
R242 307- 0115- 00 RES. , FXD, CMPSN:7 . 5 OHM, 5\,0. 25W 01121 CB75G5 

R244 325-0053- 00 RES . ,FXD, FILM :50 OHM, l\1 0 . 05W 03888 PME50C50ROOF 
R247 325-0053-00 RES .,FXD, FILM: 50 OHM,l\,0. 05W 03888 PME50CSOROOF 
R250 311-0643-00 RES . , VAR,NONWIR:50 OHM, l0\,0. 50W 80740 62- 52- 3 
R251 321- 0124-00 RES. , FXD, FILM:191 OHM,l\,0. 125W 91637 MFF1816Gl91ROF 
R252 321- 0124-00 RES .,FXD,FILM:191 OHM, l\,0. 125W 91637 MFF1816Gl91ROF 

R253 317-0112- 00 RES . , FXD,CMPSN:l.lK OHM,5\ , 0.125W 01121 881125 
R254 317- 0102- 00 RES. , FXD,CMPSN:lK OHM,5\ , 0. 125W 01121 8B1025 
R255 311- 0635- 00 RES. ,VAR,NONWIR:lK OHM,l0\ , 0.50W 73138 82-32-0 
R257 317-0112- 00 RES .,FXD,CMPSN:l . lK OHM, 5\ , 0.125W 01121 881125 
R262 315-0243- 00 RES .,FXD,CMPSN:24K OHM, 5\,0. 25W 01121 CB2435 

R265 321-0174-00 RES . , FXD,FILM:634 OHM,l\,0. 125W 91637 MFF1816G634ROF 
R266 321-0149- 00 RES.,FXD,FILM:348 OHM, l \,0.125W 91637 MFF1816G348ROF 
R267 315-0510-00 RES . , FXD,CMPSN:51 OHM, 5\ , 0.25W 01121 CB5105 
R268 315- 0510- 00 RES . , FXD,CMPSN:51 OHM,5\ , 0 . 25W 01121 CB5105 
R269 315-0300- 00 8010100 8049999 RES. , FXD,CMPSN:30 OHM, 5\,0. 25W 01121 CB3005 

R269 315- 0430-00 8050000 RES .,FXD,CMPSN:43 OHM,5\,0.25W 01121 CB4305 
R270 311- 1197-00 RES . , VAR,NONWIR:20K OHM, 10\,lW 12697 381- 0139696 
R271 321- 0330-00 8010100 8049999 RES.,FXD, FlLM:26. 7K OHM,l\ , 0 . 125W 91637 MFF1816G26701F 
R271 321-0332-00 B050000 RES .,FXD,FILM:28K OHM,l\, 0.125W 91637 MFF1816G28001F 
R272 321-0220-00 RES.,FXD,FILM: l. 91K OHM,l\,0. 125W 91637 MFF1816Gl9100F 

R273 315- 0752- 00 RES. , FXD, CMPSN:7 . 5K OHM, 5\,0.25W 01121 CB7525 
R274 321- 0189- 00 RES.,FXD, FILM:909 OHM, l\ , 0.125W 91637 MFF1816G909ROF 
R275 311-0633-00 RES. ,VAR,NONWIR:5K OHM,10\,0. 50W 73138 82-30- 0 
R276 321-0193- 00 RES.,FXD,FILM:lK OHM,l\,O.l25W 91637 MFFl816GlOOOOF 
R279 321- 0097-00 RES. , FXD, F!LM:1 00 OHM,ll , 0.125W 91637 MFFl8l6GlOOROF 

R282 315-0152-00 RES.,FXD,CMPSN:l.5K Ol:!M,5\,0. 25W 01121 CB1525 
R284 321- 0189- 00 RES. , FXD, FILM:909 OHM, l\ , 0 . 125W 91637 MFF1816G909ROF 
R286 321-0193-00 RES.,FXD,FlLM:lK OHM,l\ , 0.125W 91637 MFF1816Gl0000F 
R287 315- 0271- 00 RES.,FXD,CMPSN:270 OHM, 5\ , 0.25W 01121 CB2715 
R289 315-0363-00 RES.,FXO,CMPSN:36K OHM,5\,0. 25W 01121 C83635 

R290 311- 0702-00 RES. ,VAR, NONWIR:250 OHM, 10\ ,0.50W 1-1237 300SF-3Pl622 
R291 301- 0431-00 RES. ,FXD,CMPSN :430 OHM,5\ , 0 . 50W 01121 E84315 
R301 323- 0172-06 RES.,FXD, FILM:604 OHM, 0. 25\ , 0 . 50W 91637 MFF1226C604ROC 
R304 323-0172- 06 RES .,FXD, FILM:604 OHM,0.25\,0. 50W 91637 MFF1226C604ROC 
R305 316- 0101-00 RES .,FXD,CMPSN:100 OHM, l0\, 0 . 25W 01121 CBlOll 

R306 311-1228- 00 RES.,VAR,NONWIR:lOK OHM,201,0. 50W 32997 3386F-T04-l03 
R307 315- 0153- 00 RES.,FXD,CMPSN:15K OHM, 51 , 0.25W 01121 CB1535 
R308 311-0635-00 RES.,VAR,NONWIR:lK OHM,10\,0. 50W 73138 82-32- 0 
R309 321- 0073-00 RES.,FXD, FILM:56 . 2 OHM,l\,0.125W 91637 MFF1816G56R20F 
R310 311- 0622-00 8010100 B119999 RES. ,VAR, NONWIR:100 OHM,10\, 0 . 50W 32997 3326H-G48-101 

R310 311- 0643-00 8120000 RES. ,VAR,NONWIR: 50 OHM,l0\,0. 50W 80740 62- 52- 3 
R312 311- 0622- 00 8010100 8119999 RES .,VAR, NONWIR:100 OHM,10\,0. 50W 32997 3326H-G48-101 
R312 311-0643-00 8120000 RES.,VAR,NONWIR:50 OHM, 10\,0 . 50W 80740 62-52_-3 
R313 321- 0132- 00 8010100 8119999 RES .,FXD,FILM:232 OHM, l\,0.125W 91637 MFF1816G232ROF 
R313 321-0136-00 8120000 RES.,FXD,FILM:255 OHM,l\,0.125W 91637 MFF1816G255ROF 

R314 321- 0132- 00 8010100 8119999 RES.,FXD, FILM:232 OHM,l\, 0.125W 91637 MFF1816G232ROF 
R314 321-0136-00 8120000 RES. , FXD, FlLM :255 OHM,l\, O. l25W 91637 MFF1816G255ROF 
R315 311- 0605- 00 RES.,VAR,NONWIR:200 OHM,l0\,0. 50W 80740 62- 54-3 
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R316 315-0430-00 RES. ,FXD, CMPSN : 43 OHM,5\ , 0 . 2SW 01121 CB4305 
R317 321- 0254-00 RES.,FXO, FILM :4.32K OHM, l\ , 0. 125W 91637 MFF1816G43200F 
R318 311-0660- 00 RES ., VAR,NONWIR: 200K OHM, 30\, 0 . SOW 80294 3326H-G48-204 
R319 321-0254-00 RES.,FXD,FILM:4. 32K OHM,l\, 0.125W 91637 MFF1816G43200F 
R320 315-0224- 00 RES. ,FXD,CMPSN:220K OHM,5\ , 0.25W 01121 CB2245 

R321 315-0681-00 B010100 B144129 RES.,FXD,CMPSN: 680 OHM, 5\ , 0.25W 01121 CB6815 
R321 315-0621-00 B144130 RES.,FXD,CMPSN :620 OHM,5\, 0. 25W 01121 CB6215 
R323 315-0562-00 RES., FXO,CMPSN:5. 6K 0HM,5\,0.25W 01121 CB5625 
R325 321- 0273- 00 RES.,FXD, FILM:6.81K OHM, l \, 0. 125W 91637 MFF1816G68100F 
R326 321-0320-00 RES. , FXO,FILM:21K OHM,1', 0.l25W 91637 MFF1816G2100lF 

R327 321- 0273- 00 RES. , FXD, FILM:6. 81K OHM, l \,O.l25W 91637 MFF1816G68100F 
R328 321- 0320-00 RES. , FXD,FILM:21K OHM,l\,O.l25W 9163.7 MFF1816G21001F 
R332 321- 0339- 00 RES .,FXD,FILM:33 .2K OHM,l\,O.l25W 91637 MFF1816G33201F 
R333 321- 0308- 00 RES.,FXD,FILM:15.8K OHM,l\,0 . 125W 91637 MFF1816Gl5801F 
R340 311- 0978- 00 RES .,VAR,NONWIR: 250 OHM,l0\,0. 50W 80740 62-67-3 

R34 2 307-0115- 00 RES ., FX:O,CMPSN: 7.5 OHM, 51, 0 .25W 01121 CB75G5 
R344 325- 0053-00 RES.,FXD,FILM:50 OHM,l\,0 . 05W 03888 PME50CSOROOF 
R347 325-0053- 00 RES.,FXD,FILM:50 OHM,l\,0 . 05W 03888 PME50C50ROOF 
R350 311- 0643- 00 RES . ,VAR,NONWlR:50 OHM, l0\ , 0 . 50W 80740 62-52-3 
R353 321-0124-00 RES .,FXD, FILM:191 OHM,l\,0 .125W 91637 MFF1816Gl91ROF 

R354 321-0124-00 RES.,FXD, FILM :191 OHM,l\ , 0 . 125W 91637 MFF1816Gl91ROF 
R355 317-0112- 00 RES.,FXD, CMPSN:l.lK OHM, S\ , 0 . 125W 01121 BB1125 
R356 317- 0112- 00 RES .,FXO,CMPSN:l.ll< OHM, 5\,0. 125W 01121 B81125 
R357 317-0102-00 RES.,FXD,CMPSN :lK OHM,5\, 0 . l25W 01121 8B1025 
R358 311- 0635- 00 RES. ,VAR,NONWlR:lK OHM , 10\ , 0 . SOW 73138 82- 32- 0 

R362 315-0243- 00 RES.,FXD,CMPSN:24K OHM, 5\ ,0. 25W 01121 CB2435 
R365 321- 0174-00 RES.,FXD,FILM :6 34 OHM,l\,0.125W 91637 MFF1816G634ROF 
R366 321- 0149- 00 RES.,FXD, FILM :348 OHM,l\,0.125W 91637 MFF1816G348ROF 
R367 315- 0510-00 RES.,FXD,CMPSN: 51 OHM,5\ , 0. 25W 01121 CB5l05 
R368 315- 0510- 00 RES . , FXO, CMPSN :51 OHM,5\, 0 . 25W 01121 CBSlOS 

R369 315- 0300- 00 B010100 B049999 RES .,iXD,CMPSN:30 OHM,5\,0 . 25W 01121 CB3005 
R369 315- 0430-00 B050000 RES.,FXD,CMPSN:43 OHM,5\, 0.25W 01121 CB4305 
R370 311-1197- 00 RES.,VAR,NONWIR:20K OHM, 10\ ,lW 12697 381- CM39696 
R371 321- 0330-00 B010100 B049999 RES.,FXD,FILM:26.7K OHM,l\, 0.125W 91637 MFFl816G2670lF 
R371 321-0332- 00 B050000 RES. , FXO, FILM :28K OHM,l\,0 . 125W 91637 MFF1816G28001F 

R372 321- 0220- 00 RES.,PXO, FILM:l . 91K OHM, l\,0.125W 91637 MFP1816Gl9100P 
R373 315-0752- 00 RES.,FXD,CMPSN:7.5K OHM, 5\, 0. 25W 01121 CB7525 
R374 321-0189- 00 RES. ,FXD,FILM:909 OHM,l\, 0.125W 91637 MFF1816G909ROF 
RJ75 311- 0633- 00 RES.,VAR,NONWIR:SK OHM,l0\ , 0. 50W 73138 82-30- 0 
R376 321- 0193- 00 RES.,PXD,PILM:lK OHM,l\, 0.125W 91637 MFF1816Gl0000F 

R379 321- 0097-00 RES.,PXD, FILM:100 OHM,l\ , 0.12SW 91637 MFF1816GlOOROF 
R382 315-0152- 00 RES.,FXD,CMPSN:l.SK OHM, 5\, 0. 25W 01121 CB1525 
R384 321- 0189- 00 RES.,FXD,FILM:909 OHM, l\ , O. l25W 91637 MFF1816G909ROF 
R386 321- 0193- 00 RES.,FXD,PILM:lK OHM,l\, 0.125W 91637 MFF1816GlOOOOP 
R387 315- 0271- 00 RES.,FXD,CMPSN:270 OHM, 5\,0 . 25W 01121 CB2715 

R389 315-0363- 00 RES.,FXD,CMPSN:36K OHM, 5\, 0.25W 01121 CB3635 
R403 321-0114-00 RES.,FXO,FILM: 150 OHM, l\, 0.125W 91637 MFF1816Gl50ROF 
R404 321- 0114-00 RES.,PXO,FILM:150 OHM, l \, 0.12SW 91637 MFPl816Gl50ROP 
R407 317- 0100- 00 RES. ,FXD,CMPSN:10 OHM, 5\ , 0. l25W 01121 BB1005 
R408 317- 0100- 00 RES.,FXD,CMPSN:10 OHM, S\, 0. 125W 01121 BBl OOS 

R409 317-0241-00 RES.,PXD,CMPSN:240 OHM, 5\, 0.125W 01121 8B2415 
R411 321-0001- 00 RES.,FXD,FILM:10 OHM,l\, 0.125W 75042 CEATO-lOROOF 
R412 321-0016-00 RES.,FXD,FILM:14. 3 OHM,l\, 0.12SW 91637 MFF1816Gl4R30F 
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R413 315- 0102-00 RES.,FXD,CMPSN:lK OHM,5,,0.25W 01121 CB1025 
R414 321-0175- 00 RES. , FXD,FILM:649 OHM,1,,o.12sw 91637 MFF1816G649ROF 
R415 321-0126-00 RES.,FXD, FILM:200 OHM,l\,0.125W 91637 MFF1816G200ROF 
R416 321-0184-00 RES.,FXD,FILM:806 OHM,l\,0.125W 91637 MFF1816G806ROF 
R417 321- 0122-00 RES.,FXD,FILM:182 OHM,l\,0.125W 91637 MPF1816Gl82ROF 

R418 321-0097- 00 RES.,FXD, FILM:100 OHM, l\,0.125W 91637 MFF1816Gl00ROF 
R419 321-0097-00 RES. ,FXD,FILM:100 OHM, ll,0.125W 91637 MPF1816Gl00ROP 
R423 321-0114-00 RES. ,FXD,FILM:150 OHM,l\,0.125W 91637 MFF1816Gl50ROF 
R424 321-0114-00 RES. ,FXD,FILM:150 OHM,1',0.125W 91637 MFFl816Gl50ROF 
R427 317- 0100- 00 RES.,FXD,CMPSN:10 OHM,5\,0.125W 01121 881005 

R428 317- 0100- 00 RES.,FXD,CMPSN:10 OHM,5\,0.125W 01121 881005 
R433 315-0102-00 RES.,FXD,CMPSN:lK OHM, 5\,0.25W 01121 CB1025 
R434 321- 0175-00 RES. ,PXD,FILM:649 OHM,l\,0.125W 91637 MFF1816G649ROF 
R435 321-0126-00 RES.,FXD,FILM:200 OHM,l\,0.125W 91637 MFF1816G200ROF 
R436 321- 0184-00 RES.,FXD,FILM:806 OHM,l\,0. 125W 91637 MFF1816G806ROF 

R437 321-0122-00 RES.,FXD,FILM:182 OHM,l\,0. 125W 91637 MFFl816Gl82ROF 
R438 321-0101-00 RES. ,FXD,FILM:110 OHM,l\,0.125W 91637 MPF1816Gll0ROF 
R439 321-0101-00 RES.,FXD,FILM:110 OHM,l\,0.125W 91637 MFFl816GllOROF 
R440 321- 0197- 00 RES. ,FXD,FILM:l , lK OHM,l\,0. 125W 91637 MFF1816Gll000F 
R44l 321- 0292-00 RES. ,FXD,FILM: 1 0. 7K OHM,l\,0.125W 91637 MFF1816Gl0701F 

R442 321-0254-00 RES. ,FXD,FILM:4.32K OHM,l\,0.125W 91637 MFF1816G43200F 
R444 321- 0260-00 RES.,FXD,FILM:4.99K OHM,l\,0.125W 91637 MFF1816G49900F 
R446 321-0218-00 RES. ,FXD,FILM:l. 82K OHM,l\ ,O. l25W 91637 MFFl816Gl8200F 
R448 321-0260-00 RES. ,FXD,FILM :4. 99K OHM, l\, 0.125W 91637 MFFl816G49900F 
R449 315- 0164-00 RES.,FXD,CMPSN:l60K OHM, 5\,0.25W 01121 CB1645 

R450 311- 0642- 00 RES. ,VAR,NONWIR:20K OHM,20,,0.sow 12697 382-0139820 
R451 321-0300-00 RES.,FXD,FILM:13K OHM,ll,0.125W 91637 MFFl816Gl300lF 
R452 321-0222-00 RES. ,FXD,FILM :2K OHM,l\,0. 12SW 91637 MFF1816G20000F 
R453 321-0218-00 RES.,FXD,FIL.~:l.82K OHM,l\,0.125W 91637 MFF1816Gl8200F 
R454 321-0254-00 RES.,FXO,FILM :4.32K OHM,l\,0.125W 91637 MFF1816G43200F 

R456 321-0197-00 RES. ,FXD,FILM:l. lK OEIM,l\ , O. l25W 91637 MFF1816Gll000F 
R457 321-0292-00 RES.,FXD,FILM:10. 7K OHM,l\,O.l25W 91637 MFF1816Gl0701F 
R458 315-0101-00 RES.,FXD,CMPSN : 100 OHM,S\,0. 25W 01121 CB1015 
R46l 321- 0240-00 RES.,FXD,FILM:3.09K OHM,l\,O.l25W 91637 MFFl816G30900F 
R464 321-0293-00 RES.,FXD,FIUl :llK OHM,l\,0.125W 91637 MFF1816Gll001F 

R465 315-0302-00 RES.,FXD,CMPSN,JK OHM, 5\,0. 2SW 01121 CB3025 
R466 321-0289-00 RES. ,FXD,FILM:lOK OHM,l\,0. 125W 91637 MFF1816Gl0001F 
R468 315-0622- 00 RES. ,FXD,CMPSN:6.2K OHM,5\,0.25W 01121 CB6225 
R503 321- 0126-00 RES.,FXD,FILM:200 OHM,l\,0.125W 91637 MFF1816C200ROF 
R504 321-0126-00 RES.,FXD,FILM:200 OHM, l\,0. 125W 91637 MFF1816C200ROF 

RSOS 311-0635-00 RES.,VAR,NONWIR:lK OHM,lo,,0.50W 73138 82-32-0 
R508 321-0068-00 RES. ,FXD,FILM:49.9 OHM,l\,0.125W 91637 MFF1816C49R90F 
R509 321-0068-00 RES. ,FXD,FILM:49. 9 OHM, l\,0.125W 91637 MFF1816G49R90F 
RSll 321-0051-00 RES.,FXD,FILM:33. 2 OHM,l\,O. l25W 91637 MFF1816G33R20F 
R512 307-0109-00 RES,,FXD,CMPSN:8.2 OHM,5\,0. 25W 01121 CB82G5 

RSD 315- 0102- 00 RES.,FXD,CMPSN: lK OHM,5\,0.25W 01121 CB1025 
R514 321-0175-00 RES.,FXD,FILM:649 OHM,l\,0.125W 91637 MFF1816G649ROF 
R515 321-0126-00 RES.,FXD,FII..~:200 OHM,l\ ,0.125W 91637 MFF1816C200ROF 
R516 321-0184-00 RES. ,FXD,FILM:806 OHM, l\,0.125W 91637 MFFl8i6c806ROF 
R5l7 321-0122-00 RES.,FXD,FILM:182 OHM,l\ , 0 . 12SW 91637 MFF1816Gl82ROF 

R518 321-0097-00 RES.,FXD,FIW:100 OHM,l\,0.125W 91637 MFFl816ClOOROF 
R523 321-0126-00 RES. ,FX.D,FILM:200 OHM,l\,O. l25W 91637 MFF1816G200ROF 
R524 321-0126-00 RES. ,FXD,FILM:200 OHM, l\,0.125W 91637 MFF1816G200ROF 
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R525 315-0221-00 RES.,FXD,CMPSN : 220 OHM,5\,0.25W 01121 CB2215 
R528 321-0068-00 RES.,FXD,FILM:49.9 OHM,l\,0.125W 91637 MPFl816G49R90F 
R529 321-0068-00 RES.,FXD,FILM:49. 9 OHM, l\,O.l25W 91637 MFF1816G49R90F 
R531 321-0051-00 RES.,FXD,FILM:33.2 OHM,l\,0. 125W 91637 MFF1816G33R20F 
RS32 307-0109-00 RES. ,FXD,CMPSN:8.2 OHM,5\,0.25W 01121 CB82G5 

R533 315-0102- 00 RES.,FXO,CMPSN:lK OHM,51,0. 25W 01121 CB1025 
R534 321-0175-00 RES.,FXD,FILM:649 OHM,l\,0.125W 91637 MFF1816G649ROF 
R535 321- 01-26-00 RES.,FXD,FILM:200 OHM,ll,0.125W 91637 MFF1816G200ROF 
R536 321- 0184-00 RES.,FXD,FILM:806 OFL~, 1,,0.125W 91637 MFF1816G806ROF 
R537 321-0122-00 RES.,FXD,FILM:182 OHM,ll,0.125W 91637 MFF18l6Gl82ROF 

R538 321-0097-00 RES. ,FXD,FILM:100 OHM,l\,0.125W 91637 MFF1816Gl00ROF 
R541 321- 0097-00 RES.,FXD,FILM:100 OHM,1',0.125W 91637 MFFl8l6GlOOROF 
RS42 321-0097-00 RES.,FXD,FILM:100 OHM,l\,O.l25W 9163.7 MFF1816Gl00ROF 
RS43 315-0330- 00 RES.,FXD,CMPSN:33 OHM,5\,0.25W 01121 CB3305 
R544 321-0114-00 RES.,FXD,FILM:150 OHM,l\,0.125W 91637 MFF1816Gl50ROF 

R545 317-0111-00 RES. ,FXD,CMPSN:110 OHM,51,0.125W 01121 BBlll5 
R546 321-0114-00 RES.,FXD,FILM:150 ORM,l\,0.125W 91637 MFF1816Gl50ROF 
R547 321-0140- 00 RES.,FXD,FILM:280 ORM,l\,0.125W 91637 MFF1816G280ROF 
RS49 321-0129- 00 RES.,FXD,FILM:215 OHM,l\,0.125W 91637 MFF1816G215ROF 
R550 317-0301-00 RES. ,FXD,CMPSN:300 OHM,S\,0.125W 01121 883015 

R552 315- 0471-00 RES.,FXD,CMPSN:470 OHM,5\, 0.25W 01121 CB4715 
R553 315-0223-00 RES.,PXD,CMPSN:22K OHM,S\,0.25W 01121 CB2235 
R554 315-0223-00 RES. ,FXD,CMPSN:22K OHM,5\,0.25W 01121 C82235 
R555 315-0471- 00 RES.,FXD,CMPSN:470 OHM,5\,0. 25W 01121 C84715 
R556 315-0101-00 RES.,FXD,CMPSN:100 OHM,5\,0.25W 01121 CBl015 

R557 321-1087-01 RES.,FXD,FILM:79.6 OHM,0.5\,0.125W 91637 MFF1816G79R600 
R558 315-0222-00 RES.,FXD,CMPSN:2.2K OHM, 5\,0. 25W 01121 CB2225 
R559 321-1087-01 RES.,FXD, FILM:79 .6 OHM,0.5\,0.l25W 91637 MFF1816G79R60D 
R560 311-1227-00 RES. ,VAR,NONWIR:5K OHM,20\,0.50W 32997 3386F-T04-502 
R562 321-0139-00 RES. ,FXD,FlLM:274 OH.M,l\,0.125W 91637 MFF1816G274ROF 

R563 315- 0430-00 8010100 8089999 RES.,FXD,CMPSN:43 OHM,5\,0.25W 01121 C84305 
R563 315-0470-00 8090000 RES.,FXD,CMPSN:47 OHM,S\,0. 25W 01121 CB4705 
R565 315- 0430-00 8010100 8089999 RES. ,FXD,CMPSN:43 OHM,51,0.25W 01121 C84305 
R565 315-0470-00 8090000 RES. ,FXD,CMPSN:47 OHM,S\,0.25W 01121 C84705 
R566 321-0152-00 RES.,FXO,FILM:374 OHM, l\,O.l25W 91637 MFF1816G374ROF 

R567 321-0193-00 RES. ,FXD,FILM:lK OHM,ll,O.l25W 91637 MFP1816Gl0000F 
RS68 315-0101-00 RES. ,FXD,CMPSN:100 OHM,5\,0. 2SW 01121 C81015 
R570 321-0222-00 RES. ,FXD,FILM:2K OHM,l\,0.125W 91637 MFFl816G20000F 
R571 321- 0168-00 RES.,FXD,FILM:549 OHM,l\,0.125W 91637 MFFl816G549ROF 
R572 307-0108-00 RES.,FXD,CMPSN:6.8 OHM,5\,0. 25W 80009 307-0108- 00 

R574 315-0620-00 RES.,FXD,CMPSN:62 OHM,5\,0.25W 01121 C86205 
R575 311-1222-00 RES. ,VAR,NONWIR:100 OHM,20\,0.50W 32997 3386F-T04-101 
R576 321-0168-00 RES.,FXD,FILM:549 OHM,l\1 0.l25W 91637 MFFl816G549ROF 
R577 315-0221-00 RES. ,FXD,CMPSN:220 OHM,5\,0.25W 01121 C82215 
R578 321-0222-00 RES.,FXD,FILM:2K OHM,l\,0.125W 91637 MFF1816G20000F 

R579 321-0193-00 RES. ,FXD,FILM:lK OHM,l\,0.125W 91637 MFFl816GlOOOOF 
R600 311-1007-00 RES.,VAR,NONWIR:20 OHM,201 , 0.SOW 73138 82- 38- 0 
R60l 315-0751-00 RES.,FXD,CMPSN:750 OHM,5\,0. 25W 01121 C87515 
R602 322-0091-00 RES.,FXD,FILM:86.6 OHM,l\,0.25W 91637 MFFl421G86R60F 
R603 321-0097-00 RES.,FXD,FILM:1 00 OHM,l\,0. 125W 91637 MFF1816Gl00ROF 

R604 321-0097-00 RES.,FXD,FILM:1 00 OHM,l\,0.125W 91637 MFF1816Gl00ROF 
R606 311-0607-00 RES. ,VAR,NONWIR:lOK OHM,10\,0. SOW 73138 82P-59-4-103K 
R607 311-0633-00 RES.,VAR,NONWIR:SK OHM,10\,0.50W 73138 82-30- 0 
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R608 311-1265-00 RES .,VAR,NONWIR:2K OHM,l0\,0. 50W 32997 3329P- L58- 202 
R609 311-1265-00 RES . ,VAR,NONWIR:2K OHM,10\, 0. SOW 32997 3329P- L58-202 
R610 321-0300-00 RES.,FXO,FI LM :13K OHM,l\ , 0.125W 91637 MFFl816Gl3001F 
R611 317- 0200-00 RES .,FXD,CMPSN:20 OHM, 5\,0.125W 01121 BB2005 
R612 317-0200- 00 RES.,FXD,CMPSN:20 OHM,5\,0.125W 01121 B92005 

R613 311-1265- 00 RES .,VAR,NONWIR: 2K OHM,l0\,0.50W 32997 3329P-L58-202 
R6l4 311-1265- 00 RES.,VAR,NONWIR:2K OHM,10\,0.50W 32997 3329P- L58-202 
R615 311-0605-00 RES.,VAR,NONWIR: 200 OHM, 10\,0. 50W 80740 62- 54-3 
R616 321-0300- 00 RES.,FXD, FIL.~:13K OHM, l\ 1 0.125W 91637 MFF1816Gl3001.F 
R621 321-0068-00 RES.,FXD, FILM :49. 9 OHM, l\,O.l2SW 91637 MFFl816G49R90F 

R622 315- 0561- 00 RES.,FXD,CMPSN:560 OHM,5\,0.25W Ol.121 CB5615 
R623 315-0821-00 RES., FXD,CMPSN:820 OHM, 5\, 0. 25W 01121 CB8215 
R624 315-0152- 00 RES .,FXD,CMPSN:l.5K OHM, 5,,0.25W 01121 CB1525 
R625 321- 0068-00 RES.,FXD, FILM :49 .9 OHM , l\, 0.125W 91637 MFF1816G49R90F 
R626 316-0104- 00 B010100 B039999X RES. , FXD,CMPSN:lOOK OHM,10\ , 0. 25W 01121 CB1041 

R627 315- 0101- 00 RES .,FXD,CMPSN:100 OHM,5\,0.25W Oll.21 CB1015 
R629 311-0635- 00 RES. , VAR,NONWIR: lK OHM,10\,0. 50W 73138 82-32-0 
R633 321-0160-00 RES. , FXD, FILM:453 OHM,l.\,O.l25W 91637 MFF1816G453ROF 
R634 321-0168-00 RES.,FXD, FILM :549 OHM,l\ , 0.125W 91637 MFF1816G549ROF 
R635 315-0221-00 RES.,FXD,CMPSN:220 OHM, 5\,0.25W 01121 CB2215 

R636 315- 0822-00 RES.,FXD,CMPSN:8.2K Of!M,5\,0.25W 01121 CB8225 
R637 315- 0221- 00 RES .,FXD, CMPSN:220 OHM, 5\, 0.25W 01121 CB22l.5 
R638 315-0822-00 RES.,FXD, CMPSN:8 . 2K OHM, 5\ , 0.25W 01121 CB8225 
R639 316-0470-02 RES .,FXD,CMPSN:47 OHM,l0\,0.25W 01121 CB4701 
R640 321- 0280-00 RES . ,FXD,FILM:8. 06K OHM,l\,0.125W 91637 MFF18l.6G80600F 

R64l 321-0280-00 RES.,FXD, FILM:8 .06K OHM, l \ , 0 . 125W 91637 t-!FF1816G80600F 
R642 321-0068- 00 RES .,FXD, FILM:49. 9 OHM,l\,O. l25W 91637 MFF1816G49R90F 
R643 323-0145- 00 RES .,FXD, FILM:316 OHM,11,0. 50W 91637 MFF1226G316ROF 
R645 317- 0121- 00 RES. , FXD, CMPSN:120 OHM,5\,0. l25W 01121 B91215 
R646 J23- 0l4S-oo IU::S.,FXO,F!Ui:316 OltM,1\,0. SOW 91637 MFF1226C316ROF 

R647 321-0068-00 RES.,FXD,FILM:49 .9 OHM,l,,O.l25W 91637 MFF1816G49R90F 
R649 316-0104-00 RES. ,FXD,CMPSNslOOK OHM,10\,0. 25W 01121 CB104l 
R650 315- 0391-00 RES. ,FXD,CMPSN·:390 OHM, 5\,0. 25W 01121 CB3915 
R652 321-0068-03 RES .,FXD, FILM:49. 9 OHM, 0. 25\ , 0 . l25W 91637 MFF18l6D49R90C 
R654 321-0068-03 RES.,FXD, FILM:49. 9 OHM, 0 . 25\ , 0 . 125W 91637 MFFl8l6049R90C 

R655 321- 0068-03 RES.,FXD,FILM:49. 9 OHM, 0. 25\ , 0.125W 91637 MFFl8l6D49R90C 
R656 321-0068-03 RES.,FXD,FILM:49. 9 OHM,0. 25\ , 0 .125W 91637 MFFl816D49R90C 
R657 321-0025-00 RES.,FXD,FILM:17 . 8 OHM,l\,O.l25W 91637 MFF1816Gl7R80F 
R6S8 323-0055-00 RES.,FXD,FILM :36 . 5 OHM,l\, 0. 50W 91637 MFF1226G38ROOF 
R663 322- 0097-00 RES. , FXO,FILM:100 OHM,l\, 0. 25W 75042 CEBTO-lOOOF 

R664 322-0097-00 RES.,FXD, FILM:100 OHM,l\, 0. 25W 75042 CEBTO-lOOOF 
R666 322- 0097-00 RES.,FXO,FILM:100 OHM, l\ , 0.25W 7S042 CEBTO-lOOOF 
R667 322-0097-00 RES.,FXD,FILM:100 OHM,l\ , 0 . 25W 7S042 CEBTO-l OOOF 
R672 321-010S- OO RES.,FXO,FILM:121 OHM,l\,O.l25W 91637 MFF1816Gl21ROF 
R673 321-0189-00 RES. ,FXD,FILM:909 OHM,l\ , 0.1 25W 91637 MFF1816G909ROF 

R681 321-0336- 00 RES.,FXD, FILM :30 . 9 OHM, l \, O.l25W 91637 MFF1816G30901F 
R682 321-0228-00 RES.,FXD,FILM:2.32K OHM,l\,O. l25W 91637 MFF1816G23200F 
R683 315- 0152-00 RES. ,FXO, CMPSN::l.SK OHM,5\,0. 25W 01121 ca1s2;; 
R684 315-0330-00 RES. ,FXD,CMPSN:33 OHM,5\, 0 . 2SW 01.121 CB3305 
R685 315-0202-00 RES.,FXD,CMPSN:2K OHM,5\, 0. 25W 01121 CB2025 

R686 315-0102-00 RES.,FXD,CMPSN:lK OHM, 5\, 0. 25W 01121 CB1025 
R687 315-0511-00 RES.,FXD,CMPSN :510 OHM, 5\,0.25W 01121 CB5ll5 
R691 307-0292-00 B010100 B142299 RES.,FXD, FILM:182. 5 OHM 80009 307-0292- 00 
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R691 307-0292-09 8142300 RES. ,FXO,FILM:181 OHM, (NOM VALUE) ,SEL 80009 307-0292-09 
R696 307-0113-00 RES. ,FXO,CI-IPSN:5.1 OHM,5\,0.25W 01121 CB51G5 
R701 315-0240-00 RES.,FXO,CMPSN:24 OHM,5\,0. 25W 01121 CB2405 
R702 317-0471-00 RES.,FXD,CMPSN:470 Ol!M,5\,0.125W 01121 8B4715 
R703 322-0621-00 RES.,FXD,FILM:900K OIIM,l\,0.25W 75042 CEBT0-9003F 

R704 321- 0389-00 RES.,FXD,FILM:llOK OHM,l\,0.125W 91637 MFF1816Gll002F 
R705 301-0104-00 RES . ,FXD,CMPSN:lOOK OIIM,5\,0.5W 01121 EB1045 
R706 315-0750-00 RES.,FXD,CMPSN:75 OIIM,5\,0.25W 01121 CB7505 
R707 317-0510-00 XB020000 RES. ,FXD,CMPSN:51 OHM,51,0. 125W 01121 B85105 
R708 301-0104-00 RES.,FXD,CMPSN : lOOK OHM,5\,0.5W 01121 EB1045 

R709 322-0621-00 RES. ,FXD,FILM:900K OIIM,l\,0.25W 75042 CEBT0-9003F 
R711 317- 0101-00 RES.,FXO,CMPSN:100 OHM,51,0.125W 0112.1 BB1015 
R714 315-0621-00 RES.,FXD,CMPSN:620 OHM,5\,0.25W 01121 CB6215 
R717 315-0471-00 RES.,FXD,CMPSN:470 OIIM,5\,0.25W 01121 CB4715 
R718l 315-0153-00 RES.,FXD,CMPSN:15K OIIM,51,0.25W 01121 CB1535 

R719 321-0158- 00 RES. ,FXD,FILM:432 OIIM,ll,0.125W 91637 MFF1816G432ROF 

R7202 311-1192-00 RES. ,VAR,NONWIR:lOK OIIM,201,lW 71590 BA-232-001 
R721 315-0102-00 RES.,FXD,CMPSN:lK OIIM,5\,0.25W 01121 CB1025 
R723 315-0390-00 RES.,FXD,CMPSN:39 Ol!M,5\,0.25W 01121 CB3905 
R724 315-0222-00 RES. ,FXD,CMPSN:2.2K OHM,51, 0.25W 01121 CB2225 

R725 311-0644-00 RES.,VAA,NONWIR:20K OHM,101,0.50W 73138 MODEL 82P 
R727 317-0330-00 RES. ,FXD,CMPSN:33 OH.M,5\,0.125W 01121 B83305 
R728 315-0471-00 RES.,FXD,CMPSN:470 OHM,5\,0.25W 01121 CB4715 
R729 317-0101-00 RES.,FXD,CMPSN:100 OIIM,5\,0. 125W 01121 BB1015 
R73ll 321-0082-00 RES.,FXD,FILM:69.8 OHM,l\,0. 125W 91637 MFFl816G69R80F 

R732 321-0147-00 RES.,FXO,FILM:332 OIIM, l\,0.125W 91637 MFF1816G332ROF 
R733 317-0240-00 RES.,FXD,CMPSN:24 OHM,5\,0. 125W 01121 8B2405 
R734 317- 0390- 00 XB050000 RES.,FXD,CMPSN:39 OHM,5\,0.125W 01121 8B3905 
R735 321-0147-00 RES.,FXD,FILM:332 OHM, ll,0 . 125W 91637 MFF1816G332ROF 
R736l 321- 0082-00 RES.,FXD,FILM:69.8 OHM,l\,0.125W 91637 MFF1816G69R80F 

R738 315-0431-00 RES.,FXD,CMPSN:430 Ol!M,5\,0.25W 01121 CB4315 
R739 315-0561-00 RES.,FXD,CMPSN:560 OIIM,5\,0.25W 01121 CB5615 
R741 315-0822-00 RES.,FXD,CMPSN:8 . 2K OHM,5\,0.25W 01121 CB8225 
R742 315-0332-00 RES. ,FXD,CMPSN:3.3K OHM,5\,0 . 25W 01121 CB3325 
R743 315- 0201-00 RES.,FXD,CMPSN:200 OIIM,5\ ,0.25W 01121 CB2015 

R744 317-0300-00 RES.,FXD,CMPSN:30 OHM,51,0.125W 01121 8B3005 
R74S1 321-0079- 00 RES.,FXD,FILM:64.9 OIIM,l\,0.125W 91637 MFF1816G64R90F 
R7461 321-0082-00 RES.,FXD,FILM:69.8 OIIM,l\,0. 125W 91637 MFF1816G69R80F 
R747 321-0177-00 RES. ,FXD,FILM:681 OIIM,l\,0.125W 91637 MFF1816G681ROF 
R748 321-0177- 00 RES.,FXD,FILM:681 Ol!M,l\,0.125W 91637 MFF1816G681ROF 

R749l 321- 0082-00 RES. ,FXD,FILM:69.8 OIIM,l\,O. l25W 91637 MFF1816G69R80F 

R750 315-0201-00 RES.,FXD,CMPSN:200 OIIM,5\,0.25W 01121 CB2015 
R751 317-0330-00 RES.,FXD,CMPSN:33 OHM,5\,0.125W 01121 8B3305 
R752 317-0330-00 RES.,FXD,CMPSN:33 OHM,S\,0.125W 01121 8B3305 
R753 317-0392-00 RES.,FXD,CMPSN:3.9K OHM,51,0.125W Ol.121 B83925 

R754 317- 0300-00 RES.,FXD,CMPSN:30 OIIM,5\,0.125W 01121 8B3005 
R755 311-0643-00 RES.,VAR,NONWIR:50 OIIM,10\ ,0.50W 80740 62- 52- 3 
R756 317-0161-00 RES. ,FXD,C!-IPSN :160 OHM, 5\,0.125W 01121 881615 
R757 317-0161-00 RES.,FXD,CMPSN:160 OIIM,S\,0.125W 01121 8B1615 

R760 317- 0101-00 RES.,FXD,CMPSN:100 OIIM,S\,O.l25W 01121 8B1015 

R761 315-0101-00 RES.,FXD,CMPSN:100 OHM,S\,0.25W 01121 CB1015 
R762 317-0910-00 RES.,FXD,CMPSN :91 OHM,5\, 0 .l25W 01121 B89105 
R764 317- 0101-00 RES.,FXD,CMPSN:100 Ol!M,5\, 0.l25W 01121 8B1015 

1485 only 
2Furnished as a unit with S720. 
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R765 311- 0607-00 RES.,VAR, NONWIR: lOK OHM,l0\ , 0.50W 73138 82P-59-4- l03K 
R766 321-0233-00 B010100 B049999 RES.,FXD,FILM:2. 6lK OHM, l\ , O.l25W 91637 MFFl8l6G26lOOF 
R766 321-0229-00 B050000 RES .,FXD,FILM:2.37K OHM, l\ , O. l25W 91637 MFFl8l6G23700F 
R767 315- 0201-00 RES.,FXD,CMPSN,200 OHM,5\,0. 25W 01121 C820l5 
R768 321-0212-00 RES. , FXD,FILM:l. 58K OHM,l\ , 0 . 125W 91637 MFF1816Gl5800F 

R769 315- 0102- 00 RES. ,FXD,CMPSN : l K OHM,5\ , 0.25W 01121 CB1025 
R771 315- 0182- 00 RES.,FXD,CMPSN:l. 8K OHM, 5\,0.25W 01121 CB1825 
R772 315-0152-00 RES.,FXD,CMPSN:l. 5K OHM, 5\,0. 25W 01121 CB1525 
R773 317- 0201- 00 RES. ,FXD,CMPSN:200 OHM,5\, 0. 125W 01121 BB2015 
R774 317-0511- 00 RES.,FXD,CMPSN:510 OHM, 5\,0. 125W 01121 8B5115 

R775 311-0607- 00 B010100 B129999 RES. ,VAR,NONWIR:lOK OHM,l0\ , 0 . 50W 73138 82P-59-4-103K 
R775 311-0633-00 B130000 RES. ,VAR,NONWIR:5K OHM,10\, 0 . 50W 73138 82-30-0 
R776 321-0248- 00 B010100 B129999 RES.,FXD,FILM :3 . 74K OHM,l\,0. 125W 91637 MFFl816G37400F 
R776 321-0232-00 B130000 RES.,FXD, FILM:2.55K OBM,l\ 1 0 .125W 91637 MFFl816G25500F 
R778 321- 0232-00 B010100 B129999 RES. , FXD, FILM:2. 55K OHM, ll , 0.125W 91637 MFFl816G25500F 

R778 321- 0239- 00 B130000 RES.,FXD, FILM :J.Oll< OHM, l\ , 0 .125W 91637 MFFl816G30100F 
R78l 315- 0471- 00 RES . , FXD,CMPSN:470 OHM, 5\,0. 25W 01121 CB4715 
R782 315-0390-00 RES.,FXD,CMPSN:39 OHM,5\,0. 25W 01121 CB3905 
R783 315-0390-00 RES. , FXD,CMPSN:39 OHM , 5\,0.25W 01121 CB3905 
R784 315-0103-00 RES .,FXD,CMPSN:lOK OHM,5\,0. 25W 01121 CB1035 

R787 315- 0184-00 B010100 B149999 RES.,FXD,CMPSN:l80K OHM,5\ , 0.25W 01121 CB1845 
R787 315- 0224-00 B150000 RES .,FXD,CMPSN:220K OHM,S\,0.25W 01121 CB2245 
R791 315- 0302- 00 RES. , FXD,CMPSN:3K OHM, 5\ , 0.25W 01121 CB3025 
R792 315- 0201- 00 RES . ,FXD,CMPSN:200 OHM, 5\ , 0.25W 01121 CB20l5 
R793 321- 0159- 00 RES . , FXD, FILM:442 OHM, 1% , 0 . 125W 91637 MFF1816G442ROF 

R796 321-0157- 00 RES.,FXD,FILM:422 OHM,l\ , 0.125W 91637 MFFl8l6G422ROF 
R799 315-0332- 00 RES.,FXD,CMPSN : 3. 3K OHM,5\,0. 25W 01121 CB3325 
R80l 315-0101-00 RES. , FXD,CMPSN:100 OHM, 5\,0.25W 01121 CB1015 
R802 321- 0225-00 RES. ,FXD,FILM:2 . 15K OHM,l\ , 0 . 125W 91637 MFF1816G21500F 
R803 315-0101-00 RES, , FXD,CMPSN,100 OHM, S\ , 0,25W 01121 CBlOlS 

R8ll 315-0100- 00 RES.,FXD,CMPSN:10 OHM, 5\ , 0.25W 01121 CB1005 
R812 315-0751- 00 RES.,FXD,CMPSN:750 OHM,5\,0. 25W 01121 CB7515 
R813 315-0391- 00 B010100 B010209 RES.,FXD,CMPSN:390 OHM,S\,0. 25W 01121 C83915 
R8l3 315-0331- 00 B010210 RES. , FXD,CMPSN:330 OHM,S\ , 0 . 25W 01121 CB3315 
R8l4 315- 0911- 00 RES.,FXD,CMPSN:330 OHM,5\,0. 25W 01121 CB9115 

R821 315-0202- 00 RES .,FXD, CMPSN:2K OHM, 5\, 0.25W 01121 CB2025 
R822 315-0511- 00 RES.,FXD,CMPSN:510 OHM, 5\,0.25W 01121 CB5115 
R823 315-0132-00 RES . ,FXD,CMPSN:l . 3K OHM,5\,0. 25W 01121 CB1325 
R826 315-0102- 00 RES . ,FXD,CMPSN : lK OHM, 5\ , 0 . 25W 01121 CB1025 
R827 315-0153-00 RES.,FXD,CMPSN:l~K OHM, 5\,0. 25W 01121 CB1535 

R828 315-0241-00 RES. , FXD, CMPSN:240 OHM,5\,0. 25W 01121 CB2415 
R8301 311- 0643- 00 RES. ,VAR,NONWIR:50 OHM,10\,0. SOW 80740 62-52-3 
R8311 321-0155- 00 RES.,FXD, FILM:402 OHM,l\, 0. 125W 91637 MFF1816G402ROF 
R8321 321- 0155- 00 RES.,FXD, FILM:402 OHM, l \, 0 . 125W 91637 MFF1816G402ROF 
R833A1 321-0158-00 RES. , FXD, FILM:432 OHM, l\ , 0 . 125W 91637 MFF1816G432ROF 

R833B2 321- 0158- 00 RES. , FXD,FILM:432 OHM,l\,0.125W 91637 MFFl816G432ROF 
R834A1 317- 0301- 00 RES.,FXD,CMPSN:300 OHM, S\ , 0.125W 01121 8B3015 
R834B2 317-0301-00 RES.,FXD, CMPSN : 300 OHM,5\,0. 125W 01121 8B3015 
R8351 315-0911-00 RES.,FXD,CMPSN:910 OHM, 5\,0.25W 01121 CB9115 
R8361 315-0911-00 RES. ,FXO,CMPSN::330 OHM, 5\,0. 25W 01121 CB9115 

R8401 315-0241- 00 RES.,FXD, CMPSN : 240 OHM ,5\,0. 25W 01121 CB2415 
R8411 321- 0143-00 RES.,FXD, FILM:301 OHM, l \, 0 . 125W 91637 MFF1816G301ROF 
R8421 321- 0143-00 RES .,FXD,FILM :301 OHM, l \, O. l25W 91637 MFF1816G301 ROF 

1485 only 
2485-1, 485-2 only 
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R843 315-0621-00 RES.,FXO,CMPSN:620 Ol!M,5%,0.25W 01121 CB6215 
R844 315-0681-00 RES. ,FXO,CMPSN::680 OHM, 5\,0. 25W 01121 CB6815 
R845 315-0241-00 RES.,FXO,CMPSN:240 ORM,5\,0.25W 01121 CB2415 
R851 321-0291-00 RES.,FXO,FILM:10.5K OHM,ll,O.l25W 91637 MFF1816Gl0501F 
R852 315-0181-00 RES.,FXO,CMPSN:180 OHM,5,,0.25W 01121 CB1815 

R853 321-0183-00 RES.,FXO,FILM:787 OHM,l,,0.125W 91637 MFF1816G787ROF 
R854 315-0124-00 RES.,FXO,CMPSN:120K OHM, 5,,0.25W 01121 CB1245 
R856 315- 0562-00 RES.,FXO,CMPSN:5.6K OHM,51,0.25W 01121 CB5625 
R857 .315-0681-00 RES. , FXO,CMPSN::680 OHM, 5\ ,0. 25W 01121 CB6815 
R861 315-0101- 00 RES.,FXO,CMPSN:100 OHM,5\,0.25W 01121 CB1015 

R862 315-0182-00 RES. , FXD,CMPSN:l.8K OHM,5\,0.25W 01121 CB1825 
R863 311-1224-00 RES.,VAR,NONWIR:500 OHM,20\,0. 50W 32997 3386F-T04-501 
R865 321- 0149-00 RES.,FXO,FILM:348 OHM,l\,0. 125W 91637 MFF1816G348ROF 
R866 315-0102-00 RES. ,FXO,CMPSN::lK OHM,5\,0.25W 01121 CB1025 
R867 321-0201-00 RES. ,FXO,FILM:l.21K OHM , l\,O. l25W 91637 MFF1816Gl2100F 

R868 321-0258-00 RES.,FXD,FILM:4.75K OHM,l\,0. 125W 91637 MFF1816G47500F 
R869 321-0379- 00 RES.,FXO,FILM:86. 6K OHM,l\,0.125W 91637 MFF1816G86601F 
R873 323-0318-07 RES . ,FXO,FlLM:20K OHM,0.1,,0.sow 91637 MFF1226G200018 
R874 315-0101- 00 RES.,FXO,CMPSN:100 OHM,51,0.25W 01121 CB1015 
R876 315-0221-00 RES. ,FXO,CMPSN:220 OHM,5\,0.25W 01121 CB2215 

R877 317-0330-00 RES.,FXO,CMPSN:33 OHM,5\,0.125W 01121 883305 
R878 317- 0330- 00 RES.,FXO,CMPSN:33 OHM,51 , 0.125W 01121 8B3305 
R891 321-0064-00 RES. ,FXO,FILM:45. 3 OHM,ll,0. 125W 91637 MFF1816G45R30F 
R892 315-0202-00 RES.,FXO,CMPSN:2K OHM,5\,0.25W 01121 CB2025 
R894 321-0258-00 RES. ,FXO,FILM:4.75K OHM,ll,O. l25W 91637 MFF1816G47500F 

R896 321-0152-00 RES. , FXO,FILM:374 OHM,l\,0.125W 91637 MFF1816G374ROF 
R8981 311-1216-00 RES. ,VAR,NONWIR:200K OHM,20\,0.SOW 01121 llM714 
R900 3l5-0471-00 RES.,FXO,CMPSN:470 OHM,5\ , 0 .25W 01121 CB4715 
R901 315-0151-00 RES.,FXO,CMPSN:150 OHM,5\,0.25W 01121 CB1515 
R902 315- 01S1-00 RES.,FXO,CMPSN:150 OHM,S, , 0 . 25W 01121 CB1515 

R903 315-0101-00 RES.,FXO,CMPSN : 100 OHM,5\ , 0.25W 01121 CB1015 
R904 321-0205-00 RES. ,FXO,FILM:l. 33K OHM,1%,0.125W 91637 MFF1816Gl3300F 
R905 315-0101-00 RES.,FXO,CMPSNolOO OHM,5\, 0.25W 01121 CB1015 
R906 315-0822-00 RES.,FXO,CMPSN:8.2K OHM,5\,0.25W 01121 CB8225 
R908 315-0683-00 RES.,FXO,CMPSN:68K OHM,5\,0.25W 01121 CB6835 

R909 315- 0222-00 RES.,FXO,CMPSN:2. 2K OHM,5\,0.2SW 01121 CB2225 
R910 315-0243-00 RES.,FXO,CMPSN:24K OHM,5\,0.25W 01121 CB2435 
R911 315-0272-00 RES.,FXO,CMPSN:2.7K OHM,5\,0.25W 01121 CB2725 
R9i2 315-0102-00 RES.,FXO,CMPSN:lK OHM,S\,0.25W 01121 CB1025 
R913 315-0103-00 RES.,FXO,CMPSN:lOK OHM,S\,0.25W 01121 CB1035 

R914 315-0302-00 RES.,FXO,CMPSN:3K OHM,5%,0.25W 01121 CB3025 
R915 3l5-0l03-00 RES.,FXO,CMPSN:lOK OHM,5\,0.25W 01121 CB1035 
R916 321-0309-00 RES.,FXO,FILM:16.2K OHM,l\,0.125W 91637 MFF1816Gl6201F 
R917 321-0210-00 RES.,FXO,FILM:l.SK OHM,l\,0.125W 91637 MFF1816Gl5000F 
R918 311-1268-00 RES.,VAR,NONWIR:lOK OHM,10\,0.50W 32997 3329P-L58-103 

R919 321-0382-00 RES.,FXO,FILM:93.lK OHM,l\,0.125W 91637 MFF1816G93101F 
R920 311-1458-00 RES.,VAR,WW:50K OHM,5% 73138 7266- 322-0 
R925 311-1270-00 RES.,VAR,NONWIR:25K OHM,l0\,0.50W 80294 3326P-L58-253 
R926 321-0335-00 RES.,FXD,FlLM :30.lK OHM,l%,0.12SW 91637 MFF1816G30101F 
R927 321-0308-00 RES.,FXD,FILM:15.8K OHM,l\,0.125W 91637 MFF1816Gl5801F 

R929 321-0241-00 RES.,FXD,FILM:3.16K OHM,l\,0.125W 91637 MFF1816G31600F 
R931 321- 0304-00 RES.,FXD,FILM:14.3K OHM,l\,0.125W 91637 MFF1816Gl4301F 
R932 321-0256- 00 RES.,FXO,FILM :4.53K OHM,l\,0.125W 91637 MFF1816G45300F 

¼rnished as a unit wi th S898. 
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R933 315-0470-00 RES. ,FXD,CMPSN:47 OHM,5\,0.25W 01121 CB4705 
R934 321-0262-00 RES.,FXO,F1LM:5.23K OHM, l\,0.125W 91637 MFFl816G52300F 
R935 315-0222-00 RES.,FXO,CMPSN:2.2K OHM,5\,0.25W 01121 CB2225 
R936 315-0562-00 RES.,FXD,CMPSN:5.6K OHM,5\,0. 25W 01121 CB5625 
R937 321-0254- 00 RES.,FXD,FIUl:4.32K OIIM,l\,0.12SW 91637 MFF1816G43200F 

R938 315-0470-00 RES.,FXD,CMPSN:47 OHM,5\, 0 .25W 01121 CB4705 
R939 321-0307-00 RES.,PXD,FILM:l5.4K OHM,l\,0.125W 91637 MFF1816Gl5401F 
R941 321-0288-00 RES.,FXD,P1LM:9.76K OIIM,l\,0. 125W 91637 MFP1816G97600F 
R942 321- 0323- 00 RES.,FXD, FII.l1:22 . 6K OHM,l\,0. 12SW 91637 MFF1816G22601F 
R944 315-0223-00 RES. ,FXD,CMPSN:22K OHM,5\,0.25W 01121 CB2235 

R945 315- 0470-00 RES . ,FXD,CMPSN:47 OHM,5\,0.25W 01121 CB4705 
R946 307-0106-00 RES. ,FXD,CMPSN: 4 . 7 OHM,5\ , 0.25W 01121 CB47G5 
R947 315- 0472-00 RES.,FXO,CMPSN,4.7K OHM,S\,0.25W 01121 CB4725 
R948 321-0289-00 RES.,FXO,FIIJ-1:lOK OHM,l\,0.125W 91637 MFF1816Gl0001F 
R949 323-0192-00 RES. ,FXO,FILM:976 OHM,1',0. 50W 75042 CECT0-9760F 

R961 321-0385-00 RES. ,FXO,FILM:lOOK OHM,l\ , 0.125W 91637 MFF1816Gl0002F 
R962 321-0680-00 RES. ,FXD,FIUI: 35. 3K OHM, O. 5\, 0.125W 91637 MFFl816035301D 
R965 321-0091-00 RES .,FXD,FILM:86.6 OHM, l\,0.125W 91637 MFF1816G86R60F 
R967 315-0100- 00 XB130000 RES. , FXD,CMPSN·:10 OHM,5\,0.25W 01121 CB1005 
RlOOl 315- 0240-00 RES.,FXO,CMPSN:24 OFIM,S\,0.25W 01121 CB2405 

Rl002 317-0471-00 RES.,FXD,CMPSN:470 OHM,5\,0.125W 01121 B84715 
Rl003 322-0621-00 RES.,FXD,FIUl:900K OHM,l\,0. 25W 75042 CEBT0-9003F 
Rl004 321-0389-00 RES.,FXO,FILM:llOK OHM,l\,0.125W 91637 MFF1816Gll002F 
Rl005 301-0104-00 RES. ,PXD,CMPSN:lOOK OHM,5\,0.5W 01121 EB1045 
Rl006 315-0750-00 RES.,FXD,CMPSN:75 OHM,5\,0.25W 01121 CB7505 

Rl007 317- 0510-00 XB020000 RES. ,FXO,CMPSN:51 ORM,5\,0.125W 01121 885105 
Rl008 301-0104-00 RES. ,FXD,CMPSN:lOOK OHM,5\,0. SW 01121 EB1045 
!U009 322- 0621- 00 RES. ,FXO,FILM:900K OHM,l\,0.25W 75042 CEBT0-9003F 

RlOll 315-0131-00 RES.,FXD,CMPSN:130 OHM,5\,0.25W 01121 CBl315 

Rl012 315-0621-00 RES.,FXO,CMPSN:620 OHM,5\,0. 25W 01121 CB6215 

Rl013 315-0621-00 RES. , FXD,CMPSN:620 OHM,5\,0.25W 01121 CB6215 
Rl015 315-0471-00 RES.,FXD,CMPSN:470 OHM,5\,0.25W 01121 CB4715 
Rl016 317-0330-00 RES.,FXD,CMPSN:33 OHM,5\,0.125W 01121 883305 
Rl017 321-0158-00 RES.,FXD,FILM:432 ORM,l\,0.125W 91637 MFF1816G432ROF 
Rl018 321-0158- 00 RES. ,FXD,FI.LM:432 OHM,l\,0.125W 91637 MFF1816G432ROF 

!U019 317-0101-00 RES.,FXO,CMPSN:100 OHM,5\,0.125W 01121 881015 

!U02o1 311-1192- 00 RES.,VAR,NONWIR:lOK OHM,20\,lW 71590 8A-232-00l 
Rl021 317-0150-00 RES. ,FXD,CMPSN:15 OHM,S\,O.l25W 01121 881505 
Rl022 315- 0102-00 RES.,FXD,CMPSN:lK OHM,51 , 0 .25W 01121 CB1025 
Rl023 315-0390-00 RES.,FXD,CMPSN,39 OHM,S\,0.25W 01121 CB3905 

Rl024 315-0332-00 RES.,FXD,CMPSNs3.3K OHM,5\,0. 25W 01121 C83325 
R1025 311-1230-00 RES.,VAR,NONWIR:20K OHM,20\,0.50W 32997 3386F-T04-203 
Rl026 317-0330-00 RES.,FXD,CMPSN:33 OHM,5\,0.125W 01121 BB3305 
Rl027 315-0431-00 RES. ,FXD,CMPSN :430 OHM,5\,0.25W 01121 CB4315 
Rl028 315-0561-00 RES. ,FXD,CMPSN:560 OHM,5\,0.25W 01121 CB5615 

R1029 315-0471-00 RES. ,FXD,CMPSN:470 OHM,5\,0.25W 01121 C84715 

Rl030 315-0390-00 RES. ,FXD,CMPSN:39 OHM,5\,0.25W 01121 CB3905 
Rl031 321-0082-00 RES.,FXD,FI.LM:69. 8 OHM,U,0. 125W 91637 MFF18}.6G69R80F 
Rl032 321-0147-00 RES.,PXD,FILM:332 OHM,l\,0.12SW 91637 MFF1816G332ROF 
Rl033 321- 0147- 00 RES.,FXD,FILM:332 OHM,l\,0.125W 91637 MFF1816G332ROF 

R1034 321-0082-00 RES. ,FXD,FILM:69.8 OHM,l\,0.12SW 91637 MFF1816G69R80F 
R1035 317-0390- 00 XB050000 RES. ,FXD,CMPSN:39 OHM,S\,0.125W 01121 883905 
R1037 315-0681-00 RES.,FXD,CMPSN:680 OHM,S\,0. 25W 01121 CB6815 

1Furn1shed as a unit with Sl020. 

REV. G APRIL 1978 7.35 



Replaceable Electrical Parts 485 

Tektronix Serial/Model No. Mfr 
Ckt No. Part No. Elf Dscont Name & Description Code Mfr Part Number 

Rl038 315-0301-00 RES. , FXD, CMPSN : 300 ORM,5\ , 0.25W 01121 CB3015 
Rl039 315-0241-00 RES.,FXD,CMPSN: 240 OHM, 5\ , 0. 25W 01121 CB2415 
Rl040 321- 0079-00 RES,,FXD,FILM:64 . 9 OHM,l\,O. l25W 91637 MFF1816G64R90F 
Rl041 321- 0082-00 RES.,FXD,FILM:69. 8 OHM,l\, O.l25W 91637 MFF1816G69R80F 
Rl042 321- 0177-00 RES.,FXD,FILM: 681 OHM, l\ , 0.125W 91637 MFF1816G681ROF 

Rl043 321-0177-00 RES .,FXD,FILM:681 OHM, l\, 0 .125W 91637 MFF1816G681ROF 
Rl044 321- 0082- 00 RES.,FXD, FILM:69. 8 OHM, l\ , 0.125W 91637 MFF1816G69R80F 
Rl045 315-0560- 00 RES .,FXD,CMPSN :56 OHM,51,0. 25W 01121 CB5605 
Rl047 315-0822- 00 RES., FXD,CMPSN:8. 2K OHM, 51 , 0. 25W 01121 CB8225 
Rl048 315-0201-00 RES. ,FXD,CMPSN:200 OHM, 5\ , 0. 25W 01121 CB2015 

Rl049 315- 0332- 00 RES.,FXD,CMPSN : 3.3K OHM, 5\, 0.25W 01121 CB3325 
Rl050 315-0201- 00 RES.,FXD,CMPSN : 200 OHM,5\, 0. 25W 0112.l CB2015 
Rl05l 317-0330- 00 RES.,FXD,CMPSN:33 OHM, 5\ , 0.125W 01121 8B3305 
Rl052 317-0330- 00 RES.,FXD, CMPSN : 33 OHM, 5\, 0.l25W 01121 883305 
Rl053 315-0392-00 RES. , FXD,CMPSN : 3. 9K OHM, 51,0. 25W 01121 CB3925 

Rl054 317-0300- 00 RES.,FXD,CMPSN: 30 OHM,5\ , 0.125W 01121 8B3005 
Rl055 311-0643- 00 RES. ,VAR, NONWIR: 50 OHM,10\,0.50W 80740 62- 52-3 
Rl056 317-0161-00 RES.,FXD,CMPSN :160 OHM,5\ , 0.125W 01121 8B1615 
Rl057 315- 0161-00 RES.,FXD,CMPSN:160 OHM,51,0.25W 01121 CB1615 
Rl061 317- 0101-00 RES.,FXD, CMPSN : 100 OHM,5\,0.125W 01121 881015 

Rl062 317- 0101-00 RES.,FXD, CMPSN :100 OHM , 5\ , 0.125W 01121 881015 
Rl063 317-0101- 00 RES.,FXD,CMPSN : 100 OHM,5\,0.125W 01121 881015 
Rl064 317-0910- 00 RES.,FXD,CMPSN:91 OHM, 5\,0.l25W 01121 889105 
Rl065 311-0607-00 RES. ,VAR,NONWIR:lOK OHM,10\ , 0 , SOW 73138 82P- 59-4-103K 
Rl066 321-0239-00 RES. ,FXD,FIUl:3.0lK OHM,l\ , 0.125W 91637 MFF1816G30100F 

Rl067 315- 0103-00 RES. ,FXD,CMPSN:lOK OHM,5\,0. 25W 01121 C81035 
Rl068 321-0222-00 RES.,FXD,FILM:2K OHM,l\ , 0 . 125W 91637 MFF1816G20000F 
Rl069 317-0511-00 RES.,FXD,CMPSN:510 OHM, 5\, 0.125W 01121 B85115 
Rl070 315-0103-00 RES. , FXD,CMPSN:lOK OHM,S\ , 0.25W 01121 CB1035 
Rl071 315-0101-00 RES.,FXD, CMPSN : 100 OHM,S\,0. 25W 01121 CB1015 

Rl.072 315-0152-00 RES.,FXD, CMPSN : l . 5K OHM, 5\, 0. 25W Ol.121 CB1525 
Rl073 321-0239-00 RES. , FXD,FILM:3.0lK OHM,ll,0. 125W 91637 MFF1816G30100F 
Rl074 321-0239- 00 8010100 8049999 RES., FXD, FILM:3 . 0lK OHM, l\, 0.125W 91637 MFF1816G30l00F 
Rl074 321- 0235-00 8050000 RES.,FXD, FILM: 2 .74K OHM,l\ , 0. 125W 91637 MFF1816G27400F 
Rl075 311-0607- 00 RES.,VAR, NONWI R:lOK OHM,l0\,0. 50W 73138 82P-59-4-103K 

Rl076 321-0235-00 RES.,FXD, FILM:2 . 74K OHM, l\,0. 125W 91637 MFF1816G27400F 
Rl077 317- 0201-00 RES.,FXD,CMPSN:200 OHM, 5\ , 0. l25W 01121 882015 
Rl078 321-0256-00 RES . ,FXD,FILM:4.53K OHM, l\,0.125W 91637 MFF1816G45300F 
Rl079 315-0102-00 RES. ,FXD,CMPSN:lK OHM, 5\ , 0. 25W 01121 CB1025 
Rl.081 315-0101- 00 RES. , FXD,CMPSN : 100 OHM,5\,0.25W 01121 CB1015 

Rl.082 321-0185-00 RES . ,FXD,FU.M:825 OHM,l\,O. l25W 91637 MFF1816G825ROF 
Rl.083 315-0101-00 RES. ,FXD,CMPSN:100 OHM,5\,0.25W 01121 CB1015 
Rl.084 315-0470-00 RES.,FXD, CMPSN:47 OHM, 5\, 0. 25W Ol.121 CB4705 
Rl085 317-0512-00 XB060000 RES. , FXD,CMPSN : 5 . lK OHM,5\,0.125 01121 8B5125 
Rl.086 315-0101-00 RES. , FXD,CMPSN:100 OHM, 5\ , 0. 25W 01121 CB1015 

Rl.087 321-0240-00 RES.,FXD,FILM: 3 . 09K OHM,l\, 0.125W 91637 MFF1816G30900F 
Rl089 315-0101-00 RES. , FXD, CMPSN : 100 OHM, 5\ , 0. 25W 01121 CB1015 
Rl.090 315-0101-00 RES. , FXO, CMPSN : 100 OHM, 5\ , 0. 25W 01121 CB1015 
Rl.091 315-0241-00 RES. ,FXD,CMPSN : 240 OHM, 5\ , 0. 25W 01121 CB2415 
Rl.092 315-0271-00 RES. ,FXD,CMPSN:270 OHM 1 5\,0. 25W 01121 CB2715 

Rl.093 315-0101-00 RES. , FXD, CMPSN :100 OHM, 5\,0.25W 01121 CB1015 
Rl.094 315-0101-00 RES. , FXD,CMPSN : 100 OHM, 51 , 0. 25W 01121 CBlOlS 
Rl.096 315-0100-00 RES. ,FXD, CMPSN : 10 OHM, 5\ , 0. 25W 01121 CB1005 
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Rl097 315-0101- 00 RES.,FXO,CMPSN: 100 OHM, 5\,0,25W 01121 CB1015 
Rl098 315-0201-00 RES., FXO,CMPSN:200 OHM, 5\,0. 25W 01121 CB2015 
RllOl 315-0473-00 RES.,FXO,CMPSN:47K OHM, 5\,0. 25W 01121 CB4735 
Rll02 315-0473- 00 RES .,FXO,CMPSN:47K ORM,5\,0. 25W 01121 CB4735 
Rll 03 321-0177-00 RES.,FXD,FI.Il-1:681 OHM,l\,0. 125W 91637 MFFl816G681ROF 

Rll04 321-0326- 00 RES.,FXO,FILM: 24.3K OHM,l\ , 0 .125W 91637 MFF1816G24301F 
Rll05 317- 0201- 00 RES.,FXO,CMPSN:200 OHM, 5\ , 0.125W 01121 8B2015 
Rll06 315-0101-00 RES. , FXO,CMPSN:100 OHM,5\,0.25W 01121 CB1015 
Rll 07 321- 0159- 00 RES. ,FXO,FILM:442 ORM,l\ , 0 . l25W 91637 MFF1816G442ROF 
Rll08 315- 0102- 00 RES. ,FXO,CMPSN:lK ORM,5\,0. 25W 01121 CB1025 

Rllll 315-0242-00 RES.,FXD,CMPSN : 2 .4K OHM, 5\,0. 25W 01121 CB2425 
Rlll2 315- 0151-00 RES.,FXD,CMPSN : 150 OHM,5\, 0.25W 01121 CBl515 
Rlll4 321- 0155- 00 RES.,FXD,FILM:402 OHM, l\, O. l25W 91637 MFF1816G402ROF 
Rlll5 315- 0100-00 RES.,FXO, CMPSN :10 OIIM,5\ , 0. 25W 01121 CB1005 
Rlll6 315-0391- 00 B010100 B010209 RES.,FXO, CMPSN: 390 OHM,5\,0. 25W 01121 CB3915 

Rlll6 315- 0331-00 B010210 RES. , FXD,CMPSN : 330 OHM,5\,0. 25W 01121 C83315 
Rlll7 315- 0242-00 RES. ,FXO,CMPSN:2.4K OHM,5\,0.25W 01121 CB2425 
Rlll9 315-0152-00 RES.,FXD,CMPSN:l.5K OHM,5\ , 0. 25W 01121 CB1525 
Rll21 315- 0751-00 RES. , FXO, CMPSN: 750 OHM, S\,0.25W 01121 CB7515 
Rll23 321- 0225-00 RES. , FXD,FILM:2.15K OHM,l\ , 0. 125W 91637 MFF1816G21500F 

Rll26 315-0101- 00 RES.,FXD,CMFSN : 100 OHM, S\ , 0. 25W 01121 CB1015 
Rll27 315-0242- 00 RES ,,FXO,CMPSN: 2.4K OHM,5\,0.25W 01121 CB2425 
Rll29 315- 0101- 00 RES., FXD,CMPSN :100 OHM, 5\ , 0. 25W 01121 CB1015 
Rll50 311-1223- 00 RES, , VAR, NONWI-R:250 OHM,10\, 0 . SOW 32997 3386F-T04-251 
Rll51 323-0164- 00 B010100 B039999 RES. , FXD,FW·l:499 OHM,l\,0. 50W 75042 CECT0-4990F 

Rll51 323-0163- 00 B040000 B143554 RES.,FXO,FILM:487 OF!M,l\, 0.50W 75042 CECT0-4870F 
Rll51 323-0166-00 B143555 RES.,FXO, FILM:523 OHM,l\ , 0. 50W 75042 CECT0-5230F 
Rll52 323- 0172- 00 B010100 B039999 RES.,FXD,FlLM:604 OHM, l\ , 0. 50W 91637 MFFl226G604ROF 
Rll52 323- 0183-00 B040000 B143554 RES. , FXO,FILM:787 OHM,l\ , 0.50W 75042 CECT0-7870F 
Rll52 323-0177- 00 B143S5S RES.,FXD,FllJl :680 OHM,11,0. SOW 91637 MFF1226G681ROF 

Rll54 315-0112- 00 RES. ,FXD,CMPSN:l.lK OHM, 5\, 0. 25W 01121 CB1125 
Rll56 301- 0271- 00 RES.,FXD,CMPSN:270 OHM,5\, 0 . 50W 01121 EB27l5 
Rll61 323-0164-00 B010100 B039999 RES .,FXD,FILM:499 OHM,l\ , 0 . 50W 75042 CECT0-4990F 
Rll61 323-0163- 00 B040000 B143554 RES.,FXO,FI LM:487 OHM,l\, 0. 50W 75042 CECT0-4870F 
Rll6l 323- 0166- 00 B143555 RES. , FXO, FILM:523 OHM, l\ , 0.50W 75042 CECT0-5230F 

Rll62 323- 0172- 00 B010100 B039999 RES.,FXD,FILM:604 OHM,l\, 0. 50W 91637 MFF1226G604ROF 
Rll62 323-0183- 00 B040000 B143554 RES.,FXO,FILM:787 OHM, l\,0,50W 75042 CECT0-7870F 
Rll62 323- 0177-00 B143555 RES.,FXD, FILM:680 OHM,l\,0.50W 91637 MFF1226G681ROF 
Rll64 315- 0101- 00 RES.,FXD, CMPSN:100 OHM, 5\,0.25W 01121 CB1015 
Rll65 301-0101-00 RES.,FXD,CMPSN :100 OHM, 5\ ,0. 50W 01121 EB1015 

Rll66 301- 0131-00 RES.,FXD,CMPSN:130 OHM, 5\,0.50W 01121 EB131-5 
Rll67 315-0362- 00 RES. ,FXD,CMPSN:3.6K OHM, 5\, 0 .25W 01121 CB3625 
Rll68 315- 0122- 00 RES.,FXO,CMPSN:l.2K OHM,5\,0. 25W 01121 CB1225 
Rll69 301- 0331-00 RES.,FXO, CMPSN : 330 OHM, 5\,0. 50\il 01121 EB3315 
Rll7l 301- 0682- 00 RES.,FXD,CMPSN : 6. 8K OHM, 5\, 0.50W 01121 EB6825 

Rll72 301- 0682- 00 RES.,FXD, CMPSN: 6.8K OHM, 5\, 0 . 50W 01121 £86825 
Rll73 301- 0182- 00 RES.,FXO,CMPSN:l.8K OHM, 5\ , 0 . 5W 01121 EB1825 
Rll74 315-0470-00 RES.,FXO, CMPSN:47 OHM,5\,0.25W 01121 CB470;; 
Rll75 321- 0279- 00 B010100 B039999 RES.,FXO,FILM: ?.87K OHM,l\ , 0.125W 91637 MFFl816G78700F 
Rll75 321- 0275- 00 B040000 RES.,FXO,FILM:7.15K OHM,l\,0.125W 91637 MFF1816G71SOOF 

Rll76 322-0297-00 RES.,FXD,FILM:12 . lK OHM, l\ , 0.2SW 75042 CEBT0-1212F 
Rll77 323-0302-00 RES .,FXO, FILM:13. 7K OHM,l\, 0. 50W 75042 CECT0- 1372F 
Rll78 321- 0197- 00 RES. , FXO,FILM:l.lK OHM,l\,0. 125W 91637 MFF1816Gll000F 
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Rll79 315-0560-00 RES. ,FXD,CMPSN:56 OHM,5\,0. 25W 01121 CB5605 
Rll81 301-0682- 00 RES.,FXD,CMPSN : 6.8K OHM,5'l,0. 50W 01121 EB6825 
Rll82 301- 0682- 00 RES. ,FXD,CMPSN:6.8K OHM, 5'l,0.50W 01121 EB6825 
Rll83 301- 0182-00 RES. , FXD,CMPSN:l.8K OHM,5\,0.5W 01121 EB1825 
Rll84 315- 0470-00 RES. ,FXO,CMPSN:47 OHM,5\,0. 25W 01121 CB4705 

Rl.187 323-0302-00 RES.,FXD, FILM:13. 7K OHM, l\ , 0. 50W 75042 CECT0-1372F 
Rll88 321-0197-00 RES.,FXD,FILM:l.lK OHM, l\,0. 125W 91637 MFF1816Gll000F 
Rll89 315-0560-00 RES.,FXD, CMPSN : 56 OHM,5\,0. 25W 01121 CB5605 
RU92 315-0121-00 RES.,FXD,CMPSN:120 OHM, 5'l , 0 . 25W 01121 CB1215 
Rll93 315- 0392-00 RES.,FXD,CMPSN:3.9K OHM, 5\ , 0.25W 01121 CB3925 

Rll94 322-0133-00 RES.,FXD,FILM:237 OHM,ll , 0.25W 75042 CEBT0-2370F 
Rll96 315-0121-00 RES.,FXO,CMPSN: 120 OHM, 5\,0. 25W 0112.1 CB1215 
Rll97 315- 0392-00 RES .,FXD,CMPSN:3 . 9K OHM,51,0. 25W 01121 CB3925 
Rll98 322-0133-00 RES. , FXD,FILM :237 OHM, l'l,0. 25W 75042 CEBT0-2370F 
Rl20l 321-0291-00 RES.,FXD, FILM:10. SK OHM,l\,O.l25W 91637 MFF1816Gl0501F 

Rl202 315- 0181-00 RES.,FXD, CMPSN: 180 OHM,5\,0. 25W 01121 CB1815 
Rl203 315- 0681-00 RES .,FXO,CMPSN : 680 OHM, 5\,0. 25W 01121 CB6815 
Rl204 315-0562-00 RES .,FXD, CMPSN : 5.6K OHM,5'l,0. 25W 01121 CBS62S 
Rl206 321-0183-00 RES.,FXD,FILM:787 OHM,l\,0.125W 91637 MFF1816G787ROF 
Rl207 317-0560- 00 RES . ,FXD,CMPSN:56 OHM,5\,0. 125W 01121 8B5605 

Rl209 315- 0623- 00 RES. , FXD, CMPSN: 62K ORM,5\, 0.25W 01121 CB6235 
Rl214 315- 0182-00 RES .,FXD,CMPSN:l.8K OHM,5\, 0.2SW 01121 CB1825 
Rl216 315- 0102-00 RES .,FXO,CMPSN:lK OHM, 5\,0. 25W 01121 CB1025 
Rl2l7 321-0149-00 RES.,FXO,FILM:348 OHM,l\,0. 125W 91637 MFF1816G348ROF 
Rl2l8 321- 0201- 00 RES. ,FXD,FILM:1.21K OHM,l'l,0.125W 91637 MFF1816Gl2100F 

Rl219 315- 0101-00 RES .,FXO,CMPSN:100 OHM,5'l,0.25W 01121 CB1015 
Rl221 321- 0258-00 RES . , FXO,FILM:4. 75K OHM,1',0. 125W 91637 MFF1816G47500F 
Rl222 321-0340- 00 RES .,FXD,FILM:34K OHM,l\,0. 125W 91637 MFF1816G34001F 
Rl223 323-0636-07 RES. ,FXO,FlLM:SOK OHM,0.l'l,O.SOW 91637 MFF1226C50001B 
Rl226 311-1226-00 RES . ,VAR,NONWIR:2.5K OHM,20\,0. SOW 32997 3386F-T04-2S2 

Rl227 323- 0280-00 B010100 B010285 RES. ,FXD,FILM:8.06K OHM,l'l,0.50W 75042 CECT0-8061F 
Rl227 323-0278- 00 B010286 RES.,FXO,FILM:7 . 68K OHM,l'l , 0.50W 75042 CECT0- 7681F 
Rl228 311-1226-00 RES.,VAR,NONWIR:2 . 5K OHM,20\,0. 50W 32997 3386F- T04- 252 
Rl229 315-0101-00 RES.,FXO,CMPSN:100 OIJM,5\,0. 25W 01121 CB1015 
Rl235 315-0470-00 XB143555 Bl44449X RES.,FXD,CMPSN:47 OHM, 5'l,0. 25W 01121 CB4705 

Rl236 315- 0472-00 XB144450 RES.,FXD,CMPSN : 4 . 7K OHM, 5'l , 0 . 25W 01121 CB4725 
Rl237 315-0242-00 RES. ,FXD,CMPSN:2.4K OIJM, 5\,0. 25W 01121 CB2425 
Rl238 315-0152-00 RES.,FXD,C~.PSN:l. 5K OHM,5\, 0.25W 01121 CB1525 
Rl239 315- 0272-00 RES.,FXO,CMPSN:2 . 7K OHM, 5'l,0.25W 01121 CB2725 
Rl240 317-0330-00 RES. ,FXD,CMPSN:33 OHM, 5'l,O . l25W 01121 883305 

Rl24l 315-0221-00 RES. ,FXD, CMPSN : 220 OHM, 5\, 0.25W 01121 CB2215 
Rl242 317- 0330- 00 RES.,FXD,CMPSN : 33 OHM,51 , 0.125W 01121 8B3305 
Rl251 321-0054- 00 RES. ,FXD,FIU-1:35.7 OHM,5\,0.125W 91637 MFF1816G35R70F 
Rl252 315-0152-00 RES.,FXD,CMPSN : l.5K OHM, 5'l,0.25W 01121 CB1525 
!U254 321- 0248-00 RES.,FXD, FILM: 3.74K OHM,l\, 0. 125W 91637 MFF1816G37400F 

Rl257 321-0142- 00 RES. , FXD,FILM:294 OHM, l'l , 0.125W 91637 MFF1816G294ROF 
Rl261 321-0304- 00 RES. ,FXD,FILM:14.3K OHM,l\,0.125W 91637 MFF1816Gl4301F 
Rl262 321-0256-00 RES.,FXO,FILM:4 . 53K OHM,l\ , 0.125W 91637 MFF1816G45300F 

Rl263 315- 0470-00 RES.,FXD,CMPSN :47 OHM,5\, 0. 25W 01121 CB4705 
Rl264 321-0262-00 RES.,FXD, FILM:5. 23K OHM,l\,0.125W 91637 MFF1816G52300F 

Rl266 315-0562-00 RES.,FXD,CMPSN : 5. 6K OHM,5\,0. 25W 01121 CB5625 
Rl267 321-0307-00 RES. ,FXD, FILM: 15.4K OHM,l\,0.125W 91637 MFF1816Gl5401F 

Rl268 315-0470-00 RES.,FXD,CMPSN:47 OHM, 5'l,0 . 25W 01121 CB4705 
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Rl269 321-0254-00 RES. , FXD,Fll.M:4 . 32K OBM, l\ , 0.125W 91637 MFF1816G43200F 
Rl271 315-0331-00 RES.,FXD,CMPSN:330 OHM,5\ , 0.25W 01121 CB3315 
Rl272 315-0202-00 RES. , FXD,CMPSN:2K OHM,5\,0.25W 01121 CB2025 
Rl300 311-1197-00 RES.,VAR,NONWIR:20K OHM,10\,lW 12697 381- CM39696 
Rl301 315- 0470-00 RES. ,FXD,CMPSN:47 OHM, 5\,0. 25W 01121 C84705 

Rl302 315-0912-00 RES.,FXD,CMPSN:9.lK OHM, 5\ , 0.25W 01121 C89125 
Rl303 321-0216-00 RES. , FXD, FILM:l.74K OHM,l\ , 0.125W 91637 MFF1816Gl7400F 
Rl306 321-0216-00 RES.,FXD,FILM:l . 74K OHM,l\, 0.125W 91637 MFF1816Gl7400F 
Rl307 321-0228- 00 RES.,FXD,FILM:2 . 32K OHM, l\ , 0.125W 91637 MFF1816G23200F 
Rl308 311-1224-00 RES. , VAR,NONWIR:500 OHM, 20\,0. 50W 32997 3386F- T04- 501 

Rl313 321- 0326- 00 RES.,FXD,FILM:24.3K OHM,l\ , 0.125W 91637 MFF1816G24301F 
Rl314 321- 0250- 00 RES.,FXD,FILM:3 . 92K OHM,l\,0.125W 91637 MFF1816G39200F 
Rl321 321- 0230-00 RES. , FXD,FIUl:2. 43K OHM, l\,0.125W 91637 MFF1816G24300F 
Rl322 321-0231-00 RES.,FXD,FILM:2.49K OHM,l\,0.125W 91637 MFF1816G24900F 
Rl325 311-1228-00 RES. ,VAR, NONWIR:lOK OHM, 20\, 0 . 50W 32997 3386F-T04-103 

Rl326 321- 0295- 00 RES. , FXD,FILM:ll. 5K OHM, l\,0.125W 91637 MFF1816Gll501F 
Rl327 321-0234-00 RES.,FXD, FILM:2 . 67K OHM, 1',0.125W 91637 MFF1816G26700F 
Rl328 321-0246-00 RES.,FXD,FILM:3 . 57K OHM,l\,0.125W 91637 MFF1816G35700F 
Rl329 321-0299-00 RES. ,FXD,FIUl:12. 7K OIIM, l\,0. 125W 91637 MFF1816Gl2701F 
Rl331 315-0243-00 RES. ,FXD,CMPSN:24K O!IM, 5\,0. 25W 01-121 CB2435 

Rl333 315- 0203-00 RES . ,FXD,CMPSN:20K OHM, 5\,0.25W 01121 CB2035 
Rl335 315- 0202-00 RES.,FXD,CMPSN:2K OHM,5\,0. 25W 01121 CB2025 
Rl336 315- 0100- 00 RES.,FXD,CMPSN:10 OHM, 5\,0. 25W 01121 CB1005 
Rl338 315-0681-00 RES.,FXD,CMPSN:680 OHM, 5\ , 0.25W 01121 CB6815 
Rl341 315-0911-00 RES. , FXD,CMPSN:910 0HM 1 5\ , 0.25W Oll21 CB9115 

Rl342 315- 0332-00 RES.,FXD,CMPSN:3.3K OHM, 5\ , 0 . 25W 01121 CB3325 
Rl343 321-0250- 00 RES.,FXD,FILM :3.92K OHM, l\ , 0 . 125W 91637 MFF1816G39200F 
Rl344 321-0326-00 RES. ,FXD, FILM:24.3K OHM,l\ , 0.125W 91637 MFF1816G24301F 
Rl348 311- 1 222- 00 RES. ,VAR,NONW:rR:100 OHM, 20\ , 0.50W 32997 3386F- T04-101 

Rl354 321- 0085-00 RES. ,FXD, FILM:75 OFIM, ll,0.125W 91637 MFF1816G75ROOF 

Rl355 311-1225- 00 RES . , VAR, NONWIR:lK OHM, 20\ , 0.50W 32997 3386F-T04- 102 
Rl356 315-0162-00 RES.,FXD,CMPSN:l.6K OHM,5\,0. 25W 01121 CB1625 
Rl357 321-0225-00 RES.,FXD,FILM:2.15K OHM,l\ , 0 .125W 91637 MFF1816G21500F 

Rl361 315-0820- 00 RES ., FXO,CMPSN:82 OFIM, 5\,0.25W 01121 CB8205 
Rl362 315- 0132- 00 RES . ,FXD, CMPSN: l. 3K OHM, 51 , 0 . 25W 01121 CB1325 

Rl364 321-0161-00 B010100 8049999 RES.,FXD,FIUl:464 OHM , l\, 0 . 125W 91 637 MFF1816G464ROF 
Rl364 321- 0164-00 B050000 RES .,FXD, FILM:499 OHM,l\ , 0 . 125W 91637 MFF1816G499ROF 

Rl365 315- 0271-00 RES.,FXD, CMPSN:270 OHM,5\ , 0.25W Oll21 CB2715 

Rl366 311- 0605-00 RES.,VAR,NONWIR: 200 OHM, 10\ , 0 . 50W 80740 62-54- 3 
Rl367 315-0122-00 RES.,FXD,CMPSN:l.2K OHM, 5\ , 0.25W 01121 CB1225 

Rl368 301-0511- 00 RES.,FXD,CMPSN:510 OHM, 5\, 0.SOW 01121 EB5115 

Rl369 315- 0103- 00 RES.,FXO,CMPSN:lOK OHM,5\,0 .25W 01121 CB1035 

Rl371 315- 0110- 00 RES.,FXO, CMPSN:11 OHM, 5\,0.25W 01121 C81105 
Rl372 321-0117-00 RES .,FXD, FILM :162 OHM, l\,0. 125W 91637 MFF1816Gl62ROF 
Rl373 323- 0102- 00 RES.,FXD,Fll.M :113 OHM,l\, 0.50W 75042 CECT0- 1130F 

Rl374 321- 0117-00 RES.,FXD,FILM:162 OHM, l\,0.125W 91637 MFF1816Gl62ROF 

Rl375 317-0680-00 RES .,FXD,CMPSN:68 OHM, 5\, 0.125W 01121 8B6805 
Rl400 311-0566-00 RES.,VAR,NONWIR: 5K OHM, 20\ 12697 381-~39672 
Rl401 315- 0681- 00 RES .,FXD,CMPSN:680 OHM, 5\ ,0. 25W 01121 CB6815 
Rl402 315- 0303- 00 RES .,FXD,CMPSN:30K OHM, 5\,0. 25W 01121 CB3035 

Rl407 315- 0153-00 RES .,FXD, CMPSN:15K OHM,5\,0. 25W 01121 CB1535 
Rl409 323-0793-07 RES .,FXD,FILM :2 . SM OHM, O.l\,0. 50W 91637 MFF1226C25003B 
Rl410 323- 0498-07 RES.,FXD,FILM: l . 5M OHM , 0. 1\,0. SOW 91637 MFF1226Cl5003B 
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Rl4ll 323-0740-07 RES.,FXD,FILM: 500K OHM, O. l\,0.50W 91637 MFF1226C50002B 
Rl412 323-0742-07 RES.,FXD,FIUl: 250K OHM, O. l\ , 0 . 50W 91637 MFF1226C25002B 
Rl413 323-0636- 07 RES. , FXD,FILM:SOK OHM, o .1, , o. 5ow 91637 MFF1226C50001B 
Rl414 323-0385-07 RES.,FXD,FILM:lOOK OHM, o.1,,0.50W 91637 MFF1226Cl0002B 
Rl415 323- 0792- 07 RES.,FXD,FILM:60K OHM, O. l\,0. 50W 91637 MFF1226C60001B 

R14l6 323-0318-07 RES . ,FXD,FILM:20K OHM, 0.1,,0. sow 91637 MFFl226G20001B 
Rl418 323-0745-07 RES.,FXD,FILM: 5M OHM, O. l\,0.50W 03888 PME- 655MEG 
Rl419 325-0106-00 RES. , FXD,FILM: l5M OHM, O.l\,0. 50W 03888 PME- 7015MEG 
Rl421 321-0386- 00 RES. , FXD,FILM:102K OHM,l\ , 0. 125W 91637 MFF1816Gl0202F 
Rl422 315- 0434-00 RES .,FXD, CMPSN:430K OHM, 5\,0. 25W 01121 CB4345 

Rl431 315-0244-00 RES .,FXD,CMPSN:240K OHM,5\, 0 , 2SW 01121 CB2445 
Rl437 321-0261- 00 RES.,FXD, FILM:5 . llK OHM,l\,0. 125W 9163,7 MFF1816G51100F 
Rl441 321-0181-00 RES.,FXO, FILM:750 OHM,l\, 0. 125W 91637 MFF1816G750ROF 
Rl450 323-0289-00 B010100 8010285 RES .,FXO,FILM:lOK OHM,1\, 0. SOW 75042 CECT0-1002F 
Rl450 323-0292-00 8010286 RES.,FXD, FILM:l0. 7K OHM,l\,0 . 50W 91637 MFF1226Gl0701F 

Rl45l 323- 0793- 07 RES.,FXD, FILM :2.5M OHM,O. l\,0.50W 91637 MFF1226C25003B 
Rl452 323-0498- 07 RES.,FXD, FILM:l . 5M OHM,0. l\ , 0 . 50W 91637 MFF1226Cl5003B 
Rl453 323- 0740- 07 RES.,FXD,FILM:500K OHM,O. l\,0. 50W 91637 MFF1226C50002B 
Rl454 323-0742-07 RES. , FXD,FILM: 250K OHM,O. l\ , 0 . 50W 91637 MFF1226C25002B 
Rl455 323-0402-07 RES. , FXD, FILM :150K OHM, 0 . l\ , 0.50W 91637 MFF1226Cl5002B 

Rl456 323-0636- 07 RES.,FXD,FIUl: 50K OHM,O. l\ , 0. 50W 91&37 MFF1226C5 
Rl458 323-0745-07 RES.,FXD, FILM :5M OHM, O. l\ , 0. 50W 03888 PME-655MEG 
Rl459 325- 0106-00 RES.,FXD,FILM:15M OHM, O.l\ , 0. 50W 03888 PME- 701SMEG 
Rl461 321- 0347-00 RES.,FXD, FILM:40 . 2K OHM, l\, 0.125W 91637 MFF18l6G40201F 
Rl462 321-0393-00 RES.,FXD, FILM:12lK OHM,l\,O.l25W 91637 MFF1816Gl2102F 

Rl463 315-0204- 00 RES.,FXD,CMPSN:200K OHM, 5\, 0 . 25W 01121 CB2045 
Rl481 323- 0140-00 RES. ,FXD,FILM:280 OHM, l\,0. 50W 75042 CECT0-2800F 
Rl482 3:L5-0470- 00 RES.,FXD,CMPSN:47 OHM, 5\,0.25W 01121 CB4705 
Rl484 323- 0140- 00 RES.,FXD,FILM:280 OHM,l\ , 0. 50W 75042 CECT0- 2800F 
Rl486 321-0216- 00 RES.,FXD,FILM:l. 74K OHM,l\ , 0 . 125W 91637 MFF1816Gl7400F 

Rl487 315- 0363- 00 RES.,FXD,CMPSN:36K OHM, 5\, 0.25W 01121 CB3635 
Rl488 321- 0201- 00 RES.,FXD,FILM:l.21K OHM,l\,0. 125W 91637 MFF1816Gl2100F 
Rl497 321-0062-00 RES. ,FXD,FIUl:43. 2 OHM,l\,0 . 125W 91637 MFF18l6G43R20F 
Rl499 301- 0160-00 RES. ,FXD,CMPSN:16 OHM,5\ , 0. 50W 01121 £81605 
Rl501 31-5- 04 7 3-00 RES.,FXD, CMPSN:47K OHM,51, 0. 25W 01121 CB4735 

Rl503 315-0103- 00 RES.,FXO, CMPSN:lOK OHM, 5\, 0 . 25W 01121 CB1035 
Rl506 315- 0203-00 RES.,FXD,CMPSN : 20K OHM, 5\,0. 25W 01121 CB2035 
Rl507 315-0512-00 RES.,FXD,CMPSN : 5 . lK OHM,5\ , 0 . 25W 01121 CB5125 
Rl509 315-0393-00 RES. , FXO, CMPSN : 39K OIIM,51,0. 25W 01121 CB3935 
Rl511 315-0104- 00 RES ., FXD,CMPSN: lOOK OHM,5\, 0 . 25W 01121 CB1045 

Rl512 315-0153- 00 RES.,FXO,CMPSN : 15K OHM,5\ , 0. 25W 01121 CB1535 
Rl516 315-0434-00 RES .,FXO, CMPSN : 430K OHM,5\ , 0. 25W 01121 CB4345 
Rl517 315-0153-00 RES.,FXD,CMPSN : 15K OHM, 5\, 0 . 25W 01121 CB1535 
Rl518 315- 0153- 00 RES. , FXD, CMPSN : lSK OHM, 5\, 0. 25W 01121 CB1535 
Rl519 315-0822-00 RES.,FXO, CMPSN: 8. 2K OHM, 5\ , 0.25W 01121 CB8225 

Rl521 315-0361-00 RES. , FXD, CMPSN : 360 OHM, 5\ , 0. 25W 01121 CB3615 
Rl522 315-0222- 00 RES.,FXD, CMPSN :2. 2K OHM, 5\,0. 25W OH2l CB2225 
Rl523 315-0911-00 RES. , FXO,CMPSN: 910 OHM,5\, 0. 25W 01121 CB9115 
Rl524 315-0623-00 RES.,FXD, CMPSN : 62K OHM,5\ , 0. 25W 01121 CB6235 
Rl526 315- 0121- 00 RES.,FXO,CMPSN:120 OHM, 5\ , 0. 25W 01121 CB1215 

Rl531 315-0103- 00 RES.,FXO, CMPSN:lOK OHM, 5\, 0. 25W 01121 C81035 
Rl534 315-0684-00 RES.,FXD,CMPSN:680K OHM,5\, 0.25W 01121 CB6845 
Rl536 316-0225- 00 RES.,FXD, CMPSN : 2. 2M OHM,10\, 0 . 25W 01121 CB2251 
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Rl538 315- 0153-00 RES.,FXD,CMPSN:15K OHM, 5\,0. 25W Oll.21 CB1535 
Rl.539 315-0103- 00 RES.,FXO, CMPSN:l OK OHM, 5\ ,0. 25W 01121 CB1035 
Rl541 315- 0683-00 RES. , FXO,CMPSN:68K OHM, 5\, 0 . 25W 01121 CB6835 
Rl542 315- 0154-00 RES . , FXD, CMPSN:150K OHM, 5\,0. 25W 01121 CB1545 
Rl544 315-0332-00 RES.,FXO,CMPSN:3. 3K OHM, 5\ , 0 . 25W 01121 CB3325 

Rl545 315- 068 2- 00 RES.,FXO,CMPSN:6. 8K OHM, 5\ , 0 . 25W 01121 CB6825 
Rl546 315- 0333- 00 RES .,FXO,CMPSN:33K OHM, 5\ , 0 . 25W 01121 CB3335 
Rl547 315- 0392- 00 RES. , FXO, CMPSN:3 . 9K OHM, 5\,0. 25W 01121 CB3925 
Rl548 315- 0682- 00 RES . , FXD,CMPSN: 6 . 8K OHM, 5\,0.25W 01121 CB6825 
Rl549 315- 0222- 00 RES.,FXO, CMPSN:2 . 2K OHM, 5\ , 0 . 25W 01121 CB2225 

IU551 315-0152-00 RES.,FXD,CMPSN:l . SK OHM,5\ , 0 . 25W 01121 CB1525 
Rl552 315- 051 2- 00 RES .,FXD,CMPSN: 5 . lK OHM, 5\, 0 . 25W 01121 CB5125 
Rl553 315- 0622- 00 RES. ,FY.D,CMPSN : 6.2K OHM, 5\, 0 . 25W 01121 CB6225 
Rl554 315- 0300-00 RES.,FXD,CMPSN:30 OHM, 5\, 0. 25W 01121 CB3005 
!U555 315- 0622- 00 RES.,FXD, CMPSN : 6 . 2K OHM, 5\,0. 25W 01121 CB6225 

Rl557 301-0511- 00 RES. ,FXD,CMPSN:510 OHM, 5\ ,0. 50W 01121 EB5115 
Rl558 321-0217-00 RES. ,FXO, FILM:l.. 78K OHM, l\ ,0 . 125W 91637 MFF1816Gl7800F 
Rl559 315- 0101- 00 RES .,FXO, CMPSN : 100 OHM, 5\, 0. 25W Oll.21 CB1015 
Rl560 311-0635- 00 RES. ,VAR, NONWIR: l K OHM,10\, 0 . 50W 73138 82- 32- 0 
Rl561 321- 0241- 00 B010100 B146225 RES.,FXD,FILM:3 .16K OHM, l\, 0 . 125W 91637 MFF1816G31600F 

Rl561 321-0240- 00 B142666 RES.,FXO, FILM:3 . 09K OHM, l\, 0 . 125W 91637 MFF1816G30900F 
Rl563 321-0295-00 RES.,FXD, FILM :11 . 5K OHM, l\, 0 . 125W 91637 MFF1816Gl1501F 
Rl564 321- 0253- 00 B010100 B129999 RES.,FXD, FILM:4 . 22K OHM, l \,0 . 125W 91637 MFF1816G42200F 
Rl564 321-0250- 00 B130000 RES .,FXO, FILM:3.92K OHM, l\, 0 . 125W 91637 MFF1816G39200F 
Rl567 321- 0206-00 RES. ,FXD, FILM:1.37K OHM, l\,0. 125W 91637 MFF1816Gl3700F 

Rl568 315- 0823- 00 RES.,FXD, CMPSN : 82K OHM, 5\ ,0. 25W 01121 CB8235 
Rl569 311-0310- 00 RES.,VAR, NONWIR: 5K OHM, 20\, 0 . 50W 01121 W-7350A 
Rl570 311- 0608- 00 RES.,VAR, NONWIR:2K OHM,l0\,0. 75W 01121 W8156 
Rl571 315- 0124- 00 RES. ,FXD, CMPSN :120K OHM, 5t,0. 25W 01121 CB1245 
Rl572 321-0243- 00 RES.,FXD, FILM:3. 32K OHM,l\,0.125W 91637 MFF1816G33200F 

Rl573 321-0243- 00 RES. , FXD, FILM :3 . 32K OHM, l\ , 0 .125W 91637 MFF1816G33200F 
Rl574 321- 0254-00 RES. , FXD,FILM :4 . 32K OHM, l \ , 0 .125W 91637 MFF1816G43200F 
Rl575 315- 0103- 00 RES. ,FXD, CMPSN:lOK OHM,5\, 0 . 25W 01121 CB1035 
Rl576 315-0473- 00 RES.,FXO, CMPSN :47K OHM, 51,0. 25W 01121 CB4735 
Rl577 315- 0104-00 RES. ,FXD, CMPSN:l OOK OHM, 5\ , 0 . 25W 01121 CB1045 

Rl579 307- 0106-00 B010100 B139999 RES.,FXO, CMPSN :4. 7 OHM, 51,0. 25W 01121 CB47G5 
Rl579 317- 0100-00 B140000 RES. ,FXD,CMPSN: 10 OHM,5\,0 . 125W 01121 BB1005 
Rl581 31 5- 0103- 00 RES,,FXD, CMPSN:lOK OHM,5\,0, 25W 01121 CB1035 
Rl582 315-0103-00 RES. ,FXD, CMPSN:lOK OHM,5\,0. 25W 01121 CB1035 
Rl583 315- 0103-00 RES. , FXD, CMPSN: lOK OHM, 5\,0. 25W 01121 CB1035 

Rl584 315- 0103- 00 RES, , FXD,CMPSN: lOK Ol!M, 5,,0. 25W 01121 CB1035 
Rl585 315- 0223-00 RES. ,FXD,CMPSN : 22K OHl-l , 5\, 0 . 25W 01121 CB2235 
Rl586 315- 0471-00 RES.,FXO, CHPSN:470 OHM, 5\, 0 . 25W 01121 CB47l5 
Rl587 315-0392-00 RES. ,FXD, CMPSN : 3. 9K OHM, 5\,0 . 25W 01121 CB3925 
Rl588 315-0912- 00 RES. ,FXD, CMPSN:9. l K OHM, 5\,0. 25W 01121 CB9125 

Rl589 315- 0752- 00 RES.,FXD, CMPSN:7 . 5K OHM, 5\,0. 25W 01121 CB7525 
Rl590 315- 0102- 00 RES.,FXO, CMPSN:lK OHM, 5\,0 . 25W 01121 CB1025 
Rl591 315-0203- 00 RES, ,FXD,CMPSN: 20K OHM, 5\,0. 25W 01121 CB2035 
Rl592 315- 0911- 00 RES. ,FXD,CMPSN: 910 OHM , 5\,0. 25W 01121 CB9115 
Rl593 315- 0203- 00 RES, , FXO,CMPSN : 20K OHM, 5\,0. 25W 01121 CB2035 

Rl594 315-0102- 00 RES. ,FXO,CMPSN:lK OHM, 51,0 . 25W 01121 CB1025 
Rl595 315-0102- 00 RES. ,FXO, CMPSN : l K OHM,5\,0. 25W 01121 CB1025 
Rl596 315- 0102- 00 RES,,FXO, CHPSN : lK OHM,5\,0 .25W 01121 CB1025 
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Rl.597 315-0102-00 RES.,FX0,CMPSN:lK OHM,5, , 0. 25W 01121 CBl025 
Rl598 315-0510-00 RES. ,FXD,CMPSN:51 OHM,5\ , 0.25W 01121 CB5105 
Rl.599 315-0510-00 RES. ,FXO,CMPSN:51 OHM,5\,0.25W 01121 CB5105 
Rl.600 316-0471-00 RES.,FXO,CMPSN:470 OHM,l0\,0.25W 01121 CB47ll 
Rl60l 301-0102-00 RES.,FXD,CMPSN:lK OHM,5\,0.50W 01121 EB1025 

Rl602 301-0153-00 RES.,FXD,O-IPSN:l5K OHM,5\,0.50W 01121 EB1535 
Rl603 301-0624-00 RES.,FXO,CMPSN :620K OHM,5\,0.50W 01121 EB6245 
Rl604 301-0624-00 RES. ,FXO,CMPSN:620K OHM,5\,0.50W 01121 EB6245 
Rl605 301-0155-00 RES. ,FXO,CMPSN:l.5M OHM,5\,0.50W 01121 EB1555 
Rl606 301-0155-00 RES.,FXO,CMPSN:l . 5M OHM,5, , 0.50W 01121 EB1555 

Rl608 301-0155-00 RES. ,FXO,CMPSN:l.5M OHM,5\,0.50W 01121 EB1555 
Rl609 301-0155-00 RES.,FXO,CMPSN:l.5M OHM,5\,0.50W 01121 EB1555 
Rl6ll 315-0392-00 RES.,FXD,CMPSN:3.9K OHM,5\,0.25W 01121 CB3925 
Rl612 315- 0392-00 RES. ,FXD,CMPSN:3.9K OHM,5\,0.25W 01121 CB3925 
Rl613 301-0472-00 RES. ,FXO,CMPSN:4.7K OHM,5\,0.50W 01121 EB4725 

Rl614 301-0331-00 RES.,FX0,CMPSN:330 OHM,5\,0.50W 01121 EB3315 
Rl616 315-0150-00 RES. ,.FXD,CMPSN:15 OHM,5\,0.25W 01121 CB1505 
Rl618 315-0150-00 RES.,FXO,CMPSN:15 OHM,5\,0.25W 01121 CB1505 
Rl619 321-0231-00 RES. ,FXD,FILM:2.49K OHM,l\,0.125W 91637 MFF1816G24900F 
Rl62l 315-0102-00 RES.,FXO,CMPSN:lK OHM,5\,0.25W 01121 CBl025 

Rl622 321-0294-00 RES.,FXO,FILM:ll . 3K OHM,l\,0.l25W 91637 MFF1816Gll301F 
Rl623 321-0419-00 RES.,FXO,FILM:226K OHM,ll,0.125W 91637 MFF1816G22602F 
Rl624 315-0102-00 RES.,FXD,CMPSN:lK OHM,5\,0.25W 01121 CB1025 
Rl625 311-1254-00 RES. ,VAA,NONWIR:lM OHM,20\,0. 50W 32997 3386F-T05-105 
Rl626 315-0395-00 RES.,FXD,CMPSN:3.9M OHM,5\,0. 25W 01121 CB3955 

Rl627 315-0474-00 RES. ,FXD,CMPSN·:470K OEIM,5\,0. 25W 01121 CB4745 
Rl633 301-0272-00 RES.,FXD,CMPSN:2.7K OHM,5\,0. 50W 01121 EB2725 
Rl640 311-0254-00 RES . ,VAR,NONWIR:5M OHM,101,lW 12697 CM29709 
Rl641 301- 0116- 00 RES. ,FXD,CMPSN:llM OHM,5\,0.50W 01121 EB1165 

Rl642A} 
RES. ,FXO,FILM:21M OHM 

Rl642B 307-0386-00 RES.,FXD,FILM:S00K OHM 80009 307-0386-00 
Rl642C RES. ,FXD,FILM:29.5M OHM 
Rl6420 RES.,FXO,FILH:7.5K OHM 
Rl646 315-0393-00 RES.,FXD,CMPSN:39K OHM,5\,0.25W 01121 CB3935 
Rl651 315-0226-00 RES.,FXD,CMPSN:22M OHM,51,0.25W 01121 CB2265 

Rl656 315- 0103-00 RES.,FXD,CMPSN:l0K OHM,5\,0.25W 01121 CB1035 
Rl660 311-1230-00 RES.,VAA,NONWIR:20K OHM,20\,0.50W 32997 3386F- T04- 203 
Rl661 321-0306-00 RES.,FXD,F!Ui:l5K OHM,l\,0.l25W 91637 MFF1816Gl500lF 
Rl666 315-0393-00 RES.,FXD,CMPSN:39K OHM,5\,0. 25W 01121 CB3935 
Rl667 315-0101-00 RES. ,FXD,CMPSN:100 OHM,5\,0.25W 01121 CB1015 

Rl668 315- 0104-00 RES.,FXD,CMPSN:l00K OHM,5\,0.25W 01121 CB1045 
Rl669 315-0226-00 RES.,FXD,CMPSN:22M OHM,5\,0. 25W 01121 CB2265 
Rl68l 301-0683-00 RES.,FXO,CMPSN:68K OHM,5\,0. S0W 01121 EB6835 
Rl682 301-0225-00 RES.,FXD,CMPSN:2.2M OHM,5\,0.50W 01121 EB2255 
Rl684 301-0103-00 RES.,FXO,CMPSN:10.K OHM,5\,0.50W 01121 EB1035 

Rl685 301-0105-00 RES.,FXD,CMPSNolM OHM,5\,0.50W 01121 EB1055 
Rl687 316-0473-00 RES. ,FXD,CMPSN:47K OHM,l0\,0.25W 01121 CB4731 
Rl700 311-1035-00 RES.,VAR,NONWIR:50K OHM,l0\,0. 50W 80740 62-62-3 
Rl70l 321-0352-00 RES.,FXD,FILM:45.3K OHM,l\,0.125W 91637 MFF1816G45301F 
Rl702 321-0352-00 RES.,FXD,FILM:45. 3K OHM,l\,0.125W 91637 MFF1816G4530lF 

Rl703 321-0283-00 RES.,FXD,FILM:8.66K OHM,l\ , 0.125W 91637 MFF1816G86600F 
Rl.704 321-0295-00 RES.,FXD,FILM:ll . 5K OHM,l\,0.125W 91637 MFF1816Gll501F 
Rl706 321-0294-00 RES. ,FXD,FIL.M:ll.3K OHM,l\,0.125W 91637 MFF1816Gll301F 
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Rl708 321-0272- 00 RES.,FXO, FILM: 6 . 6SK OHM, l\ , 0. 12SW 91637 MFF1816G66500F 
Rl709 321- 0314-00 RES.,FXD, FILM: l8. 2K OHM, l\ , 0. 125W 91637 MFFl816Gl820lF 
Rl7l0 311- 0633-00 RES. ,VAR, NONWIR:SK OHM, 10\ , 0. SOW 73138 82- 30-0 
Rl7ll 321- 0281- 00 B010100 B059999 RES. , FXO, FILM:8. 25K OHM, l\ , 0. 125W 91637 MFP1816G82SOOF 
Rl7ll 321- 0272- 00 B060000 RES. , FXO, FILM:6 . 65K OHM, l\ , O. l25W 91637 MFF1816G66500F 

Rl7l2 321- 0310-00 8010100 8059999 RES.,FXO, FILM:16. SK OHM, l\1 0 . l25W 91637 MFFl816Gl650lF 
Rl7l2 321-0301- 00 B060000 RES.,PXO, FILM: l3 . 3K OHM, l\ ,O. l25W 91637 MFF1816Gl330l.F 
Rl7l4 321-0289- 00 RES. , FXO, FILM: lOK OHM,l\ , 0 . 125W 91637 MFF1816Gl0001F 
Rl7l5 321- 0294-00 RES.,FXD,FILM :il.3K OHM, l\,O. l2SW 91637 MFFl816Gll30lF 
Rl717 301-0301-00 RES. , PXO, CMPSN :300 OHM, 5\ , 0. 50W 01121 EB3015 

Rl7l8 315-0751-00 RES.,FXO, CMPSN :750 OHM, 5\,0. 25W 01121 CB7515 
Rl721 321- 0340-00 RES.,FXO, FILM: 34K OHM,l\ , O. l25W 91637 MFF1816G34001F 
Rl722 321- 0307- 00 RES. ,FXO, FILM:15. 4K OHM, l\ , 0. 125W 91637 MFF1816Gl 540l.F 
Rl723 315-0182- 00 RES.,FXO, CMPSN:l . 8K OHM, 5\, 0. 25W 01121 CB1825 
Rl725 321- 0432- 00 RES. , FXO, FILM: 309K OHM, l\ , 0. 12SW 91637 MFF1816G30902F 

Rl727 315- 0102- 00 RES. , FXO,CMPSN,lK ORM, 5\ , 0.25W Oll2l CB1025 
Rl728 315- 0100-00 RES. ,FXO,CMPSN·:10 OHM, 5\ , 0.25W 01121 CB1005 
Rl729 315- 0275- 00 RES.,FXO,CMPSN:2 . 7M OHM, 5\, 0 . 25W 01121 CB2755 
Rl731 321- 0305- 00 RES . ,FXO,FILM:14 . 7K OHM, l\, O. l25W 91637 MFFl816Gl470lF 
Rl732 322-0609- 00 RES.,FXD,FILM:33 . 3K OHM, l\ ,0 . 25W 75042 CEBT0-3333F 

Rl734 315- 0220- 00 RES.,FXO,CMPSN:22 OHM 1 5\,0. 25W 01121 CB2205 
Rl735 321- 0154- 00 RES . , FXO, FILM:392 OHM, l\,0. 125W 91637 MFF1816G392ROF 
Rl737 321-0405- 00 RES.,FXD, FILM:162K OHM, 1',0. 125W 91637 MFF1816Gl6202F 
Rl738 321- 0310- 00 RES. ,FXO,FILM :16. SK OHM, l\, O. l25W 91637 MFF1816Gl6501F 
Rl74l 315-0361- 00 RES.,FXO,CMPSN:360 OHM, 5\, 0. 25W Oll2l CB3615 

Rl742 315-0100-00 RES.,FXO,CMPSN:10 OHM, 5\ , 0. 25W 01121 CB1005 
Rl745 315- 0241-00 RES.,FXO,CMPSN:240 OHM, S\,0. 25W 01121 CB2415 
Rl746 315- 0220-00 RES.,FXO,CMPSN:22 OHM, 5\ ,0 . 25W 01121 CB2205 
Rl749 315- 0751- 00 RES. , FXO, CMPSN :750 OHM, 51, 0. 25W 01121 CB7515 
IU75l 315-0220- 00 RES. ,FXD,CMPSN,22 OHM, 51,0. 25W 01121 CB2205 

Rl752 315-0240-00 RES.,FXO,CMPSN:24 OHM, 51,0. 25W 01121 CB2405 
Rl754 315- 0472- 00 RES.,FXD, CMPSN::4. 7K OHM,51, 0 . 2SW 01121 CB4725 
Rl755 315- 0202- 00 RES. ,FXD,CMPSNs2K OHM,5\,0. 25W 01121 CB2025 
Rl76l 315- 0244-00 RES . , FXO, CMPSN::240K OHM, 51, 0 .25W 01121 CB2445 
Rl762 321- 0222- 00 RES .,FXO, FILM:2K OHM, l \, 0. 125W 91637 MFF1816G20000F 

Rl765 311- 0609- 00 RES . ,VAR,NONWIR: 2K OHM, 10\,0. SOW 73138 82-26-0 
Rl766 323- 0314-00 RES. ,FXD, FILM:18. 2K OHM, l\,0. 50W 75042 CECT0-1822F 
Rl768 315- 0205- 00 RES.,FXO,CMPSN :2M OHM,5\ , 0. 25W 01121 CB2055 
R1769 321- 0350-00 RES.,FXD, FILM :43 . 2K OHM, l\, 0 . l25W 91637 MFF1816G4320l.F 
Rl771 321-0303-00 RES.,FXO, FILM:14K OHM, l\ , 0. 125W 91637 MFF1816Gl4001F 

Rl773 321- 0164-00 RES. ,FXO, FILM :499 OHM, l \, 0.125W 91637 MFF1816G499ROF 
Rl774 315- 0121-00 RES.,FXO, CMPSN :120 OHM,51 ,0. 25W 01121 CB1215 
Rl776 321-0321-00 RES.,FXD, FILM:21 . SK OHM,l\,0. 12SW 91637 MFFl816G2150l F 
Rl777 321-0363-00 RES.,FXO, FILM:59K OHM, l \, 0. 125W 91637 MFF1816G59001F 
Rl778 322- 0643- 00 RES. ,FXO, FILM:600K OHM, l.\ ,0. 25W 75042 CEBT0-6003F 

Rl779 315- 0304-00 RES.,FXO,CMPSN:300K OHM,S\,0 . 25W 01121 CB3045 
Rl781 315- 0752- 00 RES .,FXD,CMPSN :7 . SK OHM, 5\, 0. 25W 01121 C87525 
R1782 315- 0101-00 RES. ,FXD,CMPSN:100 OHM, S\ ,0. 25W 01121 CBlOl~ 
Rl790 311- 0963- 00 RES. , VAR,WW:5K OHM, 10\ OU2l W-7577A 
Rl792 311-1235- 00 RES. , VAR, NONWIR:lOOK OHM,201 , 0 . 50W 32997 3386F-T04-l04 

Rl794 311- 1227- 00 RES . , VAR, NONWIR:5K OHM, 20\,0 . 50W 32997 3386F- T04-502 
Rl796 311-1226- 00 RES.,VAR,NONWIR:2. 5K OHM, 20\ , 0.50W 32997 J386F- T04-252 
Rl797 321- 0297- 00 RES.,FXO,FILM :12 . l.K OHM, l \, 0. 125W 91637 MFF1816Gl2101F 
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Rl798 321-0352- 00 RES .,FXD, FILM:4 5 . 3K OHM, l, , O.l25W 91637 MFFl816G4530lF 
Rl799 311- 1099- 00 RES. ,VAR,NONWIR: l OOK OHM,O . SW 01121 WAlG040Sl 04AZ 
Rl80l 315-0753- 00 RES . , FXD, CMPSN:751< OHM, 5\ , 0. 25W 01121 CB7535 
Rl802 301- 0154- 00 RES., FXD, CMPSN : l50K OHM, 5\ , 0. 50W 01121 EBl 545 
Rl803 315- 0753- 00 RES.,FXD,CMPSN:751< OHM, S\, 0. 25W 01121 CB7535 

Rl804 315- 0911-00 RES.,FXD, CMPSN: 910 OHM, 5\ , 0. 25W 01121 CB9ll5 
Rl805 316- 0471- 00 RES.,FXD, CMPSN: 470 OHM, l0\ , 0. 25W 01121 CB47ll 
Rl806 315- 0753- 00 RES.,FXD, CMPSN : 75K OHM, 5\ , 0. 25W Oll2l CB7535 
Rl8ll 301- 0225- 00 RES. ,FXD, CMPSN: 2. 2M OHM, 5\ , 0. 50W 01121 EB2255 
Rl8l2 301-0431-00 RES. , FXD, CMPSN : 430 OHM, 5\ , 0. 50W 01121 EB431 5 

Rl813 301- 0431-00 RES.,FXD, CM.PSN : 430 OHM, 5\, 0 . 50W 01121 EB4315 
Rl814 301-0151- 00 RES. , FXD, CMPSN : 150 OHM, 5\ , 0. 50W 0112.1 EB151 5 
Rl822 301- 0184-00 RES. ,FXD, CMPSN : l80K OHM, 5\ , 0. 50W 01121 EBl845 
Rl823 301-0184- 00 RES.,FXD,CMPSN : l80K OHM, 5\, 0. 50W 01121 EBl845 
Rl824 302- 0685- 00 RES., FXD, CMPSN : 6. 8M OHM, l0\, 0 . 50W 01121 EB685l 

Rl825 315-0471- 00 RES.,FXD, CMPSN : 470 OHM, 5\ , 0. 25W 01121 CB4715 
Rl828 303- 0224- 00 RES.,FXD, CMPSN : 220K OHM, 5\ , lW 01121 GB2245 
Rl829 315- 0433- 00 RES. ,FXD, CMPSN:431< OHM, 5\, 0. 25W 01121 CB4335 
Rl83l 307-0113- 00 RES., FXO, CMPSN : 5. l OHM, 5\ , 0. 25W 01121 CB5lG5 
Rl834 301-0220- 00 RES.,FXD, CMPSN: 22 OHM, 5\ , 0. 50W 01121 EB2205 

Rl836 302- 0105- 00 RES.,FXD, CMPSN : lM OHM, l0\ , 0. 50W 01121 EBl05l 
Rl841 301- 0220- 00 RES.,FXO, CMPSN:22 OHM, 5\ , 0 . 50W 01121 EB2205 
Rl846 316- 0471- 00 RES.,FXD, CMPSN:470 OHM, l0\ , 0. 25W 01121 CB47ll 
Rl847 316- 0471- 00 RES .,FXD, CMPSN:470 OHM, 10\ , 0 . 25W 01121 CB47ll 
Rl848 316- 0274- 00 RES.,FXD, CMPSN: 2701< OHM,l0\ , 0. 2SW 01121 CB274l 

Rl901 315- 0392- 00 RES .,FXD,CMPSN:3 . 9K OHM, 5\ , 0. 25W 01121 CB3925 
Rl902 315- 0753- 00 RES. ,FXO,CMPSN:751< OHM, 5\ , 0. 25W 01121 CB7535 
Rl903 315- 0273-00 XB143850 8149999 RES.,FXD, CMPSN : 27K OHM, 5\ , 0 .25W 01121 CB2735 
Rl903 315- 0104- 00 8150000 RES, , FXD,CMPSN :1001< OHM, 5\ , 0. 25W 01121 CB1045 
Rl904 315- 0562- 00 RES. , FXD, CMPSN: 5. 61< OHM, 5\, 0 . 25W 01121 CB5625 

Rl905 315- 0223- 00 RES.,FXO, CMPSN: 22K OHM, 5\ , 0.25W 01121 CB2235 
Rl916 315- 0123- 00 RES.,FXD, CMPSN:121< OHM, 5\ , 0. 25W 01121 CB1235 
Rl917 315- 0224-00 RES.,FXO, CMPSN: 220K OHM, 5\ , 0. 25W 01121 CB2245 
Rl9l 8 315- 0154- 00 RES. , FXO, CMPSN:l50K OHM, 5\ , 0. 25W 01121 CB1545 
Rl919 321- 0366- 00 RES . ,FXD, FILM :63. 4K OHM, l\ , 0.125W 91637 MFF18l6G63401F 

Rl921 315- 0471- 00 RES.,FXD, CM.PSN :470 OHM, 5\ , 0. 25W 01121 CB47l5 
Rl922 321- 0313- 00 RES. , FXD, FILM :17 .SK OHM,1' , 0.125W 91637 MFF18l6Gl7801F 
Rl924 315-0560- 00 RES.,FXD, CMPSN :56 OHM, 5\ , 0 . 25W 01121 CB5605 
Rl925 315- 0202- 00 RES.,FXD, CMPSN : 2K OHM, 5% , 0.25W 01121 CB2025 
Rl926 321-0035- 00 B010100 B010289 RES, , FXO, FILM :22 . 6 OHM,l\, 0.125W 01121 CC-22R6- F 

Rl926 321- 0038-00 B010290 RES.,FXD, FILM :24. 3 OHM, l% , 0. 125W 91637 MFFl816G24R30F 
Rl940 311-1266-00 RES.,VAA, NONWIR :2. SK OHM, l0\,0 . 50W 32997 3329P- L58- 252 
Rl941 321-0393-00 RES.,FXO, FILM :121K OHM, l\ , 0.125W 91637 MFF18l6Gl 2102F 
Rl942 321-0283- 00 RES. , FXO,FILM:8 . 66K OHM, l\ , O.l25W 91637 MFF1816G86600F 
Rl943 315- 0201- 00 RES.,FXD, CMPSN: 200 OHM, S\ , 0. 25W 01121 CB201S 

Rl944 321- 0282- 00 RES.,FXD, FILM :8 . 45K OHM, l\ , O.l2SW 91637 MFFl816G84SOOF 
Rl945 315- 0821- 00 RES. ,FXD, CMPSN : 820 OHM,S\ , 0. 25W 01121 CB8215 
Rl951 321-0421-00 RES .,FXD, FILM: 2371< OHM, l\ , 0 . 125W 91637 MFF1816G23702F 
Rl952 321- 0692- 00 RES.,FXD, FILM :49. 9K OHM, 0 . 5%, 0. 125W 91637 MFF1816G49901D 
Rl953 321-0306- 00 RES. , FXD,FILM:lSK OHM, l\ , O. l25W 91637 MFF1816Gl 5001F 

Rl954 321-0314-00 RES.,FXO, FILM:18 . 2K OHM, l\ , O.l25W 91637 MFF1816Gl8201F 
Rl955 321- 0314-00 RES.,FXO, FILM:18. 2K OHM, 1%, 0.125W 91637 MFF1816Gl8201F 
Rl956 321-0289-00 RES.,FXD, FILM :101< OHM, l \, 0 .125W 91637 MFF1816Gl0001F 
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Rl957 321-0289- 00 RES.,FXO, FILM:lOK OHM, l\ , 0.125W 91637 MFF1816Gl0001F 
Rl958 315-0471-00 RES.,FXO,CMPSN:470 OHM, 5t , 0.2SW 01121 CB4715 
Rl959 315-0103- 00 RES. ,FXO,CMPSN:lOK OHM,S\,0.25W 01121 CB1035 
R2006 315- 0513- 00 RES.,FXO,CMPSN:SlK OHM,5\,0. 25W 01121 CB5135 
R2007 315- 0513- 00 RES.,FXD,CMPSN:SlK OHM, S\,0. 25W 01121 CB5135 

R2013 301-0130- 00 RES.,FXD,CMPSN :13 OHM,5\ , 0. 50W 01121 EB1305 
R2021 315-0100-00 RES. ,FXO,CMPSN:10 OHM,5\,0.25W 01121 CB1005 
R2023 315-0150- 00 RES.,FXO,CMPSN:15 OHM,5\,0.25W 01121 CB1505 
R2025 315-0150-00 RES .,FXO,CMPSN :15 OHM,5\, 0. 25W 01121 CB1505 
R2041 321-0184-00 RES. ,FXO,FILM:806 OHM, l\,0. 125W 91637 MFF1816G806ROF 

R2042 316-0682-00 RES., FXO,CMPSN :6.8K ORM,l0\,0.25W 01121 CB6821 
R2043 315-0101-00 RES.,FXO,CMPSN:100 ORM,5\,0. 25W 01121 CB1015 
R2044 315-0182-00 RES . , FXO ,CMPSN : l . SK OHM, 5\, 0. 25W 01121 C81825 
R2045 315-0182-00 RES.,FXO,CMPSN:l. SK OHM,5\ , 0.2SW 01121 CB1825 
R2046 301-0181-00 RES.,FXO,CMPSN:180 OHM,5\,0. 50W 01121 EB1815 

R2047 321-0690-00 RES.,FXD, FILM:34K OHM,l\ , 0.125W 91637 MFF1816G34001D 
R2048 311- 1264-00 RES.,VAR,NONWIR:l . SK OHM, 10\,0.50W 32997 3329P- L58-152 
R2049 321-0779-03 RES.,FXO,FILM:7 . 02K OHM,0.25,,0.125W 91637 MFF1816D70200C 
R205l 321-1331-02 RES. ,FXO,FILM:27.2K OHM,o. s,, o .12sw 91637 MFF1816D27701D 
R2052 321-0669-00 RES.,FXD,F1.LM:6. 08K OHM, 0. 5\, 0.125W 91637 MFF1816D60800D 

R2056 308-0446- 00 RES .,FXO,WW:15 OHM,5\,5W 91637 RS2A-Kl5ROOJ 
R2061 321-0775-03 RES.,FXO,FILM:4SK OHM,0.25\,0.125W 91637 MFF1816D45001C 
R2062 321-0260-01 RES.,FXO,FILM:4 .99K OHM,0. 5\,0.125W 91637 MFF1816G49900D 
R2071 315-0472-00 RES.,FXO,CMPSN,4 .7K OHM,5\,0. 25W 01121 CB4725 
R2072 315-0331-00 RES.,FXO,CMPSN::330 OHM, 5\,0. 25W 01121 C83315 

R2073 315-0102-00 RES.,FXD,CMPSN:lK OHM,5\,0. 25W 01121 C81025 
R2074 321-0692-00 RES.,FXO, FILM:49.9K OHM,0. 5\,0. 125W 91637 MFF1816G49901D 
R2075 321-0260-01 RES.,FXO,FILM:4.99K OHM,0.5\,0. 12SW 91637 HFF1816G49900D 
R2083 315-0181- 00 RES.,FXD,CMPSN:180 Ol:IM,5\,0.25W 01121 CB1815 
R2084 321-0769-03 RES.,FXD,Fll.M:S0. 33K OHM,0. 2S\,0.125W 91637 HFF1816D50331C 

R2085 321-0285-01 RES.,FXD,FILM:9.09K OHM,0. 5\0.125W 91637 HFF1816G90900D 
R2086 316-0682-00 RES.,FXO,CMPSN,6.SK OHM,10\,0. 25W 01121 CB6821 
R2087 304- 0390-00 8010100 8143849 RES.,FXO,CMPSN,39 OHM,101,lW 01121 G83901 
R2087 303-0200-00 8143850 RES.,FXD,CMPSN:20 OHM,S\,lW 01121 GB2005 
R2089 315-0395- 00 8010100 8069999X RES.,FXO,CMPSN:3.9M OHM, 5\ , 0.25W 01121 C83955 

R2093 315-0390-00 RES.,FXD,CMPSN:39 OHM,5\,0. 25W 01121 CB3905 
R2094 307-0109-00 RES.,FXD,CMPSN:8 . 2 OHM, 5,,0. 25W 01121 CB82G5 
R2096 323-0038-00 RES.,FXO,FILM:24 . 3 OH.M,1,,0 . sow 91637 MFF1226G24R30F 
R2100 311-1223- 00 RES. ,VAR,NONWIR: 250 OHM, 10,,0.50W 32997 3386F-T04-251 
R2101 315- 0220-00 RES.,FXD,CMPSN:22 OHM,S,,0. 25W 01121 CB2205 

R2102 321-0021-00 RES. ,FXO, FIL.~:16. 2 OHM,l\,0.125W 19701 MFSC 
R2105 311-1223-00 RES.,VAR,NONWIR:250 OHM,10\,0. 50W 32997 3386F- T04-251 
R2106 315- 0201-00 RES.,FXO,CMPSN:200 OHM,51,0.25W 01121 CB2015 
R2107 321-0698-00 RES. ,FXO,FILM:l.89K OHM,0. 25\,0. 12SW 91637 MFF1816Cl8900C 
R2108 321- 0249-09 RES.,FXO,FILM:3. 83K OHM,l\,0.125W 91637 MFF1816C38300F 

R2109 321- 0321- 07 RES.,FXO, FILM:21.5K ORM, O.l\ , 0.125W 91637 MFF1816C215018 
R2111 315-0221-00 RES.,FXD,CMPSN:220 OHM, 5\,0.25W 01121 CB2215 
R2112 321-0321-07 RES. ,FXD,FtLM:21.5K OHM,o. 1, , o. 12sw 91637 MFF18j.6C215018 
R2113 316- 0152-00 RES. ,FXO,CMPSN::l. SK OHM, 10\, 0. 25W 01121 C81521 
R2116 321-0102- 00 RES.,FXD,FILM:113 OKM,l\,0.125W 91637 MFF1816Gll3ROF 

R2117 315-0150-00 RES. ,FXD,CMPSN:15 OHM,5\,0. 25W 01121 C81505 
R2120 317- 0181-00 RES. ,FXD,CMPSN::180 OHM, 5\,0.125W 01121 881815 
R2122 317-0271-00 RES.,FXD,CMPSN:270 OHM,5\, 0. l25W 01121 882715 

REV. A APRIL 1978 7-45 



Replaceable Electrical Parts 485 

Tektronix Serial/Model No. Mfr 
Ckt No. Part No. Ell Dscont Name & Description Code 

R2l24 317-0430-00 RES .,FXD,CMPSN:43 OHM, 5\, 0. l25W 01121 
R2130 311-1223- 00 RES .,VAR, NONWIR: 250 OHM, l01 , 0 . 50W 32997 
R2131 323-0225-09 RES.,FXD, FILM:17 . 8 OHM, l\,0. 50W 91637 
R2132 323- 0225- 09 RES.,FXD, FILM:1 7 . 8 OHM,l, , 0 . 50W 91637 
R213J 321-0255- 00 RES .,FXD, FILM :4.42K OHM,l\ , 0 . 125W 91637 

R2134 321- 0961-07 RES .,FXD, FILM : 500. 5 OHM, o . 1,, 0 . l25W 91637 
R2139 315-0100-00 RES.,FXD,CMPSN:10 OHM, 51, 0. 25W 011_21 

RT551 30'7-0127-00 RES. , THERMAL: lK OHM, 10, 50157 
R!'644 307- 0126-00 RES . ,THERMAL:100 OHM, 10, 14193 
RT1487 307- 0124-00 RES . , THERMAL:5K OHM, 10\ 50157 
RT1821 307- 0353-00 RES.,FXD, FILM:5 OFIM, 101, DISC 15454 
RT1822 307-0353-00 RES.,FXD, FILM:5 OFIM, 10\ ,DISC 15454 

s151 COUPLI.NG 
S902 SWITCH, CAM:CAL IN 
S951 SWITCH,CAM:VOLTS/DIV 
S125A3 260- 1314-00 SWITCH,PUSH: l BOTTON, 50 OHM/lM OHM 80009 
S1258 

s1254 260- 1492-00 SWITCH, PUSH: RESET 80009 
S310 260- 0816- 0l SWITCH,SLIDE:DPDT, 0 . 5A, 125V 80009 
S600 260- 1315-00 SWITCH,PUSH :BEJ\M FINDER 71590 
S630 BW LIMIT 
S700 260-1395-00 SWITCH, ROTARY:A SOURCE 82104 

S705 260-1312-00 SWITCH, LEVER: l SECT,4 POSN, 22 . 5 DEG 80009 
S7105 260-0735-00 SWITCH, PUSH :SPST 81073 
s1206 SWITCH, PUSH :SLOPE 
S780 
S8987 

260-1313-00 SWITCH,LEVER:l SECT,4 POSN22 . 5 DEG 80009 

SlOOOA,8 260- 1311- 00 SWITCH,LEVER: l SECT, 4 POSN, 22. 5 DEG 80009 
S1005 260-1312-00 SWITCH, LEVER: l SECT,4 POSN, 22 . 5 DEG 80009 
s10208 LEVEL SLOPE 
S14001 CAL IN 
S1420 105-0281-00 B010100 B049999 DRUM ASSY, CAM S :A TIME/DIV ANO DELAY TIME . 80009 

S1420 105-0470- 00 8050000 DRUM ASSY, CAM S :A B TIME/DIV AND A DELAY TIME 80009 
S1460 105-0335-00 B010100 B049999 DRUM ASSY, CAM S :B TIME/DIV 80009 
S1460 105-0470- 00 B050000 DRUM ASSY,CAM S :A B TIME/DIV AND A DELAY TIME 80009 
S1500 260- 1318-00 SWITCH, PUSH :4 BOTTON, 2 POLE, INTERLOCK 80009 
S1580 260- 1319-00 SWITCH, PUSH:6 BOTTON,INTERLOCK 80009 

S1590 260-1317-00 SWITCH, PUSH:3 BOTTON, 2 POLE, INTERLOCK 80009 
S1801 260- 1368- 01 SWITCH, SENS :SPST,15A, 250VAC 89265 
S1802 260-0G38-00 SW,Tl!ERMOSTATIC:10A, 240V, OPEN 75 DEG C 93410 
S1803 260-1300- 00 SWITCH, SLIDE: 82389 
S2105 260-1208-00 SWITCH, PUSH :DPDT 80009 

T205 276-0614- 00 CORE,FERRITE: 80009 
T305 276-0614-00 CORE, FERRITE: 80009 
T719 120-0797-00 XFMR,TOROID: 80009 
Tl015 120-0797-00 XFMR, TOROID: 80009 
Tl801 120-0716-00 XFMR, PWR, STPDN :LINE TRIGGER 80009 

Tl825 120-0640-00 XFMR, TOROID: 80009 
Tl83l 120- 0788-00 XFMR,TOROID :4 WINDINGS 80009 
Tl848 120-0747-00 XFMR, TOROID:55 TURNS, SINGLE 80009 
Tl960 120- 0787- 00 XFMR, PWR, SON: 80009 

U483 156- 0105-00 MICROCIRCOIT, LI :OPEAATIONAL AMPLIFIER 27014 

1see Mechanical Parts List for replacement par ts . 
2Furnished as a unit with R90. 

6Pur ni shed as a unit with R720. 
7Furnished as a unit with R898 . 
8Furnished a s a unit wit h Rl020. 

3485, 485-1 only. 
4485-2 only. 
5485 only. 

7-46 

Mfr Part Number 

884305 
3386F- T04-251 
MFF1 226C21500F 
MFF1226C21500F 
MFF1816G44200F 

MFF1816C500R5B 
CB1005 

2Dl596 
2D21-l01K 
1Dl618 
5DA.5RO-K-270SS 
5DA5RO- K- 270SS 

260-1314- 00 

260-1492- 00 
260- 0816- 01 
2KBM020000- 529 

260- 1395- 00 

260- 1312- 00 
39- 1 

260-1313- 00 

260- 1311- 00 
260- 1312- 00 

105- 0281-00 

105-0470- 00 
105- 0335- 00 
105- 0470-00 
260-1318- 00 
260-1319- 00 

260- 1317-00 
Al- Ml- 3Gl- 6-33 
110-364 
46206LFE 
260- 1208- 00 

276-0614-00 
276- 0614-00 
120- 0797- 00 
120-0797- 00 
120- 0716- 00 

120- 0640-00 
120- 0788- 00 
120- 0747- 00 
120- 0787-00 

LM301AN 
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USO 155- 0076- 00 MICROCIRCOIT,LI:ML, INPOT PROTECTION 80009 155- 0076- 00 
U210 155-0078- 00 B010100 B143429 MICROCIRCUIT,LI :ML,VERT AMPL 80009 155- 0078- 00 
0210 155- 0078- 10 B143430 MICROCIRCUIT,LJ::ML,VERT AMPL, SEL 80009 155- 0078-10 
0250 155- 0078- 03 B010100 B144129 MICROCIRCUIT,LI :ML,VERTICAL AMPL,SEL 80009 155-0078- 03 
0250 155- 0078- 13 B144130 MICROCIRCUIT, LI :ML, VERTICAL AMPL, SEL 80009 155- 0078- 13 

0310 155- 0078-00 B010100 B143429 MICROCIRCUIT, LI :ML, VERT AMPL 80009 155- 0078- 00 
0310 155- 0078- 10 B143430 MICROCIRCUIT,LJ::ML, VERT AMPL,SEL 80009 155- 0078-10 
0332 156- 0067- 00 MlCROCIRCUIT, LI :OPERATIONAL AMPLIFIER 80009 156- 0067- 00 
0350 155- 0078- 03 B010100 B144129 MICROCIRCUIT, LI :ML, VERTICl'.L AMPL, SEL 80009 155- 0078- 03 
0350 155- 0078-13 B144130 MICROCIRCUIT, LI:ML, VERTICAL AMPL,SEL 80009 155- 0078-13 

0410 155- 0078- 01 B010100 B143429 MICROCIRCOIT, LI: ML, VERT AMPL, SEL 80009 155- 0078- 01 
U410 155-0078-11 B143430 MICROCIRCUIT, LI :ML, VERT AMPL,SEL 80009 155- 0078- 11 
0430 155- 0078- 01 B010100 B143429 MICROCIRCUIT, LI:ML, VERT AMPL, SEL 80009 155-0078- 01 
0430 155- 0078-11 B143430 MICROCIRCUIT, LJ: :ML,VERT AMPL, SEL 80009 155- 0078-11 
0510 155- 0078- 01 B010100 B143429 MICROCIRCUIT, LI:ML,VERT AM.PL,SEL 80009 155-0078-01 

0510 155- 0078-11 B143430 MICROCIRCUIT,LJ: :ML,VERT AMPL,SEL 80009 155- 0078-11 
0530 155- 0078- 0l B010100 B143429 MICROCIRCUIT, LJ: :ML, VERT AM.PL, SEL 80009 155- 0078- 01 
U530 155- 0078- 11 B143430 MICROCIRCOIT,LI :ML, VERT AMPL,SEL 80009 155- 0078-11 
0620 155- 0078- 01 B010100 B143429 MICROCIRCUIT, LI:ML,VERT AMPL,SEL 80009 155- 0078- 01 
0620 155-0078- 11 81'13430 MICROCIRCUIT,LI :ML, VERT AMPL,SEL 80009 155- 0078-11 

0650 155- 0078- 02 B010100 B143429 MICROCIRCOIT,LJ: :ML,VERT AMPL,SELECTED 80009 155- 0078- 02 
0650 155-0078- 03 B143430 B144129 MICROCIRCOIT,LI :ML,VERTICAL AMPL, SEL 80009 155- 0078- 03 
0650 155- 0078- 12 B144130 MICROCIRCUIT, LI:VERTICAL AMPLIFIER, SEL 80009 155-0078- 12 
U660 155- 0064- 00 MICROCIRCUIT,LI :OUTPUT AMPLIFIER 80009 155-0064-00 
0730 155- 0078- 02 B010100 B143429 MICROCIRCOIT,LI :ML, VERT AMPL,SELECTED 80009 155- 0078-02 

U730 155-0078- 03 B143430 MICROCIRCUIT,LI :ML,VERTICAL AMPL,SEL 80009 155-0078- 03 
0738 155- 0078- 02 B010100 B143429 MICROCIRCUIT,LI:ML, VERT AMPL, SELECTED 80009 155- 0078-02 
0738 155-0078- 03 B143430 MICROCIRCUIT,LI :ML, VERTICAL AMPL,SEL 80009 155- 0078-03 

U740 155- 0078- 02 B010100 B143429 MlCROCIRCUIT,LI :ML, VERT AMPL, SELECTED 80009 155- 0078-02 

0740 155- 0078-03 8143430 MICROCIRCUIT ,Lt: :ML, VERTICAL AMPL,SEL 80009 155- 0078~03 

U780 155-0049- 00 B010100 B049999 MICROCIRCUIT, DI :SWEEP CONTROL 80009 155- 0049- 00 
U780 155- 0049- 01 B050000 8144849 MICROCIRCUIT, Dl:MONOLITHIC,SWEEP CONTROL 80009 155- 0049- 01 
0780 155- 0049- 02 B144850 MICROCIRCUIT,OI :SWEEP CONTROL,W/LOCKOUT 80009 155-0049- 02 
0830 155- 0078- 02 B010100 B143429 MICROCIRCUIT,LI:ML, VERT AMPL,SELECTED 80009 155- 0078- 02 
0830 155-0078- 03 B143430 MICROCIRCUIT, LI :ML, VERTICAL AMPL, SEL 80009 155- 0078- 03 

U910 156- 0067-02 B010100 B149999 MICROCIRCUIT, LI :OPNL AMPLIFIER, SELECTEO 80009 156-0067-02 

0910 156- 0067- 00 B150000 MICROCIRCOIT,LI :OPERATIONl'.L AMPLIFIER 80009 156- 0067- 00 

0960 156-0067-00 MICROCIRCUIT, Ll :OPERATIONAL AMPLIFIER 80009 156- 0067- 00 
Ul 030 155- 0078- 02 B010100 B143429 MICROCIRCOIT ,Ll :ML, VERT AMPL,SELECTEO 80009 155- 0078- 02 

01030 155-0078- 03 B143430 MICROCIRCUIT, LI :ML, VERTICAL AMPL, SEL 80009 155-0078- 03 

01038 155- 0078- 02 B010100 B143429 MICROCIRCUIT, Ll :ML,VERT AMPL,SELECTED 80009 l.55- 0078-02 

01038 155- 0078-03 B143430 MICROCIRCUIT,Ll :ML, VERTICAL AMPL, SEL 80009 155- 0078-03 
Ul 040 155-0078- 02 B010100 B143429 MICROCIRCUIT,Ll:ML, VERT AMPL, SELECTED 80009 155- 0078- 02 
01040 155- 0078- 03 B143430 MICROCIRCUIT,Ll :ML, VERTICl'.L AMPL, SEL 80009 155- 0078-03 

01480 156- 0281- 00 MICROCIRCUIT, Ll:4 TRANSISTOR ARRAY 80009 156-0281-00 

01530 156- 0047-00 MICROCIRCUIT,Dl:TPL 3-INPUT POS NANO GATE 80009 156- 0047- 00 

Ul 535 156-0041- 00 MICROCIRCOIT,Dl:OUAL 0-TYPE FLIP- FLOP 27014 DM7474N 

Ul.560 155-0012- 00 MIC:ROCIRCUIT,Ll:ML,Z-AXIS AND AMPLIFIER 80009 155- 0!)12-00 
ui 5eo 156- 0030- 00 MICROCIRCUIT, Dl:QUAD 2-INPUT POS NANO GATE 01295 SN7400N 

Ul 585 155- 0011-00 MICROCIRCUIT,01 :ML, CLOCK ANO CHOP BLANKING 80009 15s- 0011-oo 

Ul600 152-0509- 00 SEMICOND DEVICE :V MULTR,3KV IN, 18KV OUT 80009 152- 0509- 00 
Ul624 156- 0067-00 MICROCIRCUIT,Ll:OPERATIONl'.L AMPLIFIER 80009 156- 0067- 00 

Ul710 155- 0012- 00 MICROCIRCUIT, Ll :ML,Z- AXIS ANO AMPLIFIER 80009 155- 0012- 00 
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Ul 910 15S- 0067- 02 
U2042 1S6- 0067- 00 
02052 1S6- 0067- 00 
02062 1S6-0067- 00 
U2072 156- 0067-00 

02086 1S6- 0067- 00 

Vl700 154- 0652-00 
Vl700 154-0652- 05 

VR711 152-039S- OO 
\TR.8382 152- 0127- 00 
\TR.8392 152- 0127-00 
\TR.844 152-0175- 00 
VR1131 152-0175- 00 

VR1549 1S2- 0243- 00 
ITR1740 152-0280- 00 
VR1831 152-0401-00 
ITR1846 152- 0287-00 
VR1846 152- 0657- 00 

VR1912 1S2-0288- 00 
ITR1928 152-0243-00 
ITR1928 152- 0304-00 
VR1945 1s2-0212- 00 
ITR2042 152- 0411-00 

VR2043 152- 0283-00 

1485, 485-1 only 
2485 only 

7-48 

Serial/Model No. 
Elf Dscont 

B010100 B091499 
B091500 

B010100 B143S54 
B143555 

B010100 B029999 
8030000 

Mfr 
Name & Description Code Mfr Part Number 

MICROCIRCUIT, DI:ML, POWER SUPPLY REGULATOR 80009 1S5- 0067- 02 
MICROCIRCUIT,LI :OPERATIONAL AMPLIFIER 80009 156- 0067-00 
MICROCIRCOIT,LI :OPERATIONAL AMPLIFIER 80009 1S6- 0067- 00 
MICROCIRCUIT,LI :OPERATIONAL AMPLIFIER 80009 1S6- 0067- 00 
MICROCIRCUIT,LI :OPERATI ONAL AMPLIFIER 80009 156- 0067- 00 

MICROCIRCUIT, LI:OPERATIONAL AMPLIFIER 80009 1S6- 0067-00 

ELECTRON TUBE :CRT 80009 154-0652-00 
ELECTRON, TUB.E: CRT 80009 154-0652- 05 

SEMICOND DE\TICE: ZENER, 0. 4W, 4 . 3V, 5.\ 04713 1N749A 
SEMICOND DE\TICE: ZENER, 0 .4W, 7 . SV,5\ 04713 1N958B 
SEMICOND DE\TICE:ZENER,0.4W, 7. 5V, 51 0471.3 1N958B 
SEMICOND DEVICE: ZENER, 0.4W, 5 . 6V, 5\ 80009 152- 0175- 00 
SEMICOND DE\TICE: ZENER, 0 .4W, 5 . 6V,5' 80009 152- 0175- 00 

SEMICOND DEVICE: ZENER, 0.4W,15V, 5\ 80009 152-0243- 00 
SEMICOND DEVICE: ZENER, 0.4W, 6 . 2V, 5\ 80009 152-0280-00 
SEMICOND DEVICE: SILICON, 3-LAYER, TRIGGER 04713 1N5761 
SEMICOND DE\TICE: ZENER, 0 .4W,llOV, 5\ 04713 1N986B 
SEMI COND DEVICE: ZENER, 0 . 4W, l08V, 2\ 04713 SZG20107 

SEMICOND DE\TICE: ZENER,0.4W, l40V, S\ 80009 152-0288- 00 
SEMICOND DEVICE: ZENER, 0 . 4W, 15V, 5\ 80009 152-0243- 00 
SEMICOND DEVICE: ZENER, 0.4W,20V, 5\ 04713 1N968B 
SEMICOND DEVICE: ZENER, 0 . 5W, 9V, 5\ 80009 152- 0212- 00 
SEMICOND DE\TICE: ZENER,0. 25W, 9V, 5\ 04713 1N937 

SEMICOND DEVICE: ZENER, 0 . 4W,43V , 5\ 04713 1N9768 

REV . A APRI L 1978 



Section 8-485/ R485 Service 

DIAGRAMS AND CIRCUIT BOARD ILLUSTRATIONS 

Symbols and Reference Designators 

Electrical components shown on the diagrams are in the following units unless noted otherwise: 

Capacitors = Values one or greater are in picofarads (pF). 
Values less than one are in microfarads (µF). 

Resistors = Ohms (.U) 

Symbols used on the diagrams are based on USA Standard Y32.2· 1967. 

Logic symbology is based on MIL -STD-8068 in terms of positive logic. Logic symbols depict the logic function performed 
and may differ from the manufacturer's data. 

The following special symbols are used on the diagrams: 

IO External Screwdriver adjustment. 

External control or connector. 

-- Clockwise control rotation in direction of arrow. 

Refer to dfagram number indicated in diamond. 

Refer to waveform number indicated in hexagon. 

'W& 
,----------,7 '~ .....----_Connection soldered to circuit board. 

~ Connection made to circuit board with interconnecting pin. 

Blue tint encloses components located on circuit board. 

The following prefix letters are used as reference designators to identify components or assemblies on the diagrams. 

A Assembly, separable or repairable (circuit board, etc.) LR Inductor/ resistor combination 
AT Attenuator, fixed or variable M Meter 
B Motor Q Transistor or silicon-controlled rectifier 
BT Battery P Connector, movable portion 
C Capacitor, fixed or variable R Resistor, f ixed or variable 
CR Diode, signal or rectifier RT Thermistor 
DL Delay line S Switch 
OS Indicating device (lamp) T Transformer 
F Fuse TP Test point 
FL Filter U Assembly, inseparable or non-repairable (integrated 
H Heat dissipating device (heat sink , heat radiator, etc.) circuit, etc.) 
HR Heater V Electron tube 
J Connector, stationary portion VR Voltage regulator (zener diode, etc.) 
K Relay Y Crystal 
L Inductor, fixed or variable 

8-1 



485/R485 Service 

P85 4 "954 Ceo 

R90 

~r,,, 
ca. C93 

00 RB1 

R84 
CB7 

U80 R87 g P904 J r a: 
P80◄C81 C1M 

,ti C82 ..... C92 
C95 

No1e: 
R127 not used on A6 board. 

fig. 8-1. AS & A6 50 n Attenuator board, 

11 l061, 00 
C38 

Fig. 8-2A. A3 HI Z Attenuator boord (485 & 485•1 only) SN B165790-up. 

• • 

1193-20 

L ocaLCKI on back of hoa,d: 
S125 
C104 

• See Parts Lis t for 
strial numbor ttn;ts. 

R90 

R90 

CE) 

1'854 
P95 ◄ 

CM 
R81 

U80 

P80◄ 

C93 

R84 

C87 
R87 R78 

C86~ ~H 
# P90 .. 

UN s ## Rll 
CR8 

Locattd on back of board 
Cl6 PBO P85 
R14 P90 P95 

D 

Fig. 8•2C. A4 Low 2 Control board 1485•2 only). 

C38 
R41l 

r C'6 r,#' cs, ~ 
R38 • 

!! (\ R33 
"'il:3, 034 \ 03 
jl R42 ~ 

C47 A3lt IN 
<;41 OI0 iii :alfR65 

CAEl46 11'3 C43 I a: ~ U C28 'f!, 
IMO lifl:I C6a ,p~'";, 

• 

(05a a ul:JOS2 C&7 "11,p '\, e29 
c«i4a css 1155 ! ;: (',~ R67 R29 

I a: <:r R89 li>s 

R23 

C25 
J)t,1 

U4141 R50 a: > C70 R70 •1tae 
~9 SI C57 070 R12 

9 lRS1 i, R53 052 "' R71 C73 
Cl j .. t,:: ~ R?_i C72_ R76 • 11 u 

Cl 
C76 

81 

Fig. 8·2B. A. A3 HI z Attonu1tor board 1485 & 485•1 onlyl SN B010100-8155789. 

REV E, MAR 1979 

Ii 

• 

C3 11113-2 

•See Pa,-u List for 
se,i1t num~r ranges. 

C3 
11113•21 

•SH Part List for 
serial numbet ranges. 
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~ 

P/560-{, (CH 1)} 
p/ 5 6O-7/C.Hl.) 

P/5{,0-4 (CH I) } 
P15b0-3 (CH2) 

P1570- 10 (CH ll} 
P/570- 9 (CH 2) 

Pl57o-7 ( CHr)7 
Pl 570- '- (CH Z)_J" 

PIS7o-s ( CH •J} 
P/57 0-"I (CH?.) 

P /570 -3 (CH 1)} 
P 1570•2(C1'12) 

+ I 
_J 

VOLTAGE CONOITIONS 
VOL TSJOIV-10 rnV 
INPUT GND 
INPUT IMPEOANCE-50 !l 
INT TRIG-NORM 
SWEEP MODE-AUTO TRIG 
HORIZONTAL DISPLAY-A 
TIME/DI\/ -1 ,ns 
VERTICAL POSITIONING-

CIO~ 
.01 

RIZ3 
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Rl3♦ 
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,,. 

,,. ..,.... 
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I 
I 
I 
I 
I .._----0: 

R\01.; 
~'IOK I 

I 
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I I II.Ill 
I -!- 10 ,,21.2 
I I I 
I I I 
I I\II~ I I 
I Z4 1.5 I 1 +10 

~~---010---J--J-o10-~~.,.,,,_~~~,o---'---~ '!.J:>--- -----o..!D-J ~'?sf° i r£~~
2 

i CAM SIDE L-O,.:.fr------i:I.Lc~~--o....:....o--- ,--,,""""T""- -0 

I I 

l:~ R l35 I 
160 I 

I I 
I I 
I I 
I 
I + 2. 

: : IU.Z : :"~., un* 

_ __ J_to_, Jr1---,;---
I 1( 1\11♦ ) ': : R l41 

""~ 
~ f,: '~-~ ,~~'.~ ~,!, ____ 1,'. ________ ',1 R~~, t-'-o------'-i---'"G~---...!~----+-,:------__.!.1 ____ J:..1..:.2jl 

DU 

• I 
I 
I 
I 
I 
I 

l 51S e (COUPLIWC.) 

p~ I 
+ I 5V ~} .__ ______ _ 

(DCPL) I I I I 
I 
I 
I 
I 
I 
I 
I 
I 
I 

+9V ---;{~~----• +,v 

i L_, - ------- '-----=-=~, ____ , _______ : . 
I 

I l ! ,1 I I I ,-----__J 
2 I I I I 

: 1 ; ~ I~ If 21 2.2 lG. 

I 
I 

~~~o 
I 

,-. 
,-. 
,-. 

L.. • 

i 
- -----

,__ I • 

I 

i ; • -
,__ - • Iii 

- .... 

i 9 '.! -• .... 
' L-=-1=-______ s ___ c._--==----'o ______j7~ VOL TS / c:. 1v I s,s 

' ,__ -,__ ,-. 

• It 
J II 
'i 'i 

+sv --¼II s,l►l--.-i-c--,'3 tsv 
ri<"H ~•-w '----- -
I 1, 

-:,v --+<I 2j ~~--,-~-s~1...,•► - sv 
I Cl~ 

-~v ---r:J, 
12 C6l Ir ~ <H1 ·~ 1 + ~ +sv I P1S 

0s,1o Al 
II I RESET I I& Rq, 

~ 

~s I 

i 
ti 
I • 
' 

XI XIO XIOO 
Pl'I06E PROeE P ROl!>E 

♦ ♦ ' 

~:iv ~7"'"-== -~1 20 ,-.2 --2 
SQ.J--.5 --5 .17--1 v--10 V 

:~ v-=:_ ~~ == ~o~ 
U
I --10 --100 
2 --20 --200 
5 -- !:,O --500 

!>'10 

!CAl IIJ i 
T 

r;;I )~~ 
~---------- --- ----:../1 ~---'--;-----~ 3 USO I♦ ~:7 u 

11 I 
~-..:rt-..,w1,-,<--r~~+sv 

M'J4 

15 

.. 
- sv 

48S OSC.11.LO5C OPE: 

2 

11 I 
3 ~ 

I I I I PROBE 
4 141 l<R~, @J I ,,. 
Pso 10s,2~ !'Mn I I 

l ~~ JV- I PARTIAi. A5? 1 
SO.n SQA.RI> 

+sv 

iR'I" f'-~O 
q4 fl,(;---...._-------------------------------------4)12r.-----, ~~6T~!!E,JE~~O 

I I 
j MODE $1560 

see PARTS LIST FOR EARLIER 
VALUES AND SERIAL NUMBER PSS 0 
RANGES OF PARTS OUTLINED 
OR DEPICTED IN BLUE. I 

A~ L.O a P.11ENU,O(TOR B0."-11,0 

+ 

~ 3=:JPes 
---------------------------------------------------------------------• TRA.CE IDENT TO R28'1CMIA 

1193-<,3 

@,IM\~ r,79 

CH 1 ATTENUATORS (LO Z.) 0 
(.C.H ?. I C:.ENT IC.A. L) 

R38'l C.MZ ~ 



485/ R485 Service 

1193-24 

Fig. 8•3. A7 Partial V ertical Amplifier board . 

@ MAR 1979 

5 mV BAL 
A DJ 

5 mV BAL 50 H GAIN VAR BAL INPUT R 
.tXDJ ADJ ADJ ADJ 

\ R250 R204 
~ C21 

~ C253 \q N R242 C217 ij217 L211 

lfra~a:~ l:242 R214 ~ :~~~ R21 R207 
N N N C242 ~ L240 0 R2.05- J200 

R26 a: a: a: R24'1 u ~ CR204 CR203 
R26 U250 1 R240 U210 N T205 CR202 CR201 
R2 • R24 L-241 a: 
R26t ~ i R227 R226 R206 ~ ~• 0290. 

~ N N R225 R228 a: _ 
R26 ... ~ a: a: u, N C223 R223 _C201 1. ...1 ..., .J ..JU) t0 R201 .-

L26'2 N ~ C334 L201 R221 en ~ 
L 6 U C204 L2()4 R321 N o ~ a: 

___ ---i.,...R350~ R332 U332 - R304co o ~ MC:, u 
rA CJ!>& <">1 R333 C312 ~ M cw, ..,I .J 

~ e3s1 ':~ R342 C333 C314 : 3J:1'4 R3 2 a: a:~ C310 
~ti; f8 L342. ~ R315 M R313 R301~ ~ 
a:~ ~ e342 0 L3ti 1 U R305 a: ~ 
U350 Rl44 R340 u310 ~ T305 u u J300 

m R36 ;;..-~ R'lA 1 r-- L340 a: SO ~ L3 7 l"'2' M R319 fa26 ~~ 
R36 U> ~ '° N O - R327 R317 R306 oU 

L36 ~ ~ ~ ~ R
362 

~ R323 R328 ~ 
R36\> 0 .J ..J O t3 R325 M t C323 R320 R318 RB01 5 

* See Parts List for 
serial number ranges. 

50 n, GAIN 
ADJ 

INV GAIN 
A DJ 

INPUT I 
ADJ 



+ 

.,.,...t "!, 
t)LLA."' 

~'C.'""• Pi.C.'t 
"'fO .... Gl 'T 

?,_th::. J 1 

PARTIAL ,\1 
VER.TICAL 
B.OAR.D 

./ 

-W 

c. .. , 
I NPUT' r 

R20(, 
!OK 

Ct< 'I. 
INPUT "I. 

R~, 
S G..Z 

R.3oc. 
tOK t\JVER.T 

VAR.~ 

48S 0$C ILLO!:.COPE 

2 s 

C3l4 
.022 l. 

.<r-------' 
--" W/• .1.Y 

'-+q'--'-""-'O"-'v _____ .,~c.c-=•-------S _____ CH 1 +VERT SIC. NA, L TO 

u~~1 
.-..A 141C R"lo3'1. 

t,~'1,1 ~?..2.1( 

""I-'----...-~ •I.lo V 
+1.CV 

L ~40 ♦!;V 
.03',, 

,n .. 2 
?.!; 

11.340 2!.0 
L34Z 
l.,,-N 

• 

r 
lt PART OF E.C. SOARD 
9 l:.USSTR"-T E 
I< 11 M,._TC.HED SET 

f- Or-I UNDER '<-101: OF 601\1~0 
11~3- 25 

RE.V. E. \,."tAR. I 977 

R;. ;,~ 
l ':,,81( 

+sv 

CH 1 ~ 

.. ♦ s ov - PIN r~, U4100 

8 

SEE PARTS LIST FOR EARLIER 
VALUES ANO SERIAL NUMBER 
RANGES OF PARTS OUTLINED 
OR DEPICTED IN BLUE. 

~+-•-'Q'-=-O--'V _______ 7--'•.::.3 -"-"-A;.:... _ ______ L. _____ C.1-11 - VER T &IC.MAL TO 

" • S.O\' P I IJ I, Ll4I0.1'0. 

Cl..\ 2. 

RZS? '.;::/ 
3G.K 

~t=:J P320 

Ff ... 
C H I TRACE iDEI-JT 
!"RON\ PI IJ 1, ueo 
PA!)TIAL A :?, C\-1 1 1-\1 c. A•TE >J B[)0 

I 

VOLTAGE CONDITIONS 

Cl-\2 +vERi S IC.NAL TO 
P IN I"?., U4:,0 <§> 

VOLTS/DIV -10 mV 

INPUT - CHAN 1 

INPU1 IMPEDANCE 50 !I 

INT TRIG - NORM 

SWEEP MOOE - ALT 
HORIZONTAL DISPLAY A 

T IMEIDIV - 1 n11 

VERTICAL POSITIONING 
c~nter screen 

PARTIAL A1 VERTICAL BOARD 

::y'. P"?.1.0 

. ~H 2 TRACE \DENT FROM P IN 7 ~80 0 
VERTICAL PREAMPS 

+ 
EKP 



MAIN VERT GAIN 
TP418 
TP419 

POS CTR 
ADJ 

C2 

4 

, 
R272 

~ i 4'04 
09 a: 

~""'~ ~ij..,. 
uua: 

tQ 

LiQ9 

. U410 

R4 
C419 R 

R 

~ '° R 
. 1 ;43,&, 

4 

a:,e: S 6 o;s ·~ 
fl:~~ 

~ 0 a:&r 
a: 

POS CTR 
ADJ 

Fig. 8-4. A7 Partia l Vertical ampl ifier board. 

REV. C , SEPT 1974 

*See Parts List for 
seria l number ranges. 



CH 2 VERT 
SWITCH II-JG 
LOC.IC FROM 
RIS'>S<§> 

+ 

48'5 

..r 
CH I tER~ "'J~c;,o +5V (0CPL) 

FROM PIN ;...,.!TIO"' --.._ 

0 Cc"G~TERl"C,. R~ 

+isv P27o 

cw r i;__~......,.-~ 
V 

ION 
C.AL.) 

RT 514 C M 
I 

VE 5 UZ'::,0 FROM PIN • 

0 

X 2. 

L. 

R4~l 
II( 

_r +av 

vtRT SI C, TSV(l>CPL) (.M 2 ~ U"!>SO 
FR.OM P l >-J ~M 2. P0$1Tt0N 

0 q NTCRING,_ R; 
-tlSV Pl10 

•noo r 
20~ 

-15V 

(C. L:~ 

- ~T SIC. 
CM 2 v~ ... 5 u~so FROM PIN , 

0 

OSC. IL L 0SCOPE: 

"'\.. 

.J 

..,. ~- t.=---+-----,-- I ----

"'\.. 

11q~-27 

R4i, 
100 

-;._ !,. ... .,.t., 
~i~~.,J'c;1 
-o F1t:,,,,,.,
P.-.....,1!._ 
J- I 

~ .. A 

REV F ' MAR l':173 

R4S8 
100 

-sv 

/ 

/ 

/ 

/ 

/ 
/ 

/ 

t!..Qli , ED C:IR.CUI RT OF ETC.M ~ F>A TE T BOARD 
,!, SUSSTRA 

S LIST FOR EA~~~~ 
sEEuPfflNo seR1A~~¥LINEo VAL OF PARTS 
RANGESCTEO IN BLUE. OR OF.Pl 

+\SV 

l 
I " ,.,_t>P.. l>"tt I>. 
I SOARD 
I 

I 
) 

L_J 
+◄.&(ALT) 

+W 

R41o4 
Ill( 

PARTIAL ~ 
VE:RTIC.AL 

B OARD 

GE CONDITIONS VOLTA 

TS/DIV - 10 mV VOL 

1 INPUT - CHAN 50 n 
T IMPEDANCE -

INPU NORM 
INT TRIG - LT 

SWEEP MO~EL ~~PLAY A 
HORIZONT 

E'OIV-1 ms 
TIM , POSITIONING -VERTICAL 

center screen 

VERTICAL CHANNEL SWITC HIN(.l El<F> 

-VERT Sl<, 
TO PIN 1?,, 

► u<.200 

-!-VERT SI C, 
► TO PIN 1, 

U<..to~ 



N 

" Ln ..., 

C572 

tt> 
tt> 
U') .., 

76CO .... 
Ln 
a: 

tn R575 
a: 

C58t 
0 

~ .... ,...,.._ " It) 

a: 

TRI G GAIN 
ADJ 

L511 

R512 
C512 

00 en 
00 
I!) I!) 

er a.: 

R505 U510 

Mq-
00 
~~ R523 

q' .... 
I!) 

I!) cc 
lo 0518 
a: R513 

R516 
R517 

L584 * C523 I!) 

R537 U530 ~ 
R536 cc 
R535 
R534 • 

I!)~ ~~re~ 
Ln t8 Ln \t) lt) ~ 
~ a: C556 0538 a: a: a: 

C585 R559 M R556 * C546 C532 
L559 css3 tg~ ~549 ~ j 518 C.5lS ~~l? cso~ 

R563 CR562 a:1n cs49 in 542 C58'1 R531 
C563 0564 ,-.. N O O Ln R546 
C565 N ~ t81n 0552 ~~ig~ C542c R542 

R565 ~ t8 a:~C557 .a: R544 

R572 
intn 
a:a: 

0572 

L585 cc CC m C543~~::J~~~ CS3B 
iii'; RsGo -' is5~~os44 L548 

R568 
C568 

L581 

INT TRIG 
BAL ADJ 

TRIG GAIN 
TP568 

Fig. 8-5 . A7 Partial Vertical amplifier board. 

REV. D , SEPT 1974 

*See Parts List for 
serial number ranges. 



+sv +ISV 

Cl! I 
TR IC. LOC:.l<.-+---7 
FROl\il RIS'l8 

~'5•~ ~t'f 
')-X_

6 
____ --'('. '.)L...-...:•:.!1~0:..:·'~vL.-_ ..._

1
NK',---------------------------,.~+ 10,411 

+ 

~ 

+ 

QSJ8 

c.t~ I+ TRl(:i SIC. 
FROM PIN IG, 1 U4l0 

0 

CH I - TRI~ 51<. 
FROM PUJ 14, U4 1C 

(1/ 
+sv 

C.H 2 + TRIC. SIC. 
FROM PIN 14, U430 

0 

CH2 -TRI<; SI~ 
FROM PIN 14,U4~0 

0 

48S OSC ILLOSCOPE 

+ISV 

12 

7.. 

-
L .., • .ot ""', A 

11q3. 2q 

REV. E, MAR. \q75 

RSl5 
200 

• I 

R518 
100 

SEE PARTS LIST FOR EARLIER 
VALUES AND SERIAL NUMBER 
RANGES OF PARTS OUTLINED 
OR DEPICTED IN BLUE. 

tl5V 

L548 3.,_..N 

C54 2 
.022 r 

RS41 
100 

7.. 

RS43 
33 RS4 7 

280 

CS43 ~sv i 
.001 I /OCPL) 

•SV 14.7~A 

(OCl>L.l) " 

R':,52 
4~0 

CN 

10.,S OELAY vlllTH 
RC.SPEC.T ro 
F'RONT l"ANE.l. JI 

+5V 
( <><:.PL 1l 

RS<.8 
IDO 

~1, OU'<., DC.P L) 

1s.s ... A 

J':>12 

11 • C. \.J ""\<. CIL4~ 
~-~•~~- ~o P•ow~ 
p,-\.IIL J l 

/"' ..r J!:>G,8 

VOLTAGE CONDITIONS 

VOL TS/DIV -10 mV 

INPUT - CHAN 1 

INPUT IMPEDANCE - 50 n 
tNT TRIG - NORM 

SWEEP MODE - ALT 

HORIZONTAL DISPLAY - A 

TIME/DIV - 1 ms 
VERTICAL POSITIONING -

center scroon 

+ 12.ov 

( FULL) ~I,./\ S<o~O 

'--------------- ----- ( 20 Ml-h.) FROM 51..~0 

~ NOTE:: 
* PART 01' ETC.Hl!O C.IRC.un· BO .... R.t> 

¢' S UBSTRA.TE P-'RTIA.1.. A7 VERTICAL 8 0/\Rt> ---=--:;_ _____ _ 

TRIGGER AMPLIFIER ~ SWITCHING 
EKP 

?
X -Y 
~I(;, 
'TO ,0 

r' B' INT 
TRl<. TO 
SIOOO 

~ 
I _N I NT 

°$)TRIG TO 
J._S700 

~ 
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N 
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GAIN ADJ 

(0 

R623 ,-..N N 
NN C.0 (OU, a: 

J620 a:a:: * 

NM 
a, ........ 

ex, ~ u, u, N R683 
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a::a:a: N ..J R663 B CR682 
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a: L653 
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N 
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(0 
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15 
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C608 C607N 
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a: u a: 
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MAIN VERT 
BAL ADJ 
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~ -=I' co 
,,.. (0 (0 
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.... 
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(0 
u 

F. 8 6 A 7 Partial Vertical amplifier board. 19. - . 
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*See Parts List for 
serial number ranges. 
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+1sv 
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REV. E, MAR 1976 
1193-31 

t 

1 7C.RG.8'2. -
+i.4 .1V 
(t>C.PL) 

+24."IV 
~OCPL) 

11.1. 12 
ltl 

~ +2}.SV 

R<.?3 
90'1 

VOLTAGE CONDITIONS 

VOL TS/OIV - 10 mV 

INPUT - CHAN 1 

-1-s,.4v 
(0C.PL) 

INPUT IMPEDANCE - 50 !? 
INT TRIG - NORM 

SWEEP MODE -ALT 

HORIZONTAL DISPLAY-A 

TIME/DIV - 1 ms 

VERTICAL POSITIONING -
can u,:, screon 

-
-r--

CRT 

as .... ;;:---
o a~"< 
t\.l;.~ P&<C.T 
TO ,-ll\01ro1 T 
PAN&i_ J•I 

RG91 

71.• ..,A ! 

VERTI CAL 
t:,EFLECT\01-l PLAT E~ 

PART IAL Ar VU?T!CAL tlOARl> 

1-JOTE: 
* PART CF ETCIH, b CIR.C:.UIT ~ OAR.O 
,/, ':,UB',,l"RA.TE 

SEE PARTS LIST FOR EARLIER 
VALUES ANO SERIAL NUMBER 
RANGES OF PARTS OUTLINED 
OR DEPICTED IN BLUE. 

VERTICAL A MPLIF IER <& + 



J710-1 

J710-2 

co 
V 

I•~ 

R111 

©71 e
- w u 
""' T-

C843 t 5~ , 
,-... C728 ~,.._a:, 

0712 ~ 0728 ~ 
C! 14 a: r,.. 

· R728 er 
C715 R719 

R833A 

R830 

'R832 

~831 

*C837 

U830 

LEV CTR 
ADJ 

i 
.... 

..-P720 

L844 
L845 

L848 
R745 

C 4 
R845 

VR844 
R741 

742 

R736 * 
R731 * C'~..> U738 

C'~ ~~ 
>'1~ 

*C13A R735 
C733 * R7G4 RJ:i2 1 

R733 
R835 C835 

0838 C839 

R836 
R718 

CR718 

CR838 CR839 VR839 
R840 

VR838 

MO 
q' Lt) .......... 
a: a: 0 

Lt') 

" (.) 

J762 

R787' 

R765 

1/ 

(D " i ~ 
...I .:., 

C846 

DC EXT 
TRIG A DJ 

SEE~ 

ARM TD 
TP 

ARM TD + OUT TD SENS 
ADJ ADJ ADJ 

co 
a, " -Nt0 " CO co,-... a: ,-... 
a; " a: a: (..) 

OUT TD 
TP 

F ig. 8-7 A. AS A Trigger board (485 only ). 

A GAT~ 
T P 

0802 

0794 

0816 
(D -cw, co 

iv a: J816 u Ir N ... 
co N -(J co N a: co u 

J814 

0822 

J813 

R784 
CR784 

CR785 
R783 
R782 

1 19 3-32 

* See Parts List for 
serial number ranges. 



J710-1 

J710-2 

00 

~ 
u 

in 

~ 
M .-
NN 

R711 
0712A.,. ... ... " '"" 

" a: 

,.... " a: a: 

C843 

0712B 

C714 

v .... ,... 
a: 

C715 

... 
" a: 
u 

" N ,... 
a: 

(.0 

'"" 
" a 

" u 

C T719 
>,._,e 

~ 
0728 ~ 

R728 
R719 

v en 
~M 

a: " er 

LEV CTR 

00 
M 

" a: 

ADJ 

i .... p720 
R725 

C844 

R845 

VR844 

R741 

R742 
R844 

* C733 
CJJ4 * R734 

• 

R733 
C835 

l844 

l845 

L848 
R745 

(0 

~ 
en a: 
v 

" a: 

M 
<i:;2' 

" a: 

C787 

R827 

R771 

R765 

Fig. 8-7B. A9 A Trigger board (485-1,-2 only). ARM TO ARM,C OUT~D 
TP ADJ ADJ 

(.0 
v 
00 
..J 

R812 

" ~ 
..J 

R814 

R811 

R761 R764 
CR762 c~112 

(.0 
It) 

" u 
0768 

SENS 
ADJ 

00"' 
(.0 (0 ,.._ ,.._ 
ua: J763 

N 00 .-
r,.. " CX) 
" 00 (.0 " ,-.. (.) N I' a: a: 

00 ,-.. u 
a: a: 

OUT TD 
TP 

A GATE 
TP 

0802 

0794 

R773 
0792 

'"" 00 ,.._ 
a: 

M 
en 

N '"" r-. en en a: 
" " a: a: 

0804 

'"" en o en 00 

" a: a: 

C785 

M 
0 
00 ~ 
a: 00 

M 
N 

u '"" 
N 
00 
a: 

0816 

(0 .... 
00 
a: 
u J816 

'"" N 
CX) 

u J814 

~ 0822 

N 
(0 N 
N 00 
00 a: a: J813 

R784 

CR784 

CR785 

R783 

R782 1193-33 

*See Parts List for 
serial number ranges. 



+ 
VOLTAGE CONDITIONS 
0.5 div of 1 kH> Cal Sovnol • 
SWEEP MOOE-NORM 
COUPLING-AC 
SOURCE-INT 
HORIZ DISPLAY A 
TIME/OIV-1 ms 
SLOPE-+ 
LEVEL-0 
A TRIG SOURCE EXT 
A EXT TRIG b\Jtton pushod 
LEVEL conuot used to center iignat 

• 1 kHz cnl 11on11I through 10X atten1.11tor~ 
50 wrmonauon to EXT TRIG Jack . 

SEE PARTS LIST FOR EARLIER 
VALUES ANO SERIAL NUMBER 
RANGES OF PARTS OUTLINEO 
OR DEPICTED IN BLUE. 

5WEEP 
MOC>E 

0 I ?180 

~\5V 
( DCP<.\ 

R.142 
l .ll{ 

CR1SI! 

R140 
100 

C.R.,,2 

• 1-sv 
(t>CPL) 

Ri~, R&OI 
~.:»< 11>0 

_...,_,.,..,_..,,-it-_-_-_-_-_-_-_-_-_-_-_._ _________ ,.:.._+..:._:.:• -2;:.9;:.Y;_(~:>.---'~ .,,c-.,_ 

-sv 
(D<.P\.t) 

Q194 

-sv (t>~PL>.) 

~ 

f-O, '.31'1 /i,~s:L) 

+O.l<.V 

~ 
;l--<>: ,,_UTO T RIG :o---+<~,<o;;-------------+----------lf------- ------ ---------=-L.l~:_~ 

~ 111 
R UIJ f--. MOLl)OF, 

TO R.1072 

+s sv ------0 l>IN(,LE <>--:-(2 -~---------' • ~v 

. 3----<> ::1:~ LL~,1~1:-------~~~~+~7~.:a:7:ivf;;;::~~(O~·\t;,~v~\.~1 )2'.f .,..S ;~::.~'1~V----~;J;t-(t>_C...:Pl.L->.-)7'~~---__:ll..!~~~~~ 

~ C,H P2040- 2 "" :;e" • I 

(',_; TI\ IG) 

! C. OUPLINC, t--~--- , --, 
S"'\O~ I 

( •,.; TRIC.) 

i':.OURCE ~- - r-~--, 
.. A, IN'f TR1C':t ~"loo ' : 

F"OM Q.S<,.5' ~ ~ J i 

f ! .x/T R1<>. l 
~,10 ?.120 

(A TRIG) IOI( 

~ 

48S 0$C.lll05C.OPE 

f-1'--'+'--"'.:..,• <.:Ve_ _________ ,._•,_,',._ __ ~~ :l 115181 

1 
c Rill-4- ,~1ss cciZ:Li\ R18l • I I f'1,_1_-.:c..z..:.•5"-"8c,Vc.,_ _________ ~~,,,,,..,.. ___ ➔4 1>5780 

I\;{! ! REAt>Y ! 

➔ 5 v --vv.,--..JJS"\4--r 
(DC.PL 1) 

-sv 
(DCPL I) 

+1 
( OCP 

C.114 
.o, l 

- 1sv 

- sv 
{ O C PLI 

*R83 48 
300 

+sv 
{OC.PL 1) 

/ 
/ 

/ 
/ 

/ 

RB?1 
1!,K 

RIBS 
'110 

-sv 
( DCPL) 

H 
C.8?>S 
,01 

8 + 0 . 51,V M, O. TIMIWG 

C.0...PCNENT5 \/VTTtll>J OA'SH<-0 L \ NE.'S 
NOT U'Sl'.O \N l 'lH <18$- 1, -'2 . 

'>t.Re.331!> ANO li:Ra~.qe, U S ED WITH 
<l&S-- I , - 2 ONLY. 

M l FROM A~,4.51<.,1 
'i,1420.,Q... 

~ 

-- - -7 
I 
I 
I 
I 

/ R."'11.8 ~~ I +1sv 
r DCPL) 

I .--.--~ I 
~\i~A ,-+1-----+'1--+:'::.'~• -sv 

I lt>CPL \\ JM2 ! 
(0~~L\ ~-~.,.~4~.5~!>,,_v,._.,,._ ,_._~::,;1-->-.-- --..._---------~ ~ + TIMI 

I -o.ozv"•• 'L:I" TO I 
K~ IO· S21 

C..8~& 
. 001 

R84-I 
30 1 

V~838 
7.sv 

CRB?.8 

R840 
240 

( ~~J6~"l>::,:S::,_ ___ -kJ.--....l---+-A~T~R~\G.~_1_11>~E~N~T~l:_F_:'.Y _ _ -t---J.-!._l-_...:::'.~~==:::j~::t_J. ___ _J CR.8~'1 
... ,sv 
(CIC OL\ 

~I 
I 
I 
I 
I 

P120 I 
r .;i L..._____ + '"" .._-----( DCPL) 

I 

C.R.,111 

-ISV 

,in, ·~ H 
en.a 

, o, 

119~-34 

C17.8 .o, J843 I 
I ,--t<-------.-~.)1-..,.......--_.._------=@ ~-T R1Gj 

I - .o.__v_,._...., ~ K4;g_st I 
I 

13 R8~4A IU830 I ~0
8
0~' "3' I ,oo P'-RTIA L A8 'A; TR.IC.GER e>OA.l<O °\&' 

~ - ------ ------------- ----- - - - J 

VRIH'I R8•i 
"1,S.V ~ I 

- sv 
( l>CPL 1) + 

A TRIGGER GENERATOR 
!;,C D 



DELAY START 
ADJ 

,.. ... 
en 
0 

°C921 

C:902 

U) ... 
en 

~a:~ 
en cn 
0:: a: 

DE LAY STOP C877 
ADJ (A sweep 1µS timing) 

-TP +TP 

R925' 

R937 
C938 

co 
N R938 ,.. en o, 

N 0:: ~ ij939 
c,, en Q936 a: a: R936 

H PREAMP 
TP 

M 

+13 V TP R909 

0908 

~ 
CR879 can f:~ a 

N :: 
... en 

U910 

:: ~ 0 
en • U960 
0:: 

NN ,.. 
~:ft i U) 

O> u a: a: • 0 • ... 
co en 
a: 

••Alternate location for some SN. 

R902 
0902 

0914 N 

~ i 
~ 5 

.,, ...I ... 
co a: a, i Q904 

a:, a: 
0 .,,, 
·a: 0906 

REV. D AUG 1976 

C876 R87~876 ~ a: K879 

IJ900.. C93·2 
C900 R901 

R913 
R863 C8f3 

L853 ,.. ,.. 

C882 .- 0 884 

~ Q886 
Cil888 

0854 •css1 R915 
CR853 

R853 
R903 

ll)i 
CIOq: 0862 
(.) CJ~ '¢ 

ID 
R904 
R851 

R867 
R905 

R868 0868 
CR868 

R869 
R857 0856 

... 
co 
CD U'l a: co 

en CID 
II) a: 
00, 
(.) 

Fig. 8-8. A 10 Partial Sweep board. 

jg 
a: 

0 858 

CD CO 

~ ~ u a: u 

co M a: a, 
(.) co 

...I 

0862 

R862 C862 

R863 
(A sweep linearity) 

L942 

0896 

R948 R949 
0942 0944 R946 

R942 C945 
R,945 

R944 

*See Parts List for 
serial number ranges. 

C882 
(A sweep .1µS t iming) 

J948 

1193-35 



'B OIS"-elL~ 
FROM Ql504 

~ 

+ 

",WP GATE 
FROM 

Q802 , 0804 

~ 

+ 

+sov 

NI 

-TP 

AS 

• TP 

PARTIAL A9 SWEEP BOARD 

..,/ 

MS 

M4 

R85t 
IO.SK 

-ISV 

QSS<o 

~85'2 
180 

R85~ 
181 

CR853 

-sv 

TP 
8 I 

485 OSC.11.-LO SC.0 ~ E 

R8S4 
120k 

-lSV 

Qsse 

"'""f/V 

TP 
812, 

SEE PARTS LIST fOR EARLIER 
VALUES AND SERIAL NUMBER 
RANGES Of PARTS MARKED 
WITH BLUE OUTLINE 

+sov 

+13V 

R813 
~o~ 

R817 ~. 
------- ----81~ 

R81+ 
100 

C874 

10 l 

REV.D,MARl978 
11~3·36 

-sv 

+ISV 

R93S 
2.21( 

+o '1SV 

+ISV 

C R-,35 

-o.1wV M3 

TO Rl251<2) 

-"l'SV 

-15V 

t-------------+- '1,; 5WEEP 
TO Rl3010 

PAR'TIAL AIO SWEEP BOARD -

A TIME-BASE GENERATOR W 

+ 

(------+ 'A' SWP STOP 
TO Q6t"~ 

VOi TAGE CONDITIONS 
HORIZ DISPLAY-A 
TIME/DIV -1 m, 
SWEEP MOOE-NORM 
SOURCE-INT 
COUPLING-AC 
LEVEL-0 
OTP-I 
1.4 dov ol 1 kH1 Cat Signal 



LEV CTR 
ADJ ----

SENS 

" C1043 
"C1046 

Added to back of board 

..J 

J1063 

ARM TD 
ADJ 

OU T TD 
ADJ 

Fig. 8-9 . A 11 Partial Horizontal amplifier board. 

REV. E, A UG. 1975 
*See Parts List for 
serial number ranges. 

' 

1193-37 



~10'7 

61 IOO 

+ISV 
( OCPL I) 

1<1081. 
82S 

-sv 
(!>CPL) 

RUN HOLOOFF ~ >-/>._'2. _________ _, 
FROt/1 PIN 171\/'!60 -O.SIV 

VOLT AGE CONDITIONS 
HORIZ OISPLAY-B 
SWEEP MODE-AUTO 

0 I 
A' LEVEL-CW 
·9• TRIGGER SOURCE-INT 
·a• TRIGGER COUPLING-AC 
·n• TRIGGER LEVEL-0 
DTP-1 
TIMEIOIV-1 m, 
1 4 div of 1 kH, Col Signal 

NOTE: 

l!.1020 
(LEVEL/SLOPE) 

I +1- I 
T 

* PART Of" ETC.HE!> C.IFI.C.UIT BO-"'FU:l 

¢ SUBSTRA,TE 

SEE PARTS LIST FOR EARLIER 
VALUES ANO SERIAL NUMBER 
RANGES OF PARTS OUTLINED 
OR DEPICTED IN BLUE. 

( ' e,' TR.IC,) 

l c.ouPL I I\JG ~ --1 - - T-, 
SIOOS t : : 

('e.' TRlu) 

! souRcE ~ --T - - - --7 

S\000-" I 8 RO..,, : 
I ~FTeR 
I OCLA TIME I 

I t I 
I I CIOII 
I I 4 .? 

I : 

-SV 
(l>CPL) 

'&' 
IH,- Tl',\ <!> SI~ 
F1',0M RS<;q ~ 

~ ~g-51 

: I JIOIO·I 

: \., C 

I Hi" 
I INT 

_...1..-...:...:.._ __ --0E•T 
IXT 
+ 10 

+ 

48S 0'$C.ILLO~COPE 

R\OOS 
JOOk 

'-JIOI0-2. 

RI0 .. 8 
200 

c.101+ 
,Of .. 

( 

ll103 ,. 
o,t 
0 1 

\.'SV 
(!><Pl l ) 

R101s 
41 0 

-sv 

! CR. 1052.i 

t:t.101e 
4~ 

-sv 

L IOSS 11,IOSlo 
l ~O 

+1w , 

QI012 

II.IOI.I 
100 

'}:B!' <@> : I'.\ 

♦l)\t : I 

+ISV 
(OCPL 1) 

Rl011 
2.00 

R.101,2. 
100 

C R.10"2. 

ltllOI 
~11( 

'¥~r :-: 'J I 
o&V HV : : 

(l>CP,. ?) Bl, I 

CIIOI 
.2.7,.,, r 

+1sv 
(1><:PL I) 

O,f//V 

c,011. 
6.(. 

Ql028 

, aio 
L .. .; 

I 

C.Rl\04 

-1-l'SV 
{C>CPL ? ) 

0 R l OZS' "H--r_.__,,_,..,.,,._.....:;+<'. 201< 

11.102?. 

-!IV 
\.b<:PL) 

IK 

-1sv 

P\070 

+ 
~8' T RII>) 

~10001!> 

isOURCE. ! 
I 
I 

/ 

& RONS 
,V'Tllii:fit 

Dl.:LAV TlM.E 

C Fl.1010 r-:-,
1 

: 

- ~~-----n•---...._. ~ V INT O 

11.10<.8 
21( +IS \/ 

( l>CPL I) 

R I0<-5 
1---""---+--~ 101( 

1',10'-" 
510 TP 

1or..5 

\..our 
TO 

+sv +sv 
(!>CPL / ) (OCPL 1) 

R.11?.I 
150 

+1sv 
( l>CPLI) 

+!IV 
(OCPL I) 

-sv 

RIii/ 
.i?.41< 

R. 1112 
,so 

CRl\08 

CRI07 I 

Cl07I l.oa 

+ISV 
• sv 

(!>CPL 1) 

R.11?.I. 
100 

Q/124 

+◄.7SV' 
"-1121 
2.41( 

TP 
I IIC. 

R.112.8 
10() 

~!IV 
\ DCPL 1) 

P.1115 
,o 

Q 1114 

EXTO 
£XTO 
+10 

Al3 POWER 
ao.-.Ro 

---==--..:.P_A_R_T..:.IA....:..I-_ A_1_1 _H_Of'.l "Z. />-MP ao,o.~o 
11'3:,• 38 
REV. F, AUG 1977 B TRIGGER GENERATOR. 



*See Parts List for 
serial number ranges. 

REV. D AUG 1977 

... 

R1206 
C 1206 R1217 :R1206 

CR1272 

CR1273 

R1237 
IH201 R1219 

01272 

R1271 
R1272 CR12O4 

C1204 
R1204 

R1203 
R1218 

R1221 
CR1221 

C1268 

R1239 
01218 

01222 

R1267 
IR1268 

R1266 

CR1239 

01288 ~ 

N 
Ne,, 
Nu, 
,N a: ... 

a: 

N ... 
.ix: ~ 

c, N 
N .-
N a: .... 
u 

2 ns 
ADJ 

Fig. 8-10. A 10 Partial Sweep board. 

M 

~ .... 
a: 

CR1215 
CR1214 

C1248 C1247 

K1242 

... 
... a: 

N C1243 
q" 
N 
ct C1242 

1 nS 
ADJ 

a: in 
~N 
C'II ... 
~ a: 

l 

C1242 

1193-39 



+ 

+swp C.ATE 
FROM Rll2~ 

0 

+ISV 
+ISV 

Ql2.(.<..C><---....__-,<:-:S: 
~.-c-,2-'--:!>--------r----------,,- ,....,.,.,f-r ,,..._ __ _, 

-sv 

Ql204 

c 11.04 
IS 

2.4 

012.02. 

Q l 212. 

c.,'2.14-
. 01 

* MATCHl::'0 PAIR. 

PARTIAL AIO SWEEP GEIJ BOARD L_ _ ______ _ 

r - - - ..- - - r 1 B TIME/ DIV ~ ,-T - - - - - - T - - - - ,.- - - - - - -, 
I I I I I I t 1 
I I I I I 

Rl241 
220 

cri-41 

1--- 1----11-~-~ l 12 o 

- ,sv 

R 12.?3 
Sol( 

TP 
rn'l. 

- 5\/ 

-•sv 

+ ISV 

TO CR9?>S 

0 
I A TIM E/[)IV I 

li.14~0~ 

A4 ~}--TO CRi011 <§> I Al I HORl'Z. -'MP 60A1U> 

~>--TO CRIS30t CR\531~ I A \3 POWER 001'11.D 

SEE PARTS LIST FOR EARLIER 
VALUES AND SERIAL NUMBER 
RANGES OF PARTS OUTLINED 
OR DEPICTED IN BLUE. 

VOLTAGE CONDITIONS 
HORIZ OISPLAV-B 
SWEEP MODE-AUTO 
'A' LEVEL-CW 
'8' TRIGGER SOURCE-INT 
'B' TlllGGER COUPLING-AC 
'8' TRIGGER LEVEL-0 
DTP-1 
TIME,OIV-1 m, 
1.4 do, of 1 kHt Cal S19nal 

+ 5V 

'B' SWEEP 
TO R i3U. 

~ 

+ 

48S 0$C.ILL0$C.0Pl:: 

fl'l:,-40 
RE.V .E1 AUG. 19TT B TIME BASE GENERATOR W EKP 



C1433 C1402 R1402 
C1435 - C1434 R1407 

S1402 

LOCATED ON BACK OF BOARD 
C1405 ► F 

t 
►G 

CR1400 

S1460 

1193-41 

► H ► J ►K 

Fig. 8-11. A 12 Partial Timing switch board. 



+13 V 
TP 

Fig. 8-13 

Fig. 8-12. A 10 Partial Sweep ,oard. 

REV. C, SEPT 1974 

R1368 

B REG 
ADJ C1364 HGAIN 

I .,... 01364 
01378 

i .. 
C, 

l l 
C1364 R1366 

01372 
R1364 
R1372 

R1361 

01366 

C1372 R1365 ~ 
R1374 a1374 R1375 ~ ~ 

R
1338 

C1374 01358 ~ ~ 
R1326 01318 I a: 

CR1336 ; ; 01356 ... .,. 
q1338 ...... ~ 5 ~ 

CR1321 a: a: M .,. 
R 1322 01312 u O ~ ;:: a: 

01322 CR131T U M 
R1313 3 U 

~1314 M fn 
01306 .- M 

0133l 01304 a: .- '<t 
Ma: Ul 

,... 
N 
0) R'l302 

.,.rr 
MU:M .-
~ 0 0 
ji ~ Q1302 ~ 

~ a: CJ 

(\') ... 
a: ... 

~ ~ ill 
;'i: a: !:? 

a: 

01342 

a: ; 
M N .. .,. 
a: I~ 

,... cw, a: 

! 01336 R1348 
co.-
~a: 
a: ... 

(J 

i Ll-&46 ~ X -YPHASING 

ACAL 
ADJ 

u A D J 
J1346 

.,,C.--'---- X-Y CTR 

• See Parts List for 
serial number ranges. 

ADJ 



("') :r ;'/';.El If I ... J ,'' :l1 ~ 
m O //r5 - ~ - l~G · :x,(d R1176 _ < R1175 
Z ::i, r1 : I' ,.:___.,i_J _. l1~"i n _.1.c~ -J,4 _ R1173 ~ - l 1-1_1. --., 001 '-:1i..: ... >.1, -~, lb C1171 N . .J • - - , _. .,._ . --.;c,J . . - . I ~ ., - - Vt ~ i_l (' > -~L 

_r; U> ~ ~, n .1q~ R1171 
~ N ~~ 0 ~--
CO C1172 ) ',f - .,. 

~ ~ ~ ~ ~ R 1194 1:i~~= S ';j ~ 0117 4 m _. tn ~ 1.,/1.R1193 \ N .. 

N ~ - N :)(l R1178 ~ IJ R1177 "' ---~~1-179 
::D 
_. G 1154 Q 

1192 
R 117 4 C 117 4 

CR 115 2 ~ .. C 1177 l 'I n 
CR 1153 en ~ ?- -. ~ '",'..JR:1192 ._ :n I ::: 

, CR 1156.;; ;_ te R-l lgG -· :g 

,, 
-· (0 

00 
I -w . 

;:t:i, -:n -m "'0 
< QI .. . ... 
to -· . ~ 
CJ) :r m 0 
-0 .. --, N 
~ 0 
co ::, ... -.J QI 
J::i. 

QI 

3 
'2. 
~ 
~ .. 
er 
0 
QI .. 
C. . 

_ ).!1156 CR1166 cn--01164 ° 01196 A1184 C1184 
L~1157 R1f66 ,... C1187 

-,, = R 1197 r':7')/,... R 1187 C1156 ~ ~ A1188 t;'"_,_. 

R 1168 ( R 1198 - -~;, - --· O 
R 1165 ,, C 11 82 ~ :z,"'R 1 ::: 

CR1168 R1164 ,' OllS4 _. P)_ 00 
~ • ., N 

C1199 01168 C1164 \.r-- · ; m 
•I "R1181 i N 

R 1169 C 1181 ~·"· ) '..::J _,,d/ \,~ ~ ~ ...... 
--.J ...., 
00 00 en a, 



'Sl400 

IG,-.+l>J I 
r---➔ ,._,4.,2. 

+sov : •r.J. '30J,.. 

laWl'TGtt 4:>HOWW l tJ 
.5~ PO'S,l'T loM 

P.1400 , .. jv,.,._,.,..,._lif-'r 
~) _,,, ...... _____ ...J. _______ ...:...J -.:.....---------------------
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Section 9-485 

REPLACEABLE 
MECHANICAL PARTS 

PARTS ORDERING INFORMATION 

Replacement parts are available from or through your local 
Tektronix, Inc. Field Office or representative. 

Changes to Tektronix Instruments are sometimes made to 
accommodate improved components as they become available, 
and to give you the benelil of the latest circuit improvements 
developed In our engineering department. It is therefore 
important, when ordering parts, to Include the following 
Information in your order: Part number, Instrument type or 
number, serial number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or 
improved part, your local Tektronix, Inc. Field Office or 
representative will contact you concerning any change in part 
number. 

Change lnformallon, If any, Is located at the rear of this 

manual. 

SPECIAL NOTES AND SYMBOLS 

XOOO Part first added at this serial number 

OOX Part removed alter this serial number 

FIGURE AND INDEX NUMBERS 

Items in this section are referenced by figure and index 
numbers to the Illustrations. 

INDENTATION SYSTEM 

This mechanical partS list Is Indented to Indicate item 
relationships. Following is an example of the Indentation system 
used In the description column 

1 2 3 4 5 Name & Description 

Assembly and/or Component 
Attaching parts for Assembly and/or Component 

Detail Part of Assembfy and/or Component 
Attaching parts for Detail Part 

Parts ol Detail Part 
Attaching parts /or Parts ol Detail Part 

Attaching Parts always appear In the same Indentation as 
the item It mounts. while the detail parts are Indented to the right 
Indented Items are part of. and included with. the next higher 
indentation. The separation symbol - - - • - - - indicates lhe end of 
attaching parts. 

Attaching parts must be purchased separately, unless otherwise 

specified. 

ITEM NAME 

In the Parts list. an Item Name Is separated from the 
description by a colon (:). Because of space limitations. an Item 
Name may sometimes appear as incomplete. For further Item 
Name identification, the U.S. Federal Cataloging Handbook H6-1 
can be utilized where possible. 

ABBREVIATIONS 

INCH ELCTRN ELECTRON IN INCH SE SINGLE ENO 

• NUMBER SIZE ELEC ELECTRICAL INCANO INCANDESCENT SECT SECTION 

ACTA ACTUATOR ELCTLT ELECTROLYTIC INSUL INSULATOR SEMICOND SEMICONOUCTOR 
AOPTR ADAPTER ELEM ELEMENT INTL INTERNAL SHLD SHIELD 

ALIGN ALIGNMENT EPL ELECTRICAL PARTS LIST LPHLDR L AMPHOLDER SHLOR SHOULDERED 

AL ALUMINUM EOPT EQUIPMENT MACH MACHINE SKT SOCKET 

ASSEM ASSEMBLED EXT EXTERNAL MECH MECHANICAL SL SLIDE 

ASSV ASSEMBLY FIL FILLISTER HEAD MTG MOUNTING SLFLKG SELF-LOCKING 

ATTEN ATTENUATOR FLEX FLEXIBLE NIP NIPPLE SLVG SLEEVING 

AWG AMERICAN WIRE GAGE FLH FLAT HEAD NON WIRE NOT WIRE WOUND SPA SPRING 

BO BOARD FLTR FILTER OBO ORDER BY DESCRIPTION so SOUARE 

BRKT BRACKET FR FRAME o, FRONT OD OUTSIDE DIAMETER SST STAINLESS STEEL 

BAS BRASS FSTNR FASTENER OVH OVAL HEAD STL STEEL 

BRZ BRONZE FT FOOT PH BRZ PHOSPHOR BRONZE SW SWITCH 

BSHG BUSHING FXD FIXED PL PLAIN o, PLATE T TUBE • 

CAB CABINET GSKT GASKET PLSTC PLASTIC TERM TERMINAL 

CAP CAPACITOR HOL HANDLE PN PART NUMBER THO THREAD 

CEA CERAMIC HEX HEXAGON PNH PAN HEAD THK THICK 

CHAS CHASSIS HEX HD HEXAGONAL HEAD PWR POWER TNSN TENSION 

CKT CIRCUIT HEX SOC HEXAGONAL SOCKET RCPT RECEPTACLE TPG TAPPING 

COMP COMPOSITION HLCPS HELICAL COMPRESSION RF.S RESISTOR TRH TRUSS HEAD 

CONN CONNECTOR HLEXT HELICAL EXTENSION AGO RIGID V VOLTAGE 

cov COVER HV HIGH VOLTAGE ALF RELIEF VAR VARIABLE 

CPLG COUPLING IC INTEGRATED CIRCUIT RTNR RETAINER WI WITH 

CRT CATHODE RAV TUBE ID INSIDE DIAMETER SCH SOCKET HEAD WSHR WASHER 

DEG DEGREE IOENT IDENTIFICATION SCOPE OSCILLOSCOPE XFMR TRANSFORMER 

OWR DRAWER IMPLR IMPELLER SCA SCREW XSTR TRANSISTOR 
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Replaceable Mechanical 'Parts-485 

CROSS INDEX-MFR. CODE NUMBER TO MANUFACTURER 

Mfr. Code 

OOOBK 
OOOOA 
00779 
01295 

05091 
05129 
05820 
06540 

06666 
08261 
12327 
12360 

12697 
14438 
18583 
22526 
23050 
24931 
25088 
28520 
28817 

42838 
55210 
63743 
70276 
70278 

70485 
71159 

71279 
71590 

71785 
73743 
73803 

74445 
78189 

79136 
79807 
80009 
81073 
82104 

82389 
82647 

83385 
83907 
86445 
86928 
87308 

88245 
89265 
91836 
93410 

95987 
97464 
98159 

9-2 

Manufacturer 

STAUFFER SUPPLY 
LEMO USA 
AMP, INC, 
TEXAS INSTRUMENTS, INC., SEMICONDUCTOR 
GROUP 

TRI-ORDINATE CORPORATION 
KILO ENGINEERING COMPANY 
WAKEFIELD ENGINEERING, INC. 
AMATOM ELECTRONIC HARDWARE, DIV, OF 
MITE CORP. 
GENERAL DEVICES CO., INC. 
SPECTRA- STRIP CORP. 
FREEWAY CORPORATION 
ALBANY PRODUCTS CO., DIV. OF PNEUMO 
DYNAMICS CORPORATION 
CLAROSTA'l' MFG. CO., INC. 
USM CORP. , NYLOK FASTERNER DIV. 
CURTIS INSTRUMENTS, INC, 
BERG ELECTRONICS, INC. 
PRODUCT COMPONENTS CORP 
SPECIALTY CONNECTOR CO., INC. 
SIEMENS CORP. 
HEYMAN MFG . CO. 
CAL-METEX CORP., SUBSIDIARY OF METEX 
CORP. 
NATIONAL RIVET AND MFG. CO. 
GETTIG ENG. AND MFG. COMPANY 
WARD LEONARD ELECTRIC CO., INC. 
ALLEN MFG. CO. 
ALLIED STEEL AND CONVEYORS, DIV. OF 
SPARI'ON CORP. 
ATLANTIC INDIA RUBBER WORKS, INC. 
BRISTOL SOCKET SCREW, DIV. OF 
AMERICAN CHAIN AND CABLE CO., INC. 
CAMBRIDGE THERMIONIC CORP. 
CENTRALAB ELECTRONICS, DIV. OF 
GLOBE-UNION , INC. 
TRW, CINCH CONNECTORS 
FISCHER SPECIAL MFG. CO. 
TEXAS INSTRUMENTS, INC,, METALLURGICAL 
MATERIALS DIV. 
HOLO-KROME CO. 
ILLINOIS TOOL WORKS, INC. 
SHAXEPROOF DIVISION 
WALDES , KOHINOOR, INC. 
WROUGHT WASHER MFG. CO. 
TEKTRONIX, INC. 
GRAYHILL, INC. 
STANDARD GRIGSBY CO., DIV. OF SUN 
CHEMICAL CORPORATION 
SWITCHCRAFT, INC. 
TEXAS INSTRUMENTS , INC., 
CONTROL PRODUCTS DIV. 
CENTRAL SCREW CO, 
ACCURATE RUBBER PRODUCTS CO. 
PENN FIBRE AND SPECIALTY CO., INC. 
SEASTROM MFG. COMPANY , INC. 
N. L. INDUSTRIES, INC., SOUTHERN SCREW 
DIV. 
LITTON SYSTEMS, INC., USECO DIV. 
DELETED, REPLACED BY 77342 
KINGS ELECTRONICS CO., INC. 
ESSEX INTERNATIONAL, INC., CONTROLS DIV. 
LEXINGTON PLANT 
WECKESSER CO., INC. 
INDUSTRIAL RETAINING RING CO. 
RUBBER TECK, INC . 

Address 

103 SE TAYLOR 
2015 2ND STREET 
PO BOX 3608 

PO BOX 5012 , 13500 N CENTRAL 
EXPRESSWAY 
343 SNYDER AVENUE 
2015 D 
AUDUBON ROAD 

446 BlAKE ST. 
525 S. WEBSTER AVE. 
7100 LAMPSON AVE. 
9301 ALLEN DRIVE 

145 WOODWARD AVENUE 
LOWER WASHINGTON STREET 
3730 W. MORSE 
200 KISCO AVE. 
YOUK EXPRESSWAY 
30 LORRAINE AVE. 
3560 MADISON AVE. 
186 WOOD AVE. S 
147 N. MICHIGAN AVE. 

5091 HINDRY AVE, 
1-21 EAST JEFFERSON ST. 
PO BOX 85, OFF ROUTE 45 
31 SOUTH ST. 
P. 0 . DRAWER 570 

173133 HEALY 
571 W. POLK ST. 

PO BOX 2244 , 40 BRISTOL ST. 
445 CONCORD AVE. 

PO BOX 858 
1501 MORSE AVENUE 
446, MORGAN ST. 

34 FOREST STREET 
31 BROOK ST. WEST 

ST. CHARLES ROAD 
47-16 AUSTEL PLACE 
2100 S . 0 BAY ST. 
PO BOX 500 
561 HILLGROVE AVE., PO BOX 373 

920 RATHBONE AVENUE 
5555 N. ELSTON AVE. 

34 FOREST ST. 
2530 CRESCENT DR. 
123 N. RACINE 
2032 E. WESTMORELAND ST. 
701 SONORA AVENUE 

P. 0 . BOX 1360 
13536 SATICOY ST. 

40 MARBLEDALE ROAD 

P. O. BOX 1007 
4444 WEST IRVING PARK RD. 
57 CORDIER ST. 
19115 HAMILTON AVE., PO BOX 389 

City. State, Zip 

PORTLAND, OR 97219 
BERKLEY, CA 94710 
HARRISBURG, PA 17105 

DALLAS, TX 75222 
BERKELEY HEIGHTS, NJ 07922 
LA VERNE, CA 9 1750 
WAKEFIELD, MA 01880 

NEW HAVEN, CT 06515 
INDIANAPOLIS, IN 46219 
GARDEN GROVE, CA 92642 
CLEVELf.Nl) , OH 44125 

SOUTH NORWALK, CT 06586 
DOVER, Nll 03820 
LINCOLNWOOD, IL 60645 
MOUNT KISCO, NY 10549 
NEW CUMBERLAND , PA 17070 
MT VERNON, NY 10553 
INDIANAPOLIS, IN 46227 
!SELIN, NJ 08830 
KENILWORTH, NJ 07033 

INGLEWOOD, CA 90301 
WAUPUN, WI 53963 
SPRING MILLS, PA 16875 
MOUNT VERNON, NY 10550 
HARTFORD, CT 06101 

DETROIT , MI 48212 
CHICAGO, IL 60607 

WATERBURY, CT 06720 
CAMBRIDGE, MA 02138 

FORT DODGE , IA 50501 
ELK GROVE VILLAGE, IL 60007 
CINCINNATI , OH 45206 

ATTLEBORO, MA 02703 
HARTFORD, CT 06110 

ELGIN, II. 60120 
LONG ISLAND CITY , NY 11101 
MILWAUKEE, WI 53207 
BEAVERTON, OR 97077 
LA GRANGE, IL 60525 

AURORA, IL 60507 
CHI CAGO, IL 60630 

ATTLEBORO, MA 02703 
BROADVIEW, IL 60153 
CHICAGO, IL 60607 
PHILADELPHI.A, PA 19134 
GLENDALE, CA 91201 

STATESVILLE, NC 28677 
VAN NUYS, CA 91409 

TUCKAHOE, NY 10707 

MANSFIELD, OH 44903 
CHICAGO, IL 60641 
IRVINGTON, NJ 07111 
GARDENA , CJ\ 90247 
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Replaceable Mechanical Parts-485 

Fig. & 
Index Tektronix Serial/Model No. Mfr 
No. Part No. Eff Dscont Qty 1 2 3 4 5 Name & Description Code Mfr Part Number 

1-1 200-1268-01 1 ADAPTER, CJ\MERA: 80009 200-1268- 01 
(ATTACHING PARTS) 

-2 211-0195-00 4 SCREW,MACHINE :4-40 X 0.875 INCH, STL 83385 OBD 
- - - * -

337-1497- 00 B010100 8010149X 1 SHLD, IMPLOSION!: 80009 337-1497-00 
-3 331- 0295-00 1 MASK,CRT SCJ>.LE::GRATICULE 80009 331-0295- 00 
-4 366-1166-00 1 KNOB:REO 80009 366-1166- 00 

213-0153-00 1 • SETSCREW:5-40 X 0 . 125 INCH,HEX SOC STL 74445 OBO 
-5 366-1338-00 1 KNOB:GRAY 80009 366-1338-00 

213-0153-00 2 SETSCREW: 5-4 0 X 0.125 INCFl,HEX SOC STL 74445 08D 
- 6 366- 1168-00 1 KNOB: BLACK CAP ANO RED BODY 80009 366- 1168-00 

213-0153- 00 1 SETSCREW : 5-4 0 X 0 . 125 INCH,HEX SOC STL 74445 080 
- 7 366- 1385-00 BOl OlOO 8089999 1 KN08:GRAY 80009 366-1385-00 

366-1385- 01 8090000 Bl42149 l KN08:GRAY 80009 366-1385- 0l 
366-1385- 00 Bl42150 1 KN08:GRAY 80009 366-1385- 00 
213-0243-00 8010100 B089999 2 SETSCREW: 5-4 0 X 0 . 25 INCH , HEX SOC STL 70276 08D 
377- 0293- 0l 8090000 B142149 1 INSERT,KNOB:INTERLOCKING 80009 377- 0293- 01 
213-0243-00 B142150 2 SETSCREW :5-40 X 0 . 25 INCH ,HEX SOC STL 70276 OBO 

- 8 354-0413- 00 1 RING,KN08 SKIRT:l. 75 INCH 00, PLASTIC 80009 354-0413-00 
213-0218-00 1 • SETSCREW:6-32 X 0 . 25 INCH,HEX SOC STL 74445 OBD 

- 9 366-1166-00 1 KNOB:RED 80009 366- 1166- 00 
213- 0153-00 1 SETSCREW:5-40 X 0 . 125 INCH ,HEX soc STL 74445 OBD 

- 10 366-1338-00 1 KNOB:GRAY 80009 366-1338-00 
213-0153-00 1 • SETSCREW:5-40 X 0.125 INCH,HEX soc STL 74445 OBD 

-11 366-0494-00 1 KNOB : GRAY 80009 366-0494-00 
213- 0153-00 1 . SETSCREW:5-40 X 0 . 125 INCH,HEX soc STL 74445 OBD 

-12 366- 0494-00 1 KNOB:GRAY 80009 366- 0494-00 
213-0153-00 1 • SETSCREW:5-40 X 0 . 125 INCH , HEX soc STL 74445 OBD 

-13 366- 0494-00 l KNOB:GRAY 80009 366- 049 4-00 
213-0153-00 l SETSCREW :5-40 X 0 .125 INCH ,HEX soc STL 74445 OBD 

-14 366- 0215-02 7 KNOB:LEVER SWITCH 80009 366- 0215- 02 
-15 366-0494-00 l KNOB :GRAY 80009 366- 0494-00 

213-0153-00 l SETSCREW : 5-40 X 0 . 125 INCH,HEX SOC STL 74445 OBD 
- 16 366- 0494-00 l KNOB: GRAY 80009 366- 0494-00 

213-0153-00 l SETSCREW:5-40 X 0 . 125 INCH,HEX SOC STL 74445 OBD 
-17 366-1391-00 l KNOB: GRAY 80009 366- 1391- 00 

213-0 239-00 l SETSCREW: 3-48 X 0 . 062 INCH ,HEX SOC STL 71159 OBD 
-18 366-1315-00 1 KNOB:GRAY 80009 366-1315- 00 

213-0153-00 l SETSCREW :5-40 X 0 . 125 INCH,HEX soc STL 74445 OBD 
- 19 366- 0494- 00 1 KN08:GRAY 80009 366- 0494-00 

213- 0153-00 l • SETSCREW:5-40 X 0.125 INCH,HEX SOC STL 74445 OBD 
- 20 366- 0392-00 l KNOB:GRAY 80009 366-0392-00 
-21 366-1391-00 l KNOB:GRAY 80009 366-1391-00 

213-0239- 00 l . SETSCREW :3-48 X 0 . 062 INCH,FIEX SOC STL 7H59 0B0 
- 22 366-1315- 00 l KNOB:GRAY 80009 366-1315- 00 

213- 0153-00 l • SETSCREW: 5- 4 0 X 0 . 125 INCH,HEX SOC STL 74445 OBD 
-23 331-0328-00 l DIAL,CONTROL :10 TURN FOR 0.25 DIA SHAFT 05129 461- S-70 

213- 0048- 00 1 SETSCREW:4-40 X 0 .125 INCH,HEX SOC STL 74445 OBD 
- 24 366- 0494- 00 l KNOB:GRAY 80009 366-0494- 00 

213- 0153- 00 l SETSCREW:5-40 X 0 . 125 INCH ,HEX soc STL 74445 OBD 

-25 426-0785-00 17 FR,PUSH BUT'l'ONl:GRAY PLASTIC B0009 426- 0785- 00 
-26 378- 0690- 03 1 LENS, LIGHT:AMBER-- 20MHZ 80009 378-0690- 03 
- 27 378- 0690- 04 2 LENS ,LIGHT:AMBER--RESET 80009 378- 0690-04 
- 28 378-0690- 05 1 LENS,LIGHT:AMBER--READY 80009 378- 0690- 05 
-29 378- 0690- 06 l LENS,LIGHT:AMBER-- TRIG ' O 80009 378- 0690- 06 
- 30 358- 0301- 02 2 BUSHING, SLEEVE :GRAY PLASTIC 80009 358-0301- 02 
-31 358- 0378- 00 2 BUSHING, SLEEVE :PRESS MOUNT 80009 358_-0378-00 

129-0053-00 1 POST,BOG, ELEC:UNINSULATED 80009 129-0053-00 
-32 355- 0507- 00 1 STUO, SHOULDCREO:BlNOING POST 80009 355- 0507- 00 

- 33 200-0103-00 1 NUT, PLAIN,KNURL:0.25-28 X 0 . 375" OD,BRASS 80009 200- 0103- 00 
(ATTACHING PARTS) 

-34 210- 0583- 00 1 NUT,PLAIN ,HEX. :0. 25- 32 X 0.312 I NCH, BRS 73743 2X20224- 402 
- 35 210- 0046-00 1 WASHER, LOCK:1N11'L, 0 . 26 ID X 0. 40" 00, STL 78189 1214-05- 00-0541C 

- - - . - - -
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Replaceable Mechanlcal ·Parts-485 

Fig. & 
Index 
No. 

Tektronix 
Part No. 

l-36 333-1476- 00 
333-1476-01 
333-1476- 02 

- 37 352- 0299- 00 
-38 352- 0277- 00 
-39 200-0935-00 
-40 401-0080-00 
-41 ---- -----

-42 210- 0583- 00 
-43 210-0046-00 

-44 366-1351-0l 
-45 366- 1351- 03 
-46 260- 1315- 00 

-47 211-0022-00 
-48 210-0405- 00 
-49 210-0001- 00 
-so 386- 2050- 00 

-51 - ---- - - - -

-52 358- 0409- 00 
-53 210- 0046-00 
- 54 210-0471-00 
-ss 210-0223-00 

-56 260- 0735- 00 

Serial/Model No. 
Eff Dscont 

- 57 -----1 

- 58 --- ---

-59 210-0583-00 

-60 260-0816- 01 

-61 210-0405-00 
-62 210-0001-00 

-63 366-1381-01 
- 64 384-1060- 00 
-65 131-0955-00 

-66 210-0590- 00 
-67 210-0012- 00 
- 68 210- 0207- 00 

198-2445-00 
-69 131-0818- 00 

-70 210-0590-00 
- 71 210-0012-00 

- 72 210- 0774-00 
- 73 210-0775- 00 
-74 ----- -----

213-0048-00 

-75 ---- -----

- 76 210-0583-00 
-77 210-0046-00 

1485 only 

9.4 

Qty 1 2 3 4 5 Name & Description 

1 PANEL,FRONT:48.S 
l P.I\NEL,FRONT:485-1 
l PANEL,FRONT:485- 2 
1 LAMPHOLDER:GRATICULE 
3 LAMPHOLDER: 
3 BASE,LAMPHOLDER:0 . 29 OD X 0.19 CASE 
l BRG,KNOB SKIRT :0 . 789 ID X 0.866"0D PLASTIC 
3 RES.,VAR: (R290,Rl569,Rl570 EPL) 

(ATTACHING PARTS FOR EACH) 
1 NUT, PLAIN, HEX. :0.25-32 X 0 . 312 INCR,BRS 
l WASRER, LOCK:INTL,0. 26 ID X 0 .40" OD,STL 

- - - * - - -
l PUSH BUTTON:--BW LIMIT 
1 PUSH BUTTON:--BEAM FINDER 
1 SWITCH, PUSH : 2 BUTTON 

(ATTACHING PARTS) 
2 SCREW,MACRINE:2-56 X 0.188 INCR,PNR STL 
l NUT,PLAIN,HEX. :2-56 X 0 . 188 INCR,BRS 
1 WASRER,LOCK:INTL, 0 . 092 ID X 0 .18"0D,STL 
1 PLATE,SW MTG:PUSRBUTTON 

- - - * - - -
2 RES . ,VAR: (SEE R220,R230 EPL) 

(ATTACHING PARTS FOR EACH) 
l BSHG,MACH.THD:0.25-32 X 0.159 ID X 0.24 
2 WASHER,LOCK:INll'L,0.26 I:D X 0. 40" OD, STL 
1 NUT, SLEEVE:HEX.,0.312 X 0.594 INCH LONG 
1 TERMINAL,LUG:0.25 INCH DI:A,SE 

- - - * 
1 SWITCH,PUSH:SPST 
l RES . , VAR: (SEE R920 EPL) 
l RES . , VAR: (SEE R720 EPL) 

(ATTACHING PARTS) 
l NUT,PLAIN,HEX. : 0 . 25- 32 X 0 . 312 INCR,BRS 

- - - * - - -
l SWITCH,SLIOE:DPDT, O. SA,12SV 

(ATTACHING PARTS) 
2 NUT, PLAIN,HEX. :2- 56 X 0. 188 INCH,BRS 
2 WASHER,LOCK:IN.TL, 0 . 092 rD X O.l8"0D,STL 

* - - -
l PUSH BUTTON:--POWER 
l EXTENSION SF!AFT :7.831 INCH LONG 
2 CONNECTOR, RCPT, : BNC, FEMALE, W/HARDWARE 

(ATTACHING PARTS FOR EACH) 
l NUT, PLAIN ,HEX. :0. 375 X 0.438 INCR ,STL 
l WASHER,LOCK:INTL,0. 375 ID X 0.50" OD STL 
l TERMINAL,LUG :0,. 375 INCH DIAMETER 

- - - * - - -
l WIRE SET,ELEC : FOR SUBPANEL ASSEMBLY 
1 CONNECTOR,RCPT,:BNC,FEMALE 

l 
l 

(ATTACHING PARTS) 
NUT,PLAIN,HEX.:0 . 375 X 0 .438 INCR,STL 
WASHER, LOCK:INTL,0.375 ID X 0 . 50" OD STL 

- - - * - - -

Mfr 
Code 

80009 
80009 
80009 
80009 
80009 
80009 
80009 

Mfr Part Number 

333-1476-00 
333-1476-01 
333-1476- 02 
352-0299- 00 
352- 0277- 00 
200- 0935- 00 
401-0080-00 

73743 2X20224- 402 
78189 1214-05-00-0541C 

80009 366- 1351-01 
8Q009 366-1351-03 
71590 2KBM020000-529 

83385 080 
73743 2Xl 2157-402 
78189 1202-00-00-0541C 
80009 386- 2050- 00 

80009 358- 0409- 00 
78189 1214- 0S- 00-0541C 
80009 210-0471-00 
86928 A3l3-l36 

81073 39- 1 

73743 2X20224-402 

80009 260-0816-01 

73743 2Xl2157-402 
78189 1202-oo-oo-0541c 

80009 366- 1381-0l 
80009 384- 1060-00 
05091 31- 279 

73743 
78189 
12697 

2X28269-402 
1220-02- oo-os41c 
01136902 

80009 198-2445- 00 
91836 KC19- 153BNC 

73743 2X28269-402 
78189 1220-02- 00-0541C 

l EYELET,METALLIC:0.152 OD X 0.245 INCH L,BRS 80009 210- 0774- 00 
l EYELET,METALLIC:0 . 126 OD X 0. 23 INCH L,BRS 80009 210-0775-00 
l RES. , VAR: (SEE R450 EPL) 

(ATTACHING PARTS) 
1 SETSCREW :4-40 X 0 . 125 INCH,HEX SOC STL 74445 080 

- - - * - - -
l RES. ,VAR: (SEE R898 EPL) 

(ATTACHING PARTS) 
l NUT, PLAIN,HEX. :0.25-32 X 0 . 312 INCH,BRS 
l WASHER,LOCK:IN71'L,O. 26 ID X 0 . 40" OD,STL 

- - - * - - -

73743 2X20224-402 
78189 l214-0S- 00-0541C 
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Fig. & 
Index 
No. 

Tektronix 
Part No. 

1-78 ----- -----

-79 210-0583-00 
-so 210-0940-00 

-81 366- 1351- 02 
- 82 384-1099-00 
-83 ----- -----

-84 210-0583-00 

-es 366-1351-12 
-86 366-1351-05 
-87 366-1351-13 
-es 366-1351-14 
-89 366-1351- 09 
-90 366-1351-04 
-91 384-1101-00 
- 92 260-1319-00 

-93 213-0138-00 

-94 366-1351-11 
- 95 366-1351-12 
- 96 366-1351-04 
-97 384-1100-00 
-98 260-1317-00 

- 99 220-0413-00 

-100 
-101 
-102 
-103 
-104 

-105 
-106 

366- 1351-08 
366-1351-06 
366-1351-05 
366-1351-15 
260-1318-00 

211-0159-00 
361-0407-00 
211-0022-00 

-107 348-0031-00 
-108 220-0547-01 

-109 211-0007-00 

- 110 407-0972-00 

-111 211-0105-00 
-112 210-0586-00 

- 113 426- 0805-01 
-114 260-1395-00 

-115 210-0406-00 
-116 210-0004-00 

-117 260-1312-00 

210-0406-00 
210-0004-00 

REV. G AUG. 1977 

Serial/ Model No. 
Eff Dscont 

Replaceable Mechanical Parts- 485 

Qty 1 2 3 4 5 Name & Description 

1 RES. , VAR: (SEE Rl300 EPL) 
(ATTACHING PARTS) 

l NUT,PLAIN,HEX. :0.25-32 X 0 , 312 INCH,BRS 
1 WASHER,FLAT:0.25 ID X 0.375 INCH OD,STL 

- - - . - - -
l PUSH BUTTON: --FREQ 
l EXTENSION SHAFT:PUSH BUTTON,l. 54 INCH LONG 
1 RES. ,VAR: (SEE Rl020 EPL) 

(ATTACHING PARTS) 
l NUT, PLAlN,HEX. : 0 .25-32 X 0 . 312 INCH,BRS 

- - - . - - -
1 PUSH BUTTON:--CHl 
1 PUSH BUTTON:-ALT 
l PUSH BUTTON:--CHOP 
l PUSH BUTTON:--ADD 
1 POSH BUTTON :--X-Y 
l POSH BUTTON:--<:H2 
6 EXTENSION SHAFT:4 . 14 INCH LONG 
l SWITCH , PUSH:6 BUTTON,INTERLOCK 

(ATTACHING PARTS) 
4 SCR,TPG,THD FOR:4-40 X 0 .188 INCH,PNH STL 

- * - - -
l PUSH BUTTON:--NORl1 
1 PUSH BUTTON:--CHl 
1 PUSH BUTTON: - -CH2 
3 EXTENSION SHAFT:0. 13 SQ X 6 .215" LONG, PLSTC 
1 SWITCH ,PUSH:3 BUTTON, 2 POLE, INTERLOCK 

(ATTACHING PARTS) 
2 NUT,SLEEVE:4-40 X 0 .562 INCH LONG 

1 PUSH BUTTON: --A 
1 PUSH BUTTON:--INTEN 
1 POSH BUTTON:--ALT 
l PUSH BUTTON:--B 

. - - -

1 SWITCH,PUSH:4 BUTTON, 2 POLE,INTERLOCK 
(ATTACHING PARTS) 

l SCREW,MACHINE:2-56 X 0 . 375 INCR,PNH STL 
1 SPACER, SLEEVE : 0 . 125 OD X 0.193 INCH LONG 
1 SCREW,MACHINE:2-56 X 0 .188 INCH ,PNH STL . - - -
1 GROMMET,PLASTIC:0. 156 INCH DIA 
2 NUT,BLOCK:0. 38 X 0 .25 X 0.282"0A 

(ATTACH:ING PARTS) 
2 SCREW,MACHINE: 4-40 X 0 . 188 INCH,PNH STL 

- - - . - - -
1 BRKT,CMPNT MTG:ATTEN 

(ATTACHING PARTS) 
3 SCREW,MACHINE: 4-40 X 0 .188"100 DEG , FLH STL 
1 NUT, PLAIN, EXT W:4-40 X 0 . 25 INCH , STL 

- - - * -
l FRAME PANEL,CAB:FRONT SUB 
1 SWITCH,ROTARY:A SOURCE 

(ATTACHING PARTS) 
2 NUT, PLAIN,HEX. :4-40 X 0 . 188 INCH , BRS 
2 WASHER,LOCK:INTL,0.12 ID X 0 . 26"0D,STL 

* - - -
l SWITCH,LEVER: l SECT,4 POSN,22.5 DEG 

(ATTACHING PARTS) 
2 NOT, PLAIN,HEX. :4-40 X 0 .188 INCH,BRS 
2 WASHER,LOCK: INTL,0.12 ID X 0.26"0D,STL 

* - - -

Mfr 
Code Mfr Part Number 

73743 2X20224-402 
79807 OBD 

80009 366-1351- 00 
80009 384- 1099-00 

73743 2X20224-402 

80009 366-1351-12 
80009 366-1351-05 
80009 366-1351-13 
80009 366- 1351-14 
80009 366- 1351-09 
80009 366-1351-04 
80009 384-1101-00 
80009 260-1319- 00 

83385 OBD 

80009 366-1351-11 
80009 366-1351-12 
80009 366-1351-04 
80009 384-1100-00 
80009 260-1317-00 

80009 220-0413-00 

80009 366-1351-08 
80009 366- 1351- 06 
80009 366- 1351- 05 
80009 366-1351-15 
80009 260-1318-00 

87308 OBD 
80009 361- 0407- 00 
83385 OBD 

80009 348- 0031- 00 
80009 220- 0547-01 

83385 0B0 

80009 407-0972-00 

83385 OBD 
78189 OBD 

80009 426-0805-0l 
82104 260-1395- 00 

73743 2Xl2161-402 
78189 1204-00-00-0541C 

80009 260~1312- 00 

73743 2Xl2161-402 
78189 1204-00-00-0541C 
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Replaceable Mechanlcal·Parts-485 

Fig. & 
Index Tektronix Serial/Model No. 
No. Part No. Ett Dscont 

1- 118 260-1313-00 

210- 0406-00 
210-0004-00 

-119 260-1311-00 

210-0406-00 
210- 0004-00 

-120 260-1312-00 

210-0406- 00 
210-0004- 00 

-121 ------ -----
-122 210-0583- 00 

376-0051-00 B010100 B121B59 
-123 376- 0051-0l 8121860 

195-0048-00 
- 124 384-0282- 001 

672- 0036-002 
672-0055-00 

-125 337-1477-00 8010100 B019999 

-126 211-0116-00 8010100 B019999 

-127 337-1478-00 B010100 B019999 

-128 211-0116-00 8010100 B019999 

-129 
3 - ----- ----

-130 129-0317-00 
-131 1 31-0589- 00 
-132 131-1003- 00 
-133 136-0252-041 
-134 260-1314-00 

260-1492-002 

-135 131-1031-00 
- 136 131-1030-00 

210- 0779-00 

-137 131-1134-00 
-138 337-1479-00 

198-2770-00 
352-0161-00 

-139 213- 0277-00 
-140 210-0053-00 
-141 210-1008- 00 

-142 366-1214-04 
-143 380-0200-00 
- 144 384-1099-00 
- 145 384-1078-00 
-146 131-0679- 00 B010100 B131949 

131-0679-0l B131950 

- 147 361- 0424-00 B010100 Bl31949X 

1485 a nd 485- 1 only. 
2485- 2 only. 
3A6 replaces AS in 485-2 only. 

9-6 

Qty 1 2 3 4 5 Name & Description 

l SWITCH,LEVER:l SECT,4 POSN22.5 DEG 
(ATI'ACHING PARTS) 

2 NUT,PLAIN,HEX. :4-40 X 0. 188 INCH ,BRS 
2 WASHER,LOCK:IN'I'L,0.12 ID X 0 .26"0D ,STL 

* - - -
l SWITCH,LEVER:l SECT,4 POSN,22 . 5 DEG 

(ATI'ACHING PARTS) 
2 NUT,PLAIN,liEX. :4-40 X 0.188 INCH,BRS 
2 WASliER,LOCK:INTL,0.12 ID X 0. 26"0D,STL . - - -
l SWITCH,LEVER:l SECT,4 POSN,22 . 5 DEG 

(ATTACHING PARTS) 
2 NUT,PLAIN,HEX. :4-40 X 0 .188 INCH,BRS 
2 WASHER,LOCK:INiTL, 0.12 ID X 0.26"0D,STL - - - . - - -
2 RES. , VAR: (SEE R270,R370 EPL) 

(ATI'ACHING PARTS FOR EACH) 
l NUT,PLAIN,HEX. :0.25-32 X 0 . 312 INCH,BRS 

- - - . -
2 CPLG,SHAFT,FLEX:FOR 0. 125 INCH DIA SHAFTS 
2 CPLG,SHAFT,FLEX:FOR 0.125 INCH DIA SHAFTS 
l LEAD,ELECTRICAL:0.018 DIA X 0 . 75" MIN L 
2 EXTENSION Sl!AFT:0 . 125 OD X 0 . 625 INCH LONG 
2 ASSEMBLY,ATTEN:CHl VOLTS/DIV, CH2 VOLTS DIV 
2 ASSEMBLY,ATTEN:CHl VOLTS/DIV,CH2 VOLTS/DIV 
l SHLD,ELECTRICAL:ATTEN TOP 

(ATI'ACHING PARTS) 
5 SCR,ASSEM WSHR:4-40 X 0 . 312 INCH,PNH BRS 

l 

4 

l 
5 
l 
3 
3 
1 
l 

10 
10 

10 

8 
l 
l 
2 

6 
6 
6 

1 
1 
l 
l 
l 
l 

l 

- - - . - - -
SHLD, ELECTRICAL:ATTEN BOTTOM 

(ATI'ACHING PARTS) 
SCR,ASSEM WSHR:4-40 X 0 . 312 INCH,PNH BRS 

- - - . - - -
CKT BOARD ASSY :50 OHM ATI'EN(SEE A5,A6 EPL) 

POST,ELEC-MECH:4-40 X 0.187 X 0.125 INCH L 
CONTACT,ELEC:0.46 INCH LONG 
CONNECTOR BODY, : CKT CD MT, 3 PRONG 
SOCKET,PIN TERM :0.188 INCH LONG 
SWITCH,PUSH:l BOTTON,50 OHM/lM OHM 
SWITCH,PUSH:l BUTTON,4 POLE 
CONTACT ASSY,EL:CAM SWITCH , TOP 
CONT ASSY,ELEC:CAM SW,BOTTOM 

(ATI'ACHING PARTS) 
RIVET,TUBULAR:0. 051 OD X 0 . 115 INCH LONG 

- - - . - - -
CONTACT,ELEC:CKT CARD TO SHIELD 
SHIELO,GUIDE:PUSH BUTTON SWITCH 
WIRE SET,BLEC: 
• CONN BODY,PL,EL:3 WI RE BLACK 

(ATTACHING PARTS FOR C. B) 
SCR,TPG,THD FOR:2-56 X 0.312 INCH, PNH STL 
WASHER,LOCK:LNTL,0.092 ID X 0 .175"0D,STL 
WASHER,FLAT:0.09 ID X 0.188" OD,BRS 

- - - . - - -
PUSH BUTTON:--MARK 
HSG,PUSH BUTTON :1.02 X 0 . 34 X0 . 34 OA 
EXTENSION SHAFT:PUSH BUTTON,l.54 INCH LONG 
EXTENSION SHAFT:0.124 OD X 6.843 INCH LONG 
CONNECTOR, RCPT, : BNC W/HARDWARE 
CONNECTOR,RCPT, :BNC W/EIARDWARE 

(ATTACHING PARTS) 
SPACER, RING:0 . 515 ID X 0 . 625 OD X 0 .85"TH 

- - - * - - -

Mfr 
Code Mfr Part Number 

80009 260-1313-00 

73743 2Xl216l-402 
78189 1204-00-00-0541C 

80009 260-1311-00 

73743 2Xl216l-402 
78189 1204-00-00-0541C 

80009 260-1312-00 

73743 2Xl216l -402 
7~189 1204-00-00-0541C 

73743 2X20224-402 

80009 376- 0051- 00 
80009 376- 0051- 01 
80009 195-0048-00 
80009 384-0282-00 
80009 672-0036-00 
80009 672-0055-00 
80009 337-1477- 00 

83385 OBD 

80009 337-1478-00 

83385 OBD 

80009 129- 0317- 00 
22526 47350 
80009 131-1003-00 
22526 75060 
80009 260-1314-00 
80009 260-1492- 00 
80009 131-1031- 00 
80009 131-1030-00 

42838 RA-29952715 

80009 131-1134-00 
80009 337-1479-00 
80009 198- 2770-00 
80009 352- 0161-00 

83385 OBD 
83385 OBD 
12360 OBD 

80009 
80009 
80009 
80009 
24931 
24931 

80009 

366-1214- 04 
380-0200-00 
384-1099-00 
384-1078- 00 
28JR168-l 
28JR168- l 

361-0424- 00 
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Replaceable Mechanical Parts-485 

Fig. & 
Index Tektronix Serial/Model No. Mfr 
No. Part No. Elf Oscont Qty 1 2 3 4 5 Name & Description Code Mfr Part Number 

l- 210-1039-00 Bl31950 1 WASHER,LOCK : INT,0. 521 IO X 0. 625 INCH OD 24931 080 
220-0497-00 8131950 1 NUT,PLAIN,HEX.:0.5- 28 X 0 . 562 INCH HEX , BRS 73743 080 

-148 131-1135-00 l CONTACT, ELEC :BNC TO CRT BOARD 80009 131-1135-00 
-149 441- 1017-00 l CHASSIS, OSCP:ATTEN SWITCH 80009 441-1017-00 
- 150 220-0455-00 l NOT,BLOCK:0.28l"SQ,THREE 4-40 TRRU TRDS 80009 220-0455- 00 

(ATTACHING PARTS) 
-151 211-0007-00 1 SCREW,MACHlNE:4-40 X 0 . 188 INCH,PNH STL 83385 OBD 
-152 211-0116-00 1 SCR,ASSEM WSRR:4-40 X 0 . 312 INCR , PNH BRS 83385 OBD 

- - - 'II - - -

- 153 ---- -----1 l CKT BOARD ASSY:LIGHT BLOCK(SEE Al,A2 EPL) 
-154 352-0300-00 1 LAMPHOLOER:VOLTS/DIV DIAL 

198-2771-00 1 WIRE SET, ELEC : LIGHT BLOCK BOA.RD 80009 198-2771-00 

-155 131-0621-00 2 CONTACT,ELEC: 0 . 577"L,22-26 AWG WIRE 22526 75694-006 
-156 131- 0707-00 12 CONNECTOR,TERM. :0 .48" L,22- 26AWG WIRE 22526 75691-005 
-157 352-0164-00 2 CONN BODY, PL,EL:6 WIRE BLACK 80009 352- 0164- 00 
-158 175-0829-00 F'l' WIRE,ELECTRICAL:6 WIRE RIBBON 08261 SS- 0626-710610C 

(ATTACHING PARTS FOR CKT BO) 
- 159 210-0405-00 2 NUT,PLAIN,HEX. : 2-56 X 0 . 188 INCH,BRS 73743 2Xl2157-402 

- - - . - - -
-160 --- - _____ 2 1 CKT BOARD ASSY :HI Z ATTEN(SEE A3, A4 EPL) 
- 161 129-0259-00 2 POST,ELEC-MECH:4-40 X 0 . 187 OD X 0.39" u; 80009 129- 0259-00 
-162 131-0608-00 22 TERMll!IAL,PlN:0. 365 L X 0 . 25 PH ,BRZ GOLD PL 22526 47357 
- 163 131-1003-00 2 CONNECTOR BODY, : CKT CD MT, 3 PRONG 80009 131-1003-00 
-164 136-0252- 01 12 CONTACT,EI.EC:0.178 INCH LONG 00779 l-332095-2 

136-0252-04 53 SOCKET,PIN TERM:0.188 INCH LONG 22526 75060 
-165 131-1031-00 8 CONTACT ASSY,EL :CAM SWITCH,TOP 80009 131-1031-00 
-166 131-1030- 00 8 CONT ASSY,ELEC:CAM SW,BOTTOM 80009 131-1030-00 

(ATTACHING PARTS) 
210-0779-00 8 RIVET,TUBULAR:0.051 OD X 0.115 INCH LONG 42838 RA-29952715 

- - - * - - -
-167 131-1134-00 9 CONTACT,ELEC:CKT CARO TO SHIELD 80009 131-1134-00 
-168 407- 0803-00 l 8 RACKET, CMPNT: 80009 407- 0803- 00 

351-0180-00 B020000 l SLIDE,GUIDE:SWITCH ACTUATOR 80009 351-0180-00 
337-1477-00 B020000 l SHLD,ELECTRICAL:ATTEN TOP 80009 337-1477-00 

(ATTACHING PARTS) 
211-0007-00 B020000 8 SCREW,MACHiINE:4-40 X 0 .188 INCH , PNH STL 83385 OBD 

- - - . - - -
337-1478-00 8020000 l SHLD,ELECTRICAL:ATTEN BOTTOM 80009 337-1478-00 

(ATTACHING PARTS) 
211-0007-00 8020000 4 SCREW,MACIUNE :4-40 X 0 . 188 INCH,PNH STL 83385 080 

- - - . - - -
-169 129-0299-00 2 POST,ELEC-MECH:HEX,0. 333 INCH LONG 80009 129- 0299-00 

(ATTACHING PARTS FOR EACH) 
- 170 210-1002- 00 l WASHER,FLAT:0. 125 IO X 0. 25 INCH 00,BRS 12327 080 
- 171 210- 0053-00 1 WASHER,LOCK:INTL, 0. 092 ID X 0.175"0D,STL 83385 080 

- - - * - - -
-172 U.9-0325-00 l DELAY LINE,ELEC:ATTEN 

(ATTACHING PARTS) 
-173 213- 0113-00 1 SCR,TPG,THD FOR: 2- 32 X 0 . 312 INCH,PNH STL 83385 OBD 
- 174 210- 1008-00 l WASHER, FLAT: 0 . 09 ID X O. 188" OD, BRS 12360 0 8D 

-175 210-0054-00 l WASHER, LOCK:SPLIT, 0 . 118 ID X 0. 212"00 STL 83385 OBD 
- - - - - - -

-176 210- 0774-00 4 EYELET,METALLIC:0. 152 OD X 0 . 245 INCH L,BRS 80009 210-0774-00 
-177 210-0775- 00 4 EYELET,METALLIC: 0 . 126 OD X 0 . 23 INCH L,BRS 80009 210-0775-00 
-178 361-0425-01 2 SPACER,BAR:CKT BOARD STIFFENER 80009 361-0425-01 

(ATTACHING PARTS) 
-179 213-0277-00 2 SCR,TPG,THD FOR:2-56 X 0 . 312 INOl,PNH STL 83385 080 
-180 210- 0053-00 2 WASHER, LOCK: INTL, 0,092 ID X 0.175"00,STL 83385 080 
-181 210-1008- 00 2 WASHER,FLAT : 0 . 09 I D X 0.188" 00, BRS 12360 080 

- - - * - - -
-182 214-1575-00 l ACTUATOR, SL SW:OUAL SPIYl',CKT BD MTG 80009 214-1575- 00 
-183 351-0180-00 8010100 B019999 l SLIDE,GUI0£:SWITCH ACTUATOR 80009 351- 0180-00 
-184 214-1190- 00 l EXTENDER, RETRAC: 80009 214-1190-00 

1A2 replaces Al in 485-2 only. 
2A4 replaces 113 i n 485-2 only. 
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Replaceable Mechanlcal 'Parts-485 

Fig. & 
Index Tektronix Serial/Model No. 
No. Part No. Eff Dscont Qty 

1- 213-0075-00 l 
213-0140-00 1 

- 185 _, ___ -----1 1 

-186 210- 0583-00 1 
-187 210-0046-00 l 

131-1314-002 l 
-188 105-0243-00 l 

105- 0243- 01 1 
-189 213- 0214- 00 1 

263-1156-00 XBl44460 1 

-190 211- 0116- 00 12 
-191 131-0963- 00 2 

---- -----
- 192 214-1139-00 l 

214- 1139-02 l 
214-1139-03 3 

-193 214-1127- 00 4 
- 194 210-0406-00 6 
- 195 401-0081- 02 2 

- 196 354- 0391-00 l 

-197 105-0282-00 1 
210-0406-00 4 

-198 401-0115-00 1 
-199 105- 0283- 00 1 

198-3047-00 l 
210-0774-00 3 
210- 0775- 00 3 

-200 210-0590-00 2 
211-0503-00 l 

-201 337-1630-00 1 

- 202 211-0007-00 l 
211-0105- 00 l 
210-0801-00 l 

-203 119-0302-00 l 
-204 -·---- ----- l 

-205 211-0147-00 l 
-206 210-0994-00 l 
-207 211-0148-00 l 
-208 210-0863- 00 l 
-209 343-0002-00 l 
-210 343-0217-00 1 

- 211 407-1045- 00 2 

-212 211-0590-00 l 
-213 210-0457- 00 1 

- 214 214- 0291- 00 l 

-215 211-0590- 00 l 
-216 210-0457-00 l 
-217 210-0202-00 1 

1485 and 485- 1 only 
2485- 2 only 
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1 2 3 4 5 Name & Description 

• SETSCREW:4 -40 X 0 . 094 INCH,HEX SOC STL 
, SETSCREW:2 - 56 X 0 . 94 INCH,HEX SOC STL 
RES , ,VAR: (SEE R90 £PL) 

(ATTACHING PARTS) 
NUT,PLAIN,HE.X.: 0 ,25-32 X 0 . 312 INCB , BRS 
WASHER, LOCK: INTL,0. 26 IO X 0.40" OD, STL 

- - - * -
CONTACT, ELEC' :GROUNDING 
ACTUATOR,SWITCH: 
ACTUATOR, SWITCH : LEVER 
SCREW,CAP SCH:2- 56 X 0 . 375"HEX HD STL 
SW CAM ACTR .AS:ATTENU.ATOR 

(ATTACHING PARTS) 
SCR,ASSEM WSHR:4-40 X 0 .312 INCH , PNH BRS 
CONTACT,ELEC :GROUNOING 

- - - * - - -
• SWITCH ASSY INCLUDES: 
SPRING, FIAT: GOLD COLORED 
SPRING, FLAT:GREEN COLORED 
SPRING,FLA'l':RED COLORED 
ROLLER,OETENT: 0 . 125 DIA X 0 . 125 INCH L 
NUT,PLAIN,HEX , : 4-40 X 0 . 188 INCH , BRS 
BEARING,CAM SW: FRONT 

(ATTACHING PARTS FOR EACH) 
RING,RETAI11ING :0.395"FREE IO X 0.025" STL 

- - - * 
ORUM, CAM SWITCH: 
NUT, PLAIN, HEX ,:4-40 X 0 .188 INCH,BRS 
BEARING,CAM SW:CENTER 
DRUM, CAM SWITCH: 

WIRE SET ELEC: ATTENUATOR ASSEMBLY 
EYELET,METALLIC :0 .152 OD X 0 . 245 INCH L,BRS 

• EYELET, METALLIC :0.126 OD X 0 . 23 INCH L, BRS 
(ATTACHING PARTS FOR £.ACH) 

NUT,PLAIN,HEX. :0.375 X 0 . 438 I NCH, STL 
SCREW,M.ACHINE:6-32 X 0 . 188 :tNCH,PNH STL 

- - - * - - -
SHIELO,FUSE :PAINTEO 

(ATTACHING PARTS) 
SCREW, M.ACH:tNE:4- 40 X 0 . 188 :tNCR, PNH STL 
SCREW,M.ACHINE:4-40 X 0 . 188"100 DEG,FLH STL 
WASHER, FLAT:0. 14 IO X 0 . 28I OD NP STL 

* - - -
DELAY LINE, ELEC: 
COIL:(SEE Ll794 EPL) 

(ATTACHING PARTS) 
SCREW,MACHINE :4-40 X 0 . 25 INCH,PNH STL 
WASRER,FLAT:0.125 IO X 0 . 25" 00,STL 
SCREW,MACH:tNE :4-40 X 0 . 312 INCH,PNH STL 
WSHR, LOOP CLAMP: FOR 0 . 50" WIDE CLAMP,STL 
CLAMP, LOOP: 0 . 188 INCH DIA 
CLAMP , COIL :Y-AXIS . -
BRACKET, ANGLE : CRT SHIELD 

(ATTACHING PARTS FOR EACH) 
SCREW,MACHINE:6-32 X 0 . 25 INCH , PNH STL 
NUT, PLAIN, EXT W:6-32 X 0.312 INCH,STL 

- - - * - - -
CONTACT,SPRING:l. 188 X 0 . 375 X 0 . 25 INCH 

(ATTACHING PARTS) 
SCREW,MACHINE:6- 32 X 0 . 25 INCH,PNH STL 
NUT, PLAIN, EXT W:6- 32 X 0 . 312 :tNCH,STL 
TERMIN.AL,LUG:SE #6 

- - - * - - -

Mfr 
Code Mfr Part Number 

OOOBK OBO 
70276 OBD 

73743 2X20224-402 
78189 1214-05- 00- 0541C 

80009 131-1314-00 
80009 105- 0243-00 
80009 105- 0243-01 
70278 OBO 
80009 263-1156- 00 

83.385 OBO 
80009 131- 0963- 00 

80009 214-1139- 00 
80009 214- 1-139- 02 
80009 214-1139- 03 
80009 214-1127- 00 
73743 2Xl2161-402 
80009 401-0081- 02 

97464 3100-43-CO 

80009 105-0282- 00 
73743 2Xl2161-402 
80009 401- 0115- 00 
80009 105- 0283- 00 
80009 198-3047- 00 
80009 210-0774- 00 
80009 210- 0775-00 

73743 2X28269-402 
83385 OBO 

80009 337-1630- 00 

83385 OBO 
83385 080 
12327 080 

80009 119- 0302- 00 

83385 OBD 
86928 5714-147-20N 
83385 OBO 
95987 Cl91 
95987 3- 16- 6B 
80009 343-0217- 00 

80009 407-1045- 00 

83385 0B0 
83385 OBO 

80009 214- 0291- 00 

83385 OBO 
83385 OBD 
78189 2104-06- 00-2520N 
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Replaceable Mechanlcal Parts-485 

Fig. & 
Index Tektronix Serial/Model No. 
No. Part No. Elf Dscont Qty 1 2 3 4 5 Name & Description 

l -218 337-1496-00 l SHLD, ELECTRICAL:CRT 
- 219 386- 2246-00 l SUPPORT,CRT:REAR 
- 220 386- 2188-00 l SUPPORT,CRT :FRONT 

136- 0489- 00 l SOCKET ASSY:CRT 
- 221 136- 0304-02 l SOCKET,PLUG-IN :CRT,14 PIN SOCKET,W/PINS 
-222 200- 0917- 0l l COV,ELECTRON TU:2.052 OD X 0 . 291" THK, PLSTC 
- 223 367-0117-00 l PULL, SOCKET: 
-224 343-0235-00 1 CLAMP, SOCKET: 
-225 210- 0774-00 4 EYELET, METALLIC:0.152 OD X 0.245 INCH L,8RS 
- 226 210-0775-00 4 EYELET,METALLIC:0.126 OD X 0 . 23 INCH L, BRS 
-227 131-0707-00 14 CONNEC'l'OR,TERM. :0 . 48" L, 22-26AWG WIRE 
-228 352-0197-00 2 CONN BODY,PL,EL:l WIRE BLACK 
- 229 352-0162- 00 3 CONN BODY , PL,EL:4 WIRE BLACK 
-230 352- 0165-00 l CONN BODY,PL, EL:7 WIRE BLACK 

198- 2786- 00 l WIRE SET, ELECcHORIZONTAL OUTPUT AMP BOARD 
131-1119-001 4 • CONTACT,ELEC:FOR NO. 22- 26 AWG WIRE 

-231 348-0276-00 FT SHLO GSKT,ELEC:0. 026 OD NPRNW/WIRE NET CO 

-232 179- 1737-002 l WIRING HARNESS, :DELAY LINE 
- 233 131-0621-00 2 CONTACT, ELEC: 0 . 577"L,22-26 AWG WIRE 

210-0774- 00 4 EYELET,METALLIC:0. 152 OD X 0 . 245 INCH L,BRS 
210-0775-00 4 EYELET,METALLIC :0 .126 OD X 0 . 23 INCH L, BRS 
352-0197-00 2 CONN BODY,PL,EL:l WIRE BLACK 
179-1738- 00 l WIRING HARNESS , :POT CABLE 
131-0707-00 10 . CONNECTOR, TERM.:0 . 48" L, 22- 26AWG WIRE 
352-0197-00 l • CONN BODY , PL, EL : l WI RE BLACK 
179-1734-00 l WIRING HARNESS, :MAIN 
131-0707-00 94 CONNECTOR,TERM. :0 .48" L,22-26AWG WIRE 
131-0621-00 l CONTACT, ELEC:0. 577"L, 22- 26 AWG WIRE 
210-0774-00 4 EYELET,METALLIC :0 .152 OD X 0 . 245 INCH L,BRS 
210- 0775-00 4 EYELET,METALLIC:0.126 OD X 0 . 23 INCH L,BRS 

-234 352-0169-00 1 CONN BODY,PL,EL :2 WIRE BLACK 
-235 352-0161-00 l CONN BODY,PL, EL:3 WI RE BLACK 

352- 0162-00 l CONN BODY,PL, EL :4 WI RE BLACK 
- 236 352-0163-00 2 CONN BODY , PL, EL:5 WIRE BLACK 
-237 352-0164-00 4 CONN BODV,PL,EL:6 WIRE BLACK 

352-0165-00 3 CONN BOOY,PL, EL:7 WIRE BLACK 
- 238 352-0168-00 3 CONN BODY,PL, EL:10 WIRE BLACK 

352-0197-00 1 CONN BODY,PL,EL:l WIRE BLACK 
-239 378-0664-00 l FILTER, LT CRT,BLUE PLEXI 
- 240 354-0248-00 l HOLDER,LT FIL: 
- 241 214-0996-00 1 SPRING,FLAT:GROUNOING, CRT MESH FILTER 

198-2074-00 1 WIRE SET, ELEC:FINAL ASSY KIT 
-242 407-1022-00 1 BRACKET, ANGLE : INT TRIG SW 

1These pins are for the CRT Deflection leads. 
2485 only. 
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Mfr 
Code Mfr Part Number 

80009 337-1496-00 
80009 386-2246-00 
80009 386-2188-00 
80009 136- 0489- 00 
80009 136-0304-02 
80009 200-0917- 01 
80009 367-0117-00 
80009 343-0235- 00 
80009 210- 0774-00 
80009 210-0775-00 
22526 75691-005 
80009 352-0197-00 
80009 352- 0162- 00 
80009 352-0165-00 
80009 198-2786- 00 
22526 75374-001 
28817 01-0404-3719 
80009 179-1737-00 
22526 75694- 006 
80009 210-0774- 00 
80009 210- 0775- 00 
80009 352-0197-00 
80009 179-1738-00 
22526 75691-005 
80009 352-0197-00 
80009 179- 1734-00 
22526 75691-005 
22526 75694-006 
80009 210-0774-00 
80009 210-0775-00 
80009 352- 0169-00 
80009 352-0161-00 
80009 352-0162-00 
80009 352- 0163- 00 
80009 352- 0164-00 
80009 352- 0165-00 
80009 352- 0168- 00 
80009 352-0197-00 
80009 378-0664-00 
80009 354- 0248- 00 
80009 214-0996- 00 
80009 198-2074-00 
80009 407-1022-00 
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Replaceable Mechanical Parts-485 

Fig. & 
Index Tektronix Serial/Model No. Mfr 
No. Part No. Elf Dscont Qty 1 2 3 4 5 Name & Description Code Mfr Part Number 

2-1 337-1495-00 B010100 B049999 1 SHIELD,ELEC :HIGH VOLTAGE 80009 337-1495-00 
337-1495- 01 B050000 l SIUELO,ELEC:HIGH VOLTAGE SUPPLY 80009 337-1495- 0l 

(ATTACHING PARTS) 
- 2 211- 0021- 00 2 SCREW,MACHINE :4-40 X 1.25 INCH, PNJI STL 83385 OBD 

- - - . - - -
348- 0056- 00 XBOSOOOO 1 GROMMET,PLASTIC:0.375 INCH DIA 80009 348-0056-00 

- 3 ----- ---- l CKT BOARD ASSY :TRANSFORMER(SEE Al5 EPL) 
-4 120-0787- 00 1 TRANSFORMER: P.OWER 80009 120-0787-00 

(ATTACHING PARTS) 
-5 211-0553-00 l SCREW,MACHINE :6-32 X 1. 5 INCH,PNH STL 83385 OBD 
-6 211-0619-00 l SCREW,MACHINE:6-32 X 1 . 5 INCH,FLH STL 83385 OBD 
-7 210-0457- 00 2 NUT, PLAIN , EXT W:6-32 X 0 .312 INCH,STL 83385 OBD 
- 8 346-0095-00 l STRAP , RETAINING :XFMR 80009 346-0095-00 

- - - · ---
- 9 152-0509-00 l SEMICOND DEVICE :V MULTR,3KV IN,l8KV OUT 80009 152- 0509-00 

(ATTACHING PARTS) 
-10 210-0458-00 3 NUT, PLAIN,EXT W:8- 32 X 0.344 INCR, STL 83385 OBD 
-11 210-0804-00 3 WASHER,FLAT:0.17 ID X 0 . 375 INCH OD, STL 12327 OBD 

- - - * - - -
-12 124-0162-00 2 TERMINAL BOARD:4 NOTCH,CERAMIC,STUD MTD 80009 124-0162- 00 

- 13 355-0046-00 l • MOUNT,TERM. BD:0 . 577 INCH H 80009 355- 0046-00 
(ATTACHING PARTS) 

-14 361-0007- 00 l SPACER,SLEEVE :0 . 250 INCH DIA, PLASTIC 80009 361- 0007- 00 

---·---
-15 131-0589-00 2 CONTACT , ELEC:0. 46 INCH LONG 22526 47350 
-16 131- 0809- 00 l TERMINAL,STUD : PNL MT,4-40 TAP l END 71279 570-1510-01-0519 

(ATTACHING PARTS) 
-17 211- 0005- 00 l SCREW,MACHINE:4- 40 X 0 . 125 INCH, PNH STL 83385 OBD 

--- · ---
- 18 l.29- 0072- 00 l INSULATOR, STOF :0 . 938 INCH LONG 80009 129- 0072-00 

131-0309- 00 l • TERMINAL, STUD :0 .415 INCH LONG 88245 421572-02-9 
124-0119- 00 1 TERMINAL BOARD:2 NOTCH,CERI\MlC,CLIP MTD 80009 124-0119-00 
355- 0046- 00 1 . MOUNT, TERM. BD:0.577 INCH H 80009 355-0046-00 

(ATTACHING PARTS) 
361-0007-00 1 SPACER, SLEEVE :0 . 250 INCH DIA, PLASTIC 80009 361- 0007- 00 

- - - * - - -
124-0092-00 l TERMINAL BOARD:3 NOTCH, CERAMIC , CLIP MTD 80009 124-0092-00 
355- 0046- 00 l • MOUNT, TERM. BD:0.577 INCH H 80009 355-0046-00 

(ATTACHING PARTS) 
361-0007-00 l SPACER, SLEEVE:0 .250 INCH DIA, PLASTIC 80009 361- 0007-00 

--- * ---
- 19 136-0328-02 BOlOlOO Bl42955 2 SOCKET,PIN TERM:HOIUZONTAL 00779 8 6 282-2 

136- 0328- 03 B142956 2 SOCKET, PDI TERM :HORIZ,SQ PIN RCPT 22526 47710 

- 20 136- 0461-00 8 SKT, PlrIN ELEC :CKT CARD CONTACT 80009 136- 0461-00 
343-0043- 00 3 CLAMP, LOOP:#20,NEON BULBS 80009 343- 0043-00 

-21 200-1485-00 l COVER, CKT BD:XFMR-MULT 80009 200- 1485- 00 
(ATTACHING PARTS) 

213-0088-00 2 SCR,TPG, THD CTG :4- 24 X 0 . 25 INCH,PNH STL 833B5 OBD 
- - - . 

-22 388-2476-00 1 CKT BOARD:HV 80009 388-2476- 00 
343-0144-00 B010100 B049999 l CLAMP, LOOP :0 . 125 INCH ID, BLK NYLON 95987 1-8-2 

-23 343- 0444-00 B050000 l CLAMP, LOOP: 0 . 125 INCH ID 95987 1-8-2 
(ATTACHING PARTS) 

211-0008- 00 BOlOlOO B049999X l SCREW,MACHINE:4- 40 X 0 . 25 INCH, PNH STL 83385 OBD 
210-0801-00 B010100 B049999X 1 WASHER, FLAT:0. 14 ID X 0 .281 OD NP STL 12327 OBD 
210-0586-00 B010100 B049999X 1 NUT, PLAIN,EXT W:4-40 X 0 . 25 INCH , STL 78189 OBD 

---·- --
343-0088- 00 B010100 8010126 4 CLAMP, LOOP :0 . 062 INCH DIA 80009 343-0088- 00 

-24 343-0088-00 B010127 3 CLAMP, LOOP :0 . 062 INCH DIA 80009 343-0088-00 
343-0213- 00 B010127 l CLAMP, LOOP: PRESS MT,PLASTIC 80009 343- 0213-00 

-25 386-1556- 00 l SPACER, CKT CARD:0. 215 BO HT,PLASTIC 80009 386-1556-00 
198-2784-00 1 WIRE SET ELEC :TRANSFO~lER MULTIPLIER BOARD 80009 198-2784-00 
352-0171-00 4 . CONN BODY , PL, EL: l WIRE BLACK 80009 )52-0171-00 
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Replaceable Mechanical' Parts- 485 

Fig & 
Index 
No. 

Tektronix 
Part No. 

2-26 352-0198-00 
-27 131-0707-00 

-28 211-0021-00 
211-0207-00 

644-0437-00 
-29 260-1368- 0l 

-30 220-0665-00 
-31 211-0020-00 

-32 214-1689-00 
-33 214-1226-0l 
-34 200-1318-00 

-35 211-0101-00 
-36 210-0586-00 

Serial/Model No. 
Eff Dscont 

-37 
-38 

-39 

l 

131-0589-00 
131-0608-00 
131-1003-00 

- 40 

- 41 
-42 
-43 

-44 

136-0252-04 BOlOlOO B091529 
136-0252-04 B091530 8143774 
136-0252-04 8143775 
136-0514-00 B091530 
136-0634-00 8143775 
136- 0461-00 
214-0579-00 
200-ll67-00 

211-0007-00 

-45 ---- ---·--
- 46 131-0608-00 
-47 l3l-l003-00 
- 48 136-0183-00 
-49 136-0252-04 BOlOlOO B091529 

136-0252-04 B091530 
136-0220-00 B091530 
136-0514-00 B091530 

-so 136-0260- 02 
- 51 136-0263-04 

136-0263- 03 
-52 136-0269-02 
-53 136-0461-00 
-54 214-0579-00 
-55 214-1292-00 
-56 ---- -----

-57 211-0097-00 
-58 210-0406-00 

-59 211-0007-00 

-60 131-1143-00 
-61 ----- -----

131-0566- 00 XB020000 
-62 131-0589-00 

131-0608-00 
-63 131-1003-00 

Qty 1 2 3 4 5 Name & Description 

l CONN BODY , E'L , EL:2 WIRE BLACK 
4 CONNECTOR,TERM. :0.48" L, 22-26AWG WlRE 

(ATTACHING PARTS FOR CKT BO) 
2 SCREW,MACHINE:4- 40 X 1 . 25 INCH,PNH STL 
2 SCR,ASSEM WSHR:4- 40 X 0 . 312 lNCH, PNH STL 

- - -. - - -
l POWER SWITCH ASSEMBLY 
2 SWITCH,SENS:SPST,l5A,250VAC 

2 
2 

l 
l 
1 

(ATTACHING PARTS) 
NUT,PLAIN,HEX. : SLFLKG,4-40 X0.25",PLSTC 
SCREW, MACHINE:4-40 X 1.125 INCH,PNII STL 

- . - - -
ACTUATOR, SWITCH: 
SPRING, HLCPS:0.18 OD X 0 .44 INCH LONG 
COVER,SW ACTR: 

(ATTACHING PARTS) 
2 SCREW,MAOIIl'ra:4-40 X 0 . 25" 100 DEG,FLH STL 
2 NUT, PLAIN,EXT W:4-40 X 0 . 25 INCH,STL 

- - - . - - -
l CKT BOARD ASSY:A TRIGGER(SEE A8 AND A9 EPL) 
1 CONTACT,ELEC:0.46 INCH LONG 
9 TERMINAL,PIN!0. 365 L X 0 . 25 PH,BRZ GOLD,PL 
7 CONNECTOR BODY, : CKT CO MT, 3 PRONG 

128 SOCKET, PIN TERM:0. 188 INCH LONG 
125 SOCKET, PIN TERM: 0.188 INCH LONG 
105 SOCl<ET,PIN TERM:0.188 INCH LONG 

l SOCKET,PLUG IN :MICROCIRCUIT,8 CONTACT 
1 SOCKET, PLUG-IN :20 LEAD DIP, CKT 80 MTG 
2 SKT,PL-IN ELEC :CKT CARD CONTACT 
3 TERM.,TEST PT:0. 40 INCH LONG 
1 COVER,XSTR: TEMP STAB FOR 2 T0-18 CS STYLE 

(ATTACHING PARTS FOR CKT BO) 
4 SCREW,MACHil'ra:4-40 X 0 . 188 INCH,PNH STL 

- - - . - - -
1 CKT BOARD ASSY:POWER SOPPLY(SE£ Al3 EPL) 

35 TERMINAL,PIN:0.365 L X 0 . 25 PH,BRZ GOLD, PL 
4 CONNECTOR BODY, : CKT CD MT, 3 PRONG 
6 SOCKET,PLUG- IN:3 PIN , ROUND 

69 SOCKET,PIN TERM:0.188 INCH LONG 
58 SOCKET, PIN TERM: 0 . 188 INCH LONG 

2 SOCKET,PLUG-1:N:3 PIN , SQUARE 
l SOCl<ET,PLUG IN :MICROCIRCUIT,8 CONTACT 
6 SOCKET, PLUG- IN :16 CONTACT,LOW CLEARANCE 

35 SOCKET, PIN TERM:FOR 0.025 INCH SQUARE PIN 
l SOCKET, PIN TERM: FOR 0 . 025 INCH SQUARE PIN 
3 SOCKET, PLUG-IN : l4 CONTACT, LOW CLEARANCE 
3 SKT, PL-IN ELEC :CKT CARD CONTACT 

24 TERM.,TEST PT:0.40 INCH LONG 
6 HF.AT SINK, ELEC:TRANSISTOR 
2 TRANSISTOR:(SEE Q2066, Q2076 EPL) 

(ATTACHING PARTS FOR EACH) 
l SCREW,MACHINE :4-40 X 0 . 312 INCH,PNH STL 
1 NOT, PLAIN, HEX. :4-40 X 0 . 188 INCH, BRS 

- - - . - -
(ATTACHING PARTS FOR CKT BO) 

7 SCREW,MACHINE:4-40 X 0 . 188 INCH , PNH STL 
---·--

26 CONNECTOR, RCPT:CKT 80,5 PIN 
l CKT BOARD ASSY:SWEEP GENERATOR(SEE AlO EPL) 
1 LINK,TERM.CONNE:0 . 086 DIA X 2 . 375 INCH L 
l CONTACT,ELEC:0 .46 INCH LONG 

10 TERMINAL,PIN:0. 365 L X 0 . 25 PH,BRZ GOLD PL 
3 CONNECTOR BODY, :CKT CD MT, 3 PRONG 

1A9 replaces AB in 485-1 and 485- 2 inst.ruJnents. 

9-11 

Mfr 
Code Mfr Part Number 

80009 352- 0198-00 
72526 75691-005 

83385 080 
83385 080 

89265 Al-Ml-JGl-6-33 

23050 OBD 
83385 080 

80009 214-1689-00 
8Q009 214- 1226-0l 
80009 200-1318-00 

83385 OBD 
78189 080 

22526 
22526 
80009 
22526 
22526 
22526 
73803 
73803 
80009 
80009 
80009 

47350 
47357 
131-1003-00 
75060 
75060 
75060 
C950802 
C952002 
136-0461-00 
214-0579-00 
200-ll67-00 

83385 OBD 

22526 
80009 
80009 
22526 
22526 
71785 
73803 
82647 
22526 
00779 
01295 
80009 
80009 

47357 
131-1003-00 
136-0183-00 
75060 
75060 
133-23-11-034 
C950802 
C951601 
48059 
86250-2 
C951401 
136-0461-00 
214- 0579-00 

05820 205- AB 

83385 OBD 
73743 2X1216l-402 

83385 080 

80009 131-1143-00 

55210 L- 2007-1 
22526 47350 
22526 47357 
80009 131-1003-00 
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Replaceable Mechanical Parta-485 

Fig. & 
Index 
No. 

Tektronix 
Part No. 

Serial/ Model No. 
Eff Dscont 

2-
-64 

-65 

136-0252-04 8010100 8091529 
136-0252-04 8091530 
136- 0220-00 8091530 
1-36-0260-02 

- 66 

-67 
- 68 
-69 

- 70 

-71 
- 72 

136-0263-04 
214- 0579- 00 8010100 8019999 
214-0579- 00 8020000 
260-1208-00 
361-0382- 00 

211- 0007- 00 

-73 211-0008- 00 
- 74 210-0004-00 

-75 34 6-0032-00 
-76 131-0373- 00 

- 77 210-0405- 00 
-78 210- 0053-00 

-79 131-0589- 00 
131-0590-00 
136-0254-00 

- 80 136- 0263- 04 
-81 ---- ----

-82 210-0586-00 
-83 355-0518- 02 

Qty 1 2 3 4 5 Name & Description 
196 SOC!CET,PIN TERM:0.188 INCH LONG 
188 SOCKET,PIN TERM: 0 . 188 INCH LONG 

8 SOCl<ET, PLUG-IN:3 PIN,SQUARE 
l SOCKET, PLUG-IN :16 CONTACT,LOW CLEARANCE 

68 SOCl<ET, PIN TERM: FOR 0 . 025 INCH SQUARE PIN 
21 TERM.,TEST PT:0. 40 INCH LONG 
20 TERM.,TEST PT:0.40 INCH LONG 

1 SWITCH, PUSH :DPDT 
2 SPACER, P8 SW:8ROWN, 0 . 275 INCH LONG 

(ATTACHING PARTS FOR CKT BO) 
6 SCRDl,MACHINE:4-40 X 0 .188 INCH, PNH STL 

---• --
1 CKT BOARD ASSY:INVERTER(SEE Al4 EPL) 
1 COIL, RF : (SEE Ll835 EPL) 

2 
2 

3 
1 

l 
1 

1 
2 
4 
5 
1 

1 
l 

{ATl'ACHING PARTS) 
SCREW,MACHINE:4-40 X 0 . 25 INCH,PNH STL 
WASHER, LOCK: :INTL, 0 . 12 ID X 0 .26"0D, STL 

- * - -
STRAP,RETAINI:NG: 
TERMINAL, STUD: 

(ATl'ACHING PARTS) 
NUT, PLAIN,HEX.:2-56 X 0 .188 INCH,BRS 
WASHER,LOCK:INTL,0.092 ID X 0 . 175"0D, STL 

- - - * - - -
CONTACT, ELEC:0. 46 INCH LONG 
CONTACT,ELEC : 0 . 71 INCH LONG 
SOCKET,PIN TERM:0. 088 OD X 0 .145 INCH LONG 
SOCKET,PIN TERM:FOR 0 . 025 INCH SQUARE PIN 
TRANSISTOR:(SEE Ql834 EPL) 

(ATl'ACHING PARTS) 
NUT, PLAIN,EXT W:4-40 X 0. 25 INCH,STL 
STUD,SELF- LKG:4-40 X 0 . 625 INCH LONG , BRS 

---·---
337-1498-00 8010100 B091550X 1 

210- 0586-00 8010100 B091550X 1 
211-0005-00 8010100 B091550X l 
355- 0518- 02 8010100 B091550X 1 

SHIELD, TSTR:T0-3 TOP 
(ATl'ACHING PARTS) 

NUT,PLAIN, EXT W:4-40 X 0. 25 INCH,STL 
SCREW,MACHINE:4-40 X 0 . 125 INCH , PNH STL 
STUD, SELF-LKG:4-40 X 0 . 625 INCH LONG,BRS 

- 84 ----- --- 1 

-85 210-0586-00 2 
386-0978-00 8010100 B091550X 1 
355- 0518-02 2 

- 86 214-0579-00 
-87 214-1581-00 

-ea 211- 0510-00 

3 
2 

2 

337-1499-00 8010100 B091550X l 
-89 - ---- ----- 2 

-90 212-0507-00 2 
-91 210-0009- 00 2 
-92 210- 0805-00 2 

- - - * - - -
TRANSISTOR: (SEE Ql844 EPL) 

(ATI'ACHING PARTS 
NUT,PLAIN,EXT W:4-40 X 0 . 25 INCH, STL 
INSULATOR, PLATE : 0 . 002 INCH MICA,FOR T0-3 
STUO,SELF-LKG:4-40 X 0 . 625 I NCH LONG, BRS 

- - - . - - -
TERM.,TEST PT: 0 . 40 INCH LONG 
HEAT SINK, ELEC: 

(ATl'ACHING PARTS FOR EACH) 
SCREW, MACHINE:6- 32 X 0 . 438 lNCH , PNH STL 

- - - * - - -
SHIELD, TSTR:T0-3 BOTTOM 
CAPACITOR:(S8E Cl822,Cl823 EPL) 

(ATTACHING PARTS FOR EACH) 
SCREW, MACHINE:10-32 X 0.375 INCH,PNH STL 
WASHER, LOCK:EXT,0. 193IO X0 .40" 00, STL 
WASHER,FLAT:0.204 ID X 0 .438 INCH OD, STL 

--- ·---
-93 348- 0005-00 1 GROMMET,RUBBER:0. 50 INCH DIA 

198- 2783-00 

-94 211-0207-00 

-95 348-0145- 00 XB050000 

REV. H APRIL 1978 

l WIRE SET,ELEC:INVERTER BOARD 
(ATl'ACl!ING PARTS !'OR CKT BO) 

3 SCR, ASSEM WSHR:4-40 X 0 . 312 INCH,PNH STL 
--- ·---

l GROMMET, PLASTIC: U- SHP , 1. 0 X O. 42 INCH 

Mfr 
Code Mfr Part Number 
22526 75060 
22526 75060 
71785 133- 23-11-034 
82647 C951601 
22526 48059 
80009 214-0579- 00 
80009 214-0579- 00 
80009 260-1208- 00 
80009 361-0382- 00 

83385 OBD 

83385 OBD 
78189 1204-00-00-0541C 

98159 2829- 75- 4 
71279 4894-1- 0516 

73743 2Xl2157-402 
83385 OBD 

22526 47350 
22526 47351 
00779 l-331892- 5 
22526 48059 

78189 080 
80009 355- 0518- 02 

80009 337-1498-00 

78189 ODD 
83385 OBD 
80009 355-0518-02 

78189 OBD 
80009 386- 0978- 00 
80009 355- 0518-02 

80009 214-0579-00 
80009 214-1581- 00 

83385 080 

80009 337-1499-00 

83385 OBD 
78189 1110- 00 
12327 OBD 

70485 230 
80009 198- 2783-00 

83385 OBD 

80009 348-014 5-00 
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Replaceable Meehan lea I ·Parts-485 

Fig. & 
Index 
No. 

Tektronix 
Part No. 

Serial/Model No. 
Elf Dscont 

2-
- 96 
-97 

337-1665-00 B010100 B049999 
337-1850-00 B505000 
337-1665-0l B050000 

-98 211-0007- 00 

- 99 ---- ---
131-0589-00 
131-0608- 00 

-100 131-1003-00 
-101 136- 0183- 00 

Qty 1 2 3 4 5 Name & Description 
l SHIELO, E.LEC:lWERTER 
l SHtELO, ELEC:INVERTER, SIDE 
l SHIELD, EI.EC: INVERTER, TOP 

(ATTACHING PARTS) 
4 SCREW, M/\CHINE:4-40 X 0 . 188 INCH, PNH STL 

- - - * - - -
l CKT BOARD ASSY:VERTICAL(SEE A7 EPL) 
l CONTACT,ELEC:0.46 INCH LONG 

TERMINAL, PIN : 0 . 365 L X 0.25 PH,BRZ GOLD,PL 
CONNECTOR BODY, : CKT CD MT, 3 PRONG 
SOCKET,PLUG- IN: 3 PIN, ROUNO 

28 
ll 

l 
136-0252-04 B010100 B091529 256 SOCKET,PIN TERM: 0 . 188 INCH LONG 

-102 136-0252- 04 
136-0220- 00 
136- 0514-00 
136-0263-03 

- 103 136-0263- 04 
-104 136-0352- 00 
-105 136- 0 461-00 
- 106 - --- - - -

-107 210- 0551-00 
- 108 210-lll5- 00 

-109 214-0579-00 
-110 214-1292-00 

198-2785- 00 

- 111 211- 0207- 00 

- 112 --- --- -
- 113 124- 0158-00 
- 114 355-0046-00 

-116 124-0120- 00 
355- 0046- 00 

361- 0007-00 

- 117 124- 0092- 00 
355- 0046-00 

361-0007- 00 

-118 124-0119- 00 
355-0046- 00 

361-0007-00 

- 119 131-0589- 00 
131- 0608-00 
131-0787- 00 

-120 131-1003-00 
- 121 131- 1119-00 
-122 136- 0183-00 

136-0252-04 
136- 0252- 04 

-123 136-0252- 04 
136- 0220-00 
136- 0220- 00 
136- 0514-00 

9-13 

B091530 
B091530 
B091530 
B010100 B142799 
B142780 

B010100 9091529 
9091530 B142055 
B142056 
B091530 B142055 
Bl42056 
B091530 

212 
14 

l 
l 
l 
8 
3 
l 

l 
l 

SOCICET, PIN TERM:0 . 188 INCH LONG 
SOCKET,PLUG-IN:3 PIN, SQUARE 
SOCKET,PLUG IN:MICROCIRCUIT,8 CONTACT 
SOCKET, PIN TERM : FOR 0 . 025 INCH SQUARE PIN 
SOCICET, PIN TERM : FOR 0 . 025 INCH

0

SQUARE PIN 
CONTACT,ELEC:FOR 0 . 02 INCH DIAMETER PIN 
SKT,PL-IN ELEC:CKT CARD CONTACT 
INTEGRATED CKT: (SEE 0332 EPL) 

(ATTACHING PARTS) 
NUT, PLAIN , HEX. :4- 40 X 0.25 INCH , STL 
WASHER,NONMETAL:0. 27 ID X 0 . 37" 00,TEFLON 

- - - * - - -
12 TERM. , TEST PT:0. 40 INCH LONG 

l HEAT SINK,ELEC:TRANSISTOR 
l WIRE SET,ELEC: VERTlCAL BOARD 

(ATTACHING PARTS FOR CKT BO) 
14 SCR, ASSEM WSHR:4-40 X 0 . 312 INCH, PNH STL 

- - - * - - -
l CKT BOARD ASSY:HORIZONTAL AMP(SEE All EPL) 
l TERMINAL BOARD:7 NOTCH,MINI 
2 • MOUNT, TERM. 80 :0.577 INCH H 

(ATTACHING PARTS) 
2 SPACER,SLEEVE:0 , 250 INCH DIA,PLhSTIC 

l 
2 

2 

l 
l 

l 

1 
l 

l 

4 
19 

2 
4 
2 
4 

139 
113 
116 

6 
5 

l 

- - - . - - -
TERMINAL STRIP:4 NOTCH 
• MOONT,TERM. BD:0. 577 INCH H 

(ATTACHING PARTS) 
SPACER,SLEEVE:0. 250 INCH DIJ\ , PLASTIC 

- - - . - - -
TERMINAL 80ARD:3 NOTCH , CERJ\MIC,CLIP MTD 
• MOUNT,TERM. 80:0. 577 INCH H 

( ATTACHING PARTS) 
SPACER,SLEEVE:0. 250 INCH DIA, PLASTIC 

- - - . - - -
TERMINAL BOARD :2 NOTCH,CERJ\MIC,CLIP MTD 
. MOUNT,TERM. BD:0 . 577 INCH H 

(ATTACHING PARTS) 
SPACER, SLEEVE :0 . 250 INCH DIJ\,PLASTIC 

- - - * - - -
CONTACT,ELEC:0.46 INCH LONG 
TERMINAL,PIN:0. 365 L X 0.25 PH,BRZ GOLO,PL 
CONTACT,ELEC:0. 64 INCH LONG 
CONNECTOR BODY, : CKT CD MT, 3 PRONG 
CONTACT,ELEC:FOR NO. 22-26 AWG WIRE 
SOCKET ,PLUG-IN : 3 PIN, ROUND 

SOCKET,PIN TERM:0. 188 INCH LONG 
SOCKET,PIN TERM:0. 188 INCH LONG 
SOCKET, PIN TERM: 0 . 188 INCH LONG 
SOCKET,PLUG-IN :3 PIN , SQUARE 
SOCKET,PLUG-IN :3 PIN,SQUARE 
SOCKET,PLUG IN: MICROCIRCUIT,8 CONTACT 

Mfr 
Code Mfr Part Number 

80009 337-1665- 00 
80009 337- 1850- 00 
B0009 337-1665- 01 

83385 OBD 

22526 47350 
22526 47357 
80009 131-1003-00 
80009 136- 0183- 00 
22526 75060 
22526 75060 
71785 133- 23- ll- 034 
7j903 C950802 
00779 86250-2 
22526 48059 
00779 50462- 7 
80009 136-0461- 00 

83385 080 
86445 080 

80009 214- 0579-00 
05820 205-AB 
80009 198-2785- 00 

83385 080 

80009 124- 0158- 00 
80009 355-0046-00 

80009 J6l-0007-00 

80009 124-0120-00 
80009 355-0046-00 

80009 361- 0007-00 

80009 124-0092-00 
80009 355-0046-00 

80009 361-0007-00 

80009 124- 0119- 00 
80009 355- 0046-00 

80009 361- 0007-00 

22526 47350 
22526 47357 
22526 47359 
80009 131-1003- 00 
22526 75374-001 
80009 136-0183- 00 
22526 75060 
22526 75060 
22526 75060 
71785 133-23-ll-034 
71785 133- 23-11-034 
73803 C950802 
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Replaceable Mechanical Parts- 485 

Fig. & 
Index 
No. 

Tektronix 
Part No. 

Serial/Model No. 
Eff Oscont Qty 1 2 3 4 5 Name & Description 

2- 124 136- 0327-0l 8010100 814 2799 12 SOCJ<ET, PIN TERM: 0 . 067 INCH DIA 
SOCKET, PIN TERM: FOR 0 . 025 INCH SQUARE PIN 
SKT, PL-IN ELEC:CKT CARO CONTACT 
COVER, XSTR:TEMP STAB FOR 2 T0-18 CS STYLE 
TERM. , TEST PT: 0 . 40 INCH LONG 

136- 0 263- 04 B142800 12 
-125 136- 0461-00 4 
- 126 200- 1167-00 l 
- 127 214-0579- 00 23 
-128 214- 1292-00 4 HEAT SINK, ELEC :TRANSISTOR 

CLAMP, LOOP:#20, NEON BULBS 
ROD, SPACER: 0 . 25 OD X 0 . 656 INCH LONG 

- 129 343- 0043- 00 2 
-130 384-0531- 00 2 

- 131 21 1-0097-00 l 
(ATTACHING PARTS E'OR EACH) 

SCREW, MACHI NE:4- 40 X 0.31 2 INCH, PNH STL 
W/\SHER,LOCJ<:INTL, 0 .12 ID X 0. 26"0D, STL 21 0- 0004-00 l 

- 132 

- 133 
-134 

-135 

-136 
- 137 
- 138 
- 139 

211-0007-00 

337- 1500- 00 

211- 0007-00 

105- 0281-00 B010100 B049999 
200- 1275- 00 B010100 B049999 

211-0022- 00 B010100 B049999 
210-0001- 00 B01 0100 8049999 
211-0008-00 B010100 B049999 
210-0004- 00 8010100 B049999 

-14 0 131-0963- 00 B01 0100 B049999 
-141 210-0406- 00 B010100 B049999 
- 142 214-1139- 02 B010100 B049999 

214-1139-03 B01 0100 B049999 
-143 214- 1127- 00 B01 0100 B049999 
-144 401- 008 1-02 B010100 B049999 

-145 354-0391-00 B01 0100 8049999 

- 146 407-0926- 00 B01 0100 8049999 
-147 105-0277- 00 B01 0100 B049999 

210- 0406-00 B01 0100 8049999 
- 148 401- 0146- 01 B01 0100 B049999 

- 149 211-011 6- 00 B010100 8049999 
211-0180- 00 B01 0100 8049999 

105-0335-00 8010100 B049999 
- 150 200-1355- 00 8010100 8049999 

-151 211- 0022- 00 B010100 B049999 
- 152 210- 0001-00 80101 00 8049999 
- 1 53 211-0008- 00 B010100 B049999 
- 154 210- 0004-00 B010100 B049999 

-155 105-0280- 01 8010100 B049999 
213- 0153-00 B010100 8049999 

- 156 105- 0279- 00 B0101 00 B049999 

-157 354-0350- 00 B010100 B049999 

- 1 58 214-1705- 00 B010100 8049999 
- 159 386- 2211-00 B010100 B049999 

-160 211- 0022- 00 B010100 8049999 
-161 210- 0001- 00 B010100 8049999 
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- - - * - - -
(ATTACHING PARTS FOR CKT BD) 

8 SCREW,MACHINE:4-40 X 0 . 188 INCH,PNH STL 
- - - * - - -

l SHu:LD,CKT BD: Z AXIS ON B TlRG HORIZ 
(AT'I'/\CHING PARTS) 

2 SCREW,MACHINE : 4 - 40 X 0.188 lNCH, PNH STL 
l CKT BOARD 1\SSY : SWEEP TlMING(SEE Al2 EPL) 
l ACTU/\TOR I\SSY :CAM SW TIME/CM,A SWP 
l COVER,CAM SW: 

(ATTACHING PARTS) 
2 SCREW, MACHINE: 2-56 X 0 . 188 INCH , PNH STL 
2 W/\SHER, LOCK:INTL,0. 092 ID X 0 . 18"0D,STL 
4 SCREW, MACHINE: 4-40 X 0 . 25 INCH , PNH STL 
4 WI\SHER,LOCK: INTL,0. 12 ID X 0 . 26"0D, STL 

1 
3 
1 
l 
2 
l 

l 

l 
1 
4 
l 

4 
2 

l 
l 

2 
2 
4 
4 

1 
2 
1 

2 

l 
1 

2 
2 

- - - * - - -
CONTACT, ELEC :GROONDING 
NUT,PLAIN,HEX. : 4-40 X 0 . 188 INCH, BRS 
SPRING,FLAT:GREEN COLORED 
SPRING, FLAT: RED COLORED 
ROLLER,DETENT:O. U5 DIA X 0 .125 INCH L 
BEARING, CAM SW:FRONT 

(ATTACHING PARTS) 
RING, RETAINING : 0 . 395"FREE ID X 0 . 025" STL 

-- -* ---
BRACKET,COVER: 
ACTUATOR, CAM SW: TIME/CM A 
NUT, PLAIN, HEX. :4-40 X 0 . 188 INCH,BRS 
BEARING ,CAJ-1 SW: CENTER 

(ATTACHING PARTS FOR I\SSV) 
SCR, ASSEM WSlfR:4-40 X 0 . 312 INCH , PNH BRS 
SCR, ASSEM WSHR:2- 56 X 0 . 25 I NCH, PNH BRS 

- - - * - - -
ACTUATOR I\SSY: CA.M SW TlME/CM, B SWP 

COVER, CAM SW : 
(ATTACHING PARTS) 

SCREW, MACHINE : 2- 56 X 0.188 INCH , PNH STL 
WI\SHER, LOCK: INTL,0. 092 ID X 0 . 18"0D, STL 
SCREW,MACHINE :4-40 X 0 . 25 INCH,PNH STL 
W/\SHER, LOCK: IN'l'L , 0 . 12 ID X 0 . 26"0D, STL 

- - - . - - -
STOP,ROT, KNOB:W/BUSHING 
• SETSCREW:5- 40 X 0 .125 I NCH, HEX SOC $TL 
STOP,KNOB PULL: STATIONARV 

(ATTACHING P/\RTS) 
RING, RETA.INING : 0 . 073"FREE ID X 0.015",STL 

- - - . - - -
SPRING, FLAT : STOP PLATE, CAM SWITCH 
SPRT, STOP PLATE:CAM SWITCH 

( ATTACHING PARTS) 
SCREW, MACHINE:2- 56 X 0 . 188 I NCH, PNH STL 
W/\SHER, LOCK:lNTL, 0 . 092 ID X 0 . 18"0D, STL 

- - - . - - -

Mfr 
Code Mfr Part Number 

00779 86281- 2 
22526 48059 
80009 136-0461-00 
80009 200-1167-00 
80009 214-0579- 00 
05820 205- AB 
80009 343- 0043- 00 
80009 384-0531- 00 

83385 08D 
78189 1204-00-00- 0541C 

83385 OBD 

80009 337-1500- 00 

83385 OBD 

80009 105- 0281-00 
80009 200-1275-00 

83385 OBD 
78189 1 202-oo- oo- 0541C 
83385 OBD 
78189 1 204-00-00- 0541C 

80009 131- 0963- 00 
73743 2Xl2161--402 
80009 214-1139- 02 
80009 214-1139-03 
80009 214-1127- 00 
80009 401- 0081-02 

9746 4 3100- 43- CD 

80009 407- 0926- 00 
80009 105- 0277- 00 
73743 2Xl2161-402 
80009 401-0146- 0l 

83385 OBD 
83385 OBD 

80009 105-0335- 00 
80009 200-1355-00 

83385 OBD 
78189 1202- oo-oo- 0541C 
83385 OBD 
78189 1 204-00-00-0541C 

80009 105- 0280-01 
74445 OBD 
80009 1 05- 0279- 00 

79136 5q3-9MD 

80009 214-1705- 00 
80009 386-2211-00 

83385 OBD 
78189 1202-oo- oo-0541C 
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Replaceable Mechanlcal 'Parts-485 

Fig. & 
Index 
No. 

Tektronix 
Part No. 

Serial/Model No. 
Elf Dscont 

2- 210-0406-00 B010100 8049999 
-162 401- 0081- 02 B010100 8049999 
- 163 407-0926- 00 B010100 B049999 
-164 105-0278-00 B010100 B049999 

-165 354- 0391-00 B010100 8049999 

-166 214-1139-02 B010100 8049999 
214-1139- 03 8010100 8049999 

- 167 214-1127-00 8010100 8049999 
-168 210- 0406- 00 8010100 8049999 
-169 401-0146- 0l 8010100 8049999 

-170 211-0116-00 8010100 8049999 
-111 211-0100- 00 9010100 8049999 

105-0470-00 8050000 

211- 0116-00 8050000 
211-0180- 00 8050000 

-172 200-1551-00 8050000 

-173 211-0022- 00 8050000 
- 174 210-0001-00 8050000 
-175 211-0008-00 8050000 
-176 210-0004- 00 B050000 

- 177 131- 0963-00 8050000 
-178 210-0406- 00 B050000 
-179 214-1139-02 8050000 

214- 1139- 03 8050000 
-180 214-1127-00 B050000 
-1a1 401-0001-02 eo5oooo 

-182 354-0391- 00 8050000 

-183 105-0277-00 8050000 
-184 407- 0926-00 8050000 

210-0406- 00 8050000 
-185 401-0115- 00 B050000 
-186 407-0926-00 8050000 
- 187 105- 0471-00 8050000 

-188 354-0391-00 B050000 

- 189 214- 1139-02 
214- 1139-03 

-190 214-1127- 00 
-191 210- 0 406-00 
-192 401- 0081-04 

105- 0410- 00 
-193 352- 0350- 00 

213-0048-00 
-194 105- 0409-00 
-195 361-0535-00 
-196 354-0291-00 
- 197 214-1812-00 
-198 344-0244-00 

-199 361-0007- 00 

9-15 

B050000 
B050000 
8050000 
8050000 
8050000 
8050000 
8050000 
8050000 
8050000 
8050000 
8050000 
8050000 

Qty 1 2 3 4 5 Name & Description 

4 
l 
l 
1 

NUT, PLAIN, HEX.:4-40 X 0.188 INCH, 8RS 
8EARING, CAM SW: FRONT 
BRACKET, COVER: 
ACTUATOR, CAM SW : TIME/CM B 

(ATTACHING PARTS) 

Mfr 
Code 

73743 
80009 
80009 
80009 

Mfr Part Number 

2Xl2161-402 
401- 0081-02 
407- 0926- 00 
105- 0278- 00 

l 

1 
1 
2 
4 
1 

RING, RETAINING:0 . 395" FREE ID X 0 . 025" STL 97464 3100- 43- CD 

4 
2 

l 

6 
4 

1 

4 
4 
6 
6 

l 
3 
l 
1 
2 

l 

1 

1 
1 
4 
l 
l 
l 

l 

l 
l 
2 
4 
l 
l 
l 
1 
l 
l 
l 
1 
2 

l 

- - - * - - -
SPRING, FLAT : GREEN COLORED 
SPRING, FLAT:RED COLORED 
ROLLER, DETENT: 0 . 125 DIA X 0 . 125 INCH L 
NUT, PLAIN , HEX.:4- 40 X 0 . 188 INCH, 8RS 
BEA.R.ING,CAM SW:CENTER 

(ATTACHING PARTS FOR ASS'i) 
SCR,ASSEM WSHR:4-40 X 0 . 312 INCH,PNH BRS 
SCR,ASSEM WSHR : 2- 56 X 0 . 25 INCH,PNH BRS 

- - - * - - -
ACTUATOR ASS'i:CAM SW,TIME/CM 

( ATTACHING PARTS) 
SCR, ASSEM WSBR:4-40 X 0 . 312 INCH, PNH B.RS 
SCR, ASSEM WSHR:2-56 X 0 . 25 INCH,PNH BRS 

- - - . 
ACTR ASS'i I.NCWDES: 
COVER,CAM SW : 

(ATTACHING PARTS) 
SCREW, MACHINE:2- 56 X 0 . 188 INCH, PNH STL 
WASHER, LOCK : INTL, 0 . 092 ID X 0 . 18"0D, STL 
SCREW,MACHINE :4-40 X 0 . 25 INCH, PNH STL 
WASHER, LOCK: INTL, 0 .12 ID X 0 . 26"0D, STL 

- - - * - - -
CONTACT, ELEC :GROUNOING 
NUT,PLAIN,HEX. :4-40 X 0 . 188 INCH,8RS 
SPRING,FLAT :GREEN COLORED 
SPRING, FLAT: REO COLORED 
ROLLER, DETENT: 0 . 125 DlA X 0 . 125 INCH L 
~f!AJUNG, CAM SW:FRONT 

(ATTACHING PARRTS) 
RING, RETAINING:0 . 395"FREE ID X 0.025" STL 

- - - * - - -
ACTUATOR, CAM SW:TIME/CM A 
8RACKET, COVER: 
NUT, PLAIN , HEX. :4- 40 X 0.188 INCH , BRS 
BEARING, CAM SW:CENTER 
BRACKET, COVER: 
ACTUATOR,CAM SW :TIME/CM B 

(ATTACHING PARTS) 
RINC,RETAINING:0 . 395"FREE ID X 0 . 025" STL 

- - - * - - -
SPRINC, FLAT: GREEN COLORED 
SPRING, FLAT: RED COLORED 
ROLLER, DETENT:0. 125 DIA X 0 . 125 INCH L 
NUT, PLAIN, HEX.: 4-40 X 0 . 188 INCH,8RS 
8EARING,CAM SW:W/INSERT 
STOP, ROT. SHAFT:CAM SWITCH 

HOLDER,STOP PIN: 
SETSCREW : 4- 40 X 0 . 125 INCH,HEX SOC STL 
STOP, SHAFT:CAM SW DRUM 
SPACER, RING : 0 . 130 ID X 0.18 INCH OD 
RING, RETAINING: 
SPR, HLCL,TRSN: . 832 OD,LOOP ENDS,MUW 

CLIP , COMP MTG : HORIZ PRESS MT 
(ATTACHING PARTS FOR EACH) 

SPACER,SLEEVE : 0 . 250 INCH DIA,PLASTIC 
- - - * - - -

80009 214-11 39-02 
80009 214- 1139- 03 
80009 214- 1127-00 
73743 2Xl2161-402 
80009 401- 0146- 01 

83.385 08D 
83385 OBD 

80009 105- 0470- 00 

83385 08D 
83385 08D 

80009 200-1551- 00 

83385 OBD 
78189 1202- oo- oo- 054lc 
83385 OBD 
78189 1204- 00- 00- 0541C 

80009 131- 0963- 00 
73743 2Xl2161-402 
80009 214-1139-02 
80009 214- 1139- 03 
80009 214- 1127-00 
80009 401-0081-02 

97464 3100-43-CD 

80009 105- 0277- 00 
80009 407- 0926- 00 
73743 2Xl2l61-402 
80009 401- 0115- 00 
80009 407-0926-00 
80009 105-0471-00 

97464 3100-43-CO 

80009 214-1139-02 
80009 214-1139- 03 
80009 214-11 27- 00 
7374 3 2Xl216l-402 
80009 401- 0081- 04 
80009 105- 0410-00 

74445 
80009 
80009 
97464 

80009 

OBD 
08D 
105-0409- 00 
361- 0535-00 
2000-12CD 
OBD 
344-0244-00 

80009 361-0007- 00 
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Fig. & 
Index 
No. 

2-200 
-201 
- 202 
- 203 

-204 

-205 

Tektronix 
Part No. 

131-0604-00 
384-0405-00 
351- 0180-00 
214-1136-00 
214-1190-00 
214-1190- 02 
213-0075-00 
213- 0239-00 

-206 210-0583-00 
-207 210-0046-00 

-208 407-0803-00 
-209 136-0252-04 
-210 136-0269-02 
-211 136-0461- 00 
-212 147-0035-00 
-213 426-0781-00 

-214 211-0097-00 
-215 210-0406-00 
-216 210-0004-00 

-217 426-0781-00 

-218 211-0008-00 

-219 388-2667-00 
-220 337-0717-00 

211-0207-00 

-221 386-2228- 00 
-222 --"-- ----

-223 211-0559-00 
-224 210-0457-00 
-225 210-0949-00 

-226 386-2499-00 
-227 337-1764- 00 
-228 260-0638-00 

-229 211-0105-00 
-230 210-0586-00 

Serial/Model No. 
Eff Dscont 

B010100 B049999 
B050000 

-231 343-0006-001 
343-0003-002 

-232 210-0586-00 
-233 210-0863- 00 

-234 348-0063-00 
-235 348-0064-00 
-236 358-0215- 00 
-237 348-0051-00 
-238 348-0050-00 
-239 348-0031-00 B010100 B079999X 
-240 348-0056-00 
-241 343-0213-00 

343-0088-00 

l495 only 
2485-l and 485-2 only . 
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Replaceable Mechanlcal Parts--485 

Qty 1 2 3 4 5 Name & Description 

52 
1 
l 
1 
l 
l 
1 
1 
1 

l 
1 

l 
3 
1 
6 
1 
l 

2 
2 
2 

l 

2 

CONTACT,ELEC:CKT CD SW,SPR 
EXTENSION SHAFT:7.831 INCH LONG 
SLIDE,GUIDE:SWITCH ACTUATOR 
ACTUATOR,SL SW:DUAL DPST 
EXTENDER,RETRAC: 
EXTENDER,RETRAC: 

SETSCREW:4-40 X 0 . 094 INCH,HEX SOC STL 
. SETSCREW:3-48 X 0.062 INCH,HEX SOC STL 
RES. ,VAR: (SEE Rl400 EPL) 

(ATTACHING PARTS) 
NUT,PLAIN,HEX.:0.25-32 X 0.312 INCH,BRS 
WASHER,LOCK:INTL,0.26 ID X 0. 40" OD,STL 

- - - . 
BRACKET, CMPNT: 
SOCKET,PIN TERM:0.188 INCH LONG 
SOCKET,PLUG-IN:14 CONTACT,LOW CLEARANCE 
SKT,PL-IN ELEC:CKT CARD CONTACT 
MOTOR,DC:BRUSRLESS,10-15VDC,145MA 
MOCINT,MOTOR: 

(ATTACHING PARTS) 
SCREW,MACHINE:4-40 X 0.312 INCH,PNH STL 
NUT,PLIUN,lif:X. :4-40 X 0 .188 INCH,BRS 
WASHER,LOCK:INTL,0.12 ID X 0.26"0D,STL 

- - - . 
MOUNT,MOTOR: 

(ATTACHING PARTS) 
SCREW,MACHINE:4-40 X 0 . 25 INCH,PNH STL 

- - - . - - -
l CKT BOARD:MOTOR INTERCONN 
1 SHIELD,CKT BD:HORIZONTAL AMPLIFrER 

(ATTACHING PARTS FOR CKT BD) 
6 SCR,ASSEM WSHR:4-40 X 0 . 312 INCH,PNH STL 

- - - . 
16 SUPPORT,CKT BD: PLASTIC 

l RES. ,FXD: (SEE R691 EPL) 
(ATTACHING PARTS) 

2 SCREW,MACHINE :6-32 X 0.375"100 DEG, FLH STL 
2 NIJT,PLAIN,EXT W:6-32 X D.312 INCH, STL 
2 WASHER,FLAT:0.141 ID X a.so INCH OD,BRS 

- - - * - - -
l SUPPORT, SHI.ELD: TERMINATION 
l SHIELD,ELEC:TERMINATION 
l SW,THERMOSTATIC:10A,240V, OPEN 75 DEG C 

(ATTACHING PARTS) 
2 SCREW,MACHINE:4-40 X 0.188"100 DEG,FLH STL 
2 NUT,PLAIN,EXT W:4-40 X 0 .25 INCH,STL 

- - - * - - -
l CLAMP,LOOP:0 . 50 INCH DI/IMETER,PLSTC 
l CLAMP,LOOP:0.25 INCH DIA 

(ATTACHING PARTS) 
l NUT,PLAIN,EXT W:4- 40 X 0 . 25 INCH,STL 
l WSHR,LOOP CLAMP:FOR 0 .50" WIDE CLAMP , STL 

- - - . - - -
2 GROMMET,PLASTIC:0.50 INCH DIA 
1 GROMMET,PLASTIC:0.625 INCH DIA 
l GROMMET,PLASTIC :U SHAPED 
l GROMMET,RUBBER : 0 . 938 INCH DIA 
l GROMMET,PLASTlC:0. 75 INCH DIA 
2 GROMMET,PLASTIC:0 .156 INCH DIA 
l GROMMET,PLASTIC:0.375 INCH DIA 
3 CLAMP, LOOP : PRESS ~IT, PLASTIC 
l CLAMP,LOOP:0. 062 INCH DIA 

Mfr 
Code Mfr Part Number 

80009 131-0604-00 
80009 384-0405-00 
80009 351-0180-00 
80009 214-1136-00 
80009 214-1190-00 
80009 214- 1190-02 
OOOBK OBD 
71159 OBD 

73743 2X20224-402 
78189 1214-05-00-0541C 

80009 407- 0803-00 
22526 75060 
01295 C95140l 
80009 136-0461-00 
25088 1AD300l-OA 
80009 426-0781-00 

83385 OBD 
73743 2Xl2161-402 
78189 1204-00- 00-0541C 

80009 426-0781-00 

83385 OBD 

80009 388-2667-00 
80009 337-0717-00 

83385 OBD 

80009 386-2228-00 

83385 OBD 
83385 080 
12327 OBD 

80009 386-2499-00 
80009 337-1764-00 
93410 110-364 

83385 OBD 
78189 OBD 

95987 1-2-6B 
95987 1-4 6P. 

78189 OBD 
95987 Cl91 

80009 
80009 
80009 
83907 
80009 
80009 
80009 
80009 
80009 

348-0063-00 
348- 0064-00 
358-0215-00 
1107 
348-0050-00 
348-0031-00 
348-0056-00 
343-0213-00 
343-0088-00 
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Replaceable Mechanlcal 'Parts-485 

Fig. & 
Index 
No. 

Tektronix 
Pa~t No. 

2- 242 220-0547-01 

- 243 211-0007- 00 

- 244 220-0547-01 

-245 211-0105-00 

Serial/Model No. 
Elf Dscont 

-246 369-0031-00 BOlOlOO 8079999 
369-0031-01 B080000 
369-0031-00 Bl42990 

- 247 149-0030-00 B010100 B079999X 
-248 260-1300- 00 

-249 211-0020-00 
-250 210-0586-00 
-251 210-0201- 00 

-252 380- 0259- 00 
- 253 441-1051-00 

2ll-0012-00 
2ll-0541-00 

210-0659-0l 
-254 200-0608-00 
-255 ---- - --

-256 210-0583- 00 
-257 210-0223-00 

- 258 ----- ----

-259 210-0583-00 
-260 210-0046- 00 

-261 131-0771-00 

- 262 220-0551-00 
- 263 361-0428-00 

-264 131-0955- 00 

-265 210-0590- 00 
-266 210-0012- 00 

- 267 131-0955- 00 

- 268 210-0590- 00 
-269 210-0255- 00 

-270 ----- -----

-271 358-0251- 00 
- 272 210-0046- 00 
- 273 210- 0583-00 

- 274 407-0971- 00 

- 275 211-0105-00 

-276 366-1398-00 

9-17 

Qty 1 2 3 4 5 Name & Description 
15 NOT,BLOCK:0. 38 X 0.25 X 0 . 282"0A 

(ATl'ACHING PARTS FOR F.ACH) 
l SCREW, MACHINE: 4 -40 X 0.188 INCH, PNH STL 

- - - . - - -
4 NUT,BLOCK:0.38 X 0 . 25 X 0 . 282"0A 

{ATl'ACHING PARTS FOR EACH) 
l SCREW,MACHINE:4-40 X 0 .188"100 DEG,FLH STL 

--- • ---
1 IMPLR,FAN,AXIAL:2.60 INCH OD, PLASTIC 
l IMPLR,FAN,CENTR: 
l IMPLR,FAN,AXIAL:2 . 60 INCH OD,PLASTIC 
l METER,T TOTAL:CIRCUIT CARD MOUNT, DC 
l SWITCH,SLIDE: 

(A'I'TACHING PARTS) 
2 SCREW, MACHINE:4-40 X 1.125 lNCH,PNH STL 
2 NUT,PLAIN,EXT W:4- 40 X 0 . 25 INCH,STL 
l TERMINAL, LUG: SE lt4 

- - - * - - -
l HSG, TIME METER: 
l CHJ\S , ELEC EQUIP :SUBPANEL ASSEMBLY 

(A'I'TACHING PARTS) 
2 SCREW,MACHINE:4-40 X 0.375 INCt:,PNI' STL 
2 SCREW,MACHINE:6-32 X 0.25"100 DEG, FLH STL 

- - - 'Ir - - -

8 EYELET,METALLIC:0. 121 OD X 0 . 156 INCH LONG 
l COVER,VAR RES. :PLASTIC 
l RES. ,VAR:(SEE Rl640 EPL) 

(ATl'ACHING PARTS) 
2 NOT,PLAIN, HEX. :0 .25-32 X 0.312 INCH , BRS 
l TERMINAL, LUG:0. 25 INCH DIA, SE 

- - - . - - -
l RES.,VAR:(SEE Rl799 EPL) 

(ATTACHING PARTS) 
2 NUT,PLAIN,HEX.:0 . 25- 32 X 0 .312 INCH,BRS 
l WASHER, LOCK:INTL,0. 26 ID X 0 .40" OD,STL 

- - - * - - -
2 CONNECTOR,RCPT, :4 CONT,QUICK DISCONNECT 

(ATl'ACHING PARTS FOR EACH) 
l NUT, PLAIN,HEX.: 9 MM X Q.437 INCH 
l SPACER, SLEEVE:0. 36 ID X 0 . 30 INCH L , AL - - - . - - -
2 CONNECTOR, RCPT, :BNC,FEMALE, W/HARDWARE 

( ATTACHING PARTS FOR EACH) 
l NUT, PLA.I .N,HEX. :0. 375 X 0 . 438 INCH,STL 
l WASHER,LOCK:INTL, 0 . 375 ID X 0 . 50" OD STL 

- - - * - - -
2 CONNECTOR,RCPT, :BNC,FEMALE,W/HARDWARE 

(ATTACHING PARTS FOR EACH) 
l NUT, PLAIN,HEX. :0.375 X 0 .438 INCH,STL 
1 TERMINAL, LUG:0 , 391" ID INT TOOTH 

- - - . - - -
l RES. ,VAR: (SEE Rl790 EPL) 

fATl'ACHING PARTS) 
l INSERT,SCR THD:0. 25-32 X 0 . 424 INCH LONG 
l WASHER,LOCK:INTL, 0 . 26 ID X 0 .40 " OD, STL 
l NUT, PLAIN, HEX. : 0 . 25-32 X 0 . 312 INCH , BRS 

- - - * - - -
1 BRACKET,CONN : REAR PANEL 

(ATTACHING PARTS) 
2 SCREW,MACHINE:4.-40 X 0 . 188"100 DEG, FLH STL 

* - - -
2 KNOB :ASTIG AND FOCUS 

Mfr 
Code Mir Part Number 

80009 220-0547-01 

83385 OBD 

80009 220-0547-01 

83385 OBD 

80009 369-0031-00 
80009 369-0031-01 
80009 369- 0031- 00 
18583 120-LC 
82389 46206LFE 

83'385 OBD 
78189 OBD 
78189 2104-04-00-2520N 

80009 380- 0~59- 00 
80009 441-1051-00 

83385 080 
83385 OBD 

80009 210-0659-01 
80009 200-0608-00 

7374 3 2X20224-402 
86928 A313- 136 

73743 2X20224-402 
78189 1214-05-00- 0541C 

OOOOA ROA- 304NYL 

73743 OBD 
80009 361-0428 - 00 

05091 31-279 

73743 2X28269-402 
10109 1220-02-oo-054lc 

05091 31-279 

73743 2X28269-402 
80009 210- 0255- 00 

80009 
78189 
73743 

358-0251-00 
1214-05- 00-0541C 
2X20224-402 

80009 407-G 91-00 

83385 OBD 

80009 366-1398- 00 

REV . I APRIL 1978 



Fig. & 
Index 
No. 

Tektronix 
Part No. 

2- 213-0239- 00 

Serial/Model No. 
Eff Dscont 

380-0258-00 BOlOlOO B079999 
-277 380-0258-02 8080000 

-278 210-0586- 00 

- 279 378- 0036- 01 
-280 378- 0797- 01 
-281 386-2051-0l B010100 B079999 

386-2051-01 8080000 

-282 211-0007-00 
-283 211-0105-00 

198-2566- 00 
131-1119- 00 
131-0861-00 
175-1050- 00 
175-1296-00 
200-1075-00 
352-0171- 00 
352-0197-00 

-284 337-1880- 00 XB030000 

-285 211-0101-00 XB030000 

-286 200-1269-00 
- 287 348- 0298- 00 
-288 348- 0299- 00 

-289 211- 0631- 00 
-290 166-0424-00 

119-0346-00 
-291 ---- -----
-292 343- 0088- 00 
-293 346-0032- 00 

198-0689-00 
198-2873- 00 

-294 131-0861- 00 
-295 200-1075-00 

-296 211-0007- 00 BOlOlOO B059999 
129- 0 285- 00 B060000 
210- 0004-00 B060000 
210-0801-00 B060000 

- 297 161- 0049-00 
-298 358- 0161- 00 
-299 386-2053-00 

-300 211-0007-00 

- 301 204-0374-01 
- 302 407-1046-00 
-303 129- 0285-00 B010100 B010499 

-304 211-0105-00 8010100 B010499 
-305 210- 0004-00 8010100 B010499 

210-0006-00 BOl OlOO 8010499 

166-0026-00 B010500 

REV. C AUG. 1977 

Replaceable Mechanical Parts- 485 

Qty 1 2 3 4 5 Name & Description 

l . SETSCREW:3-48 X 0 . 062 INCH,HEX SOC STL 
l HSG,AIR FILTER: 
l HSG,AIR FILTER: 

(ATTACHING PARTS) 
4 NUT, PLAIN , EXT W:4-40 X 0 . 25 INCH,STL 

- - - . - - -
l FIL ELEM AIR C0:2. 25 X 3 . 063 INCH LG,FOA/ol 
1 SCREEN,FAN : 
l PANEL,REAR: 
l PANEL, REAR: 

(ATTACHING PARTS) 
3 SCREW,MACHINE:4-40 X 0 . 188 INCH,PNH STL 

10 SCREW, MACHlNE :4-40 X 0.188"100 DEG,FLH STL 
l WIRE SET, ELEC : REAR COMB ASSEMBLY 
2 CONTACT, ELEC:FOR NO. 22-26 AWG WIRE 
l CONTACT,ELEC:QUICK DISCONNECT 

FT CABLE, SP,ELEC:2-COND, W/GRAYJACKET,120 . 0"L 
FT CABLE,SP,ELEC: 

2 COVER, ELEC CONN :PLASTIC 
3 CONN BODY , PL, EL:l WIRE BLACK 
l CONN BODY,PL,EL:l WIRE BLACK 

---·---
l SHIELD,ELEC:OSCILLATION 

(ATTACHING PARTS) 
8 SCREW,MACHINE :4- 40 X 0 . 25" 100 DEG, FLH STL . - - -
l COVER,OSCP : REAR PANEL 
2 FOOT , CABINET: 
4 PAD, CAB FOOT: 

(ATTACHING PARTS FOR EACH) 
l SCREW,MACHINE :6-32 X 2 INCH,FLH STL 
l SPACER, SLEEVE:0.18 ID X 0 . 25 OD X 0 .171" 

.. - - -
l FIL,LINE ASSY : 
l CKT BOARD ASSY:LINE FILTER(SEE Al6 EPL) 
l CLAMP, LOOP : 0 . 062 INCH DIA 
3 STRAP, RETAINING : 
l WIRE SET,ELEC:FILTER RFI 
l WIRE SET, ELEC: LINE FILTER BOARD 
2 • CONTACT,ELEC:QUICK DISCONNECT 
2 . COVER,ELEC CONN:PLASTIC 

(ATTACHING PARTS FOR CKT BO) 
3 SCREW,MACHlNE :4-40 X 0 . 188 INCH , PNH STL 
3 POST, ELEC-MECH :0.281 L X 0 . 188 HEX BRS 
3 WASHER, LOCK: INTL, 0 .12 10 X 0 . 26"0D,STL 
3 WASHER,FLAT:0.14 ID X 0 . 281 OD NP STL 

1 
1 
l 

2 

1 
l 
3 

1 
l 
l 

3 

--- · ---
CABLE ASSY,PWR,:80 INCH LONG,W/MALE CONN 
BSHG, STRAIN RLF:FOR 0.50 INCH HOLE,PLASTIC 
PLATE,MOUNTING:POWER CORD 

(ATTACHING PARTS) 
SCREW,HACHINE:4-40 X 0 . 188 INCH , PNH STL 

- * - - -
BODY,FUSEHOLDER: 
BRKT,FUSE HLDR: 
POST,ELEC- MECH:0.281 L X 0 . 188 HEX BRS 

(ATTACHING PARTS FOR EACH) 
SCREW,MACHINE:4-40 X 0 .188"100 DEG, FLH STL 
WASHER,LOCK:INTL,0. 12 IO X 0 . 26"0D, STL 
WASHER,LOCK:INTL, 0 . 146 IDX 0.288 00,STL . - - -
SPACER, SLEEVE: 0 . 125 1D X 0 .188 OD X 0 . 375" 

Mir 
Code Mfr Part Number 

71159 OBD 
80009 380- 0258- 00 
80009 380- 0258-02 

78189 OBD 

80009 378- 0036- 01 
80009 378- 0797- 01 
80009 386-2051-01 
80009 386-2051- 0l 

83385 OBD 
83385 08D 
80009 198- 2566-00 
22526 75374-001 
00779 42617-2 
80009 175-1050-00 
80009 175-1296-00 
00779 1-480435-0 
80009 352- 0171- 00 
80009 352- 0197- 00 

80009 337-1880- 00 

83385 OBD 

80009 200-1269- 00 
80009 348- 0298- 00 
80009 348- 0299-00 

83385 0 B0 
80009 166- 0424-00 

80009 119- 0346-00 

80009 343-0088- 00 
98159 2829-75-4 
80009 198-0689-00 
80009 198-2873-00 
00779 42617- 2 
00779 1-480435-0 

833B5 OBD 
80009 129-0285-00 
78189 U04-00-00-0541C 
12327 OBD 

80009 161-0049- 00 
28520 SRSP4 
80009 386- 2053- 00 

83385 OBD 

80009 204-0374-01 
80009 407- 1046-00 
80009 129- 0285- 00 

83385 OBD 
78189 1204- 00- 00- 0541C 
78189 l206-00-00-0541C 

71590 P7610- l 

9-18 



Replaceable Mechanical Parts-485 

Fig. & 
Index Tektronix Serial/Model No. 
No. Part No. Eff Dscont Qty 

2-306 210-0201-00 l 

-307 211-0007-00 l 
-308 210- 0406- 00 l 

-309 380- 0252-00 l 

-310 211-0007-00 5 

-311 352-0326- 00 l 

9-19 

1 2 3 4 5 Name & Description 

TERMINAL,LUG:SE #4 
(ATTACHING PARTS) 

SCREW,MACHINE:4-40 X 0 .188 INCH,PNH STL 
NUT,PLAIN,HEX.:4-40 X 0 .188 INCH,8RS 

---·---
HSG,LINE FILTER: 

(ATTACHING PARTS FOR ASSY) 
SCREW,MACHINE :4-40 X 0.188 INCH,PNH STL 

- . - - -
FUSEHOLDER:PLASTIC 

Mfr 
Code Mfr Part Number 

78189 2104- 04- 00-2520N 

83385 0B0 
73743 2Xl2161-402 

80009 380-0252-00 

83385 OBD 

80009 352- 0326- 00 

REV. A MARCH 1976 



Fig. & 
Index 
No. 

3-1 
-2 

Tektronix 
Part No. 

200- 1251- 00 
200- 0602-00 

Serial/ Model No. 
Eff Dscont 

-3 367-0153-00 8010100 8142694 
367- 0193- 00 8142695 

-4 

- 5 
- 6 
- 7 
- 8 

- 9 

211- 0512-00 8010100 8142694 
213- 0227-00 8142695 
214-0516- 00 
213- 0139- 00 
210- 0805- 00 
214- 0513- 00 B010100 B081609 
214- 0513- 04 B081610 B142694 
214-1987-00 B142695 
214- 0515- 00 B010100 8081609 
214- 0515- 02 B081610 

-10 348- 0235- 00 
-11 348- 0304-00 
-12 390-0224- 00 
-13 348- 0080- 00 
-14 334-1934- 00 

016- 0558-00 
-15 367-0022- 00 

-16 213- 0090-00 

- 17 361-0528- 00 

-18 211- 0517-00 
-19 210- 0870-00 

-20 210- 0808- 00 

- 21 211-0507- 00 
- 22 210- 0457- 00 

- 23 348-0235- 00 
- 24 348- 0304- 00 
-25 351-0104-00 
- 26 351- 0101- 00 
- 27 437-0151-00 

016- 0099- 00 

REV. B APRIL 1978 

Replaceable Mechanical Parts- 485 

Qty 1 2 3 4 5 Name & Description 

l COVER, OSCP :FRONT 
2 COVER, HDL LI\TCH : 2 . 12 DIA X . 7,ACETAL 
l HANDLE,CA.RRYING : 
l !!ANDLE,CARR'IING : 

(A'ITACHING PARTS) 
4 SCREW,MACHINE :6- 32 X 0 . 50" 100 DEG, FLH STL 
4 SCR, TPG, THD FOR :6-32 X 0 . 50 DEG, FLH ST 
2 SPRING, HLCPS :0 . 959 DIA X 1. 250 INCH LONG 
2 SCR, CAP , HEX HD:10- 24 X 0 . 375 INCH LONG 
2 WASHER,FLAT: 0 . 204 ID X 0 .438 INCH OD,STL 
2 HUB ,HDL INDEX: 
2 INDEX , HDL RING : 2 . 0 DIA X . 585 THK AL,CD 
2 INDEX,HDL RING: 
2 GEAR,HDL INDEX : 
2 HU8, HDL INDEX :l.42 DIA X . 565 THK, AL CD 

- - - . - - -
4 SHLD GSKT,ELEC: 4 . 734 INCH LONG 
4 SHLD, GSKT, ELEC:3.018 INCH LONG 
l CABINET, OSCP: \offi}\pAROUND 
4 FOOT,CABINET:0. 700 DIA X 0 . 500" LG, PLASTIC 
l PLI\TE, lDENT: 
l ADPTR, RACK MTG :XIT 
2 HANDLE,BOW:l . 5 X 4 . 5 INCH 

2 

2 

2 
2 

2 

l 
l 

4 
4 
l 
l 
l 
l 

(ATTACHING PARTS FOR EACH) 
SCREW,MACHINE :10-32 X 0 . 50 INCH ,H.EX 

- - - * - - -
SPACER,8AR: AACK MOUNTING 

(ATTACHING PARTS) 
SCREW,MACHINE:6- 32 X l INCH , PNH , STL 
WIISHER,FLAT: 0 .14 ID X 0 . 312 INCH OD STL 

---•---
EYELET, METALL~C : CENTERING 

(ATTACHING PARTS) 
SCREW,HACHINE:6-32 X 0 . 312 INCH , PNH STL 
NUT, PLAIN,EXT W:6-32 X 0. 312 INCH,STL 

- -- •---
SHto GSKT, ELEC:4 . 734 INCH LONG 
SHLD GSKT, ELEC : 3 . 018 INCH LONG 
SLIDE SECT. , DWR: PJUR 
SLIDE, DWR, EXT:PAlR 
CABINET, OSCP: 
MANUAL, TECH : RACKMOUNT HOW 

Mfr 
Code Mfr Part Number 

80009 200-1251-00 
80009 200-0602-00 
80009 367-0153-00 
80009 367- 0193- 00 

83385 OBD 
83385 OBD 
80009 214-0516-00 
14438 OBD 
12327 08D 
80009 214-0513-00 
80009 214- 0513-04 
80009 214- 1987- 00 
80009 214- 0515-00 
80009 214- 0515-02 

80009 348- 0235-00 
80009 348- 0304-00 
80009 390-0224-00 
80009 348- 0080-00 
80009 334- 1934-00 
80009 016- 0558- 00 
06540 l0353-B-1032- 25A 

83385 OBD 

80009 361- 0528- 00 

83385 OBD 
12327 OBD 

63743 2515113-3TP-909 

83385 OBD 
83385 OBD 

80009 348- 0235-00 
80009 348- 0304-00 
06666 C- 720-2 
80009 351- 0101- 00 
80009 437-0151-00 
80009 016-0099-00 

9-20 



Fig. & 
Index Tektronix Serial/Model No. Mfr 
No. Part No. Elf Dscont Qty 1 2 3 4 5 Name & Description Code Mfr Part Number 
4-l 016- 0535- 00 l POUCH,ACCESSORY :W/HJIROWJ\RE 80009 016- 0535- 00 

-2 016-0537-00 l POUCH ,ACCESSORY : VINYLE ,W/ZIPPER 05006 OBD 
- 3 012-0076- 00 l CABLE ASSY' ,RF :50 OHM COAX,W/BNC EA END, 20" L 80009 012- 0076- 00 
-4 012- 0092- 00 2 ADAPTER, CONN: 80009 012- 0092-00 
-5 011- 0049- 01 2 N'lWK, IMPD MATC :50 OHM FEEDTHRU 80009 011- 0049- 01 

070- 1194- 00 l MANU.AL, TECH : OPERATORS 80009 070- 1194-00 
070-1193- 00 1 MANUAL,TECH : INSTRUCTION 80009 070-1193- 00 
386- 0118-00 1 SHIELD,IMPLOSI ON: 80009 386- 0118- 00 
159- 0015-00 4 FUSE, CARTRI DGE : 3AG, 3A, 250V , FAST BLOW 71400 AGC 3 

REV. A MAR 1977 485/ R485 OSCILLOSCOPE 



MANUAL CHANGE INFORMATION 

At Tektronix, we continually strive to keep up with latest electronic developments 
by adding circuit and component improvements to our instruments as soon as they 
are developed and tested. 

Sometimes. due to printing and shipping requirements, we can't get these 
changes immediately into printed manuals. Hence, your manual may contain new 
change information on following pages. 

A single change may affect several sections. Since the change information sheets 
are carried in the manual until all changes are permanently entered, some 
duptication may occur. If no such change pages appear following this page, your 
manual is correct as printed. 

SERVICE NOTE 

Because of the universal parts procurement problem, some electrical parts in your 
instrument may be different from those described in the Replaceable Electrical Parts 
List. The parts used will in no way alter or compromise the performance or reliability 
of this instrument. They are installed when necessary to ensure prompt delivery to 
the customer. Order replacement parts from the Replaceable Electrical Parts List. 



CALIBRATION TEST EQUIPMENT REPLACEMENT 

Calibration Test Equipment Chart 
This chart compares TM 500 product performance to that of older Tektronix equipment. Only those 
characteristics where significant specification differences occur, are listed. In some cases the new instrument 
may not be a total functional replacement. Additional support instrumentation may be needed or a change in 
calibration procedure may be necessary. 

Comparison of Main Characteristics 

OM 501 replaces 7013 

PG 501 replaces 107 PG 501 - Risetime less t han1 107 - Risetime less than 
3.5 ns into 50 n. 3.0 ns Into 50 n. 

108 PG 501 - 5 V output pulse; 108 - 10 V output pulse 
3.5 ns Risetime 1 ns Risetime 

PG 502 replaces 107 

108 PG 502 - 5 V output 108 - 10 V output 
111 PG 502 - Risetlme less than1 111 - Riselime 0.5 ns; 30 

1 ns; 10 ns to 250 ns 
Pretrigger pulse Pretrigger pulse 
delay delay 

PG 508 replaces 114 
Performance o f replacement equipment is the same or 

115 better than equipment being replaced. 
2101 

PG 506 replaces 106 PG 506 - Positive-going 106 - Positive and Negative-
trigger output sig- going trigger output 
nal at least 1 V; signal, 50 ns and 1 V; 
High Amplitude out- High Amplitude output, 
put. 60 V. 100 V. 

067-0502-01 PG 506 - Does not have 0502-01 - Comparator output 
chopped feature. can be alternately 

chopped to a refer-
ence voltage. 

SG 503 replaces 190, 
190A. 190B SG 503 - Amplitude range 190B - Amplitude range 40 mV 

5 mV to 5.5 V p-p. to 10 V p-p. 
191 

067-0532-01 SG 503 - Frequency range 0532-01 - Frequency range 
250 kHz to 250 MHz. 65 MHz to 500 MHz. 

SG 504 replaces 
067-0532-01 SG 504 - Frequency range 0532-01 - Frequency range 

245 MHz to 1050 MHz. 65 MHz to 500 MHz. 
067-0650-00 

TG 501 replaces 180, 
180A TG 501 - Trigger,output- 180A - Trigger pulses 1. 1 O. 

slaved to marker 100 Hz: 1, 10, and 
output from 5 sec 100 kHz. Multiple 
through 100 ns. One time-marks can be 
time-mark can be generated simultan-
generated at a time. eously. 

181 181 - Multiple time-marks 
184 TG 501 - Trigger output- 184 - Separate trigger 

slaved to market pulses of 1 and 0. 1 
output from 5 sec sec: 10. 1. and 0.1 
through 100 ns. One ms; 10 and 1 µs. 
time-mark can be 
generated at a time. 

2901 TG 501 - Trigger output- 2901 - Separate trigger 
slaved to marker pulses. from 5 sec 
output from 5 sec to 0.1 µs. Multiple 
through 100 ns. time-marks can be 
One time-mark can generated simultan-
be generated at eously. 
a time. 

NOTE: All TM 500 generator outputs are short-proof. All TM 500 plug-In Instruments require TM 500-Serles Power Module. 

REV B. JUN 1978 



committed to 
technic•I excellence 

CHANGE: 

EFF SN Bl55790 

MANUAL CHANGE INFORMATION 
PRODUCT __ 4_8_. 5_/_R_48_5 __ 

070-1193- 00 

CHANGE REFERENCE M34869 

DATE 9- 12- 78 

DESCRIPTION 

ELECTRICAL PARTS LIST AND SCHEMATIC CHANGES 

CHANGE TO : 

A3 

Rl 

ADD: 

Ql 

R4 

RS 

REMOVE: 

C4 

670-1512- 02 

317- 0047- 00 

151- 0188-00 

315- 0681- 00 

315- 0752-00 

283- 0204-00 

CKT BOARD ASSY : HI 2(485,485-1) 

RES ., FXD, CMPSN:4.7 OHM , 5% , 0.125W 

TRANSISTOR:SILICON ,PNP , 2N3906 

RES .,FXD , CMPSN:680 OHM, 5%,0.25W 

RES . ,FXD,CMPSN:7.5K OHM , 5%,0.25W 

CAP ., FXD , CER DI:0 . 01UF,20%, 50V 

DIAGRAM 0 CH l 6 CH 2 ATTENUATORS - Partial 
TO 

P'30-3~--------~ 

C l 
3-) 

U BO 

C. Rl> 

I 2. 

R.4 
<oeo 

RS 
7.5 K 

PARTIAL A3 HI Z ATTENUATOR BOARD 

PAGE l OF 1 



MANUAL CHANGE INFORMATION 
TEKTRONIX® PRODUCT---~4~85::a.-__ _ CHANGE REFERENCE M35808 

commirted to 
technical excellence ____ __ ___,0~7~0~-=1=1~9=3-~0=--=--0 DATE --'2~-~5~-~7~9 __ ----"RE""-'-V~. __ _ 

CHANGE: DESCRIPTION 

EFF SN Bl60000 

ELECTRICAL PARTS LIST AND SCHEMATIC CHANGES 

CHANGE TO: 

A3(2) 

A4 (2) 

A7 

Kl 

K410 

ADD : 

Cll 

670- 1512- 04 

670- 2564-02 

670- 1662- 01 

650- 0563-00 

650-0562-00 

281-0627- 00 

CKT BOARD ASSY :HI 2(485,485-1) 

CKT BOARD ASSY :LOW Z CONTROL(485- ~) 

CKT £OARD ASSY :VERTICAL 

RELAY ASSY:WITH ADAPTER BOARD 

RELAY ASSY:WITR ADAPTER BOARD 

CAP . ,FXD,CER DI :1PF ,+/ - 0 . 25PF,500V 

Kl and KSl are removed from t~e A3 or A4 boar ds and mounted on an adapter boar<l . 

The adapter board connects with wire leads and soldered connections to original 

Kl and KSl mounting points on the A3 or A4 board . Cll is added to the A3 or A4 

board . This affects A3 CH land CH 2 HI Z attenuator boards, or A4 CH 1 and CH 2 

LO Z attenuator boards, see partial 0· K410, Sl and S2 ar e removed from the 

A7 VERTICAL board and mounted on an adap t er board that connects to the original 

K410, Sl and S2 mounting points on the A7 VERTICAL boar d thr ough soldered pins . 

This affects VERTICAL CHANNEL SWITCHING diagram 3 . 

PAGE 1 OF 2 



PRODUCT ___ 4_B_S ____ CHANGE REFERIENCE __ M_3;....;.5--'-8_0_8 ___ DATE ___ 2_-_6_-7_9 __ _ 

CHANGE: DESCRIPTION 

DIAGRAM <S> CH 1 & CH 2 ATTENUATORS - Partial 

r)I 
C3 

R.3 
I 
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