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CRT CIRCUIT

VOLTAGE READINGS were obtained under the following conditions:
INTENSITY ..... Ve .. Counterclockwise

Voltage readings marked with asterisk (*) were obtained with the
control set for normal operation

Also see IMPORTANT note on Time Base A Trigger Diagram.
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