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Displaying a Waveform
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CAUTION

When connecting cabies to the oscilloscope or the
device under test, always use an antistatic wrist
strap and any other available antistatic protection.
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Adjust VERTICAL and
HORIZONTAL POSITION and
SCALE as desired '
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Device Under Test
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New turn any knob or press any button
read a description of it on the display.

Press HELP button again to exit help.
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Operating a Menu
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Press TRIGGER MENU button.

Select irigger slope.

E,:> Select trigger parameter from main menu. @
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Coarse Knobs
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Press SHIFT button to change rate of VERTICAL and HORIZONTAL POSITION

knobs and general purpose knob.

D)
Gy







o Readoutindicates Value
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Cursor Measurements
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