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Introduction

	

TABLE 1-1 (cost)

The 7Α15 vertical amplifier plug-in unit is designed for
use with Tektronix 7000-series Oscilloscopes. The

	

7A15 is α

	

Characteristic

	

Performance
wideband general purpose amp lifier, with the upper fre-

	

Frequency R esponse

	

7500-series

	

7700-series
quency limit determined mainly by the oscilloscope in

	

System Dependent

	

Oscillosco pe

	

Oscillosco pe
which it is used . For exam p le, the 7Α 15 used with the 7504

	

Upper Bandwidth

	

60 MHz

	

75 MHzoscilloscope will h ave α System Bandwidth of 60 mega-
hertz ; and when used with the 7704 oscilloscope, the

	

(DC Coupled)
system bandwidth will be 75 megahertz. Α POLARITY

	

Lower Bandwidthswitch provides α means of inverting the d isp lay. The 7Α 15
can be operated in any p lug-in compartment of the 7000-

	

(AC Coup led )
series oscilloscopes .

	

W ithout Probe

	

2 hertz or less

This instrument will meet the electrical characteristics
listed in Table 1-1 following complete calibration as given
in Section 5. The performance check procedure given in
Section 5 provides α convenient method of checking instru-
ment performance without making internal adjustments.

SECTION 1
SPECIFICA ΤΙΟΝ

Change information, if any, affecting this section will be found at the rear of the manual.

The following electrical characteristics are valid over the

	

Capacitance

	

20 picofarads within 1 .5 picofarad
stated environmental range for instruments calibrated at an
ambient temperature of +2ρ°ς to +30°C, and after α five

	

R and C Product

	

Within 1°/ο over all deflection factor
minute warmup unless otherwise noted .

	

settings

Deflection Factor
Calibrated Range

GAIN

Characteristic

Gain R atio
Accuracy

Uncalibrated
(Variable)

TABLE 1-1

ELECTRICAL CHARACTERISTICS

Performance

5 mV/d iv to 5 V/d iv ; 10 steps in α
1, 2, 5 sequence.

Within 2% of GAIN adjusted at 10
mV/d iv .

W ith Ρ6053 Probe Ι 0.2 hertz or less

Maximum Input

	

500 V (DC + Peak AC) . AC com-
Voltage

	

I ponent 1 kHz or less .

Input R and C

Resistance

	

1 1 megohm within 2°/ο

7Α15

Maximum Input

	

0.5 nanoam pere or less, 0°C to
Gate Current

	

~ +35°C.

2 nanoam pere or less, +35 °C to
+50°C.

Displaye d Noise

	

0.06 division or less at 5 mV/d iv
(Tangentially

	

measured in 7700-series oscillo-
Measured) scope.

DC Drift

Drift With Time
(Ambient Tem-
perature and
Line Voltage
Constant)

Continuously variable between cali-
brated steps; extends deflection
factor to at least 12.5 V/d iv .

Short Term

	

250

	

microvolts/minute

	

(P-P)

	

or
Permits adjustment of deflection

	

0.05 d ivision (whichever is greater)
factor for all 7000-series oscillo-

	

in any one minute, after one hour
scopes .

	

warmup .



Specification-7A15

Characteristic

Long Term

Drift With
Ambient Tem-
perature (Line
Voltage Constant

TABLE 1-1 (cont)

	

TABLE 1-2

ENVIRONMENTAL CHARACTERISTICS
Performance

250 microvolts/hour (P-P) or 0.05
division (whichever is greater) in
any one hour, after one hour
warmup .

Refer to the Specification for the associated oscilloscope .

100 microvolt/degree centigrade or

	

TABLE 1-3

less .

	

PHYSICAL

Fits all 7000-series plug-in compartments .



SECTION 2
OPERATING INSTRUCTIONS

Change information, if any, affecting this section will be found at the rear of this manual.

General

	

IDENTI FY

	

When pressed , deflects trace up-

The 7Α15 vertical p lug-in units operates with α Tek-

	

ward for identification and changes

tronix 7000-series oscilloscope and α 7 Β__ series time-base

	

CRT

	

read out

	

to

	

the

	

word

unit to form α complete oscilloscope system . To effectively

	

"IDENTI FY" .

use the 7Α 15, the operation and capabilities of th e instru-
ment should be known . This section describes th e operation

	

POLARITY
of the front-panel controls, gives first-time operation and
general operating information, and lists some measurement

	

+UP

	

Α ροpitive-ce s α signal at the IN-
PUT

	

rodu s

	

positive deflectiontechniques using the amp lifier.

	

on the CRT .

Installation

	

INVERT

	

Inverts d is play . Α negative-going
The 7Α15 is designed to operate in α vertical plug-in

	

signal at the INPUT produces α
compartment of Tektronix 7000-series oscilloscopes . For

	

positive deflection on the CRT .
Χ-Υ operation, the 7Α15 may also be installed in α horizo n-
tal plug-in compartment (refer to th e Oscilloscope Instruc-

	

COUPLI NG
tion Manual for information on Χ-Υ operation) . To install

	

AC

	

Capacitively couples the input sig-
the 7Α15 into α plug-in compartment, push it in u ntil it is

	

ηαΙ to the vertical amp lifier .
seated flush against the front panel of the oscilloscope. To
remove, pull the release latch to disengage the 7Α 15 from

	

GND

	

Disconnects the input signal fromthe oscilloscope . Continue to pull the release latch to re-

	

the amp lifier and ground s the am
move the u nit from the oscilloscope.

	

p lifier

	

input .

	

Allows

	

the

	

input
coupling capacitor to be charged to
the DC voltage applied to the IN-

FRONT PANEL CONTROLS

	

PUT connector.

All controls required for operation of the 7Α 15 are lo-

	

DC

	

The signal is directly coupled to the
cated on the front panel of the unit . Α brief descr iption of

	

amplifier .
the function or operation of the front panel controls
follows. More d etailed information is given under General

	

GAIN

	

Screwd river ad justment permitsOperating I nformation .

	

Adjustment

	

calibration of deflection factor .

VOLTS/DIV	Selectscalibrated vertical deflection
factor from 5 mV/d iv to 5 V/d iv in
α 1, 2, 5 sequence .

VAR IABLE

	

Provides uncalibrated variable d e
( VOLTS/DIV)

	

flection factors . E xtend s the
h ig hest deflection factor to at least
12 .5 V/d iv . Push knob in and re-
lease to activate ; the knob moves
outward from the VOLTS/DIV
control when activated .

VAR BAL

	

Screw d river adju stment permits
Ad j ustment

	

b alancing of the amplifier for
minimum trace sh ift wh ile rotating
the VARIABLE control.

I N PUT

	

BNC connector for applying exter-
Connector

	

ηαΙ signals .

General

FIRST-TIME OPERATION

7Α15

When sh ipped from the factory, the 7Α 15 has been cali-
POSITION	Controlsvertical position of oscillo-

	

brated to meet the specifications listed in Section 1 and is
scope d isplay.

	

ready to be used with an indicator oscilloscope .



Operating Instructions-7A15

The following steps demonstrate th e basic operation of
the controls of the 7Α 15 . It is recommended that this pr o-
cedure be followed comp letely for familiarization with the
instrument . Operation of the oscilloscope and time-base
unit is described in the instruction manual for these units.

Setup I nformation

1 . Insert the 7Α15 i nto α vertical plug-in compartment
of α 7000-series oscilloscope .

2. Insert α 713--series time-base unit into α horizontal
plug-in compartment.

2-2

3. Set the controls as follows:

	

Fig. 2-1. Oscilloscope display when checking amplifier Gain .

7Α15 ( Left Vert compartment)
POSITION

	

Midrange
POLARITY +UP
VO LTS/DIV	10mV
COUPLI NG DC
VARIABLE	CAL IN

713511 (Β Horiz compartment)
Level/Slope

	

Centered on positive slope
Triggering
Mode

	

Ρ-Ρ Au to
Coupling

	

AC
Source

	

I nt
Time/Div

	

1 ms
Variable (Time/Div)

	

Cal In
Magnifier

	

Χ 1
Β Delay Mode

	

I ndependent
Position

	

Midrange

7504 (Indicator Oscilloscope)
Vertical Mode

	

Left
Horizontal Mode

	

Β
Β Intensity

	

CCW
Calibrator

	

1 kHz, 40 mV
Β Trigger Source

	

Left Vert

4 . Connect the oscilloscope to α power source wh ich
meets the voltage and frequency requirements of the oscil-
loscope power supp ly .

7 . Connect the Calib rator output to the 7Α15 INPUT
connector.

8. Check the CRT d isplay for four divisions of vertical
deflection (see Fig. 2-1) . If necessary, ad just the front panel
GAIN for four d ivisions of vertical deflection .

9. Press the ID ENTI FY button and check that the d is-
play moves upward about 0.3 divisions. Also check that the
read out information on the CRT is replaced by the word
"IDENTI FY".

10 . Press and release the VARIABLE control to its out-
ward position . Turn the VA RIABLE control fully cou nter-
clockwise, and check for 1 .6 d ivisions or less d isplay ampli-
tude. Press the VA RIABLE control to the CAL IN position .

11 . Change the VOLTS/DIV to 0.1 V, Calibrator Volts
to 0.4 V and the Triggering Source to Ext . Connect the
Calibrator output through α "Τ" connector to the time base
Ext Trig In and the 7Α15 I NPUT con nector . Set the
POLARITY switch to INVERT to d is play the opposite
polarity of the square wave .

Th is completes the basic operating procedure for the
7Α15 . I nstrument operations not exp lained here or opera-
tions wh ich need further explanation are discussed under
General Operating I nformation.

5. Turn the oscilloscope power on and allow about 5

	

CONTROL SETUP CHART
minutes warmup.

Figure 2-2 shows the front panel of the 7Α15 . This chart
can be reproduced and used as α front panel record for

6 . Advance the Β Intensity until α free-r u nning trace is

	

special measurements, app lications or procedures, or it may
observed . Ad j ust the Positio n controls to center the trace

	

be used as α training aid for familiarization with this instru-
οη the CRT.

	

ment.



7Α15 TEST SET-UP CHART

σ»οί ~ορρν
POSITION

VAR BAL

INPUT

imp
20 pF

ΤΕΚΤRΟΝΙ%®

7Α75

POLARITY
Π + UP

-/INVERT

VAR IABLE (CAL IN)
VOLTS/DIV

Ί- Ί AC

GND

υ DC

AMPL IF I ER

F ig. 2-2. 7Α15 control setupch art.

Operating Instructions-7A15
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Operating Instructions-7A15

GENERAL OPERATING I NFORMATION

	

The GND position is also used to p re-charge the coup ling
capacitor to the average level of the signal app lied to the

Signal Connection

	

I NPUT connector. The pre-ch arge network allows the input

In general, probes offer the most convenient means of

	

coupling capacitor to charge to th e DC source voltage level

connecting α signal to the input of the 7Α 15 . Tektronix

	

when the COUPL I NG switch is set to GND .

probes are sh ielded to prevent p ickup of electrostatic inter-
ference . Α 10Χ attenuator probe offers α h ig h inpu t im-

	

Thepedance and allows the circuit under test to operate very

	

procedure for using th is feature is as follows:

close to normal operating cond itions . However, α 10Χ
probe also attenuates th e input signal ten times.

	

1 . Before connecting the signal containing α DC com-
ponent to the 7Α 15 INPUT, set the COUPLING switch to
GND. Then connect the signal to the I NPUT connector.

In high-frequency applications req uiring maximum over-
all bandwidth , use α coaxial cable terminated at both ends
in the ch aracteristic impedance of the cable . To maintain
the h ig h-frequency characteristics of the app lied signal, use
h ig h-quality low-loss cable . R esistive coaxial attenuators
can be used to minimize reflections if the applied signal has
suitab le amplitude.

Input Coupling

The AC-G N D-DC lever switch allows α choice of input
coup ling . The type of d isp lay desired determines the mode
of inpu t cou pling used . The DC position can be used for
most applications . However, if the DC component of the
signal is much larger than the AC component, the AC
position will probably provide α better d isp lay . DC coupling
should be used to d isplay AC signals below about 2 hertz
and squ are waves containing low-frequency com ponents, as
they will be attenuated in the AC position .

Ι η the AC position, the DC component is blocked by α
capacitor in th e input circ u it . The low-frequency response
in the AC position is about 2 hertz (-3 d B point) . There-
fore, some low-frequency attenuation can be expected near
th is frequency limit. Distortion will also appear in square
waveswh ich have low-frequency com ponents .

2-4

2 . Allow about two seconds for the coup ling capacitor
to charge .

3. Reset the COUPLI NG switch to AC. The trace
(display) will remain on the screen and the AC component
of the signal can be measured in the normal manner .

H ig h-level low-frequency signals can be connected direc-
tly to the 7Α15 I NPUT connector with short unshielded

	

Deflection Factor
leads using α BNC to Banana Jack Adapter . This meth od
works best for signals below about one kilohertz and deflec-

	

The amou nt of vertical deflection produced by α signal is
tion factors above one volt/d ivisio n . When th is method is

	

determined by the sig nal amplitud e, th e attenuation factor
used , establish α common ground between the 7Α 15 and	of the probe (if any), the setting of the VO LTS/DIV switch
the equipment under test (common ground provided by

	

and the setting of the VARIABLE control (if control is in
line cords is usually inadeq uate). Attempt to position the

	

the outward positio n) . The calibrated deflection factors in-
leads away from any source of interference to avoid errors

	

dicated by th e VOLTS/DIV switch app ly only when the
in the d is play. If interference is excessive with unshielded

	

VARIA BLE control is in the inward (CA L IN) position .
leads, use α coaxial cable or α probe.

The VARIABLE control provides uncalibrated vertical
d eflection between the calibrated settings of the VOLTS/
DI V switch , and extends the maximum deflection factor to
at least 12 .5 volts/d ivision .

The GAIN control, α front-panel screwd river ad justment,
sets the gain of the 7Α 15 in the 10 mV/div position of the
VOLTS/DIV switch . The gain calibration of the unit should
be checked for accu racy prior to mak ing critical measure-
ments, using either the oscilloscope calibrator output or α
standard amplitude calibrator . If ad justment is necessary,
the GAIN should be adju sted with the VO LTS/DIV switch
set to 10 mV .

Variable Balance
To check and/or adjust the VA R BAL, proceed as fol-

lows :

1 . Set the COUPLING to GND and adju st the time-base
The GND position provid es α ground reference at the

	

controls for α free-running trace.
amp lifier input . The signal app lied to the I NPUT connector
is presented with α one megohm load, wh ile the amplifier
input is grounded . This eliminates the need to externally

	

2. Press and release th e VAR IABLE control to its out-
ground the I NPUT to establish α DC ground reference.

	

ward position.



3 . Wh ile rotating the VA R IABLE control throughout its
range, adjust the VAR BAL ( α front panel screwdriver ad-
justment) for minimum trace shift (0.5 div or less sh ift as
VA RIABLE control is turned from fully clockwise to fully
counte rclockwise) .

Signal Polarity

The POLARITY switch provides α means of inverting
the d isplay . With the POLARITY set to +UP, α positive-
going voltage at the I NPUT produces an upward deflection
of the C RT display . With PO LA R ITY set to I NVERT, α
positive-going voltage at the INPUT will produce α down-
ward deflection of the C RT display . If α symmetrical wave-
form such as the calibrator square-wave is to be observed,
the time-base must be triggered externally to observe the
polarity inversion . Th is is due to the time-base unit trigger
ing on the ind icated slope of the d isplayed waveform when

	

F ig . 2-3 .

	

Oscilloscope display when making Ρ - Ρ voltage measure-
it is trigge red internally .

	

ments .

Display Identification
2 . R eset the COUPL I NG to AC, adju st the time-base

When the 7Α15 ID ENTI FY button is pressed, the CRT

	

triggering controls for α stable d isplay and set the Time/Div
display representing the output of the 7Α15 is deflected

	

to display several cycles of the waveform .
upward about 0.3 division for identification . This feature is
particularly useful in oscilloscopes having multi-trace dis-
plays .

	

3. Set the VO LTS/DIV switch to display about five
vertical divisions of the waveform . Check that the VAR-
IABLE control is in the CAL IN (pushed in) position .

When using an oscilloscope system equipped with the
readout feature, information such as polarity, deflection
factor, etc ., is displayed on the CRT. When the IDEN TIFY
button is pressed, the readout information pertaining to the
7Α15 is replaced by the word "ID ENTI FY" to aid in locat-
ing the 7Α 15 readout when more than one vertical u nit is
used .

The following information describes the procedure
and techniques for making basic measurements with the
amplifier . These app lications are not described in detail
since each application must be adapted to the requirements
of the individual measurement . Familiarity with the 7Α 15
will permit these basic techn iques to be applied to α wide
variety of uses .

Peak-to-Peak Voltage Measurement-AC

	

6. Multiply the d istance (in divisions) measu red in step
5 by the VOLTS/DIV switch settings . Include the attenua-

Το make α peak-to-peak voltage measurement, use the

	

tion factor of the probe being used .
following procedure :

Example : Assume α peak-to-peak vertical deflection of 4.6
1 . With the COUPL I NG set to GND, connect the signal

	

divisons using α 10Χ attenuator probe and α VO LTS/DIV
to the I NPUT connector .

	

setting of 0.5 V.

BASIC APPLICATIONS

Operating Instructions-7A15

4 . With the POSITION control, position the display so
the lower portion of the waveform coincides with one of
the gratic u le lines below the center horizontal reference
line, and the top of the waveform is in the viewing area .
Move the display with the horizontal Position control so
one of the upper peaks is aligned with the center vertical
reference line (see F ig . 2-3) .

5 . Measure the vertical deflection from peak to peak
(divisions) .

NOΤΕ

This technique may also be used to make measure-
ments between two points on the waveform, rather
than peak to peak.

2-5



Operating Instructions-7A15

Volts
(peak-to-peak) _

vertical VOLTS/DIV probe
deflection Χ switch Χ attenuation
(divisions) setting factor

Substituting the given values :

Volts (peak-to-peak) = 4.6 Χ 0.5 Χ 10

The peak-to-peak voltage is 23 volts .

Instantaneous Voltage Measurement-DC
To measure the DC level at α given point on α waveform,

	

F ig . 2-4 .

	

Oscilloscope display when measuring instantaneous DCuse the following proced ure:

	

level .

1 . Set theCOUPLING to GND and position the trace to
the bottom line of the graticule (or other selected reference
line) . If the voltage to be measured is negative with respect
to ground, position the trace to the top line of the grati-
cule . Do not move the vertical POSITION control after this
reference has been established .

ΝΟΤΕ

To measure α voltage level with respect to a voltage
other than ground, make the following changes to
step 1: Set the COUPL ING to DC and apply the
reference voltage to the INPUT connector, then
position the trace to the reference line.

2. Connect the signal to the INPUT connector.

3. Set the COUPLING to DC (the ground reference can
be checked at any time by setting the COUPLIN G to
GND) .

1 η some app lications, it may be necessary to establish α
set of deflection factors other than those ind icated by the

4. Set the VOLTS/DIV switch to d isplay about five ver-

	

VOLTS/DIV switch . This is useful for comparing signals to
tical divisions of the waveform . Check that the VARIABLE

	

α reference signal amp litude. To establish α new set of de-
control is in the CAL IN position . Adjust the time-base

	

flection factors based upon α specific reference am p litud e,
triggering controls for α stable d isplay.

	

proceed as follows:

5 . Measure the vertical distance in divisions between the
reference line and the point on the waveform at which the
DC level is to be measured . F or examp le, in F ig . 2-4 the
measurement is made between the reference line and point
Α.

EMENEEMEME

M11111111M
ON
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7 . Multip ly the d istance measured in step 5 by the

VOLTS/DIV switch setting . Include the attenuation factor
of the probe, if any . Example : Assume that the vertical
distance measured is 4.8 divisions, the waveform is above
the reference line, using α 10Χ attenuator probe and α
VOLTS/DIV switch setting of 0.5 V .

Using the formula :
Instantaneous _
Voltage

vertical Polarity VOLTS/DIV probe
distance Χ Polarity Χ Switch Χ attenuation

(divisions)

	

setting factor

Substituting the given values :

Instantaneous Voltage = 4.8 Χ +1 Χ 0.5 V Χ 10
The instantaneous voltage is +24 volts.

Voltage Comparison Measurements

1 . Apply α reference signal of known amplitude to the
INPUT connector. Using the VOLTS/DIV switch and the
VARIABLE control, adjust the d isp lay for an exact number
of d ivisions . Do not move the VARIABLE control after
obtaining the desired deflection .

2. Divide the amplitude of the reference signal (volts)
6. Establish the polarity of the signal . If the waveform is

	

by the product of the deflection (d ivisions) from step 1 and
above the reference line, the voltage is positive; below the

	

the VOLTS/DIV switch setting. This is the Deflection Con-
reference line, negative .

	

version Factor.

2-6
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Deflection

	

6. Measure the vertical deflection in d ivisions and deter-
reference signal ampl itude (volts)

Conversion =

	

mine the amplitude by the following formula :
Factor

	

deflection (divisions) Χ VOLTS/DIV setting

3. To determine the amplitude of α signal compared to α
reference, disconnect the reference signal and apply the sig-
nal to be compared to the 7Α15 INPUT connector.

4. Set the VOLTS/DIV switch to α setting that provides
sufficient deflection to make the measurement (do not
readjust the VARIABLE control) .

5. To establish an Adjusted Deflection Factor at any
setting of the VOLTS/DIV switch, multiply the VOLTS/
DIV switch setting by the Deflection Conversion Factor
established in step 2.

Adjusted
Signal Amplitude = Deflection

	

Χ

	

deflection
Factor (divisions)

Example : Assume α reference signal amplitude of 30
volts, α VOLTS/DIV switch setting of 5 V and α vertical
deflection of four divisions . Substituting these values in the
Deflection Conversion Factor formula (step 2) :

Deflection

	

30 volts
Conversion =

	

= 1.5
Factor

	

4 (div) Χ 5 V

Then with α VOLTS/DIV switch setting of 2 V, the
Adjusted Deflection F actor (step 5) is :

VOLTS/DIV

	

Deflection

	

Adjusted Deflection F actor = 2 V Χ 1 .5 = 3
Adjusted Deflection Factor =

	

switch

	

Χ

	

Conversion

	

volts/division
setting Factor

To determine the amplitude of an applied signal which
produces α vertical deflection of five divisions, use the Sig-

This Adjusted Deflection Factor is correct if the VAR-

	

ηαΙ Amplitude formula (step 6) :
IABLE control has not been moved from the position set in
step 1 .

	

Signal Am plitude = 3 V Χ 5 (div) = 15 volts
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Introduction

This section of the manual contains α description of the
circu itry used in the 7Α15 amplifier . The description begins
with α discussion of the instrument using the block diagram
shown in the diagrams section . Then each circuit is des-
cribed in detail using the block d iagram to show intercon-
nections between the circuits and relationsh i p of the front
panel controls to the individ ual stages .

SECTION 3
CIRCUIT DESCRIPTION

Change information, if any, affecting this section will be found at the rear of this manual.

I NPUT connector, through the inpu t coup ling circuit to the
VOLTS/DIV switch . The VO LTS/DIV switch provides the
appropriate input attenuation and applies the signal to the

	

Input Attenuator

7Α 15

In addition to the functions of the amplifier just ex-
plained , the 7Α 15 also provides readout logic for the indi-
cator oscilloscope . Logic is supplied wh ich identifies the
display Polarity and the deflection factor, whether calibra-
ted or uncalibrated . When the IDENTI FY button is pressed,
the readout is erased and the word IDENTI FY appears . At
the same time, the bottom of R274 is grounded to deflect
the trace upward approximately 0.25 division .

DETAI LED CI RCU IT DESCR IPTION
Complete schematics of each circu it are given in the

Diagrams section . Refer to these diagrams throughout the

	

Input Coupling
following circuit description fo r electrical values and rela-
tionship.

	

Input signals applied to the I NPUT connector can be
AC-coup led, DC-coupled, or internally disconnected . With
the coup ling switch set to AC, the signal path is through
C1-R1-COUPL ING switch-C3- R3 and through the VOLTS/

BLOCK DIAG RAM DESCR IPTION

	

DIV switch to the inpu t amplifier . Ιη this position, C1 pre-
vents the DC component of the signal from passing to the

The following discussion is provided to aid in under-

	

amplifier . With the COUPL ING switch set to DC, the signal

standing the overall concept of the 7Α15 before the ind i-

	

path is through C3-R 3 and the VO LTS/DI V switch to the
vidual circu its are d iscu ssed in detail . Each block on the

	

am plifier input . With the COUPL ING switch set to G N D,
Block Diagram, (in the Diagrams section) represents an indi-

	

the input signal is AC-coupled through C1-R 1-R2 to ground
vid ual circuit within the instrument . The number on each	to provide α constant load for the signal source . At the
block refers to the diagram on wh ich the com plete circu it is

	

same time, the amp lifier input is grounded to provide α 0
found .

	

volts reference level . Resistor R2 allows C1 to be pre-
charged in the GND position so the trace will remain on
screen when the AC button is pressed with α high DC level

The signal to be displayed on the CRT is app lied to the

	

applied .

I nput Amplifier (Q103A-Q103B-Q110-Q210-Qll2-Q212) .

	

The effective overall deflection factor of the 7Α 15 is
The gain setting, variable gain , and variable balance adju st-

	

determined by the VOLTS/DIV switch attenuators . The
ments

	

are contained

	

in th is stage . The input signal

	

is

	

basic deflection factor of the 7Α15 is 5 mV per division of
changed from single-ended to differential by this stage and

	

deflection . To increase this basic deflection factor to the
app lied to the polarity selection stage . The Polarity Selec-

	

values ind icated on the front panel, precision attenuators
tion stage (Q130-Q230-Q140-Q240) provides signal polarity

	

are switched into the input circuit . The input attenuators
inversion when the front panel POLARITY switch is set to

	

form frequency-compensated voltage dividers . For DC and
I NVERT.

	

low-frequency signals, they are primarily resistance dividers,
and the voltage attenuation is determined by the resistance
ratio in the circuit . The reactance of the capacitors in the

The Output Amp lifier stage (Q160-Q260-Q170-Q270)

	

circuit is so high at low frequencies th at thei r effect is
provides vertical positioning of the CRT display and im-

	

negligible . H owever, at higher frequencies, the reactance of
pedance match ing between the 7Α15 and the oscilloscope

	

the capacitors decreases and the attenuator becomes pri-
vertical

	

i np ut .

	

T h e

	

Trigger

	

Pick off

	

circuit,

	

marily α capacitance voltage divider .
0180-Q280-Q185-Q285, takes the signal from the emitters
of Q170-Q270 and am plifies it to provide + and - trigger

	

In addition to providing constant attenuation at all fre-
signals for the time base unit .

	

quencies within the bandwidth of the system, the input
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attenuators are designed to maintain the same input RC

	

and Q260 is provided by R 161-C161 and R 261-C261

	

'
characteristics for each setting of the VO LTS/DI V switch .

	

respectively . R 171-C171 and R 271-C271 provide thermal
The attenuators contain adju stable shunt capacitors to pro-

	

compensation

	

for

	

Q170

	

and	Q270

	

respectively .
vide input capacitance .

	

C253-C175-R 175 are high-frequency peaking ad justments
for calibration of the 7Α 15 .

Input Amplifier

The signal from the input attenuator is connected to the
Input Amp lifier th rough R 109- R 100-R 101-C101 . These
resistors are part of the attenuation network at all VO LTS/
DIV switch positions . Resistor R 101 limits the overdrive
gate current of input FET Q103A. C101-CR 102-C102 pro-
vide an input protection circu it to protect Q103A from
large negative voltage swings . Protection from la rge positive
voltage swings is provided by Q110, wh ich effectively
clamps the source of input FET Q103A to the +15 volt
supply .

The input signal is coupled through sou rce follower

	

Readout Block
Q103A and emitter follower Q110 to the base of Q112,
one-half of the input paraphase amplifier . The other half of

	

An analog coding system is used in the 7Α15 to convey
the paraphase amplifier, Q212, is α grounded-base con-

	

information from the p lug-in to the oscilloscope readout
figuration . The reference voltage level at the base of Q212

	

section . Each symbol used by the 7Α 15 requires two cur-
is set by the VA R BAL control, α front panel ad j ust . The

	

rents to define it . This readout information is encoded on
paraphase amplifier converts the single-en ded input into α

	

~° output lines, interface connectors Α37 and Β37, by the

	

,
differential output . The gain of the am plifier is set in th is

	

A30tοrs between output
and B33 .

and interface connectors
stage by front panel GAI N control R 121 with the variable

	

Α30, Α32, Α33, Β29, Β32 and

	

33.
control set to the CAL IN position . With the VAR IABLE
control in the ou tward (uncalibrated) position and turned

	

Refer to Schematic Diagram 3 in the Diagrams section to

	

'fully counterclockwise to minimum resistance, the gain of find th ititdithilif hthe amplifier is reduced by α factor of at least 2.5 . Thise ressors assocae

	

w

	

α partcuar settng o te
extends the maximum uncalibrated deflection factor to at

	

Tiηα

	

resistors
switch .

least 12.5 volts/d ivision . Damping resistors R 114 and R214
in the collector circu its of Q112 and Q212 respectively,

	

The probe connected to the I NPUT connector forms αserve to damp out any ringing or oscillations. C1 14-R 115

	

voltage divider with 1175 to the -15 volt power supp l

	

Thy e.and C214- R215 are thermal compensation networks,
amount of probe resistance will determine the bias applied '
to the base of Q80 . For example, with α 10Χ attenuator

Polarity Selection Stage

	

probe such as the Ρ6053 Probe connected to the I NPUT
connector, the bias applied to the base of Q80 will allow

T h e

	

P olarity Selection Stage ma d e up of

	

100 microamperes of collector current to flow . When the
Q130-Q230-Q140-Q240 Vrονίdes α means of ίην. ιrtίηg the

	

t ίme slot pulse from the oscillosc

	

itt

	

itfopenerrogaes n erace
input signal . With the POLAR ITY switch set to +UP, Q130

	

connector Β33, this 100 microamperes of current is added
and Q230 are biased on and the sign al is passed straight

	

to the current corresponding to the setting of the VO LTS/
through to the output amplifier . With the PO LA R ITY

	

DIV switch to increase the deflection factor (in the d is-switch set to I NVERT, Q130 and Q230 are biased off and

	

played readout) by α factor of 10 . Refer to the appropriateQ140-10240 are turned on to provide signal inversion .

	

oscilloscope Instruction Manual for more ίη fοrmα+ίοη onC131- R 131 and C231-R 231 are thermal compensation net-

	

the Readout System .System .
works .

Output Amplifier

T h e Out p ut Am p lifier is com p ose d of
Q160-Q260-Q170-Q270 and their associated circuitry . The
vertical POSITION control is located in the input to th is
stage . Thermistor RT151 and varactors CR 154-C R 254 pro-
vide proper com pensation for transient response with
changes of temperature . Thermal compensation for Q160

3-2

Trigger P ickoff Stage

T h e Trigger P ic k off stage consists of
Q180-Q280-Q185-Q285 and their associated circuitry .
Emitter followers Q180 and Q280 provide isolation be-
tween the trigger output circuit and the signal output cir-
cuit to prevent load ing of the signal output amp lifier.
R 186-C186 and R 284-C284 provide thermal compensation
for Q185 and Q285 respectively . The trigger output ampli-
tude is approximately the same as the signal output ampli-
tude .

The oscilloscope d is played readout will give the correct
deflection factor from the probe ti p (using the recom-
mended attenuator probes), whereas the VO LTS/DIV knob
on the plug-in will disp lay only the plug-in deflection fac-
tor .

ι

The trace IDEN TI FY button, when pressed , does two
th ings :

	

I

ι
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1 . It grounds the junction of R75-R274 (bottom end

	

hard, and the displayed readout is replaced by the word
of R274) to deflect the trace upward about 0.25 divi-

	

IDENTI FY.
sion .

These two actions aid in identifying the 7Α15 trace
when multip le traces are d isplayed on the C RT . Wh en the

2 . The base of Q80, wh ich is connected to the junc-

	

ID ENTI FY button is released , the readout is restored to its
tion of R75-R274, is also gro u nded . Th is turns Q80 on

	

previous d isp lay .



NOTES



SECTION 4
MAINTENANCE

Change info rmation, if any, affecting th is section will be found at the rear of th is manual .

7Α15

Introduction

	

dirt on and around the front-panel controls . Dirt wh ich

Th is section of the manual contains maintenance infor-

	

remains can be removed with α soft cloth dam pened i n α

mation for use in preventive maintenance, corrective main-

	

mild detergent and water soluton. Abrasive cleaners should

tenance and troub leshooting of the 7A15.

	

not be used .

PREVENTIVE MAINTENANCE

	

Interior . Dust in the interior of the instrument shou ld
be removed occasionally due to its electrical conductivity

General

	

under h igh -humidity conditions . The best way to clean the

Preventive maintenance consists of cleaning, visu al in-

	

interior is to blow off the accumulated dust with d ry, Ιοω-

spection, lubrication, etc. Preventive maintenance per-

	

velocity air. Remove any d irt wh ich remains with α soft

formed on α regular basis may prevent instrum ent break -

	

paint brush or α cloth dampened with α mild detergent and

down, and will improve reliab ility of th is instru ment. The

	

water solution . Α cotton-tipped app licator is useful for

severity of the environment to wh ich the

	

7A15 is subjected

	

cleaning in narrow spaces .

determines the frequency of maintenance. Α convenient
time to perform preventive maintenance is preceding recali-
bration of the instrument .

	

Visual Inspection

The 7Α 15 shou ld be inspected occasionally for such
Cleaning

	

defects as broken connections, broken or damaged circu it
board s, improperly seated transistors and heat-damaged

The 7A 15 should be cleaned as often as operating condi-

	

parts .
tions require . Accumulation of d irt in the instrument can
cause overheating and component breakdown. Dirt on the
components acts as an insulating blanket and prevents

	

The corrective procedure for most visible defects is ob-
effective heat d issipation . It may also provide an electrical

	

viou s. However, particu lar care m u st be taken if heat
conduction path .

	

damaged componen ts are found . Overheating usually indi-
cates other trouble in the instrument ; therefore, it is

CΑ U ΤΙΟΝ

	

important that the cause of overh eating be correcte d toFCA

	

prevent α recurrence of the damage.

Avoid the use of chemical cleaning agents wh ich
migh t damage the plastics used in th is instrument. Do
not apply any so/vent containing ketones, esters or

	

Semiconductor checks
halogenated hydrocarbons. To clean, use only water
soluble detergents, ethyl, methyl or isopropyl

	

Periodic checks of the semiconductors in the 7Α15 are

alcohol.

	

not recommended . The best check of α semiconductor's
performance is its actual operation in the instrument . More
d etails on checking semiconductor operation are given

The covers of the oscillosco pe minimize the amount of

	

under Troub leshooting .

d ust wh ich reaches the interior of the 7Α15 . Operation of
the system without the oscilloscope covers in place necessi
tates more freq uent cleaning. When the 7Α15 is not in use,

	

Recalibration
it shou l d be stored in α protected location , such as α dust-
tight cabinet.

	

To ensure accurate meas u remen ts, check the calibration
of th is instrument after each 1000 hours of operation, or
every six months if used infrequently. In add ition, replace

Exterior. Loose dust accumulated on the outside of the

	

ment of components may necessitate recalibration of the
7Α 15 can be removed with α soft cloth or small paint

	

affected circu its . Complete calibration instructions are
brush . The paint brush is particularly useful for dislodging

	

given in Section 5.
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Compositio n Resistors :

Metal-Film Resisto rs:

Ce ramic Capacitors :

4-2

Resistor and Capacitor Color Code

Signifi- Ι

	

Multiplier

	

Tolerance
cant R esis- Capaci-1 Resis- Capaci-

Color

	

Fig ures _tot's

	

tors Ι

	

tors

	

tors
Silver

	

--- Ι 10 -2 --- ±10%

	

---
Gold Ι --- Ι 10 -1 --- ±5%

	

---_

	

ν
Black	0

	

1

	

1

	

---	±20% or
2 pF*

Brown

	

1

	

10

	

10

	

±1%

	

±1% or
0.1 pF*

Red Ι 2 Ι 102	10 2 ±2% Ι +2
%

O range Ι

	

3

	

Ι 10 3

	

1 103 Ι ±3% Ι

	

±3%
Yellow Ι α Ι 104 Ι 104 Ι ±α% Ι +1 οο%

_ο°/ο
G reen

B l ue Ι 6 10r 1
V iolet Ι 7 Ι ---
Gray Ι 8 --- 10 .2 --- +80%

-2ο%
or 0.25 pF*

White

	

9

	

---

	

10-1	---

	

±10% or
1 pF*

(none)

	

--- Ι ---

	

---

	

±20ο/ο	±10% or

00 and 0 -1 st, 2nd and 3rd significant figures;
*For ca pacitance of 10 pF o r less.

	

1 pF*

ΟΜ -multiplier; Ο -tolerance ;

@ -temperature coefficient .

	

NOTE : (D and/or Ο color code fo r ca pacitor s depends upon
manufacturer and capacitor type. May not be present in some cases.

F ig. 4-1 . Colo r code for resisto rs and ceramic capacitors.

The Performance Check/Calibration procedure can also

	

Resistor Color Code. 1 η add ition to the brown com posi-
be h elpful in localizing certain troubles in the instrument .

	

tion resistors, some metal-film resistors are used in th is
In some cases, minor troubles may be revealed and/or cor-

	

instrument . The resistance values of composition resistors
rected by calibration .

	

and metal-film resistors are color-coded on the com ponents
some metal-film resistors may have the value printed on the
body) with ΕΙΑ color code. The color code is read starting
with the stripe nearest the end of the resistor . Composition

TROUBLESHOOTI NG

	

resistors have four stripes wh ich consist of two significant
figures, α multiplier and α tolerance value (see Fig. 4-1) .

Introduction

	

Metal-film resistors have five stripes consisting of three sig-

The following information is provided to facilitate nificant figu res, α mu ltip lier and α tolerance value .

troubleshooting of the 7Α 15 . Information contained in
other sections of th is manual should be used along with the

	

Capacitor Marking. The capacitance value of α common
following information to aid in locating the defective com-

	

disc capacitor or small electrolytic is marked in microfarads
ponent . An understanding of the circuit operation is very

	

on the side of the component body . The wh ite ceramichelpful in locating troubles . See the Circuit Descri ption sec-

	

capacitors used in the 7Α15 are color coded in picofarads
tion for complete information . using α mod ified ΕΙΑ code (see Fig. 4-1) .

Troubleshooting Aids

	

Diode Color Code . The cathode end of each glass-
Diagrams. Circuit diagrams are given on foldout pages in

	

encased d iode is indicated by α strip e, α series of stripes or α
the Diagrams Section. The component number and electri-

	

dot. For most silicon or germanium diodes with α series of
cal value of each component in th is instrument are shown

	

stripes, the color code also indicates the type of d iode or
on the diagrams. Important voltages and waveforms are also

	

identifies the Tektronix Part Number, using the resistor
shown on thediagrams.

	

color code system (e .g ., α diode color coded blue or pink-



ι
ι
ι

ι
ι
ι
ι
ι
ι
ι
ι

Β

G
D
S

Transistors

Β

F ield Effect Transistor

D

Β

F ig . 4-2. E lectrode configur ations for semiconductors used in this
i nstrument .

Semiconductor Lead Configuration . F ig . 4-2 shows the
lead configuration of the semiconductors used in th is in-
strument . The view is as seen from the bottom of the semi-
conductor.

Multi-Connector Holders. The multi-connector holder is
keyed with two triangles, one on the hold er and one on the
circuit board . When α connection is made perpendicular to
α circu it board surface, the orientation of the triangle and
the slot numbers on the connector h older is determined by
the d irection of the nomenclature mark ing (see F ig . 4-3) .

F ig . 4-3. Multi-connector holder orientatio n.

2 . Volt-O hmmeter

Description : 20,000 oh ms/volt; 0-50 volts DC; accu-
racy with in 3°/ο . Test probes must be well insulated.

brown-gray-g reen

	

in dicates

	

Tektronix

	

Part

	

Number

	

Purpose: To measure voltages and resistances .
152-0185-00) . The cathod e and anode ends of α metal-
encased

	

d iode can

	

be identified by the diode symbol

	

3. Test Oscilloscopemarked on the body .
Description : DC to 85 megahertz frequency response ;

5 millivolts to 5 volts per division sensitivity . Use α 10Χ
probe .

Purpose : To check waveforms in the instrument .

4. Plug-In Extender

Maintenance-7A15

Description : Calibration Fixture, Tektronix Part
Number 067-0589-00.

Purpose: Permits operation of the unit outside the
plug-in compartment for better accessibility d u ring
trou bleshooting .

Main Amplifier Board. F ig . 4-4 shows the locations of

	

Troubleshooting Techniques
the components on the circuit board associated with th is

	

This troublesh ooting procedure is arranged in an orderinstrument .

	

wh-ι,c h checks the simple trouble possibilities before pro-
ceed ing with extensive troubleshooting . The first few

Troubleshooting Equipment

	

checks ensure proper connection, operation and calibration .
If the troub le is not located by these checks, the remaining

The following eq uipment is useful for troubleshooting

	

steps aid in locating the defective component. When the
the 7A 15 :

	

defective

	

component

	

is

	

located,

	

it should be replaced
following the rep lacement procedures given under Correc-

1 . Transistor Tester

	

tive Maintenance .

Description : Tektronix Type 576 Transistor-C urve
Tracer or equivale nt.

	

1 . Check Control Settings . Incorrect control settings
can indicate α trouble that does not exist . If there is any

Purpose: Το test the semiconductors used in this in-

	

question about the correct function or operation of any
strument .

	

control, refer to th e Operating Instructions Section.

4-3
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4-4

ϊ

F ig . 4-4. Main Amplifier board showing location of components.
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2. Check Associated Equipment. Before p roceeding
with troub leshooting of the 7Α15, check that the equip-
ment used with this instrumen t is op e rating correctly .
Check that the sign al is properly connected and that the
probe cable is not defective . The oscilloscop e and time-base
plu g-in u nit can be checked for proper operation by sub-
stituting another vertical plug-in unit known to be opera-
ting properly (prefera b ly another 7Α 15) . If the trou b le per-
sists after substitution, the oscilloscope and/o r time-base is
defective .

3 . Check Instrumen t Calibration . Check the calibration
of th is instrument, or the affected circuit if the trouble
exists in one circu it . The apparent trouble may only be a
resu lt of misadjustment or may be corrected by calibration .
Complete instructions a re given in the Calibration Section .

4 . Visual Check . Visually check that portion of the in-
strument in wh ich the troub le is located . Many troub les can
be located by visu al indication s such as broken wi res, un-
soldered connectio n s, damaged components, etc .

5 . Isolate Trouble To Α Circuit . To isolate α trouble to
α circuit, note the trouble symptoms. The symptom often
indicates the circu it in wh ich α troub le is located . When
trouble symptoms appear in more than one circuit, check
all affected circuits by taking voltage and waveform
readings .

6 . Check Voltages and Waveforms. Often the defective
compon en t can be located by check ing for the correct volt-
age or waveform in the circuit . Typical voltages and wave-
forms are given on the diag rams.

Α . SEM ICO NDUCTORS

NOΤΕ

Voltages and waveforms given on the diagrams are
not absolute and may vary slightly between instru-
ments. To obtain operating conditions similar to
those used to take these readings, see the first dia-
gramspage.

7 . Check Individu al Components . The following pro-
cedures describe meth od s of checking individual compo-
nen ts in th e 7A15 . Components wh ich are soldered in place
are best checked by disconnecting one end . Th is isolates the
measurement from the effects of surround in g circuitry .

The best check of transistor operation is actu al perfor-
mance under operating conditions . If α transistor is su s-
pected of being defective, it can be checked by substitu ting
α new component or one wh ich has been checked pre-
viously . However , be sure that circuit cond ition s ar e not
such that α replacemen t transistor migh t also be damaged .
If substitute transistors are not available, use α dynamic
tester such as the Tektronix Type 576 .

Β . DIODES

C . RESISTO RS

D . CAPACITO RS

General

CA U TION

CORRECTIVE MAINTENAN CE

Maintenance-7A15

Α diode can be checked for an open or shorted cond i-
tion by measu ring the resistance between terminals . With an
ohmmeter scale having an internal source of between 800
millivolts and 3 volts, the resistance should be very high in
on e direction and very low when the meter leads are re-
versed .

Do notuse an ohmmeter scale that has α high internal
current. High currents maydamage thediode .

Resistors can be check ed with an ohmmeter . Check the
Electrical Parts List for the tolerance of the resistors used in
th is instrument .

Α leaky o r shorted capacitor can be detected by
checking the resistance with an ohmmeter on the highest
scale . Do not exceed the voltage rating of the capacito r .
Th e resistance read ing should be h igh after the initial charge
of the capacitor . An open capacitor can be detected using α
capacitance meter, or by check ing whether the capacitor
passes AC signals .

8 . Repair and Read just the Circuit. If any defective
parts are located , follow the rep lacement procedures given
in this section . Be sure to check the performance of any
circu it that has been repaired or that has had any electrical
components replaced .

CA U TION
Corrective maintenance consists of component replace-

Power switch must be turned off before removing or

	

ment and instrumen t repai r. Special techn iques required to
replacing semiconductors.

	

replace components in this instrument are given here .
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Obtaining Replacement Parts

	

2 . Apply heat form the soldering iron to th e junction

Standard

	

Parts.

	

All

	

electrical

	

and	mechanical

	

part

	

between the com ponent and the circu it board .

replacements for the 7Α 15 can be obtained through your

	

3. H eat-shunt the lead to the component by means of α
local Tektronix F ield Office or representative . H owever,

	

pair of long-nosed pliers .
many of the electronic components can be obtained locally
in less time than is required to order them from Tektronix,

	

4. Avoid excessive heating of the junction with the cir-
Ιηε . Before purchasing or ordering replacement parts, check	cuitboard, as this could separate the ci rcu it board wiring
the parts list for value, tolerance, rating and description .

	

from the laminate .

4-6

1 . Instrument Type .

ΝΟΤΕ

6 . Clip off any excess lead length extend i ng beyond the
When selecting replacement parts, it is important to

	

circuit board . Clean off any residual flux with α flux-
remember that the physical size and shape of α com-

	

removing solvent. Be carefu l that the solvent does not re-
ponent may affect the performance of the instru-

	

move any printing from the circuit board .
ment particularly at high frequencies. An replace-
ment parts should be direct replacements unless it is
known that α different component will not adversely
affect instrumentperformance.

	

Metal

	

Terminals . When soldering metal

	

terminals
(potentiometers, etc .), use 60-40 tin-lead solder and α 15 to
50 watt soldering iron . Observe the following precautions

Special Parts. 1η addition to the standard electronic

	

when soldering metal terminals :
components, some special parts are used in the 7A15 . These
parts ar e manufactured or selected by Tektronix, Inc. i n

	

1 . Apply only enough heat to make the solder flow
accordance with our specifications . These special parts are

	

freely .
indicated in the parts list by an asteris k preceding the part
number . Most of the mechanical parts used in this instru -

	

2 . Apply only enough solder to form α solid connection .
ment have been manufactured by Tektronix, Inc . Order all

	

Excess solder may impair the function of the part .
special parts d irectly from your local Tektronix Field
Office or representative .

	

3. If α wire extends beyond th e solder joint, clip off the
excess.

Ordering Parts . When ordering replacement parts from

	

4. Clean the flux from the solder joint with α fl ux-
Tektronix, Inc ., include the following information :

	

removing solvent .

2 . Instrument Serial Number .

3 . Α description of the part (if electrical, include ci rcuit
number) .

4 . Tektronix Part Number .

5 . Use electronic grade 60-40 tin-lea d solder .

Component Replacement

WARNING

Disconnect the equipment from the power source
before rep/acing components.

Soldering Techniques
Semiconductor Replacement. Transistors should not be

WARNING

	

replaced unless actually defective . If removed from thei r
sockets during routine maintenance, return them to their

Disconnect the instrument from the power source

	

original sockets . Unnecessary replacement of transistors
before soldering.

	

may affect the calibration of this instrument . When transis-
tors are replaced, check the performance of that part of the
instrument which may be affected .

Circuit Board . The components mounted on th e ci rcu it
board in the amplifier can be replaced using normal circuit
board soldering techniques . Keep the following points in

	

Rep lacement semiconductors shou l d be of the origin al
mind when soldering on the circuit board:

	

type or α direct replacement . F ig . 4-2 shows the lead con-
figuration of the semiconductors used in th is i nstrument. If

1 . Use α pencil-type soldering iron with α power rating

	

the replacement semiconductor is not of the original type,
of between 15 and 50 watts .

	

check the manufacturer's basing diagram for proper basing .
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Circuit Board Replacement . If the circu it board is dam-

	

VOLTS/DIV switch and POSITION control with α 1/16

aged beyond repair, either the entire assembly (includ ing all

	

inch hex-key wrench . Remove the nut and washer from the

soldered-on com ponents), or the board only, can be re-

	

VOLTS/DIV switch with α 7/16 inch wrench .

placed . Par t numbers are given in the Mechanical Parts L ist
for either wired or unwired board .

	

4. Remove the front panel by prying out at the top and
bottom with α screwd river b la de .

Use th e following procedure to remove the amplifier cir-
cuit board :

1 . Unsolder the two leads from the Uncal switch

(ganged with the Variable potentiometer) and the ground

lead from the Volts/Div switch to the circuit board .

2 . Disconnect the two multi-pin connectors from the
component side of the circuit board .

3 . Unsolder the capacitor and two resistors from the

attenuator output .

4 . Remove the two bolts holding the circuit board to
the attenuator shiel d .

5 . Remove the six screws (three at the top and th ree at
the bottom) wh ich secure the ci rcuit board to the posi-
tioning blocks on the top and bottom frame.

6 . Loosen the set screw on the collar of the Variable
potentiometer with α 0.050 hex-key wrench .

7 . Remove the four screws (two at the top and two at
the bottom) from the rear end of the unit and sli de the
circuit board out .

8 . Unsolder and remove the Gain potentiometer and the
ganged Variable potentiometer-Uncal switch . Note the posi-
tion of each wire and resistor before unsoldering .

9 . Replace the circuit board by reversing the above pro-

cedure . When replacing the multi- pin connectors, match the
triangle on the connector to the triangle on the circuit
board .

Volts/Div Switch and Attenuator Replacement . The
Volts/Div switch , Attenuator, BNC Input connector and
input Coupling switch can be removed as α unit ; however,
replacement of the Coupling switch or the BNC connector
does not require removal of the Volts/Div switch and atten-
uator. Use the following procedure to replace the Volts/Div
switch and attenuator :

1 . Perform steps 1, 2, 3, 4 and 6 of Circuit Board Re-
placement procedure .

2 . Rotate the VO LTS/DI V switch and POSITION con-
trol fully clockwise .

3 . Pull off the IDENTI FY and COUPL I NG switch

knobs . Remove the knobs from the VA R IABLE control,

5 . Remove the four screws securing the front sub -panel
to the top and bottom frame, and slide the front of the unit
out .

6 . Remove the two screws (one to the left of the
COUPL I N G switch and one to the left of the VO LTS/DIV
switch ) secu ri ng the attenuator assem bly to the front sub-
panel .

7 . Note the color code position of the wires to the last
two wafers of the Volts/Div switch . U nsolder the wires and
remove the unit .

8. To rep lace any individual component in th e unit, re-
move the attenuator covers for access to the components .

9 . Reverse the above procedure to replace .

Position Potentiometer and Identify Switch Replace-
ment . To replace the Position potentiometer, use the fol-
lowing procedu re :

1 . Remove the front panel by performing steps 2, 3 and
4 of Volts/Div and Attenuator Replacement procedure .

2 . N ote the color code and position of the connecting
wires . Unsolder all wires to the Position potentiometer and
Identify switch .

3 . With α 5/16-inch wrench , remove the nut secu ring the
Position potentiometer to the front sub-panel . Remove the
unit .

4. Reverse the above procedure to replace .

Var ΒαΙ Potentiometer R eplacement. To replace the Var
ΒαΙ potentiometer, use the following procedure :

1 . Remove the front panel by performing steps 2, 3 and
4 of Volts/Div and Attenuator Replacement procedure .

2 . Note the color code and position of the three con-
necting wires. Unsolder the wires .

3 . Remove the nut secu ring the Var ΒαΙ potentiometer
to the front sub-panel, and remove the unit .

4 . Reverse the above procedure to rep lace .

Polarity Switch Replacement . To rep lace the Polarity
switch , use th e following procedure :

4-7
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1 . Remove the front panel by performing steps 2, 3 and	to the ends of th e associated leads . To replace damaged
4 of Volts/Div and Attenuator Replacement procedu re .

	

end-lead pin connectors, remove the old pin connector
from the end of the lead and clamp the replacement con -

2 . Note the color code and position of the connecting

	

nector to the lead .
wires . Unsolder the wires .

3 . Remove the two ph illips-head screws wh ich secu re

	

Some of the pin connectors are grouped together and
the Polarity switch to the front sub-panel, and remove the

	

mounted in α plastic holder . These connectors are referred
switch .

	

to as mu lti-pin connector s, and are removed and re-installed
as α unit . To provide correct orientation of this multi-pin

4 . Reverse the above procedure to replace .

	

connector when it is replaced , an arrow is stamped on the
circuit board and α matching arrow is molded into the
plastic housing of the m ulti- p i n connector . Align these

Circu it Board Pin Replacement. To replace α pin which	arrowswhen replacing the multi-pin connector . If indivi-
is mou nted on α circuit board , first disconnect any pin

	

dual end-lead p in connectors are removed f rom the plastic
connectors . Then , unsolder the damaged p in and pu ll it ou t

	

holder, note the color of the wire for replacement .
of the circuit board . Observe the precautions given u nder
Soldering Techn iques to prevent damage to the circu it
board . Ream out the hole in the circuit board with α 0.031

	

Instrument Repackaging
inch drill . Remove the ferrule from the new interconnecting

	

If the 7Α 15 is to be sh ipped for long distances by com-pin and press the new pin into the hole in the circuit board .

	

mercial means of transportation , it is recommended thatPosition the pin in the same manner as the old pin . Solder

	

the instrument be repackaged in th e original manner forthe pin on both sides of the circuit board . If th e old pin was

	

maximum protection . Refer to the repackaging ill u strationbent at an angle to mate with α connector, bend the new

	

in the back of the manual for details . The original cartonpin to match the associated pins .

	

can be saved and used for this purpose, or new sh ipp i ng
cartons can be obtained from Tektronix, Inc . Contact your

NOTE

	

local Tektronix Field Office or representative for informa-
tion or assistance .

Α pin replacement kit including necessary tools, in-
structions andreplacementpins is available from Tek
tronix, Inc. Order Part No . 040-0542-00.

	

NOTE

The plug-ins should not be shipped installed in an
End-Lead Pin Connectors . The pin connectors used to

	

oscilloscope . The oscilloscope packaging material is
connect the wires to the interconnecting pins are clamped

	

not designed to protect the plug-ins.



SECTION 5
PERFORMANCE CHECK/CALIBRATION

Change information, if any, affecting this section will be found at the rear of this manual.

Introduction

	

Α partial calibration is often desirable after replacing

To assure instrument accuracy, check the calibration of

	

components, or to touch up the adjustment of α portion of
the instrument between major recalibrations . To check or

the 7Α15 every

	

1000 hours of operation, or every six

	

adjust only part of the instrument, set the controls as given
months if used infrequently . Before complete calibration,

	

under Preliminary Control Settings and start with the
thorough ly clean and inspect th is i n strument as outlined in

	

nearest test equipment set-up picture preced ing the desired
the Maintenance section .

	

portion. Any control settings that differ from the prelimi-
nary settings are listed under the heading Partial Procedure

As an aid to th e calibration of the i nstrument, α Short-

	

following the equipment required p icture . To prevent
Form Procedure is given prior to the complete procedure .

	

unnecessary recalibratio n of other parts of the instrument,
To facilitate instrument calibration for the experienced	read just only if the tolerance given in the CHECK part of
calibrator, the Short-Form Procedure lists the calibration

	

the step is not met. If read justment is necessary, also check
ad j ustments necessary for each step and the app licable

	

the calibration of any steps listed under INTER ACTION .
tolerances . This procedure also includ es the step number
and title as listed in the complete Performance Check/
Calibratio n Procedure, and the page number on wh ich each

	

TEST EQUI PMENT REQUI RE D
step begins . Therefore, the Short-F orm Procedu re can be

	

General
used as an index to locate α step in the complete procedure.
The Short-F orm Procedure also provides spaces to record

	

The following test equipment and accessories, or equiva-
performance data or to check off, steps as they are com-

	

lent are req uired for complete calibration of the 7Α 15 .
pleted . Th is procedure can be reprod uced and used as α

	

Specifications given are th e minimum necessary for αεευ
permanent record of instrument calibration .

	

rate calibration. Some of the recommended equipment may
have specifications that exceed those given . All test equip -

The comp lete Performance Check/Calibration Procedure

	

ment is assumed to be correctly calibrated and operating
with in the given specifications . If equipment is substitute d,

can be used to check instrument performance without

	

it must meet or exceed the specifications of the recom-
removing the covers or making internal adjustments by per-

	

mended equipment.
forming all portions except the ADJU ST part of α step .
Front-panel screwd river ad justments are adjusted as part of
the performance check procedure . Α note titled PER-

	

Special Tektronix calibration fixtures are used in th is
FO RMANCE CHECK ONLY gives instructions applicable

	

proced ure only where they facilitate calibration . These
only to the performance check procedure and lists the next

	

special calibration fixtures are available from Tektronix,
applicable step for the performance ch eck procedure.

	

Inc. Order by part number through your local Tektronix
Field Office or representative .

Completion of each step in the comp lete Performance
Check/Cali bration Procedure insures that th is instrument
meets the electrical specifications given in Section 1 . Where
possible, instrument performance is checked before an
adjustment is made . For best overall performance when
performing α comp lete calibration procedure, make each
adjustment to the exact setting even if the CHECK is within
the allowable tolerance.

Test Equipment

7Α15

1 . 7000-series Ind icator Oscilloscope. Tektronix 7704 .

2 . 71370-series Time Base . Tektronix 71370 used for th is
procedure.

NOTE
3. Square-wave generator. Frequency, 1 k ilohertz to

Limits, tolerances and waveforms in this procedure

	

100 k ilohertz ; risetime, 12 nanoseconds or less from h igh-
are given as calibration guides and should not be

	

amp litude output and one nonosecond or less from fast-rise
interpreted as instrument specifications except as

	

output (into 50 ohms) ; output am plitude, about 12 volts
specified in Section 1. Α// waveforms shown in this

	

into 50 ohms from hi-amp litude output and 50-500 milli-
procedure were taken with α Tektronix Oscilloscope

	

volts from fast-rise output into 50 ohms . Tektronix Type
Camera System .

	

106 Square-Wave Generator recommended .
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4. Constant amp litude sine-wave generator. Frequency,

	

15. Termination, endline, Impedance, 50 ohms; connec
50 kilohertz to about 85 megahertz ; reference frequency,

	

tor, GR . Tektronix Part No. 017-0081-00.
50 kilohertz ; output am plitude, variable from 5 millivolts
to 5 volts into 50 ohms; amp litude accuracy, with in 3°/ο of
50 k ilohertz reference as frequency is varied throughout

	

16. Attenuator (three) . Impedance, 50 ohms ; attenua-
range . Tektronix Type 191 Constant Amplitude Signal

	

tion, 10Χ ; connectors, BNC. Tektronix Part No .
Generator recommen ded .

	

011-0059-01 .

5. Standard am p litud e calibrator. Amplitud e accuracy,

	

17. Attenuator. Impedance, 50 ohms; attenuation, 5Χ;
within 0.25%; signal amplitude, 5 millivolts to 50 volts;

	

connectors, BN C. Tektronix Part No . 011-0060-01 .
output signal 1 k ilohertz square wave and DC voltage.
Tektron ix calibration fixtu re 067-0502-00 recommen ded .

6. Pulse generator . R isetime, 0.25 nanosecond ; amp li-
tude 0 to 50 volts into 50 ohms; polarity, + or - selectable .
Tektron ix Type 109 Pulse Generator recommen ded .

7. Delay Line . Characteristic impedance, 50 ohms ;
delay, 60 nanoseconds. Tektronix Type 113 Delay Cable
recommended .

8 . L ow- F requency Constant Amplitude Sine-Wave
Generator . F requ ency range, 2 hertz to over 10 k ilohertz ;
amplitude, 0.5 volt to 5 volts; amp litude accuracy, constant
with in 3% of 1 k ilohertz reference as output frequency
changes. For examp le, General R adio Mod el 1310-Α
Oscillator .

Accessories

10 . RC Normalizer. Time constant, 1 megohm Χ 20
picofarad ; connectors, BNC . Tektronix Calibration F ixture
067-0538-00.

11 . Termination, feedthrough. Impedance, 50 ohms;
connectors, BN C. Tektron ix Part No . 011-0049-01 .

13 . Cab le . Impedance, 50 ohms ; length , 42 inches ; con-
nectors, BNC. Tektro nix Part No . 012-0057-01 .

18 . Attenuator. Impedance, 50 ohms ; attenuatio n, 2Χ;
connectors, BNC. Tektronix Part No . 011-0069-01 .

00 .

SHORT-FORM PROCEDURE AND INDEX

7Α15 Serial No . ---------------------

Calibration Date ---------------------

Calibrated By -----------------__---

9. Non-loading DC Voltmeter . Accuracy, with in 1°/ο;

	

1 . Check Gain Range

	

Page 5-4
range, 0 to greater than 15 volts. For example, F airch il d
Model 7050 Digital Multimeter.

	

Requirement: At least +8°/ο to -8°/ο from calibrated
setting .

19 . Alignment Tool Kit . Tektronix Part No . 003-0007-

Performance : Correct ----; Incorrect

2. Check/Adjust GAIN (R 121)

	

Page 5-5

Requirement: W ith VOLTS/DIV set to 10 mV and α 50
mV square-wave signal applied, the vertical deflection can
be set to exactly five d ivisions.

Performance : Correct ---- ; Incorrect

12 . Adapte r, GR to BNC female . Tektronix Part No .

	

3. Check/Ad just VAR BAL (13200)

	

Page 5-5
017-0063-00. R equirement : 0.5 d ivision or less trace shift as the

VARIABLE VOLTS/DIV is rotated throughout its range .

Performance : Correct ----; Incorrect

4. Check VARIABLE Range

	

Page 5-5
14 . Cable . Impedance, 50 ohms; connectors, GR ; elec-

trical

	

le ngth , 5 n an oseconds . Tektronix Part No .

	

Requirement: Continuously variable between calibrated
017-0512-00.

	

steps of the VOLTS/DIV switch .



Performance : Correct -_-_; Incorrect

	

12. Check Step Response

	

Page 5-8

5. Check +UP to INVERT Shift

Requirement : One division or less trace shift when
switching POLARITY from + UP to INVERT .

Performance : Correct --_-; Incorrect

Page 5-5

6. Check POSITION Range

	

Page 5-5

Requirement : At least +10 d ivisions to -10 divisions
from graticule center .

	

R equirement : N ot more than -3 dB at 78 megahertz .

Performance : Correct --_-; Incorrect

7 . Check Deflection Accuracy

	

Page 5-6

R equirement : Vertical deflection accurate within 2ο/ο of
gain set at 10 mV/div for all VOLTS/DIV switch settings.

Performance: Correct --_-; Incorrect

8. Adjust I nput Capacitance (C6)

	

Page 5-6

Requirement : Optimum square-wave response .

Performance: Correct ----; Incorrect ---_

9. Adjust Attenuator Shunt Compensation

	

Page 5-6
(C10, C20, C30, C41, C51)

R equirement : Optimum flat top (minimum tilt) .

Performance : Correct -___; Incorrect

10 . Adjust Attenuator Series Compensation

	

Page 5-7
(C 13, C23, C33, C43, C53)

Requirement: Optimum square corner .

Performance : Correct __--; Incorrect

11 . Adjust H igh Frequency Compensation

	

Page 5-7
(R 175, C175, C253)

Requirement: Optimum 100 kilohertz square-wave
response at 5 millivolts/division . R isetime not to exceed 4 .5
nanoseconds and aberrations not to exceed 5ο/ο peak to
peak .

Performance : Correct --__; Incorrect

Performance Check/Calibration-7A15

Requirement: Optimum pulse response, risetime 4.5
nanoseconds or less and aberrations not to exceed the
following:

5 mV to 5 V

	

+4%, -4%; total not to exceed
5% peak to peak.

Performance : Correct __-_; Incorrect

13 . Check Amplifier Upper Bandwidth

	

Page 5-8

Performance : -3 dB point, ___- megahertz .

14 . Check Amp lifier Lower Bandwidth

	

Page 5-9

Requirement : Not more than -3 d B at 2 hertz .

Performance: -3 dB point, ---_ hertz .

15 . Check Input Gate Current

	

Page 5-9

Requirement : 0.1 d ivision or less trace shift when
switching from GND to DC .

Performance : Correct ____ ; Incorrect

16 . Check Displayed Noise (Tangentially

	

Page 5-9
Measured)

Requirement : 0.05 division or less at 5 mV/d iv measured
in α 7700-series oscilloscope .

Performance : Correct ---_; I ncorrect

17 . Check Trigger DC LevelWith Respect to

	

Page 5-10
Signal DC Level

Req uirement : Trigger DC level within 50 millivolts of
Signal DC level.

Performance : Correct __--; Incorrect

18 . Check IDENTIFY Operation

	

Page 5-10

Requirement : Trace moves upward about 0.25 divisions
when IDENTIFY button is pressed .

Performance : Correct ----; Incorrect
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PERFORMANCE CHECK/CAL I BRATION
PROCEDURE

General

	

5 . Turn the oscilloscope power switch to On and allow
20 minutes warmup before proceeding with calibration of

The following procedure is arranged so the 7A15 can be

	

the 7A15 .
calibrated with the least interaction of adj ustments and
reconnection of equipment. Α picture is given of the test
equipment required for each grou p of steps to aid in identi-

	

6 . Set the controls as given under Preliminary Control
ficatio n of the necessary equipment . The control settings

	

Settings .
and test equipment setup throughout th is procedure con-
tinue from the preced ing step(s) unless noted otherwise .
The control settings can be checked at any "test eq uipment

	

Preliminary Control Settings
required" picture by setting the controls as given at the
start of the procedure under the heading Prelimi nary

	

7Α15Control Settings . Then make any changes listed following
the test equipment req uired picture, u nder the head ing

	

POSITION

	

Midrange
P artial Proced ure (also app lies to p artial calibration

	

POLAR ITY

	

+UP
procedure) .

	

VOLTS/DIV	10 mV
VARIABLE (VOLTS/DIV )

	

CAL IN
AC-G ND-DC DC

ΝΟΤΕ

Control titles which are printed on the front panel of

	

71370
the 7A15 are capitalized in th is procedure (e.g.,

	

Level/Slope

	

Centered on Positive Slope
POSITION). Internal adjustments and associated

	

Triggering
equipment controls are initially capitalized only (e.g.,

	

Mode

	

Ρ-Ρ Auto
oscilloscope Vertical Mode).

	

Coupling

	

AC
Source

	

1 nt

The following procedure uses the equipment listed under

	

Magnifie r

	

Χ 1
Time/D iv

	

.5 msTest Equipment R equired. If other equipment is substi-

	

Variable (Time/Div)

	

5αη
tuted, control settings or calibration setup may need to be

	

Display Mod e

	

Time Base
altered to meet the req uirements of the equipment used.
Detailed operating instructions for the test equipment are
not given in th is procedure . R efer to the instruction manual

	

7704
for the test equipment if more information is required .

ΝΟΤΕ

This instrument should be calibrated at an ambient
temperature of +20°C to +30° C for best overall
accuracy. The performance of th is instrument can be
checked at any temperature within the 0°C to +50°C
range. If the temperature is outside the given range,
see Section 1 for the applicable tolerances.

Preliminary Procedure for Complete Calibration

1 . Remove the oscilloscope left side cover.

2. Insert the 7Α15 in the oscilloscope R ight Vertical
compartment.

4. Connect the oscilloscope to α suitable power source .

Vertical Mode

	

R igh t
Horizontal Mode

	

Α
Α Trigger Source

	

R igh t Vert
Calibrator
R ate

	

1 kHz
Volts

	

40 mV
Α Intensity

	

Optimum

1 . Check Gain Range

α . Test eq uipment required for steps 1 th rough 10 is
shown in F ig . 5-1 .

b. Connect α 50 millivolt squarewave from the standard
amp litude calibrator to the 7Α 15 INPUT connector.

ε . Adjust the front-panel GAIN for α five division
d isp lay .

3. I nsert the time base in the oscilloscope Α Horizontal

	

d. CHECK-Turn the GAIN control fully clockwise and
compartment.

	

check for α disp layed amplitude of 5.4 d ivisions or more .



ι

ι
ι
ι

ι
ι
ι
ι
ι
ι

ι

F ig . 5-1 . Test equ ipment req uired for step s 1 through 10 .

Turn the GAIN control fully counterclockwise and check
for α displayed amp litude of 4 .6 d ivisions or less . R eturn
GAIN control to m idrange.

2 . Check/Ad j ust GAIN

	

Ο

α . CHECK-With the 50 m ί llivolt square wave signal
connected as above, check for exactly five d ivisions of d is-
played am p litude .

b . ADJUST-R121, front-panel GAIN , for exactly five
d ivisions of d isplayed amp litude.

b . CHECK-Rotate the VARIA BLE control throughout
its range and ch eck for α 0.5 division or less of trace shift .

ΝΟΤΕ

4 . Check VARIABL E Range

Performance Check/Calibration-7A`15

ΝΟΤΕ

PERFORMANCE CHECK ONLY. This adjustment
may be performed as part of the performance check .

c . ADJUST-13200, front-panel VAR BAL, for mini-
mum trace sh ift as the VA R IA BLE control is rotated
th roughout its range .

d . Press the VARIABLE control to the CAL IN position
and set th e COUPLING to DC .

α . W it h the GAIN adjusted for exactly five divisions,
press and release th e VAR IABLE control to its outward
position.

b . CHECK-Turn the VAR IABLE control fully counter-
clockwise and check for two divisions or less of d isplayed
amp litude.

c . R eturn the VAR IA BLE control to the CA L IN
position.

5. Check + UP to I NVERT SH I FT

α . Set the CO UPL I NG switch to GND.

b. CHECK-For trace sh ift of one division or less when
switch ing POLARITY from + UP to I NVERT.

c. Return the POLARITY switch to +UP .

6. Check POSITION Range
PERFORMANCE CHECK ONL Y. This adjustment

	

α . Set th e CO UPL I NG switch to GND and position the
may be performed as part of the performance check, trace to the center horizontal reference line .

b. Set the standard amp litude calibrator to 0 .1 volt .

c. CHECK-Set the COUPL I NG switch to DC . Turn the
POSITION control counterclockwise and check that the

3. Check/Ad j ustVAR BAL

	

Ο

	

top of the sq uare wave can be positioned to graticule center
or below. R eposition th e bottom of the square wave to

α . Set the COUPL ING switch to GND and th e VAR I-

	

graticule center and set the POLARITY switch to I NV ER T .
ABLE control to the outward ( press and release) position.

	

Turn the POSITION control clockwise and check that the
Position the trace to the center horizontal reference line

	

bottom of the square wave can be positioned to graticule
with th e POSITIO N control .

	

center or above.

d . R eturn the POLARITY switch to +UP and POSI-
TION to mid range .

5-5
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7. Check Deflection Accuracy

	

b. Disconnect the standard amplitude calibrator signal .

α . CHECK-Using the VOLTS/DIV switch and standard
amplitude calibrator settings given in Table 5-1, check verti-
cal deflection within 2ο/ο for each position of the VOLTS/
DIV switch .

TABLE 5-1

Vertical Deflection Accuracy

VOLTS/DIV Standard Vertical Maximum
Switch

	

Amplitude

	

Deflection

	

Error for ±2ο/ο
Setting Calibrator in Accuracy

Output Divisions (divisions)

5 mV

	

20 mV

	

4

	

±0.08
10 mV

	

50 mV

	

5

	

Set in Step 2
20 mV

	

0.1 V

	

5

	

±ρ ,1

	

ε . ADJUST-C6 for best flat top (minimum tilt) on the
50 mV

	

0.2 V

	

4

	

±0.08

	

displayed waveform (see F ig . 5-2) .
.1 V

	

0.5 V

	

5

	

±0.1
.2 V

	

1 V

	

5

	

±0.1
.5V 2 V 4 ±0.08
1 ν

	

5 ν

	

5

	

±ρ . 1

	

9. Adjust Attenuator Shunt Compensation

	

Ο

2 V

	

110V

	

5

	

±0.1

	

α . W ith α test eq uipment connected as above, set the
5 V

	

20 V

	

4

	

±0.08

	

VOLTS/DIV to 10 mV.

0ι1ι- 14Y?

+ -ι - ι- -ι -τ- -r - ι - τ- -, - ι"

8. Adjust Input Capacitance

α. Connect α 10 kHz square wave from the Type 106
Hi-Amplitud e output through α GR to BNC ad apter,
coaxial cable, 5 Χ attenuator, 50 ohm feedthrough termina-
tion and 20 pF RC Normalizer to the 7Α 15 I NPUT con-
nector .

b . Set the VOLTS/DIV to 5 mV and adjust the Type
106 Amplitude control for α five-division d is p lay .

L .1 . Ι ΓΤΤΤ7

(Β ) Γ~ -I-t-1-t`1- I- --

~Sev 140,21

	

Οιr 101?Υ.

(ς) ί

	

Ι

	

Ι

	

Ι

	

Ι

	

t

	

Ι

	

Ι

	

Ι

	

Ι

	

Ι

	

(D) Ι

	

Ι

Ο

F ig . 5-2. CRT display showing (Α) correct compensation, (Β ) tilt, (C) υndercompen sated front corner and (D) overcompensated front corner .



b . ADJUST-Using Table 5-2 as α guide, ad j ust atten-
uator com pensation for best flat top (see F ig . 5-2) . M ain-
tain α five-division d isp lay (remove the 5Χ attenuator when
necessary) except that in t h e 2 V and 5 V positions, the
maximum d isplay amp litud e will be less than five d ivisions.

TABLE 5-2

Attenuator Shunt Compensation

VOLTS/DIV Setting

	

Ι

	

Ad just for Optimum
Flat Top

20 mV
50 mV
0.1 V
0.2 V
0 .5 V

1 V
2V
5 V

α . Remove the 20 pF RC N ormalizer.

TABLE 5-3

C30
Check
Check
C41
Check
Check
C51

10 . Ad j ust Attenuator Series Compensa-

	

Ο
tion

VOLTS/DIV	5 mV
Time/Div

	

0.02 μs
b. ADJUST-Using Table 5-3 as α guide, ad just attenua-

tor series compensation for optimum square corner (see
F ig . 5-2) . Maintain α five-d ivision d isplay (about th ree d ivi-

	

11 . Adjust H igh F req uency Compensation

	

Ο

sions in the 5 V position) for all positions of the VOLTS/
DI V switch .

	

α . Test eq u ipment required for steps 11 and 12 is shown
i n F ig . 5-3.

Attenuator Series Compensation

VOLTS/DIV Setting

10 mV
20 mV
50 mV
0.1 V
0.2 V
0.5 V

1 V
2 V
5 V

Performance Check/Calibration-7A15

PARTIAL PR OCEDURE

7704
οsείλέοs ν,ορe

Type 106 Sηυίι rε
'have Generαlo ι-

Fig . 5-3. Test equ ipment required for step s 11 and 12 .

Τ 'vpe 109
-0-se Generato r

οο ~ :
GR Εηd λίπe
Termination

If beginning α partial proced ure with th is step , set the
controls as given under Preliminary Control Settings except
as follows :

b. Connect the Type 106 fast-rise + Output th rough α
G R to BNC adap ter, BNC cable, and 50 ohm feed through
termination to th e 7Α15 I NPUT connector.

Ad ju st for Optimum Square

	

ε . Set the Type 106 Repetition Rate R ange to 100 kHz,
Corner

	

Multi p lier to Χ 1, H i Amp litude-Fast R ise switch to F ast

C13

	

R ise and ad just the + Transition Amp litude for α five d ivi-

C23

	

sio n d isplay.

C33
Check
C heck

	

d . ADJUST-In order given for minimu m aberrations
C43

	

and minimum risetime . Since th ese ad justments interact,
C heck

	

readjust until optimum square-wave response is obtained
C heck

	

(see F ig . 5-4) . Use either Χ 1 or

	

X10 Magnifier on the time-
C53

	

base as required to best view the effect of each ad justment.

5-7
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Location of the ad justments are shown in F ig . 5-5 .

12 . Check Step Response

α . Connect α 5 ns G R cable between the Type 113
Delay Cable and the Type 109 Chg . L ine 1 ; connect α 50
ohm termination to Chg . L ine 2 . Connect the Type 109
Output th rough α G R to BNC adapter, B NC 50 ohm cable,
2Χ attenuator and 50 oh m feedthrough termination to the
7Α 15 I NPUT connector .

b . U se the Type 109 Voltage Range and Amplitud e
controls to maintain about five d i v isions of d isp la y amp li-
tud e for all checks . Risetime is measured between the 10%ο
and 90% amplitude points on the lead ing edge of the pulse .

5-8

Ad justment Most Noticeable Effect

R175

	

F irst 20 ns level
C175

	

F irst 10 ns level
C253

	

F ront corner ; 3-5 ns level

oil EMENE

NNE 0

mmmmm'EAE
NN"s I Jimmom 2 W

No
0

No
oil

F ig . 5-4 . CRT dis p lay showing (Α ) aberrations and ( Β ) risetime
measurement .

Fig . 5-5 . M ain amplifier boar d showing location of h igh-freq uency
com pensation ad ju stmen ts.

Aberrations in the form of overshoot, ringing and tilt are
expressed as α percentage of pulse amp litude . The pulse
amplitude reference level is the average level in the 40 ns to
50 ns period after the step .

c . CHE CK-Using Table 5-4 as α guide, ch eck all posi-
tions of the VOLTS/DI V switch for risetime and aberra-
tions .

TABLE 5-4

RISETIME AND ABERRATION CHECK

13 . Check Amplifier Upper Bandwidth

α . Test eq uipment req uired for steps 13 th rough 18 is
shown in F ig . 5-6 .

ι
ι

ι
ι
ι

ι
ι
ι
ι

VOLTS/D θ V

	

Type 109
Switch Pulse
Setting

	

Amplitude

	

Risetime ~ Aberrations

5 mV to 5 V

	

5 div

	

4 .5 ns

	

+4%, -4°/ο ;
total not to

ι exceed 5°/ο Ρ -Ρ

ι

b . Connect the Type 191 Constant Amp litude Signal
Generator ou tput th roug h α GR to BN C adapter, BN C cable
a nd 50 ohm feedth rough termination to the 7Α 15 I N PUT
connector. Set the Type 191 frequency to 50 kHz and
Amplitude Range to 5-50 mV .

ι



ι
ι
ι

ι

ι

ι

ι
ι
ι
ι

ι

CR ιίι β 'N ϊ .
Αd Ε' ρ 9 ϊι r ;:~ ιs ι-.~ 1 e !'ι tt εε r~aato r

~~e d ι ! ι r - υ (J ί ;
1i'_tp'ουα t οι`

F ig . 5-6 . Test eq ui pment req uired for step s 13 th rough 17 .

ε . Set the VO LTS/DIV to 5 mV and ad j ust th e Type
191 Amp litu d e for α six-d ivision d isp lay .

d . CH EC K-Increase th e generator frequency until the
d isp lay decreases to 4.2 d ivisions . Check that the generator
frequency is at least 78 megahertz .

e . Disconnect the Type 191 signal generator .

14 . CheckAm plifier Lower Bandwidth

15. Check Inp ut Gate Current

Performance Check/Calibration-7A15

α . Set the COUPL I NG switch to GND and position the
trace to the center h orizo ntal reference line with th e POSI-
TION control .

b . CHEC K-F or 0 .1 d ivision or less trace sh ift when
switch ing the COUPL I N G switch from GN D to DC .

16 . Check Disp layed Noise (Tangentially
Measured)

α . Set th e COUPL I NG switch to DC and free-run the
time-base . Connect the Type 106 Hi Am plitud e output
th rough α GR to BN C adapter, BN C cable, th ree 10Χ
attenuators and 50 ohm feedth rough termination to the
7Α 15 I NPUT connector .

b . Set the Type 106 frequency to 1 kH z and increase
the amplitude until two free-running traces are observed
(see F ig . 5-7 Α ), then decrease th e am plitude until the two
traces just merge ( dark band between the two traces j ust
d isappears ; see F ig . 5-7 Β ) .

α . Set the COUPL ING switch to AC . Connect the out-
put of the GR 1310-Α Low-Frequency Generator through α
BN C cable, 10Χ attenuator, and 50 ohm feedth rough ter-
mination to th e 7Α 15 I NPUT connector . Set the Time/Div
to 50 μs .

b . Set the generator freq uency to 10 kH z and ad just the
amp litude for α six-d ivision display .

c . CHEC K-Decrease the generator frequency u ntil the
d isplay decreases to 4.2 divisions . Check that the generator
frequency is 2 h ertz or less .

	

(Β )

d . Disconnect the G R 1310-Α signal generator .

	

F ig . 5-7 . CRT d isplay showing ( Α ) two free-running traces and ( Β )
the two traces being merged when chec king amplifier noise .
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Performance Check/Calibration-7A15

c. Set the VOLTS/DIV to 50 mV and remove two 10Χ
attenuators .

d . CHE CK-Set th e time-base controls for α stable dis-
play and check that the square-wave amp litude is 0 .5
division or less . Noise is th e square-wave value divided by
100 (two 10Χ attenuators were removed ) .

EXAMPLE :

Tangentially
Measured =
Noise

Sq uare Wave Amp litude

	

-	25mV
100

	

100

Th is is equal to 0.05 division at 5 mV/div .

=0.25 mV

e. Disconnect the Type 106 Square Wave Ge nerator .

17 . Check Trigger DC Level With Respect to
Signal DC Level

α . Set the VO LTS/DIV to 5 mV and th e CO UPL I N G
switch to GND .

b . Position the trace to the center horizontal reference
line with th e POSITIO N control .

5-10

F ig . 5-8. Location of voltage check poin ts for step 17 .

18. CHECK ID ENTI FY Operation

ι
ι
ι
ι
ι
ι
ι

e. CHECK-For α voltmeter read ing not to exceed 50
mil livolts .

ι
α . Position th e trace to the center horizontal reference

line with the POSITIO N control .

b . CHECK-Press th e IDEN TI FY button and check that
the trace moves upward about 0.25 division .

c. Connect the digital voltmeter between 1311 1 and All 1
(top of R 171 and bottom of R271 ; see Fig. 5-8) . Ad just the
POSITION control for α voltage null (zero volts) . Do not

	

This comp letes th e calibratio n of th e 7Α15 . Disconnect
move any controls after the voltage null is set .

	

all test equip ment, rep lace th e oscilloscope side cover and
the 7Α15 side covers . If the instrument has been com-
p letely calibrated to the tolerances given in th is procedure,

d . Change the voltmeter lead s to Β 13 and

	

A13 (top of

	

it will perform to the lim its given in the Specification
R 186 and bottom of R284; see Fig. 5-8) .

	

Section.

ι
ι
ι
ι
ι
ι



ΒΗΒ

	

binding head brass

BHS

	

binding head steel

cap .

	

capacitor

cer	ceramic

comp com position

conn connecto r

CRT

	

cathode-ray tube

cs k	countersu nk

D E

	

double end

dia

	

diamete r

d iv

	

division

elect .

	

electrolytic

EMC

	

electr olytic, metal cased

EMT

	

electrolytic, metal tubular

ext

	

external

F & Ι

	

focus and intensity

FHB

	

flat head brass

FHS

	

flat head steel

Fil ΗΒ

	

fillister head brass

Fil HS

	

filliste r head steel

h

	

height o r h igh

hex . hexagonal

ΗΗΒ

	

hex head b r ass

HHS

	

hex head steel

H SB

	

hex socket brass

HSS

	

hex socket steel

ID

	

inside d iamete r

inc

	

incandescent

PARTS LIST ABBREVIATIONS
int

	

internal

Ig

	

length or lo ng

met.

	

metal

mtg hdw

	

mounting ha rdware

OD

	

outsid e diamete r

ΟΗΒ

	

oval head brass

OHS

	

oval head steel

Ρ /Ο

	

part of

ΡΗΒ

	

pan head brass

PHS

	

pan head steel

p lstc

	

plastic

PMC

	

paper, metal cased

poly polysty rene

prec

	

precision

PT

	

paper, tubu lar

ΡΤΜ

	

paper or plastic, tub u lar, molded

RHB

	

round head brass

RHS

	

round head steel

$Ε

	

single end

SN or S/Ν

	

serial number

S or SW

	

switch

TC

	

temperat ure compensated

ΤΗΒ

	

truss head brass

thk

	

t h ic k

THS

	

truss head steel

tu b .

	

tubular

var

	

va riable

ω

	

wide or width

WW wire-wound
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Val ues are fixed un less marked Va riable .

Tektronix

	

Serial/Model No .
Ck t . No .

	

Part No.

	

Eff

	

Disc

	

Description

Tolerance ±20% unless otherwise indicated .

C1

	

*285-0697-03

	

0.1 μF

	

Plastic

	

600 V

	

10%
C2

	

283-0004-00

	

0.02 μ F

	

Cer

	

150V
C3

	

281-0672-00

	

11 .4 pF

	

Cer

	

500V

	

1
C4

	

281-0538-00

	

1 pF

	

Cer

	

500 V
C5

	

281-0538-00

	

1 pF

	

Cer

	

500 V

C6

	

281-0064-00

	

0.25-1 .5 pF, Var

	

Plastic
C7

	

281-0547-00

	

2.7 pF

	

Cer

	

500 V

	

10%
C10

	

281-0064-00

	

0.25-1 .5 pF, Var

	

Plastic
C12

	

281-0572-00

	

6.8 pF

	

Cer

	

500 V

	

±0.5 pF
C13

	

281-0043-00

	

0.7-3 pF, Var

	

Tub.

C20

	

281-0064-00

	

0.25-1 .5 pF, Var

	

P lastic
C22

	

281-0659-00

	

4.3 pF

	

Cer

	

500 V

	

±0.25 pF
C23

	

281-0043-00

	

0.7-3 ρF, Va r

	

Tub.
C24

	

281-0504-00

	

10 pF

	

Cer

	

500 V

	

10%
C30

	

281-0043-00

	

0.7-3 pF, Va r

	

Tub.

C32

	

281-0544-00

	

5.6 pF

	

Cer

	

500 V

	

10%
C33

	

281-0119-00

	

50 pF/0.25-1 .5 pF

	

M ica

	

10%C34
C40

	

281-0547-00

	

2.7 pF

	

Cer

	

500 V

	

10%
C41

	

281-0043-00

	

0.7-3 pF, Var

	

Tu b.

C42

	

281-0659-00

	

4.3 pF

	

Cer

	

500 V

	

±0.25 pF
C43

	

281-0086-00

	

500 pF/0.25-1 .5 pF

	

M ica

	

10%C44
C50

	

281-0544-00

	

5.6 pF

	

Cer

	

500V

	

10%
C51

	

281-0043-00

	

0.7-3 pF, Var

	

Tu b.

C53
C54

Connector

J 1

	

131-0679-00

	

Receptacle, elect r ical, BNC

281-0108-00

SECTION 6
ELECTRICAL PARTS LIST

C HASSIS

Capacitors

7Α15

1000 pF/0 .25-1 .5 pF

	

Mica

	

10%



Electrical Parts List-7A15

C HASSIS (cont)

Tektronix

	

Se rial/Model No.
Ckt . No .

	

Par t No .

	

Eff

	

Disc

	

Desc r i ption

Inducto rs

Ll

	

*108-0440-00

	

8 μΗ
LRl3

	

*108-0270-00

	

0.25 μΗ (wound on α 62-Ω ,'/8 W, 5% resisto r)
LR23

	

*108-0614-00

	

0.25 μΗ (wound on α 56-Ω ,'/8 W, 5% resistor)
LR33

	

*108-0257-00

	

0.1 μΗ (wound on α 27-Ω ,'/8 W, 5% resisto r)
LR43

	

*108-0613-00

	

0.14 μΗ (wound on α 20-Ω , '/Θ W, 5% resistor)

Resistors

Resisto r s are fixed, comp osition , ±10% unless ot herwise indicated .

R l

	

317-0082-00

	

8.2 Ω

	

'/8W

	

5%
R2

	

317-0105-00

	

1 MO

	

'/8W

	

5%
R3

	

321-0064-00

	

45.30

	

'/Θ W

	

Prec

	

1 %
R9

	

317-0270-00

	

27!Q

	

y8W

	

5%
R10

	

317-0150-00

	

15 Ω

	

'/Θ W

	

5%

R12

	

322-0610-01

	

500 kΩ

	

'/4 W

	

Prec

	

Υ2%
R14

	

322-0481-01

	

1 ΜΩ

	

'/4 W

	

Prec

	

Υ2 %
R20

	

317-0620-00

	

62 Ω

	

'/Θ W

	

5%
R22

	

322-0469-01

	

750 kΩ

	

'/4 W

	

Prec

	

Υ2 %
R24

	

321-0628-01

	

333 kΩ

	

'/8 W

	

Prec

	

Υ2 %

R30

	

317-0560-00

	

56 Ω

	

'/8W

	

5
R32

	

322-0621-01

	

900 kΩ

	

'/4 W

	

Prec

	

72
R34

	

321-1389-01

	

11 kΩ

	

'/Θ W

	

Prec

	

1/2%
R40

	

317-0390-00

	

39 Ω

	

ΥΘ W

	

5%

R42

	

322-0624-01

	

990 kΩ

	

'/4 W

	

Prec

	

Υ2
R44

	

321-1289-01

	

10.1 kΩ

	

'/Θ W

	

Prec

	

1/2%

R50

	

317-0430-00

	

43 Ω

	

'/8W

	

5%
R52

	

322-0629-01

	

999 kΩ

	

'/4 W

	

Prec

	

Υ2 %
R54

	

321-0193-01

	

1 kΩ

	

'/8W

	

Prec

	

72%
R57

	

317-0430-00

	

43 0

	

'/Θ W

	

5%
R109

	

317-0750-00

	

75 Ω

	

'/8W

	

5%

R145 1	311-0652-00

	

Β010100

	

Β029999

	

2 χ 5 42, Var
R1451	311-0652-01

	

Β030000

	

2 χ 5 kΩ , Var
R200

	

311-0310-00

	

5 kΩ , Var

'Furn ished as α unit with 52 .



Wi r ed or Unwired

'Furn ished as α unit with R145.

C HASSIS (cont)

Ckt . No .

	

Part No .

	

Serial/Model No .
Tektronix E ff

	

Disc

	

Description

Switches

Sl

	

260-1168-00

	

Leve r
S22	311-0652-00 13010100 Β029999
S2 2	311-0652-01 Β030000
S10 Wi r ed *262-0903-00

	

Rotary

	

VOLTS/DI V
S10

	

260-1151-00

	

Rota ry

	

VOLTS/D 1V
S133

	

260-0816-00

	

Slide

MAIN Circuit Board Assembly

*670-1227-00

	

Complete Board

Tolerance -!-20% unless ot he rwise in d icated .

Capacitors

Elect rical Parts List-7A15

C101

	

281-0614-00

	

6800 pF

	

Cer

	

500 V

	

+80%-20%
Cl02

	

283-0177-00

	

1 μF

	

Cer

	

25 V

	

+80%-20%
C107

	

283-0010-00

	

0.05 1-&

	

Cer

	

50 V
Cl 14

	

281-0623-00

	

650 pF

	

Cer

	

500 V

	

5%
C124

	

281-0656-00

	

22 pF

	

Cer

	

200 V

	

5%
Cl31

	

281-0630-00

	

390 pF

	

Cer

	

500 V

	

5%

Cl32

	

283-0004-00

	

0.02 μF

	

Ce r

	

150 V
C134

	

283-0004-00

	

0.02 μ F

	

Cer

	

150 V
Cl42

	

283-0004-00

	

0.02 t ιF	Ce r

	

150 V
C161

	

281-0623-00

	

650 pF

	

Cer

	

500 V

	

5%
C163

	

283-0004-00

	

0.02 1- F

	

Cer

	

150 V

Cl71

	

281-0623-00

	

650 pF

	

Cer

	

500 V

	

5%
C175

	

281-0166-00

	

1 .9-15.7 pF, Va r

	

Air

	

250 V
C176

	

281-0645-00

	

8.2 pF

	

Cer

	

500 V

	

±0.25 pF
Cl83

	

281-0542-00

	

18 pF

	

Cer

	

500 V

	

10%
C186

	

281-0623-00

	

650 pF

	

Cer

	

500 V

	

5%

C191

	

283-0004-00

	

0.02 μF

	

Cer

	

150 V
Cl92

	

283-0004-00

	

0.02 Νι F	Ce r

	

150 V
C201

	

283-0004-00

	

0.02 Ι_ ιF

	

Cer

	

150 V
C214

	

281-0623-00

	

650 ρF

	

Cer

	

500 V

	

5%
C231

	

281-0630-00

	

390 pF

	

Cer

	

500 V

	

5%

C253

	

281-0153-00

	

1 .7-11 pF, Var

	

Ai r	250 V

C261

	

281-0623-00

	

650 p F

	

Cer

	

500 V

	

5%
C271

	

281-0623-00

	

650 pF

	

Ce r

	

500 V

	

5%
C273

	

283-0004-00

	

0.02 [ ιF

	

Cer

	

150 V
C275

	

281-0540-00

	

51 p F

	

Cer

	

500 V

	

5%
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Electrical Par ts List-7A1 5

Tektro n ix

	

Serial/Model No .
C k t . No .

	

Part No .

	

Eff

	

Disc

	

Descri ption

6-4

MAIN Circuit Board Assembly (cont)

Capacito rs (co n t)

ι
ι
ι

C286

	

281-0623-00

	

650 p F

	

Cer

	

500 V

	

5%
C289

	

283-0004-00

	

0.02 μ F

	

Cer

	

150 V
C293

	

283-0000-00

	

0.001 μF

	

Cer

	

500 V
C294

	

283-0010-00

	

0.05 μ F

	

Cer

	

50 V
C297

	

283-0010-00

	

0.05 μ F

	

Cer

	

50 V
C298

	

283-0000-00

	

0.001 μF

	

Cer

	

500 V

Semiconductor Device, Diodes

CR102

	

*152-0367-00

	

Silico n	Te k Spec
VR107

	

152-0306-00

	

Zener

	

1 Ν960Β

	

400 mW, 9 .1 V, 5%
CR110

	

*152-0185-00

	

Silico n

	

Replaceable by I N4152
CR154

	

*152-0269-00

	

Silicon

	

Volt. va r cap . Tek Spec
CR254

	

*152-0269-00

	

Silico n

	

Volt. var cap . Tek Spec

L293

	

*120-0382-00

	

Toroid , 14 tur ns, si ngle
L297

	

*120-0382-00

	

Toroid, 14 t urn s, single

Transisto r s

Q80

	

151-0254-00

	

Silico n

	

ΝΡΝ TO-92 2Ν5308
Q103A, Β

	

151-1031-00

	

Silico n

	

FET

	

TO-18 Ν channel, d u al
Q1103	*153-0547-00

	

Silico n

	

ΝΡΝ

	

Replaceable by MPS 918
Q1124	*153-0547-00

	

Silico n

	

ΝΡΝ

	

Replaceable by MPS 918
Q130'

	

*153-0547-00

	

Silicon

	

ΝΡΝ

	

Replaceable by MPS 918

Q1406	*153-0547-00

	

Silicon

	

ΝΡΝ

	

Replaceable by MPS 918
Q160

	

*151-0325-00

	

Silicon

	

ΡΝΡ

	

TO-106 Selected f rom 2Ν4258
Q170

	

*151-0325-00

	

Silicon

	

ΡΝΡ

	

TO-106 Selected from 2Ν4258
Q180

	

151-0221-00

	

Silicon

	

ΡΝΡ

	

TO-1 8

	

2Ν4258
Q185

	

151-0221-00

	

Silico n

	

ΡΝΡ

	

TO-1 8

	

2Ν4258

Q2107	*153-0547-00

	

Silicon

	

ΝΡΝ

	

Replaceable by MPS 918
Q212`

	

*153-0547-00

	

Silicon

	

ΝΡΝ

	

Rep laceable by MPS 918
Q230-`

	

*153-0547-00

	

Silico n

	

ΝΡΝ

	

Replaceable by MPS 918
Q24010	*153-0547-00

	

Silico n

	

ΝΡΝ

	

Replaceable by MPS 918
Q260

	

*151-0325-00

	

Silicon

	

ΡΝΡ

	

TO-106 Selected from 2Ν4258
'Furnis hed as α matched pair wit h 0210 .
'Furn ished as α matched pai r with 0212 .

'Furn is h ed as α matc h e d p air wit h 0230 .

'Furn is h e d as α matched pai r wit h 0240 .

'Furnis hed as α matched pai r wit h 0110 .
'Furnis he d as α matched pair with 0112 .

9Furn is h ed as α matched pai r with Q130.

'"Furnished as α matc h e d p ai r with 0140 .

ι



ι

ι

MAIN Ci rcuit Board Assembly (cont)

Tektronix

	

Serial/Model No .

Transisto rs

	

(cont )

Q270

	

*151-0325-00

	

Silicon

	

ΡΝΡ

	

TO-106 Selected f rom 2Ν4258
Q280

	

151-0221-00

	

Silicon

	

ΡΝΡ

	

TO-1 8

	

2Ν4258
Q285

	

151-0221-00

	

Silicon

	

ΡΝΡ

	

TO-1 8

	

2Ν4258

Resistors

Resistors are fixed , composition, ±10% un less otherwise indicated .

Elect rical Pa rts List-7A15

R60

	

321-0344-00

	

37.4 kΩ

	

'/8W

	

Prec

	

1
R61

	

315-0753-00

	

75 kΩ

	

1/4W

	

5%
R62

	

315-0154-00

	

150 kΩ

	

'/α W

	

5
R63

	

315-0513-00

	

51 kΩ

	

1/4W

	

5
R64

	

315-0154-00

	

150 kΩ

	

1/4W

	

5%

Κ67

	

321-0344-00

	

37.4 kΩ '/8 W

	

Prec

	

1
R68

	

315-0753-00

	

75 kΩ

	

1/4W

	

5%
R70

	

315-0154-00

	

150 kΩ

	

1/4 W

	

5
R71

	

315-0753-00

	

75 kΩ

	

1/4 W

	

5%
R72

	

315-0753-00

	

75 kΩ

	

1/4 W

	

5%

R75

	

321-0223-00

	

2.05 kΩ

	

1/8 W

	

P rec

	

1
R76

	

321-0299-00

	

12.7 kΩ

	

'/8 W

	

Prec

	

1
R81

	

315-0133-00

	

13 kΩ

	

1/4 W

	

5%
R82

	

315-0154-00

	

150 kΩ

	

1/4 W

	

5%
R85

	

315-0154-00

	

150 kΩ

	

1/4 W

	

5%

R86

	

315-0154-00

	

150 kΩ

	

1/4W

	

5%
RI 00

	

323-0481-03

	

1 ΜΩ

	

1/2W

	

Prec

	

'/α
R 101

	

315-0105-00

	

1 ΜΩ

	

1/4W

	

5
R102

	

315-0682-00

	

6.8 kΩ

	

1/4W

	

5%
R 104

	

323-0289-00

	

10 kΩ

	

'/2W

	

Prec

	

1

R 105

	

315-0201-00

	

200 Ω

	

1/4 W

	

5
R106

	

315-0681-00

	

680 Ω

	

1/4 W

	

5
R107

	

315-0100-00

	

10 Ω

	

1/4W

	

5
R110

	

315-0150-00

	

15 Ω

	

74 W

	

5%
R111

	

323-0289-00

	

10 kΩ

	

1/2W

	

Prec

	

1

R113

	

321-0064-00

	

45.3 Ω
R114

	

315-0390-00

	

39 Ω

	

'/8 W

	

Prec

	

1%
'/α W

	

5
R115

	

321-0175-00

	

649 Ω

	

'/8 W

	

P rec

	

1
R116

	

323-0287-00

	

9.53 kΩ

	

'/2W

	

P rec

	

1
Rl17

	

321-0039-00

	

24.9 Ω

	

'/8 W

	

Prec

	

1

R120

	

321-0088-00

	

80.6 Ω

	

W

	

Prec

	

1
R121

	

311-0632-00

	

2 kΩ , Var
R 122

	

321-0088-00

	

80.6 Ω

	

W

	

Prec

	

1%
R123"

	

311-1075-01

	

2.5 kΩ , Va r
R124

	

321-0038-00

	

24.3 Ω

	

'/8W

	

P rec

	

1%

"Furn ished as α un it with 5123 . -

' C k t . No. Part No . E ff Disc Desc ription

6-5



Electrical Parts List-7A1 5

MAIN Circuit Board Assembly (cont)

Te ktron ix

	

Serial/Model No .
C k t . No .

	

Pa r t No .

	

Eff

	

Disc

	

Description

6-6

Resistors

	

(cont )

R131

	

321-0172-00

	

604 Ω

	

'/8W

	

Prec

	

1%
R132

	

323-0298-00

	

12.4 kΩ

	

'/2W

	

Prec

	

1
R133

	

315-0101-00

	

100 Ω

	

'/4W

	

5
R134

	

315-0101-00

	

100 Ω

	

'/4W

	

5
R135

	

323-0298-00

	

12.4 kΩ

	

'/2W

	

P rec

	

1

Rl41

	

321-0130-00

	

221 Ω

	

ω

	

Prec
R142

	

321-0032-00

	

21 Ω

	

ω

	

Prec
Rl 46

	

321-0308-00

	

15.8 kΩ

	

'/8W

	

P rec
R147

	

315-0183-00

	

18 kΩ

	

'/4W
R150

	

321-0373-00

	

75 kΩ

	

'/8W

	

Prec

RT151

	

317-0181-00

	

100 kΩ

	

The rmal
R153

	

321-0121-00

	

178 Ω

	

'/8W

	

Prec
R 161

	

321-0158-00

	

432 Ω

	

'/8 W

	

P rec
R162

	

321-0130-00

	

221 Ω

	

'/8 ω

	

Prec
R163

	

323-0131-00

	

226 Ω

	

'/2 W

	

P rec

R164

	

323-0155-00

	

4020

	

'/2 W

	

Prec
R165

	

323-0273-00

	

6.81 kΩ

	

72 W

	

P rec
R171

	

321-0146-00

	

324 Ω

	

'/8 ω

	

Prec
R 172

	

322-0201-00

	

1 .21 kΩ

	

'/4 W

	

P rec
R 175

	

311-0634-00

	

500 Ω , Va r

Rl76

	

321-0101-00

	

110Q

	

'/8 ω

	

Prec
R177

	

315-0331-00

	

330 Ω

	

'/4 W
R178

	

323-0229-00

	

2.37 kΩ

	

'/2 W

	

Prec
R179

	

323-0167-00

	

536 Ω

	

'/2 W

	

Prec
R181

	

323-0167-00

	

536 Ω

	

'/2 W

	

Prec

R 189

	

323-0226-00

	

2.21 kΩ

	

'/2W

	

Prec
R201

	

315-0202-00

	

2 kΩ

	

'/α W
R202

	

315-0223-00

	

22 kΩ

	

'/4W
R203

	

315-0510-00

	

51 Ω

	

'/4W
R204

	

323-0289-00	10 kΩ

	

'/2W

	

Prec

1 °/°
1 °/°
1 °/°
5 °/°
1 °/°

1 °/°
1 °/°
1 -/0
1 °/°

1 °/°
1 °/°

°
1 °/°

1 °/°
5 °/°

°
1 °/°
1 °/°

R182

	

322-0322-00

	

22.1 kΩ

	

'/α W

	

P rec

	

1
R183

	

317-0121-00

	

120 Ω

	

ω

	

5
R184

	

321-0097-00

	

100 Ω

	

ω

	

Prec

	

1%
R186

	

321-0153-00

	

383 Ω

	

ω

	

Prec

	

1
R188

	

322-0201-00

	

1 .21 kΩ

	

'/4 W

	

Prec

	

1

1 -/.
5 °/°
5 °/°
5 °/°
1 %

R210

	

315-0150-00

	

15Q

	

'/4W

	

5%
R211

	

323-0289-00

	

10 kΩ

	

'/2 ω

	

Prec

	

1%
R214

	

315-0390-00

	

39 Ω

	

'/4W

	

5
R215

	

321-0176-00

	

665 Ω

	

'/8W

	

Prec

	

1%
R216

	

323-0287-00

	

9.53 kΩ

	

'/2W

	

Prec

	

1

R217

	

321-0039-00

	

24.90

	

'/8 ω

	

Prec

	

1
R231

	

321-0172-00

	

604 Ω

	

'/8 W

	

Prec

	

1
R232

	

321-0185-00

	

8250

	

'/8 W

	

Prec

	

1%
R233

	

321-0185-00

	

825 Ω

	

'/8 W

	

P rec

	

1%

ι
ι
ι

ι
ι

ι
ι
ι
ι



ι
Elect rical Parts List-7A1 5

MAIN Circuit Board Assembly (cont)

Tektronix

	

Serial/Model No .
C kt. Νο .

	

Part No .

	

ΕΤΤ

	

Disc

	

Description

Resistors (cont)

R234

	

321-0202-00

	

1 .24 kΩ

	

'/8W

	

Prec

	

1
R241

	

321-0130-00

	

221 Ω

	

'/8 W

	

Prec

	

1
R246

	

321-0308-00

	

15.8 kΩ

	

'/8 W

	

Prec

	

1
R247

	

315-0183-00

	

18 kΩ

	

'/4 W

	

5%
R250

	

321-0417-00

	

215 kΩ

	

'/8 W

	

Prec

	

1

R251

	

321-0387-00

	

105 kΩ

	

'/8W

	

Prec

	

1
R261

	

321-0158-00

	

432 Ω

	

'/8W

	

P rec

	

1%
R262

	

321-0130-00

	

221 Ω

	

'/8 W

	

P rec

	

1%
R265

	

323-0273-00

	

6.81 kΩ

	

'/2 W

	

Prec

	

1
R271

	

321-0146-00

	

324 Ω

	

'/8W

	

Prec

	

1

R272

	

322-0202-00

	

1 .24 kΩ

	

'/4 W

	

Prec

	

1
R273

	

321-0032-00

	

21 Ω

	

'/8 W

	

Prec

	

1%
R274

	

315-0513-00

	

51 kΩ

	

'/4 W

	

5%
R275

	

317-0332-00

	

3.3 kΩ

	

'/8 W

	

5%
R277

	

317-0331-00

	

330 Ω

	

'/8 W

	

5

R278

	

323-0229-00

	

2.37 kΩ '/2 W

	

Prec

	

1
R281

	

315-0101-00

	

100 Ω

	

'/4 W

	

5
R282

	

322-0322-00

	

22.1 kΩ

	

'/4 W

	

Prec

	

1
R283

	

323-0226-00

	

2.21 kΩ '/ W

	

Prec

	

%
R286

	

321-0153-00

	

383 Ω

	

'8

	

1

/ W

	

Prec

	

1

ι
R297

	

315-0470-00

	

47Q

	

'/4 W

	

5%
R299

	

301-0470-00

	

47 Ω

	

'/2W

	

5ι
ι
ι

T ransfo rme r

Τ100

	

*120-0469-00

	

Toroid , 3 tur ns, bifila r

ι
"Furn ished as α un it wit h R123 .

R288

	

322-0201-00

	

1 .21 kΩ

	

'/4 W

	

Prec

	

1
R289

	

321-0032-00

	

21 Ω

	

'/8W

	

Prec

	

1%
R291

	

315-0510-00

	

51 Ω

	

'/4 W

	

5%
R293

	

315-0470-00

	

47 Ω

	

'/4 W

	

5
R206

	

315-0510-00

	

51 Ω

	

'/4 W

	

5

Wi red or Unwi red

512312	311-1075-01

Switch
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SECTION 7
DIAGRAMS

and
MECHANICAL PARTS ILLUSTRATIONS

The following special symbols are u sed on th e diagrams :

Ο

	

Screwdriver ad justment

0

	

Front or rear-panel control or connector .

Refers to the in dicated d iagram .

~ηConnection sold ered to circu it board.

B l ue line encloses com ponents located on
circu it board .

Test point.

SIG N A L
I NPUT Ι

READOU T
CODI N G

	

-

7AIS AMPLIFIER

ι 0 Ε



COUPL ING
SW ITCH

INPU T
CO UPι I NG ATTENUATO R S

νοιτ s/ οιν
SW ITCH Ι

READOUT
Q θΟ

VAR SAL

low
ΙΝΡυ "
QIO ;
Q 13C
Q21 .2



VAR BAL

	

POLARITY

	

POSITION

INPUT AMPL I F I ER
0103, Q110, QII-,
Q130, Q140, Q210
Q21Z, Q230, Q240

GAIN VARIA BLE

OUTPUT AMPLI F I ER
q 16Ο , 0170,
QEGO, Q270

T RIGGER PIC KOFF
AM PL I F IE R
ρ180, Q185,
Q280, Q2 β5

Βιι

All ΙΙ

Β13

ΑΙ 3

Α37

937



VOLTAGE ANDWAVEFORM TEST CONDITIONS

Typical waveforms and voltage measurements were obtained under the following condi-
tions un less noted otherwise on the ind ividual diagrams :

Voltmeter
Type

	

Non-loading d igital multimeter
I nput Impedance

	

10 megohms or greater
R ange

	

0 to 50 volts or greater
Type used for voltages

	

Fairchild Model 7050
on d iagrams

7704 Oscilloscope

Vertical M ode

	

R ight
Horizontal Mode

	

Α
Α Trigger Source

	

R ig ht Vert
Α Intensity

	

Optimum
Calibrator
Volts

	

40mV (20 mV)
Rate

	

1 kHz

7Α15 ( Left Vert plug-in)

VO LTS/DIV	5 mV
VARIABLE

	

CAL IN
COUPL ING

	

DC
POLARITY

	

+UP
POSITION

	

Midrange
Signal App lied

	

20 millivolt square wave

7Α16 (Right Vert plug-in)
Volts/Div

	

As shown on waveform
Variable

	

Cal Ιη
Coupling

	

AC
Polarity

	

+UP
Bandwidth

	

Full
Position

	

Midrange

713711 (Α Horiz plug-in)

Time/Div

	

As shown on waveform
Variable

	

Cal Ιη
Magnifier

	

Χ 1
Β Delay Mode

	

Independent
Position

	

Midrange
Level/Slope

	

Centered on positive slope
Triggering
Mode

	

Ρ-Ρ Auto
Cou pling

	

AC
Source

	

1 nt

All voltages given on the diagrams are in volts. Waveforms shown are actual waveform
photographs taken with α Tektronix Oscilloscope Camera System and Projected Grati-
cule . Readouts are simulated in larger than normal type . Voltages and waveforms on the
d iagrams (shown in blue) are not absolute and may vary between instruments because of
d iffering component tolerances, internal calibration or front-panel control settings .



C3

	

Ι

	

1
CI

	

R
Μ

	

R Ι
ΙΙ .4 ρ F

	

Μ01 1 /

	

Iι

Ο . F

	

Ι

	

1

	

R106

R1 ηA~C, I

	

Ι

	

I

	

ΑΤΤΕΝ

	

8109

	

ΓΠ

6θΟ

ε1 Ι

	

8.2

	

7 vDl

F

	

_0

45.3 1G4 Ι 0
Ι 7S

~Qio3

f~1

	

R'ο0 G
."
8
'-

VOLTAGE . & WAVEFORM CONDITIONS

ιι
ατ

το ηεΑ .οουτ
ειαο ~. R2τα
Λ 0

S2
ιοεΝτι F ν

( ΙπουΝτεο OK
POSITION SWITCH)

REF ERENC E DIA4RAMS
O U T PUT AMPLI F I ERS
VOLTS/DIVISION SWITCH

ΝΟΤΕ :
SEE PARTS LIST FOR
SEMICO ND UCTOR TYPES

TAIS AMPLI F I ER

5,00
,-- νοιΤ S1 ο rv
Ι

	

Ι

	

+9 "7S

NOTE

RIo2 Σ 1.C102
I. . ΘΚ{

	

1~
ι 1 ι.ν

-ISV

7χα σΡιίπ 9 reπσίση σ! Μα Ρ~η ηάro ίπνια α φσd
ααη m α είιεσα χσαια αηα ιη. ΡΙσ.

πτισπ mo be deslroYed W υιίπρ Φ¢
αιτ ατ α mηπαιι

	

Μ !οι sρ .ί,g1υαd¢d

CRID2

-

	

,. σ .

	

0 Ι
6
ο 7

~0nF

.1-

	

R ΙOS
2ΟΟ

α104
1 Ο . ΟΚ

-Βον

βΙοΤ
10

+1 SV

+ π . ε, ι

0C9- 11Ο

VR 107
9 . Ιν
α



+1SV

RIOT
1 Ο VR107

9.I V

+? .τul

~G107
SOnF I

R 10S
Ο

	

ς R
Is,
ο

2 Ο

	

1

R106
68Ο

+α.1α

ΟΙ

PARTIAL ΜΑιΝ 6ΟΑ0.Ο

INPU7 AMPLIFIERS

ΡιΜ
Ο67Ο



S2

FROM R ΙΖΙ

ΝΟΤΕ :

+ Ι 5 ν

PP-0-?] ΙΡ2Ο -3

POSITION ~R145
2Χ 5 Κ

Ρ2ο - ι λ

	

λ PP-0-4-

I
- ιs ν

FROM RΖ3 Ι

PARTIAL ΜΑΙΝ BOA RD

REFERENC E DIAG RA M S

INPU T AMPL IF I ER S

SEE PARTS LIST FOR
SEMICON DUCTOR TYPES

7ΑΙ 5 A MP LIF I ER

R 146
Ι5.8 Κ

RI47
ΙΒΚ

R247
ι eκ

R2-+r.
Ι 5 .8Κ

- ι 5 ν

VO LTAG E απ d WAVEF O RM conditions qw,no.
left, ί d, of D ί agram

	

`,

+ Ι5 ν

R 164
4 Ο 2

R ΙΓο 2 R 1E3 LC163
22 Ι

	

226

	

Τ 20'F

R ι 6 Ι {

	

Τ C161
432 65C

`~-s + Ι C . 3

ΝΟΤΕ

+6.96

The αρ , ίφ tension of t he pin soc kets insure α goo d
connection beλsmn the ti-it board and the pin.
Th is s pring tension can be destroyed by using The
pin sockets as α connection point for Wring loaded
prob e tips, alligator cli ps, etc .

6 Ι 81Κ

	

Ι

	

Ι

	

Sao

	

-̂
Ι
-5?75

-+50v

RE66
6.8 Ι

	

"Λ Ι
171,
Ι1 .7

	

R 3 Κ

C273
20~F

Cl76 R I
8 .2 ΙΙί

+ Β

+e



Ί
R175 yG275
Soo

	

Τ 51

C175 R275
.9-15 .7

	

> 3.3 Κ

73
tiF

+ Β . θ 5

C176 R176
8.2 ΙΙΟ

+ -3.80

+3

Τ ΙΟΟ

Clll
6S0

R 171
124

C2 ,71
6E10

ςξΓ 172
Ι .2 Ι Κ

R 2171

	

-15 ν
324

RZ72
ι . 2 4 Κ

RZ75 FROM
21

	

S2

R281
ΙΟΟ

Α 274
5 ΙΚ

10ΕΝΤΙ F Υ

C289~I ',_
2ο r,F; 4

R183
ι2Ο

C Ιθ3
la

R188
Ι .2ΙΚ

R ΙΒΓο -LC ΙΒ 6
383 ~

	

Τ 65Ο

R Ιβ4
100 .0

C~J

Q285

R ΙΘ9
pl . 2ικ

R283
2.2 ΙΚ

R286{ -LC2β6
383

	

Τ 65Ο

RZ89
2Ι.0

s οj. RΙ
2

1 Κ
8 θJ

.2

OUTPUT AMPL IFI ERS

R181
536
Μλ-~ +5Ο V

67Ο
ΕΚΡ



I FS
R IO

Γ
T
_ νοιτ s/DινΙ

1

	

ι

	

Ι

	

Ι

	

,

	

;

	

Ι
1

	

ι

	

Ι

	

Ι

	

Ι

	

Ι

1

	

ι

	

ΙΙ

	

Ι

	

~

	

~

	

~

	

ι

Ι

	

Ι

	

IN- TO R109
ι

	

ι

	

ι

	

Ιι

	

ι

	

ι

	

ι

	

ι

	

ι
ι

	

ι

	

Ι

	

ι

ι I R9

	

ι
,

	

Ι 2R9

	

Ι 3 R 10

	

6R9 Ι 6R 10

	

Ι

	

Ι

	

~ι
SR IOA

	

3R9

	

ΧΙ

	

SR IOA

	

6F 10 ι

	

Ι

IF S

	

S FS

	

2R10

	

6R8

	

S R IIA

	

Γο F ΙΙ

1 Ο

	

..

	

9

	

9 -0

	

Ο

	

ι--0

	

Ο

	

Ο-1

	

Ο7Χ Ζ

	

1--Ο

20 Ο--

I F2

	

SF2

	

6R 1

	

S R3A

	

b F 3
5Ο ΧΙΟ

	

Ο

	

Ο R9
27

6R ι,8
ι

	

Ο

	

Ο

6R 1,8
.2

	

Ο

	

Ο

ΙFΙι

	

SF II

	

6R 1,8
.5 0--tΧΙΟΟ -"---Ο

	

Ο

	

Ο

2 Ο- -Ο

I F8

	

SFS
ι 5

	

Ο-ΧΙΟΟΟ--0

	

Ο

GCW

m m

- ΑΙ5 AMPLI F I ER

Ι c7
`F 2.7pF

7ε\ m
+--0 Ο

LR ι3

R 14

	

62

ιΜ

REFERENCE DIAGRAMS
I NPUT AMPL IFI ERS

ι

6R8 5R ΙΟΑΙ Χ4 6F7

6β6,8

6R4,~,8

m

ι

Ο

ATTENUATOR

Χ4

ι

ι.

NOTE

0.2541-1

	

Al Al 0.25~ιαΗ

SI0

The sρ-9-ίσπσiαι¢ρίπ sο,k~ ίπsυι¢α9οο d
1-illb- the cir ε uit boαtd απd theρίπ .

This spriM ι.ηαίσπ εαπ b s dmtrayM hy υdπ g the

pi, ωεκetσαασσππσπίσπ ρσίπιtσι ααίππ ιο~α
ρισbσ tips, alligomr εΙίφ, etc .

mν

ν

~ ~~ 7R9
1 , 8R9
--Ο~Ο5

ΙΟ

	

+--0

20 *----Ο

5Ο

Ι

.2

.5

Ι

2 E
9F7

ΝΟΤΕ -.
SEE PARTS LIST FOR
SEM ICONDUCTOR TYPES

m

m

ΟΙ

7

λΑR ΤιΑ L Ν

RIO

	

R20

	

RBO
ι 5

	

ό2

	

86
0

	

-0

TC
C6

	

Ρ

	

CIO
ρ

	

R12

	

TC12P

	

C13

	

G2Ο

	

Ν22

	

Τ'2ρ

	

C23 p

	

Ε30 ρ

	

R
I RE

	

0.2- Ι.5 Σ

	

0.2-1.5 Σ 50ΟΚ

	

6.8 Σ

	

0.7-3pF

	

Ο.2-LS F

	

750Κ

	

4.3 F

	

0.7-3 F

	

O.l-3 F 9C

LR23

R24 C24 56

	

R
333 Κ

	

Τ ΙΟ?F

	

ιι



7 R9

5

	

--ρ:-ρ8
R9

0 ~Ο

0 ~Ο

Ι t--Ο

2 #--Ο

5 -Ο

2 Η--Ο

Sri

R 30
5G

0--lv/ι

' FOR
β TYPES

ΟΑΙ

#--Ο

*--Ο

-τν̂

+--Ο

8 F 7

R 62
Ι5ΟΚ

Τ

	

Ι

	

~

	

1Ι

	

Ι

	

ΙΙ

	

Ι
Ι

	

Ι

	

Ι

	

Ι

	

Ι
Ι

	

PROBE ΡιΟ-9
Ι

	

Ι

	

ιΙ

	

Ι INPUT
M

~~
Ι

	

Ι FR OM L IFROι

	

Ι

ι
Χ2 7F I

BF I
,-0t0

χΙο

Η--0

Ο

f--o

4--0

Rb4
ι 5οκ

Χ-ι 7F I2
8F 12

ΟηΟ

Ο

4-Ο

S F T
Ο

ΡΙΟ -5

	

λ ΡΙΟ -4

	

__ λΡΙΟ- Ισ

?.ΑRΤ'IAL ΜΑΙΝ f1oA RU~~

07-3ρΣ ~9Ο0 Κ Τ 5.6 ΡF ~Γ0.2- LSpF

R67
B7.4K

LR33
R34 ί.34

2.7

;ΙΙΚ SOrr

Ο. ΙηΗ

τ Ι Ο

4--~---0

ΧΙΟ 7R68 R G

7R6

R40
39

MOO 7R38 R 5
r---OtO

R72
RIO 75 Κ

Ι 5ΟΚ

GA L ΙΝ

Ιο. ικ

R 75
2.σ5Κ

-ISV

C30

	

{ R32

	

1C32

	

-VC -63

	

-L C40

	

C41

	

R42

	

-LC42

	

J
2.7pFf0.7-3 990Κ `Γ4.3?F λ

R44 -LC44
SOOpr-

rn

O-2- I .SpF

Q8ο

R7~
Ι2.7Κ

LR43
20
-6η-Ο-

0. Ι 4ηΗ

R61
75Κ

R 60
37.4Κ

R SO
43

VO LTS/ DI V ISION SWITCH

R 85
Ι 5 ΟΚ

MGF
Ο67Ο

m

533

Α 3 Ζ

Α3Ο

Β 29

C43 CSI
5ι5.6 ρΕ

	

0.7 3pF

	

99Κ

	

Ο25ρF

ο

	

Γt1 ί'Π
R57

R 34 C54 43
ικ

	

Τ ι Τ-



7 Α15 AMPL I F I ER

rld

0 re JJ ι
0 JJ

θ
ι

θ θ )θ

0
θ

,

14

(6
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J θJθθ
α

48

	

c 47

ο

81
0
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ΤΑΙ 5 AMPLIFIER

35 Ί

34

3 3 Ι~

32

31

3Ο 1<~]

2 9 ΙΕ

28 1
Ε

2 7 ~Ε

26 1
Ε

25
1
Ε
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CARTON ASSEMBLY
(Part No. 065-0125-00)

Fig . &

	

Q
Index Te k tronix

	

Serial/Mod el No .

	

t
No. Part No .

	

Eff

	

Disc

	

γ

	

ι z 3 4 s

2-

	

Οό5-0125-00

	

1

	

ASSEMBL Y, ca rton
- - - - - -

	

-

	

assembly i ncl udes :
-1

	

004-0241-00

	

2

	

CASE HALF
-2

	

004-0242-00

	

1

	

EN D CAP , rear
-3

	

004-0243-00

	

1

	

EN D CAP , front
-4 004-0748-00

	

1 CARTO N

Descrip tion



FIGURE AND INDEX NUMBERS

Items in t h is section are referenced by figu re and index n u mbers to t he ill ust ration s wh ic h
a ppear eit h er on t h e back of the diagrams or on pu llo u t pages immediately following t he
diag rams of t he i n str u ction manual .

I NDENTATION SYSTEM

This mecha n ical parts list is indented to i nd icated item relatio n sh ips . Following is an
exam ple of t he i ndentatio n system used in t he Descri ptio n col umn .

Assembly and/or Componen t
Detail Part of Assembly and/or Component
mounting hardware for Detail P art

P arts of Detail P art
mounting hardware for Parts of Detail Part

moun ting hardware for Assembly and/or Componen t

Mounting ha rdware always appears in t he same indentatio n as the item it mounts,
wh ile the d etail parts a re in dented to t he righ t . Inde nted items are part of, and incl uded
wit h , t he next h ig h er indentation .

Mounting hardware must be purchased separately, unless otherwise specified .

PARTS ORDERI NG I NFORMATIO N

R e placement pa r ts are available f rom o r th rough your local Tektronix, I n c . Field Office
or re prese ntative .

Changes to Tek t ron ix i n st ruments are sometimes made to accommodate improved
components as t hey become available, and to give you t he benefit of the latest ci rc u it
improveme n ts developed in ou r e ngi neering depa rtmen t . It is therefo re important, when
o rdering parts, to i n cl ude t he following info rmation in yo ur order : Pa rt number, i n str u -
men t ty pe or number, serial or model number, and modification number if applicab le .

If α pa rt you have ordered has been replaced wit h α new or im proved pa r t, you r
local Tektronix, Inc . Field Office or rep r esentative will contact you concerning any change
i n pa r t number .

Change information , if any, is located at t he rea r of th is manual .

ABBREVIATIONS AN D SYMBOLS

For an expla nation of the abbreviatio n s and symbols used in t h is section, please r efe r
to the page immediately precedi ng t he Electrical Parts List in t h is inst ru ction manual .



INDEX OF MECHANICAL AND

REPACKAGING PARTS ILLUSTRATIONS

Title

	

Location (reverse side of)

Figure 1 Exploded . . . . . . . . . . . . . . . . . . . . . . . . . . Volts/Division Switch Diagram

Figure 2 Repackaging . . . . . . . . . . . . . . . . . . . . . . . . . Plug-In Connectors Diagram



SECTION 8
MECHANICAL PARTS LIST

FIGURE 1 EXPLODED

Fig . &

	

Q
Index Te ktronix

	

Serial/Mod el No.

	

t
No. Part No .

	

Eff

	

Disc

	

γ

	

ι z s α s

1-1

	

333-1321-00

	

1

	

PANEL, fron t
-2

	

366-1059-00

	

1

	

KNOB, gray-ID ENTITY
-3

	

366-1077-00

	

1

	

KNOB, gray-POSITION
- - - - - -

	

-

	

knob i n cl udes :
213-0153-00

	

1

	

SETSCREW, 5-40 χ 0.125 inc h , HSS
-4

	

366-1168-00

	

1

	

KNOB, red-blac k-VARIABLE (CA L IN)
- - - - - -

	

-

	

knob incl udes :
213-0153-00

	

1

	

SETSCREW, 5-40 χ 0.125 i n c h , H SS
-5

	

366-1057-00

	

1

	

KNOB, g ray-VOLTS/DI V
- - - - - -

	

-

	

knob includes :
213-0153-00

	

2

	

SETSCREW, 5-40 χ 0.125 i n c h , HSS
-6

	

366-0215-02

	

1

	

KNOB, gray-AC-GN D-DC
-7

	

358-0378-00

	

1

	

BUSH ING, sleeve
-8

	

358-0301-02

	

1

	

BUSHING, plastic, 0.188 inch ID
-9

	

386-1447-42

	

1

	

S UBPANEL, FRONT
- - - - - -

	

-

	

mounting hardware : (not i n cl uded ω/s ubpanel)
-10

	

213-0192-00

	

4

	

SCREW, threa d forming, 6-32 χ 0.50, F il HS

-11

	

348-0235-00

	

2

	

SH IELDING GASKET
-12 366-1058-15

	

1

	

KNOB, latc h
- - - - - -

	

-

	

mounting hardware : (not included ω / knob)
-13

	

214-1095-00

	

1

	

PIN, spring

-14 105-0076-00

	

1

	

RELEASE BAR
-15 214-1280-00

	

1

	

SPR ING, helical
-16

	

- - - - - -

	

1

	

RESISTOR , va r iable
- - - - - -

	

-

	

resisto r includes :
-17

	

131-0182-00

	

1

	

CONNECTOR, terminal feed th r u
-18

	

358-0135-00

	

1

	

BUSH ING, i n s u lator, 0 .15 inch lo ng
' -19

	

386-1853-00

	

1

	

SUPPORT, feed t h r u termin al
- - - - - -

	

-

	

mounting hardware : ( n ot included ω/supp ort)
-20

	

211-0034-00

	

2

	

SCREW, 2-56 χ 0.50 inc h , RHS
-21

	

210-0001-00

	

2

	

WASHER, loc k , inter n al, #2
-22

	

210-0405-00

	

2

	

NUT, hex ., 2-56 χ 0.188 inch
- - - - - -

	

-

	

mounti ng ha rdware : (not in cl uded ω/resisto r)
-23

	

210-0223-00

	

1

	

LUG, solder
-24

	

210-0583-00

	

1

	

NUT, hex ., 0.25-32 χ 0.312 inch

Description



Mechanical Parts List-7A1 5

FIGURE 1 EXPLODED (cont)

Fig . &

	

Q
Index Tektronix

	

Serial/Model No.

	

t
No. Part No.

	

Eff

	

Disc

	

γ

	

ι τ s α s
Description

-25

	

- - - - - -

	

1

	

RESISTOR, va riable
- - - - - -

	

-

	

mounting hardware: (not incl uded ω / r esistor)
-26 337-1064-00

	

1

	

SHI ELD, electrical, left sid e
-27

	

210-0471-00

	

1

	

NUT, hex ., 0 .25-32 χ 0.312 χ 0.594 i n ch long
-28 358-0409-00

	

1 BUSHI NG

-29

	

260-0816-00

	

1

	

SWITCH, sli de-POLARITY
- - - - - -

	

-

	

mounti ng hardware: (not i ncluded ω/switc h)
-30

	

211-0030-00

	

2

	

SCREW, 2-56 χ 0.25 i n ch, 82° cs k, FHS
-31

	

210-0405-00

	

2

	

NUT, hex ., 2-56 χ 0.188 inch

-32

	

262-0903-00

	

1

	

SWITCH, rota ry-VOLTS/DIV , wired
- - - - - -

	

-

	

switch incl udes :
260-1151-00

	

1

	

SWITCH, rota ry, unwi red
-33

	

131-0679-00

	

1

	

CONNECTOR , receptacle, BNC, ω/hardware
-34 361-0322-00

	

1

	

SPACER, sleeve, ground
-35

	

214-0599-00

	

4

	

SPRI N G, s h aft g round
-36

	

337-1297-00

	

1

	

SH I ELD, electrical, front
- - - - - -

	

-

	

mounting ha rdwa r e : (not incl uded ω /sh iel d )
-37

	

211-0541-00

	

2

	

SCREW, 6-32 χ 0.25 inc h , 100° cs k , FHS

-38 260-1168-00

	

1

	

SWITCH, lever-AC-GND-DC
- - - - - -

	

-

	

mounting ha rdware : (not included ω/switch )
-39

	

211-0105-00

	

2

	

SCREW, 4-40 χ 0.188 inch , 100° csk, FHS
-40

	

210-0586-00

	

2

	

NUT, keps, 4-40 χ .025 inc h

-41

	

337-1296-00

	

1

	

SHI ELD, elect r ical, left
-42 441-0939-00

	

1

	

CHASSIS, atten uator
-43

	

131-0403-00

	

1

	

CONNECTO R , feed thru
-44

	

131-0344-00

	

1

	

CONNECTOR , feed th r u, 0.538 inch long
-45 358-0241-00

	

1

	

BUSHI NG, plastic
-46 358-0300-00

	

2

	

BUSHING, i n s u lato r , plastic
-47

	

337-1298-00

	

1

	

SH I ELD, elect r ical, top and left
- - - - - -

	

-

	

mounti ng ha rdwa re : (not included ω/s h ield)
-48

	

213-0055-00

	

13

	

SCREW, thread forming, 2-32 χ 0.188 i n ch , PHS
-49

	

210-0850-00

	

13

	

WASHER, flat, #2

-50 337-1299-00

	

1

	

SH IELD, electrical, bottom
- - - - - -

	

-

	

mounti ng hardware : ( n ot i ncl uded ω/shield)
-51

	

213-0055-00

	

7

	

SCREW, thread forming, 2-32 χ 0.188 i nc h , PHS
-52

	

210-0850-00

	

7

	

WASHER, flat, #2



Fig . &

	

Q
Index Tektronix

	

Serial/Model No .

	

t
No. Part No .

	

Eff

	

Disc

	

γ

	

ι z 3 α s

-53 337-1300-00

	

1

-54 213-0055-00
-55 210-0850-00

FIGURE 1 EXPLODED (co n t)

Descr iption

SH I ELD, electrical, rear
mounting hardware : (not i n cluded ω /sh iel d)
SCREW, t hread fo rming, 2-32 χ 0.188 inc h , PHS
WASHER, flat, #2

-56

	

407-0777-00

	

1

	

BRACKET, com ponen t, grou nd
- - - - - -

	

-

	

mounti ng ha rdware : (not in cluded ω/b rack et)
-57

	

213-0055-00

	

2

	

SCREW, thread fo r mi n g, 2-32 χ 0.188 inch , PHS
-58

	

210-0850-00

	

2

	

WASHER, flat, #2
-59

	

211-0116-00

	

2

	

SCREW, sems, 4-40 χ

	

312 inch , ΡΗΒ
-60

	

210-0586-00

	

2

	

NUT, kep s, 4-40 χ 0.25 inch
- - - - - -

	

-

	

mounting hardwa re :

	

(not included ω/switc h)
-61

	

210-0590-00

	

1

	

NUT, hex., 0.375-32 χ 0.438 inc h
-62

	

210-0978-00

	

1

	

WASHER, flat, 0.375 ID χ 0.50 inc h OD

-63

	

670-1227-00

	

1

	

CI RCU IT BOA RD ASSEMBLY-MAIN
- - - - - -

	

-

	

circuit board assembly i n cl udes :
388-1596-00

	

1

	

CI RCUIT BOARD
-64

	

131-0608-00

	

17

	

TERMI NAL, p i n, 0.365 inc h long
-65

	

136-0220-00

	

13

	

SOCKET, t r ansisto r, 3 pin
-66

	

200-0945-01

	

2

	

COVER, half t ransistor
-67

	

200-0945-00

	

2

	

COVER, half tra n sistor, threaded
-68

	

211-0001-00

	

2

	

SCREW, 2-56 χ 0.25 i nc h , RHS
-69

	

136-0350-00

	

5

	

SOCKET, transisto r , 3 pi n
-70

	

136-0235-00

	

1

	

SOCKET, semicond ucto r device, 6 contact
-71

	

131-0235-00

	

1

	

CONNECTOR , termi n al, 0.455 inch long
-72 358-0136-00

	

1

	

BUSH I NG, p lastic
-73 407-0767-00

	

1

	

BRACKET, component mounting
-74 - - - - - -

	

1

	

RESISTO R , va riable
- - - - - -

	

-

	

mounting hardwa re : ( n ot included ω / r esisto r )
-75 210-0583-00

	

1 NUT, hex .,0.25-32x0.312 inch
-76

	

210-0046-00

	

1

	

WASHER, loc k , i n te r nal, 0.261

	

1D χ 0.40 inc h OD

-77 - - - - - -

	

1

	

RESISTO R , va r iable
- - - - - -

	

-

	

mounting ha rdware : (not included ω / resisto r )
-78 210-0583-00

	

1 NUT, hex .,0.25-32x0.312 inch
-

	

- - - -

	

-

	

-

	

mou nti ng ha rdware :

	

(not included ω /circuit board assembly)
-79

	

211-0105-00

	

6

	

SCREW, 4-40 χ 0.188 i n ch , 1000 csk, FHS
-80

	

220-0547-01

	

6

	

NUT, 0.312-32 χ 0.375 χ 0.282 inc h long
-81

	

211-0116-00

	

6

	

SCREW, sems, 4-40 χ 0.312 i n ch , ΡΗΒ

-82

	

384-1016-00

	

1

	

SHAFT, extension, 5.18 i n c h es lo ng

Mechanical Par ts List-7A15
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FIGURE 1 EXPLODED (cont)

Fig . &

	

Q
Index Te ktronix

	

Serial/Model No .

	

t
No. Part No .

	

Eff

	

Disc

	

γ

	

ι z s α s

-93

	

426-0603-02

	

1

	

FRAME SECTION
-94

	

214-1061-00

	

1

	

SPR ING, flat, sli d ing ground
-95 426-0602-02

	

1

	

FRAME SECTION
-96

	

214-1054-00

	

1

	

SPR ING, flat, latch detent
-97 105-0075-00

	

1

	

BOLT, latch , plastic
-98

	

337-1064-02

	

1

	

SH IELD, elect rical, righ t si de
- - - - - -

	

-

	

shiel d incl udes :
-99 214-1436-00

	

1

	

SPR ING, grou nd ing
- - - - - -

	

-

	

mo unting ha rdware :

	

(not included ω /spring)
-100 211-0005-00,

	

1

	

SCREW, 4-40 χ 0.125 inch , PHS
-101

	

210-0586-00

	

1

	

NU T, keps, 4-40 χ 0.25 inch
-102 179-1540-00

	

1

	

W I R I NG HARNESS
- - - - - -

	

-

	

wi ring ha rness i ncludes :
-103 131-0707-00

	

17

	

CONNECTOR , te rminal, st raight
-104 352-0166-00

	

1

	

HOLDER, terminal connector, 8 wire
-105 352-0167-00

	

1

	

HOLDER, te rminal co nnector, 9 wire

STANDARD ACCESSORIES

Descriptio n

-83

	

384-1015-00

	

1

	

SHAFT, extension, 4.75 inc hes long
376-0051-00

	

1

	

COUPL ING, flexible
- - - - - -

	

-

	

cou pling incl udes :
-84 354-0251-00

	

2

	

R I NG, coup ling
213-0048-00

	

4

	

SETSCREW, 4-40 χ 0.125 inc h , H SS
-85 376-0049-00

	

1

	

COUPLI NG, plastic
376-0107-00

	

1

	

COUPL ING, shaft, flexible
- - - - - -

	

-

	

coup ling incl udes :
-86

	

376-0104-00

	

1

	

COUPL ING SECTION, shaft, front
213-0075-00

	

4

	

SETSCREW, 4-40 χ 0.094 i nch , H SS
-87

	

376-0105-00

	

1

	

COUPL ING SECTION, shaft, center
-88

	

376-0106-00

	

1

	

COUPL ING SECTION, shaft, rea r
-89 214-0660-00

	

2

	

PIN, st raigh t
-90 386-1402-00

	

1

	

PANEL, rear
- - - - - -

	

-

	

mo u nting ha rdwa re :

	

(not in cl uded ω /panel)
-91

	

213-0192-00

	

4

	

SCREW, thread forming, 6-32 χ 0.50 inc h , Fil H S
-92

	

361-0326-00

	

1

	

SPACER , sleeve, 0.10 inch lo ng

070-1044-00

	

2

	

MANUA L, instr uction

	

(not shown)



ELECTRICAL PARTS LIST AND SCHEMATIC CORRECTION

MAIN Cir cui t Board Assembly

CHANGE TO :

670-1227-01

	

Complete Board

7Α 15 TENT SN B040000-up

4 ADD :

CR81

	

152-0185-00

	

Silicon

	

Replaceab le by 1Ν4152
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